andbook of 



Optical Coherence 





flrett €- flauma - Buillermo J. Teamey 



To our wives, families, and all of our colleagues, 

especially the contributors, who have dedicated many hours 

to writing and editing chapters for this book 



ISBN: 0-8247-0558-0 

This book is printed on acid-free paper 

Headquarters 

Marcel Dekker, Inc. 

270 Madison Avenue, New York, NY 10016 

tel: 212-696-9000; fax: 212-685-4540 

Eastern Hemisphere Distribution 

Marcel Dekker AG 

Hutgasse 4, Postfach 812, CH-4001 Basel, Switzerland 

tel: 41-61-261-8482; fax: 41-61-261-8896 

World Wide Web 

http://www.dekker.com 

The publisher offers discounts on this book when ordered in bulk quantities. For more 
information, write to Special Sales/Professional Marketing at the headquarters address above. 

Copyright © 2002 by Marcel Dekker, Inc. All Rights Reserved. 

Neither this book nor any part may be reproduced or transmitted in any form or by any 
means, electronic or mechanical, including photocopying, microfilming, and recording, or by 
any information storage and retrieval system, without permission in writing from the 
publisher. 

Current printing (last digit): 

10 987654321 

PRINTED IN THE UNITED STATES OF AMERICA 

dramroo 



Preface 



Optical coherence tomography (OCT) is a recently developed imaging technology 
that has stimulated considerable interest in the fields of medicine, biology, and 
material science. The unique capability of OCT to noninvasively explore microstruc- 
ture within turbid media using nonionizing radiation has opened the door to appli- 
cations such as optical biopsy, surgical guidance, studies of developmental biology, 
and quality control of advanced composites in situ. 

The technological innovations that have led to the current success of OCT are 
manifold and have been published in the scientific literature of optical communica- 
tions, optical engineering, applied physics, and biomedical engineering. Similarly, the 
applications of OCT have been separately described in the publications of the rele- 
vant fields. The diversity of these publications has led to a need for a comprehensive 
handbook describing OCT and detailing the advances. The aim of this book, then, is 
to address this need and to serve as a repository for engineers and scientists involved 
with the development of OCT technology. Sufficient detail is given to enable new- 
comers to the field to construct a state-of-the-art OCT imaging system. In addition, 
the book will serve as a reference for medical clinicians wishing to understand the 
fundamentals of OCT and its capabilities and limitations. 

Chapter 1 presents historical background describing the development of OCT 
and includes citations to the primary literature. The following five chapters provide a 
summary of the technology specific to each of the major subcomponents of a typical 
OCT system, including optical sources, fiber optics, temporal delay scanning, OCT 
probe design, detection, and system integration. Chapters 7 through 13 are devoted 
to new imaging concepts spawned from OCT research, such as the reduction of 
speckle in OCT images, polarization-sensitive OCT, the detection of Doppler-shifted 
backreflection to determine flow, the combined use of OCT and confocal micro- 
scopy, spectral radar, and alternative imaging geometries for OCT. 

The applications section (Chapters 14 to 28) begins with a summary of the use 
of OCT for measuring optical properties and a discussion of nonbiological applica- 
tions of OCT such as monitoring advanced composites and optical data storage. 
Biological and medical applications are grouped by topic, beginning with develop- 
mental biology and continuing through the major human tissue systems that have 
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been investigated. While the development of OCT has enjoyed widespread interest 
and has been pursued by many research groups throughout the world, the technol- 
ogy is still young. We hope the readers of this book will be motivated to explore new 
directions for this promising imaging modality. 

Brett E. Bouma 
Guillermo J. Tearney 
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Optical Coherence Tomography: 
Introduction 



JAMES G. FUJIMOTO 

Massachusetts Institute of Technology , Cambridge , Massachusetts 



1.1 INTRODUCTION 

Optical coherence tomography (OCT) is a fundamentally new type of optical ima- 
ging modality. OCT performs high resolution, cross-sectional tomographic imaging 
of the internal microstructure in materials and biological systems by measuring 
backscattered or backreflected light. Image resolutions of 1-15 /i.m can be achieved, 
one to two orders of magnitude higher than with conventional ultrasound. Imaging 
can be performed in situ and in real time. The unique features of this technology 
enable a broad range of research and clinical applications. This book, with chapters 
written by leading research groups in the field, provides a comprehensive description 
of OCT technology as well as the current and future research and clinical applica- 
tions of OCT. This introductory chapter provides an overview of OCT technology, 
background, and applications. 

1.2 OPTICAL COHERENCE TOMOGRAPHY VERSUS ULTRASOUND 

Optical coherence tomography (OCT) imaging is somewhat analogous to ultrasound 
B mode imaging except that it uses light instead of sound. In OCT, the first step in 
constructing a tomographic image is the measurement of axial distance or range 
information within the material or tissue. There are several different embodiments 
of OCT, but in essence OCT performs imaging by measuring the echo time delay and 
intensity of backscattered or backreflected light. An OCT image is a two-dimen- 
sional or three-dimensional data set that represents differences in optical backscat- 
tering or backreflection in a cross-sectional plane or volume. Because of the analogy 
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between OCT and ultrasound, it is helpful to consider the processes that govern 
OCT versus ultrasound imaging. 

Ultrasound is an established clinical modality for internal body imaging [1- 
5]. Ultrasound is used in many clinical applications, including imaging of internal 
organs, transluminal endoscopic imaging, and catheter-based intravascular ima- 
ging. In ultrasound, a high frequency sound wave is launched into the material 
or tissue being imaged by using an ultrasonic probe transducer. The sound wave 
travels into the tissue and is reflected or backscattered from internal structures that 
have different acoustic properties. Depending upon the frequency, significant 
attenuation of the sound wave may occur with propagation. The time behavior 
or echo structure of the reflected sound waves is detected by the ultrasonic probe, 
and the ranges and dimensions of the internal structures are determined from the 
echo delay. 

In optical coherence tomography, measurements of distance and microstruc- 
ture are performed using light that is backreflected and backscattered from micro- 
structural features within the material or tissue [6]. For the purposes of 
illustration, it is possible to visualize the operation of OCT by thinking of the 
light beam as being composed of short optical pulses. However, it is important to 
note that although OCT may be performed using short-pulse light, most OCT 
systems operate using continuous wave short coherent length light. In addition, 
other OCT measurement approaches have been demonstrated that measure the 
spectral properties of low coherence light or use rapidly tunable narrow linewidth 
light. 

The dimensions of structures can be determined by measuring the "echo" 
time it takes for sound or light to be backreflected or backscattered from the 
different structures at varying axial (longitudinal) distances. In ultrasound, the 
axial measurement of distance or range is referred to as A-mode scanning. The 
principal difference between ultrasound and optical imaging is that the velocity of 
light is approximately a million times faster than the velocity of sound. Because 
distances within the material or tissue are determined by measuring the "echo" 
time delay of backreflected or backscattered light waves, this implies that distance 
measurement using light requires ultrafast time resolution. Figure 1 compares the 
characteristic distance and time scales for light and sound propagation. The velo- 
city of sound in water is approximately 1500 m/s, whereas the velocity of light is 
approximately 3 x 10 8 m/s. Distance or spatial information may be determined 
from the time delay of reflected echoes according to the formula AT — z/v, 
where AT 1 is the echo delay, z is the distance the echo travels, and v is the velocity 
of sound or light. 

The measurement of distances or dimensions with a resolution on the 100 
jam scale, which would be typical for ultrasound, corresponds to a time resolution 
of approximately 100 ns. One advantage of ultrasound is that echo time delays 
are on the nanosecond time scale and are well within the limits of electronic 
detection. Ultrasound technology has dramatically advanced in recent years 
with the availability of high performance and low cost digital signal processing 
technology. It is also important to note that because ultrasound imaging depends 
on sound waves, it requires direct contact with the material or tissue being 
imaged or immersion in a liquid to transmit the sound waves. In contrast, optical 
imaging techniques such as OCT can be performed without physical contact or 
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Figure 1 Echo time delay of light and sound. This figure shows the characteristic time and 
distance scales that govern ultrasound and optical ranging techniques. Optical coherence 
tomography (OCT) is analogous to ultrasound except that it performs imaging by measuring 
the echo delay of light rather than that of sound. The velocity of sound in water is ~ 1500 ms/, 
whereas the velocity of light is ~ 3 x 10 8 m/s. Because of this large difference in velocities, 
OCT and ultrasound use very different detection technologies. 



the need for a special transducing medium. In applications such as ophthalmol- 
ogy, the use of noncontact imaging is important for reducing patient discomfort 
during examination. In endoscopy or bronchoscopy, imaging without a sound- 
transducing medium means that contact with or occlusion of the lumen is not 
required. 

The echo time delays associated with light are extremely short. For example, 
the measurement of a structure with a resolution on the 10 /xm scale, which is typical 
in OCT, corresponds to a time resolution of approximately 30 fs. Direct electronic 
detection is not possible on this time scale. Thus, OCT measurements of echo time 
delay are based on correlation techniques that compare the backscattered or back- 
reflected light signal to reference light traveling a known path length. Although OCT 
imaging is analogous to ultrasound, the core technology upon which it is based is 
quite different. 



dramroo 



4 Fujimoto 

1.3 MEASURING ULTRAFAST OPTICAL ECHOES 

The concept of using high speed optical gating to perform imaging in scattering 
systems such as biological tissues was first proposed by M. Duguay 30 years ago 
[7-9]. Duguay demonstrated an ultrafast optical Kerr shutter to photograph light in 
flight. The Kerr shutter can achieve picosecond or femtosecond resolution and oper- 
ates by using an intense ultrashort light pulse to induce birefringence (Kerr effect) in 
an optical medium placed between crossed polarizers. Duguay recognized that opti- 
cal scattering limits imaging in biological tissues and that a high speed shutter could 
be used to gate out unwanted scattered light and detect light echoes from internal 
structures. This technology could see through tissues and noninvasively image inter- 
nal biological structures. 

The principal disadvantage of the Kerr shutter is that it requires high intensity 
laser pulses to induce the Kerr effect and operate the shutter. An alternative 
approach for high speed gating is to use second harmonic generation or parametric 
conversion. The objective or specimen being imaged is illuminated with short pulses, 
and the backscattered or backreflected light is upconverted or parametrically con- 
verted with a reference pulse in a nonlinear optical crystal [10,11]. The reference 
pulse is delayed by a variable time r from the illuminating pulse, and the nonlinear 
process creates a high speed optical gate. If I s (i) is the signal and I r (t) is the reference 
pulse, the response function S(r) is given as 



S(r) 



I s {t)I T {t - T) dt (1) 



Nonlinear optical gating measures the time delay and intensity of a high 
speed optical signal. The time resolution is determined by the pulse duration, 
and the sensitivity is determined by the conversion efficiency of the nonlinear 
process. Optical time-of- flight ranging measurements were first demonstrated in 
biological tissues to measure corneal thickness and the depth of the stratum cor- 
neum and epidermis [12]. Dynamic ranges of 10 6 or higher can be achieved. 
Nonlinear cross correlation does not require pulses of as high intensity as the 
Kerr shutter but still requires the use of short pulses. It is also important to 
note that this technique detects the intensity (rather than the field) of the back- 
scattered or backreflected light. 

Interferometric detection overcomes many of the limitations of nonlinear gat- 
ing techniques and can measure the echo time delay or backreflected or backscat- 
tered light with high dynamic range and high sensitivity. These techniques are 
analogous to coherent optical detection in optical communications (in contrast to 
direct detection). OCT is based on low coherence interferometry or white light 
interferometry, first described by Sir Isaac Newton. More recently, low coherence 
interferometry has been used to characterize optical echoes and backscattering in 
optical fibers and waveguide devices [13-15]. The first biological application of low 
coherence interferometry was in ophthalmologic biometry for measurement of eye 
length [16]. Since then, related versions of this technique have been developed for 
noninvasive high precision and high resolution biometry [17,18]. A dual beam inter- 
ferometer was used to perform the first in vivo measurements of axial eye length in 
ophthalmology [19]. High resolution measurements of corneal thickness in vivo were 
demonstrated by using standard low coherence interferometry [20]. 
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Low coherence interferometry measures the field of the optical beam rather 
than its intensity. In vacuum, the velocity of light is c = 3x 10 8 m/s, whereas in 
water, biological tissues, or materials, the velocity of propagation of light is reduced 
from its speed in vacuum according to the index of refraction n of the medium, 
v = c/n. The functional form of the electric field in a light wave is 



2jt 



E,(t) = Efcosl 2nvt 



(2) 



When two beams of light are combined, their fields rather than their intensities add 
and produce interference. Figure 2 shows a schematic diagram of a simple 
Michelson interferometer. The incident optical wave is directed onto a partially 
reflecting mirror or beamsplitter that splits the beam into a reference beam and a 
measurement or signal beam. The reference beam E,.(t) is reflected from a reference 
mirror whereas the measurement or signal beam E s (t) is reflected from the biolo- 
gical specimen or tissue that is to be imaged. The beams then recombine and 
interfere at the beamsplitter. The output of the interferometer is the sum of the 
electromagnetic fields from the reference beam and the signal beam reflected from 
the specimen or tissue: 



E (t) ~ E,.(t) + E s (t) 



(3) 



A detector measures the intensity of the output optical beam, which is proportional 
to the square of the electromagnetic field. If the distance that light travels in the 
reference path is l R and the distance in the measurement path, reflected from the 



Reference Path 



Light 
Source 



BS 



"7 



37 



Sample 



Detector 





Long Coherence Length Light Short Coherence Length Light 

Figure 2 Optical coherence tomography is based on interferometry. OCT performs imaging 
by measuring the echo time delay and magnitude of backreflected or backscattering light using 
interferometry. The most common detection method is based upon a Michelson interferometer 
with a scanning reference delay arm. Backreflected or backscattered light from the object being 
imaged is correlated with light that travels a known reference path delay. 
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specimen, is l s , then the intensity of the interferometer output will oscillate as a 
function of A/ = l R — l s : 

Io(t) ~\\E s \ 2 +~\E s \ 2 +~E Jt E sC os(2~Al\ (4) 

If the position of the reference mirror is varied, then the path length that the optical 
beam travels in the reference arm changes, and interference will occur. This is shown 
schematically in Fig. 2. If the light is highly coherent (narrow linewidth) or has a 
long coherence length, then interference oscillations will be observed for a wide range 
of relative path lengths of the reference and measurement arms. For applications in 
optical ranging or optical coherence tomography, it is necessary to measure absolute 
distance and dimensions of structures within the material or tissue. In this case, low 
coherence length light (broad bandwidth) is used. Low coherence light may be 
thought of as a superposition of electromagnetic fields with statistical discontinuities 
in phase as a function of time. The field is composed of different frequencies or 
wavelengths rather than a single wavelength. Low coherence light can be character- 
ized by its coherence length (l c ). The coherence length is inversely proportional to the 
bandwidth. When low coherence light is used in the interferometer, interference is 
observed only when the path lengths of the reference and measurement arms are 
matched to within the coherence length. This phenomenon is shown schematically in 
Fig. 2. The interferometer measures the field autocorrelation of the light. For the 
purposes of ranging and imaging, the coherence length of the light determines the 
resolution with which optical range or distance can be measured. The echo time 
delay and magnitude of reflected light can be determined by scanning the reference 
mirror position and demodulating the interference signal from the interferometer. 



1.4 RESOLUTION LIMITS OF OPTICAL COHERENCE TOMOGRAPHY 

The next sections describe mechanisms that govern the performance of optical coher- 
ence tomography. Because OCT is based on modern optical communications tech- 
nology, its performance can be predicted using well-established theories and 
engineered with high accuracy. Detailed specifications are not given here because 
specifications are dependent on instrument design and will change as different 
embodiments of this technology are developed. 

In contrast to conventional microscopy, in OCT the mechanisms that govern 
the axial and transverse image resolution are independent. The axial resolution in 
OCT imaging is determined by the coherence length of the light source, and high 
axial resolution can be achieved independently of the beam-focusing conditions. The 
coherence length is the spatial width of the field autocorrelation produced by the 
interferometer. The envelope of the field autocorrelation is equivalent to the Fourier 
transform of the power spectrum. Thus, the width of the autocorrelation function, or 
the axial resolution, is inversely proportional to the width of the power spectrum. 
For a source with a Gaussian spectral distribution, the axial resolution Az is 

21n2/V\ 

Az = — (5) 

it yAXj v ' 
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where Az and AX are the full width at half-maximum (FWHM) of the autocorrela- 
tion function and power spectrum, respectively, and X is the source center wave- 
length. The axial resolution is inversely proportional to the bandwidth of the light 
source, and thus broad-bandwidth optical sources are required to achieve high axial 
resolution. 

The transverse resolution for optical coherence tomography imaging is the 
same as for conventional optical microscopy and is determined by the focusing 
properties of an optical beam. The minimum spot size to which an optical beam 
can be focused is inversely proportional to the numerical aperture of the angle of 
focus of the beam. The transverse resolution is 



jt \d 



(6) 



where d is the spot size on the objective lens and/ is its focal length. High transverse 
resolution can be obtained by using a large numerical aperture and focusing the 
beam to a small spot size. In addition, the transverse resolution is also related to the 
depth of focus or the confocal parameter b, which is 2z R , two times the Rayleigh 
range: 



2z R — it Ax /2A. 



(7) 



Thus, increasing the transverse resolution produces a decrease in the depth of focus, 
similar to that produced in conventional microscopy. 

Figure 3 shows schematically the relationship between focused spot size and 
depth of field for low and high numerical aperture focusing. The focusing conditions 



LowNA 




High NA 




Figure 3 Low and high numerical aperture focusing limits of OCT. Most OCT imaging is 
performed with low NA focusing, where the confocal parameter is much longer than the 
coherence length. There is a trade-off between transverse resolution and depth of field. The 
high NA focusing limit achieves excellent transverse resolution with reduced depth of field. 
Low coherence detection provides more effective rejection of scattered light than confocal 
detection. 
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define two limiting cases for OCT imaging. Typically, OCT imaging is performed 
with low numerical aperture focusing to have a large depth of field, and low coher- 
ence interferometry is used to achieve axial resolution. In this limit the confocal 
parameter is larger than the coherence length, b > Az. The axial image resolution 
is determined by the coherence length, and the transverse resolution by the spot size. 
In contrast to conventional microscopy, this mode of operation achieves high axial 
resolution independently of the available numerical aperture. This feature is parti- 
cularly powerful for applications such as retinal imaging in ophthalmology or in 
catheter-endoscope-based imaging where the available numerical aperture may be 
limited. However, operation in the low numerical aperture limit yields low transverse 
resolution. 

Conversely, it is also possible to focus with high numerical aperture and 
achieve high transverse resolution at the expense of reduced depth of focus. This 
operating regime is typical for conventional microscopy or confocal microscopy. 
Depending upon the coherence length of the light, the depth of field can be shorter 
than the coherence length, b < Az. In this case the depth of field can be used to 
differentiate backscattered or backreflected signals from different depths. This 
regime of operation has been referred to as optical coherence microscopy (OCM). 
This mode of operation can be useful for imaging scattering systems because the 
coherence gating effect removes the contributions from scattering in front and in 
back of the focal plane more effectively than confocal gating. A comprehensive 
discussion of high transverse resolution OCT is provided in Chapter 10. 

Although high transverse resolutions can be achieved in OCT, the depth of 
field will be limited. To perform imaging over a range of depths it is necessary to 
track the focal depth along with the axial range (reference delay) that is being 
detected [21]. Alternatively, it is possible to use a technique analogous to ultrasound 
C-mode scanning and acquire multiple images with different zones of focus and fuse 
these images together to create a single image with an extended depth of field [22]. 

1.5 SENSITIVITY LIMITS FOR OPTICAL COHERENCE 
TOMOGRAPHY 

Optical coherence tomography can achieve high detection sensitivity because inter- 
ferometry measures the field rather than the intensity of light using optical hetero- 
dyne detection. This effect can be seen from Eq. (4), which describes the intensity of 
the interferometer output signal. The oscillating interference term is the result of the 
backscattered or backreflected electric field from the sample (which can be very 
weak) multiplied by the electric field of the reference beam. Because the beam 
from the reference mirror can have a large field amplitude, the weak electric field 
from the sample beam is multiplied by the large field, thereby increasing the magni- 
tude of the oscillating term that is detected by the detector. The interferometer thus 
produces heterodyne gain for weak optical signals. 

Backreflected or backscattered optical echoes from the specimen are detected 
by electronically demodulating the signal from the photodetector as the reference 
mirror is translated. In most OCT embodiments the reference mirror is scanned at a 
constant velocity v that Doppler shifts the reflected light. This modulates the inter- 
ference signal at the Doppler beat frequency f D — 2v/X, where v is the reference 
mirror velocity. By electronically filtering the detected signal at this frequency, the 
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presence of echoes from different reflecting surfaces in the biological specimen may 
be detected. In addition, it is interesting to note that if the light is backreflected or 
backscattered from a moving structure, it will also be Doppler shifted and result in a 
shift of the beat frequency. This principle has been used to perform OCT measure- 
ments of Doppler flow. 

The signal-to-noise performance can be calculated using well-established meth- 
ods from optical communication. The signal-to-noise ratio (SNR) is given by the 
expression 

SNR = 10 \og{r)P /IhvNEB) (8) 

where r\ is the detector quantum efficiency, hv is the photon energy, P is the signal 
power, and NEB is the noise equivalent bandwidth of the electronic filter used to 
demodulate the signal. This expression implies that the signal-to-noise ratio scales as 
the detected power divided by the noise equivalent bandwidth of the detection. This 
means that high image acquisition speeds or higher image resolutions require higher 
optical powers for a given signal-to-noise ratio. The performance of optical coher- 
ence tomography systems varies widely according to their design and data acquisi- 
tion speed requirements. However, for typical measurement parameters, sensitivities 
to reflected signals in the range of —90 to — 100 dB can be achieved, corresponding to 
the detection of signals that are 10~ 9 or 10~ 10 of the incident optical power. 

1.6 IMAGE GENERATION AND DISPLAY IN OPTICAL COHERENCE 
TOMOGRAPHY 

Optical coherence tomographic cross-sectional imaging is achieved by performing 
successive axial measurements of backreflected or backscattered light at different 
transverse positions [6]. Figure 4 shows one example of how optical coherence tomo- 
graphy is performed. A two-dimensional cross-sectional image is acquired by scan- 
ning the incident optical beam, performing successive rapid axial measurements of 
optical backscattering or backreflection profiles at different transverse positions. The 
result is a two-dimensional data set in which each trace represents the magnitude of 
reflection or backscattering of the optical beam as a function of depth in the tissue. 

A wide range of OCT scan patterns are possible as shown in Fig. 5. The most 
common method of OCT scanning acquires data with depth priority. However, it is 
also possible to acquire data with transverse priority, by detecting backreflections or 
backscattering at a given depth or range while transversely scanning the imaging 
beam. A cross-sectional image can be generated by detecting the backscattering 
along successive x scans for different z depths. It is also possible to perform OCT 
imaging in an en face plane [23,24]. In this case the backreflected or backscattered 
signals are detected at a fixed z depth, scanning along successive x and y directions. 
This mode of imaging is analogous to that used in confocal microscopy. A compre- 
hensive discussion of OCT imaging using other scanning protocols is presented in 
Chapter 11. 

For purposes of visualization, OCT data are usually acquired by computer 
and displayed as a two-dimensional gray-scale or false color image. Figure 6 
shows an example of a tomographic image of the retina displayed in gray 
scale. The image displayed consists of 200 pixels (horizontal) by 500 pixels (ver- 
tical). The vertical direction corresponds to the direction of the incident optical 
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Figure 4 Image generation in OCT. Cross-sectional images are constructed by performing 
axial measurements of the echo time delay and magnitude of backscattered or backreflected 
light at different transverse positions. This results in a two-dimensional data set that represents 
the backscattering in a cross-sectional plane of the material or tissue being imaged. 



beam and the axial data sets. The optical beam was scanned in the transverse 
direction, and 200 axial measurements were performed. The backscattered signal 
ranges from approximately — 50 dB, the maximum signal, to — 100 dB, the sensi- 
tivity limit. Because the signal varies over five orders of magnitude, it is conve- 
nient to use the logarithm of the signal to display the image. This expands the 
dynamic range of the display but results in compression of relative variations in 
signal. In general the signal fluctuation in an OCT image is relatively high, so 
OCT has a limited capability for detecting small relative changes in backscatter- 
ing, and it is difficult to detect relative changes in signal on the percent scale. In 
contrast, conventional imaging using charge-coupled devices (CCD) detectors can 
differentiate relative changes in signal of 10~ 4 -10~ 6 . 

The intensity of the backscattered optical signal in an OCT image is typically 
represented on a logarithmic scale. The white level corresponds to the highest reflec- 
tion or backscatter in the signal, and the black level corresponds to the weakest 
backreflection. The background noise in the image is typically thresholded and set 
to black. The gray-scale tomographic image differentiates structure in the retina 
including intraretinal layers and the retinal nerve fiber layer. The retinal pigment 
epithelium is highly scattering because it contains melanin. The choroid is highly 
vascular and is also highly scattering. 

The dynamic range of gray-scale images is extremely limited. Most computer 
monitors provide only 8 bits or 256 gray levels. In addition, the eye has a limited 
ability to differentiate gray levels, so gray-scale images do not faithfully represent the 
full dynamic range of information available in OCT images. To enhance the differ- 
entiation of different structures within the image, the image may also be displayed in 
a false color representation as shown in Fig. 7. In this case, the logarithm of the 
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Figure 5 Different scanning protocols for OCT imaging. There are numerous scanning 
protocols that can be used for OCT imaging depending upon the imaging engine and applica- 
tion. Cross-sectional images may be acquired using either depth- or transverse-priority scan- 
ning. In depth-priority scanning, axial scans are acquired at successive transverse positions. In 
transverse-priority scanning, the beam is scanned rapidly in the transverse direction and light 
from successive axial depths (or ranges) is detected. Transverse-priority scanning in two 
transverse dimensions may be used to acquire en face images at a given depth. 



optical reflection or backscattering is mapped to different colors. In this image, the 
intensity of the optical signal is mapped to the color scale using the standard "rain- 
bow" order of colors. The highest backreflection or backscattering is represented by 
red and white and typically corresponds to — lOOdB of the incident signal, whereas 
the lowest backscattering is represented by blue and black and typically corresponds 
to — lOOdB of the incident signal. This image demonstrates that the use of false color 
can improve the differentiation of different structures. In contrast to gray-level 
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Figure 6 Gray-scale OCT image. Example of an OCT image of the fovea region of retina in 
a normal human subject. The image shows the differentiation of retinal layers that is possible 
using gray-scale display. The logarithm of the backscattered or backreflected signal is mapped 
into the gray scale. Typical ophthalmic images span approximately a 40-50 dB dynamic range. 
The ability of the eye to differentiate different gray levels is limited, and monitors support only 
8-bit gray levels, so the fidelity of the image formation is lost. 



monitors, color monitors can have 24-bit color levels, and the human eye can differ- 
entiate millions of different colors. The principal disadvantage of using false color 
display is that it can produce artifacts in the image. If the signal intensity is changed, 
this produces a color shift of structures in the image. Thus careful normalization of 
signal levels is required. In addition, different signal levels in the image are mapped 
to different colors that do not necessarily correspond to different physical structures. 
The images of the retina presented in Figs. 6 and 7 (see color plate) are examples 
of imaging media that have weak reflections. Figure 8 shows a gray-scale OCT image 
of the human ectocervix in vitro as an example of an image in a highly scattering 
tissue. In a highly scattering material or tissue, light is rapidly attenuated with pro- 
pagation depth, resulting in a gradation of signal in the image. Also, there can be 
significant levels of speckle noise or other noise arising from the microstructural 




Figure 7 False color OCT image. Example of an OCT image of the fovea region of the 
retina in a normal human subject. The image shows the differentiation of retinal layers that is 
possible using false color display (compare to gray-scale display of Fig. 6). The logarithm of 
the backscattering or backreflected signal is mapped to a false color scale. The retinal pigment 
epithelium, choroid, and retinal nerve fiber layers are visible as highly backscattered red layers. 
Typical ophthalmic images span a 40-50 dB dynamic range. Because the eye can differentiate 
many more colors than gray levels and monitors can support 24-bit colormaps, false color 
improves the ability to differentiate structures. (See color plate.) 
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Figure 8 Gray-scale image in scattering tissue. Example of an OCT image of the ectocervix 
in vitro that illustrates features common to many scattering materials and tissues. These 
images show strong attenuation of the signal with depth as well as speckle noise. They are 
more prone to display artifacts than OCT images in weakly scattering tissues. Images in 
scattering materials or tissues are often displayed using a gray scale. Note the presence of 
glandular (g) structures that have different backscattering properties. 



features of the material or specimen. These image properties can produce display 
artifacts if the image is displayed using a false color scale. Thus it is more common 
to use a gray scale to display OCT images in highly scattering materials or tissues. 

It is important to note that although the tomographic image represents the true 
dimensions of the structure (correcting for index of refraction and refraction effects) 
being measured, the coloring of different structures represents different optical prop- 
erties and not necessarily different tissue morphology. Thus, OCT images should be 
interpreted analogously to conventional histopathology. A comprehensive discus- 
sion of the theory of OCT imaging is presented in Chapter 2. 



1.7 PIXEL DENSITIES AND IMAGE ACQUISITION TIME 

The pixel density of an OCT image is determined by the image acquisition conditions 
and analog-to-digital (A/D) sampling parameters. Assuming that each axial scan 
covers a depth L : , then if the axial resolution is Az the axial scan data should be 
sampled at a density of two times the resolution or higher. Thus it is desirable to 
have at least N : = 2L,/Az image pixels in the axial direction. The number of pixels 
in the transverse direction is determined by the number of axial scans, N x , used to 
construct the OCT image. For optimum resolution, the number of transverse pixels 
should be chosen according to the transverse resolution Ax. Thus if an OCT image 
with a transverse dimension of L x is required, the optimum resolution image should 
have N x = 2L X /Ax pixels. However, in most cases this is a preclusively high number 
of transverse pixels, and OCT images are undersampled in the transverse direction. 
With improvements in technology, the pixel dimensions of OCT images have been 
steadily increasing. Early ophthalmic OCT imaging was performed with 100 trans- 
verse pixels and 500 longitudinal pixels or 50k image sizes [25], whereas now ultra- 
high resolution OCT images can have more than 1000 transverse pixels and 1500 
longitudinal pixels, resulting in megapixel image sizes [22]. 
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The pixel density of an image is closely related to the image acquisition time. 
Achieving rapid image acquisition time is important for imaging in vivo specimens 
and for clinical applications. Rapid imaging is necessary to minimize the image 
distortion produced by motion. In addition, the time available to perform the exam- 
ination is limited, and it is desirable to maximize the amount of data obtained. The 
imaging time is directly related to the detection sensitivity, because performing ima- 
ging more rapidly (i.e., increasing the noise equivalent bandwidth of the detection) 
results in reduced signal-to-noise performance in the image. At the same time, in 
order to distinguish weak reflections from different intraocular structures in ophthal- 
mic imaging or to achieve sufficient image penetration in scattering tissues that are 
strongly attenuating, it is necessary to image with a sufficient signal-to-noise ratio. 

The signal-to-noise ratio may be improved by using higher incident optical 
power. However, for clinical applications the maximum permissible light exposure 
is determined by safety standards. For eye and skin exposure the American National 
Standards Institute (ANSI) has developed criteria for determining the maximum 
permissible exposure [26]. Unfortunately, no systematic or accepted criteria exist 
that govern the safe exposure of epithelial surfaces such as those in the gastrointest- 
inal, pulmonary, urinary, or reproductive tracts that are exposed in internal body 
imaging applications. Thus, the establishment of exposure standards for scanned 
focused spot illumination of the type performed in OCT imaging (as well as in 
confocal microscopy) remains an important scientific and regulatory problem. 

The image acquisition time is determined by a combination of incident power 
and signal-to-noise ratio that is required to achieve images of sufficiently high quality 
for given applications. Image acquisition time increases in proportion to the size of 
the image and the number of transverse resolution elements or pixels. The image 
acquisition time is given by the amount of time it takes to perform each axial scan 
times the number of axial scans in the image, T — NJ"^ where N x is the number of 
transverse pixels in each tomograph and/, is the repetition rate of the axial scanning. 
This also determines the velocity of the axial scanning, because the distance L : in the 
axial direction must be scanned in a time of \/f s or less. The scan velocity is thus 
v s = LJf s . 

If higher resolution imaging is desired in the transverse direction, i.e., a greater 
number of transverse pixels are desired, then the image acquisition time increases 
proportionally. Conversely, if very low resolution imaging is performed — if, for 
example, only topographic information is required — then the number of transverse 
pixels may be reduced, resulting in proportionally faster image acquisition. In the 
longitudinal direction, the image acquisition time scales directly as the depth or 
length of the longitudinal axial scan necessary to image the desired structure. 

1.8 IMAGE CONTRAST PENETRATION DEPTHS 

The detection sensitivity determines the imaging performance of optical coherence 
tomography for different applications. It is helpful to consider OCT imaging in two 
limiting cases: (1) imaging in media with very weak scattering and (2) imaging in 
highly scattering media. When OCT is performed in very weakly scattering media, 
the imaging depth is not strongly limited, because there is very little attenuation of 
the incident beam. Instead, the sensitivity of the OCT detection establishes a limit on 
the smallest signals that can be detected. One example of this is in optical data 
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storage applications that encode information using reflections from index mismatch 
[27]. In these applications it is desirable to use as small an index mismatch as 
possible. If an optical reflection is generated as the result of an index mismatch Sn, 
then the magnitude of the intensity reflection is ~ Sn 2 . The high sensitivity of OCT 
means that extremely small reflections corresponding to small index mismatches can 
be measured. For example, if the detection sensitivity is — lOOdB, index mismatches 
in the range of Sn = 10 4 10 5 can be detected. The application of OCT for data 
storage is described in more detail in Chapter 14. 

Another example of OCT imaging in structures with weak backscattering is 
ophthalmic imaging. Figures 6 and 7 show examples. In ophthalmic imaging, high 
sensitivity is essential in order to image structures such as the retina that are nomin- 
ally transparent and have very low backscattering. In ophthalmic applications, the 
image contrast in OCT images arises because of differences in the backscattering 
properties of different tissues. Structures such as the retinal pigment epithelium 
(RPE) or retinal nerve fiber layer can be differentiated from other structures because 
of their different scattering amplitudes. Typical retinal images have signal levels 
within —50 to — 100 dB of the incident signal. For retinal imaging, the ANSI stan- 
dards govern the maximum permissible light exposure and set limits for both the 
sensitivity of OCT imaging and OCT imaging speeds [25,26,28]. The application of 
OCT for ophthalmic imaging is described in more detail in Chapters 17 and 18. 

The second limiting case of OCT imaging is imaging in highly scattering media. 
Figure 8 shows an example. In this case, the detection sensitivity determines the 
maximum depth to which imaging can be performed. Most biological tissues are 
highly scattering. OCT imaging in tissues other than the eye became possible with the 
recognition that the use of longer optical wavelengths, for example, 1.3 /zm com- 
pared to 800 nm, can reduce scattering and increase image penetration depths [29- 
32]. Figure 9 shows an example of OCT imaging in a human epiglottis in vitro 
comparing 800 nm and 1300 nm imaging wavelengths. The dominant absorbers in 
most tissues are melanin and hemoglobin, which have absorption in the visible and 
near-infrared wavelength range. Water absorption becomes appreciable for wave- 
lengths approaching 1.9-2 /xm. In most tissues, scattering at near-infrared wave- 
lengths is one to two orders of magnitude higher than absorption. Scattering 
decreases for longer wavelengths, so OCT image penetration increases [33]. For 
example, if a tissue has a scattering coefficient in the range of ~ 40 cm -1 at 1300 
nm, then the round-trip attenuation from scattering alone from a depth of 3 mm is 
e~ 24 or ~ 4 x 10 11 . Thus, if the detection sensitivity limit is — lOOdB, backscattered 
or backreflected signals are attenuated to the sensitivity limit when the image depth is 
2-3 mm. Because the attenuation is exponential with depth, increasing the detection 
sensitivity by one order of magnitude would not appreciably increase the imaging 
depth. 

The mechanisms of OCT image contrast in scattering media have been inves- 
tigated and related to the optical properties of the medium [34]. The image contrast 
mechanisms for OCT are somewhat analogous to those of ultrasound. In order to 
visualize an internal feature in a highly scattering medium, it is necessary to detect 
light that is backscattered or backreflected from the internal feature. First, the OCT 
imaging beam is incident on the scattering medium and is attenuated by scattering 
and absorption during its forward propagation into the medium. The light is back- 
scattered or backreflected by the internal feature and is further attenuated by scat- 
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Figure 9 Wavelength dependence of OCT image penetration depth. Example of OCT 
images of human epiglottis in vitro acquired with light sources at 850 and 1300 nm. 
Attenuation from scattering is reduced by using longer wavelengths. Superficial glands (g) 
can be visualized at both wavelengths, but the underlying cartilage (c) can be imaged only with 
1300 nm light. With 100 dB detection sensitivity, image penetration of 2-3 mm is possible in 
most scattering tissues. The ability to perform OCT imaging in scattering tissues opened up a 
wide range of medical applications. (From Ref. 32.) 



tering and absorption during its reverse propagation out of the medium. Thus, the 
contrast for OCT imaging in scattering media is determined by a combination of 
attenuation from scattering and absorption during propagation and backscattering 
from the internal feature that is being imaged. The situation is different for OCT 
imaging in weakly scattering media, where there is negligible attenuation from scat- 
tering and absorption during propagation. In this case, image contrast is determined 
by the backscattering properties of the internal features that are being imaged. A 
detailed discussion of tissue optical properties and mechanisms of OCT image con- 
trast is presented in Chapter 16. 



1.9 RESOLUTION AND IMAGE PENETRATION DEPTHS OF OCT 
AND ULTRASOUND 

Two of the most important parameters for characterizing imaging performance are 
image resolution and imaging depth. There are interesting comparisons between 
OCT, ultrasound, and microscopy as shown in Fig. 10. The resolution of ultra- 
sound imaging depends directly on the frequency or wavelength of the sound 
waves that are used [1-5]. For typical clinical ultrasound systems, sound wave 
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Figure 10 Resolution and penetration of ultrasound, OCT, and confocal microscopy. In 
ultrasound imaging, both image resolution and penetration are determined by the sound wave 
frequency. High axial resolutions are possible, but transverse resolutions are usually coarser. 
Ultrasonic attenuation limits penetration to a few millimeters. The image resolution in OCT is 
determined by the coherent length of the light source, and resolutions ranging from 1 to 15/xm 
can be achieved. In most scattering tissues, image penetration is limited to 2-3 mm. Confocal 
microscopy can have submicrometer transverse resolution, but axial resolution is coarser. The 
image penetration of confocal microscopy is typically limited to a few hundred micrometers in 
scattering tissues. Together these imaging modalities provide complementary performance. 



frequencies are in the 10 MHz regime and yield spatial resolutions of up to 
1 50 /xm. Ultrasound imaging has the advantage that sound waves at this frequency 
are readily transmitted into most biological tissues and therefore it is possible to 
obtain images of structures up to several tens of centimeters deep within the body. 
High frequency ultrasound has been developed and investigated extensively in 
laboratory applications as well as in some limited clinical applications. Axial reso- 
lutions of 15-20/Ltm and higher have been achieved with frequencies of ~ 100 
MHz. It should be noted that the transverse resolution of ultrasound is governed 
by the dimension of the focused ultrasound beam. Although the sound frequency 
governs the focused spot size, it is difficult to achieve spot sizes on the order of the 
wavelength, and thus transverse resolutions are not as fine as axial resolutions. 
Another important limitation of high frequency ultrasound is that high frequencies 
are strongly attenuated in biological tissues, with attenuation increasing approxi- 
mately in proportion to the frequency. Thus, high frequency ultrasound imaging is 
limited to depths of only a few millimeters. 
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As discussed previously, the axial and transverse resolutions of OCT imaging 
are governed by different processes. The axial resolution is determined by the coher- 
ence length of the optical source. Current OCT imaging technologies have resolu- 
tions ranging from 1 to 15/xm, approximately 10-100 times higher resolution than 
standard ultrasound B-mode imaging. The transverse resolution is governed by the 
focused spot size of the optical beam with a trade-off between transverse resolution 
and depth of field. 



1.10 OPTICAL COHERENCE TOMOGRAPHY FROM THE SYSTEMS 
PERSPECTIVE 

One of the advantages of optical coherence tomography is that it can be implemen- 
ted using compact fiber-optic components and integrated with a wide range of 
medical instruments. Figure 11 shows a schematic of an OCT system using a 
fiber-optic Michelson-type interferometer with a scanning optical delay. A low 
coherence light source is coupled into the interferometer, and the interference at 
the output is detected with a photodiode. One arm of the interferometer emits a 
beam that is directed and scanned on the sample that is being imaged, and the other 
arm of the interferometer is a reference arm with a scanning delay line. 

In a more general context, OCT systems can be considered from a modular 
viewpoint in terms of integrated hardware and software modules. Figure 12 shows a 
schematic of the different modules in an OCT imaging system. The OCT system can 
be divided into the imaging engine, low coherence light source, beam delivery and 
probes, computer control, and image processing. 

The imaging engine is the heart of the OCT system. In general, the imaging 
engine can be any optical detection device that performs high resolution and high 
sensitivity ranging and detection of backreflected or backscattered optical echoes. 
Most OCT systems have employed a reference delay scanning interferometer using a 
low coherence light source. There are many different embodiments of the interfe- 
rometer and imaging engine for specific applications such as polarization diversity 
(insensitive) imaging, polarization-sensitive imaging, and Doppler flow imaging. For 
example, Doppler flow imaging has been performed using imaging engines that 
detect the interferometric output rather than demodulating the interference fringes 
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Figure 11 Schematic showing an example of an OCT instrument using a fiber-optic imple- 
mentation of a Michelson interferometer with a laser low coherence light source. One arm of 
the interferometer is integrated with the imaging probe, and the other arm has a scanning 
delay line. The system shown is configured for high speed catheter-endoscope-based imaging. 
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Figure 12 The systems perspective of OCT. OCT is a modular technology consisting of both 
hardware and software. The major submodules in the OCT system include the imaging engine, 
light source, delivery system and optical probes, computer control, and image processing. 
OCT draws upon a wide range of component technologies. 



[35-38]. A comprehensive discussion of Doppler imaging using OCT is presented in 
Chapter 8. Polarization-sensitive detection techniques have been demonstrated using 
a dual channel interferometer [39-41]. These techniques permit imaging of the bire- 
fringence properties of structures. Collagen and other tissues are strongly birefrin- 
gent, and polarization-sensitive OCT can be a sensitive indicator of the tissue 
microstructural organization. Conversely, polarization diversity or polarization- 
insensitive interferometers can also be built using well-established polarization diver- 
sity detection methods from coherence heterodyne optical communication. A 
detailed discussion of techniques for OCT imaging and measurement of polarization 
is presented in Chapter 9. Finally, other imaging engine approaches have been 
demonstrated that are based on spectral analysis of broadband light sources as 
well as tunable narrow linewidth sources [42]. These imaging engines have the advan- 
tage that they do not require scanning an optical delay, and thus no moving parts are 
required. Discussions of these types of imaging techniques are presented in Chapters 
12 and 13. 

The short coherence length light source determines the axial resolution of the 
OCT system. For research applications, short-pulse lasers are powerful light sources 
for OCT imaging because they have extremely short coherence lengths and high 
output powers, enabling high resolution, high speed imaging. Many studies have 
been performed using a short-pulse Cr 4+ : forsterite laser. This laser produces output 
powers greater than 100 mW with ultrashort pulses of less than 100 fs at wavelengths 
near 1300 nm. By using nonlinear self-phase modulation in optical fibers, the spectral 
output can be broadened to produce bandwidths sufficient to achieve axial resolu- 
tions of 5-10 /^m [43]. Image acquisition speeds of several frames per second are 
achieved with signal-to-noise ratios of 100 dB using incident powers in the 5-10 mW 
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range. Short-pulse Ti:Al 2 3 lasers operating near 800 nm have also been used to 
achieve high resolutions. Early studies demonstrated axial resolutions of 4/xm [44]. 
Recently, using Ti : A1 2 3 laser technology, which generates pulse durations of ~ 5 fs 
and bandwidths of over 300 nm, axial resolutions of 1 /im were achieved [22]. For 
clinical applications, compact superluminescent diodes or semiconductor-based light 
sources have been used. Although these sources have not yet reached the perfor- 
mance levels of research systems, they are compact and robust enough to be used in 
the clinical environment. Ophthalmic OCT systems have employed commercially 
available (EG&G Optoelectronics) compact GaAs superluminescent diodes that 
operate near 800 nm and achieve axial resolutions of ~ 10 /xm with output powers 
of a few milliwatts. Commercially available (AFC Technologies Inc.) sources based 
on semiconductor amplifiers operating at 1.3 ^m can achieve axial resolutions of ~ 
1 5 fira with output powers of 1 5-20 mW, sufficient for real-time OCT imaging. With 
further development, other types of low coherence light sources based on rare-earth- 
doped fibers, Raman conversion, and other nonlinear conversion processes should 
also become feasible for clinical OCT systems. A detailed discussion of low coher- 
ence light sources is presented in Chapter 3. 

In the reference delay scanning embodiments of OCT systems, the optical delay 
scanner determines the image acquisition rate of the system. The earliest scanning 
devices were constructed using galvanometers and retrorefiectors [25,45]. These sys- 
tems have scan ranges of up to a centimeter or more and have the advantage of 
simplicity. However, scan repetition rates are limited to approximately 100 Hz. A 
novel technique using PZTs to stretch optical fibers has been developed that can 
achieve scan ranges of a few millimeters with repetition rates of 500 Hz or more 
[46,47]. Many studies were performed using a high speed scanning optical delay line 
based on a diffraction grating phase control device [48]. This device is similar to 
pulse-shaping devices that are used in femtosecond optics [49]. The grating phase 
control scanner is attractive because it achieves extremely high scan speeds and 
also permits the phase and group velocity of the scanning to be independently con- 
trolled. Images of 250-500 transverse pixels can be produced at several frames per 
second [50]. A detailed discussion of high speed scanning techniques is presented in 
Chapter 4. 

The OCT beam delivery and optical probes can be designed for specific appli- 
cations. Because OCT imaging technology is based on fiber optics, it can be easily 
integrated with many standard optical diagnostic instruments, including instruments 
for internal body imaging. OCT imaging has been integrated with a slit lamp and 
fundus camera for ophthalmic imaging of the retina [25,51]. The OCT beam is 
scanned using a pair of galvanometric beam-steering mirrors and relay-imaged 
onto the retina. The ophthalmic OCT imaging instrument is relatively complex 
because it must image the retina (fundus) en face while showing the position of 
the tomographic scanning beam. The ability to register OCT images with en face 
features and pathology is an important consideration for many applications. Similar 
principles apply for the design of OCT using low numerical aperture microscopes. 
Low numerical aperture microscopes have been used for imaging in vivo develop- 
mental biological specimens as well as for surgical imaging applications [52-55]. 

Closely related beam delivery systems include forward imaging devices, which 
permit the delivery of a one- or two-dimensional scanned beam. Rigid laparoscopes 
are based on relay imaging using Hopkins-type relay lenses or graded index rod 
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lenses. OCT may be readily integrated with laparoscopes to permit internal body 
OCT imaging with a simultaneous en face view of the scan registration [46,56]. 
Hand-held probes have also been demonstrated [56,57]. These devices resemble 
light pens and use piezoelectric or galvanometric beam scanning. Hand-held probes 
can be used in open field surgery to permit the clinician to view the subsurface 
structure of tissue by aiming the probe at the desired structure. These devices can 
also be integrated with conventional scalpels or laser surgical devices to permit real- 
time viewing as tissue is being resected. 

Another class of imaging probes includes flexible miniature devices for internal 
body imaging. Because OCT beams are delivered using fiber optics, small-diameter 
scanning endoscopes and catheters can be developed. The first clinical studies of 
internal body imaging were performed using a novel forward-scanning flexible 
probe that could be used in conjunction with a standard endoscope or bronchoscope 
[46,57]. This device used a miniature galvanometric scanner to produce one-dimen- 
sional forward beam scanning in a 1.5-2 mm diameter probe. Transverse and linear 
scanning OCT catheter-endoscopes have also been developed [50,58,59]. Figure 13 
shows an example of a transverse scanning OCT catheter-endoscope. The catheter- 
endoscope consists of a single-mode optical fiber encased in a hollow rotating torque 
cable coupled to a distal lens and a microprism that direct the OCT beam perpendi- 
cular to the axis of the catheter. The cable and distal optics are encased in a trans- 
parent housing. The OCT beam is scanned by rotating the cable to permit 
transluminal imaging, in a radarlike pattern, cross-sectionally through vessels or 
hollow organisms. The catheter-endoscope has a diameter of 2.9 French or 1 mm, 
comparable to the size of a standard intravascular ultrasound catheter. The devel- 
opment of even smaller diameter OCT catheter-endoscopes is possible. 

Figure 13 also shows an example of an OCT catheter-endoscope image of the 
gastrointestinal trace and arterial imaging in the New Zealand White rabbit [60,61]. 
A short-pulse Cr 4+ : forsterite laser was used as the light source to achieve high 
resolution with real-time image acquisition rates [43]. The two-dimensional image 
data were displayed using a polar coordinate transformation in gray scale and were 
recorded in both Super VHS and digital formats. OCT images of the esophagus 
permitted differentiation of the mucosal and submucosal layers of the esophageal 
wall. OCT images of the artery were performed with saline flushing to reduce scat- 
tering from blood. 

These types of OCT imaging probes are small enough to fit in the accessory 
port of a standard endoscope or bronchoscope and permit an en face view of the area 
being scanned simultaneously with the tomographic image. Alternatively, they can 
be used independently, for example in intra-arterial imaging, where access to small 
arteries or other luminal structures is required. A comprehensive discussion of OCT 
imaging probes is presented in Chapter 5. 

Image processing and display are performed by a software module of the OCT 
system. One of the advantages of electronic image data is that they can be processed 
using a wide range of techniques. Electronic image data are also amenable to elec- 
tronic transmission, storage, and retrieval. There are several general categories of 
image processing techniques that can be applied to OCT images. These include 
motion correction algorithms, noise or speckle reduction algorithms, resolution 
enhancement algorithms, segmentation algorithms, and display algorithms. 
Perhaps the most widely used algorithms to date are the motion correction algo- 
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Figure 13 Examples of a miniature OCT catheter and images. (A) This 2.9 F (1 mm) 
diameter catheter is designed for transverse intraluminal imaging. A single-mode fiber is 
contained in a rotating flexible cable with distal beam optics that emit at 90° from the catheter 
axis. (B) In vivo OCT endoscopic image of the esophagus in a New Zealand White rabbit 
showing an example of internal body imaging. The image has 10 /im axial resolution and 512 
circumferential pixels and was taken at 4 frames per second. (C) The mucosa, submucosa, 
inner muscularis, and outer muscularis are well differentiated. (D) OCT catheter image of 
arterial structure using saline flushing to reduce scattering from blood. The intima is less than 
10 fira and is not resolved; the medium is visible as highly scattering. Small OCT probes enable 
a wide range of internal body imaging applications. (From Refs. 50 and 61.) 



rithms that are used in ophthalmic imaging [28]. Because the resolution of OCT is 
extremely high, it is essential to compensate for motion of the eye during image 
acquisition. The dominant motion that blurs the image occurs in the axial 
(longitudinal) direction, because retinal structure in this direction has dimensions 
on the micrometer scale. Changes in the longitudinal position of the eye can be 
corrected for because the optical ranging measurement itself determines the long- 
itudinal position of the retina. The tomographic image is constructed by performing 
sequential axial scans at different transverse positions within the eye. The motion of 
the patient's eye in the axial direction can be measured by correlating adjacent axial 
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data sets. Once the axial position of the patient's eye is known, the scans in the 
optical tomographic image can be displayed in the axial direction to align the micro- 
structural features. Changes in the transverse position are not eliminated when this 
type of image processing is used; however, small changes in transverse position do 
not produce significant degradation in image quality, because typical features are 
larger in the transverse dimension than in the axial (longitudinal) direction. 

Numerous other algorithms for OCT have also been developed or are currently 
being investigated. Techniques for resolution enhancement based upon deconvolu- 
tion and iterative estimation have been demonstrated that can improve image reso- 
lution [62-64]. Deionising and speckle reduction algorithms have been applied in 
ultrasound and are very promising for OCT. Segmentation techniques have been 
used extensively in ophthalmic OCT for detecting the thickness of the retina and 
retinal nerve fiber layer [65,66]. Segmentation and rendering techniques have been 
used for surgical guidance applications as well as for studying composite materials. 
A detailed discussion of surgical imaging is presented in Chapter 23, and imaging in 
composite materials is presented in Chapter 15. A more detailed discussion of image 
processing techniques in general is presented in Chapter 6. 

1 .1 1 APPLICATIONS OF OPTICAL COHERENCE TOMOGRAPHY 

The use of optical coherence tomography to perform two-dimensional measurements 
of optical backscattering or backreflection to image internal cross-sectional micro- 
structure was demonstrated in 1991 [6]. OCT imaging was performed in vitro in the 
human retina and in atherosclerotic plaque as examples of imaging in transparent, 
weakly scattering media and highly scattering media. This study used a fiber-optic 
Michelson interferometer with reference arm scanning and a superluminescent diode 
low coherence light source at 800 nm with 10 /xm axial resolution. Since that time, 
numerous applications of OCT for both materials and medical applications have 
emerged. At the same time, the performance specifications and capabilities of OCT 
imaging technology have improved dramatically. 

A number of features make OCT attractive for a broad range of applications. 
First, imaging can be performed in situ and nondestructively. High resolutions are 
possible with typical image resolutions of 10-15 //.m and ultrahigh resolutions of up 
to 1 /zm. High speed real-time imaging is possible with acquisition rates of several 
frames per second for 250-500 pixel images. OCT can be interfaced with a wide 
range of imaging delivery systems and imaging probes. OCT technology is based on 
fiber optics and uses components developed for the telecommunications industry. 
Image information is generated in electronic form, which is amenable to image 
processing and analysis as well as electronic transmission, storage, and retrieval. 
Finally, OCT systems can be engineered to be compact and low cost, suitable for 
applications in research, manufacturing, or the clinic. 

Optical coherence tomography is a powerful imaging technology in medicine 
because it enables the real-time, in situ visualization of tissue microstructure without 
the need to excise and process a specimen as in conventional biopsy and histopathol- 
ogy. The concept of nonexcisional "optical biopsy" performed by OCT and the 
ability to visualize tissue morphology in real time under operator guidance can be 
used both for diagnostic imaging and to guide intervention. Coupled with catheter, 
endoscopic, or laparoscopic delivery, OCT promises to have a powerful impact on 
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many medical applications ranging from improving the screening and diagnosis of 
neoplasia to enabling new microsurgical and minimally invasive surgical procedures. 
The next sections describe the use of OCT in examples of various medical applica- 
tions. These examples review previous research, describe the characteristics of OCT 
technology that are important for given applications, and present scenarios where 
OCT imaging may have a significant impact. OCT also has many nonmedical appli- 
cations, ranging from materials imaging to optical recording. These applications are 
described in more detail in Chapters 14 and 15. 

1.11.1 OCT Imaging in Ophthalmology 

Optical coherence tomography was first applied for imaging in the eye, and to date it 
has had the greatest clinical impact in ophthalmology. The first in vivo tomograms of 
the human optic disc and macula were demonstrated in 1993 [28,67]. Numerous 
clinical studies have been performed in the last few years. OCT enables the non- 
contact, noninvasive imaging of the anterior eye and retina [25,68,69]. It is helpful to 
review ophthalmic OCT because it is the most clinically advanced application and is 
a model for other clinical applications. 

Figure 7 shows an example of an OCT image of the normal retina of a human 
subject. OCT provides a cross-sectional view of the retina with unprecedented high 
resolution and allows detailed structures to be differentiated. Although the retina is 
almost transparent and has extremely low optical backscattering, the high sensitivity 
of OCT imaging allows extremely small backscattering features such as interretinal 
layers to be differentiated. The retinal pigment epithelium, which contains melanin, 
and the choroid, which is highly vascular, are visible as highly scattering structures in 
the OCT image. 

Optical coherence tomography has been demonstrated for the detection and 
monitoring of a variety of macular diseases [69], including macular edema [70], 
macular holes [71], central serous chorioretinopathy [72], age-related macular degen- 
eration and choroidal neovascularization [73], and epiretinal membranes. The retinal 
nerve fiber layer thickness, a predictor for early glaucoma, can be quantified in 
normal and glaucomatous eyes and correlated with conventional measurements of 
the optic nerve structure and function [65,66,74,75]. In addition, OCT has been 
applied for the evaluation of choroidal tumors [76], congenital optic disc pits 
[77,78], and argon laser lesions [79]. Retinal OCT images have been correlated 
with histology [80], and OCT has been used to investigate microanatomy and retinal 
degeneration in the chicken [81]. 

Because it can provide quantitative information on retinal pathology, which is 
a measure of disease progression, OCT is especially promising for the diagnosis and 
monitoring of diseases such as glaucoma or macular edema associated with diabetic 
retinopathy. Images can be analyzed quantitatively and processed using intelligent 
algorithms to extract features such as retinal or retinal nerve fiber layer thickness 
[65,66,74,75,82]. Mapping and display techniques have been developed to represent 
the tomographic data in alterative forms, such as thickness maps, to aid interpreta- 
tion. Figure 14 (see color plate) shows an example of an OCT topographic map of 
retinal thickness. The thickness map is constructed by performing six standard OCT 
scans at varying angular orientations through the fovea. The images are then seg- 
mented to detect the retinal thickness along the OCT tomograms. The retinal thick- 
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Figure 14 Topographical mapping of retinal thickness as an example of image processing 
and display. The topographical representation is constructed by performing six OCT tomo- 
grams at different angles through the fovea. The tomograms are processed to extract retinal 
thickness, and the thickness values are interpolated over the macular region. The retinal 
thickness is displayed using a false color scale. Quantitative data of retinal thickness in nine 
different zones are also shown. These values are from a normative database and are dis- 
played as mean and standard deviation. Quantitative data are more useful for screening 
purpose, whereas images are necessary for specific diagnosis or treatment planning. (See 
color plate.) (From Ref. 82.) 



ness is linearly interpolated over the macular region and represented in false color. 
Retinal thickness values between and 500 /xm are displayed by colors ranging from 
blue to red. The result is a color-coded topographic map of retinal thickness that 
displays the retinal thickness in an en face view corresponding to the macula. For 
quantitative interpretation, the macula was also divided into nine regions. Figure 14 
shows the average retinal thickness measured from OCT imaging on 96 normal 
individuals with statistics including mean values and standard deviations (SDs) 
[82]. The SD provides a simple estimate of the measurement reproducibility. 
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The ability to reduce image information to quantitative form is important 
because it allows the construction of a normative database and calculation of sta- 
tistics. The topographic thickness map demonstrates how OCT image information 
can be processed to yield different levels of detail. On the coarsest level, a single 
number, the foveal thickness, can provide a diagnostic indicator of macular edema in 
a patient. This type of information might be useful in a screening context, where high 
risk patient populations are screened in a primary care setting. On the next, more 
detailed level, the retinal thickness values in the nine regions can be used to more 
specifically localize the possible region where macular edema is present and improve 
the statistical accuracy of the measurement. The topographic false color map pro- 
vides more graphic information that can be compared directly to the fundus image of 
the retina. Finally, the raw tomographic images contain the most detailed informa- 
tion and can be used to diagnose other retinal pathologies in addition to macular 
edema. This information would be useful for the ophthalmologist or specialist but 
would be excessively detailed for the primary care setting. 

For the data to be used for screening or diagnosis, a normative database must 
be developed, requiring extensive cross-sectional studies. Diagnostic criteria must 
also be developed that will allow the OCT image or numerical information to be 
used to determine the presence or the stage of disease. The diagnostic criteria must 
have sufficient sensitivity and specificity. In many cases, screening or diagnosis is 
complicated by natural variations in the normal population. Ongoing clinical studies 
are investigating OCT for screening and diagnosis of diabetic macular edema and 
glaucoma, two leading causes of blindness. 

Optical coherence tomgraphy has the potential to detect and diagnose early 
stages of disease before physical symptoms and irreversible loss of vision occur. 
Many thousands of patients have been examined to date, and numerous clinical 
studies are currently under way in many research groups and clinics internationally. 
OCT technology was transferred to industry and introduced commercially for 
ophthalmic diagnostics in 1996 (Humphrey Systems, Dublin, CA). With further 
development and clinical investigation, we expect that OCT will become a standard 
ophthalmic diagnostic tool within the next few years. For a more detailed discussion 
of OCT in ophthalmology, see Chapters 17 and 18. 

1.11.2 Optical Coherence Tomography and Optical Biopsy 

With recent research advances, OCT imaging of optically scattering, nontransparent 
tissues has become possible, enabling a wide variety of medical applications. One of 
the techniques that enables OCT imaging in nontransparent tissues has been the use 
of longer wavelengths, which reduces optical scattering [29-32]. By using 1.3 /xm 
wavelengths, image penetration depths of 2-3 mm can be achieved in most tissues. 
This imaging depth is not as great as that of ultrasound, but it is comparable to the 
depth over which many biopsies are performed. Many diagnostically important 
changes of tissue morphology occur at the epithelial surfaces of organ lumens. 
The capability to perform in situ, real-time imaging can be important in a variety 
of clinical scenarios, including (1) imaging tissue pathology in situations where con- 
ventional excisional biopsy would be hazardous or impossible, (2) guiding conven- 
tional biopsy to reduce false negative rates from sampling errors and the detection of 
early neoplastic changes, and (3) guiding surgical or microsurgical intervention. 
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Imaging Where Excisional Biopsy is Hazardous or Impossible 

One class of applications where OCT could be especially powerful comprises those 
for which conventional excisional biopsy is hazardous or impossible. In ophthalmol- 
ogy, biopsy of the retina is not possible and OCT can provide high resolution images 
of retinal structure that cannot be obtained using any other technique. Another 
example of a scenario where biopsy is not possible is the imaging of atherosclerotic 
plaque morphology in the coronary arteries [32,83]. Recent research has demon- 
strated that most myocardial infarctions result from the rupture of small to moder- 
ately sized cholesterol-laden coronary artery plaques followed by thrombosis and 
vessel occlusion [84-87]. The plaques at highest risk for rupture are those that have a 
structurally weak fibrous cap [88]. These plaque morphologies are difficult to detect 
by conventional radiological techniques, and their microstructural features cannot 
be determined. Identifying high risk unstable plaques and patients at risk for myo- 
cardial infarction is important because of the high percentage of occlusions that 
result in sudden death [89]. OCT could be powerful for diagnostic intravascular 
imaging as well as for guidance of interventional procedures such as atherectomy 
and stenting. 

Imaging studies of arterial lesions in vitro have been performed to investigate 
the correlation of OCT and histology [32,83]. Figure 15 shows an example of an 
unstable plaque morphology from a human abdominal aorta specimen with corre- 
sponding histology. Specimens were imaged by an OCT microscope prior to fixation. 
OCT imaging was performed at 1300 nm wavelength using a superluminescent diode 
light source with an axial resolution of ~ 1 6 /nm. The OCT image and histology show 
a small intimal layer covering a large atherosclerotic plaque that is heavily calcified 
and has a relatively low lipid content. The optical scattering properties of lipid, 
adipose tissue, and calcified plaque are different and provide contrast between dif- 
ferent structures and plaque morphologies. The thin intimal wall increases the like- 
lihood of rupture. Currently, these lesions can be accurately diagnosed only by 
postmortem histology, and therefore interventional techniques cannot be used effec- 
tively to treat them. The ability to identify structural detail such as the presence and 
thickness of intimal caps using catheter-based OCT imaging techniques could lead to 
significant improvements in patient outcome. 

Conventional angiography, ultrasound, or magnetic resonance imaging (MRI) 
do not have sufficient resolution to identify these lesions or to guide the removal of 
plaque by catheter-based atherectomy procedures. High frequency (20-30 MHz) 
intravascular ultrasound (IVUS) can be used to measure arterial stenosis as well 
as to guide intervention procedures such as stent deployment [90,91]. However, 
the resolution of IVUS is limited to approximately 100/xm, and thus it is difficult 
to decisively identify high risk plaque morphologies [92]. Studies have been per- 
formed that compare IVUS and OCT imaging in vitro and demonstrate the ability 
of OCT to identify clinically relevant pathology [83]. In vivo OCT arterial imaging 
has also been performed in rabbits using a catheter-based delivery system [61]. 
Optical scattering from blood limits OCT imaging penetration depths, so saline 
flushing at low rates was required for imaging. These effects depend on vessel dia- 
meter as well as other factors, and additional investigation is required. A compre- 
hensive discussion of OCT applications for cardiovascular imaging is presented in 
Chapter 26. 
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Figure 15 Optical coherence tomographic image showing atherosclerotic plaque in vitro 
and corresponding histology. This is an example of OCT imaging in tissues where standard 
excisional biopsy is not possible. The plaque is highly calcified with a low lipid content, and a 
thin intimal cap layer is observed. The high resolution of OCT can resolve small structures 
such as the thin intimal layer that are associated with unstable plaques. OCT could have 
important applications for diagnosis and interventional guidance in cardiovascular disease. 
(From Ref. 32.) 



Detecting Early Neoplastic Changes 

Another major class of OCT imaging applications applies in situations where con- 
ventional excisional biopsy has unacceptably high false negative rates due to sam- 
pling errors. This is the scenario in the detection of early neoplasia. OCT can resolve 
changes in architectural morphology that are associated with many early neoplasias. 
Studies have been performed in vitro to correlate OCT images with histology for 
pathologies of the gastrointestinal, female reproductive, pulmonary, and biliary 
tracts [60,93-101]. Preliminary studies in human subjects have also been performed 
using endoscopy- and laparoscopy-based OCT imaging [46,57,102]. 

One of the key issues for the use of OCT imaging in the detection of early 
neoplastic changes is the ability to differentiate clinically relevant pathologies with a 
given image resolution. Many early neoplastic changes are manifested by disruption 
of the normal glandular organization or architectural morphology of tissues. These 
changes can be imaged using standard 10-15 /im resolution OCT systems. Figure 16 
shows an example of an in vitro OCT image of normal colon and ampullary carci- 
noma. The OCT image of the colon epithelium shows normal glandular organiza- 
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Figure 16 Imaging neoplastic changes. OCT images of gastrointestinal tissues in vitro 
showing normal colon and ampullary carcinoma. OCT can image differences in architectural 
morphology or glandular organization that are associated with neoplastic changes. The nor- 
mal colon shows columnar epithelial morphology with crypt structures visible. The carcinoma, 
on the left of the image, is characterized by a loss of normal epithelial structure. Normal 
structure, visible on the right, has progressive disorganization of the crypts in the region 
nearing the cancer. Architectural morphology such as this can be imaged with standard 
OCT resolutions of 10-15 /xm. (From Ref. 60.) 



tion associated with columnar epithelial structure [60]. The mucosa and muscularis 
mucosa can be differentiated due to the different backscattering characteristics 
within each layer. Architectural morphology such as crypts or glands within the 
mucosa can be seen. The OCT image of ampullary carcinoma shows disruption of 
architectural morphology or glandular organization. The area on the right of the 
image is normal, while the carcinoma is on the left of the image. The crypt structures 
have become dilated and distorted in the middle of the image, with complete loss of 
structure in the carcinoma. 

The ability to delineate tissue architectural morphology could increase the 
diagnostic capabilities of conventional endoscopy, allowing a wide range of clinical 
disorders to be addressed. Endoscopic ultrasound has recently been introduced as a 
new technology for high resolution endoscopic imaging [103-108]. Using ultrasound 
frequencies in the range of 10-30 MHz, axial resolutions in the range of 100 /xm can 
be achieved [109-1 1 1]. Imaging of the esophagus or bowel requires filling the lumen 
with saline or using a liquid-filled balloon to couple the ultrasound into the tissue. 
Ultrasound can be used as an adjunct to endoscopy to diagnose and stage early 
esophageal and gastric neoplasms. Impressive results have been achieved using high 
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frequency endoscopic ultrasound, which demonstrates the differentiation of mucosal 
and submucosal structures. 

Using standard OCT, image resolutions of 10-15 /xm are achieved, sufficient to 
enable the visualization of tissue architectural morphology. OCT can also be used to 
assess other features such as the integrity of the basement membrane. Ultrahigh 
resolution OCT with resolutions of 1-5 /xm enables cellular level imaging and 
could expand the range of neoplastic changes that can be imaged [22,43,44,112]. 
The imaging depth of OCT is 2-3 mm, less than that of ultrasound. However, 
many diseases originate from or involve epithelial structures, and imaging the micro- 
scopic structure of small lesions is within the range of OCT. 

Conventional excisional biopsy often suffers from high false negative rates 
because the biopsy process relies on sampling tissue, and the diseased tissues can 
easily be missed. OCT could be used to identify suspect lesions and to guide exci- 
sional biopsy to reduce the false negative rates. This would reduce the number of 
costly biopsies, and at the same time clinical diagnoses could be made using exci- 
sional biopsy and histopathology, which is the established clinical standard. In the 
future, after detailed clinical studies and more extensive statistical data become 
available, it may be possible to use OCT directly for the diagnosis of certain types 
of neoplasias or for determining the grade of dysplasias. 

The development of miniature, flexible OCT imaging probes and high speed 
OCT imaging systems enables the acquisition of OCT images of internal organ 
systems. Imaging of the pulmonary, gastrointestinal, and urinary tracts and arterial 
imaging have been demonstrated in animals [50,61,100]. Preliminary OCT internal 
body imaging studies in patients have been performed in many different organ 
systems, including the gastrointestinal, urinary, pulmonary, and female reproductive 
tracts [46,57,113]. These studies demonstrate the feasibility of performing internal 
body OCT imaging and suggest a broad range of future clinical applications. More 
systematic studies that compare OCT imaging with histological or other diagnostic 
endpoints are needed. At present, several research groups are performing numerous 
clinical OCT imaging studies, and more detailed data should be available shortly. 
Comprehensive discussions of OCT imaging applications in different organ systems 
are presented in Chapters 21, 24, 25, 27, and 28. 

1.11.3 Guiding Surgical Intervention 

In another important class of applications, OCT is used for guiding surgical inter- 
vention. The ability to see beneath the surface of tissue in real time can guide surgery 
near sensitive structures such as vessels or nerves as well as assisting in microsurgical 
procedures [52,54]. Optical instruments such as surgical microscopes are routinely 
used to magnify tissue to prevent iatrogenic injury and to guide delicate surgical 
techniques. OCT can be easily integrated with surgical microscopes. Hand-held OCT 
surgical probes and laparoscopes have also been demonstrated [56]. 

One example of a surgical application for OCT is the repair of small vessels 
and nerves following traumatic injury. A technique capable of real-time, subsur- 
face, three-dimensional, micrometer-scale imaging would permit the intraoperative 
monitoring of microsurgical procedures, giving immediate feedback to the sur- 
geon that could improve outcome and enable difficult procedures. Studies have 
been performed in vitro that demonstrate the use of OCT imaging for diagnos- 
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tically assessing microsurgical procedures using an OCT microscope delivery sys- 
tem [54]. Figure 17 shows OCT images of an arterial anastomosis of a rabbit 
inguinal artery, demonstrating the ability of OCT to assess internal structure and 
luminal patency. An artery segment was bisected cross-sectionally and then rea- 
nastomosed. For precise registration of the OCT images, the specimen was posi- 
tioned on a computer-controlled, motorized translation stage in an OCT 
microscope. The specimen was also digitally imaged with a CCCD camera. 
Cross-sectional OCT images of a 1 mm diameter rabbit inguinal artery are 
shown. Figures 17A-D were acquired transversely at different positions through 
the anastomosis. The images of the ends of the artery clearly show arterial 
morphology corresponding to the intimal, medial, and adventitial layers of the 
elastic artery. The image from the site of the anastomosis shows that the lumen 
was obstructed by a tissue flap. By assembling a series of cross-sectional two- 
dimensional images, a three-dimensional dataset was produced. Arbitrary planes 
can be selected and sections displayed. 




Figure 17 Microsurgical imaging. OCT images of an anastomosis in a rabbit artery as an 
example of microsurgical imaging. The 1 mm diameter rabbit artery was anastomosed with a 
continuous suture as seen in the digital image (D). The labels indicate the planes from which 
corresponding cross-sectional OCT images were acquired. (A,D) Opposite ends of the anasto- 
mosis show the multilayered structure of the artery with a patent lumen. (B) Partially 
obstructed lumen and the presence of a thrombogenic flap. (C) Fully obstructed portion of 
the anastomosis site. (E) Three-dimensional reconstruction of artery. (G) Virtual longitudinal 
section view constructed from three-dimensional image data sets shows the obstruction (o). 
OCT microscopy could be a powerful tool for many microsurgical procedures. (From Ref. 54.) 
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Because OCT imaging can be performed at high speeds, in real time, it can be 
integrated directly with surgery. The feasibility of using high speed OCT imaging to 
guide the placement and image the dynamics of surgical laser ablation has been 
investigated [55]. Figure 18 shows an example of real-time OCT imaging during 
laser ablation of a bovine muscle specimen. The laser exposure was 2 W from the 
argon laser. At 0.5 s changes in optical properties of the tissue are observed due to 
heating, and explosive ablation begins at 2.25 s. These studies were performed using 
a commercially available low coherence light source (AFC Technologies Inc., Hull, 
Quebec, Canada) with a wavelength at 1.3 /xm and an axial resolution of 18/zm. 
Using 5 mW of incident power on the specimen, a signal-to-noise ratio of 1 15 dB was 
achieved. The acquisition rate was 8 frames per second for a 250 transverse pixel 
image. Optical coherence tomography should improve intraoperative diagnostics by 
providing high resolution, subsurface, cross-sectional imaging in real time. A com- 
prehensive discussion of OCT applications for the guidance of intervention is 
presented in Chapter 23. 

1.12 HIGH RESOLUTION CELLULAR LEVEL OCT IMAGING 

The development of high resolution OCT is also an important area of active 
research. Increasing resolution to the cellular and subcellular levels is important 
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Figure 18 Real-time OCT imaging of laser ablation showing a series of OCT images taken 
at 8 frames per second during argon laser exposure of beef muscle. The exposure was 1 W with 
a 0.8 mm spot diameter on tissue. The times indicated are in seconds after exposure is initiated. 
At 2.25 s, the formation of a blister at the surface is observed. At 2.5 s, the blister explodes and 
a crater develops (5 s). These images show the ability of OCT to perform high speed, real-time 
imaging during interventional procedures. (From Ref. 55.) 
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for many applications, including the diagnosis of early neoplasias. As discussed 
previously, the axial resolution of OCT is determined by the coherence length of 
the light source used for imaging. Light sources for OCT imaging should have a 
short coherence length or broad bandwidth but also must have a single spatial mode 
to enable interferometry. Since the signal-to-noise ratio depends on the incident 
power, light sources with average powers of several milliwatts are typically necessary 
to achieve real-time imaging One approach for achieving high resolution is to use 
short-pulse femtosecond solid-state lasers as light sources [22,43,44,112]. 

High resolution OCT imaging has been demonstrated in vivo in developmental 
biology specimens [22,112]. Figure 19 shows an example of high resolution OCT 
images of a Xenopus laevis (African frog) tadpole. The OCT system in this study was 
a KLM femtosecond Ti : sapphire laser that emits sub-two-cycle pulses, correspond- 
ing to bandwidths of up to 350 nm (FWHM) around 800 nm. The ultrahigh resolu- 
tion OCT system supported bandwidths up to 260 nm (FWHM), achieving a 1.5 /xm 
longitudinal resolution in free space of ~ 1 /xm in tissue. To overcome the depth-of- 
field limitations associated with the high transverse resolution, a zone focus and 
image fusion technique was used. The figure was constructed by fusing multiple 
separate images recorded with different focal depths of the optics similar to C- 
mode scanning in ultrasound. OCT can image nuclear and intracellular morphology 
as well as identify cells in different stages of mitosis and visualize mitotic activity. 
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Figure 19 High resolution OCT images of a Xenopus laevis (African frog) tadpole in vivo 
performed with 1 /xm axial and 3 /xm transverse resolution. An image fusion technique is used 
to overcome depth-of- field limitations associated with the high transverse resolution. 
Individual cells and nuclei are clearly visible. Cellular level imaging has important implications 
for a variety of OCT applications. (See Refs. 112 and 22.) 
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The ability to image subcellular structure can be an important tool for studying 
mitotic activity and cell migration in developmental biology. The extension of these 
results to human cells has important implications. Because differentiated human cells 
are smaller than developing cells, additional improvements in resolution and perfor- 
mance are necessary. In ophthalmology, improving the resolution should improve 
morphometric measurements such as retinal thickness and retinal nerve fiber layer 
thickness, which are relevant for the detection of macular edema and glaucoma. 
High resolution imaging also has implications for diagnosis of neoplasia. Standard 
OCT image resolutions enable the imaging of architectural morphology on the 10- 
1 5 /nm scale and can identify many early neoplastic changes. The extension of ima- 
ging to the cellular and subcellular levels would not only enhance the spectrum of 
early neoplasias and dysplasias that could be imaged but also improve sensitivity and 
specificity. 

1.13 SUMMARY 

Optical coherence tomography is a fundamentally new imaging modality with 
rapidly emerging applications spanning a range of fields. OCT can perform micro- 
meter-scale imaging of internal microstructure in materials and biological tissues in 
situ and in real time. For medical imaging applications, OCT can function as a type 
of optical biopsy to obtain microstructural information with resolution approaching 
that of conventional histopathology. Image information is available immediately 
without the need for excise and histological processing of a specimen. The develop- 
ment of high speed OCT technology now permits real-time imaging with high pixel 
densities. A wide range of OCT imaging platforms and probes have been developed, 
including ophthalmoscopes, microscopes, laparoscopes, hand-held probes, and min- 
iature, flexible catheter-endoscopes. These imaging probes can be used either sepa- 
rately or in conjunction with other medical imaging instruments such as endoscopes 
and bronchoscopes and can permit internal body imaging in a wide range of organ 
systems. There are numerous research applications of this technology in a broad 
range of fields as well as continuing development of the technology itself. More 
research remains to be done, and numerous clinical studies must be performed to 
identify the clinical situations in which OCT can play a role. However, the unique 
capabilities of OCT imaging suggest that it could have a significant impact on 
fundamental research as well as on health care. 
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2.1 INTRODUCTION 

In optical coherence tomography (OCT), the principles of interferometry with 
low temporal coherence light and optical heterodyne detection are combined to 
obtain both a high axial resolution and a high sensitivity to light that is weakly 
reflected from the sample being imaged. This chapter will describe the funda- 
mental laws that govern the axial resolution and sensitivity of OCT. In parti- 
cular, the axial resolution will be shown to be inversely related to the spectral 
bandwidth of the light source used for imaging. For the case of a sample that is 
free from optical dispersion, the system's axial point spread function (PSF) will 
be shown to be exactly the Fourier transform pair of the power spectrum of the 
light source. Chromatic dispersion degrades both the axial PSF and the detection 
sensitivity. 

In addition, typical electronic circuits for detection and filtering will be 
presented. The fundamental noise characteristics of these circuits will be derived 
and used to discuss how the OCT system can be designed to achieve a detection 
sensitivity that approaches the quantum limit of a single photon. The four funda- 
mental design parameters — axial resolution, sensitivity to weakly reflected light, 
optical power incident on the sample, and image acquisition time — will be shown 
to be linearly related and constrained by the quantum detection limit. 
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2.2 LOW COHERENCE INTERFEROMETRY AND AXIAL 
RESOLUTION 

A schematic diagram of a simplified OCT system is shown in Fig. 1. Low coherence 
light is coupled into a fiber-optic Michelson interferometer and is divided at a fiber 
coupler into reference and sample paths. Light retroreflected from a scanning refer- 
ence mirror is recombined in the coupler with light backscattered from the sample 
under interrogation. Time-of-flight information is contained in the interference sig- 
nal between the reference and sample beams, which is detected by a photodiode 
followed by signal processing electronics and computer data acquisition. 

A single axial profile of optical reflectivity versus distance into the sample is 
obtained by rapidly translating the reference arm mirror and synchronously 
recording the magnitude of the resulting interference signal. Interference fringes 
are evident only when the reference arm distance matches the length of a relative 
path through the sample to within the coherence length of the light source. Thus, 
the coherence length, which is a fundamental property of the light source, deter- 
mines the axial ranging resolution. Cross-sectional images are constructed from a 
sequence of axial reflectivity profiles obtained while scanning the probe beam 
across the sample. 

Low coherence interferometry allows the position of reflective boundaries 
within the sample to be precisely located. This section will derive the Fourier trans- 
form relationship between the power spectrum of the light source and the axial PSF. 
Chromatic dispersion will be shown to degrade this resolution by broadening the 
axial PSF in direct analogy to the case of short-pulse propagation through dispersive 
media. 

2.2.1 Interferometer with Coherent Light 

Consider the simplified schematic of the Michelson interferometer shown in Fig. 2, 
where the sample has been replaced by a perfectly reflecting mirror. Light from the 
source is divided at a beamsplitter into reference and sample beams. Light reflected 
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Figure 1 Schematic of the OCT system. 
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Figure 2 The Michelson interferometer. 



from the reference and sample mirrors is recombined at the same beamsplitter and 
incident on a detector. The reference and sample mirrors are positioned at distances 
l R and l s , respectively, from the beamsplitter. If the light source is perfectly coherent 
(i.e., monochromatic), then reflection from the reference and sample mirrors pro- 
duces a sum of two monochromatic electric field components E s and E R at the 
detector. These fields may be expressed by the phasors 

Er = A R exp [-JiiPglg - cot)] and E s = A s exp [-j{2p s l s - cot)] (1) 

where co is the optical frequency of the light source and f3 is the propagation con- 
stant. The factors of 2 multiplying the propagation constants (3 R and fi s arise from 
the round-trip propagation of light to and from the reference and sample mirrors. 
Note that E R and E s represent the field components in the interferometer after 
reflection and recombination at the beamsplitter, which eliminates the necessity of 
considering the split ratio and phase shift of the beam splitter. In general, the time- 
averaged photocurrent / at the detector is given by 



/ = 




(2) 



where n is the detector quantum efficiency, e is the electronic charge, hv is the photon 
energy, and rj is the intrinsic impedance of free space. For monochromatic fields, 
Eq. (2) can be written 



hv\ri 



^|^| 2 +^M S | 2 +real{£ s ^} 



where the term 

real {E S E R \ = A R A s cos(2p R l R - 2p s l s ) 



(3) 



(4) 
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describes the variation of the photocurrent with the positions of the reference and 
sample mirrors. In free space, the propagation constants are equal for the reference 
and sample fields, giving /3 R = fi s = 2n/X and 

real {E S E* R } = A R A S cos( lit — J (5) 

where A/ = l s — l R is the mismatch in distance between the reference and sample 
beam paths. Equation (5) shows that the photocurrent contains a sinusoidally vary- 
ing term representing the interference between the reference and sample fields. The 
interference has a period of X/2 relative to the length mismatch A/. 

Because all of the interference information is contained in the real part of the 
cross-spectral term E S E R , subsequent analysis of interferometry in the case of low 
coherence light source will focus on calculating this term only. 

2.2.2 Interferometer with Low Coherence Light 

A low coherence light source consists of a finite bandwidth of frequencies rather than 
just a single frequency. The analysis in Section 2.2.1 can be extended to account for 
partially coherent light by integrating the cross-spectral term E S E R over the harmo- 
nic content of the light source. We allow the reference and sample fields to be 
functions of frequency: 

E R (co) = A R (co)exp { - j[2Meo ' )l «- a,t]] 

(6) 
E s (a>) = ^ 5 (ft.)exp {-j[2p s (co)l s - cot}) 

The interference signal at the photodetector is proportional to the sum of the inter- 
ference due to each monochromatic plane wave component, according to 



/ oc real 



E s {u>)E R {co)*^\ - real 



S(a>)exp[-/A0(a>)]^] (7) 

2tt 



where we have used the definitions 

S(a>) = A s (co)A R (cof) (8) 

and 

AcP(co) = 2p s (co)l s - 20 R (co)l R (9) 

If the sample and reference arm fields have the same spectral components as the light 
source (i.e., if the reflectors in each arm and the fiber beamsplitter are spectrally 
uniform), then S(co) is essentially equivalent to the power spectrum of the light 
source. A(co) expresses the phase mismatch at the detector of each frequency com- 
ponent. We will show that Eq. (7) expresses a fundamental inverse Fourier transform 
relation between the source spectrum and the detector photocurrent. 

2.2.3 Nondispersive Medium 

Consider the case where the sample and reference arms consist of a uniform, linear, 
nondispersive material. Let the spectrum of the light source S(a) — co ) be band- 
limited with a center frequency of co . We assume that the propagation constants 

dramroo 



Optical Coherence Tomography: Theory 



45 



P in each arm are the same and rewrite them as first-order Taylor expansions around 
the center frequency: 

P s (a>) = Mo) = £H) + P'(oj )(oj - coo) (10) 

Then the phase mismatch A<j>(oj) in Eq. (9) is determined solely by the length mis- 
match A/ = l s — l R between the reference and sample arms through 



A0(o>) = £(«o)(2A/) + P'(oj )(oj - o) )(2A/) 
The integral over the power spectral density in Eq. (7) becomes 



(11) 



/ oc real 



exp [—/<w ArJ S(co - co ) exp \—j{co — w ) Ar g ] 



d(a> — &>o) 

lit 



(12) 



where the phase delay mismatch Ax p and the group delay mismatch Ax g are defined 
as 



Ar„ 



flap) 
co 



(2A/) 



and 



Ar„ = i3'(co )(2Al) 



2AI 



2A/ 



(13) 



(14) 



Thus, v p = co /P(o)q) corresponds to the center frequency phase velocity and v g = 
l//3'(co ) is the group velocity. Equation (12) is basically a statement of the familiar 
Wiener-Khintchin theorem: The autocorrelation function is equal to the inverse 
Fourier transform of the power spectral density. Equations (12) (14) show that 
the interferometric term of the photocurrent consists of a carrier and an envelope. 
The carrier oscillates with increasing path length mismatch 2A/ at a spatial frequency 
of P(o>q). The envelope, which determines the axial point spread function of the 
interferometer, is essentially the inverse Fourier transform of the source power spec- 
trum S(a> — a> ). 

Gaussian Power Spectrum and Nondispersive Medium 

Assume that the light source has a Gaussian power spectral density given by 



S(oj - a> ) : 



exp 



(co - COp) 

2al 



which has been normalized to unit power, 



(15) 



(16) 



and where co Q is defined as the center frequency and 2a a is the standard deviation 
power spectral bandwidth (radians per second). Substitution of this power spectrum 
into Eq. (12) gives the interferometric photocurrent. 



/ oc exp 



A^ 
2o* 



exp [-joj Ar p ] 



(17) 
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where the real { } notation has been discarded for convenience. The photocurrent 
contains a Gaussian envelope with a characteristic standard deviation temporal 
width 2a T (seconds) that is inversely proportional to the power spectral bandwidth: 

2o T = - (18) 

Note that er^ = 1 (i.e., the time-frequency uncertainty relation is minimized for a 
Gaussian waveform). The envelope falls off quickly with increasing group delay 
mismatch Ar ? and is modulated by interference fringes that oscillate with increasing 
phase delay mismatch Ar p . Thus, Eq.(17) defines the axial resolving properties of the 
OCT system. The detector sees interference fringes only when the reference and 
sample arm lengths are matched, so the group delay mismatch falls within the 
Gaussian envelope: 

-a x < /S'K)(2A/) < o T (19) 

The standard deviation axial resolution, or width of the axial point spread function 
(i.e., the ±a T width of the Gaussian envelope in units of length mismatch A/) is, from 
Eqs. (14), (18), and (19), 

A/sd = TwA— =- ( 2 °) 

For propagation in free space, both the phase velocity and group velocity equal the 
speed of light c, and Eq. (20) reduces to 

A/sd = — (21) 

showing that the axial resolution is inversely proportional to the bandwidth. 

For measurements of bandwidth and resolution, a full-width at half-maximum 
(FWHM) criterion is more convenient than a standard deviation measure. For a 
Gaussian with standard deviation a, the FWHM equals 2oV21n2. Thus, for the 
interferometer in free space, the FWHM resolution A/ FW hm is related to the FWHM 
wavelength bandwidth AX for a Gaussian source by 

A/ FW hm=^^J (22) 

where X is the center wavelength. 

2.2.4 Group Velocity Dispersion 

Group velocity dispersion (GVD) causes different frequencies to propagate with 
nonlinearly related velocities. A short pulse in dispersive media will broaden if sig- 
nificant dispersion is present. In analogy to the short-pulse case, the interferometric 
autocorrelation (i.e., the axial PSF) will also broaden if there is significant GVD 
mismatch between reference and sample arms. Both the fiber optics and the sample 
may have significant GVD. 

To include GVD in the analysis, the propagation constants f$ R and /J s are 
Taylor expanded to second order around the center frequency co : 
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P(a>) = P(oj ) + j8'(ct) )(a) - co ) + -P"(oj )(oj - m f (23) 

We assume that a GVD mismatch exists in a length L of the sample and reference 
paths. The frequency-dependent phase mismatch from Eq. (9) is then 

A</>(«) = /^o)(2A/) + 0'(aoX® " «o)(2A/) + - A0>o)(« - « ) 2 (2L) (24) 

where A/ is defined as before and Ap"(co ) — /3's(co ) — Pr(oj ) is the GVD mismatch 
between the reference and sample paths. Note that only the difference in GVD 
between the two interferometer arms enters Eq. (24). Thus, the deleterious effects 
of dispersion may be decreased by equalizing the GVD in the two interferometer 
arms. 

Inserting A(p(co) into the propagation equation Eq. (7), gives the photocurrent 



/ oc exp[— jco ATp\ 



exp[-/(<w - oj )AT g ] 



S(oj — &> ) exp 

d(u> — oj ) 

2jt 



-j l -Ap"(w )(oj-cD f(2L) 



(25) 



where the phase delay mismatch Ar /; and group delay mismatch Ar g have been 
defined in Eqs. (13) and (14). Again the real { } notation has been dropped for con- 
venience. The GVD mismatch multiplies the source power spectral density S(co — co ) 
in a frequency-dependent quadratic phase term. The interferometric signal looks like 
a short pulse, with Fourier transform S(w — co ), which propagates through a length L 
of dispersive medium with second-order dispersion equal to the difference in GVD 
between the interferometer arms. Thus, just as a short pulse broadens and chirps after 
propagation through a dispersive medium, the interferometric signal should also 
broaden and chirp due to GVD mismatch in the two interferometer arms. 

Gaussian Power Spectrum and Dispersive Medium 

To establish the analogy further, assume that the source has a Gaussian power 
spectral density according to Eq. (15). Then, after substitution into Eq. (25), we 
obtain a modulated interferometric signal with a complex Gaussian envelope 
described by 



/ oc — - — exp 

r(2L) y 



*4 

2r(2L) 2 



exp [-joj Ar p ] (26) 



where a T is the standard deviation half- width from Eq. (18). The characteristic width 
of the axial point spread function in the presence of dispersion, T(2L), is a complex 
parameter that depends on both the round-trip length of GVD mismatch 2L and er T 
via 

T(2L) 2 = a 2 +JAP"(0) )(2L) (27) 

The real and imaginary components of l/r(2L) 2 describe the broadening and chirp- 
ing, respectively, of the interferometric signal and are 

1 2 T 2 

1 °t • ^critical /^o^ 

~/^7^ — a — y l °> 



T{2Lf o\ + 4 i(ical ' a\ + r c 4 ridcal 
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where we have defined the dispersion parameter 

tcritical = [AAa> )(2L)] 1/2 (29) 

Substituting the expression for 1/T(2L) 2 into Eq. (26), we discover that the 
Gaussian envelope is broadened to the new standard deviation width 2<r T : 

4" 



2<t t = 2a T 



/ \ 4 ' /2 

I , / ^critical \ 

V <*x ) 



(30) 



The broadening factor becomes appreciable when the magnitude of the dispersion 
parameter r critica i becomes greater than the unbroadened standard deviation tem- 
poral width cr T . For a typical fused silica fiber at 800 nm, ft" — 350fs 2 /cm. For a 
typical resolution achieved by OCT, A/ FWHM = 10 /zm, implying a T — 28 fs. Thus, 
dispersive broadening becomes a factor if the fiber arm lengths are mismatched by at 
least L « 1 cm. 

The chirping of the interferometric signal with increasing path length mismatch 
A/ can be described by differentiating the phase in the exponent of Eq. (26), leading 
to 



k 



= -£%-= 2/*K) - 4 f"7' [4A^> ) 2 ]A/ (31) 

" A/ CT r + Critical 

where k describes the spatial frequency of the interference fringes versus the distance 
measured A/. For example, in the positive dispersion mismatch regime Ap"(co ) > 0, 
as the reference arm path length is increased, A/ decreases, the wavenumber k 
increases, and interference fringes occur at the detector more often. It is important 
to note that GVD changes the phase but not the bandwidth of the interference 
signal. 

Dispersion mismatch also degrades the peak height of the interferometric 
envelope, which reduces the system dynamic range. The degradation in the photo- 
current amplitude is described by the multiplicative factor 

1 (32) 



I 1 ™ [i + (w a iM) 4 ] 



41 1/4 



The reduction of the signal amplitude peak scales as the square root of the broad- 
ening. Assuming that the dynamic range is measured in terms of reflected optical 
power ,which is proportional to photocurrent power, then the loss in dynamic range 
scales linearly with the broadening. 

2.2.5 Non-Gaussian Light Sources 

If the light source has a non-Gaussian spectrum, then several abnormalities in the 
axial point spread function may occur that can be predicted using the inverse Fourier 
transform relation in Eq. (12). 

Spectral Modulation 

Modulation or ripples in the light source spectrum can cause echoes to appear in the 
axial point spread function. Assume that we may write the modulated spectrum S m 
(<w) as a function of an ideal, unmodulated spectrum S(a>) in the form 
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S m (co) = S(oS) 



M I \\ 

— cosj co 

2 \ CA™ 



(33) 



where a is the center wavelength, M is the ratio of the peak-to-peak modulation 
height to the average spectral height, and X m is the approximate modulation period 
measured in the wavelength domain. Then by the inverse Fourier transform relation 
in Eq. (12) for a nondispersive medium, the photocurrent will consist of a main peak 
situation at A/ = and two side peaks or echoes with a height of M/r relative to the 
main peak situated at 

Equation (34) reduces to A/ = ±x\/2k m in free space. 

Blindness 

Blindness occurs if the tails of the axial point spread function are sufficiently broad 
to prevent the observation of a weak reflection placed next to a strong reflection. The 
effect is a function of the light source spectrum according to the inverse Fourier 
transform relationship in Eq. (12). If the source has a Gaussian spectrum, then the 
axial point spread function is also Gaussian and its tails decay exponentially with the 
squared path length mismatch between reference and sample arms. However, if the 
source is non-Gaussian, then significant tails in the axial point spread function may 
occur, preventing the detection of a weaker reflector nearby. A Lorentzian line 
shape, for example, will only decay exponentially with the linear path length mis- 
match. 



2.3 DETECTION ELECTRONICS 

Section 2.2 showed that the interferometric photocurrent consists of an axial point 
spread function envelope superimposed on a carrier frequency. An electric circuit is 
used to extract the envelope of the detected signal in a manner similar to the demo- 
dulation of AM radio signals. In the actual OCT system, the reference mirror oscil- 
lates rapidly and travels at a velocity v s during scanning. Therefore, the axial point 
spread function, which is a function of the path length mismatch A/, is mapped into 
a function of time by the change of variables A/ = — v s t (where time t = occurs 
when the two path lengths are matched, and t increases as the reference mirror is 
translated farther from the beamsplitter). From Eq. (13), the resulting electric signal 
has a carrier frequency of 

co D = — co (35) 

v p 

where &> is, as before, the center frequency of the source spectrum, and the tilde 
denotes the electronic frequency counterpart of the corresponding optical frequency. 
If free space propagation is assumed, then Eq. (35) simplifies to 

f D = ^ (36) 



^■o 
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The carrier frequency f D can also be interpreted as the Doppler shift caused by the 
moving reference mirror, which creates a beat frequency at the photodetector after 
mixing with unshifted light returning from the sample mirror. 

To extract this signal, the detection circuit consists of three main elements in 
succession after the photodetector, shown in Fig. 3: (1) a transimpedance amplifier 
with a gain of R that converts the interferometric photocurrent into a voltage; (2) a 
bandpass filter with a transfer function H bp (s) centered at the carrier frequency f D 
that separates the actual interferometric signal from the DC photocurrent and noise; 
and (3) an amplitude demodulator that extracts the envelope of the interferometric 
signal. The envelope is subsequently digitized and stored on a computer. As will be 
discussed later, the amplitude demodulator can be realized by mixing or by envelope 
detection. Mixing involves multiplication of the interferometric signal by a sinusoi- 
dal reference at the carrier frequency followed by low-pass filtering. Envelope detec- 
tion entails rectification, for example, square-law detection, followed by low-pass 
filtering. 

2.3.1 Correspondence Between Optical and Electrical Frequency 

A one-to-one mapping may be established between the source power spectrum in the 
optical frequency domain and the interferometric photocurrent in the electrical fre- 
quency domain. Consider cp(co) given by Eq. (23) for the case of dispersive media. If 
we define a linear transformation T(co) between optical frequencies and electrical 
frequencies a> such that 



T(io) 



2<> 



CO — COq 



(37) 



then Eq. (35) is automatically satisfied, and the phase mismatch term in Eq. (24) can 
be rewritten as 

A0(tw) = $(<£)) - cot (38) 

In Eq. (38), cot contains the entire linear component of the frequency dependence and 



*(<») = I [A£>o)(2L)] 



2c, 



(to - O) ) 



(39) 
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Figure 3 Block diagram of OCT electronics. 
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contains the quadratic phase variation. The propagation equation, Eq. (7), then 
reduces to an inverse Fourier transform relation between the time and electric fre- 
quency domains, described by 



I ex. — - 

2v. 



dm 



S[T~\a>)] e -;*(<V a ^ = ^F- x \s\T-\S>)Y MSj) j (40) 



The Fourier transform F{I) of the photocurrent from the time domain t to the 
electrical frequency domain a~> simply reverses the inverse transform in Eq. (40): 

F{I] oc ^SlT- 1 ^-'^ (41) 

2v s L J 

Equation (41) shows that the frequency domain representation of the photocurrent is 
simply a shifted and scaled version of the light source power spectrum that is multi- 
plied by a quadratic phase factor that accounts for dispersion. In other words, in the 
case of nondispersive propagation, the shape of the frequency domain representation 
of the electronic signal is exactly the shape of the light source power spectrum. The 
mapping of optical frequencies / to electrical frequencies / is given by Eq. (37), 
which, for the case of free space propagation, reduces to 

/=^ (42) 

where we have written the optical frequencies in terms of optical wavelengths X. Note 
that Eq. (42) holds not only for the Doppler shift frequency f D corresponding to the 
center optical wavelength X but also for the other optical wavelengths within the 
source spectral bandwidth as well. 

Equation (37) is particularly useful for calculating the bandwidth and quality 
factor of the photocurrent from the bandwidth and quality factor of the source 
spectrum because the mapping is independent of both the specific shape of the source 
spectrum and the particular definition of bandwidth. If A/, A/', and AX are arbitrary 
but equivalent measures of electrical frequency bandwidth, optical frequency band- 
width, and optical wavelength bandwidth, respectively, then 

2v, . „ 2v x ( c 

a 



A/ = -^A/«-^(- I )AA (43) 



o 

where X is the center optical wavelength. In free space, Eq. (43) becomes 
2v 



A/ « -£ AX (44) 



Note that the scaling factor in Eq. (43) is the ratio between the round-trip mirror 
velocity 2v s and the optical group velocity v g . Because the scaling factor is constant, 
the mapping is linear, and the scaling factor cancels out of any ratios. Therefore, the 
quality factors Q in the optical and electrical domains are identical and are given by 
the simple relations 

L-d^K*^. (45) 

Q Id /o ^o 
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where the subscript denotes the center optical frequency or optical wavelength and 
the subscript D indicates the center (Doppler shift) electronic frequency. Equation 
(45) approximately gives the Q desired for the bandpass filter in terms of the wave- 
length bandwidth AX of the light source. 



2.3.2 Transimpedance Amplifier 

The photodetector is followed by a transimpedance amplifier, shown in Fig. 4, which 
converts the photocurrent i into an output voltage v. For low frequencies, the output 
voltage is simply 



W 



(46) 



The capacitance C in parallel with the feedback resistance is necessary for amplifier 
stability and causes the amplifier to roll off at 20 dB per decade above the dominant 
pole at 



1 
RC 



(47) 



2.3.3 Bandpass Filter 

A bandpass filter follows the transimpedance amplifier (after a simple single-pole RC 
circuit that removes the DC photocurrent) to separate the band-limited interfero- 
metric signal from noise. The filter is designed with a center frequency f D and quality 
factor Q given by Eqs. (36) and (45), respectively. In the discussion below, the tilde 
indicating electrical frequencies will be dropped. Design strategies for both an active 
and a passive filter will be given. 

Active Sallen and Key Cascade Filter 

An active bandpass filter is most useful for barrier frequencies below 100 kHz. For 
higher frequencies, active filters may be limited by the slew rate of the operational 
amplifier and passive network filters are required. An active bandpass filter may be 
created by cascading a low-pass Sallen and Key biquad filter followed by a high-pass 
one. 

Figure 5 depicts the low-pass Sallen and Key filter in a unity gain configura- 
tion. The transfer function is given by the standard second-order form 



'121 




Figure 4 Transimpedance amplifier. 
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Figure 5 Sallen and Key low-pass filter. 



H(s) = 



Vo(s) 
Vt(s) 



(oj„/Q)S + a/ n 



where the undamped natural frequency co„ is 

1 



and the quality factor Q is 

Q = 




(48) 



(49) 



(50) 



using the simplification R = R l — R 2 . 

The resonance frequency co„ is chosen to be equal to the signal carrier fre- 
quency co D . In practice the quality factor Q is chosen to be smaller than the value 
given by Eq. (45) so that the filter bandwidth is larger than the signal bandwidth. A 
filter bandwidth that is too narrow will widen the signal in time and arbitrarily limit 
the axial point spread function. Section 2.5 will show that a filter bandwidth that is 
too large will let in more noise and reduce the minimum detectable reflectivity or 
dynamic range of the system. 

The unity gain Sallen and Key high-pass filter is exactly the dual or the low- 
pass filter except that resistor are interchanged with capacitors (Fig. 6). The high- 
pass transfer function is 



H(s) = 



2 2 

a>„s 



V js) = 

V t (s) s 1 + (co n /Q)s- 



(51) 
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Figure 6 Sallen and Key high-pass filter. 

dramroo 



54 



Hee 



where 



1 

C\/i?[i?2 



and 



Q 




(52) 



(53) 



using the simplification C = C\ = C 2 . The resonance frequency and quality factor 
are chosen to match those for the low-pass filter. 

The bandpass filter H bp (s) created by the cascade of the low-pass and high-pass 
filters has two sets of pole pairs at 

( 1\' /2 

p ^ = -2t ±J(0 X~w) (54) 

Thus, the frequency response rolls off at 40 dB per decade in both directions outside 
of the resonance peak. 

Passive Network Butterworth Filter 

A passive network bandpass filter may be designed for high frequency operation 
using the standard techniques for broadband-matching network synthesis. The pro- 
blem is formulated as follows in relation to Fig. 7: Given a Thevenin equivalent 
voltage source defined by V, and R t , synthesize a lossless two-port network that is 
matched to the load impedance R 2 and has the desired transfer function power gain 
characteristic \H(ja>)\ 2 = \V 2 (jct l )/V t (jco)\ 2 . 

The solution to the general problem has been explored in detail, and only one 
particular solution using resistive termination will be given here. A passive network 
bandpass filter can be designed easily by starting with a prototypical low-pass filter 
and then "frequency warping" this filter into the bandpass domain. The Butterworth 
low-pass filter works well for this purpose because an LC ladder can always be 
obtained to match a purely resistive source and load and achieve the «th order 
Butterworth low-pass characteristic given by 

K 



| H(ja>)\ z = 



1 + (jCo/jCOc) 



111 



(55) 



The Butterworth filter with DC gain K and low-pass cutoff co e is maximally flat in the 
passband and has evenly spaced poles placed in the left half plane (LHP) on a circle 
centered at the frequency origin. Furthermore, explicit recursive formulas exist for 
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Figure 7 Network synthesis problem. 
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Figure 8 LC ladder network of order n. 



the element values of the LC ladder, shown in Fig. 8, which simplifies the design 
process. (An odd-order filter is realized by removing the terminating capacitor.) 

Under the condition of equal source and load resistances (R t — R 2 ), a simple 
nonrecursive formula is applicable. Using this restriction, in order to realize a 
Butterworth filter of order n with cutoff frequency a> c and a DC gain of unity, the 
with component values of the LC ladder shown in Fig. 8 are given by the following 
definitions: 



2R, 



-sin 



(2m — \)it 



C — 



R t co c 



-sin 



In 
(2m — l)n 



2n 



(56) 
(57) 



To realize a bandpass filter with low-pass cutoff u>\ and high-pass cutoff a> 2 , 
one first designs a normalized, prototype low-pass filter with a cutoff frequency of 
oj c — 1 rad/s. The following frequency transformation is then used to warp the filter 
from the low-pass domain s, with a passband of — 1 -o- 1 rad/s, to the bandpass 
domain .?, with passbands co x «> co 2 and — co 2 «> —m x : 



s — ■ 



B 



s 

CO,,, 



(58) 



We have defined B — m 2 — &>[ as the desired bandpass filter bandwidth and co„, = 
&>[&) 2 as the midband (geometric mean) frequency. It is straightforward to verify that 
the transformation described by Eq. (58) involves replacing inductors in the proto- 
typical filter (Fig. 8) by an inductor and a capacitor in series and replacing capacitors 
in the prototypical filter by an inductor and a capacitor in parallel. The necessary 
component values for this low-pass to bandpass frequency warping are shown in 
Fig. 9. Resistors remain unchanged. The low-pass to bandpass frequency warping 
process doubles the number of poles in the system. 

Figure 10 shows an example of a second-order prototypical Butterworth low- 
pass filter that is transformed into a four-pole bandpass filter. For R, — R 2 = 5 k£2 
and design parameters of a center frequency of 400 kHz and a quality factor of 10, 
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Figure 9 Low-pass to bandpass frequency warping. 
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Figure 10 Second-order Butterworth bandpass filter. 

the following component values are obtained: L 1 =28.1mH, C { = 5.64 pF, 
L 2 = 141 /j.H, and C 2 = 1.13 nF. The frequency response of the resulting bandpass 
filter is shown in Fig. 11. The filter has two zeros located at the origin and two 
complex pole pairs located at 

\6 



Pl2 = -0.092 ±j2.G0 



and 



p 34 = -0.086 ±./2.42 rad/s x 10° 



(59) 



Thus, the frequency response rolls off at 40 db per decade in both directions off the 
main peak. 

2.3.4 Demodulation 

Amplitude demodulation can occur by either mixing or envelope detection. Both 
models will be briefly introduced here so that noise propagation through the electro- 
nics can be understood for both methods. 

Mixing 

Demodulation by mixing entails multiplication with a reference sinusoidal signal of 
the correct phase followed by low-pass filtering. Mixing is easily implemented by 
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Figure 11 Frequency response of Butterworth bandpass filter. 
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using a lock-in amplifier. The reference frequency is chosen to match the Doppler 
shift carrier frequency m D , and the bandwidth of the low-pass filter is chosen to be 
slightly larger than approximately one-half the signal bandwidth Aco. In a typical 
lock-in amplifier, a single-pole RC time constant is used, giving a low-pass transfer 
function 

HUs) = — — — (60) 

lpV RCs +1 y 

with a bandwidth of l/RC rad/s. 

The phase of the reference sine wave must be locked to the phase of the signal 
for adequate demodulation. If this is not possible, then the signal can be divided and 
correlated simultaneously in quadrature (i.e., with both a sine and a cosine). The sum 
of the squares of the two quadrature components accurately gives the signal power 
independent of the actual phase. 

Envelope Detection 

Envelope detection occurs by rectification followed by low-pass filtering. A single- 
chip implementation may be used that can provide either a linear or a logarithmic 
output. For ease of calculation, envelope detection can be modeled by a single-pole 
low-pass transfer function [e.g., Eq. (60)] operating on the square of the input 
voltage. 

Envelope detection is more advantageous than mixing when the phase or 
frequency of the carrier has nonlinear variations (for example, due to nonlinear 
sweeping of the reference mirror). 



2.4 NOISE SOURCES 

In OCT, the principle of heterodyne detection is used to achieve a detection sensi- 
tivity that approaches the quantum limit of a single photon. This section will review 
thermal noise, shot noise, relative intensity noise, and amplified spontaneous emis- 
sion noise, which are the dominant sources of noise that affect the OCT electronics. 
The noise sources below can be described by wide-sense stationary (WSS) 
stochastic processes. A WSS stochastic process p(t) has a constant mean 

E{p(t)} = [p(t)) = m p (61) 

and a statistical autocorrelation 

R p (t u t 2 ) = E{p(t x )p(h)} = [p{h)p{t 2 )) (62) 

that is a function of r = t 2 — t\ alone. A description of the frequency content of a 
WSS stochastic process is given by the power spectral density 



SJco) = 



R p (r)e- Ja " dx (63) 



which is simply the Fourier transform of the statistical autocorrelation. 

The power spectral density S p (co) is defined for both positive and negative 
frequencies and is a real and even function of co by definition. In practice, however, 
only positive frequencies are measured. For convenience we define a positive fre- 
quency or single-sided power spectral density 
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S*(a») = S p (fi>) + S p (-co) = 2S p (co) (64) 

which is valid for m > and allows comparison of theory with experiment. 

2.4.1 Thermal Noise 

Thermal noise arises from random particle motion due to the thermal energy of a 
system. In electric circuits, resistors are the only passive elements that exchange 
energy with the environment. Thus, thermal noise is associated with the transfer 
of energy and the temperature equilibrium established between a resistor and its 
surroundings. A noisy resistor can be modeled as the parallel combination of an 
ideal resistor with resistance R and a noisy current source i„ that represents the 
thermal noise or energy provided by the environment. The noise current is approxi- 
mated by zero-mean white noise with a double-sided power spectral density 

S;>) = -^- (65) 

where T is the temperature and k is Boltzmann's constant. 

2.4.2 Shot Noise 

Shot noise arises from current fluctuations due to the quantization of light and 
charge. A photodetector will emit charge corresponding to a mean rate defined by 
the photocurrent; however, the time between specific emissions will be random. The 
photon arrival and electron emission times may be described by a Poisson distrib- 
uted random variable. It can be shown that the shot noise associated with any 
photocurrent (i) is a white noise process with mean (i) and double-sided power 
spectral density 

S,» = e{i) (66) 

The shot noise power is proportional to the electronic charge and the square root of 
the photocurrent power (i) . 

2.4.3 Relative Intensity Noise and Amplified Spontaneous Emission 

Relative intensity noise (RIN) includes any noise source whose power spectral den- 
sity scales linearly with the mean photocurrent power (i) , Examples include fluctua- 
tions in optical power from the source and from the mechanical motion of optical 
mounts. With a superluminescent diode source using heterodyne detection, amplified 
spontaneous emission (ASE) also results in noise that scales linearly with the photo- 
current power. The spectral density of RIN and ASE noise can be approximated as 
white over the frequency band of interest and can be modeled as 

Si» = ey(i) 2 (67) 

where the noise parameter y must usually be determined by experiment. 

2.5 SENSITIVITY 

This section will give expressions for the expected sensitivity of the OCT system 
considering the noise sources described in Section 2.4. The sensitivity is a measure 
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of the minimum detectable reflectivity of the OCT system. The sensitivity, or signal- 
to-noise ratio (SNR), for any system is defined simply as the signal power -P s j gna i 
divided by the noise process variance var {n(t)}. If the noise process is zero-mean 
WSS, then 



SNR 



signal 



signal 



signal 



var {»(*)} R„(0) J^ S n (a>) dco/lit 



(68) 



which shows that the SNR is equal to the signal power divided by the mean noise 
power, where the noise power is the integral of its power spectral density S„(oS) over 
all frequencies. 

The signal-to-noise ratio will be derived below by propagating the various 
sources of noise described in Section 2.4 through the detection electronics described 
in Section 2.3. In the shot noise limit, the noise power is dominated by the shot 
noise of the reference beam, also termed the local oscillator. The signal power is 
given by the correlation of the power reflected from the sample with the power in 
the local oscillator. Weak reflections from within the sample are therefore multi- 
plied by the local oscillator field to create a relatively strong interference signal at 
the detector. In this manner, a relatively high SNR can be achieved. Figure 12 
displays the variables used for the noise process, power spectral densities, and noise 
equivalent bandwidths at various points in the system and will be helpful in the 
subsequent sections. 

2.5.1 Photodetection Noise 

From Eq. (3), the photodetector current is the sum of the DC power P R = \A R \ 2 /2r] 
returning from the reference path, the DC power P s — \A s \ 2 /2r] Q returning from the 
sample, and an interference term real {E S E R } from the correlation of the signal and 
the local oscillator: 



l = — 

hv 



P R + P s + — ieal{E s El] 

no 



'dark 



(69) 



We have also added a term / dark that represents the dark current of the photodiode. 
The signal power is completely contained within the term real {E S E R }, which is 
separated from the DC components P R and P s by bandpass filtering and demodula- 
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Figure 12 Noise variable definitions. 
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tion. The filtering and demodulation steps, however, do not eliminate the noise 
associated with these components, which may exist at all frequencies. 

Both shot noise [Eq. (66)] and RIN [Eq. (67)] contribute to the photocurrent 
noise i„(t), which can propagate through the detection electronics. Therefore, the 
power spectral density S in (co) of this noise can be expressed as the sum of these two 
uncorrelated components: 

S in {oi) = e{i)+ey{i) 2 (70) 

where (i) is the mean photocurrent and contains contributions from the local oscil- 
lator beam, the sample beam, the signal, and the dark current. 

2.5.2 Transimpedance Amplifier Noise 

At the input to the transimpedance amplifier (Fig. 4), thermal noise [Eq. (65)] from 
the feedback gain resistor R is added to the photocurrent noise. Because all the noise 
sources are uncorrelated, the power spectral density of the noise current becomes 

S in (co) = e{i)+ey{i) 2 + ^- (71) 

At the output of the transimpedance amplifier, the noise current «,(?) is transformed 
into a voltage n v (i) with a gain of R. Because the variance scales as i? 2 , the spectral 
density S v (co) of the output noise voltage is 

S Vn (co) = e{i)R 2 + ey(i) 2 R 2 + 2kTR (72) 

Equation (72) can also be written in terms of the mean output voltage {v) = {i)R as 

S Vn («o) = e(v)R + ey(v) 2 + 2kTR = q (73) 

where a new variable q has been defined as representing the amplitude of the noise 
spectral density, which is constant across all frequencies. Equation (73) is useful 
because the voltage output of the transimpedance amplifier is more conveniently 
measured than the photocurrent. 

2.5.3 Bandpass Filter Noise Equivalent Bandwidth 

Let the bandpass filter have an impulse response h bp (t) and a transfer function H bp (s) 
given by one of the design procedures detailed in Section 2.3.3. The noise input to 
this filter is given by Eq. (73). Since the input noise is white with a constant spectral 
density, the output noise will be colored, or shaped according to the characteristics 
of the filter. Using the standard results for a WSS stochastic process through a linear 
time-invariant filter, we obtain the power spectral density Sb p (<w) of the noise process 
n bp (t) at the output of the filter: 

S bp (w) = q\H bp (j M )\ 2 (74) 

The corresponding autocorrelation R bp (r) can be found by taking the inverse 
Fourier transform: 



-KbpM = q 



\ 7 -Jut da 



H hp (j<o)\-d m — (75) 



The noise variance at the bandpass filter output is 
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, , 2 dco 

\H bp (joj)\ ^~ 

d (?6) 

l // bp(/''»)| 2 ^ = 2 ? NEB bp 



var{«bp(r)} = R hp (0) = q 



— 2q 



where the noise equivalent bandwidth (NEB) of the bandpass filter is defined as 
before and is a geometric measure of how much noise passes through the filter. 
The factor of 2 arises because the NEB is defined for positive frequencies only. 
Note that the bandpassed noise has zero mean, because the DC gain of the filter 
is zero. 

2.5.4 Noise Equivalent Bandwidth for Demodulation by Mixing 

The noise process n bp (t) at the output of the bandpass filter is then input to the 
demodulator. The NEB and resulting signal-to-noise ratio (SNR) of demodulation 
by mixing will be considered below and in Section 2.5.5. Demodulation by envelope 
detection will be considered separately in Section 2.5.6. 

The discussion of the noise characteristics after demodulation by mixing is 
involved because the noise is not a WSS process after correlation with cos&i^. 
The demodulated noise process, however, is WSS. Therefore, the noise must be 
propagated through both the sinusoidal correlator and the low-pass filter in one 
step to compute the final power spectral density. Although the details of the 
calculation will not be repeated here, the final result is intuitively expected. In 
analogy to Eq. (76), the variance of the noise n lp (i) after mixing and low-pass 
filtering is given by 

var{« // ,(f)}=2 (7 NEB all (77) 

where the NEB of the entire circuit, NEB all , including both bandpass filtering and 
demodulation by mixing, is defined by 

^ |^O"»)| 2 0[|^bp(/a>+> D )| 2 +|ffbp(/'a)-> D )| 2 ]^ (78) 

As expected, Eq. (78) gives the appealing result that the noise power of the entire 
circuit looks like the noise that would result from the bandpass and low-pass filters in 
succession, because the bandpass filter acts as if it were shifted to the frequency 
origin after demodulation by mixing. Thus, the NEB of the entire filtering and 
demodulation circuit is described by the frequency domain product of the low- 
pass and demodulated bandpass filters. One can see that for ideal rectangular filters 
the NEB of the entire system is determined by the NEB of the filter with the nar- 
rower bandwidth. 

2.5.5 Signal-to-Noise Ratio for Demodulation by Mixing 

The signal-to-noise ratio or sensitivity of OCT is defined by Eq. (68) and describes 
the minimum detectable reflection. To use Eq. (68), we define the signal power -P s j gna i 
to be the peak voltage squared at the output of the filtering and demodulation 
circuit. Although other definitions could have been sued (e.g., the typical definition 
of signal energy is the integral of the signal squared over time), this particular 
definition is easily compared with experimental results. 



NEB 



all 
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To determine the output signal power, we propagate the interferometric signal 
through the detection and demodulation electronics. For simplicity, we will ignore 
the degradation in signal power caused by group velocity dispersion. Let P s and P R 
be the time-averaged optical powers returning from a perfectly reflective sample and 
the reference mirror, respectively, after recombination at the beamsplitter. From Eq. 
(69), the peak signal current after photodetection is given by the correlation of the 
reference arm and sample arm electric field as 



i = yJr S P R (79) 

where r\ is the quantum efficiency of the photodetector, e is the electronic charge, and 
hv is the photon energy. The transimpedance amplifier converts the current i into a 
voltage v = iR with a gain of R. If we assume for simplicity that the signal power is 
preserved through bandpass filtering and demodulation, then the signal power as 
defined above is 

2 _ 



p 

* signal 



= {iR)1 = Q ( PsPr ^ r2 (80) 

which is proportional to the product of the reference and sample powers. 

The noise variance is given by 2q NEB where q is the amplitude of the white 
noise input to the bandpass filter defined in Eq. (73) and NEB is the noise equivalent 
bandwidth defined in Eq. (78) for demodulation by mixing. In the shot noise limit, 
the white noise amplitude q is dominated by the shot noise from light reflected from 
the reference mirror. Section 2.6.1 will discuss the design considerations so that this 
limit can be achieved in practice. In the shot noise limit, the noise variance after 
filtering and demodulation is 

var \n lD {t)\ = ^leP R R 2 NEB (81) 

1 r ' hv 

Therefore, the signal-to-noise ratio in the shot noise limit is obtained by substituting 
Eqs. (80) and (81) into Eq. (68), resulting in 

In the shot noise limit, the dynamic range does not depend on the reference arm 
power P R . The SNR scales linearly with the power P s returning from a perfectly 
reflective sample and is inversely proportional to the noise equivalent measure of the 
detection bandwidth. Section 2.6.2 will discuss how Eq. (82) leads to design trade- 
offs between power, image acquisition time, and dynamic range. 

2.5.6 Signal-to-Noise Ratio for Demodulation by Envelope Detection 

Demodulation by envelope detection can be modeled as square-law detection fol- 
lowed by low-pass filtering as described in Section 2.3.4. Because the square-law 
detector is a nonlinear device, the output noise power will in general depend on 
both the input signal and the input noise power. Thus, a simple expression for the 
NEB that depends only on the input noise cannot be derived as in the case of 
demodulation by mixing. However, a fairly involved calculation eventually leads 
to a simple expression for the SNR at the output of the envelope detector in relation 
to the SNR at its input. 
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The results of this derivation can be summarized as follows. Let s(t) denote the 
signal at the output of the bandpass filter and the input to the square-law detector. 
We assume that s(i) has the form of a randomly amplitude modulated sine wave: 

s(t) = p{t) co&(co D t + 0) (83) 

where p(t) is the modulating envelope (or axial reflectivity profile as a function of 
depth), w D is the electronic carrier frequency determined by the Doppler shift of the 
scanning reference mirror, and 6 is a uniformly distributed random phase. In this case, 
with a low-pass filter bandwidth that is approximately twice the signal bandwidth, the 
SNR at the output of the square-law detector and low-pass filter can be written as 

SNR oul = . 1+2SNRin (84) 

where 

E{p\t)} ,__ 

K= mm (85) 

and SNR in is the SNR at the input of the square-law detector. Note that k is a 
function of only the form of the probability distribution of the signal envelope. For 
example, if p(t) can be modeled as a Gaussian random variable, then k = 3 exactly. 
Equation (84) demonstrates that for an input SNR that is substantially greater 
than 1 the output SNR is linearly dependent on the input and is given by 

SNR<, ut « K - SNR in (86) 

Consideration of Eq. (82) shows that SNR in can be defined in terms of the noise 
equivalent bandwidth of the bandpass filter NEB bp and the sample arm power P s , 
leading to the relation 

Aside from the factor k/2, demodulation by square-law detection is similar to demo- 
dulation by mixing except that only the NEB of the bandpass filter and not that of 
the final low-pass filter appears in the expression for the SNR. Although the deriva- 
tion for Eq. (84) does assume that low-pass filter bandwidth is approximately twice 
the signal bandwidth [because the bandwidth of s 2 (t) is twice the bandwidth of s(t)], 
the exact form of the final low-pass filter is less important in the SNR for square-law 
detection than it is for demodulation by mixing. In addition, for square-law detec- 
tion, the carrier cos(co D t + 0) is not required to have a constant phase (i.e., is a 
random variable). This property is advantageous when the velocity of the reference 
mirror is not perfectly linear. In this case, square-law detection is relatively insensi- 
tive to small variations in the phase of the Doppler shift or carrier frequency, which 
would otherwise cause problems for demodulation by mixing. 

2.6 DESIGN ISSUES 

2.6.1 Design for Shot Noise Limited Sensitivity 

Equation (73) shows that the noise after photodetection and amplification can be 
represented as a zero-mean, white, WSS stochastic process that contains contribu- 
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tions from shot noise, thermal noise, and RIN and/or ASE noise. Quantum-limited 
operation is attained only when the shot noise dominates the other sources of noise. 
In the shot noise limit, described by Eq. (82), the detection sensitivity is approxi- 
mately two photons per resolution element. 

It is possible to design the system for shot noise limited sensitivity by using a 
spectrum analyzer to measure the noise v„(t) at the output of the transimpedance 
amplifier. Because the spectrum analyzer combines positive and negative frequencies, 
it effectively measures [from Eq. (73)] the positive frequency power spectral density 

Sv n (eo) = 2e(v)R + 2ey{v) 2 + 4kTR = 2q (88) 

which contains, from left to right, the white noise contributions from shot noise, 
RIN and/or ASE noise, and thermal noise. 

The transimpedance gain R and the reference arm power (v) are chosen such 
that the shot noise term is greater than the RIN and thermal noise. To ensure that 
shot noise eclipses the thermal noise, we require 2e{v)R > 4kTR, or 

2kT 

(v)> « 0.05 V for T = 300K (89) 

e 

This limit defines the absolute minimum reference arm power. Thus, in the absence 
of RIN or ASE noise, whenever the DC output of the reference arm power is greater 
than 50 mV, the system will be shot noise limited. The gain R must be chosen so that 
the shot noise dominates the RIN, or 

R > y(v) (90) 

The upper limit of R is determined by the transimpedance amplifier stability and roll- 
off frequency in Eq. (47). Ideally the gain R should be as large as possible and the 
reference arm power (v) should be as small as possible to minimize the RIN and ASE 
noise (Section 2.4.3). 

In practice, to construct the detector circuit, R is chosen before (v) . Because 
the RIN parameter y is usually unknown, given R, the optimal value of (v) must 
be determined experimentally. The procedure is to successively attenuate the refer- 
ence arm power (v) and examine the noise spectral density on the spectrum 
analyzer until the white component equals the predicted shot noise value 
2e{v)R. Attenuation of the reference arm intensity reduces the RIN as the square 
(v) of the intensity but affects the shot noise component only linearly with (v). If 
(v) needs to be decreased below the thermal noise limit of 0.05 V, then the ampli- 
fier gain R should be increased and the procedure repeated. If increasing R places 
the transimpedance amplifier roll-off frequency below the signal bandwidth, then 
other methods of reducing the RIN, such as dual-balanced detection, need to be 
considered. 

2.6.2 Trade-Off Between Resolution, Power, Speed, and Sensitivity 

The four fundamental design issues for OCT are the optical power, acquisition 
speed, signal-to-noise ratio, and axial resolution. Equation (82) establishes the linear 
relationship between the signal-to-noise, optical power incident on the sample, and 
noise equivalent bandwidth of the electronics: 
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SNRxNEB 

= = constant (91) 

Ps 

The NEB, however, is essentially equal to the electronic bandwidth Af used for 
detection of the interferometric signal. The electrical bandwidth is linearly related 
to the reference mirror scanning velocity v s and the wavelength bandwidth AX of the 
light source by Eq. (44). Therefore, we have 

NEB & Af ex v s AX (92) 

The axial resolution A/ is inversely proportional to the spectral bandwidth AX of the 
light source, as seen in Eqs. (21) and (22), so we also may write 

NEB « A/ oc — (93) 

J A/ y ' 

By combining Eqs. (91) and (93), we obtain the fundamental relationship between 
the four design parameters: 

SNR v, 

-= = constant (94) 

P s A/ V 

Equation (94), which is linear in all its parameters, expresses the basic idea that "you 
can't get something for nothing" and allows the major design issues to be easily 
considered in relation to one another. 

The limitations expressed by Eq. (94) may be intuitively understood with an 
alternative interpretation of Eq. (82). The minimum detectable reflectivity R min is 
equal to the reciprocal of the SNR. Equation (82) can then be rewritten as 

2 = iVWNEB 
rj hv 

In Eq. (95), the quantity P s R m \ n is equal to the power reflected from a minimally 
detectable point within the sample. The quantity 1/NEB is the inverse detection 
bandwidth or, equivalently, the time spent observing each resolution element within 
the sample. From Eq. (93) it is evident that this observation time is proportional to 
the longitudinal resolution A/ divided by the scanning velocity v s . The right-hand- 
side numerator P,R min /NEB is therefore equal to the optical energy that returns 
from a minimally detectable resolution element during the observation period. By 
dividing this quantity by the photon energy hv, we obtain the number of photons 
returning from the resolution element. Equation (95) shows that the number of 
returning photons must be equal to or greater than 2/rj in order to be detected. 
This requirement ensures that a minimum of one photon is detected by the photo- 
detector, because on average, only half of the reflected photons return to the detector 
through the beamsplitter and the probability that each returning photon is converted 
into a unit of electric charge is r\. 

The preceding discussion shows that the shot noise limit is directly related to 
the quantization of light. In summary, at least one (but actually 2/rj) photons need to 
be received for each resolution element in the OCT image in order for that resolution 
element to have a detectable reflectivity. Sensitivity can be increased only by increas- 
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ing the number of incident photons, increasing the size of the resolution element, or 
increasing the time spent observing each element. 
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3.1 EVALUATING SOURCES FOR OPTICAL COHERENCE 
TOMOGRAPHY 

The first demonstrations of low coherence ranging and OCT imaging in biomedicine 
were A-scans of the human eye and tomograms of the human retina. The light source 
used in these studies was a superluminescent diode (SLD) operating at 850 nm, a 
wavelength providing good penetration in both the vitreous and retina. Imaging the 
retina represents a unique case in the sense that exposure levels must be kept low, the 
tissues are highly transparent, and the primary structures of interest are morpholo- 
gical as opposed to cellular. In other human tissues, attenuation due to scattering is 
more significant and as a result other light sources have been shown to provide 
superior imaging compared with the prototype 850 nm SLD. This chapter will review 
issues relevant to the evaluation of sources for OCT and will summarize the progress 
that has been made to date. 

3.1.1 General Source Criteria 

Four primary considerations for evaluating optical sources for OCT imaging are 
wavelength, bandwidth, single-transverse-mode power, and stability. Folded into the 
last of these are issues such as portability, ease of use, and general compatibility with 
the application environment. In general, OCT imaging depth of penetration is lim- 
ited by both absorption and scattering. Both of these sources of attenuation are 
wavelength-dependent. The red end of the visible spectrum is known as the thera- 
peutic or diagnostic window, because it is the location of a relative minimum in the 
absorption of typical tissue constituents such as water and blood. Scattering, how- 
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ever, presents a nearly monotonic decrease with increasing wavelength over the 
visible and near-infrared spectral region. Maximizing OCT imaging depth of pene- 
tration therefore requires the use of a center wavelength that balances these two 
influences. Although no comprehensive study of the wavelength dependence of ima- 
ging contrast and depth of penetration in OCT has been published, theoretical 
treatments [1,2] and investigations of tissue optical properties [3-5] suggest that 
optimal image depth of penetration should occur near 1.3 /nm and near 1.65 /xm. 

Axial resolution in OCT imaging is determined by the bandwidth of the light 
source through the equation 

2Ln2 ( X 2 \ 

where k is the source center wavelength and AX is the full width at half-maximum 
(FWHM) spectral width. This equation determines the FWHM of the axial point 
spread function, AL, assuming a Gaussian spectral distribution. For a given source 
wavelength, an increase in bandwidth gives rise to a proportional increase in resolu- 
tion. Although in frequency space relation (1) gives an inverse proportionality 
between bandwidth and resolution, the square law scaling in wavelength space points 
out a fundamental difficulty in using long-wavelength sources. For example, to 
achieve 10 /xm resolution at 800 nm requires a bandwidth of 28 nm, yet this same 
resolution requires a 1.6 /xm wavelength source to provide 113 nm of spectrum. 

As described in Chapter 2, the power required from an optical source is con- 
strained by the relation 

SNR v, 

p^z7 = const (2) 

where SNR is the signal-to-noise ratio (or sensitivity), v s is proportional to the axial 
scanning acquisition rate, and P s is the maximum source optical power that can 
reach the detector by way of the interferometer sample arm. This relation implies 
that to increase image acquisition rate and/or resolution while preserving sensitivity 
to weak sample reflections requires an increased source power. The derivation of this 
equation assumed that the source emitted all of its power into a single transverse 
mode. Spatially incoherent sources are difficult to use for OCT because the signal 
that is detected arises from interference between light returning from the sample and 
light returning from the interferometer reference arm. Unless both the sample and 
reference electric fields are returned to the detector with identical wave fronts, the 
interference will be washed out upon integration. In typical interferometers, the wave 
front transformations of the two pathways are not identical. When a single-trans- 
verse-mode source is used, spatial filters can be employed to remove any light that is 
scattered from the lowest order mode into higher order modes and thus preserve 
interference fringe contrast. The most common interferometer used in current OCT 
systems is based on single-mode optical fiber. In this case the fiber itself acts both to 
guide the light with minimal scattering into higher spatial modes and to spatially 
filter any higher order modes generated by the sample or other optics external to the 
fiber. 

The derivation of Eq. (2) assumed shot noise limited detection. This is fairly 
straightforward to achieve using heterodyne detection and refers to a quantum- 
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limited detection sensitivity. It is interesting to note that shot noise limited detection 
can be achieved using relatively low optical power (~ 10 /iW) in the local oscillator 
(interferometer reference arm). Increasing the local oscillator power at the detectors 
above this level does not increase sensitivity. The most common interferometer 
design used for OCT, however, is a Michelson interferometer with a single beam 
splitter that is double-passed. In this case, 25% of the source power travels through 
the reference arm to the detector and 25% travels through the sample arm. Fully 
50% of the source light is thrown away. In early OCT systems using superlumines- 
cent diodes, the available source power was only on the order of 100 /xW so that the 
local oscillator power at the detectors was near the optimal value for shot noise 
limited detection. With the higher power sources currently available, the use of a 
Michelson interferometer has become extremely inefficient, because, in addition to 
the base 50% loss, nearly all of the reference arm light is superfluous. Recently a 
Mach-Zehnder interferometer with optical circulators was demonstrated that over- 
comes this inefficiency by biasing most of the source light into the sample arm of the 
interferometer [6]. This advancement will allow the efficient utilization of new higher 
power sources. 

A final general criterion for evaluating optical sources for OCT is suitability 
to the application environment. Early studies demonstrating OCT imaging were 
performed in the laboratory, where the complexity of the system or source is not a 
critical issue. Many studies are now moving toward in situ and even in vivo 
imaging, for which a simple, compact, and robust system is essential. 
Unfortunately, the best sources in terms of resolution and image acquisition rate 
(femtosecond solid-state lasers) are the worst in terms of complexity, size, and 
environmental stability. Femtosecond lasers can already provide resolution near 1 
/xm and are available at several near-infrared wavelengths; the most exciting future 
advancements for OCT sources are likely to be reductions in the size, cost, and 
complexity of these sources. 



3.1.2 Spectral Shape 

In addition to the primary source criteria of wavelength, bandwidth, and power, it is 
important to recognize the significance of the specific shape or distribution of the 
source power spectrum. As was derived in Chapter 2, an OCT system free of un- 
balanced dispersion and wavelength-dependent loss provides an axial point spread 
function given by the Fourier transform of the source power spectrum: 



G{x) = 



\E(t) + E(t+r)\ 2 dco. 



P(w)e mT dco (3) 



where the delay coordinate is given by r. This relationship provides a simple under- 
standing of the effects of nonuniform spectral distributions. This section will describe 
some of the general implications of Eq. (3). 

Because one of the primary distinguishing features of OCT is its high dynamic 
range, most applications under investigation and biomedical imaging in particular 
require an axial point spread function that has not only a narrow FWHM but also a 
well-behaved far-field dropoff. A spectral distribution that meets this criterion is the 
Gaussian 
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P(X) = exp 



-4Ln2 



X-X { 
AX 



Another spectral distribution of interest is the hyperbolic secant: 



(4) 



(5) 



In both Eqs. (4) and (5) X represents wavelength and A A. is the FWHM of the 
spectral distribution. To compare these distributions, Fig. 1 shows both the spectra 
and resulting point spread functions on linear and logarithmic scales. Also shown in 
this figure is a hyper-Gaussian distribution, a realistic approximation of a rectangle 
function. While the Gaussian (dots) and hyperbolic secant (solid) spectra give rise to 
rapidly extinguishing wings in the point spread function, the sharp vertical edges in 
the hyper-Gaussian spectrum (gray) gives rise to significant far-field ringing. The 
implications of this ringing for OCT imaging are most noticed near sharp disconti- 
nuities in the axial reflectivity or scattering profile, such as at the sample surface or 
cell or nuclear membranes. In these cases, the far-field wings can mask more weakly 
scattering adjacent structures. Examples of this artifact will be discussed in the 
sections on individual sources. 
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Several manufacturers of superluminescent diodes have used multiple spec- 
trally offset semiconductors in the attempt to synthesize broader spectra. 
Seemingly small distortions of the spectral distribution away from the well-defined 
Gaussian or hyperbolic secant shape, however, can significantly distort the OCT 
axial point spread function. As an example, two Gaussian spectra are combined in 
Fig. 2. The modified spectrum (solid line) was generated by combining a second, 
offset Gaussian with a narrower width with the Gaussian distribution of the previous 
figure. In the logarithmic plot of the spectra, this modification is barely discernible. 
In the logarithmic plot of the axial point spread function, however, the far-field 
wings are found to be substantial. 

Noise superimposed onto a spectrum also has significant implications for OCT 
imaging. In Fig. 3 the Gaussian spectrum of the previous figures was modified by a 
multiplicative, random noise with a maximum amplitude of 10%. Although the 
noise appears small on the spectral plots, it acts to dramatically increase the apparent 
noise floor of the axial point spread function. In this case the noise was not periodic. 
In cases where the noise is oscillatory ripple, the point spread function develops 
discrete wings or echoes located at delay values determined by the period of the 
oscillation. 
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Figure 2 Power spectra and autocorrelations for Gaussian spectra that are modified with a 
second spectral peak. This is an example of the spectra that might result from combining two 
sources. 
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Figure 3 Power spectra and autocorrelations demonstrating the influence of noise or ripple 
superimposed on a Gaussian spectrum. 



A final type of nonuniform spectrum frequently encountered in OCT system 
development is the clipped spectrum. This can arise from an element in the inter- 
ferometer that acts as a notch, high-pass, or low-pass filter. In bulk optical systems, 
this type of filtering can be found in dielectric beamsplitters or mirrors. The phase 
control rapid scanning optical delay line [7] can also act to clip the spectrum, because 
this device uses a diffraction grating to spread the spectrum and a galvanometer 
mirror to reflect the spectrally dispersed light. In an effort to optimize the repetition 
rate of the galvanometer, the angular momentum of the mirror should be kept as 
small as possible, requiring minimization of the mirror width. If the mirror is not 
wide enough, however, a portion of the spectrum can either miss the mirror or be 
aberrated at the mirror edge. The influence of spectral clipping is shown in Fig. 4. In 
this case, the wings of the spectrum have been deleted below the 10% level. The 
resulting sharp edges give rise to weakly damped periodic oscillations in the wings of 
the point spread function and significantly increase the far-field response. 

3.1.3 Amplitude Modulation 

A final source characteristic that will be discussed is amplitude stability. In the most 
common implementation of OCT, light returning from the sample and reference 
interferometer paths is recombined at a photodiode and the electric current gener- 
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Figure 4 Power spectra and autocorrelation demonstrating the effect of spectral clipping. 

ated by the photodiode is measured as a function of delay time. The idealized 
interferogram depicted in Fig. 5a consists of an envelope function modulated by a 
sinusoid. The radio-frequency spectrum is the Fourier transform of this and consists 
of a single-peaked, localized distribution (Fig. 5b). Prior to digitization of the inter- 
ferogram, filtering electronics are used to reduce out-of-band noise. This can be done 
by using either bandpass filters or lock-in detection. 

Frequently, optical sources generate noise in the form of amplitude modula- 
tion. In semiconductor sources, this can result from fluctuations in drive current. 
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Figure 5 Autocorrelation function and spectrum of ideal Gaussian spectral shape. 
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Figure 6 The effect of amplitude modulation either in the source or induced through 
mechanical instability in the interferometer. Periodic amplitude modulation appears as a 
discrete spike in frequency space (Fourier transform from interferogram). 



Similarly, in solid-state sources, including doped fibers, amplitude modulation can 
result from fluctuations in pump laser power. Additional sources of light source 
amplitude instability are longitudinal mode beating and relaxation oscillations. 
Mechanical perturbations of the interferometer can also give rise to modulation in 
the photocurrent. The example of Fig. 6a depicts an interferogram that would result 
from a light source with amplitude modulation of a characteristic time constant. In 
the frequency domain (Fig. 6b), the modulation gives rise to a discrete peak that in 
this case is separated from the portion of the spectrum containing ranging informa- 
tion. Understanding the characteristic noise of the light source is important in OCT, 
because in most systems the heterodyne frequency can be chosen to optimize noise 
filtering. 

The data of Fig. 7 were generated with an OCT system using a diffraction 
grating based rapid-scanning optical delay line [7]. The heterodyne frequency was 
adjusted to be 1.0 MHz, and the signal bandwidth was 500 kHz. In this spectrum, the 
primary contributions to noise are \/f noise and a peak characteristic of the semi- 
conductor light source of this system (Fig. 7a). Because the source noise peak occur- 
ring at 300 kHz is outside the information-containing band, a passive filter network 
(Butterworth filter) can be used to significantly improve the signal (Fig. 7b). 
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Figure 7 (a) Frequency distribution of OCT detector signal showing broad signal compo- 
nent, \/f noise, and discrete frequency spike arising from amplitude modulation in the source, 
(b) Same signal after passive bandpass filter. 

dramroo 



Optical Sources 75 

3.2 SEMICONDUCTOR SOURCES 

The development of OCT technology has relied significantly on the availability of 
advanced devices developed for the telecommunications market. Perhaps the most 
influential telecom contributions have been in the area of broadband light source 
development. The first reports of coherence domain ranging and, later, OCT imaging 
were based on superluminescent diodes (SLDs). The primary advantages to the 
semiconductor sources are compactness, reliability, environmental stability, and 
ease of use. Until recently, however, the low power and bandwidth of these sources 
limited their application to slow acquisition and modest resolution imaging. This 
section will review typical characteristics of SLDs and the recently developed mul- 
tiple quantum well semiconductor optical amplifier sources. 

3.2.1 Superluminescent Diodes 

As mentioned above, SLDs dominated the early work of OCT because of their 
simplicity and relatively low cost. Most of the early SLDs used for OCT imaging 
had center wavelengths near 850 nm and provided bandwidths of approximately 20 
nm, supporting an OCT resolution of 15 /zm. The total cost for these SLDs has been 
on the order of $5000-10,000 including the diodes, current sources, and thermo- 
electric cooler controllers. Typical powers for the early SLDs were below 1 mW. The 
smooth Gaussian spectra of these devices provided low noise, echo-free OCT 
imaging, but image acquisition times were typically several minutes. 

Recent advances in SLD development have enhanced the power, bandwidth, 
and spectral coverable of available devices. Currently, broadband SLDs are avail- 
able with center wavelengths near 670, 800, 980, 1300, and 1500 nm. The web 
site of one of the leaders in SLD development for OCT, Superlum, Ltd 
(http://www.superlum.ru/), provides complete specifications of some of the more 
advanced devices currently on the market. 

3.2.2 Multiple Quantum Well Semiconductor Optical Amplifiers 

A source developed in 1997 by AFC Inc. has become the de facto standard for 
clinical OCT imaging systems. The primary driving market behind this source was 
broadband telecommunications. The 1300 nm AFC source is based on a multiple 
quantum well semiconductor optical amplifier and uses proprietary filtering to 
achieve bandwidths of 50-80 nm and fiber-coupled powers of 9-30 mW. 

At the core of the AFC source is a semiconductor chip containing several 
quantum wells with chirped periods. The varied confinement dimensions of the 
wells leads to a combined broad spectrum. The semiconductor chip is configured 
in a butterfly package with fiber-optic input and output. To further increase the 
power of the amplified spontaneous emission of these devices, one output direction 
can be spectrally filtered to precompensate for gain narrowing incurred during a 
second, amplifying pass through the waveguide. One potential drawback of this 
source is that its emission is unpolarized. Polarization-sensitive OCT imaging, 
which requires a polarized source, can therefore access only half of the available 
power. 

An example image acquired using a 1300 nm AFC source is depicted in Fig. 8. 
This system used a nonreciprocal fiber-optic interferometer and a fiber-optic catheter 
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Figure 8 (A) Endoscope view showing linear scanning OCT catheter in human esophagus. 
(B-D) Although inter- and intrapatient variability of layer thickness and structure is noticed, 
five discrete layers are always observed in the normal esophagus. The OCT images were 
acquired using a semiconductor multiple quantum well optical amplifier emitting 10 mW at 
1.3 fira. 



to image the gastrointestinal tract of human patients [6]. Typical images of the 
human esophagus are shown. 



3.3 DOPED FIBER SOURCES 

The need for a high power, clinically viable low coherence source has motivated the 
investigation of diode-pumped rare-earth-doped single-mode fibers (REDFs). These 
single-mode, broad-bandwidth superfluorescent light sources are compact, relatively 
simple, and inexpensive. In addition to evaluating the capability of the REDFs as a 
high resolution, high power source for OCT, research using REDFs at different 
wavelengths has provided insight for the determination of appropriate wavelengths 
for OCT imaging in tissue. 

If the excitation of the REDF is strong, the fluorescent light emitted from the 
fibers is amplified by stimulated emission. The pump energy is stored primarily as a 
population inversion, which in turn amplifies the guided fluorescence [8]. The wave- 
length dependence of the gain, however, leads to a narrowing of the emitted spec- 
trum with amplification. In addition, if any backreflections are present in the fiber, 
either from a backscattering site within the device or from Rayleigh scattering from 
the fiber, lasing will commence and further reduce the spectral width [8]. For these 
reasons, many REDFs require spectral filtering to compensate for gain narrowing so 
that useful power levels can be achieved. 

Figure 9 depicts several different fiber configurations used for creating REDF 
superfluorescent sources [9]. In order to suppress lasing, feedback from either one or 
both fiber ends can be eliminated by angle cleaving or polishing. The forward super- 
fluorescent signal (SFS) configuration is the simplest to implement but reduces the 
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Figure 9 Rare-earth-doped single-mode fiber (REDF) pump and fiber configurations, 
(a) Single-pass forward SFS; (b) double-passed forward SFS; and (c) double-passed backward 
SFS. 



useful superfluorescent power by 50% (Fig. 9a). In the single-pass forward SFS case, 
both fiber ends are cleaved and the superfluorescence is detected from the fiber face 
opposite the pump. Many of the REDF sources presented in this chapter use the 
single-pass forward SFS configuration because of its simplicity and complete elim- 
ination of feedback from both fiber ends. Figures 9b and 9c depict double-pass 
configurations. Double-pass SFS geometries enable the use of both forward- and 
backward-propagating superfluorescence . 

One problem with REDF superfluorescent sources is the need for a high power 
(~ 500 mW) single-mode pump for optimal coupling into the doped single-mode 
core. Although some compact semiconductor diode sources produce a single-mode 
output with these powers, they are typically very expensive. Because of the need for 
an inexpensive and compact pump, a cladding-pumped geometry has been adopted 
to enable coupling into the fibers with less expensive multimode diodes (Fig. 10). The 
cladding-pumped REDF consists of an asymmetrical cladding surrounding the 
doped core [9]. The shape of the inner cladding can be tailored to match the geo- 
metry of the pump diode emissions. For a given dopant density, the length of the 
cladding-pumped fiber must be much greater than that of the single-mode doped 
fiber because the absorption of the pump light per unit length is much lower than for 
standard single-mode REDFs. For four-level systems, such as Nd : silica and 
Yb : silica, which exhibit little absorption in the emission band, the greater fiber 
length does not pose a prbolem. For three-level systems or quasi-four-level systems, 
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Figure 10 REDF cladding-pumped geometries. 



however, such as Er : silica and Tm : silica, the increased length of the fiber causes 
increased absorption of the superfluorescence. For this reason, rare earth ions with 
three-level or quasi-four-level transitions have not been used in the cladding-pumped 
geometry. 



3.3.1 Neodymium 

Neodymium : silica excited at 800 nm has a strong four- level transition at 1060 nm 
and is therefore well suited as a dopant for the cladding-pumped fiber geometry. 
Initial experiments were performed using a double-clad fiber to evaluate the suit- 
ability of this source for OCF. Because optical scattering in tissue at 1060 nm is 
stronger than the scattering at 1300 nm, one would expect the penetration to be less. 
However, the absorption at 1060 is lower than the absorption at 1300 nm. One goal 
of the preliminary OCF studies with the Nd : silica fiber was to determine the sig- 
nificance of the differences in absorption and scattering in tissue. 

Figure 11 depicts the fluorescence spectrum of a 10 m single-mode Nd : silica 
REDF pumped at 800 nm with 100 mW Ti : A1 2 3 power. The Nd : silica REDF was 
obtained from J. Minelli, University of Southampton, UK. Although the shape of 
the fluorescence spectrum seems reasonable for OCT imaging without significant side 
lobes in the autocorrelation function, the total integrated power emitted was only 
16/liW. At higher pump powers the amplified spontaneous emission exhibits signifi- 
cant narrowing. The Nd : silica REDF pumped with 600 mW produces 3.5 mW of 
SFS, but the spectrum contains significant gain narrowing at the dominant emission 
line, 1060 nm (Fig. 12). The width of the dominant peak is now only 8 nm, corre- 
sponding to a coherence length of 62 /nm. If this peak narrowing can be suppressed, 
the wings of the SFS can be amplified and the REDF spectrum can be broadened. 
The next section describes the use of an in-line long-period Bragg grating to broaden 
the Nd : silica REDF SFS spectrum. 

To decrease the gain narrowing in Nd : silica at high pump power, a Bragg 
grating filtered, cladding-pumped Nd : silica REDF has been developed. The Bragg 
grating filtered Nd : silica REDF was obtained from E. A. Swanson, Lincoln 
Laboratory, MA. A schematic of the system is shown in Fig. 13. This system uses 
3.7 m of cladding-pumped Nd : silica fiber in a double-passed backward SFS config- 
uration. To eliminate the spectral gain narrowing at 1060 nm, an in-line optical 
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Figure 11 Spectrum of single-mode Nd : silica REDF pumped with 100 mW. The integrated 
emitted power was 16/iW. 

notch filter is spliced between the REDF and the mirror. The notch filter is a long- 
period Bragg grating that is written into a single-mode optical fiber (Fig. 14). The 
Bragg grating flattens the spectrum by diminishing the peak at 1060 nm while allow- 
ing amplified spontaneous emission (ASE) to pass unfiltered outside of the band- 
width of the notch filter (Fig. 15). The output power from the filtered REDF is 7 
mW, with a multimode diode pump power of 200 mW at 810 nm. The bandwidth of 
the filtered spectrum is 39 nm, corresponding to a measured FWHM coherence 
length of 16 /xm. 
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Figure 12 Gain-narrowed superfluorescent spectrum for a double-clad Nd : silica fiber 
pumped with 600 mW of 800 nm power. The total integrated power is 3.5 mW. 
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Figure 13 Schematic of the Nd : silica REDF superfiuorescent source with the long-period 
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Figure 15 Double-clad SFS spectrum of Nd : silica REDF (a) without notch filter and (b) 
with notch filter. 
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The notch-filtered Nd : silica REDF effectively broadens the SFS spectrum to 
provide a FWHM coherence length that is comparable to the 1300 nm SLD coher- 
ence length. However, the filtered Nd : silica REDF spectral shape deviates signifi- 
cantly from Gaussian. The rectangular shape of the filtered Nd : silica REDF will 
cause side lobes of nonnegligible magnitude to appear in the autocorrelation func- 
tion. The autocorrelation functions for both a 1300 nm SLD and the double-clad, 
filtered, Nd : silica-filtered REDF are shown in Fig. 16. The side lobes in the REDF 
autocorrelation function are only 15 dB down from the main peak. 

After measurement of the spectra and autocorrelation functions, the filtered, 
double-clad Nd : silica source was coupled into an OCT system. Images of a calcified 
aortic plaque were compared to images of the same plaque taken with the 1300 nm 
SLD source. The source powers were adjusted so that the SNR of the OCT system 
was 105 dB for both sources. The images are shown in Fig. 17. In the REDF image, 
the side lobes in the autocorrelation function cause a blurred air/tissue interface at 
the top of the image. Because of the high reflectivity at this interface, the magnitude 
of the side lobes in the autocorrelation function is comparable to that of the tissue 
signal levels. This artifact can be perceived in all OCT images that have been 
acquired with a non-Gaussian source. In addition, the internal structures of the 
plaque, such as highly calcified foci, also appear blurred compared to the same 
features in the SLD image. Again, this artifact is due to side lobes caused by the 
rectangular shape of the filtered REDF spectrum. Finally, in this sample, the pene- 
tration is approximately the same for the two wavelengths. Possibly, the increase in 
scattering at 1060 nm may be offset by the decrease in water absorption at this 
wavelength. This result may indicate that the OCT imaging penetration depth at 
1060 nm may be similar to the penetration depth at 1300 nm. These encouraging 
results suggest that further efforts to refine the Bragg filter and produce a more 
Gaussian spectrum are warranted. 

3.3.2 Ytterbium 

Ytterbium-doped silica has a broad emission spectrum ranging from 1000 to 
1200 nm, with an absorption spectrum ranging from 850 to 1000 nm. Typically, 
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Figure 16 Autocorrelation functions for the (a) the 1300 nm SLD and (b) the filtered 1060 
nm REDF. The top curve in both images represents a magnification of the displacement axis 
by lOOx. 



dramroo 



82 



Bouma and Tearney 



■ '■■ 




• 


> 


1064 nm 








REDF 












■ ^i 








Dfeita 




1300 nm 








SLD 









Figure 17 Optical coherence tomographic images of a calcified aortic atherosclerotic plaque 
taken with the 1064 nm filtered REDF and the 1300 nm SLD. Bar represents 500 fim. 



Yb : silica is pumped at 980 nm because low cost, high power diodes are available at 
this wavelength. However, the gain-narrowed bandwidth for a cladding-pumped 
Yb: silica REDF in the single-passed SFS configuration is approximately 15 nm, 
which corresponds to a coherence length of only 35 /nm (Fig. 18). The cladding- 
pumped Yb : silica REDF was obtained from M. Muendel, Polaroid Corporation, 
MA. Like the Nd : silica REDF, a shorter coherence length is desirable, and spectral 
notch filtering must be used to decrease peak narrowing at 1100 nm while allowing 
ASE to pass unfiltered outside the bandwidth of the notch filter. 

For comparison with the Bragg grating filtered Nd : silica REDF, a cladding- 
pumped Yb : silica REDF ASE source has been constructed that uses a cascade of 
custom wavelength division multiplexers (WDMs) to perform the spectral filter- 
ing. The WDM-filtered Yb: silica REDF was obtained from S. Chernikov, 
Imperial College, London. A schematic of the WDM-filtered Yb : silica source 
is shown in Fig. 19. The ASE source consists of two lengths of Yb: silica fiber 
pumped by using three separate 980 nm diodes in a double-passed SFS 
configuration. 

The spectrum of the WDM-filtered Yb : silica REDF source is shown in Fig. 
20. The spectrum is very rectangular, which gives rise to severe artifacts in the 
autocorrelation. The autocorrelation function for this WDM-filtered Yb : silica 
REDF source is shown in Fig. 21. The 75 nm bandwidth centered at 1075 nm, 
produced by the Yb : silica REDF source, provides a FWHM coherence length of 
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Figure 18 Spectrum of unfiltered Yb : silica fiber pumped at 980 nm. Pump power is 700 
mW, total emission is 50 mW, bandwidth is 25 nm. 
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Figure 19 Schematic of the wavelength division multiplexer (WDM) filtered Yb : silica 
REDF ASE source. 
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Figure 20 Spectrum of the WDM-filtered Yb : silica REDF source. 
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Figure 21 Autocorrelation function of the WDM-filtered Yb : silica REDF ASE source. 
The FWHM bandwidth is 13 y,m. 

13/Ltm with an output SFS power of 10 mW. Like the Bragg grating filtered 
Nd : silica REDF, the WDM-filtered Yb : silica source contains side lobes due to 
the rectangular shape of the spectrum. These side lobes are similar in magnitude 
to those of the Bragg grating filtered Nd : silica REDF. 

Images of an in vitro human breast carcinoma were acquired with the WDM- 
filtered Yb : silica REDF ASE source (Fig. 22). Although some tissue features can be 
identified, such as adipose cells near the surface of the image, side lobes present in the 
autocorrelation function cause blurring of the surface and the internal structure. 
Because of these severe artifacts, a second-generation source must be designed 
that uses WDM filters to not only reduce gain peaking but also shape the spectrum 
to be more Gaussian. 

3.3.3 Erbium 

A very common single-mode doped fiber source used in telecommunications appli- 
cations is the Er : silica REDF. The erbium fiber is pumped at 980 nm and has a 
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Figure 22 Optical coherence tomographic image of human breast carcinoma acquired using 
the WDM-filtered Yb : silica REDF. Bar represents 500 )im. 
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three-level transition with peak emission at 1550 nm and a bandwidth of approxi- 
mately 50 nm [9]. The Er: silica REDF exhibits gain narrowing, so spectral filtering 
would be necessary to produce a sufficient coherence length. Because the Er : silica 
emission is a three-level transition, the cladding-pumped geometry cannot be used 
owing to absorption of the signal. In addition, although scattering is lower at 1550 
nm that at any of the previous wavelengths, the erbium emission band overlaps with 
the high water absorption peak at 1480 nm. For this reason, it is expected that OCT 
imaging with Er : silica REDF ASE would have a lower penetration depth than 
imaging with other sources discussed in this chapter. 

3.3.4 Praseodymium 

Praseodymium-doped silica fiber has a gain-narrowed spectrum that is significantly 
broader than the gain-narrowed spectrum of Nd : silica REDF. A 590 nm pumped 
Pr : silica REDF ASE source has been reported to have a broad Gaussian spectrum 
with a FWHM at 25 nm [10]. With a pump power of 250 mW, the Pr : silica REDF 
produces 60 mW SFS at 1049 nm. The primary problem with the Pr : silica REDF is 
that there are no inexpensive high power single-mode diodes at 590 nm. Instead, Shi 
and Poulsen [10] used a dye laser to pump the Pr : silica REDF. Until an inexpensive 
diode source at 590 nm is available, the Pr : silica REDF is unlikely to become a 
clinically viable source for OCT. 

3.3.5 Thulium 

An intriguing spectral range for OCT imaging exists at wavelengths longer than the 
prominent water absorption band at 1480 nm. Between 1600 and 1800 nm, water 
absorption decreases, and near 2.0 /xm it rises sharply again. Because of the inverse 
dependence of scattering on wavelength, the attenuation in tissue due to scattering in 
this wavelength range is low. Thus, sources between 1650 and 1800 nm could give 
rise to OCT imaging penetration depths equal to or greater than the penetration at 
1300 nm. 

Thulium-doped silica is an REDF with a quasi-four-level transition at 1800 
nm. The maximum absorption peak is very narrow and is located at 785 nm. Figure 
23 shows a plot of a single-mode Tm : silica REDF emission spectrum pumped at 785 
nm in the single-passed SFS configuration. The Tm : silica REDF was obtained from 
L. Nelson and E. P. Ippen, Massachusetts Institute of Technology, Boston, MA. The 
single-mode doped fiber was 2 m long and was pumped with 500 mW of Ti : A1 2 3 
power at 785 nm. The SFS bandwidth is 80 nm, which gives rise to a FWHM 
coherence length of 18 /nm. The gain-narrowed spectrum is asymmetrical but more 
Gaussian than the spectrally filtered ASE sources. The Tm : silica REDF produced a 
total integrated SFS output power of 4 mW. Figure 24 shows a comparison between 
an image of a calcified aortic plaque acquired using the Tm : silica source (Fig. 24a) 
and an image of the same plaque acquired with a 1300 nm SLD (Fig. 24b). Both 
OCT images were taken with the same SNR, 102 dB. 

As can be seen in these images, the Tm : silica REDF shows sharp delineation 
of boundaries in the image, such as the calcified foci within the plaque. In addition, 
no blurring due to autocorrelation side lobes is seen at the surface. Finally, the 
penetration depth in this particular image of the heavily calcified aortic plaque 
seems to be at least equal to the penetration depth of the 1300 nm SLD image. 
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Figure 23 Superfluorescent spectrum of Tm : silica REDF. 




Figure 24 Optical coherence tomographic images of a calcified aortic atherosclerotic plaque 
taken with (a) the 1800 Tm: silica REDF source and (b) the 1300 nm SLD. Bar represents 
500 /nm. 
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One major disadvantage to Tm : silica is that it cannot be used in a cladding- 
pumped configuration because it is a quasi-four-level system. In a three-level or 
quasi-four-level system, the ground-state absorption of the SFS signal extinguishes 
the emission over a long length of fiber. Single-mode pumps at 785 nm are commer- 
cially available but expensive, and for this reason Tm : silica REDF ASE sources 
may not be as desirable as other less expensive, high power REDF ASE sources. 

3.4 SOLID-STATE LASERS 

Lasers that rely on a crystalline gain medium are one type of solid-state laser. Rare 
earth ions can be doped into the crystal, replacing one of the host ions at a specific 
lattice site. The choices of crystal host and rare earth ion allow many different 
possibilities of excitation and emission wavelengths. Over the last 15 years, several 
new laser crystals have been developed that take advantage of the vibrational inter- 
action between the crystalline host and the dopant ion to significantly broaden the 
absorption and emission spectra [11]. The results have been quite impressive; these 
phonon-broadened sources provide greater spectral widths than any other laser 
sources. 

The broad emission spectra of a solid-state laser can be used for OCT imaging 
in two ways, either as superluminescent sources [12] or through mode locking [13- 
15]. Because fluorescence is emitted isotropically in space and the laser crystal does 
not provide the light guiding and confinement of an optical fiber, it is difficult to 
produce more than a few microwatts of superluminescent light from solid-state 
sources. Mode locking provides a much more attractive alternative. By controlling 
the phase relationship of many longitudinal resonator modes, short duration pulses 
and therefore broad spectra can be produced. In addition, mode-locked solid-state 
lasers can produce hundreds of milliwatts of power and typically lower relative- 
intensity noise. 

In this section, the application of two of the solid-state lasers through mode 
locking to OCT imaging will be reviewed. Both of these lasers rely on passive, Kerr 
lens mode locking and use similar resonator designs (Fig. 25). The resonator uses 
four mirrors, one of which is partially reflective to provide output coupling, and 
dispersion-compensating prisms. The laser crystal is mounted between two concave 
spherical mirrors and is excited longitudinally. Kerr lens mode locking takes advan- 
tage of the inherent nonlinearity of the laser crystal itself to provide a resonator loss 
that is dependent upon the intensity of the light in the cavity. This provides prefer- 
ential gain for pulses of short temporal duration. 

3.4.1 Ti:AI 2 3 

Mode-locked solid-state lasers have been used as high power and high resolution 
sources for OCT. Kerr lens mode locking (KLM) in Ti : A1 2 3 oscillators (Fig. 25) 
has been shown to produce high average power near-infrared pulses with duration 
< 10 fs [16-18]. Ti:Al 2 3 oscillators have been used for OCT imaging with out- 
standing resolution [13,15]. To maintain the high resolution of the Ti: A1 2 3 source, 
dispersion imbalance between the interferometer arms must be precisely canceled 
[12]. To perform dispersion balancing, a fused silica prism pair with faces contacted 
and index matched to form a variable thickness window is inserted in the reference 
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Figure 25 Schematic of KLM solid-state oscillator. This common, four-mirror design uses 
prisms for dispersion compensation. Excitation of the laser crystal is provided through long- 
itudinal pumping. 

arm (Fig. 26) [13]. The width of the autocorrelation function is minimized by trans- 
lating the prisms along their contacted faces. This simple adjustment compensates 
for differences in fiber length, collimating lens, and microscope objectives between 
the interferometer arms. The Ti : A1 2 3 laser has high amplitude noise relative to that 
of SLD sources. Thus, a dual balanced detection scheme is used to attain a shot noise 
limited signal-to-noise ratio (SNR) [13]. 

Optical coherence tomographic images of an onion performed with the stan- 
dard resolution of 1300 nm SLD source system used in the tissue surveys and with the 
KLM Ti : A1 2 3 system demonstrate a marked improvement in resolution provided 
by the Ti : A1 2 3 laser (Fig. 27). In both images, the transverse resolution is approxi- 
mately matched to the axial resolution. In the image acquired using the Ti : A1 2 3 
laser, the confocal parameter is 40 /xm, corresponding to a spot size of 5/U.m. 
Resolution degradation due to beam divergence becomes apparent at greater depths. 
The confocal parameter for the 1300 nm SLD image in Fig. 27 is 350 /xm, correspond- 
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Figure 26 Schematic of Ti : A1 2 3 oscillator coupled into the OCT system. 
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Figure 27 OCT images of an onion acquired with the 800 nm Ti : A1 2 3 laser and the 1300 
nm SLD source. Bar represents 100 /xm. 



ing to a spot size of approximately 17 /nm. Both of these images have dimensions of 
120 vertical and 360 horizontal pixels. The image acquisition time was 2.5 s. 

The KLM Ti : A1 2 3 laser coupled to an optimized OCT system enables high 
resolution, high power imaging of biological structures. Additionally, the application 
of KLM to other solid-state laser materials will provide high power, short coherence 
length source at wavelengths with greater penetration in tissue such as 1.3 /xm from 
Cr 4+ : forsterite and 1.5 /xm from Cr 4+ : YAG. 

3.4.2 Cr 4+ : Mg 2 Si0 4 

Although Ti : A1 2 3 lasers can produce unrivaled resolution for OCT imaging, opti- 
cal scattering in biological tissues near 800 nm limits imaging depth of penetration. 
Previous comparisons of imaging depth using 1.3 /zm and 800 nm light from SLDs 
motivated the development of other solid-state lasers capable of providing broad 
spectra at longer wavelengths. Like Ti:Al 2 3 , Cr 4+ : forsterite is a phonon broa- 
dened, tunable solid-state laser material that can be used for the generation of 
femtosecond optical pulses. Application of Kerr lens mode locking to a 
Nd : YAG-pumped Cr 4+ : forsterite oscillator has been achieved with pulse duration 
as short as 25 fs [19,20]. 

A Cr 4+ : forsterite laser has been constructed for use as a high power, high 
resolution OCT source by pumping Cr 4+ : forsterite with 6.0 W of 1.06 mm light 
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Table 1 Summary of Relevant Parameters of Sources Demonstrated for OCT Imaging 
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a Multiple quantum well semiconductor optical amplifier. 
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from a diode-excited Nd : YAG laser (Fig. 28) [14]. The KLM Cr 4+ : forsterite laser 
produces 300 mW of mode-locked output power at 1280 nm. In addition, although 
the Ti : A1 2 3 laser has a high relative intensity noise relative to that of SLD sources, 
the Cr 4+ : forsterite amplitude fluctuations are much lower and comparable to that of 
the SLD. Therefore, a dual balanced detection scheme is not necessary to achieve 
shot noise limited detection. The single transverse mode output from this oscillator is 
well suited for coupling to standard single-mode optical fiber with sufficient power to 
enable rapid acquisition of OCT images while preserving high signal-to-noise ratios. 
The spectrum emitted from this laser has a FWHM bandwidth of 50 nm correspond- 
ing to a coherence length of 1 5 /xm. 

For high resolution imaging applications, the high peak power of the pulses 
from this laser have been used to nonlinearly broaden the laser spectrum 
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Figure 28 Schematic of the Cr + : forsterite laser coupled into the OCT system. 
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Figure 29 Spectrum and autocorrelation function for the self-phase-modulated Cr 4+ : for- 
sterite laser. 



through self-phase modulation [14]. The mode-locked output of the 
Cr 4+ : forsterite laser at 100 mW of average power was coupled into a single- 
mode Corning SMF/DS dispersion-shifted fiber (zero group velocity at 1.55 /xm) 
as shown in Fig. 29. Figure 29 also displays the demodulated autocorrelation 
function corresponding to the spectrum. The FWHM coherence length produced 
from this source measures 5.7 /xm. Side lobes in the autocorrelation function due 
to the rectangular shape of the spectrum are almost 20 dB lower than the 
maximum peak intensity. 

A cross-sectional tomographic image of human adipose tissue generated in 
vitro with the Cr 4+ : forsterite self-phase-modulated source is shown in Fig. 30. 
Again, the transverse resolution, determined by the spot size on the sample, was 
chosen to approximately match the axial resolution of the self-phase-modulated 
laser source, 6/xm. The power incident on the sample was 2 mW, corresponding 
to a measured signal-to-noise ratio of 115 dB. The image dimensions were 5.0 
mm transverse (600 pixels) by 5 mm axial (200 pixels). The entire image was 
acquired in 30 s. The high resolution of this system permits the visualization of 
tissue microstructure including cell membranes and intercellular spaces. 
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Figure 30 Optical coherence tomographic image of in vitro human adipose tissue acquired 
using the self-phase-modulated Cr 4+ : forsterite source. Bar represents 100 /xm. 
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3.4.3 Cr 4+ :YAG 

Neodymium : YAG-pumped Cr 4+ :YAG KLM oscillators [21,22] can be mode 
locked over the range of 1.34-1.58 /xm and have been shown to produce high inten- 
sity 70 fs pulses (37 nm bandwidth). Like the Cr 4+ : forsterite sources, high peak 
intensity pulses from Cr 4+ : YAG are capable of being spectrally broadened through 
self-phase modulation in optical fibers. Some degree of uncertainty exists about the 
utility of Cr 4+ : YAG for OCT in tissue. Although tissue scattering in the wavelength 
range 1.34-1.58 /xm is low, this range coincides with the water absorption peak at 
1.48 /xm. The increased tissue absorption at these wavelengths may decrease the 
imaging penetration of OCT systems using the KLM Cr 4+ : YAG oscillator. 



3.4.4 Optical Parametric Oscillator 

An optical parametric oscillator (OPO) is a laser source that uses parametric fre- 
quency conversion as an amplifying medium [23]. Tunable synchronized pulses are 
generated simultaneously at two wavelengths, forming signal and idler branches of 
the parametric process. The wavelengths of the signal and the idler are constrained 
so that the sum of their photon energy is equal to the photon energy of the excitation 
light. Optical parametric oscillators configured for pumping with mode-locked 
Ti : A1 2 3 lasers are commercially available and can produce pulse durations 
below 100 fs. In this case, tunability over the range of 1.1-2.2 /xm can be achieved 
with output power over 100 mW in each branch. 

To investigate the use of an OPO as a source of tunable, low coherence light, an 
experiment was performed using a commercially available Ti : A1 2 3 oscillator and 
OPO for OCT imaging of biological tissue.* The signal and idler branches of the 
OPO output were used to access wavelengths from 1.0 to 2.0 /xm at intervals of 
approximately 50 nm. Light from the OPO was coupled into a fiber-optic interfe- 
rometer, and a mechanically scanning reference arm was used to acquire axial scan 
information. Light from the sample arm of the interferometer was imaged through 
an aspheric lens pair so that identical focal spot sizes were achieved at each wave- 
length. The interferometer was composed of a single wavelength-flattened coupler 
with a transmission-to-reflection ratio of 50 : 50 from 1 .2 /xm to 1 . 5 /xm with no more 
than 5% deviation. Outside of this wavelength range, the coupling ratio deviated 
from 50 : 50 by as much as 20%. Because as much as 100 mW of power could be 
coupled from the OPO into the fiber-optic interferometer, unbalanced coupling 
ratios could be compensated for by attenuation. At each wavelength in the study, 
one attenuator in the reference arm and one in the sample arm were used to achieve 
constant OCT sensitivity and signal-to-noise ratios. 

An example of the data acquired in this experiment is shown in Fig. 3 1 . In this 
figure, images of human cadaver trachea are shown using center wavelengths from 
1.3 /xm to 1.9 /xm. The specimen was held in a dish with saline to prevent dehydration 
during the experiment. The arc below the surface of the tissue is cartilage. At the 
center wavelengths 1350, 1450, and 1900 nm, the penetration depth is diminished, 



* Bouma, BE, Pitris, C, Steinmeyer, G, Ripin, D, Ippen, EP, Fujimoto, JG. Unpublished. This study was 
performed in the laboratories of Professors Fujimoto and Ippen in the Research Laboratory of Electronics 
at MIT. 
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Figure 31 Images of human cadaver trachea at various wavelengths using an optical para- 
metric oscillator. 

most likely due to prominent water absorption bands. At other wavelengths, very 
little change is noticed in either contrast or depth of penetration. 

In the images of Fig. 31, it is apparent that the axial point spread function of 
the OPO used in this study varied significantly both in width and in roll-off. The 
prominence of this artifact at wavelengths of 1350, 1450, 1850, and 1900 nm suggests 
that water vapor absorption in the OPO resonator may be responsible. If more 
efficient purging of the resonator can be used to significantly reduce this effect, 
the femtosecond OPO may become a more useful tool for OCT imaging. One appli- 
cation for a stable, tunable source of low coherence light would be the investigation 
of the wavelength dependence of optical properties in biological tissues [24]. 



3.5 SELF-PHASE MODULATION 

Self-phase modulation is based on a third-order nonlinear effect known as the opti- 
cal Kerr effect. The nonlinear polarization component at frequency &> produces a 
change in the susceptibility of the medium, A/, such that 
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is the intensity of the incident optical wave and P NL is the nonlinear polarization. 
Because the refractive index is determined by x through the relation 

n 1 = 1 + X (8) 

the Kerr nonlinearity gives rise to an intensity-dependent change in the refractive 
index: 

An = -A X =3^r 1 I (9) 

3x n 

Because of the optical Kerr effect, a pulse of light confined in an optical fiber is 
modulated in phase such that 

A<p{t) = k An{t)l = kn 2 H{t) (10) 

where / is the length of the optical fiber. The frequency is then modulated by 

Aoit) = -j t A<j>(i)^-kn 2 lj t I(i) (11) 

For most glasses and laser host crystals, the magnitude of n 2 requires focused fem- 
tosecond pulses to generate appreciable frequency shifts. When these conditions are 
met, however, the rising edge of the pulse gives rise to a red-shifted spectrum while 
the falling edge creates a blue shift. 

In typical media, the diffraction that results from tight focusing and normal 
dispersion acts to limit the integrated nonlinear frequency shift that can be achieved. 
In the work described Section 2.4.2 on Cr 4+ : Mg 2 Si0 4 , femtosecond pulses at a 
wavelength of 1.3 /xm were focused into SMF-DS fiber for which dispersion is 
weak. This allowed the femtosecond pulses to travel a longer distance before dis- 
persion reduced their intensity below the threshold for self-phase modulation by 
temporally broadening the pulses. 

The generation of significant frequency broadening through self-phase modu- 
lation at a wavelength of 800 nm where standard optical fibers have large normal 
dispersion is not possible with unamplified laser pulses. A very exciting advancement 
in this area has recently come from Lucent Technologies, where a new type of optical 
fiber has been developed [25]. Lucent's fiber uses a microstructured cladding to 
induce a large difference between the index of refraction of the fiber core and the 
surrounding cladding (Fig. 32). This results in both stronger guiding and significant 
waveguide dispersion. Stronger guiding is advantageous for self-phase modulation, 
because as the cross-sectional area of the guide is reduced the power density of the 
light is increased. The anomalous waveguide dispersion of Lucent's fiber has been 
designed to balance the normal dispersion of bulk silica so that the net dispersion 
experienced by propagating pulses is zero near 800 nm. The combined result of 
strong confinement and dispersion-free propagation can lead to significant inte- 
grated nonlinearity and pronounced spectral broadening. 

Using a 75 cm section of the microstructured fiber and 800 pJ, 100 fs pulses 
with a center wavelength of 790 nm, the Lucent researchers were able to generate a 
broadband continuum extending from 400 nm to 1600 nm (Fig. 33) [25]. Although it 
remains to be demonstrated as a source for OCT imaging, this spectrum could 
potentially provide submicrometer axial resolution. Perhaps more interesting, how- 
ever, would be the use of this source for combined OCT imaging and spectroscopy. 
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Figure 32 Air-silica microstructured fiber from Lucent Technologies. 



3.6 SUMMARY 

Solid-state lasers provide high power, broad-spectrum, low coherence light that 
enables both high speed and high resolution OCT. In their current state of develop- 
ment, they are valuable tools for performing preliminary OCT studies in vitro. 
However, the cost and size of these devices make their use impractical outside of a 
research setting. Development performed to miniaturize KLM solid-state lasers 
would greatly increase the likelihood that these sources could be integrated into a 
clinical setting. A second possibility for the use of femtosecond lasers in OCT would 
be as pulse sources for continuum generation in microstructured fiber. The excep- 
tional bandwidth and potential for high power of this hybrid source will undoubt- 
edly make it the focus of intense investigation in the next few years. 




800 1000 1200 
Wavelength (nm) 

Figure 33 Spectrum generated through self-phase modulation of Ti : sapphire laser pulses in 
air-silica microstructured fiber. 
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The REDF ASE sources also require improvement. Both the filtered Nd : silica 
and the Yb : silica REDFs suffer from side lobes due to a rectangularly shaped 
emission spectrum. Distortions in the OCT images caused by autocorrelation side 
lobes should be improved in second generation ASE devices that not only diminish 
gain narrowing but also provide spectral shaping to avoid side lobes. 
Praseodymium : silica and Tm : silica REDF sources have broad enough gain band- 
widths to be used without filtering, and their spectra are much closer to Gaussian. 
However, no 590 nm semiconductor diode is currently available to pump the 
Pr: silica ASE source. Although 785 nm diodes are available to pump the 
Tm : silica source, cladding-pumped geometries are impractical because the emission 
of 1800 for Tm : silica is not four-level. Although the shape of the Tm : silica REDF 
ASE spectrum and the optical properties of tissue at 1800 nm make the Tm : silica 
ASE source the most desirable of all of the REDFs, the cost of a single-mode pump 
may prohibit its widespread use. Most likely, the next generation clinically viable 
REDF source will be either a spectrally shaped Nd : silica or Yb : silica REDF with 
shaping that not only accounts for the spectral narrowing but also makes the 
spectrum more Gaussian. 

Of all the sources investigated for OCT to date, semiconductors remain the 
only viable option for clinical implementation. Although potential advances in semi- 
conductor source power and bandwidth are possible, they will require significant 
investment that may require a driving force in a much larger commercial sector such 
as the telecommunications industry. 
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4.1 INTRODUCTION 

This chapter will review the field of scanning optical delay lines (ODLs), including 
essential theory and important features and parameters of ODLs for optical coher- 
ence tomography (OCT). Methods and devices that have been applied in OCT 
imaging systems will be emphasized. Scanning or adressable ODLs have been devel- 
oped for many applications other than OCT. These include, for example, optical 
autocorrelation and frequency-resolved optical gating (FROG) for measurement 
and characterization of ultrafast laser pulses; optical coherence domain reflectometry 
(OCDR), also called optical low coherence reflectometry (OLCR), for high resolu- 
tion, pathlength-resolved measurement of reflectivity; clocking and delay generation 
for time-division multiplexing in optical communications; and delay generation and 
addressing for optical computing and data storage. Most of these fields predate 
OCT; therefore, many of the delay lines used in OCT have their origins in other 
applications. 

The ODLs that will be reviewed here can be loosely classified into four main 
categories: 

1 . ODLs that are based on linear translation of retroreflective elements 

2. ODLs that vary optical pathlength by rotational methods 

3. ODLs that are optical fiber stretchers 

4. ODLs that are based on group delay generation using Fourier domain 
optical pulse shaping technology 

All of the ODLs to be discussed in this chapter are retroreflecting, as opposed to 
transmissive. In other words, the light to be delayed is delivered to and collected 
from the ODL by the same optics. For a transmissive delay line, the light will be 
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delivered to and collected from the ODL by separate optics. If a transmissive ODL is 
desired, many of the configurations to be presented here are adaptable to a trans- 
missive mode, and the theoretical and design principles will still be applicable. The 
ODLs reviewed here will also be continuously scanning. Delay lines have been 
developed that scan pathlength in discrete steps, but these are seldom selected for 
OCT because in order to take advantage of heterodyne detection an additional phase 
modulation element would be required. If a continuously scanning ODL is used, the 
reference light is Doppler shifted, directly providing the needed phase modulation. 
The appropriate ODL for a given OCT system depends on many factors, 
including imaging requirements, interferometer configuration, and available skills 
and resources. Some parameters and characteristics of ODLs that are important 
for OCT are 



Working pathlength scan range 
Pathlength scan velocity 
Scan repetition rate 
Pathlength scan duty cycle 
Linearity of pathlength scan 
Optical power loss 
Polarization effects 
Dispersion effects 



The importance of these parameters will be discussed, and the ODLs discussed here 
will be characterized and compared according to these criteria. 

4.1.1 Cross-Correlation and Autocorrelation 

The essential theory will now be presented that relates the properties of the ODL to 
the OCT signal [1]. The basic measurement performed in OCT imaging is an inter- 
ferometric cross-correlation, R is (Al), of light returning from the reference and 
sample arms of the interferometer as a function of the optical pathlength difference 
A/ between the arms [2,3]. This cross-correlation measurement can be intuitively 
understood as a pathlength-resolved "gate" for the signal returning from the sample, 
set by a reference signal split off from the optical source. In other words, OCT 
probes a sample with light and uses an interferometer to localize backscatter sites 
in the sample. The straightforward way to obtain a measurement of the cross-corre- 
lation is to scan the optical pathlength difference by using a scanning optical delay 
line in the reference arm. The interferometric part of the photodetector current, 
id(Al), recorded as the ODL is scanned, is proportional to the interferometric 
cross-correlation: 

i d (Al) = P R is (Al) (1) 

where p is the responsivity of the photodetector (in amperes per watt). The inter- 
ferometric cross-correlation can be expressed as the product of the complex envelope 
of the interferometric cross-correlation, R is , and a complex exponential carrier: 

R is (Al g , A/ ) = R is (Al g )e- Jk » A '* (2) 

Here Al g and A/^ are the group and phase delays, respectively, expressed as path- 
length differences, and k is the center wavenumber of the optical source. Note that 

dramroo 



Reference Optical Delay Scanning 1 01 

the envelope, R is (Al g ), is a function of group delay, whereas the carrier is a function 
of phase delay [4]. If dispersion in the sample and reference arms is not matched, 
then it is necessary to distinguish between group and phase pathlength difference. 
This is the case, for example, if the group delay and the phase delay effected by the 
delay line are not equal, as with the Fourier domain rapid scanning ODL to be 
described in Section 5.5. The complex envelope can be expressed as the convolution 
of the autocorrelation function of the optical source, i?, 7 (A/ ? ) and the amplitude 
backscatter profile of the sample, r s (Al g ), which can be thought of as a set of 
impulses with various amplitudes representing discrete reflection or scattering loca- 
tions in the sample [3]: 

R is (Al g ) = R u (Al g ) <g> r s (Al g ) (3) 

An OCT system with a perfect mirror in the sample arm measures the inter- 
ferometric autocorrelation of the source, R a , which can be expressed similarly to Eq. 

(2): 

R a (Al g , A/ ) = R B (Al g )e- jk ^* (4) 

4.1.2 Phase Delay Scanning 

When the pathlength difference is swept by a scanning delay line in the reference 
arm, the photodetector response is a time domain signal related to the interfero- 
metric autocorrelation by the speed of the scan of the delay. The center frequency of 
the detector response signal is related to the carrier of the autocorrelation by the 
phase delay scan speed, and hence the center frequency / can be written in terms of 
the center of the optical source spectrum: 

/o -17- v °7-i; (6) 

Here, V^ is the scan speed of the phase delay, defined as the time derivative of the 
phase delay, V$ — dAL(i)/dt, and v and k are the center frequency and the center 
wavelength, respectively, of the optical source. The center frequency corresponds to 
the Doppler shift frequency of the center wavelength component of the reference arm 
light and equivalently to the beat frequency of the optical heterodyne detector 
response. In the case of a simple translating retroreflecting mirror, V$ = 2s, where 
s is the velocity of the mirror, and Eq. (6) becomes 

/o = 2.vAo 

which is the familiar Doppler shift equation. Note also that if the scan is linear (the 
translation speed is constant), then V$ will be constant, and therefore f will be 
constant. In the case of a nonlinearly scanning delay line, V^ is a time-varying 
function; therefore, f will also change with time correspondingly. 

4.1.3 Group Delay Scanning 

The frequency components of the detector response signal, expressed as offset from 
the carrier frequency/' = (f — / ), are related to the complex envelope of the auto- 
correlation by the scan speed of the group delay. They can thus be written in terms of 
the offset frequency v' — (v — v ) or wavelength components of the optical source: 
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f' = v'-=(\-^)v g (7) 



c \k k 



Differentiating Eq. (7) gives the expression for the bandwidth of the detector 
response signal in terms of the optical source frequency bandwidth Ay or wavelength 
bandwidth Ak: 



Af = Av^ = — _Z (8 ) 

C A n 



V, AaF, 

The group delay scan speed is defined as the time derivative of the group delay 
d AIM) 



V„ = - 



dt 



Note that the result expressed in Eq. (8) is independent of the optical source spectral 
shape [1]. In the case of a simple translating retroreflecting mirror, V g = Va — 2s, 
where s is the velocity of the mirror. When Va — V g , the familiar expression Af/f — 
Ak/k holds true, which follows from Eqs. (6) and (8). Note also, as with phase delay, 
that if the scan is linear (the translation speed is constant), then V g will be constant, 
and therefore Af will be constant. In the case of a nonlinearly scanning delay line, V g 
is a time-varying function; therefore, Af will also change with time correspondingly. 
For most of the ODLs to be discussed here (except in Section 5.5), the phase delay 
scan speed and the group delay scan speed will be assumed to be identical. 

4.1.4 Characteristics of Scanning Optical Delay Lines 

Working Pathlength Scan Range 

The working pathlength scan range (in meters per scan) is the portion of the delay 
sweep during which measurements can be made. In other words, this parameter 
refers to the depth range that will be imaged by the OCT system. It is important 
to note that group delay (as opposed to phase delay) sets the location of the coher- 
ence gate in OCT; therefore, this parameter specifically refers to the working scan 
range of the group delay. Typically 3 mm (~ 10 ps) is a sufficient depth scan range 
for OCT in turbid samples. The desired range depends on the application, however, 
and is determined by the scale of the features to be imaged and tissue attenuation. It 
is useful if this parameter can be varied continuously and easily. 

Pathlength Scan Velocity 

Pathlength scan velocity (in meters per second) is a parameter introduced in Sections 
4.1.2 and 4.1.3. The scan velocity of the phase delay, Va, determines the Doppler shift 
of the reference light and therefore the center frequency of the detected signal. The 
scan velocity of the group delay, V g , determines the bandwidth of the detected signal 
and relates to the imaging sweep. In the dispersionless case, which may be assumed 
for the first three categories of delay lines listed in the Introduction, Va and V g are 
identical. The distinction becomes important only for category 4. This parameter also 
goes to the fundamental trade-off between imaging speed and sensitivity in OCT. 
Imaging speed obviously scales with pathlength scan velocity, and from Eq. (8) we see 
that the bandwidth Af of the detected signal also scales with scan velocity. The 
detection bandwidth B must be broad enough to accept Af. The signal-to-noise 
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ratio (SNR) of an OCT system is inversely proportional to the detection bandwidth. 
Therefore, for a fixed image size and light intensity, SNR is inversely proportional to 
imaging speed. 

Scan Repetition Rate 

The scan repetition rate (in scans per second or hertz) is the number of pathlengths 
scans performed every second, or the inverse of the total scan period. This parameter 
depends on scan length and scan velocity and is important for determining the 
imaging frame rate (images per second) of the OCT system. A high scan repetition 
rate is necessary for real-time imaging and for eliminating motion artifact when 
living samples are being imaged. Motion artifact is the misalignment of adjacent 
depth scans in an OCT image due to motion in the sample that occurs during the 
course of the depth scan. Motion artifact can seriously degrade OCT images, requir- 
ing postprocessing to register or realign the adjacent depth scans, but it can be 
eliminated simply by imaging with a scan period much shorter than the time constant 
of the motion in the sample. 

Pathlength Scan Duty Cycle 

The pathlength scan duty cycle is defined as the usable fraction of the total scan 
period. This parameter can be calculated from the preceding three parameters as 

scan length (m/scan) x rep rate(scans/s) 

duty cycle = - — ^ — — - — / , - — 

scan velocity (m/s) 

This parameter may not seem important at first, but it directly scales the power 
budget of the OCT system and therefore the SNR. In other words, if an OCT system 
uses an ODL with a 50% duty cycle, then it is imaging only half of the time, so it is 
effectively using only 50% of the light power provided by the optical source. An 
ideal ODL has a 100% duty cycle. Most of the ODLs reviewed here are actuated by 
"forward and back" motion. In other words, the delay is scanned in one direction, 
then the direction is reversed. Usually, imaging is performed on the forward stroke 
and the return stroke is minimized. We will refer to this technique as single-sided 
scanning. Alternatively, the actuator motion can be symmetrical on the forward and 
return strokes and images can be recorded during both. We will refer to this tech- 
nique as double-sided scanning. Double-sided scanning requires that alternating data 
lines be reversed for display, because they were recorded during the "backward" scan 
stroke. If the "forward and back" actuator is driven at a frequency well below its 
mechanical resonance, a nearly 100% dutycycle can be realized. If the drive fre- 
quency is increased in order to increase the scan repetition rate, the duty cycle is 
compromised due to nonlinearity around the direction transitions. The extreme is the 
sinusoidal motion of a resonant scanner. A resonant scanner can move much faster 
than an equivalent linear scanner, but the duty cycle is decreased significantly. The 
trade-off must obviously be governed by the design requirements. 

Linearity of Pathlength Scan 

As discussed in Sections 4.1.1-4.1.3, the phase delay scan rate directly relates the 
measured interferogram center frequency to the carrier of the optical source auto- 
correlation, and the group delay scan rate directly relates the measured interfero- 
gram envelope to the envelope of the optical source autocorrelation. Therefore, any 
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nonlinearity in the delay scan rate will result in variations in the measured interfer- 
ogram center frequency / and bandwidth A/. 

Several sources of scan nonlinearity are associated with various ODLs. One 
type of nonlinearity is quantization of the scan motion. This can occur if the ODL 
actuator is a stepper motor, for example. In this case, the motion of the ODL is in 
discrete steps, approximating a constant motion. The ODL may also move in dis- 
crete steps if the control waveform driving the actuator is synthesized with too few 
bits of resolution. Another source of scan nonlinearity is the jitter exhibited to some 
degree by many scanning devices used to actuate ODLs. Resonant devices can also 
be used to actuate some ODLs. In this case, instead of scanning at a constant rate, 
the ODL scans with a sinusoidally varying rate. This situation causes special 
problems, but resonant devices are sometimes desirable for fast scanning. If / and 
Af are not constant, then the bandwidth of the detection electronics must be broa- 
dened in order to capture all of the image information, decreasing the SNR. In the 
case of a resonant ODL, it is possible to avoid broadening the detection bandwidth 
by implementing a bandpass filter that tracks the variation of / . If the group delay 
(which determines depth of the coherence gate in the sample) is not scanned at a 
constant rate, the image may be warped if the data are sampled at a constant rate. 

Insertion Loss 

Insertion loss is defined as the fraction of optical power incident on the delay line 
that is lost and not returned to the interferometer. The typical implementation of 
OCT uses a Michelson interferometer with a single detector. In this configuration, 
the reference light is attenuated to improve the SNR by reducing excess photon 
noise. In this situation, optical power loss in the ODL is tolerable. If, however, a 
power-conserving interferometer configuration is used (as discussed in Chapter 6), 
then optical power loss in the ODL is undesirable. In any case, it is important that 
the ODL maintain a reasonably constant optical power throughput throughout the 
course of the scan in order to maintain a constant SNR. 

Polarization Effects 

Only those polarization components of the sample and reference light that are 
matched will interfere. The loss of fringe contrast due to polarization mismatch is 
called polarization fading. If the ODL changes the state of polarization (SOP) of the 
reference light in a way that does not change during the course of the delay scan or 
drift over the imaging time scale, then a simple polarization control can be used to 
realign the polarization state with that of the sample light. If the ODL causes a 
dynamic change in the SOP of the reference light, then further steps must be 
taken to reduce or reverse the change and avoid polarization fading. 

Dispersion Effects 

If dispersion in the reference arm of the interferometer is not matched with that of 
the sample arm, then the cross-correlation of the reference and sample light will be 
broadened, reducing the axial resolution of the OCT system. Even the dispersion 
mismatch due to a small difference in optical fiber length can significantly affect the 
resolution; therefore, it is good design practice to carefully account for dispersion in 
all elements of the sample and reference arms, including the ODL. If the ODL has 
dispersion that changes over the course of the delay scan, then it is very difficult to 
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match the dispersion in the sample arm. Some ODLs allow dispersion to be adjusted 
easily, which is a useful feature. 

4.2 LINEAR TRANSLATION 

4.2.1 Linear Translator Mounted Retroreflector 

The simplest scanning ODL is a retroreflector mounted on a linear translating stage 
(Fig. 1). The reference light is collimated and directed toward the retroreflector, 
which redirects the light back to the collimator, which recouples the light into the 
delivery fiber. The retroreflector is mounted on a linear translating stage in order to 
scan the delay. A mechanically translating stage will have more than enough transla- 
tion range to provide a sufficient working pathlength scan. The major drawback of 
this type of ODL is a low scan velocity. Commercial linear translators can move at a 
speed of up to 100 mm/s (e.g., Newport model PM500-L). A linear translating ODL 
is very flexible, able to operate with a wide range of scan lengths and scan velocities. 
The scan repetition rate and duty cycle will depend on the selected scan range and 
velocity and on whether one-sided or two-sided scanning is used. Translating stages 
are commonly commercially available with several types of actuators such as dc 
motors, stepper motors, and linear motors. All will have some degree of nonlinearity 
in their motion due to jitter and/or because of motion taken in discrete steps. Care 
should be taken to choose a product that minimizes these nonlinearities, for reasons 
discussed in the preceding section. When necessary, mechanical damping can further 
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(a) collimator 
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Retroreflecting 
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Figure 1 Schematic of an optical delay line consisting of a fixed delivery fiber and collhnat- 
ing lens plus a retroreflector mounted on a linear translating stage. A flat mirror (a) or a 
corner-cube retroreflector (b) can be used as the retroreflecting element. The corner-cube 
retroreflector is less alignment-sensitive than a flat mirror. 
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reduce scan nonlinearity. A PZT stack could also be used as the translating element, 
but it has a pathlength scan range of only a few tens of micrometers and it responds 
nonlinearly to the drive waveform. The collimator and retroreflector is the minimum 
configuration for a delay line, so the optical power loss will be minimum using this 
type of ODL. Loss will be caused by imperfect reflectivity of the retroreflector and 
imperfect coupling of light to and from the delivery fiber by the collimator and will 
typically be less than 50% (3 dB). This type of ODL should have no significant 
polarization or dispersion effects. From Eq. (6), using this ODL, the center fre- 
quency of the OCT signal will be given by 

./o = 2s/k (9) 

where s is the velocity of the translating stage (the delay scan speed V = 2s). From 
Eq. (8) the bandwidth of the OCT signal is given by 

a/= A^ = AA, (]0) 



4.2.2 Multipass Translating Retroreflectors 

The scan range and velocity of a translating retroreflector can be amplified by 
allowing the reference light to make multiple passes off it. In other words, if the 
reference light reflects twice off a mirror moving at a scan velocity s, then the 
effective scan velocity is 2s. One example [5] of a multipass ODL is illustrated in 
Fig. 2. 

In this configuration, the pathlength scan range and velocity are scaled 
together by a factor 2m/(cos0), where m is the number of reflections off mirror 
M 1 and 6 is the angle of incidence of the beam on mirror M 1 (measured from the 
normal). Because of this amplification, a PZT stack can be used as the translating 
element, allowing a much higher delay scan velocity and repetition rate. Scans of 2-3 
mm at repetition rates greater than 100 scans/s can be achieved with a high duty 
cycle. Higher repetition rates can be achieved at the expense of the duty cycle. The 




M3 
M1 

Reference beam 
collimator 

Figure 2 Schematic of an optical delay line consisting of a fixed delivery fiber and collimat- 
ing lens, a parallel pair of mirrors, and a retroreflecting mirror. One of the parallel mirrors is 
translated with a piezoelectric actuator. (Adapted from Ref. 5.) 
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pathlength scan length is limited to 2-3 mm due to beam walk-off of mirror M 1 and 
clipping by mirror M2. If high quality mirrors are used, optical power loss can be as 
little as 50%. Because of non-normal incidence, optical power loss due to mirrors 
Ml and M2 will have polarization dependence. This effect is also minimized with 
high reflectance (dielectric) mirrors. In addition, this effect does not change through 
the course of the scan, so the change in SOP should be correctable with a polariza- 
tion controller. Using the amplification factor given above, the OCT signal center 
frequency and bandwidth can be obtained from Eqs. (9) and (10), respectively. 

Another multipass design similar to the one illustrated in Fig. 2 is illustrated in 
Fig. 3. In this case, the mirrors face each other at a small angle p. The beam is 
incident on the system at an angle as shown in Fig. 3. The light reflects between the 
two mirrors multiple times, with the incidence angle decreasing by /J on each reflec- 
tion. If the angle of incidence is chosen such that 6 — m/3, where m is an integer, then 
after m reflections the beam will strike the mirror at normal incidence and retro- 
reflect. In this configuration, the pathlength scan range and velocity are approxi- 
mately scaled together by a factor 2m/[cos(0/2)], where 6/2 is the average incidence 
angle. This system enjoys the advantage over the design in Fig. 2 that no external 
retro reflecting mirror is required. Performance in terms of loss and polarization- 
dependent loss should be equivalent to the case illustrated in Fig. 2. This ODL 
has been demonstrated to scan a 2 mm delay at 100 Hz with a duty cycle of 85% [6]. 

Figures 4 and 5 illustrate additional multipass translating retroreflector con- 
figurations [7,8]. These designs merit mention but will not be discussed in detail here. 

4.2.3 Galvanometer-Mounted Retroreflector 

An alternative to a linear stage actuator is a galvanometric scanner [2,9]. Although 
the galvanometer is a rotational actuator, an approximately linear translation can be 
effected by mounting a corner-cube retroreflector on a swing arm that is mounted on 
the galvanometer shaft, as illustrated in Fig. 6. A corner-cube retroreflector is used to 
ensure that the light is retroreflected independently of the angle of the swing arm. In 
many respects, this ODL is very similar to the linear stage mounted retroreflector, 
but this configuration is capable of higher scan velocities and therefore higher scan 
repetition rates. This ODL can scan several millimeters at up to 100 scans/s with a 
high duty cycle. The axial (translation) component of the retroreflector position is 
d = r sin 6 = r6, where r is the length of the swing arm and 6 is the angular position 




Reflected Light 
Figure 3 A multipass ODL design based on off-parallel facing mirrors. (From Ref. 6.) 
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Figure 4 Schematic of an optical delay line that passes twice through the retroreflector. This 
ODL also demonstrates the use of polarization to use a retroreflecting delay line in a trans- 
missive mode. PBS, polarizing beam splitter; QWP, quarter-wave plate; CC, corner cube; Ml, 
M2, mirrors; A, aperture. (Courtesy of Optical Society of America.) 
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Figure 5 Schematic of a multipass optical delay line that uses facing retroreflectors instead 
of flat mirrors. The filled triangle represents a small flat mirror. (Courtesy of IEEE.) 
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Figure 6 Schematic of an optical delay line consisting of a fixed delivery fiber and collimat- 
ing lens and a corner-cube retroreflector mounted on a swing arm mounted on a galvanometer 
scanner. 
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of the galvanometer (Fig. 6 illustrates the 6 = position.) The small-angle approx- 
imation is valid for configurations appropriate for OCT. For example, with a 4 cm 
swing arm, a scan range of 4 mm is effected with a rotation of less than ±3°. If the 
galvanometer is turning at a constant angular velocity co, then the translation velo- 
city is s — rcocos(ajt) = rw. The OCT signal center frequency and bandwidth are then 
given by Eqs. (9) and (10), respectively. 

Figure 7 illustrates a scanning ODL very similar to the configuration just 
described, using rotational actuation but approximating linear translation [10]. 
This ODL is mechanically more sophisticated than the one described above but 
will not be discussed in detail here. This design has been commercialized (Clark- 
MXR Model ODL- 150) and is capable of scan rates of more than 30 Hz. 

4.3 ANGULAR SCANNING METHODS 

4.3.1 Rotating Cube 

The optical pathlength (OPL) that a beam traverses can be scanned rapidly by 
passing the beam through a glass cube that is rotating at a constant speed. As the 
glass cube rotates, the thickness of glass that the beam passes through changes, and 
therefore the OPL changes. An important motivation for this type of ODL is speed. 
A cube can be rotated rapidly, generating delay sweeps at repetition rates much 
higher than those of the ODLs described so far. Several configurations based on 
this principle have been implemented. The pathlength scan range depends on the size 
of the cube as well as the configuration (how many passes through the cube.) The 
pathlength scan range is easily adequate for OCT, even with a small cube, but the 
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Figure 7 An ODL configuration similar to that of Fig. 6. The design is detailed in Ref. 10. 
(Courtesy of American Institute of Physics.) 
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scan range is not adjustable — it is fixed for a given cube size. The scan velocity 
depends on the configuration, the cube size, and the cube rotation speed. The 
cube can be rotated very fast, resulting in a high scan velocity and repetition rate. 
The duty cycle depends on the configuration. The insertion loss and polarization- 
dependent loss depend on the surface treatment of the cubes. For most configura- 
tions, the scan is not linear. In other words, the delay is not a linear function of the 
rotation angle. The other drawback of this design is the pathlength-dependent dis- 
persion introduced by the glass cube. A fixed amount of dispersion can be compen- 
sated for by introducing a matching dispersive element into the sample arm. As the 
cube spins, however, and the pathlength within the dispersive glass changes, the 
amount of dispersion also changes. Whether or not this dynamic dispersion mis- 
match is significant depends on the cube material, the wavelength and bandwidth of 
the optical source, and the scan length. 

Several ODL configurations have been implemented using rotating cubes. The 
following have been demonstrated in optical low coherence reflectivity measure- 
ments. 

Single Pass, No Internal Reflections 

Figure 8 illustrates the most straightforward rotating cube configuration. The index 
of refraction of the cube is higher than that of air (typically 1.5), so the beam is 
refracted as it enters and leaves the cube. As the cube rotates, the length of the path 
within the cube varies, but in a nonlinear way. The single-pass pathlength variation 
as a function of the incidence angle 6 of the beam on the cube is given by 



d = L 



V n 



: sin 2 + 2 sin 2 1 ~ 



where L is the dimension of the cube and n is the index of refraction of the cube 
[11,12]. When the cube is rotated at a fixed angular frequency co, then 6 = cot an the 
scan velocity s = 2 8d/8t. The interferogram center frequency and bandwidth are 
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Figure 8 Rotating cube ODL that operates with a single pass, no internal reflections. 
(Adapted from Refs. 11 and 12.) 
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then given by Eqs. (9) and (10). The major drawback of this OPL is the nonlinearity 
of the scan. The scan velocity changes through the course of the scan, so the inter- 
ferogram center frequency and bandwidth also change. This ODL configuration was 
demonstrated by rotating a 1.27 cm cube at 22 revolutions per second (rev/s), for a 
scan repetition rate of 88 Hz. Through the course of the 1.5 mm scan, the center 
frequency varied from to 1000 kHz, corresponding to a varying scan velocity of 
0-650 mm/s. The duty cycle was almost 50%, but if double-sided scanning were used 
the duty cycle would be almost 100%. 

Single Pass, Two Internal Reflections 

Figure 9 illustrates a configuration in which the reference beam is retroreflected 
inside the cube. Mirrors are deposited on portions of each face of the cube as 
illustrated in the inset of Fig. 10. This configuration was used to demonstrate the 
highest speed scanner yet implemented for OLCR. A 5 x 5 x 2 mm 3 cube was turned 
at 71 17 rev/s by an air turbine, resulting in a scan repetition rate of 28.5 kHz [13]. A 
pathlength variation of 2 mm was swept at 176 m/s. The scanning duty cycle was 
approximately 32%. The scan linearity and dispersion effects were not reported but 
should be comparable to those of the configuration described in the following sub- 
section. The function describing pathlength scan as a function of the angular posi- 
tion of the cube given in the next section should be valid for this configuration if 
divided by a factor of 2. This ODL required custom deposition of mirrors on por- 
tions of each cube face and extremely precise mounting and alignment of the cube on 
the turbine shaft. At this high repetition rate, mechanically resonant instabilities 
resulted in cyclical variation in recoupling efficiency over the time scale of several 
scans. The OLCR system using this ultrahigh speed scanning ODL achieved a 
reflectivity sensitivity of only 36 dB, which is not sufficient for imaging in biological 
samples. 

Double Pass, Four Internal Reflections 

The configuration illustrated in Fig. 10 is similar to that of Fig. 9 except that it 
double-passes the reference beam through the cube, doubling the pathlength scan 
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Figure 9 Rotating cube configuration with single pass, two internal reflections. 
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Figure 10 Optical pathlength configuration with double pass, four internal reflections. L2, 
lens; P, right-angle prism; M, mirror; EGM, reflecting gold layers; RC, rotating cube. 
(© Copyright 1998 IEEE.) 



[14,15]. This configuration was demonstrated using a 12 mm x 12 mm x 4 mm cube 
rotated at 310 rev/s, resulting in a scan repetition rate of 1240 Hz. A pathlength of 
11 mm was scanned at 42 m/s. The resultant duty cycle is approximately 32%. In 
most biological samples, only about 3 mm of pathlength scanning is useful, however, 
so this configuration would yield an effective duty cycle of about 9%. A smaller cube 
could be used to improve this. The (free space) pathlength variation as a function of 
angular position a of the cube is given by 



d(a) = L\2n[-\ 



1 



cos[sin '(sina/«)]. 



-( sina 1 + tan— — 2tan[sin '(sina/n)]) ! 



where L is the length of the side of the cube and n is the refractive index of the 
cube material. This function is obviously not linear, and a scan speed variation of 
±17% was measured. When the cube is rotated at a fixed angular frequency co, 
then a = cot, and the scan velocity is s = dd/dt. The interferogram center frequency 
and bandwidth are then given by Eqs. (9) and (10). The autocorrelation width 
measured using this ODL was reported to be only 1 % broader than the theoretical 
width (the source coherence length), so dispersion mismatch was apparently not 
significant. The type of glass that the cube was composed of was not specified. The 
optical sources used for this measurement had a center wavelength of 1310 nm and 
a bandwidth of 45 nm. This ODL required custom deposition of mirrors on por- 
tions of each cube face. 
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Double Pass for Sample and Reference Light, four Internal 
Reflections for Each path 

The configuration illustrated in Fig. 1 1 is identical to the configuration in Fig. 
10, but in this case both the reference and sample light beams are passed through the 
rotating cube [16]. In this way, the effective pathlength scan is doubled, and the scan 
nonlinearity is largely canceled. To optimize the nonlinearity cancellation, the inci- 
dence angle of the sample beam with respect to the reference beam must be carefully 
selected. The (free space) pathlength variation as a function of the angular position 
of the cube is given by 

D(a) — d(a) — d(a — a) 

where d(a) is defined above and a is the angle of incidence of the sample beam 
with respect to the reference beam, as illustrated in Fig. 1 1 . This configuration was 
demonstrated by rotating a 60 mm cube at 76.25 rev/s, resulting in a scan repeti- 
tion rate of 305 Hz. This ODL was designed for a long scan range of greater than 
100 mm for OLCR measurements. The scan velocity was 95 m/s and the duty cycle 
was about 32%. The scan speed variation was only ±0.14%. In the reported 
demonstration, the OLCR using this ODL measured reflectivity with a sensitivity 
of 65 dB. This ODL requires the same type of custom cube as the previous 
configurations and obviously requires extremely careful alignment of both beams 
passing through the cube. 




Figure 11 Double pass for sample and reference light, four internal reflections for each 
path. LI, L2, L3, lenses; Pc, polarization controllers; PI, P2, right-angle prisms; Ml, M2, 
mirrors, M3, M4, reflecting gold layers; Re, rotating cube. 
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4.3.2 Scanning Mirror 

Another ODL based on the transformation of angular motion into pathlength 
variation is illustrated in Fig. 12 [17]. As with the rotating cubes and the galvan- 
ometer-mounted retroreflector, the motivation for using a rotational scanning ele- 
ment is speed. In addition to an angular scanning mirror, three additional mirrors 
and a lens are used. An examination of Figs 12a and 12b will instruct the reader as 
to the operation of this configuration, particularly the need to place the scanning 
mirror and mirror 2 one focal length from the lens. This configuration reflects the 
beam four times off the scanning mirror, amplifying the scan length and velocity 
by 4. It should be noted that pathlength variation is effected by scanning the 
beam in a line across mirror 2. All of the pathlength variation arises from the 
beam being offset from the pivot of the scanning mirror so that there is an axial 
shift imposed on the beam in addition to the angular scan. In other words, if the 
beam were reflected from the pivot of the scanning mirror, then no pathlength 
variation would result from scanning the mirror. The pathlength variation d as a 
function of scan angle (referenced from the plane parallel to the lens) is given by 
d — 4x tan = 4x9 for small scan angles, where x is the distance that the beam is 
offset from the pivot of the scanning mirror. The scan velocity s is given by 
s = 4xS9/St. For a constant angular velocity a>, s = 4xco. The interferogram center 
frequency and bandwidth will then be given by Eqs. (9) and (10). The pathlength 
variation achievable for a given configuration of this design will be limited by the 
need to keep the scanning mirror within the depth of focus of the lens and by the 
size of the lens and mirror 2. Optical power loss will be determined by the quality 
of the mirrors and the alignment. There should be no significant scan-dependent 
polarization or dispersion variation. 

This ODL was demonstrated using a 1.2 kHz resonant scanner and 50 mm 
focal length lens. Pathlength was scanned by 3 mm at 1.2 kHz and a peak scan 
velocity of 11.3 m/s. Most likely the full 3 mm was not usable for imaging, because 
the motion of a resonant scanner is sinusoidal. The nonlinear pathlength variation 
with time would warp the image to an unacceptable degree near the extrema of the 
scan. A reasonable duty cycle for single-sided scanning using a resonant ODL is 33% 
(66% for double-sided scanning). In order to maintain a narrow detection band- 
width over the course of the scan (and prevent SNR degradation), the signal was 
bandpass filtered by a voltage-controlled oscillator that was controlled by the reso- 
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Figure 12 Schematic illustrations of an ODL based on the transformation of an angular 
mirror scan to pathlength variation. (© Copyright 1998, Taylor & Francis, Ltd.) 
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nant scan frequency control. This scheme does not compensate for image warping, 
however. 

Figures 13 and 14 illustrate other ODLs based on pathlength variation due to 
rotation of reflective elements [18,19]. These designs have not been used for OCT and 
will not be discussed in detail here. 

4.4 FIBER STRETCHING 

Another method for scanning optical delay is stretching a long optical fiber 
[20,21,22]. This has been implemented in OCT by coiling a length of optical fiber 
on a piezoelectric plate or cylinder. With many fiber windings, the small expansion of 
the PZT actuator can create several millimeters of delay. For the case illustrated in 
Fig. 15, the pathlength change as a result of a change in the cylinder radius Ar is 
given by Ad — litm Ar, where m is the number of windings. The scan velocity is 
given by s = 2jtmdA/dt. The interferogram center frequency and bandwidth will 
then be given by Eqs. (9) and (10). This type of ODL has been demonstrated for 
OCT at scan rates of up to 1200 scans/s (600 Hz triangle drive waveform and double- 
sided scanning). This type of ODL resulted in the first demonstration of real-time 
imaging using OCT at 1 frame per second (fps) [20] and 4 fps [21]. The demonstrated 
duty cycle was 75% [22]. The fiber and air lengths in the reference and sample arms 
can easily be matched, so dispersion mismatch is not an issue. Optical power loss has 
not been reported but should be equivalent to linear translation ODLs. The major 
disadvantage of fiber-stretching ODLs is that there are polarization effects. The 
static effects of winding the fiber on the actuator can be compensated for by winding 
the matching length of fiber in the sample arm on a matching actuator. This second 
actuator can also be driven by the inverse of the reference delay waveform, generat- 
ing a differential delay scan range of two times the range of a single scanner. As the 
fiber is stretched, dynamic stretch-induced birefringence will change the SOP of the 
light propagating through the fiber throughout the course of the scan stroke. This 




Figure 13 Schematic of an ODL based on a rotating roof prism. 
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Incident beam 



Figure 14 Schematic of an ODL based on a rotating pair of parallel mirrors. (Reprinted 
with permission from Elsevier Science.) 




Figure 15 Schematic of an ODL based on optical fiber stretching. This design uses a 
cylindrical PZT element to uniformly stretch the fiber wound around the barrel of the cylinder. 
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effect can be compensated for by introducing 45° Faraday rotators (FRs) in the air 
gaps of the reference and sample arms so that on a double pass through the FRs, the 
SOP is conjugated and the return propagation through the fiber reverses the SOP 
change [23]. Alternatively, polarization-maintaining fiber can be used to minimize 
these effects. In addition, the temperature of the actuator should be carefully con- 
trolled in order to prevent temperature-dependent drift of the delay and SOP. 

4.5 FOURIER DOMAIN RAPID SCANNING OPTICAL DELAY LINE 

The Fourier domain rapid scanning optical delay line (RSOD) was developed for 
femtosecond pulse measurement [24-26] and has recently been applied to OCT 
[1,27,28]. The RSOD is based on Fourier transform pulse-shaping techniques, 
which have been demonstrated to also be capable of shaping the temporal properties 
of broadband incoherent light [29]. This delay line achieves scans of several milli- 
meters at repetition rates of several kilohertz and also allows separation of group 
and phase delay, which provides an additional degree of control over the center 
frequency and bandwidth of the OCT signal. 

The RSOD consists of a grating-lens pair in a folded, double-passed Fourier 
domain pulse-shaping configuration (Fig. 16). A flat mirror serves as a spatial phase 
filter, which imposes a linear phase ramp on the optical frequency spectrum. The 
delay line is based on the well-known property of the Fourier transform that a phase 
ramp in the frequency domain corresponds to a group delay in the time domain: 

x(t-t )^X((o)e- Ja>k (11) 

The angle of the incident light on the grating can be selected such that the center 
wavelength X of the diffracted beam is normal to the grating and the entire grating is 
in the focal plane of the lens. This is done to prevent introduction of group velocity 
dispersion (GVD), which varies throughout the course of the scan. If the distance 
from the grating to the lens is not one focal length, then GVD is introduced. 
Therefore, if the grating is at an angle not normal to the optical axis of the lens, 
then as light is laterally displaced on the grating by the scanning mirror it is also 
displaced from the focal plane of the lens, introducing GVD [30]. 

The mirror pivot can be offset from the center wavelength by an arbitrary 
distance x by a simple lateral translation of the scanning mirror. The phase shift <j) 
(X) as a function of wavelength X for a given mirror tilt angle a can be written as 
(refer to Fig. 16) 

. . Sjtcix SnalAX — X ) 

</W = — — + r n — 

X pX cos0 o 

where L is the focal length of the lens, p is the pitch of the grating, and 6 is the first- 
order diffraction angle of the center wavelength from the grating (measured from the 
grating normal). Recall that in the configuration shown in Fig. 16, 9 = 0, i.e., the 
grating is in the focal plane of the lens. In this case cos evaluates to unity, so this 
factor will not be propagated further in the subsequent analysis. 

The function 4>(X) was derived by using the grating equation and assuming that 
the small-angle approximation sin = 6 holds for diffraction angles between differ- 
ent wavelengths off the grating and for small deflection angles effected by the scan- 

dramroo 



118 



Rollins and Izatt 



v »« double-pass 
diffraction .^ /? * v 

grating ,**■ 



Ay 
scanning h 




red center wavelength blue 



i^ 1 
tilt angle c 



(a) 




Grating 



Lens 



Mirror 



(b) 



Figure 16 Schematics of the Fourier domain optical delay line, (a) View from above. The 
incident, collimated broadband light is diffracted from the grating and spectrally dispersed. 
The lens parallelizes the dispersed spectrum while focusing it to a line on the scanning 
mirror. The scanning mirror imposes a linear phase ramp on the spectrum and redirects 
the light back through the lens, which recollimates the beam and reconverges the spectrum 
onto the grating. The beam then diffracts in a reverse manner from the grating and pro- 
pagates collimated and undispersed toward the double-pass mirror collinear with the inci- 
dent beam. The double-pass mirror turns the light back through an identical path. Double 
passing is illustrated clearly in (b). (Courtesy of OSA.) 



ning mirror [25]. The distance Ay that a wavelength component X traverses as a 
function of scanning mirror tilt angle a is calculated (taking into account the fact 
that the beam traverses the path Ay four times) and multiplied by 2tt/X to convert 
from displacement to phase shift. This phase shift can also be written as a function of 
angular optical frequency co: 
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Aaxm %nol f (a> - co ) 

</;(&,) = ■■ (12) 

c pa> 

where co is the center angular optical frequency. From Eq. (12) and the definition of 
phase delay, fy, = (p(co )/a) , the phase delay is given by L, = Aax/c. This corresponds 
to the free-space phase pathlength difference A/^ (referenced from a zero scan angle), 

A/ = 4ctx (13) 

From the definition of group delay, t g — d^>(co)/dco\ co=co , the group delay is given by 

4crx 4crl f X 

g — 

c cp 

which corresponds to the free-space group pathlength difference Al g , 

AL = 4<j.x } — (14) 

P 

This expression for group pathlength difference can alternatively be derived by 
evaluating the change in pathlength experienced by the center wavelength as a result 
of an arbitrary mirror tilt angle. It can be seen that the group pathlength difference is 
equal to the phase pathlength difference plus an additional term that is a function of 
the properties of the lens, grating, and light source. Both the phase pathlength 
difference and the group pathlength difference are proportional to the tilt angle of 
the scanning mirror, so an angular scan of the mirror effects a scan of both phase 
and group pathlength differences. The second term in the expression for group 
pathlength difference is dominant in typical configurations; thus the group path- 
length difference is much larger than the phase pathlength difference for a given 
angle a. This feature is key to the value of this delay line. The mirror need be moved 
only a very small amount to generate a large scan of the group pathlength difference. 
It is also possible to adjust the offset x for a desired center frequency without 
significantly affecting the scan length of the group pathlength difference. If the center 
wavelength is located at the mirror pivot (i.e., x = 0), then the phase pathlength 
difference term A/^ vanishes and there is no phase pathlength scanning. This allows 
for the application of an external phase-modulating element that is truly independent 
of the group delay scanning if such a configuration is desired. 

Differentiating Eq. (13) with respect to time and using Eq. (6), the center 
frequency of the interferogram measured using the Fourier domain scanning delay 
line is given as 

A dt 

Similarly, differentiating Eq. (14) with respect to time and using Eq. (8), the band- 
width of the interferogram measured using the Fourier domain scanning delay line is 

x 2 \ p J at 

The design equations for the high speed OCT system using this delay line are 
Eqs. (14) (16). Equation (14) is used to specify the grating pitch, the lens focal 
length, and the maximum angular excursion of the scanning mirror for a given 
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source center wavelength and desired group delay scan. Equations (15) and (16) are 
used to calculate the center frequency and bandwidth, respectively, of the OCT 
signal for a given mirror offset x and mirror scan rate da(t)/dt. If the mirror is tilted 
at a fixed angular frequency co, then a(t) — cot and da(t)/dt — to. Estimation of the 
signal bandwidth A/ from Eq. (16) can be simplified by recognizing that for a typical 
configuration, 2x <§; 2lfX /p. 

A resonant scanning mirror tilts as a sinusoidal function of time, 

a(t) — bsm(2nf m t) 

where b is the maximum excursion of the tilt angle and/,',, is the resonance frequency 
of the scanning mirror. Thus, from Eq. (15) the center frequency becomes 

f a {t) = ^b2nf m cos{2nf m t) (17) 

From Eq. (16) the interferogram bandwidth becomes 
2AX /_ 2l f k, 



A/'(0 = — ( 2x ^ )b2nf m cos(27tf in t) (18) 



This sinusoidal variation of center frequency and bandwidth with time is the major 
disadvantage of using a resonant scanner in the delay line. The advantage is that 
resonant scanners can operate at much higher repetition rates than galvanometer- 
mounted scanners. Using a resonant scanner, a reasonable compromise between 
duty cycle and nonlinearity is to record the interferometric signal only during the 
middle two-thirds of the forward scan, resulting in an overall duty cycle of 33%. 
Double-sided scanning increases the duty cycle to 67%. A linear scanner can achieve 
a duty cycle of nearly 100% (at the expense of scan speed). Unless a tracking 
bandpass filter is used, as discussed in Section 5.2.3, the use of a resonant scanner 
with a reduced duty cycle requires the detection bandwidth to be increased compared 
to an equivalent linear scanner in order to accommodate the varying center fre- 
quency. This corresponds to degradation of the SNR. Thus, a resonant scanner is 
advantageous only in cases where the needed scan rate cannot be achieved with a 
linear scanner. 

As discussed above, if the distance from the grating to the lens is not one focal 
length, then GVD is introduced. This requires careful alignment to prevent broad- 
ening of the cross-correlation due to dispersion mismatch. This property of the 
RSOD also provides a convenient means to compensate for dispersion mismatch 
due to dissimilar components in the reference and sample arms. For example, an 
endoscopic probe in the sample arm may not include an air gap to match the air gap 
in the RSOD. This dispersion mismatch requires compensation, which can be intro- 
duced by the RSOD [28,30,31]. 

This ODL has few disadvantages. Besides complexity, the major disadvantage 
is optical power loss. In a double-passed configuration, the light is diffracted into the 
first order four times. A grating blazed at the appropriate angle can increase the 
efficiency of diffraction into the first order, but the aggregate loss will be significantly 
greater than most of the other ODLs reviewed here. In the typical OCT configura- 
tion using a Michelson interferometer, the reference ODL must be attenuated to 
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optimize imaging sensitivity. In this case, a lossy ODL is no disadvantage. If a 
power-conserving interferometer design is used (as detailed in Chapter 6) then any 
loss is undesirable. Even in this case, however, if the optical power incident on the 
ODL is low, the actual amount of power lost may not be significant. 

Figure 17 illustrates an ODL similar to the RSOD described above [32]. In this 
configuration the Fourier domain pulse shaper is unfolded and an acousto-optic 
modulator is used as the scanning phase ramping element. This ODL was not 
developed for OCT or OLCR, but in principle it could be used for these applications. 
This design holds the potential to provide high speed, linear optical delay scanning 
without moving parts. Potential disadvantages include very high (radio-frequency) 
heterodyne frequency, optical power loss due to poor diffraction efficiency, and 
incompatibility with very broad optical bandwidths. 



4.6 CONCLUSION 

A review of scanning optical delay lines for OCT has been presented. Relevant 
theoretical background has been presented to relate ODL properties to the OCT 
signal generated by scanning the ODL. Operating principles and design equations 
have been described to facilitate the selection and design of ODLs for OCT. 
Selection and design criteria for an ODL depend on the requirements of the imaging 
application such as sample size, necessary frame rate, necessary dynamic range, and 
available resources. 

Although several excellent optical delay lines have been demonstrated for OCT 
and similar technologies, even state-of-the-art designs have drawbacks. We expect 
that improvements will be made to existing optical delay scanning methods and that 
new approaches will continue to be developed. Potential areas of improvement 
include, but are not limited to, scan speed, scan linearity, and optical power through- 
put. Future innovations will likely yield optical delay lines that are broadband, 
efficient, and polarization-insensitive and that scan rapidly without moving parts 
or bulky components. 
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Figure 17 Schematic of another ODL based on the Fourier domain pulse shaper config- 
uration. In this case the configuration is unfolded and an acousto-optic modulator is used to 
generate a scanning phase ramp. 
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5.1 INTRODUCTION 

It is well known that OCT is essentially similar to ultrasound echography. In line 
with this analogy, one can say that the difference between OCT and optical low 
coherence reflectometry is the same as that between B-scan and A-scan in ultra- 
sound — two dimensional cross-sectional imaging versus one-dimensional in-depth 
scanning only. With some rare exceptions, lateral scanning is performed slowly in 
comparisons with in-depth scanning. In particular, because of the constant velocity 
in-depth scanning and bandpass filtering of the interference signal, the most 
advanced implementation of OCT requires that the in-depth scanning be performed 
first. All known OCT lateral scanning systems are substantially mechanical. In the 
simplest case they provide linear translation of a sample or probing head as a whole. 
More advanced devices include means for lateral scanning within the probing head. 
Because the implementation of a scanner depends strongly on the probing head size 
and consequently on the space allowable for the scanning mechanism, existing scan- 
ners can be divided into three types: benchtop (virtually unlimited space), hand-held 
(available space of the order of several tens of cubic centimeters) and endoscopic 
(available space of the order of or less than 1 cm 3 ). On the other hand, one can 
classify lateral scanners that rely on the scanning principle into circumferential, 
deflecting, and translational. 

All of the above discussion refers to the mechanical aspects of the scanning 
probe design. From the point of view of optical design, the probe should perform 
image relaying from the fiber tip to the tissue surface and scanning along the sample 
surface. The optical system may consist of a single lens, a series of lenses, or a 
gradient index (GRIN) lens. 
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5.2 GENERAL REQUIREMENTS AND APPROACHES TO SCANNER 
DESIGN 

A lateral OCT scanner is a complex optomechanical system that satisfies certain 
engineering requirements. Because it is intended mainly for clinical use, several 
additional medical requirements are imposed such as safety, sterilizability, and con- 
venience in application. In this section we discuss these issues. 

5.2.1 Optical System 

The main purpose of the scanner optical system is to deliver and focus the probing 
light onto the tissue surface and collect the scattered radiation back to the inter- 
ferometer. In the case of a bulk mirror-based interferometer, it provides focusing of 
the collimated probing beam into a tissue sample. For a single-mode fiber inter- 
ferometer, the optical system additionally relays the fiber tip image with a certain 
magnification to the tissue. 

The lateral displacement of the probing beam at the sample surface depends on 
the optical system magnification M. The magnification in all existing OCT systems is 
typically chosen as a trade-off between the lateral resolution and the scanning depth. 
To preserve the resolution one usually scans within the range limited by the double 
Rayleigh length. If the probing beam has a diameter D and a nearly Gaussian 
intensity profile (which is a quite realistic assumption taking into account that the 
beam is coupled from a single-mode fiber), the Rayleigh length is 7tD 2 /4k. At the 
magnification value M = 4 for a fiber with a 5 fim mode diameter and a probing 
wavelength of 1.3 /xm, the Rayleigh length is ~ 250 (im. 

The above numbers mean that a numerical aperture (NA) of a typical scanner 
optical system should be ~ 0.05 from the output (sample) side and 0.15 from the 
input (fiber) side. These NA values, although moderate, require aspherical optics to 
provide acceptable image quality. In most cases, aspherical or GRIN lenses are used; 
however, microscope objectives are also applicable in optical systems where space 
and cost are not critical. 

5.2.2 Mechanical System 

Generally, a mechanical system should provide scanning of the focused beam posi- 
tion along the sample surface. The main mechanical requirements for a scanner are 
size, scanning rate, and safety. Because the allowable size greatly affects a concrete 
implementation, some features are discussed separately in Section 5.2.3 for bench- 
top, hand-held, and endoscopic scanners. 

The scanning rate is one of the most important issues. The ultimate values for 
different scanning methods are not clear yet, but there are no principal limitations to 
acquiring images at a rate of several frames per second (fps) with any of them. 
Circumferential and galvanometric scanners have already demonstrated high (up 
to 30 fps) acquisition rate capability [1,2]. Certainly, fast lateral scanning should 
be matched to the depth scanning rate employed to provide optimal sampling. This 
means that the lateral displacement during one period of the in-depth scanning 
should be kept 1.5-2 times less than the lateral resolution (focused beam diameter). 
Another limitation is the optical power needed to keep an acceptable signal-to-noise 
ratio as the image acquisition rate is increased. Taking into account that the power 
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level affordable today in a clinical OCT device is around a few milliwatts, the optical 
scanning rate is typically 1-8 fps. 

From the safety point of view, a low voltage supply is preferable for a scanner, 
especially for an endoscopic one. This requirement is met for all designs except for 
piezoceramic bimorph actuators. However, due to the high electrical resistance of 
piezoceramic elements it might be easy to keep a current through the probe head at 
the safe level. Another safety requirement (at least for endoscopic probes) is steriliz- 
ability. All known designs can be produced hermetically sealed and hence allow cold 
sterilization. 

5.2.3 Classification of OCT Scanners in Size: Benchtop, Hand-Held, 
and Endoscopic Embodiments 

The first published OCT experiments with benchtop scanners [3,4] performed linear 
translation of a probing head or angular rotation of a sample (eye). This approach, 
being the simplest one, has a number of advantages (e.g., absence of geometrical 
aberrations) and is still applied in the laboratory studies. An evident alternative is 
angular scanning of a probing beam in front of an objective lens that is focusing 
probing radiation on a sample. For instance, Ref. 5 reports lateral scanning per- 
formed by mirrors attached to a galvo scanner. 

One of the most popular ways to scan laterally with a benchtop-size scanner 
with a fiber interferometer is to deflect a fiber tip in front of an optical lens system. 
Working in fact, in all spatial scales from benchtop to tiny endoscopic systems, this 
proves to be a quite universal solution. Because the same scanning principle is also 
applicable in various other fields (optical storage devices, lidars, etc.), it has been well 
known since the 1960s [6], and a number of embodiments were known in the 1970s 
[7]. They include various systems driving a fiber tip: galvanometric movers, piezo- 
electric bimorph (or polymorph) plates, magnetostrictive elements, and thermal 
expansion bimorph plates. In early OCT experiments [8,9] a fiber tip was attached 
to a needle of a usual microammeter head and the lateral scanning was performed by 
changing the current through the microammeter. 

The most important feature of hand-held scanners in comparison with bench- 
top scanners is to provide convenient access to examined tissue in a clinical environ- 
ment. This imposes certain constraints on the size and shape of the instrument while 
the basic methods of scanning are inherited from the benchtop scanner family. To 
examine the tissue in the oral cavity, L-shaped hand-held probes were developed that 
employ either translational [10-12] or galvanometric beam deflection [13] techniques. 
A straight hand-held scanner with a similar galvanometric actuator was constructed 
and used in skin research [14]. Another approach based on bimorph or polymorph 
plate actuators was proposed in Refs. 7 and 15. 

Most challenging are the requirements for endoscopic OCT scanners. The 
diameter of a probe and its flexibility are crucial parameters here to comply with 
existing medical standards. For example, when examining human internal organs it 
is necessary for an OCT probe to fit a millimeter-size-diameter operating channel of 
a corresponding endoscope to provide an approach to the tissue and parallel visual 
and tomographic observation. As the first attempt to build an endoscopic OCT 
scanner, replication of an ultrasound intravascular instrument with a rotating distal 
part was undertaken [16]. This scanner, with a 1.1 mm diameter, was tested in 
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experiments with animals to image narrow-diameter channels in the respiratory and 
gastrointestinal tracts. The first microscanner used in clinical experiments with 
humans [17] to image the gastrointestinal, respiratory, urinary, and genital tracts 
and the abdominal cavity during laparoscopy was based on an original galvano- 
metric design and had a 2.8 mm diameter. The only moving part in this instrument is 
a tiny electromagnetic coil with the attached tip of the optical fiber. Another novel 
design of the endoscopic scanner was implemented [18] in which a remote mechanical 
actuator produced linear displacement that was conveyed through a cable to the 
distal end inside the human body. The probe diameter was small enough to fit the 
operating channel of a fibrogastroscope. Finally, one more type of OCT scanner 
constructed and tested in clinics [1] is similar to a commercial high frequency endo- 
scopic ultrasound system with rotating probe shaft In general, a variety of endo- 
scopic scanner designs demonstrated recently reflect the deep interest of researchers 
and clinicians in the potentialities provided by OCT in imaging internal organs. 



5.3 IMPLEMENTATION OF OCT SCANNERS 

5.3.1 Circumferential Scanners 

Design of circumferential OCT scanners employs the principle of image construction 
analogous to that in ultrasonography. The probing beam rotates about the OCT 
probe axis, imaging cross-sectionally through the structure into which the probe is 
inserted. A recorded tomogram is then presented in polar coordinates; this has also 
been adopted from ultrasonography and hence is quite common for physicians. 
Apparently, this approach is adequate if the imaging depth is of the order of or 
more than the transverse size of the lumen of a hollow organ under observation. 
Otherwise, A-scans at different polar angles occur under unequal conditions, which 
leads to narrowing of the sector of quality image acquisition. This requirement is 
usually met in ultrasound echography with a centimeter-range penetration depth. 
Having in mind that OCT imaging is limited to 2-3 mm in depth, circumferential 
scanning is preferable for intravascular examination or investigation of compara- 
tively narrow ducts such as those in the urinary or low respiratory systems. 

The first prototype of a circumferential microscanner referred to by the authors 
as a catheter-endoscope was designed and constructed by the OCT group at MIT in 
1996 [16]. It inherits several important features for an intravascular ultrasound probe 
supplemented with optical delivery and focusing systems. A schematic of the scanner 
is shown in Fig. 1. It consists of a fixed optical coupling element at the proximal end 
to introduce light from the main interferometer and a rotating body to direct, focus, 
and scan the optical beam and collect the backscattered radiation. 

Coupling of the incident light from the stationary single-mode fiber to the 
rotating one is performed through a small air gap without any lens system. It is 
the most sensitive part of the optical layout, requiring both high precision, face-to- 
face alignment of the optical fiber apertures and high mechanical stability of the 
rotary motion. Variation in optical coupling during rotation results in overall losses 
and a dependence of the probing power on the polar angle (up to 3 dB losses were 
measured by the authors with the optimal alignment of the scanner). To drive the 
rotating body, which comprises an optical connector, a hollow cable with the fiber 
inside and a focusing unit at the distal end (see Fig. 1), a DC motor and a standard 
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Figure 1 Schematic of catheter-endoscope. (a) Proximal end; and (b) body and distal end. 
(From Ref. 16.) 

gear mechanism are used. The whole rotating assembly is inserted into an exchange- 
able stationary outer sheath protecting the surrounding tissue against mechanical 
irritation and biologically hazardous agents. The body of the catheter is flexible to 
allow bending during the passage of the scanner through channels of the human 
body to the area to be examined. 

The micro-optical system focusing and directing the probing beam is located at 
the distal end of the catheter-endoscope. It includes a gradient index (GRIN) lens 
and a right-angle microprism. Attached to each other and to the optical fiber with 
ultraviolet-curing optical cement, they form a single unit with the rotating body of 
the catheter. Parameters of the GRIN lens are chosen based on the required working 
distance in the tissue being imaged (1-3 mm) and spot size comparable with the in- 
depth resolution (15-30/xm). 

In the first prototype of a device operating at 1.3 /xm wavelength, a single-mode 
isotropic fiber with the 9 /xm core diameter was used in the scanner body to deliver 
light to a GRIN lens of 0.7 mm diameter and a 0.5 mm microprism. The outer 
diameter of the catheter was a small as 1 . 1 mm. An acquisition rate of 4 fps was 
demonstrated in the first in vivo studies with animals using this circumferential 
scanner. In Fig. 2 an OCT image of rabbit esophagus is shown as an example 
demonstrating the performance of the MIT OCT system with the above-described 
catheter-endoscope probe [19]. 
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Figure 2 Optical coherence tomographic image of rabbit esophagus in vivo [19] obtained 
with catheter-endoscope [16] allows distinct visualization of different mucosa layer. Bar, 
500 jira. 



The basic design of the circumferential scanner described above has recently 
undergone several improvements introduced by the OCT group of Case Western 
Reserve University (CWRU) for development of a gastrointestinal imaging device 
[1]. At the distal end of the catheter, a Faraday rotator is placed between the GRIN 
lens and the right-angle prism (see Fig. 3). According to the well-known idea of 
optical fiber interferometry [20], it provides compensation for birefringence induced 
in the isotropic fiber due to bending of the sample arm inside the human body. The 
ultimate result is utilization of the optical power in both orthogonal wave polariza- 
tions and the elimination of dynamic polarization distortions caused by fiber bend- 
ing and temperature drift. At the proximal end of the catheter, a second microsize 
GRIN lens is added to facilitate the image relay from the fixed optical fiber to the 
rotating one. Better and less angle-dependent coupling of light to the catheter body is 
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Figure 3 Schematic illustration of the circumferential endoscopic OCT probe suitable for 
passage through the biopsy channel of a standard fibrogastroscope. (From Ref. 1.) 
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expected with this arrangement when the drive shaft rotates. Using these modifica- 
tions, a catheter probe suitable for passage through the accessory channel of a 
standard gastrointenstinal endoscope has been constructed and tested during exam- 
inations of human patients at the CWRU hospitals. Figure 4 is an individual OCT 
frame captured at the 4 fps rate in a normal human esophagus using the CWRU 
OCT system [1] with the described probe design. 

To conclude this section, the advantages and limitations of the circumferential 
design of OCT scanners can be summarized. First of all, the rotational principle is 
promising due to its potentiality to accelerate the scanning speed. Regular rotary 
motion is less sensitive to undesirable inertial and hysteresis effects that occur with 
high speed oscillating motion. Real-time OCT imaging with a video rate of 20-30 fps 
is feasible with circumferential scanning when fast enough in-depth scanning and 
high sources of superluminescent radiation of enough power are at hand. Second, 
rotation does not prevent the OCT probe from being flexible, which is an important 
feature for an endoscopic OCT device. The described OCT probes directly employ 
this property from the standard ultrasound catheter design. Third, the circumferen- 
tial scanning mode is favorable for the examination of organs with a narrow lumen 
and is especially suitable for intravascular imaging. On the other hand, there are 
several problems inherent to this approach. One of them is the difficulty in alignment 




Figure 4 Optical coherence tomographic image of normal human esophagus in vivo 
obtained with circumferential endoscopic OCT probe. Scale markers represent 1 mm. P is 
the outer surface of the probe sheath. The substructure of the mucusal layer is differentiable, 
with the squamous epithelium (E), lamina propria (LP), and muscularis mucosae (MM). Light 
gray-scale ("echo-poor") inclusions (arrows) can be seen in the submucosa (SubM) that 
correspond to blood vessels and glands. (From Ref. 1.) 
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of the optical rotary junction, which results in high insertion losses and dependence 
of the probing power on the rotation angle. The circumferential scanners are also 
much less appropriate for large lumen channels or hollow organs where it is desirable 
to probe at different viewing angles to the scanner axis. For these purposes, appa- 
ratuses described in the following sections appear to be more attractive. 

5.3.2 Deflecting Scanners 

Design of deflecting OCT scanners employs the principle of beam motion that is 
similar to that in scanning microscopy. A probing beam is deflected transversely to 
the direction of its incidence on a stationary lens system that further guides it to the 
distal end and focuses it on tissue. Deflection is produced either by moving the tip of 
the optical fiber delivering the probing light from the main interferometer or by an 
oscillating (rotating) lens or a mirror that directs the beam coming out of the fiber to 
the stationary lens system. Several mechanisms for scanning the probe beam by 
moving optical components at the proximal end, including motor-driven galvano- 
metric, and piezoelectric techniques, have already been demonstrated in OCT 
devices. 

Moving the fiber tip in the image plane of the stationary lens system appears to 
be the most universal and applicable technique for scanners of different sizes and 
functions. One of the first OCT systems comprising a scanner of this type was 
demonstrated by the OCT group of the Institute of Applied Physics (Nizhny 
Novgorod, Russia) [21]. The schematic of this hand-held probe capable of two- 
dimensional lateral scanning of the beam is presented in Fig. 5. 
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Figure 5 Schematic of deflecting OCT scanner with suspension arrangement in the form of 
embedded parallelograms. (From Ref. 8.) 
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The key mechanical feature in this design is a suspension arrangement in the 
form of embedded parallelograms formed by thin spring plates that provide inde- 
pendent orthogonal movement of a fiber in two directions relative to the probe case. 
The lens system and two permanent magnet units are fixed to the case, whereas two 
coils are attached to the spring frame and impart a deflecting torque whose compo- 
nents are controlled by the current magnitude in the coils. The magnetic field in the 
magnet bores reaches the value of 4.5-5 kG and produces a deflecting driving force 
of ~ 0.15 N at a current value of 50-70 mA. With a spring length of 50 mm the swing 
of transverse scanning in both directions is 2 mm. The image of the fiber tip is 
relayed by the lens system onto tissue with variable magnification that is controlled 
by the position of the lenses in the optical assembly and is dependent on the applica- 
tion (skin, eye, or teeth imaging). 

As in any other mechanical system, hysteresis takes place when the direction of 
movement is being reversed. In this design, at the fiber tip with a swinging amplitude 
of 3 mm and a scanning rate of about 1 scan/s, hysteresis of the fiber position is 
significantly lower than that obtained with piezoceramic actuators and usually does 
not exceed 3%. To provide easily controlled periodic motion of the scanner it is 
important that higher harmonic components in the spectrum of the driving force for 
each orthogonal displacement do not enter domains of eigenresonances. In the 
described OCT probe, due to the appropriate choice of the spring material and 
geometry, the suspension has a lower resonance frequency of 62.5 Hz at a Q factor 
of 7 along the x coordinate and 30 Hz at a Q factor of 14 along the v coordinate. 
Eigenoscillations of the suspension are suppressed due to electromagnetic damping 
by means of a power amplifier with low output resistance. As a result, the mechanical 
movement of the scanner was practically free from hysteresis and oscillations when 
scanner was driven by isosceles triangle voltage waveform with 1 s period. Of course, 
to operate at scanning frequencies of the order of 10 Hz it is necessary to either 
increase the resonance frequency of the suspension or introduce certain predistor- 
tions in the driving current. 

One of the scanners of this family, designed in an L-shaped form for better 
access to the tissue in the oral cavity, is shown in Fig. 6. The magnification of the 
optical system was 5, thus providing imaging of an area ~ 5 mm wide [14]. For skin 
imaging where the probe size does not cause a real limitation, lateral beam swinging 
as large as 1 5 mm was achieved on the tissue surface using another scanner of this 
kind. A typical tomogram of a skin nevus recorded with the aid of this scanner is 
shown in Fig. 7. 

To study mucosa of human internal organs, the OCT group from the IAP 
developed in 1997 a one-dimensional lateral microscanner [17] using the principle 
of electromagnetic displacement of the fiber described above. It is small enough to be 
inserted into biopsy channels of standard endoscopic instruments such as fibrogas- 
troscopes, hysteroscopes, laryngoscopes, and laparoscopic trocars. For instance, the 
diameter of a biopsy (instrumental) channel of many commercial endoscopes does 
not exceed 2.8 mm. There is also a limitation on the length of the rigid part of the 
scanner body. It should be short enough to allow penetration of the probe head into 
slightly curved endoscopic channels. Later in this section we describe the design and 
performance of such a small electromagnetic microscanner for endoscopic OCT. 

In the microscanner design, the internal volume is used with maximal efficiency 
and the number of instrumental elements is minimal. In construction of a suspen- 
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Figure 6 Photograph of L-shaped tip of deflecting scanner (Fig. 5) for examination of oral 
cavity. Bar = 1 cm. 



sion, for instance, the elastic properties of the distal part of a quartz fiber itself are 
used when it is made an end part of the sample arm of the interferometer. The 
protective plastic coating is peeled off the optical fiber to reduce hysteresis effects 
caused by nonelastic deformations in the plastic when it is bent. Whereas at the 
proximal end of the microscanner the fiber is fixed to a base, the free end of the 
fiber serves as a console to which a coil of an electromagnetic system is attached (Fig. 
8). The console part of the fiber is surrounded by the body of a permanent magnet, 
with a through-hole being formed by the facing grooves. The magnet is composed of 
two halves pressed together Their similar poles are aligned to produce fanlike mag- 
netic force lines distributed in the plane of the coil. The coil is made of a thin wire 
and has thin input leads, which insignificantly increase the hysteresis effects of the 
mechanical suspension. The driving current applied to the coil causes it to interact 




Figure 7 Image of skin nevus obtained with deflecting OCF scanner. Bar = 1 mm. 
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Figure 8 (a,b) Schematics of endoscopic microprobe. /, Output window, 2, focusing lens; 
3, fiber tip; 4, coil; 5, fiber; 6, permanent magnet; 7, through-hole in magnet; 8, probe sheath; 
9, fiber; 10, fiber basement. (From Ref. 17.) (c) For side-view imaging, output glass window is 
made in the form of a prism directing the beam at a certain angle to the probe axis. 



with the permanent magnet field and a deflecting torque to occur that deviates the 
fiber from equilibrium. When the current is about 100 /xA, deviation of the fiber tip is 
about 0.3-0.5 mm, which is enough to move a focused beam with a swing of 2 mm at 
a magnification of the lens system of about 4-5. 

At its distal end, the microscanner used for en face imaging has an output 
glass window inclined at an angle of 5-6°. The inclination decreases parasitic 
reflections of the probing light back into the fiber mode from both window sur- 
faces; the inner surface is also antireflectively coated for the same purpose. The 
outer surface of the window touches a wet mucosa and becomes almost antire- 
flective due to the refractive index matching. For side-view imaging, an output 
glass window is made in the form of a prism (see Fig. 8c) directing the beam at 
a certain angle to the probe axis. A single aspheric lens of a lens system focuses the 
light beam into the spot positioned near the tissue surface. Thus, operation of the 
microscanner requires neither an additional alignment of the optical system nor 
adjustment of the reference arm of the interferometer. As an example, in Fig. 9 an 
EOCT tomogram of healthy human esophagus is presented that was acquired with 
a portable IAP OCT device equipped with the microscanner inserted in the oper- 
ating channel of a standard fibrogastroscope. 

An alternative method of moving the fiber is based on the use of piezoelectric 
actuators. In 1997 the OCT group of MIT [15] demonstrated such scanner designs 
with piezoelectric cantilevers. The displacement of a cantilever made of a bimorph or 
polymorph plate several centimeters long can reach 1 mm at an applied voltage of 
several hundred volts. If a fiber is adhered to the cantilever, a deflecting torque is 
imparted to the optical system, thus producing scanning of the probe beam accord- 
ing to the applied voltage variation. 

A schematic of a hand-held probe of this type is presented in Fig. 10. A 6.4 
mm x 38 mm lead zirconate titanate piezoelectric cantilever was used with a 38 mm 
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Figure 9 Endoscopic OCT image of healthy human esophagus that was obtained with 
deflecting endoscopic scanner. Bar = 1 mm (From Ref. 17.) 



extension tube to double the cantilever arm length for transverse scanning. Total 
displacement of 2 mm was achieved at 300 V applied voltage. A single-mode optical 
fiber running along the tube was coupled to a GRIN lens through a narrow air gap. 
The faces of the GRIN lens and the fiber tip were slightly angled to reduce back- 
reflection to the interferometer and oriented parallel to each other to maximize 
optical coupling. The focal spot, about 30 /xm in diameter, was positioned at work- 
ing distance of 3 mm from the lens. An OCT system with this scanner was tested in in 
vitro experiments to record images of human ovary and lung (Fig. 11). 

Because of the rigid fixing of the GRIN lens to the oscillating tube, the 
described design possesses some features of translational scanners that are consid- 
ered in the next section. A similar design without an extension tube and a GRIN 
lens, employing a stationary telescope system to focus the beam, has some advan- 
tages over the one diagramed in Fig. 10. It includes low mass (the fiber only) 
attached to the cantilever, allowing higher oscillation rates, and variable magnifica- 
tion of the optical system achieved by repositioning or changing lenses. 

In general, evaluating the piezoelectric OCT scanner design, its simplicity and 
low cost are rather attractive. At the same time, it has a number of drawbacks in 
comparison with electromagnetically driven suspensions. Among them the use of 
high voltage to attain the same displacement magnitudes and a pronounced hyster- 
esis effect inherent to polymorph piezoactuators are the most important. 
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Figure 10 Schematic of hand-held probe with a piezoelectric cantilever. (From Ref. 15.) 
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Figure 11 Optical coherence tomographic images of human ovary (A) and lung (B) 
obtained in vitro using hand-held probe with piezoelectric cantilever, pf, primordial follicle; 
a, lung alveoli. 

The probe beam in deflecting OCT scanners can also be swung with galvan- 
ometer-driven mirrors or lenses. This method permits high acquisition rates and 
three-dimensional imaging but at the expense of increased size, cost, and complexity. 
This design was implemented in the first commercial OCT devices for ophthalmology 
produced by Zeiss Humphrey Systems, Dublin, CA. Another working prototype of a 
hand-held scanner of this type has recently been demonstrated by the OCT group of 
MIT [22]. A schematic of this design is given in Fig. 12. It contains a galvanometer- 
driven mirror changing the angle of incidence of the probe beam on a stationary 
assembly of relay lenses (Hopkins type). 

5.3.3 Translational Scanners 

The main distinctive feature of the design of this scanner family is the linear transla- 
tional motion of the optical assembly as a whole with a remotely motor-driven 
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Figure 12 Schematic of galvanometer-based hand-held probe. (From Ref. 22.) 
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carriage. Due to its technical simplicity and an obvious advantage, the absence of 
geometrical aberrations caused otherwise by variation of the beam path in the focus- 
ing system, this approach is quite convenient in bench-top experiments without 
volume limitation on the layout of an OCT probe. It was the reason why in the 
very first OCT experiments the translational principle of scanning, applied to a probe 
or to an object, was implemented. Recently, translational scanners have been demon- 
strated in hand-held [11,12] and even endoscopic [18] designs. 

One of these scanning devices (see Fig. 13) was developed by the OCT group of 
Lawrence Livermore National Laboratory (LLNL) to image the human oral cavity, 
primarily the hard dental tissue. A traveling stage with an optical system is displaced 
by a DC-motor-driven screw along the surface of the tissue. The scan direction (up 
or down) is set by depressing the appropriate switch and applying the necessary bias 
to the motor. Terminal switches restrict the range of lateral motion to the desired 
transverse scan dimension. The optical assembly includes a GRIN lens attached to 
the tip of a single-mode fiber with an index-matching UV-curable epoxy. The dis- 
tance from the end of the GRIN lens to the tissue is adjusted by means of a screw- 
type mechanism, and a removable sterilizable cap is in contact with tissue. 
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Figure 13 Schematic of translational hand-held OCT scanner [10] for examination of dental 
tissue. 
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The described device permits the recording of two-dimensional OCT images 
that are free of geometrical aberrations over the entire scanning range with a lateral 
size as large as several millimeters. The main drawback is the long time needed for 
image acquisition (several tens of seconds) because of the inertia of the displaced 
assembly and in part the low power of the light source. Figure 14 shows a typical 
tomogram of periodontal tissue taken with this scanner at a wavelength of 1.3 /mi. 

Another interesting design of translational scanners has recently been imple- 
mented by the OCT group of Harvard Medical School [18]. A narrow diameter, 
flexible endoscopic OCT probe has been constructed where scanning is conveyed 
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Figure 14 Optical coherence tomographic images of the human periodontium acquired with 
translational scanner. Scales are represented in terms of optical distance. E, Enamel; D, dentin; 
GM, gingival margin; DEJ, dentoepithelial junction; CT, connective tissue; JEJunctional 
epithelium; MGJ, mucogingival junction; AM, alveolar mucosa; AB, alveolar bone. (From 
Ref. 10.) 
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mechanically to the distal end of the probe from a drive situated outside the human 
body. In contrast with the circumferential scanners described in Section 3.1, the body 
of the probe linearly translates within a static outer sheath. This construction elim- 
inates the problem of transferring optical power from a stationary to rotating optical 
fiber, which is a weak point in the circumferential design. From the viewpoint of 
application areas, this design is more suitable for imaging internal organs with 
large lumens and hence to some extent is complementary to an MIT-type catheter- 
endoscope. 

A schematic of the translational endoscopic scanner is shown in Fig. 15. As a 
mechanical actuator of scanning, a linearly displaced carriage driven by a rotating 
galvanometer at the proximal end of the probe is used. The translational motion is 
conveyed via a wound multiplayer cable that is attached to the carriage and houses 
an optical fiber inside. The helicity of the cable is reversed between layers to avoid 
rotation of the distal end while the cable is stretched or compressed. The sampling 
arm of the interferometer terminates with a 1 .0 mm diameter gradient index lens and 
a 750 /xm wide prism fixed to the distal tip of the cable. The optical system directs 
light transversely to the axis of the scanner and focuses it to a spot of 30 fim diameter 
at a distance of ~ 700 /xm from the outer wall of the catheter. This distance provides 
optimal imaging if the catheter is placed in contact with the tissue. To isolate the 
optical components from the tissue, a transparent disposable sheath is placed over 
the catheter cable during OCT examination. 

A typical image of the normal human esophagus that was acquired in vivo with 
an OCT system equipped with the translational endoscopic scanner is presented in 
Fig. 16. This tomogram, recorded at a rate of 4 fps, demonstrates the high and 
constant quality of image acquisition over the entire lateral scanning range, which 
exceeded 5 mm. It is an impressive manifestation of the main advantage of the 
translational technique — the absence of image aberration due to invariable probing 
beam with respect to the moving optical system. 

5.4 CONCLUSION 

In this chapter, we have surveyed various types of OCT scanners. Their designs meet 
the main requirements for this instrument: to deliver and focus the probing light on 
the tissue, collect the scattered radiation, and provide beam motion along the sample 
surface at a rate adequate to that used for in-depth scanning. According to the 
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Figure 15 Schematic of translational endoscopic scanner. (From Ref. 18.) 
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Figure 16 Optical coherence tomographic images of normal human esophagus obtained 
with translational endoscopic scanner. The image size is 5.5 mm horizontal and 1.8 mm ver- 
tical. A vessel (V) and several glands (G) are distinguishable. (From Ref. 18.) 



character of beam motion in the scanner, we have classified them into three families: 
circumferential, deflecting, and translational scanners. In the first case, scanning is 
produced by beam rotation in the plane transverse to the instrument axis and image 
presentation is similar to that in ultrasonography. In the second case, a scanning 
mechanism deflect the beam before it is incident on the focusing system; this deflec- 
tion can be in the form of 1-D oscillation or 2-D motion along an arbitrary trajectory 
in the transverse plane. In the third case, scanning is caused by the linear translation 
of the optical system itself while the beam position relative to the optical components 
remains invariable. 

All these scanner designs have already been tested during in vivo experiments, 
including endoscopic OCT studies. Owing to specific advantages, each of the designs 
may be expected to find a niche in future OCT modalities. Apparently, circumfer- 
ential scanning is more suitable for examination of organs with a narrow lumen, 
especially for intravascular imaging. Deflecting scanners are superior for en face 
imaging and suitable for 3-D image acquisition. A translational instrument is con- 
venient for covering large surface area with minimal geometrical aberration of 
acquired images. All the designs discussed have the potentiality to operate at 
video rate provided powerful enough sources of the probing light are at hand and 
a fast enough in-depth scanning mechanism is employed. 

Appreciating the progress in OCT scanner design, it would be unfair to con- 
clude that the problem has been completely solved. A considerable upgrade of 
existing instruments and better design ideas are possible and desirable. This area 
of optical engineering as well as the OCT technique in general remain open and 
fruitful fields for competition of new ideas and approaches. 
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6.1 INTRODUCTION 

This chapter addresses the integration of the component technologies of OCT, 
described in the preceding chapters, into a complete imaging system (see Fig. 1). 
This includes both hardware considerations such as optimal interferometer topolo- 
gies and scan synchronization dynamics and such software issues as image acquisi- 
tion, transformation, display, and enhancement. A limited discussion of first- 
generation slow-scan systems (< 1 image/s) is included where it is illustrative; how- 
ever, most of the discussion centers on state-of-the-art OCT systems acquiring 
images in real time or nearly so. 

6.2 HARDWARE IMPLEMENTATION 

6.2.1 Interferometer Topologies for Optimal SNR 

The original and most common interferometer topology used in OCT systems is a 
simple Michelson interferometer, as depicted in earlier chapters. In this design, low 
coherence source light is split by a 50/50 beamsplitter into sample and reference paths. 
A retroreflecting variable optical delay line (ODL) forms the reference arm, and the 
sample specimen together with coupling and/or steering optics make up the sample 
arm. Light retroreflected by the reference ODL and light reflected by the sample are 
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Figure 1 Optical coherence tomographic system components and synchronization require- 
ments. Thick lines represent optical signals, dashed lines represent electronic signals, thin lines 
represent synchronization signals. 

recombined at the beamsplitter and half is collected by a photodetector in the detection 
arm of the interferometer. Heterodyne detection of the interfering light is achieved by 
Doppler shifting of the reference light with a constant-velocity scanning ODL, or by 
phase modulating either the sample or reference arm. Single-mode fiber implementa- 
tion of the interferometer has the advantage of simplicity and automatic assurance of 
the mutual spatial coherence of the sample and reference light incident on the detector. 
Although this design is intuitive and simple to implement, it is apparent that due to the 
reciprocal nature of the beamsplitter, half of the light backscattered from the sample 
and from the reference ODL is returned toward the source. Light returned to the 
source is lost to detection and may also compromise the modal stability of the source. 
Further, a detailed analysis of the signal-to-noise ratio (SNR) in low coherence inter- 
ferometery [1,2] mandates that in order to optimally approach the shot noise detection 
limit for the Michelson topology, the reference arm light must be attenuated by several 
orders of magnitude (depending upon the source power level and the detector noise 
figure). Thus, in typical OCT implementations, up to 75% (or 6 dB) of the optical 
power supplied by the source does not contribute to image formation. Because light 
sources with high spatial coherence and low temporal coherence suitable for high 
speed OCT imaging in very low backscattering samples such as biological tissue are 
very expensive, optical power is a commodity well worth conserving in OCT systems. 
Using optical circulators, unbalanced fiber couplers, and balanced heterodyne 
detection, two authors have recently demonstrated a new family of power-efficient 
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fiber-optic interferometer topologies that recover most or all of the light lost in the 
Michelson configuration [2,3]- The three-port optical circulator is a nonreciprocal 
device that couples light incident on port I to port II and light incident on port II to 
port III. Current commercial fiber-coupled devices specify insertion losses of less 
than 0.7 dB (I to II, II to III) and isolation (III to II, II to I) and directivity (I to III) 
greater than 50 dB. Single-mode wideband fiber-optic couplers are commercially 
available with arbitrary (unbalanced) splitting ratios. Balanced heterodyne reception 
is an established technology in coherent optical communication [4,5] and has pre- 
viously been used in OCDR [6] and in OCT [3,7-9]. 

Three types of new interferometer designs described by Rollins and Izatt [2] 
using these enabling technologies are illustrated in Fig. 2. The first design (A, includ- 
ing Ai and Aii) uses a Mach-Zehnder interferometer with the sample located in one 
arm and the reference ODL in the other arm. The first coupler is unbalanced, with a 
splitting ratio chosen to optimize the SNR by directing most of the source light to the 
sample. Light is coupled to the sample through an optical circulator so that the 
backscattered signal is collected by the delivery fiber and redirected to the second 
coupler. The reference ODL may be transmissive, or, alternatively, a retroreflecting 
ODL may be used with a second circulator. Design Aii of Fig. 2 is similar to Ai 
except that instead of balanced heterodyne detection, a second unbalanced splitter is 
used to direct most of the ample light to a single detector. The single-detector version 
is less expensive and easier to implement. For optical sources with high relative 
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Figure 2 Schematics of optical power-conserving interferometer configurations. (From 
Ref. 2.) 
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intensity noise, and for sample probe designs from which there is appreciable back- 
reflection from the optics, shot noise limited detection may not be possible with a 
single detector. In these cases, dual balanced detection can provide a significant 
advantage by suppressing excess intensity noise and permitting near-shot-noise-lim- 
ited detection. 

Interferometer design B is similar to design A, as shown in the schematics 
labeled Bi and Bii in Fig. 2. In this case, a retroreflecting ODL is used without the 
need for a second optical circulator. Configuration Bii has recently been demon- 
strated for endoscopic OCT [3]. 

Design C uses a Michelson interferometer efficiently by introducing an optical 
circulator into the source arm instead of the sample arm, as in designs A and B. 
Configuration Ci uses a balanced receiver. Although configuration Ci does not make 
optimal use of optical source power by directing most light to the sample as the other 
efficient configurations do, this design has the significant advantage that an existing 
fiber-optic Michelson interferometer OCT system can be easily retrofitted with a 
circulator in the source arm and a balanced receiver, with no need to disturb the 
rest of the system. One drawback of configuration Ci is that more light is incident on 
the detectors than in the other configurations. Although the balanced receiver is 
effective in suppressing excess photon noise, a lower gain receiver is necessary to 
avoid saturation of the detectors. In a high speed OCT system, however, a lower gain 
receiver is necessary to accommodate the broad signal bandwidth. Design Ci has also 
recently been demonstrated for use in endoscopic OCT [9]. Design Cii uses an 
unbalanced splitter and a single detector. 

An analysis of the signal-to-noise ratio for all of the designs illustrated in Fig. 2 
reveals an SNR advantage of up to 6 dB compared to shot-noise-limited Michelson 
topology [2]. The balanced detection configurations can provide an SNR advantage 
in excess of 6 dB because of the additional capability of balanced reception to 
suppress excess intensity noise [6]. Maximum benefit is realized by optimizing the 
splitting ratio of the unbalanced couplers. An optimization procedure is provided in 
Ref. 2. 



6.2.2 Analog Signal Processing 

The critical function of the analog signal processing electronics in an OCT system is 
to extract the interferometric component of the voltage or current signal provided by 
the detection electronics with high dynamic range and to prepare it for analog-to- 
digital conversion. Other functions that could potentially be performed at this stage 
include signal processing operations for image enhancement, such as deconvolution, 
phase contrast, polarization-sensitive imaging, or Doppler OCT. Although to date 
almost all such image enhancement processing has been performed in software, as 
high speed imaging systems become more prevalent, predigitization time domain 
processing will inevitably become more sophisticated. For example, a recent demon- 
stration of real-time signal processing for Doppler OCT used an analog approach 
[10]. 

Demodulation of the interferometric component of the detected signal may be 
performed using either an incoherent (i.e., peak detector) or coherent (quadrature 
demodulation) approach. Many early low speed OCT systems for which the Doppler 
shift frequency did not exceed several hundred kilohertz used a simple custom circuit 
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employing a commercially available integrated-circuit RMS detector in conjunction 
with a one- or two-pole bandpass filter for incoherent demodulation [11,12]. Even 
more simply, satisfactory coherent demodulation can be accomplished by using a 
commercial dual-phase lock-in amplifier without any other external components 
[13,14]. By supplying the lock-in amplifier with a reference sine wave at the calcu- 
lated reference arm Doppler shift frequency and using the lock-in time constant as a 
good quality high-order low-pass filter, the amplitude of the sum of the squares of 
the in-phase and quadrature outputs provides a high dynamic range monitor of the 
interferometric signal power. In more recent high speed OCT system implementa- 
tions employing modulation frequencies in the megahertz range, more sophisticated 
electronics based on components designed for the ultrasound and cellular radio 
communications markets have been employed [3,9,15-18]. 

Dynamic Range Compression 

As discussed in previous chapters, typical OCT systems routinely achieve sensitivity 
(defined as the minimum detectable optical power reflectivity of the sample) well 
below — lOOdB. Because the electronic interferometric signal amplitude (current or 
voltage) is proportional to the product of the reference and sample arm electric fields 
and thus to the square root of the sample power reflectivity, the signal-to-noise ratio 
of the electronic signal amplitude usually exceeds 50 dB. This value exceeds the 
dynamic range of the human visual system (which can sense brightness variations 
of only about 3 decades in a particular scene) and also approaches the dynamic range 
limit of many of the hardware components that make up the signal detection-pro- 
cessing-digitization chain. For example, the dynamic range of an A/D converter is 
given by 2 2N (= 6vVdB), where N is the number of bits of conversion; thus an 8-bit 
converter has a dynamic range of only 48 dB. For early OCT systems employing 
slow pixel digitization rates of only a few hundred kilohertz, this latter issue was not 
a limiting factor, because high dynamic range A/D converters (i.e., up to 16 bits) are 
common and inexpensive at these data rates. For high speed OCT imaging, however, 
megahertz digitization rates are required, and the dynamic range of the digitization 
step becomes an increasingly important factor in terms of both digitizer cost and 
downstream computation speed. 

In order for an OCT image to be rapidly digitized and meaningfully 
observed, a means of hardware or software dynamic range compression is often 
employed. This is accomplished by transforming the detected sample reflectivity 
values with a nonlinear operation that has a maximum slope for low reflectivity 
values and a decreasing slope for increasing reflectivity values. The obvious and 
convenient method is to display the logarithm of reflectivity in units of decibels. 
The logarithm operation demonstrates the desired transform characteristic, and 
decibels are a meaningful, recognizable unit for reflectivity. The logarithm is not 
the only possible dynamic range compression transform. For example, the /^.-law 
transform of communications systems or a sinusoidal transform could be used, but 
up to the present time, logarithmic compression is universal in display of OCT 
images. 

Since the first report of OCT, images have conventionally been displayed in 
logarithmic format, usually having been transformed in software [19]. Although 
plots of A-scan data can be well visualized on a linear scale, in two-dimensional 
images displayed with a linear intensity scale only the brightest features are perceived 
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(see, for example, Ref. 20). It is notable that the common definition of axial resolu- 
tion in OCT as being given by half the coherence length of the light source is valid 
only when the data are presented on a linear scale; the 3 dB point of a sharp 
reflection in a logarithmically transformed image depends upon the dynamic range 
of the image data and is thus not well defined but is clearly wider than the half- 
coherence length. 

Several options for hardware analog dynamic range compression are available. 
An approach that has been followed in several OCT implementation compresses the 
dynamic range of the signal before sampling by using an amplifier with a nonlinear 
gain characteristic [9,11]. In this way, commonly available data acquisition boards 
and frame grabbers with linear quantum levels can still be used for digitization. 
Demodulating logarithmic amplifiers are commercially available that compress the 
dynamic range of the OCT signal and also perform envelope detection. 
Alternatively, A/D converters are available with nonlinearly spaced quantum levels, 
for example following the //-law transform. This would allow the low-reflectivity 
range to be sampled with high A/D dynamic range while sacrificing A/D dynamic 
range when sampling the high-reflectivity range, where it is not needed. Devices are 
also available that perform sinusoidal transformations. 

6.2.3 Synchronization Electronics 

As illustrated in Fig. 1, every OCT system implementation includes at least some 
form of optical delay line, sample scanning optics, and digitization/display electro- 
nics whose dynamic functions must be coordinated to acquire meaningful image 
data. In addition to the synchronization of these elements, which is common to all 
OCT systems, specially designed systems may also require coordination of dynamic 
properties of the optical source (e.g., frequency-tunable source implementations 
[21]), detection electronics, or analog signal processing electronics (e.g., frequency- 
tracking demodulators [22]). 

A diagram illustrating the timing relationships between the elements in a 
standard minimal system is presented in Fig. 3. For most common systems that 
employ depth-priority scanning (i.e., in which depth A-scans are acquired more 
rapidly than lateral scans), individual image pixels are acquired in the 1 kHz-10 
MHz range, the reference optical delay has a repetition rate in the 10 Hz-10 kHz 
range, and the lateral sample scanning optics repeat at 0.1-10 Hz frequencies. The 
optical delay line is driven by a waveform that is optimally a triangle or sawtooth 
to maximize the duration of the linear portion of the scan and thus the usable scan 
duty cycle, although harmonic and other nonlinear delay waveforms have been 
used for the fastest delay lines yet reported [18,23]. In either case, the synchroniza- 
tion electronics provide a frame sync signal synchronized to the sample lateral scan 
to signal the image acquisition electronics to start image frame acquisition. 
Similarly, the synchronization electronics provide a line sync signal synchronized 
to the depth scan to signal the image acquisition electronics to start A-scan digi- 
tization. In most OCT system implementations described to date, a pixel clock is 
generated by a synthesized source (i.e. by a function generator or on-board A/D 
conversion time) at a digitization rate given by the linescan rate multiplied by the 
number of desired pixels per line. However, an OCT system specially designed for 
coherent signal processing (used for both OCT image deconvolution [24] and 
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Figure 3 Timing diagram for OCT synchronization electronics. 



spectroscopic OCT [25]) has been reported that employed a helium-neon laser- 
based reference arm calibration interferometer to provide a pixel clock sync signal 
coordinated to the actual reference optical delay with nanometer accuracy. Lateral- 
priority scanning OCT systems have also been reported; in this case the timing of 
the depth and lateral scans is reversed [13,26-28]. 

The hardware comprising the synchronization and image acquisition electro- 
nics may be as simple as a multifunction data acquisition board (analog-to-digital, 
digital-to-analog, plus timer) residing in a personal computer. Alternatively, as 
described in the next section, a standard video frame grabber board may be pro- 
grammed to perform the same functions at much higher frame rates. 

6.2.4 Example of an Integrated OCT System 

As an example of an integrated OCT system, a block diagram of a rapid-scan system 
designed for endoscopic evaluation of early cancer is provided in Fig. 4 [9]. The high 
speed OCT interferometer is based on a published design [18]. It includes a high 
power (22 mW), 1.3 /xm center wavelength, broadband (67 nm FWHM) semicon- 
ductor amplifier-based light source and a Fourier domain rapid-scan optical delay 
line based on a resonant optical scanner operating at 2 kHz. Both forward and 
reverse scans of the optical delay line are used, resulting in an A-scan acquisition 
rate of 4 kHz. Image data are digitized during the center two-thirds of the forward 
and reverse scans, for an overall scanning duty cycle of 67%. 
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Figure 4 Block diagram of an endoscopic OCT (EOCT) system. Light from a high power 
broadband source is coupled through an optical circulator to a fiber-optic Michelson inter- 
ferometer. The EOCT catheter probe and probe control unit constitute one arm of the inter- 
ferometer, and a rapid-scanning optical delay line constitutes the other arm. Gray lines 
represent optical paths, and black lines represent electronic paths. (From Ref. 9.) 



In this system, OCT probe light is delivered to the region of interest in the 
lumen of the GI tract via catheter probes that are passed through the accessory 
channel of a standard GI endoscope. A specialized shaft, which is axially flexible 
and torsionally rigid, mechanically supports the optical elements of the probe. The 
probe beam is scanned in a radial direction nearly perpendicular to the probe axis at 
6.7 revolutions per second (the standard frame rate in commercial endoscopic ultra- 
sound systems) or 4 rev/s. The converging beam exiting the probe is focused to a 
minimum spot of approximately 25 lira. 

Optical signals returning from the sample and reference arms of the interfe- 
rometer are delivered via the nonreciprocal interferometer topology (Fig. 2, Ci) to a 
dual-balanced InGaAs differential photoreceiver. The photoreceiver voltage is 
demodulated and the dynamic range compressed using a demodulating logarithmic 
amplifier. The resulting signal is digitized using a conventional variable-scan frame 
grabber residing in a Pentium II PC. The line sync signal for the frame grabber is 
provided by the resonant scanner controller, the frame sync signal is derived from 
the catheter probe rotary drive controller (one sync signal per rotation), and the pixel 
clock is generated internally in the frame grabber. 

The PC-based endoscopic OCT (EOCT) imaging system is wholly contained in 
a single mobile rack appropriate for use in the endoscopic procedure suite. The 
system is electrically isolated, and the optical source is under interlock control of 
the probe control unit. The system meets institutional and federal electrical safety 
and laser safety regulations. The data capture and display subsystem acquires image 
data at a rate of 4000 lines per second using the variable-scan frame grabber. 
Alternate scan reversal is performed in software in order to use both forward and 
reverse scans of the optical delay line, followed by rectangular-to-polar scan conver- 
sion suing nearest-neighbor interpolation (see below). Six hundred (or 1000) A-scans 
are used to form each image. A software algorithm performs these spatial transfor- 
mations in real time to create a full-screen (600 x 600 pixels) radial OCT image 
updated at 6.7 (or 4) fps. Endoscopic OCT images are displayed on the computer 
monitor and also digitally streamed to disk or archived to S-VHS video tape. Foot 
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pedals controlling freeze-frame and frame capture commands are provided, allowing 
the endoscopist to quickly and effectively acquire data using the system. 



6.3 IMAGE ACQUISITION AND DISPLAY 

6.3.1 High Speed Data Capture and Display 

Frame Grabber Technology 

Frame grabbers are designed to digitize video signals, such as those from CCD 
cameras, CID cameras, and vidicon cameras. If each frame of video signals is 640 x 
480 pixels, the amount of memory needed to store it is about 0.25 Mbyte for a 
monochrome image having 8 bits per pixel. Color images require three times this 
amount. Without a frame grabber, most inexpensive general-purpose personal com- 
puters cannot handle the bandwidth necessary to transfer, process, and display this 
much information, especially at the video rate of 30 fps. As a result, a frame grabber 
is always needed in an imaging system when images are displayed at or approaching 
video rate. 

A block diagram of a simple frame grabber is shown in Fig. 5. Typical frame 
grabbers functionally comprise four sections: an A/D converter, a programmable 
pixel clock, an acquisition and window control unit, and a frame buffer. Video input 
is digitized by the A/D converter with characteristics such as filtering, reference and 
offset voltages, gain, sampling rate, and the source of sync signals controlled pro- 
grammatically by the programmable pixel clock and acquisition and window control 
circuits. The frequency of the programmable pixel clock determines the video input 
signal digitization rate or sampling rate. In addition, the acquisition and window 
control circuitry also controls the region of interest (ROI), whose values are deter- 
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Figure 5 Block diagram of a simple frame grabber. Video signals can be either composite or 
noncomposite. External sync signals are selected by the acquisition and window control 
circuitry. 
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mined by the user. Image data outside of the ROI are not transferred to the frame 
buffer and are not displayed on the screen. 

To use a frame grabber for general-purpose high speed data acquisition, it is 
important to understand the nature of video signals and how their acquisition is 
controlled by frame grabber driver software. A video signal comprises a sequence of 
different images, each of which is referred to as a frame. Each frame can be con- 
structed from either one (noninterlaced) or two (interlaced) fields, depending upon 
the source of the signal. Most CCD cameras generate interlaced frames. The even 
field in an interlaced frame would contain lines 0, 2, 4, . . ., the odd field would con- 
tain lines 1, 3, 5, and so on. 

Figure 6 illustrates the components of a single horizontal line of noninterlaced 
video as well as the visual relationship between the signal components and the setting 
of the corresponding input controls. On the same basis, Fig. 7 shows the components 
of a single vertical field of video as well as the relationship between the signal and the 
setting of the corresponding input controls. 

False Color and Gray-Scale Mapping 

Once digitized by a conventional A/D converter or frame grabber, two-dimensional 
OCT image data representing cross-sectional or en face sample sections are typically 
represented as an intensity plot using gray-scale or false color mapping. The intensity 
plot typically encodes the logarithm of the detected signal amplitude as a gray-scale 
value or color that is plotted as a function of the two spatial dimensions. The choice 
of the color mapping used to represent OCT images has a significant effect on the 
perceived impact of the images and on the ease (and expense) with which images can 
be reproduced and displayed. 

Many authors [13,14,18,21,29-31] have used the standard linear gray scale 
for OCT image representation, with low signal amplitudes mapping to black 
and strong reflections appearing as white. Some groups [3,32,33] have opted 
for a reverse gray scale, with strong reflections appearing as black on a white 
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Figure 7 Signal components (normal) and input controls (italic) of the vertical video signal. 



background, primarily motivated by the relative ease of printing and reproducing 
such images compared to the standard gray scale. A large variety of false color 
maps have been applied to OCT images, the most widely used being the original 
blue-green-yellow-red-white "retina" color scale designed by David Huang at 
MIT in 1991 [19]. This color map was adopted by Humphrey Systems Inc. as 
the primary map for their OCT retinal scanner and has also been used in some 
presentations of nonophthalmic data [19]. A plot of the retinal false color scale in 
red-green-blue (RGB) color space is reproduced in Fig. 8 (see color plate), and a 
comparison of an in vivo human retinal OCT image in each of the three color 
scales provided in Fig. 9 (see color plate). 

Recent innovations in OCT technology that enhance structural or morpho- 
logical imaging by the addition of functional information (e.g., Doppler flow 
imaging [34,35], polarization-sensitive OCT [36], spectroscopic OCT [25,37]) face 
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Figure 8 Plot of the retinal false color scale represented in RGB color space. Green and blue 
color values are identical between pixel values of 209 and 255. (See color plate.) 
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Figure 9 Comparison of an in vivo human retinal OCT image along the papillomacular axis 
represented in (a) linear gray scale, (b) reverse linear gray scale, and (c) retinal false color scale 
(with labels) (See color plate.). [Figure (c) reproduced from Ref. 57.] 



a difficult problem in representing all of the resulting information in a single 
image. To date, two different pseudocolor image coding schemes have been 
employed to combine depth-resolved blood flow imaging or spectroscopy with 
conventional OCT reflectivity imaging. These are based on two standard color 
models described in image processing texts [38]. Briefly, these are the RGB (red, 
green, blue) and HSL (hue, saturation, luminance) models. Hue is associated with 
the perceived dominant wavelength of the color; saturation is its spectral purity, 
or the extent to which the color deviates from white; and luminance is the 
intensity of color. In the RGB model, the relative contributions from red, 
green, and blue are used to describe these properties for an arbitrary color. In 
the HSL model, color intensity is controlled independently from the hue and 
saturation of the color. 
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Published reports of Doppler OCT imaging [34,35] have adapted an RGB 
color map to simultaneously indicate reflectivity and Doppler shifts. Blood flow 
data are thresholded to remove noise and superimposed on the reflectivity image. 
The standard linear gray scale is used to represent backscatter amplitude, whereas 
blood flow direction is indicated with hue (red or blue for positive or negative 
Doppler shifts, respectively). Higher luminance indicates increased flow magnitude. 

Recently, a variation of the HSL color map was introduced [37] for combining 
backscatter intensity and depth-resolved spectral shifts in tissue. As with the pre- 
vious scheme, hue denotes a shift in the backscatter spectrum, where red, green, and 
yellow designate positive, negative, and no spectral shift, respectively. Saturation of 
each hue indicates tissue reflectivity, and the image contains constant luminance. 

6.3.2 Image Transformations 

In general, images may be defined in terms of two elementary sets: a value set and a 
point set [39]. The value set is the set of values the image data can assume. It can be a 
set of integers or real or complex numbers. The point set is a topological space, a 
subset of «-dimensional Euclidean space that describes the spatial location to which 
each of the values in the point set is assigned. 

Given a point set X and a value set F, an image / can be represented in the 
form 

/ = {(x, a(x)) : xe X, a(x)eF} (1) 

An element of the image, (x, a(x)), is called a pixel, x is called the pixel location, and 
a(x) is the pixel value at location x. 

Two types of image transformations are of interest in the processing of OCT 
images. Spatial transformations operate on the image point set and can accomplish 
such operations as zooming, dewarping, and rectangular-to-polar conversion of 
images. Value transformations operate on the value set and thus modify pixel values 
rather than pixel locations. Examples of useful value transformations include mod- 
ifying image brightness or contrast, exponential attenuation correction, and image 
despeckling. 

Spatial Transformations 

A spatial transformation defines a geometric relationship between each point in an 
input point set before transformation and the corresponding point in the output 
point set. A forward mapping function is used to map the input onto the output. 
A backward mapping function is used to map the output back onto the input (see 
Fig. 10). Assuming that [u, v] and [x,y] refer to the coordinates of the input and 
output pixels, the relationship between them may be represented as 

[x, y] = [X(u, v), Y(u, v)] or [u, v] = [U(x, y), V(x, y)] (2) 

where X and Y are the forward mapping functions and U and V are the backward 
mapping functions. 

Spatial Transformation Matrices 

In a rectangular coordinate system, forward linear spatial transformations (e.g., 
translation, rotation, scaling, shearing) can be expressed in matrix form using a 
transformation matrix T\ [39], 
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Figure 10 One-dimensional forward and inverse mappings. 
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The 3x3 transformation matrix T x can be best understood by partitioning it into 
four separate submatrices. The 2x2 submatrix 

a \\ "12 

a 2\ "22. 

specifies a linear transformation for scaling, shearing, and rotation. The 2 x 1 sub- 
matrix [a 13 a 2 ^f produces translation. The 1 x 2 submatrix [a 31 a 32 ] produces per- 
spective transformation. The final 1 x 1 submatrix [a 33 ] is responsible for overall 
scaling and usually takes a unity value. Note that the superscript T denotes matrix 
transposition, whereby rows and columns are interchanged. Examples of simple 
useful transformation matrices in rectangular and polar coordinates are provided 
in Table 1. 

Mapping Arrays 

Nonlinear spatial transformations that cannot be performed using transformation 
matrices (e.g., coordinate system conversions) can be performed using a mapping 
array. Specification of a mapping array is also a useful and necessary step in the 
computer implementation of linear spatial image transforms. A mapping array 
has the same dimensions as an expected output image. This array represents the 
point set of an output image in which each element contains the location of an 
input pixel. With the mapping array, the value set of the output image can be 
obtained by backward mapping to the input image. In a software implementation 
of image transformations, the required mapping array needs to be created only 
once and stored in memory. This approach minimizes computation time while 
imaging compared to iterative formula-based calculation of image transformations 
in real time. 

Image Rotation 

Image rotation is a commonly used image transformation in high speed OCT sys- 
tems in which depth-priority OCT images (those acquired using a rapid z-scan and 
slower lateral scan) are captured using a frame grabber (which expects video images 
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Table 1 Some Useful Spatial Transformation (Point-Set Operation) Matrices 
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that have a rapid lateral scan). The image rotation transformation is illustrated in 
Fig. 1 1 . A 90° rotation mapping array is created to reconstruct an image of the 
sample from the frame buffer of the frame grabber. 

In this case, the backward spatial transformation used for creating the map- 
ping array is 
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Figure 11 Image rotation transformation. 
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Rectangular-to-Polar Conversion 

Rectangular-to-polar conversion is a nonlinear spatial transformation which is 
necessary when image data are obtained using a radially scanning OCT probe, 
such as an endoscopic catheter probe [9,40]. The A-scans will be recorded, by a 
frame grabber for example, sequentially into a rectangular array but must be dis- 
played in a radial format corresponding to the geometry of the scanning probe, as 
illustrated in Fig. 12. The forward mapping operations are 



x(r, 6) = r cos(6>), y(r, 6) = r sin(0) 



(5) 



where x and y are the rectangular (Cartesian) coordinates and r and 6 are the polar 
coordinates. The inverse mapping operations are 



Kx, y) = 



x 2 + y 2 , 



(x, y) = tan" 



'© 



(6) 



In the calculation of 6, an additional conditional is necessary because of ambiguity 
between the first and third and between the second and fourth quadrants of the polar 
coordinate system. 

Double-Sided Scan Correction 

When an OCT system uses double-sided scanning (i.e., A-scan acquisition during 
both directions of the reference arm scan), a transformation is necessary to rectify 
the alternate, reversed A-scans (Fig. 13). Again, a mapping array can be constructed 
to transform the acquired image array into the image array to be displayed. When 
implementing double-sided scanning correction, it is necessary that consecutive A- 
scans be registered with respect to one another. Depending upon the OCT system 
configuration, the scan registration can be accomplished by adjusting the delay line 
optics or line sync phase. In a clinical setting, however, where the hardware is closed, 
it may be more desirable to implement a software registration mechanism. This could 
be accomplished by allowing manual adjustment by the operator or by an automatic 
registration algorithm. 
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Figure 12 Rectangular-to-polar coordinate transformation. 
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Figure 13 Timing diagram for double-sided line acquisition. 



Image Dewarping 

An acquired OCT image will be warped if the spatial distribution of the acquired 
data does not directly correspond to the spatial distribution of scattering profile of 
the sample. This occurs in OCT imaging when the image data are not sampled at 
regular intervals in space. For example, if the scanning motion of the OCT probe or 
delay line is not linear with time and the data are sampled at regular intervals in time, 
then the image will be warped. If the scan nonlinearity is a known function of time, 
however, the image can be "dewarped" by an appropriate spatial transformation. 
This is the case, for example, for the sinusoidal motion of a resonant scanning device. 
In this case, the coordinate corresponding to the resonant scanner can be trans- 
formed by a sinusoidal function with a period corresponding to the period of the 
scan in image space. Alternatively, if an accurate reference signal is available, a 
corresponding sampling trigger signal could be generated to sample nonlinearly in 
time such that the image is sampled linearly in space. This latter technique is com- 
mon in Fourier transform spectrometers and has previously been applied in high 
accuracy interferogram acquisition in OCT [24]. 

Motion Artifact Reduction by A-Scan Registration 

In OCT imaging of living human or animal subjects, motion artifact is a serious 
concern because the inherent spatial resolution of OCT imaging often exceeds the 
extent to which the subject is capable of remaining motionless under voluntary 
control. The most straightforward approach to eliminating this problem is to acquire 
images more rapidly, and the recent advent of high speed scanning systems has in 
large part alleviated this concern [18,33]. However, in cases where the available 
signal-to-noise ratio precludes high speed imaging (as, for example, in retinal ima- 
ging where high power sources cannot be used), image processing techniques can be 
applied. 

The technique of cross-correlation scan registration for retinal image motion 
artifact reduction was developed by Hee, Izatt and coworkers in 1993 [12,41]. In this 
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technique, an estimate of the patient's axial eye motion during image acquisition was 
formed from the peak of the cross-correlation R,(k) of each A-scan in the image with 
respect to its neighbor: 

R i (k) = Y j F i (j)F i+l (j-k) (7) 

i 

Here, the F ( Q) are the longitudinal scan data at the transverse scan index i, where y is 
the longitudinal pixel index. The profile of the motion estimated from the locus of 
the peaks of R t (k) was then low-pass-filtered to separate motion artifacts (which were 
assumed to occur at relatively high spatial frequency) from real variations in the 
patient's retinal profile (which were assumed to occur at relatively low spatial fre- 
quency). The smoothed profile was then subtracted from the original profile to 
generate an array of offset values that were applied to correct the positions of 
each A-scan in the image. An illustration of this procedure and its results is provided 
in Fig. 14 (see color plate). 

It is worth noting that the position of the peak of the cross-correlation function 
in retinal images appears to depend heavily on the position of the retinal pigment 
epithelium (RPE). In images in which the strong RPE reflection is absent from some 
A-scans (for example, underneath strongly attenuating blood vessels), the cross- 
correlation technique is subject to registration errors. In such cases, a motion profile 
may alternatively be obtained by thresholding the A-scan data to locate the position 
of a strong reflectivity transition within the tissue structure, such as occurs at the 
inner limiting membrane. Thresholding at this boundary has recently been applied 
for A-scan registration of Doppler OCT images in the human retina [42]. In this case, 
the velocity data were also corrected by estimating the velocity of the patient motion 
from the spatial derivative of the scan-to-scan motion estimate and from knowledge 
of the A-scan acquisition time. 

Value Set Operations 

In contrast to spatial transformations, value set operations modify pixel values 
rather than pixel locations. Spatial filtering using convolution kernels are fundamen- 
tal to image processing and can of course be applied to OCT images. Examples of 
useful convolution kernels include smoothing filters and edge detectors. OCT tech- 
nology is relatively young, however, and extensive use has not yet been made of 
standard image processing techniques. 

Exponential Correction 

A value set operation that is not linear and cannot be implemented using a convolu- 
tion kernel is exponential correction. In the single-scattering approximation [28], the 
detected OCT photodetector power from a scattering medium attenuates with depth 
according to: 

(/,) 2 cx J F(z)exp[-2/x,z] (8) 

Here F(z) is a function of the focusing optics in the sample arm, fi t is the total 
attenuation coefficient of the sample (given by the sum of the absorption and scat- 
tering coefficients), and z is the depth into the sample. If the depth of focus of the 
sample arm optics is greater than several attenuation mean free paths (given by 1 //x,) 
in the sample, then the function F(z) is relatively smooth over the available imaging 
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Figure 14 Motion artifact reduction by cross-correlation scan registration. Patient axial 
motion during acquisition of the original retinal image (a) was estimated from a profile 
built up from the peak of the cross-correlations of each A-scan with respect to its neighbor 
(b). The resulting profile was then high-pass-filtered to preserve the real retinal profile and 
used to reregister each individual A-scan in the image (c). (See color plate.) (From Ref. 12.) 



depth and the attenuation can be considered to be dominated by the exponential 
term. If this condition is not met (i.e., for imaging with high numerical aperture), 
then the complete form of Eq. (8) must be taken into account. Equation (8) has been 
experimentally verified in model scattering media [28]. Thus, the reflectivity profile 
measured by OCT in a typical imaging situation is scaled by an exponential decay 
with depth. Because this decay is intuitively understood and expected, it is typically 
not corrected. It is possible, however, to correct the data such that a direct map of 
sample reflectivity is displayed. The analogous decay in ultrasound imaging is com- 
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monly corrected by varying the amplifier gain as a function of time by an amount 
corresponding to the decay [time-gain compensation (TGC).] In principle, this 
approach could also be used in OCT by varying the gain with an exponential rise 
corresponding to the inverse of the expected exponential decay: e M , where v is the 
speed of the depth scan. This approach can also be implemented after sampling by 
simply multiplying each A-scan point by point with an exponential rise, e M,r . This 
correction assumes, however, that the sample surface exactly corresponds to the first 
pixel of the A-scan. When not true, this assumption will produce error, especially 
when the location of the tissue surface varies from one A-scan to another. This error 
can be mitigated by first locating the sample surface, then applying the correction 
from that location on: e^"- 2 ^ 2 ®", where z(0) is the location of the sample surface. 
Alternatively, it can be noted that the error amounts to a scaling error and the index 
of the surface location can be used to correct the scale. It should be noted that if the 
data have been logarithmically compressed, then the correction is simply a linear 
rise. It is clear that information is not added to the image by application of this type 
of correction, noise is scaled together with signal, and the deeper sample regions 
become extremely noisy. Therefore, it is a subjective matter whether exponential 
correction improves or worsens the image viewability. 



6.4 SIGNAL PROCESSING APPROACHES FOR IMAGE 
ENHANCEMENT 

6.4.1 Systems Theory Model for OCT 

To make use of signal and image processing concepts that are well known and have 
been extensively used in other medical imaging modalities, it is useful to describe 
OCT from a systems theory point of view. Fortunately, several authors have noted 
that since the low coherence interferometer at the heart of OCT is basically an 
optical cross-correlator, it is straightforward to construct a simple transfer function 
model for OCT that treats the interaction of the low coherence interferometer with 
the specimen as a linear time-invariant system [24,43^15]. 

As the basis for the following sections on coherent signal processing in OCT, 
the model developed by Kulkarni and Izatt [24,45] is summarized here. In this 
model, an optical wave with an electric field expressed using complex analytic signal 
representation as 

2e-, = 2e,(c? — z) exp[j2jrk (ct — z)] 

is assumed to be incident on a Michelson interferometer, as illustrated in Fig. 15. We 
adopt a notation wherein variables with a tilde (~) represent modulated quantities, 
whereas identical variables not so marked represent their complex envelopes. Thus, 
e/(ct — z) is the complex envelope of the electric field, k is the central wave number 
of the source spectrum, and c is the free-space speed of light. The quantities t and z 
represent the time and distance traveled by the wave, respectively. It is assumed for 
the purpose of this model that the dispersion mismatch between the interferometer 
arms is negligible. By setting z = at the beamsplitter, the field returning to the 
beamsplitter from the reference mirror is given by 

s/ielt, 21,.) = y/2e t (ct - 21,) explj2itk (ct - 2/,.)] (9) 
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Figure 15 Schematic of systems theory model for OCT. 



where /,. is the reference arm optical path length. In the sample arm, the light back- 
scattered from the sample with optical path length I, reaching the beamsplitter is 
given by 



V2e,(t, 21,) = V2e s (ct - 21,) c\p[j2jtk (ct - 21,)] 



(10) 



Here e t (ct — 21,) is the complex envelope of the backscattered wave. The fields return- 
ing from the reference and sample arms interfere at the detector to provide the 
superposition field e d — e t + e s . The alternating component of the detector current 
is given by 



J(Al) oc (e t (ct - 2l r )e* s (ct - 2l s )) + (e*(ct - 2I,.)e s (ct - 21,)) 



(11) 



where the angular brackets indicate temporal integration over the response time of 
the detector and A/ = 2(1,. — l s ) is the round-trip path length difference between the 
interferometer arms. 

The source autocorrelation can be measured by monitoring the interferometric 
signal when a perfect mirror is used as a specimen in the sample arm. We define the 
source interferometric autocorrelation function as 



R u (Al) = {S,(ct - 2l r )e*(ct - 21,)) = R„(A[) exp(j2jtk A/) 



(12) 



where i?„(A/) is the autocorrelation of the complex envelopes of the electric fields. 
The autocorrelation function i?,,(A/) is experimentally measured by demodulating 
the detected interferogram at the reference arm Doppler shift frequency and record- 
ing the in-phase and quadrature components of this complex signal. According to 
the Wiener-Khinchin theorem [46], the source spectrum is given by the Fourier 
transform of the interferometric autocorrelation function: 



S a (k) = 



R tt (Al) exp[-j2nk A/] d(Al) 

i 
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For an arbitrary specimen in the sample arm, the interferometric cross-correla- 
tion function is defined as 

R is {Al) = [e t {ct - 2l,)~e*{ct - 2/ s )) = R is (AI) cxp(j27tk Al) (14) 

where R is (Al) is the cross-correlation of the complex envelopes of the electric fields 
[46]. The cross-power spectrum S is (k) also follows by analogy: 



S is (k) = 



R is (Al) c\p[j2jtk(A!)]d(Al) (15) 



Sample Impulse Response 

It is useful to represent the interaction between the specimen under study and the 
incident sample arm light as a linear shift-invariant (LSI) system characterized by a 
frequency-dependent transfer function [46^48]. The key insight this provides is that 
the transfer function H(k) and its inverse Fourier transform, the sample impulse 
response h(z), are physically meaningful quantities describing the backscatter spec- 
trum and electric field reflection coefficient profile of the sample, respectively. We 
denote the impulse response experienced by the electric field e t by h(z) and that 
experienced by the complex envelope field e t by h(z). This LSI model is valid when 
the contribution to e s from multiply scattered light is not significant. 

The impulse response h(z) describes the actual locations and reflection coeffi- 
cients of scattering sites within the sample and convolves with the source electric field 
envelope to create the scattered electric field envelope: 

e s {-z) = e£-z)<S)h*(z) (16) 

Here <g> represents the convolution operation, and the negative sign implies scattering 
in the negative direction (backscattering). Taking the Fourier transform of both sides 
of Eq. (16) provides 

E s (k) = Ei(k)H*(k) (17) 

where E s (k), E t (k), and H(k) are the Fourier transforms of e s (z), e,(z), and h(z), 
respectively. The assumption of shift invariance ensures that 

e,(ct - 2/,) = e t {ct - 2/,) ® h*(-(ct - 2/,)) (18) 

Substituting Eq. (18) in the definition of the correlation functions [Eqs. (12) and (14)] 
provides 

R is (Al) = R a (Al) (8) h(Al) (19) 

The source autocorrelation function, Ra(AI) and the cross-correlation function 
of the sample and reference arm electric fields, R is (Al) thus constitute the input and 
measured output, respectively, of an LSI system having the impulse response h(z). 
Therefore, the impulse response that describes the electric field-specimen interaction 
as a function of z is exactly the same as that which connects the auto- and cross- 
correlation functions of the interferometer as a function of the pathlength difference 
Al. Thus, this model provides access to understanding the fundamental properties of 
the interaction of the sample with the sample arm electric fields by using simple 
correlation function measurements. 
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Equation (19) also leads directly to a simple, albeit naive, approach for OCT 
image resolution improvement by deconvolution. Taking the Fourier transform of 
Eq. (19) and solving for the impulse response gives 



h(Al) = h(z) = F~ x 



s,m (20) 



ysiik) 

where F~ l denotes the inverse Fourier transform and S is (k) and Su(k) are the com- 
plex envelopes of the cross- and auto-power spectra, respectively. 

Depth-Resolved Spectral Estimation 

The sample transfer function \H(k)\ 2 that may be obtained from the Fourier trans- 
form of Eq. (19) describes the backscatter spectral characteristic of the sample, i.e., 
the ratio of the backscattered power spectrum to the spectrum that was incident. 
However, because the coherence length in an OCT system is short, it is possible to 
use an analog of time-frequency analysis methods [49] to extract the backscatter 
characteristic with depth discrimination. This can be accomplished by limiting the 
detected transfer function data to the region of interest in the sample by digitally 
windowing the auto- and cross-correlation data used to calculate H(k)\~. This is the 
short-time Fourier transform [50] technique; wavelet transform [51] approaches can 
also be used. 

All information regarding the spatial and frequency dependence of scattering 
within the sample is contained in the complex space domain function h(z) and its 
Fourier transform H(k). If the windowed region contains only a single scatterer, then 
H(k)\~ is straightforwardly interpreted as the wavenumber-dependent backscatter 
characteristic of that scatterer, denoted C(k)\ 2 . In a medium containing many iden- 
tical scatterers, the impulse response h(z) windowed to the region of interest may be 
modeled as being a convolution of two new functions: h(z) — b(z) <g> c(z). Here, b(z) 
describes the spatial distribution of scatters along the sample axis z, and c(z) is 
the inverse Fourier transform of C(k). Under the assumption that b(z) is a white 
stoachastic process (i.e., the scatterer locations are uncorrelated), the expectation 
value of H(k)\ 2 is then given by 

£J|#(£)| 2 } = E{\B(k)\ 2 }\C(k)\ 2 = \C(k)\ 2 (21) 

where B(k) is the Fourier transform of b(z). Thus, the backscatter characteristic of 
the individual scatters in a sample can be obtained directly within a user-selected 
region of the sample by appropriate Fourier domain averaging of coherently 
detected windowed interferogram data. This analysis is readily extended to the 
case of a medium containing a heterogeneous mixture of scatterers, each having 
its own backscatter characteristic. In this case, a similar signal processing algorithm 
produces an estimated spectrum corresponding to a weighted average of the indivi- 
dual backscatter spectra [45]. 

One final step allows for estimation of the actual backscattered spectrum of 
light returning from the sample rather than the backscatter transfer characteristic of 
the scatterers. Because the spectrum of light in the sample arm is defined as 
S ss (k) = E s (k)E*(k), using E s (k) = E j {k)H*{k) [the modulated analog of Eq. (17)] 
gives S ss (k) — \Sj S (k)\ 2 /Sii(k). Similar to the previous paragraph, ensemble averaging 
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must be used to average out apparent spectral features that are really due to the 
spatial structure of the scatter distribution: 



E 



\S,M 2 



(22) 



Su(k) 

6.4.2 OCT Image Deconvolution 

Straightforward Approach 

The systems theory model described in the previous section predicts that the optical 
impulse response of tissue, h(z) or h(z), is calculable if the complete cross-correlation 
sequence making up the OCT signal is acquired with interferometric accuracy. The 
impulse response is interpreted as describing the actual locations and amplitudes of 
scattering sites within the sample arising from index of refraction inhomogeneities 
and particulate scatterers. 

An example of the application of Eq. (20) for direct deconvolution of unde- 
modulated OCT A-scan is provided in Fig. 16. These data were acquired using a data 
acquisition system with interferometric calibration capable of capturing the cross- 
correlation sequence with nanometer spatial resolution [24]. An interferogram seg- 
ment obtained with this system that includes several discrete reflections is plotted in 
the figure. Also plotted in the figure are the autocorrelation sequence from a mirror 
reflection and the impulse response calculated using the modulated analog of Eq. 
(20). An increase in resolution by a factor of > 2 was obtained between the original 
interferogram and the calculated impulse response profile. The improvement 
obtained using this simple, no-cost algorithm is quite striking when it is executed 
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Figure 16 Example of digital deconvolution of low coherence interferometry data. Top, 
observed interferogram of a cover slip resting on a piece of paper. Middle, interferogram 
obtained with a mirror in the sample arm. Bottom, deconvolved impulse response file. 
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on two-dimensional data sets, as illustrated in Fig. 17. In this figure, digital decon- 
volution of magnitude-only demodulated A-scan data was used to improve image 
sharpness in the axial (vertical) direction of a cross-sectional OCT image of a fresh 
onion specimen. 

The data used as the input for the deconvolution algorithm in Fig. 17a were 
acquired using an OCT system that, like most OCT systems constructed to date and 
most other biomedical imaging modalities (excluding ultrasound), records only the 
magnitude of the image data. A novel approach to signal deconvolution that takes 
advantage of the complex nature of OCT signals is to perform coherent deconvolu- 
tion by supplying both the magnitude and phase of the demodulated A-scan data as 
complex inputs to the deconvolution equation. The advantage of this approach is 
illustrated in Fig. 18, which illustrates the capability of coherent deconvolution to 
extract real sample features from what would have been regarded as meaningless 
speckle in amplitude-only data. 

Iterative Restoration Methods 

The practical implementation of Fourier domain deconvolution algorithms such as 
those described by Eq. (20) inevitably leads to a reduction in image dynamic range, 
as evidence in Fig. 17(b). This is because even small errors in the estimation of the 
auto- and cross-correlation spectra introduce noise in the resulting impulse response 
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Figure 17 Original (a), magnitude-only deconvolved (b), and iteratively deconvolved (c) 
cross-sectional OCT images revealing cellular structure in an onion sample. Both deconvolu- 
tions resulted in a resolution increase by a factor of ~ 1.5, or ~ 8 /xm FWHM resolution in the 
deconvolved images, although the iterative restoration algorithm preserved image dynamic 
range significantly better. [Images (a) and (c) reproduced from Ref. 48.] 
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Figure 18 Illustration of coherent OCT deconvolution. Top: Magnitude and phase of 
demodulated OCT A-scan data obtained from two closely spaced glass/air interfaces with 
slightly different separations, resulting in (a) destructive (note 180° phase shift at the midpoint) 
and (b) constructive interference between the reflections. Middle: Deconvolution of the A-scan 
data performed using only the magnitude of the input data, leading to inaccurate positioning 
of reflections and spurious reflections in the calculated impulse response. Bottom: Complex 
deconvolution recovers the true locations of the interfaces in both cases and thus enhances 
resolution by a factor of ~ 1.5 as well as reducing speckle noise. 



image due to the division operation inherent to deconvolution. To alleviate this 
problem, one study [48] applied advanced constrained iterative deconvolution algo- 
rithms [52] to the OCT deconvolution problem. In these algorithms, improved 
restoration of the impulse response from the cross-correlation data is achieved by 
using prior knowledge of the properties of the desired impulse response. This use of a 
prior knowledge provides a consistent extrapolation of spectral components of the 
transfer function beyond the source bandwidth. The impulse response is then esti- 
mated by the method of successive approximations; hence no division operation 
leading to instabilities and noise is involved. Therefore, the iterative algorithms 
offer the potential to achieve improvement in OCT resolution with a minimal 
increase in noise. In a test applying this algorithm to the onion imaging data set 
displayed in Fig. 17a, resolution enhancement similar to that displayed with the 
straightforward deconvolution algorithm was achieved, but with much smaller 
dynamic range loss (~ 2dB; see Fig. 17c). 

CLEAN Algorithm 

One report has described promising results in deconvolution of OCT images using the 
CLEAN algorithm [44]. This algorithm, which is highly nonlinear and can only be 
described algorithmically, begins with an estimate of a system's impulse response. It 
then searches a dataset for a peak, subtracts the impulse response from the dataset at 
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the location of the peak, and places a delta function at the location of the peak in the 
deconvolved dataset. Using a modified version of this algorithm, Schmitt demon- 
strated somewhat improved resolution and clarity in OCT images of phantoms and 
skin. 



6.4.3 Spectroscopic OCT 

Although most OCT systems developed to date have used light exclusively to probe 
the internal microstructure of sample specimens, the possibility of extracting spectro- 
scopic information from OCT signals is particularly exciting because it may provide 
access to additional information about the composition and functional state of 
samples. Relatively little work has been published on this topic, primarily because 
the number of spectral regions in which sources suitable for OCT is quite limited and 
because the spectral bandwidths of OCT sources are quite narrow compared to those 
of light sources used in conventional spectroscopy. 

Work in spectroscopic OCT has concentrated in two areas. First, a few reports 
have appeared concerning spectral ratio imaging of OCT images acquired at two or 
more spectral bands [53,54]. This approach can be implemented most elegantly by 
using a wavelength division multiplexer (WDM) to combine light from two or more 
sources into the source fiber and then electronically distinguishing the resulting 
signals by their different Doppler shifts resulting from the reference arm scan. Of 
course, this approach is limited to a choice of wavelengths that can simultaneously 
be mode-guided in a single-mode fiber. Ratiometric OCT imaging using a pair of 
sources at 1.3 and 1.5 /Ltm (which are separated by approximately one decade in 
water absorption coefficient but have similar scattering coefficients in tissues) has 
been used to probe the water content of samples in three dimensions [53]. 
Combinations of other wavelength pairs have also been attempted in search of 
contrast in biological tissues [54]. 

The second implementation of spectroscopic OCT is that described in the 
subsection on depth-resolved spectral estimation in Section 6.4.1 in which modifica- 
tions of the source spectrum caused by the sample can be measured directly from 
Fourier domain processing of cross-correlation interferometric data. The most suc- 
cessful application of this idea to date has been in Doppler OCT, in which spatially 
resolved shifts in the sample spectrum due to sample motion are estimated from 
localized spectral shifts in the cross-correlation data [34,35]. Details of the signal 
processing techniques used to extract these data and some preliminary applications 
are described in Chapter 8. 

Even if sample motion is absent, however, the techniques described earlier can 
still be used to extract useful spectral information from samples [25,37]. A simple 
example of depth-resolved spectroscopy using OCT is provided in Fig. 19. Here, the 
backscatter spectral characteristics \H(k)\ 2 of sample arm light reflected from the 
front and back surfaces (the latter having double-passed the filter) of a commercial 
interference filter are plotted. These quantities were obtained by applying the Fourier 
transform of Eq. (19) to an OCT A-scan of the filter, windowed to the vicinity of the 
glass/air reflection from the front and rear sides of the filter. It is interesting to note 
that these data illustrate quantitative depth-resolved reflectance spectroscopy 
demonstrating the equivalent of femtosecond temporal resolution in a simple, inex- 
pensive system suitable for biomedical applications. 
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Figure 19 Demonstration of depth-resolved OCT spectroscopy in a discrete optical element. 
The spectral transfer characteristic \H(k)\ 2 of the light reflected from (1) the front surface and 
(2) the rear surface of a commercial interference filter (IF) are plotted. Both spectra were 
obtained by digital processing of windowed OCT A-scans of the filter. The measured spectral 
widths correspond well with the manufacturer's specifications (SLD spectral width 47 nm 
FWHM; filter bandwidth 10 nm FWHM). 



6.5 SAFETY IN THE CLINICAL ENVIRONMENT 

An important consideration in the implementation of OCT systems for medical 
diagnostic applications is the issue of operator and patient safety. All hospitals in 
the United States and most research funding agencies and foundations require 
Institutional Review Board (IRB) approval of all studies involving human tissues, 
including excised tissue samples. IRB approval procedures typically include the 
review of protocols for informed consent of patients who will be used as experimen- 
tal subjects. Potential hazards to operators of OCT equipment and to patients fall 
into three categories: biohazards, medical device electrical safety, and optical radia- 
tion hazards. Procedures for avoidance of contamination and infection as well as for 
electrical safety are well established in hospital environments, although they may not 
be as familiar to researchers with physical science backgrounds. Biohazard avoid- 
ance primarily implies utilization of proper procedures for handling potentially 
infected tissues as well as proper disinfection of probes and other devices that 
come into contact with patients or tissue samples. Electrical device safety guidelines 
typically regulate the maximum current that a patient or operator may draw by 
touching any exposed part of a medical device and are usually followed by including 
appropriate electrical isolation and shielding into the design of clinical OCT systems 
(see, for example, Ref. 55). 

6.5.1 Optical Radiation Hazards in OCT 

A potential operator and (primarily) patient safety concern that is unique to optical 
biomedical diagnostics devices is the potential for exposure to optical radiation 
hazards. Although continuous-wave sources used for OCT are typically very weak 
compared to lasers used in physical science laboratories and even in other medical 
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applications, the tight focusing of OCT probe beams that is required for high spatial 
image resolution does produce intensities approaching established optical exposure 
limits. A number of international bodies recommend human exposure limits for 
optical radiation; in the United States, one well-known set of guidelines for optical 
radiation hazards are ANSI Z1361, produced by the American National Standards 
Institute [56]. Unfortunately, these guidelines are specified for laser radiation expo- 
sure and are provided only for exposures to the eye and skin. Nonetheless, many 
analyses of OCT radiation safety have used these standards. The applicable ANSI 
standards for cw laser exposure to the eye and skin both recommend a maximum 
permissible exposure (MPE) expressed as a radiant exposure, which is a function of 
the exposure duration, and tabulated spectral correction factors. 
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7.1 INTRODUCTION 

The word "coherence" in optical coherence tomography (OCT) conveys both a 
primary strength and a primary weakness of this new imaging technology. On the 
one hand, the measurement technique on which OCT is based, interferometry, relies 
inherently on the spatial and temporal coherence of the optical waves backscattered 
from a tissue. On the other hand, this same coherence gives rise to speckle, an 
insidious form of noise that degrades the quality of OCT images. Speckle arises as 
a natural consequence of the limited spatial-frequency bandwidth of the interference 
signals measured in optical coherence tomography (OCT). In images of highly scat- 
tering biological tissues, speckle has a dual role as a source of noise and as a carrier 
of information about tissue microstructure. 

This chapter gives an overview of speckle in OCT and attempts to clarify some 
of the issues that makes its origins and consequences difficult to understand. The first 
section addresses a central question: Is speckle a source of noise in OCT or is it the 
signal itself? The concepts of signal-carrying and signal-degrading speckle are defined 
in terms of the phase and amplitude disturbances of the sample beam. Four speckle 
noise-reduction methods — polarization diversity, spatial compounding, frequency 



* The first three sections of this chapter are an edited version of a paper published in the Journal of 
Biomedical Optics 4:95-105, 1999. 
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compounding, and digital signal processing — are discussed, and the potential 
effectiveness of each method is analyzed briefly. The final sections of the chapter 
are devoted to examples of speckle-reduction techniques that rely on digital signal 
processing: a modified zero-adjustment procedure (ZAP) and an optimal nonlinear 
wavelet threshold (ONWT) technique. 

7.2 CHARACTERISTICS OF SPECKLE IN OCT 

Speckle came to the forefront soon after it was discovered that the reflection of a 
laser beam from a rough surface has a distinctive granular or mottled appearance 
[1]. Having no obvious relationship with the texture of the surface, the dark and 
bright spots formed by the reflected beam change their pattern whenever the sur- 
face moves slightly. This phenomenon, known as laser speckle, was found by early 
researchers to result from random interference between reflected waves that are 
mutually coherent. It has taken several decades, however, for researchers to realize 
the full significance of speckle as a fundamental property of signals and images 
acquired by all types of narrowband detection systems, which include radar, ultra- 
sound, and radio astronomy. In addition to the optical properties and motion of 
the target object, speckle is influenced by the size and temporal coherence of the 
light source, multiple scattering and phase aberrations of the propagating beam, 
and the aperture of the detector. All of these variables contribute to the observed 
characteristics of speckle in optical coherence tomography of living tissue. A thor- 
ough analysis of each of these variables alone and in combination is not possible 
within the narrow confines of this chapter. We ask the reader to settle instead for a 
barebones analysis of a small subset of these variables whose effects have been 
studied at this early stage of development of OCT. Many of the missing elements 
in the analysis presented in this section can be pieced together from the theoretical 
analyses given in Ref. 2. Other elements are truly missing, and an analysis of their 
influence on OCT awaits further research. 

7.2.1 Origin 

In optical coherence tomography the sample is placed in one of the arms of an 
interferometer at the focus of a converging lens. As the optical path in the other 
arm of the interferometer varies during the scanning operation, an ac current is 
generated by a photodetector at the output of the interferometer. This photocurrent 
is proportional to the real part of the cross-correlation product of the reference 
optical field U r and the optical field U s backscattered from the sample, 

i d ~ Re{U,.U:) (1) 

where the brackets ( > denote an average over time and space. When the light source 
satisfies the quasi-monochromatic condition (i.e., its center frequency, v , greatly 
exceeds its bandwidth Av) and the sample field backscatters from a single scattering 
center, the photocurrent can be expressed in terms of the optical path difference, At, 
between the two arms, 

i d (Ax) - K\g(Ar)\ cos[27ru At + 0(At)] (2) 
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where A' is a constant of proportionality that relates the optical and electronic 
variables and |g(Ar)| and (p(Ar) are, respectively, the argument and phase of the 
cross-correlation in Eq. (1). The function |g(Ar)| represents the envelope of the 
temporal coherence function, given by g(Ar) = (U s (i)U*(t+ At)). We see from 
Eq. (2) that ^(At) responds to both the phase and the amplitude of the cross- 
correlation of the scattered and reference optical fields. It is the sensitivity of the 
photocurrent to the phase that makes OCT susceptible to the effects of speckle. For 
the ideal case of a perfectly flat reflector placed at the focus of the lens in the sample 
arm, the complex autocorrelation function of the source determines the magnitude 
of the phase term 0( At) in Eq. (2). However, when the sample is a tissue containing 
densely packed scatterers, both g(Ar)\ and (p(Ar) can no longer be treated as deter- 
ministic variables because waves from multiple scattering centers combine randomly 
to form the interference signal [3]. 

Consider the changes that a focused wave incident on the tissue undergoes as it 
propagates through the tissue to the sample volume, scatters back, and then propa- 
gates once again through the tissue back to the lens (Fig. 1). Two main processes 
influence the spatial coherence of the returning wave: (1) multiple backscattering of 
the beam inside and outside of the desired sample value and (2) random delays of 
the forward-propagating and returning beam caused by multiple forward scattering. 
Although the first of these is the primary source of speckle in rough-surface imaging, 
the second must also be considered in coherent imaging systems, like OCT, that 
utilize penetrating waves. The common feature of the two processes is that they 
alter the shape of the wave front of the returning beam and create localized regions 
of constructive and destructive interference that appear as speckle in OCT images [4]. 
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Figure 1 Propagation of a focused beam in tissue. The two main processes that distort the 
wave front of the returning wave — multiple forward scatter and multiple backscatter — are 
depicted here. 
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Multiple backscattering can occur in spite of the short coherence time of the sources 
used in OCT (usually less than 100 fs). For speckle to form, all that is required is that 
two or more scatterers in the sample volume backscatter waves that reach some point 
on the detector out of phase within an interval of time less than the coherence time of 
the source. Waves backscattered from any pair of point scatterers separated by an 
optical distance close to an odd multiple of one-half of the wavelength can generate 
speckle, provided that the optical distance does not exceed the coherence length of 
the source in the medium. Waves backscattered from different facets of a single large 
particle can generate speckle in a similar manner. Recent studies suggest that closely 
packed subwavelength-diameter particles contribute a large fraction of the total 
optical cross section of the tissue [5-7]. Therefore, the likelihood of finding a pair 
of scatters or clusters of scatterers within the sample volume that satisfy the condi- 
tions for speckle generation is high. 

The simulation results in Fig. 2 illustrate how interference noise caused by 
multiple backscattering can distort the envelope of an OCT signal generated as 
the sample beam scans along a single line (an OCT A-line). The coherent A-line 
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Figure 2 Simulation of the distortion of an OCT A-line caused by the coherent detection 
process. The uppermost plot shows the ideal backscatter profile generated by a dense random 
distribution of point particles with cross sections modulated by a cosinusoidal function. Below 
this plot is the incoherent signal that was formed by convolving the backscatter profile with the 
Gaussian envelope of the simulated OCT point spread function (15 /xm FWHM). The coher- 
ent signal was found in a similar way by convolving the backscatter profile with the coherent 
PSF containing the optical carrier frequency. The lowermost plot is a low-pass-filtered version 
of the coherent signal. 
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shown in this figure was computed by convolving a random sequence of scatterers 
(top line of the figure) with the theoretical coherent point spread function (PSF) of 
an OCT scanner; the incoherent A-line was computed by convolution with the 
envelope of the PSF. Details of the simulation method are described in Ref. 8. 
Note that, unlike those of the incoherent A-line, the variations in the magnitude 
of the coherent A-line track the density of scatterers poorly. In two-dimensional 
OCT images formed from a series of A-lines, this type of distortion manifests itself 
as speckle. 

7.2.2 Statistical Properties 

Figure 3 is an example of an OCT image that shows high-contrast speckle in regions 
of strong backscatter below the surface of skin. Note that the appearance of the 
speckle noise has no obvious dependence on depth, which suggests that the statistical 
properties of the speckle are dominated by the effects of multiple backscatter rather 
than by phase aberrations incurred during propagation through overlying tissue. 
Decorrelation of the incident and returning beams undoubtedly also occurs, but 
its effects are difficult to discern because the phase aberrations caused by the multiple 
forward scattering and multiple backscattering process surperimpose. When a large 
number of polarized quasi-monochromatic waves with random phase combine, a 
fully developed speckle pattern is formed in which the probability of measuring an 
intensity / at a given point is described by the negative exponential density function 
[9], 



/>CD = 7^-exp 



1 ' 

V). 



(3) 



where (/) is the mean intensity. The image of a speckle pattern that obeys negative 
exponential statistics has a signal-to-noise ratio (SNR) equal to 1, where the SNR 
is defined as the ratio of the mean and standard deviation of the intensity, 




Figure 3 Example of an OCT image (dorsal aspect of a finger) containing high-contrast 
speckle. The interference signals from which the image was formed were sampled at 1.2 /xm 
intervals in both dimensions, and the overall size of the image is approximately 1 mm x 1 mm. 
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SNR = (7)/o>. Because intensities close to zero are probable, fully developed speckle 
patterns are riddled with dark spots. 

Although the ac photocurrent, i^, measured by OCT scanners is proportional 
to the complex cross-correlation ([/,.£/*), not the intensity I — (U S U*) — (\U S \ 2 ) in 
Eq. (3), its squared magnitude M = i 2 d can nevertheless be treated as an analog of the 
intensity for characterization of the statistical properties of speckle in OCT images. 
To study these properties, we employed a quadrature-demodulation technique to 
record the instantaneous phase and amplitude of the ac photocurrent from an OCT 
scanner [11]. Figure 4 presents the results of a typical set of measurements. 
Histograms of the intensities and phases of the OCT signals acquired from a highly 
scattering region of the skin are shown in the right half of the figure. As expected 
from the random nature of the signals, the phase was found to be almost uniformly 
distributed between — jt and it (Fig. 4c). The lack of correlation between the real and 
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Figure 4 Statistics of the amplitude and phase variations of the OCT interference signal 
derived from a highly scattering region of living skin tissue, (a) OCT image of the region of 
the tis sue from which the signals were extracted, (b) Histogram of the signal magnitude 
M = V ' A 2 S + A}., where A s and A c are the amplitudes of the real (cosine) and imaginary 
(sine) components of the quadrature-demodulated interference signal. The measured data 
are fit by the solid-line curve, which is a plot of Eq. (4). (c) Histogram of the measured 
phase, defined as tan -1 (AJA r ). (d) Plot of the real and imaginary components of three A- 
line signals plotted together in the complex plane. 
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imaginary components of complex amplitudes of the measured OCT signals gives 
further evidence of the randomness of the phase. Plotted as a curve in the complex 
plane, the trajectory of the complex amplitude of the signals recorded along a given 
A-line was found to execute a random walk within a circular area centered on the 
origin (Fig. 4d). We found a close fit between the histograms of M and the density 
function expected for speckle generated by reflection of unpolarized light from a 
rough surface, 



p(M) = ~exp 

(M) 2 



_ 2 M_ 
{M). 



(4) 



A close relative of the Rayleigh distribution, this density function describes the 
random variations in the sum of two oppositely polarized intensities in a speckle 
field, each of which obeys negative exponential statistics [12]. The SNR of the 
unpolarized intensity in an unpolarized speckle field is 1.4, a value higher than 
that of the negative exponential density function (SNR = 1) but lower than that 
of the Rayleigh density function (SNR = 1.9). Insofar as the open-air interferometer 
with which the measurements were made is designed to respond equally well to light 
backscattered in either polarization state, the theoretical conditions underlying the 
derivation of Eq. (4) are consistent with the experimental conditions. However, it 
would be presumptuous to claim that Eq. (4) is a universal description of the first- 
order statistics of the OCT signal magnitude, because the effects of the bandwidth of 
the source, the aperture of the collection optics, and other instrumental variables are 
not yet known. Previous studies in other fields indicate, however, that these variables 
do not alter the first-order statistics of the speckle, except when the number of 
scatterers in the sample volume is small or the distribution of scatterers is periodic 
[15]. Preliminary measurements suggest that the SNRs of OCT images of biological 
tissue lie between 0.5 and 2.0 [10,11,13,14], a range that encompasses the SNRs of 
polarized and unpolarized speckle patterns. 

7.2.3 Classification 

The results of the experiments and simulations discussed thus far underscore the 
importance of multiple backscatter in the formation of speckle in OCT. This type of 
speckle can be classified as noise because it reduces the correspondence between the 
local density of scatterers and the intensity variations in OCT images. If somehow all 
of the waves backscattered from the sample volume could be forced to interfere 
constructively, the noise would vanish and the contrast of features in the OCT 
image would be markedly improved. The speckle reduction techniques discussed 
in the next section (Section 7.3) aim toward this ideal. 

A fundamental problem arises, however, when the objective of removing 
speckle is extended to the extreme of removing speckle entirely. It is here that the 
types of speckle that we call signal-carrying speckle and signal-degrading speckle need 
to be introduced. 

The richest source of information in optical coherence tomography is the 
single-backscattered component of the scattered optical field, because its spatial 
frequency content extends to the diffraction limit of the imaging optics. 
Unfortunately, for single backscattering to occur, the incident beam must pass 
through the overlying tissue without scattering, reflect from one (and only one) 
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particle in the focal plane, and then return to the detector, again without scattering 
within the overlying tissue. When an optically dense tissue is probed, the probability 
that only this type of scattering occurs within the temporal coherence interval is 
dhninishingly small. In practice, the returning optical field is corrupted by speckles 
with correlation spot sizes ranging from less than a wavelength (generated by near- 
simultaneous backscattering from widely separated particles illuminated by multiply 
scattered light) to several hundred micrometers (generated by narrow-angle forward 
scattering and multiple backscattering by large particles) o more than the diameter of 
the lens (generated by the single-backscattered light). In OCT, the signal-carrying 
speckle originates from the sample volume in the focal zone of the imaging optics 
and projects the largest average spot size. The signal-degrading speckle field consists 
of small speckle spots created by the out-of-focus light that scatters multiple times 
and happens to return within the delay time set by the difference between the optical 
paths in the two arms of the interferometer. 

Fortunately, the ability to discriminate between signal-carrying and signal- 
degrading speckle is an inherent characteristic of a scanning interferometer that 
can be controlled to some extent by the numerical aperture (NA) of the imaging 
optics. The component of the optical field corrupted by many small speckle spots 
generates, on average, an interference signal of nearly zero amplitude that fluctuates 
little as the optical path difference between the arms of the interferometer is scanned. 
For this reason, the speckle produced by wide-angle multiply scattered light is rela- 
tively easy to suppress in OCT. The rms amplitude of the fluctuations produced 
during scanning by the large speckles in the field is comparatively high. 
Unfortunately, because of the unfavorable nature of the statistical properties of 
speckle, a few large speckles or many small speckles are almost equally likely to 
produce signal amplitudes close to zero for a given sample of the speckle field, and 
only the second-order statistics (i.e., spatial distribution) of the signal-carrying and 
signal-degrading speckle differ significantly. 

The question posed in the Introduction regarding whether speckle is the signal 
or the noise in OCT can now be answered succinctly: It is both. To differentiate 
signal from noise, a well-designed scanner accentuates the interference signals gen- 
erated by the component of the measured optical field that contains the largest, 
fastest-moving speckles and suppresses the others. 

7.2.4 The Missing Frequency Problem 

The earlier subsections discuss speckle from the classical perspective as an interfer- 
ence phenomenon. There is an equivalent, yet much broader, interpretation of 
speckle to which Fercher [16] and Hellmuth [17] alluded in earlier papers that has 
important implications for OCT imaging. This interpretation relates to the missing 
frequency problem [18], which is best understood in the context of information 
processing. Suppose we regard the desired signal in OCT as a three-dimensional 
distribution of refractive index variations characterized by a certain spatial fre- 
quency spectrum S(v), as illustrated in Fig. 5. S(v) extends from l/i? to l/r , 
where R is the dimension of the largest continuous structure in a given volume of 
tissue (e.g., a blood vessel) that gives a measurable backscatter signal and r is the 
smallest (e.g., a protein macromolecule). Owing to the nature of the coherent detec- 
tion method on which it is based, an OCT scanner can detect only those objects 
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Figure 5 Illustration of the disparity between the broad spatial frequency spectrum of the 
refractive index variations in tissue, S(v), and the narrow spatial frequency response of an 
OCT scanner, H{y). Given by the magnitude of the Fourier transform of the coherent point 
spread function, H{v) is centered on the peak wavelength of emission of the source, X, and has 
a width equal to the reciprocal of the coherence length l c . 



whose spatial frequency spectra overlap the band of spatial frequencies between 
2/X — \/l c and 2/X + \/l c , where l c is the coherence length of the source [17]. A 
consequence of this bandpass characteristic is that the interior of structures with 
smoothly varying refractive index profiles is absent from OCT images. Figure 6 
illustrates this effect. The simulated OCT image in Fig. 6b was made by convolving 
the image of a stained tissue section of skin (Fig. 6a) with the theoretical coherent 
PSF of an OCT scanner (l c = 15 /xm; lateral focal spot diameter = 10 /xm) given in 
Ref. 8. Notice the severe distortion of the simulated OCT in comparison with the 
incoherent image, which was computed by convolving the image of the tissue section 
with the envelope of the PSF (Fig. 6c). The power spectral density curves in Fig. 6d 
show the distortion of the spatial frequency spectrum of the original image caused by 
the bandpass filtering property of the coherent detection process. Interestingly, in 
this example the loss of low spatial frequencies appears to have degraded the image 
quality most. Although blurred noticeably by the attenuation of high spatial fre- 
quencies above \/l c = 67 mm -1 , the incoherent image in this example retains most of 
the structural detail of the unprocessed tissue section. 

This example demonstrates that OCT images suffer from a type of speckle 
whose effects can be appreciated without directly invoking the concepts of random 
interference and multiple scattering. By calling this type of noise "speckle," we risk 
stretching the definition of an already overstretched term. It would perhaps be better 
to classify this manifestation of speckle and classical speckle together simply as 
narrowband noise to emphasize their common origin. In fact, the simulation results 
in Fig. 6 do not accurately represent scattering from real tissue, which contains 
particles much smaller than the pixels in the original image of the tissue section. 
Because such particles exist in abundance, truly continuous structures that extend 
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Figure 6 Simulation of the effect of the bandpass filtering property of the coherent detection 
process in OCT on image quality, (a) Image of a stained tissue section of skin (approximately 
1 mm x 1 mm), (b) Image after convolution with the envelope of the simulated point spread 
function (PSF) of an OCT scanner, (c) Image after convolution with the simulated coherent 
PSF of an OCT scanner, (d) One-dimensional power-spectral densities of the three images. 

over more than a few micrometers are rare; instead, large structures in tissue are 
assembled from smaller structures, each of which contributes to the total backscatter 
cross section. For this reason, the edge enhancement that results from the bandpass 
property of the coherent detection process is not as apparent in OCT images of dense 
tissue. The small particles, in effect, outline the boundaries of the larger structures; as 
a result, the high- and low-frequency components of the spatial frequency spectrum 
of tissue tend to correlate [5]. This fortuitous situation makes OCT images look 
better than one would expect given the limitations of the coherent detection process. 

7.3 SPECKLE REDUCTION 

In the context of optical coherence tomography, the objective of speckle reduction is 
to suppress signal-degrading speckle and accentuate signal-carrying speckle. 
According to the definitions in Section 7.2.3, these two types of speckle are distin- 
guished by their correlation spot sizes and by the frequencies of the signals they 
generate during scanning. 
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Speckle reduction techniques fall into four main categories: polarization diver- 
sity, spatial compounding, frequency compounding, and digital signal processing. 
This section examines the applicability of each of these techniques to OCT imaging 
and outlines the results of the few studies that have been carried out to date. As the 
undiminished zeal of researchers with respect to the development of new speckle- 
reduction methods for medical ultrasound, astronomy, and other fields attest, none 
of these techniques has proved to be entirely satisfactory. One should not expect, 
therefore, that a ready solution exists for the speckle problem in OCT. Nonetheless, 
substantial improvements in image quality should be achievable through the skilful 
adaptation of available techniques. The preliminary results highlighted later in this 
section give evidence of the effectiveness of this approach. 

7.3.1 Polarization Diversity 

Polarization diversity in OCT can be achieved simply by illuminating the sample 
with unpolarized light and interfering the backscattered light with an unpolarized 
reference beam. Most OCT scanners based on interferometers built with non-polar- 
ization-preserving single-mode fibers automatically implement a form of polariza- 
tion diversity. However, because most fiber-optic couplers are not completely 
polarization-independent, equal mixing of light in opposite polarization states can- 
not be assumed. Configurations of polarization-independent interferometers have 
been reported for fiber-optic reflectometry that should work equally well for optical 
coherence tomography of biological tissue [19]. A limitation of polarization diversity 
i that it increases the SNR of a fully developed speckle pattern by a factor of -Jl at 
most. The actual increase in SNR that can be realized in OCT may be considerably 
less, however, because the polarization signal-carrying component of the speckle 
may maintain its polarization better than the signal-degrading component generated 
by multiple wide-angle scattering. 

7.3.2 Spatial Compounding 

In spatial compounding, the absolute magnitudes of signals derived from the same 
sample volume or slightly displaced sample volumes are averaged to form a new 
signal with reduced speckle noise. It is essential that the signals add on a magnitude 
basis because addition of the amplitudes of signals derived from the different speckle 
patterns does not improve the SNR [9]. The effectiveness of this approach depends 
on the number of signals averaged and their mutual coherence. The incoherent 
average of N uncorrelated signals, each with the same signal-to-noise ratio 
SNR = S R , yields a combined signal with an SNR equal to Sr*/N. Any correlation 
among the signals reduces the SNR gain. Because the total field of view or angular 
aperture of the detector must be split to perform the averaging, spatial compounding 
always results in some loss of resolution. 

Figure 7 illustrates one realization of spatial compounding, called angular 
compounding, that has been applied recently to OCT [13]. An array of detectors 
located in the back Fourier plane of the objective lens receives light backscattered 
from the sample volume at different angles. The absolute magnitudes of the demo- 
dulated photocurrents from each of the detectors are added to obtained a combined 
signal with reduced speckle variance. An advantage of this approach is that the 
number of detectors can be tailored for optimal separation of the signal-carrying 
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Figure 7 Principle of angular compounding. 



speckle from the signal-degrading speckle. For best performance, the NA of the lens 
should be made as large as possible to increase the light collection angle of each 
detector while still providing the working distance required to achieve the desired 
probing depth. 

Optical coherence tomographic images of living skin acquired with and with- 
out angular compounding are compared in Fig. 8. The uncompounded image (Fig. 
8a) was formed from the magnitude of the signal from a single detector in a quadrant 
array, and the compound image (Fig. 8b) was formed from the sum of the signals 
from all four detectors. The increase in the number of discernible gray-scale levels of 
the compounded image is a consequence of the enlarged numerical aperture of the 
combined detector and the reduced speckle contrast (increased SNR) of the averaged 
signal [13]. Assuming that the array fills the entire back focal plane of the lens, the 
extent to which the SNR can be improved at a given resolution using angular 
compounding is limited by the NA of the lens. As the NA increases, however, the 
spherical aberration caused by the refractive index mismatch at the surface of the 
tissue becomes increasingly severe. At the same time, the sensitivity of the interfer- 
ence signal to phase and amplitude aberrations caused by dispersion of the sample 
beam within inhomogeneous tissue overlying the sample also increases. Unless cor- 
rected adaptively, these aberrations can reduce the resolving power to the extent that 
further increase in the NA above a certain limiting value would be fruitless. The 
numerical aperture above which aberrations dominate at a given probing depth 
depends on the optical properties of the tissue and other variables whose effects 
are still unknown. 

Spatial compounding can be done with a single detector by scanning the refer- 
ence beam back and forth across the detector plane within an interval much shorter 
than the time constant of the demodulator. This approach has been demonstrated in 
lidar (light detection and ranging) using an acousto-optical technique [21], but its 
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Figure 8 Optical coherence tomographic images before and after angle compounding. The 
uncompounded image in (a) was formed from the summed amplitudes of the signals generated 
by the elements of a quadrant detector located in the back focal plane of the objective lens. To 
form the compounded image in (b), the square root of the magnitudes (sum of the squares) of 
the interference signals from all four detectors was calculated for each pixel. 



application in OCT is complicated by the wide bandwidth of the light source, which 
necessitates correction for optical dispersion in the acousto-optical scanner. A simple 
and inexpensive spatial compounding technique for fiber-optic OCT imaging systems 
has not yet been reported. 



7.3.3 Frequency Compounding 

Frequency compounding takes advantage of the reduced correlation between 
speckled images recorded within different optical frequency bands. To ensure suffi- 
cient decorrelation for effective averaging of the images, the overlaps of the bands 
should be as small as possible. Suppose, for example, that the bandwidth, AX, of the 
light source of an OCT scanner with a peak emission wavelength of X — 1.3 /xm is 
split into TV equal, nonoverlapping bands. Since the phases of the fully developed 
speckle recorded with nonoverlapping sources are uncorrected, incoherent addition 
of the images would reduce the speckle contrast by a factor of -JN. However, the 
axial resolution, which is determined by the temporal coherence length of the source, 
would degrade at the same time by a factor of N. In OCT, this loss of resolution is a 
steep price to pay. A typical superluminescent diode with a peak emission wave- 
length of X — 1.3 /xm and a full-width-at-half-maximum (FWHM) bandwidth of 30 
nm has a coherence length in tissue (assuming a mean refractive index of 1.38) of 
approximately 18 /xm. Therefore, applying nonoverlapping frequency compounding 
to halve the speckle contrast with a typical source would degrade the axial resolution 
from 1 8 /xm to approximately 72 /xm. For most biomedical applications of OCT, 
such poor axial resolution would be unacceptable. 
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Melton and Magnin [22] showed that the cross-correlation coefficient between 
fully developed speckle patterns formed in two equal-width Gaussian frequency 
bands with center frequencies separated by /j is approximately 



Px V = exp 



it 
2B 2 



(5) 



where B is the width of each band. This correlation coefficient can be written 
equivalently in terms of the FWHM width of the emission spectrum of the source 
in wavelength units, AX, and the wavelength difference, X s , as 



Pxy = ex P 



2AA 2 



(6) 



According to this equation, the cross-correlation coefficient remains high even for 
relatively large wavelength differences. For example, for X s — AA./2, which corre- 
sponds to an overlap between the bands of about 50% p xv = 0.88. But in OCT the 
phase and amplitude aberrations of the sample beam that occur in the layers over- 
lying the sample volume may cause more rapid decorrelation of the speckle with 
wavelength than Eq. (6) predicts. The wavelength dependence of the correlation 
depends on the mean scatter angle and the number of scattering events — the same 
factors that affect the speckle spot size. Thus, frequency compounding may provide a 
means of distinguishing the signal-carrying and signal-degrading speckle defined in 
Section 7.2.3. Reduction of speckle noise could be done adaptively by varying the 
compounding bandwidths according to the second-order statistics of the recorded 
image. 

The preceding discussion points to the conclusion that a wideband source is 
prerequisite for effective application of frequency compounding in OCT. A simple 
way to synthesize a source with a wider spectrum is to combine multiple LED 
sources [20]. Unfortunately, LED sources generally emit less than 100 /zW in a single 
spatial mode, and sources with peak emission wavelengths that differ by a few tens of 
nanometers are not readily available. If these problems can be solved, source synth- 
esis may permit suppression of speckle by frequency compounding without unac- 
ceptable loss of resolution. Widening the source bandwidth has the additional benefit 
of filling in some of the missing spatial frequencies in the tissue spectrum lost in the 
coherent detection process (see Section 7.2.4). 

7.3.4 Digital Signal Processing 

Numerous methods have been developed — and continue to be developed — for redu- 
cing speckle noise in coherent imaging systems. Most are applied after an image is 
formed and are commonly referred to as image postprocessing methods. The 
remaining methods are applied directly to the complex interference signal before 
the image is recorded and are referred to in this section as complex-domain proces- 
sing methods. 

Among the most popular image postprocessing methods for speckle reduction 
are median filtering [23], homomorphic Weiner filtering [25], multiresolution wavelet 
analysis [14,24,31], and adaptive smoothing [26]. All of these methods incorporate 
either an explicit or implicit statistical model of the spatial frequency spectra of the 
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target features and background. The optimum shape of the passband of a conven- 
tional frequency domain- or wavelet-based filter can be derived from the ensemble- 
averaged spatial frequency spectra of a group of histological tissue specimens with 
the same microstructure as the tissue being probed. However, insofar as the power 
spectral densities of signal-carrying and signal-degrading speckle overlap, some loss 
of useful information is inevitable. By adjusting the passband according to the local 
mean or standard deviation measured within a window centered on the region of 
interest, the blurring across the boundaries of heavily speckled regions that results 
from loss of high-frequency information can be reduced. An optimal nonlinear 
wavelet threshold (ONWT) technique will be discussed as an example of spatial 
frequency filtering in Section 7.5. 

Digital signal processing can be performed either before or after the absolute 
magnitude of the OCT interference signal has been calculated for display via demo- 
dulation and rectification. Analysis of the interference signal prior to demodulation 
and rectification has the advantage that changes in the phase as well as the amplitude 
of the signals can be used to distinguish signal-carrying from single-degrading 
speckle. One type of speckle reduction method that operates in the complex domain, 
called the zero-amplitude procedure (ZAP), was first applied by Healey et al. [27] in 
medical ultrasound. It has been applied recently to optical coherence tomography by 
Yung and Schmitt [11]. ZAP relies on the location of the zeros of the interference 
signal in the complex plane to find gaps in the signal caused by destructive inter- 
ference. One implementation of ZAP is discussed in the following section. 

Digital signal processing in the complex domain can also be used to implement 
a form of adaptive frequency compounding, as suggested in Section 7.3.3. Other 
complex-domain processing methods that have been applied in OCT include iterative 
point deconvolution (CLEAN [28,29]) and constrained iterative deconvolution [30]. 
Although not speckle reduction methods per se, they share a similar aim of reducing 
the degrading effects of the side lobes of the coherent PSF. Deconvolution of OCT 
signals performs best, in general, when the scattering targets are separated by the 
wider of the envelope of the PSF or more; as the number of scatterers in the sample 
volume increases, the deconvolution becomes increasingly sensitive to noise and 
performance degrades steeply. This failure is related to the difficulty of interpolating 
between the gaps in the spatial frequency spectrum that arise from the coherent 
detection process [18]. 

7.4 THE ZERO-ADJUSTMENT PROCEDURE (ZAP)* 

Tissue is composed of a large number of scatterers that backscatter the light from 
which OCT images are formed. Each A-line of an OCT image, denoted by y(n), can 
be modeled as a convolution of the scatterer sequence x(«) and the PSF of the OCT 

system h(n): 

y(n) = h(n) <g> x(n) (7) 

The PSF, in turn, can be expressed as the product of a Gaussian sequence g(n) and a 
complex sinusoidal function with a period equal to the wavelength of the light source X, 



* This section authored by K. M. Yung. 

dramroo 



190 Schmitt et al. 

h(n) = g(n)ei 2n " /x) (8) 

Combining these expressions, we write the A-line signal as 

y(n) = [g(n)e ilmilx ] ® x(n) (9) 

or 

y(ri) = {g(n) ® [x(n)e->' 27I " /x ]}e i2irn/x (10) 

Now consider the simplest case of destructive interference in which x(ri) represents 
two positive points a and b separated by odd integer multiples of A./2, 

a, n = 

x(n)= \ b, n = (N±l/2)k (11) 

0, otherwise 

For any integers N and (N ± 1/2)A, the backscatter signal is then 

y(ri) = {ag(n) - bg[n - (N ± l/2)A]}e /2ir " A (12) 

In the zero-adjustment procedure (ZAP), the complex backscatter signal is z- 
transformed and its zeros are found. These zeros are processed in two steps: zero 
detection and signal correction [11]. The detection process involves locating zeros 
that lie close to the angular carrier frequency of the signal. Those zeros (called ZAP 
zeros) that appear inside the sector in the complex plane bounded by the angular 
carrier frequency plus or minus a fixed fraction of the signal angular bandwidth are 
assumed to cause speckles. For y(ri) given by Eq. (12), only one ZAP zero exists, 
which is located at 



2/(2N±l)k 



*»-u /w ' 



After each ZAP zero is found, it is rotated away from the carrier frequency of the 
signal. The corrected A-line is then obtained by inverse z-transforming the poly- 
nomial with roots given by the zeros. For a given angle of rotation of S, the 
ZAP-corrected A-line is given by 



I(JV±1/2)A.-1 
ag(n) + a(l-e' s ) £ g(n-k) 
A-=l 



+[a(l - e' s ) - b]g 



N±\n 



(13) 



This procedure, in effect, adds a series of complex numbers with the sample ampli- 
tude a(\ — e 1 ) in the space between the two original scatters, thereby filling in energy 
in the region where speckle occurs. To implement ZAP on a signal generated by a 
sequence of scatterers, the A-line is broken into overlapping segments with lengths 
close to the axial width of the system PSF. The magnitudes of ZAP-corrected seg- 
ments are then multiplied with Hanning windows to reduce edge effects and recon- 
structed to form the corrected A-line. 

Column (a) of Fig. 9 consists of simulation results that show the effect of 
applying the traditional ZAP to demodulated complex backscatter signals formed 
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Figure 9 Simulated envelopes, zeros, and phases of the complex OCT backscatter signals 
after demodulation. The results shown were obtained for pairs of scatterers of unit amplitudes 
separated by 4.5A, 6.5X, 8.5A, 10. 5X, and 12. 5A (top to bottom), (a) Coherent backscatter 
envelope (dotted line), ideal incoherent envelope (broken line), and original ZAP-corrected 
envelope (solid line), (b) ZAP-corrected envelope (solid line) by optimal rotation of ZAP zero. 
The ZAP-corrected envelope resembles the ideal envelope (broken line), (c) Zeros of z-trans- 
formed backscatter signal with ZAP zero plotted as an asterisk, (d) Zeros after optimal 
rotation of the ZAP zero, (e) Absolute value of the instantaneous phase change. (From 
Ref. 32.) 
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with scatter separations of increasing odd integer multiples of A/2. The simulated 
results show that the original ZAP helps to correct the speckled backscatter signal. 
However, the method is unable to fill in the right amount of energy for different 
degrees of destructive interference. One can see that the filling-in procedure is too 
weak in some cases but too strong in others. Figure 9b presents the ZAP-corrected 
envelope (solid line) by optimal rotation of ZAP zero. The broken line shows the 
profile of the ideal envelope. Figure 9c illustrates the zeros of the z-transformed 
demodulated A-lines before ZAP is applied. The asterisks show the locations of 
the ZAP zeros. Figure 9d gives the ZAP zeros after optimal rotation. Figure 9e 
shows the absolute value of the instantaneous phase change, which indicates that 
for backscatter signals formed with pairs of scatterers spaced at 0.5 fractional multi- 
ples of wavelength, there must be a phase change of it where destructive interference 
occurs. 

7.4.1 Speckle Detection 

In Eq. (12), the complex signal y(n) is represented as a convolution of the scatterer 
function x(n) with the PSF h(n) centered on a carrier with a period A. The zeros of 
Y(z) are the collection of the zeros of H(z) and X(z). The signals from scatterers of 
amplitudes a and ft suffer from destructive interference when the scatterers are 
separated by an integer distance of d = (N ± 1/2)1 for any integer N. For this 
case, the scatterer function is given by Eq. (11), which after z-transformation, 
yields 



X(z) = a + pz-" 
A speckle-corrupted A-line represented by 



>'spk(«) 



agin) - pg 



N± X -Y, 



lg/aroi/X 



(14) 



(15) 



results from destructive interference of the signals generated by two scatterers a and 
P separated by (N ± 1/2)1. We consider the zeros of x(n) first, which, from Eq. (14) 
are located in the z-domain at 



z = 



Z = 



i/d 



exp 



i/d 



exp 



j(2n — 1)tt 
d 


« = 0,1,2,.. 


.,d- 1 


(16) 


j2(2n — \)tc 
_ (2N ± 1)A 


« = 0,1,2,. 


..(*4)*-i 


(17) 



There must exist an n = (N + 1/2) ± 1/2 such that 



z — z ZAP — 



l/d^x/k 



(18) 



The angular frequency of y(ri) is &> = 2jt/X, which is the same as the frequency of the 
zero given by Eq. (18). This derivation shows that destructive interference must 
produce (ZAP zero) at the signal angular frequency co. As zeros of the PSF do not 
lie close to its angular carrier frequency, zeros near co must be from the scatterer 
sequence. Therefore, the presence of a zero at or near co indicates the presence of 
speckle. 
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Optimization of the ZAP-Zero Rotation Angle 

To correct the distortion caused by destructive interference of signals generated by 
pairs of scatterers, energy must be added back to the signal within the proper time 
interval to replace the lost signal energy. One way to accomplish this is to rotate the 
angle of the ZAP zeros. The closer the separation of the scatterers to 0.5 fractional 
multiples of the wavelength, the more rotation of the ZAP zeros is required. 
Rotation of the zeros by a constant angle according to the algorithm of the original 
ZAP does not properly correct destructive interference of A-lines of different integer 
and fractional wavelength multiples. 

We carried out an extensive simulation of ZAP correction for various pairs of 
scatterer separations to find an optimal ZAP-zero rotation angle for each case. The 
ZAP zeros were rotated by an adjustable angle until the ZAP-corrected envelope 
matched the ideal incoherent envelope as closely as possible. 

For the scatterer sequence of Eq. (11), the zeros are located at 



2/(2N±l)l 



z = I - I exp 



j2(2n — \)jt 



(2N ± l)X 



n=0,l,2,...,[N±j\x-l (19) 



The phase angle of each zero is related to the separation of scatterers. In the present 
case, the separation distance is (Nl/2)X, so the angle between any two adjacent 
scatterer zeros is 4n/(2N ± l)X. In general, the adjacent scatterer zero-angle differ- 
ence in terms of multiple of wavelength M is given by 

*^=m (20) 

where X denotes the wavelength of the light source in number of samples. From Eq. 
(2), the exact scatterer separation of an A-line can be found given prior knowledge of 
the adjacent scatterer zero-angle separation. After this division, the angles trace out a 
triangular wave function related to the multiple of wavelength M and written as 

0.5-M+LMJ, 0<M-LMJ<0.5 



4> : (M) = 



(21) 
0.5 -\M]+M, < \M] - M < 0.5 



where the symbols |_-J and [•] mean that the quantity inside is rounded toward minus 
infinity and plus infinity, respectively. After normalizing the rotation angles with a 
best-fit line and taking in the square root, we obtain a normalized rotation function. 
This function has a simple profile that can be approximated by a triangular wave 
according to 

opt (M) = 1 - 2</> z (M) (22) 

Hence, once the distance between two scatterers is known, we can estimate how 
much a ZAP zero needs to be rotated to correctly fill in speckles. 

Determination of Scatterer Separation 

We now have a procedure for correcting speckled A-lines with an optimal amount of 
energy based on a modified form of ZAP. With the help of the original ZAP-zero 
angle and the sum of the absolute phase change, we can estimate the spacing between 
adjacent scatterers. The problem now is that we do not know the exact multiple of the 
wavelength by which a given pair of scatterers is separated because the adjacent 
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scatterer zero separation is still unknown. However, according to Eq. (20), it is 
possible for us to extract an exact distance of scatterer separation in terms of multiples 
of wavelength from adjacent zero angle differences. The difference in angle between 
adjacent zeros can be calculated directly by finding the difference of the phase angles 
between that of a ZAP zero and the closest zero of the same magnitude within the 
angular bandwidth of the A-line. The zeros beside the asterisks at the months of two 
Y-structures in the bottom three plots of Fig. 9c illustrate such adjacent zeros. One 
might ask why we still need to calculate the fractional multiple from either the original 
ZAP-zero phase angle or the sum of phase change when both integer and fractional 
multiples can be obtained readily from adjacent zero angles. The reason is that the 
change of the adjacent zero separation angle becomes negligible for the same integer- 
multiple of separation distance of widely separated scatterers. To avoid error in 
calculating the exact scatterer separation, we break the procedure down into three 
steps. First, an estimate of the exact scatterer spacing is found from the adjacent 
scatterer zero-angle difference by using Eq. (20). For an A-line for which the angle 
of ZAP zero is a, the angle difference of adjacent scatterer zeros is P and the summa- 
tion of phase changes is P, the estimate of scatterer separation in terms of the multiple 
of wavelength can be found by evaluating 0^ (jS), where y =/(x) and x =f~ l (y) are 
equivalent. Next, two sets of scatterer spacing are found by computing fa (a//3) and 
(psum(P)- Finally, an element is selected from each set of separations that are closest to 
the estimate in the first step. The two values are averaged to give a more accurate 
estimate of the scatterer separation than either of them alone. 

A problem arises, however, when the scatterer spacing is between and 6 
integer multiples. Referring to the top two plots of Fig. 9c, we observe that no 
adjacent zeros can be found within the signal bandwidth. Adjacent zeros are hidden 
by PSF zeros. Without this information, it is impossible for us to know the estimated 
scatterer spacing. Therefore, when this situation arises, we simply approximate the 
estimated exact scatterer separation by the median of integer multiples with the 
problem and then go through the three steps above. 

Figure 10 shows OCT images of tissue before and after processing with the 
original and modified ZAP. A weak low-pass filter was applied on all images in the 
lateral dimension to smooth the transitions between A-lines. The speckle fluctuations 
in both of the processed images are clearly smaller than in the original image; how- 
ever, some features in the original ZAP-processed image are blurred. For reference, 
the image created by angle compounding using a four-element detector [11,13] is 
shown in Fig. lOd. 

Our preliminary investigation of the ZAP suggested its potential to suppress 
speckle noise. The disadvantage with the traditional ZAP is that its smoothing effect 
is sometimes excessive. It is caused by the difficulties with ZAP in filling in speckles 
with the right amount of energy according to the local signal properties. The mod- 
ified ZAP we presented in this section is more adaptive to speckles and linear in 
response. However, applied to real OCT signals, the modified ZAP does not perform 
as well as our theoretical analysis. One likely reason is that noise in weak OCT 
signals introduces false phase changes. Another problem is the inability of ZAP to 
cope with the speckle generated by very large numbers of scatterers in the sample 
volume. This problem also appears to be a major stumbling block in deconvolution 
and filtering of OCT images. A better phase-noise filtering procedure needs to be 
developed as an alternative to the thresholding function now used in our OCT 
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Figure 10 A comparison of the original and modified-ZAP processed OCT images of skin 
(back side of index finger), (a) Original image, (b) Original ZAP-corrected image, (c) Modified 
ZAP-corrected image, (d) Image as an ensemble average of four independent channels of an 
array detector. (From Ref. 32.) 



system. Hardware improvements, such as the use of broader band and more power- 
ful sources, may make ZAP more robust. 

7.5 OPTIMAL NONLINEAR WAVELET THRESHOLDING* 

The method of speckle noise reduction by optimal nonlinear wavelet thresholding 
(ONWT) was first applied to medical ultrasound imaging [31] and later applied to 
OCT image processing [14]. Because it is based on optimization of the signal-to-noise 
(SNR) ratio in the wavelet domain, ONWT can reduce speckle noise while preser- 
ving image details. This feature is very important in coherent imaging technologies 
such as OCT in which weak signal detection is critical. This section gives a brief 
introduction to the ONWT method. Processed OCT images of living tissues are 
presented to illustrate the performance of the method. 

7.5.1 OCT Speckle Statistics 

Speckle noise can be approximated as a type of multiplicative noise that is commonly 
observed in images generated with highly coherent waves [33]. An OCT image 
degraded by multiplicative noise, y'(h, i), can be expressed as 
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y '(h,i)=f'(h,i)xn'(h,i), h, i = 1,2, 3 N (23) 

where f'(h, i) denotes the real OCT image pixels that need to be recovered: n\h, i) 
denotes independent, identically distributed x 2 random variables with two degrees of 
freedom; and y'(h, i) represents the observed noisy image data [24]. When the spatial 
resolution of the imaging system is small in comparison with the details of the 
imaged object, speckle can be modeled as Gaussian noise provided that the image 
is sampled coarsely enough that the degradation at any pixel is independent of the 
degradation at all other pixels [9]. 

Because y'(h, i) and f'(h, i) represent image intensities and are therefore non- 
negative, n'(h, i) is also nonnegative. Applying the logarithmic operation to Eq. (23), 
we obtain 

y (h, i) = f(h, i) + n(h, 0, h,i=l,2,3,...,N (24) 

The logarithmic operation transforms the multiplicative noise n'(h, i) into addi- 
tive noise n(h, i), which is amenable to restoration algorithms based on linear noise 
models [24]. Because the dynamic range of OCT interference signals is high (80- 
HOdB), logarithmic compression is generally required before display. For displayed 
OCT images, the additive white Gaussian noise model is a reasonable approximation 
for speckle modeling. 

7.5.2 Maximization of the Signal-to-Noise Ratio 

To deal further with Eq. (24), we now apply the separable dyadic multiresolution 
analysis developed by Mallat [34]. The basic concept of multiresolution decomposi- 
tion is to split an image dataset into components of different resolutions. To achieve 
optimal noise reduction, the localized signal components are reduced if their magni- 
tudes exceed a certain threshold. 

Multiresolution analysis is carried out in a series of spaces V m C L 2 (R), m e Z, 
such that 

■ ■ ■ C V 2 C Vy C V C F_, C F_ 2 C ■ ■ ■ 

with 

U meZ ^m = L 2 (R) and n meZ = {0} 

which describes a successive approximation sequence to the space L 2 (R) [34]. The 
symbol c means "in"; for example, V 2 C V\ means space V 2 in space V\, m e Z 
means m in the integer space. More precisely, for a given energy-limited OCT image 
signal / G L~(R), the successive projections Prov V m (f) on the spaces V m gives 
approximations of/ with resolution 2 _m . If f(h, i) is the signal and n(h, i) is the 
noise, then by carrying out the discrete wavelet transform (DWT), we obtain 
W s (j, k, [) for the signal coefficients and W n Q, k, I) for the noise coefficients at dif- 
ferent levels. 

Applying the soft-thresholding X nonlinearity [31], 

r,(j, k, I, X) = sign [W(j, k, 0][| W{j, k, l)\ - X] (25) 

where 
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sign(^(/, £,/)) = 



+ 1 when W(j, k, I) > 
when W(j, k,l) = 

-1 when W(J, k, l) < 



(26) 



we obtain denoised coefficients %(/', &, /, X) and ??„(/', &, /, X) for the signal and noise, 
respectively. 

To reconstruct the image signal f (h, i, X), which contains the residual image 
noise n (h, i, X), the inverse wavelet transform (IWT) is applied. By defining the SNR 
as 



SNR(l) 



£ A ,[/;(/M,r>] 2 



E h jE[(n (h,i,X)f] 
and simplifying Eq. (27), we find 



SNR(A) 



N 2 X 2 - IXN^/yE, + E s 
N 2 X 2 - 2XNJK, + E„ 



where 



and 



E s = Y}W s (j,k,l)\ 7 
j.k.i 



j,k,l 



(27) 



(28) 



(29) 



(30) 



represent the energy of the signal and the energy of the noise in the wavelet domain, 
respectively. The steps involved in simplifying Eq. (27) to Eq. (28) are given in Ref. 
31. In Eq. (28), y c [0, 1] is a constant that represents the signal inhomogeneity in the 
wavelet domain. When the image data are transformed into the wavelet domain, the 
noise projects into the whole wavelet space in (/', k, /), but the most significant co- 
efficients of the signal, in general, project into a limited subspace (j',k',l'). The 
constant y in Eq. (28) is defined as 



Y = 



^X>ign(|^(/,A;,0|-£) + l] 



(31) 



j,k,l 



where /S is the mean of signal coefficients W s . Since, according to Eq. (31), y is 
proportional to the ratio of the total number of wavelet coefficients whose absolute 
values lie above the mean of W s and the dimension of the total wavelet space, a 
smooth image will give a lower value of y than a sharp image containing more 
features of high spatial frequency. 

Now to obtain an optimal threshold X , the maximizes the SNR, we let 



3SNR(A.) 



8X 







and find 



X n = 



[(£, 



^){E n , 



e s VK)] 



1/2 



(32) 



(33) 
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for the optimal threshold. Note that X depends on the energy levels of the signal and 
noise in the wavelet domain. When the signal and noise concentrate in different 
levels, the optimal threshold given by Eq. (33) can reduce noise without destroying 
useful information in the original signal. 

Figure 1 1 demonstrates the results of ONWT processing on an OCT image of 
the nail fold, which was acquired by an OCT system that incorporates array detec- 
tion [20]. The image was contaminated with speckle because the received A-line 
signals came from the coherent summation of the multiple scatterers. Figure lib 
presents the results of ONWT processing. Each A-line signal of the image was 
transformed into the wavelet domain, with the Daubechies 4 wavelet used as the 
mother wavelet. The optimal nonlinear threshold based on the statistics of the signal 
and noise energy level was first obtained from Eq. (33) and then applied to the 
wavelet coefficients. The image was reconstructed by the inverse wavelet transform. 
The most important OCT features, such as junctions between the epidermis and 
dermis as well as the boundaries of the small blood vessels in the dermis area, 
were preserved during noise reduction. Figure lie gives the results of applying a 
threshold 30% lower than the optimum. Although most of the structural details of 
OCT images were preserved, some of the speckle noise remains. Figure lid illus- 







Figure 1 1 Optical coherence tomographic images of the nail fold region of the index finger 
of a human subject. Each image covers an area of approximately 1.0 mm (deep)x 
2.4 mm (wide), (a) Original OCT image, (b) Processed image after applying optimal threshold, 
(c) Image reconstructed after applying a threshold 30% below the optimum, (d) Image pro- 
cessed by applying a threshold 2.5 times the optimum. 
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trates the processing result obtained after applying a threshold 2.5 times the opti- 
mum. Although the speckle noise was reduced the most in this case, considerable 
blurring of the image is evident. 

The ONWT technique presented in this section incorporates optimal nonlinear 
thresholding in multiple spatial frequency bands of OCT interference signals. Using 
this approach, the SNR is maximized with minimal loss of high spatial frequency 
information. 



7.6 CONCLUSION AND REMAINING PROBLEMS 

Speckle is an undesirable consequence of all coherent or partially coherent imaging 
systems. Any overview of a topic as complex as speckle in OCT inevitably unearths a 
number of problems for future research. The following is a short list of problems that 
deserve special attention. 

Current understanding of the classes of speckle and their origins is sketchy. 
More experimental work is needed to understand the relationship between 
the microscopic scattering properties of tissue and the statistical properties 
of speckle in OCT images, particularly the second-order properties that 
specify the distribution of the correlation spot sizes in the projected speckle 
patterns. 

As a fundamental manifestation of coherent noise, speckle is a natural conse- 
quence of the limited spatial frequency bandwidth of an interferometric 
measurement system. To enable effective suppression of speckle effects in 
OCT, techniques for simultaneously widening the bandwidth of the light 
source and the light collection aperture must be developed. 

Too few studies have focused on ways of adapting spatial- and frequency- 
compounding methods employed in synthetic aperture radar and medical 
ultrasound to optical coherence tomography. More work in this area is 
needed. 

The applications of complex-domain processing in OCT merit further investi- 
gation, especially those techniques that exploit the phase of the OCT signal. 

Topics for further investigation in wavelet-based speckle reduction include 
methods for optimum selection of mother wavelets and for increasing execu- 
tion speed. 
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8.1 INTRODUCTION 

8.1.1 The Doppler Effect 

An effect exhibited in all wave phenomena is the apparent change in frequency (v D ) 
due to relative motion between a source and an observer. If the source and observer 
are approaching each other, the apparent frequency of the wave is greater (v D > 0). 
Conversely, the apparent frequency is lowered (v D < 0) if the source and observer are 
moving away from each other. This effect was first identified and studied in 1842 by 
the Dutch physicist Johann Christian Doppler, who performed experiments invol- 
ving the apparent tone of musical instruments played on moving railroad cars. In 
more recent times, the "Doppler effect" has been used to detect and measure the 
velocity of moving objects ranging in size from the atomic to galactic scale. Within 
the last few decades, many biomedical researchers and clinical practitioners have 
investigated the application of noninvasive Doppler techniques such as ultrasound 
imaging and laser fiowmetry to monitor blood flow. 

The use of coherent light sources to measure the velocity of moving particles 
was first reported shortly after the invention of the laser. In the late 1960s and early 
1970s, development of laser Doppler velocimetry proceeded rapidly for a range of 
applications. The use of laser light to measure blood flow in retinal arteries was first 
reported by Charles Riva and colleagues. Initially, measurements of blood flow 
velocity in rabbit retinal vessels were reported [1]. Later, a similar procedure was 
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followed using light from a lower power HeNe laser with a photomultiplier detector 
and an electronic correlator to measure blood flow in human retinal arteries and veins 
[2]. Subsequently, a number of investigators developed the methodology further to 
measure blood flow in a catheter [3] and skin pulsatile flow using a source-and- 
receiver geometry incorporating optical fibers [4]. One of the earliest reports describ- 
ing the use of a light source with a broad spectral emission profile or short temporal 
coherence length for interferometric measurement of fluid flow was given by B. T. 
Meggitt and colleagues [5]. The power spectrum of light backscattered from a 200 (im 
measurement volume in a test flow was measured using a Michelson configuration 
incorporating a low finesse Fabry-Perot recovery interferometer combined with dif- 
ferential detection. Using this technique, the authors measured the power spectrum of 
interference fringe intensity corresponding to light backscattered from discrete spatial 
locations in a test flow. More recently, development of high power amplified sponta- 
neous emission (ASE) light sources that provide broad spectral emission profiles in a 
single transverse spatial mode have allowed high resolution (~ 10 /xm) measurement 
of flow velocity in turbid media [6]. 

8.1.2 Doppler Ultrasound 

In Doppler ultrasound imaging, an acoustic transducer external to the tissue gen- 
erates ultrasonic waves that are backscattered from moving red blood cells (RBCs) 
and shifted in frequency (v D ) by an amount proportional to the velocity. In addition 
to being noninvasive, the chief advantage of Doppler ultrasound techniques is the 
ability to record images of the heart and relatively large diameter blood vessels. 
Although Doppler ultrasound imaging provides a means to resolve blood flow velo- 
cities at discrete spatial locations in tissue, the relatively long acoustic wavelengths 
required for deep tissue penetration limits spatial resolution to approximately 
100 /nm. Application of Doppler ultrasound to the recording of tomographic images 
of microvasculature blood flow requires the use of high frequency acoustic waves 
that are strongly attenuated in tissue. 

Differences in the spatial and velocity resolution between Doppler ultrasound 
and optical coherence tomography (OCT) are due to the large variance between 
characteristic wavelengths of corresponding optical and acoustic waves in tissue. 
The spatial resolution of Doppler OCT is an order of magnitude better than what 
can be achieved with ultrasound tomography [7]. Vessels positioned at depths to 
lmm beneath the tissue surface with diameters as small as 10 (im can be imaged 
using Doppler OCT. Similarly, the velocity resolution of Doppler OCT is better than 
in ultrasound because of the difference in respective wavelengths (X). For ultrasound, 
^•acoustic depends on the wave frequency and mean velocity of sound through soft 
tissue (taken to be 1540m/s). For 10 MHz ultrasound, A acoustic = 1540(m/s)/10 7 Hz 
= 154/zm compared to X oplic = 0.85 /jm. Assuming equal measurement time (A^) to 
record a single pixel in acoustic and optical Doppler imaging systems, the ratio of 
minimum velocity (V mm ) resolutions is given by 

V min ■ X i S4 

r acoustic '^acoustic 1 ^~ i qa 



V m '" , A. OD , ic 0.85 

optical optic 

The two-order magnitude improvement in v mm , together with a tenfold increase in 
Doppler OCT spatial resolution, allows very high resolution measurement of volu- 
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metric blood flow rates on the order of 10-100 pL/s. Notwithstanding the significant 
disparity in spatial resolution between ultrasound and OCT, the basic physics of the 
Doppler effect involving acoustic and electromagnetic waves is similar, and many of 
the signal processing techniques (hardware and software) used to estimate the 
Doppler shift v D are analogous. Moreover, because the evolution of Doppler ultra- 
sound predated OCT by more than a decade, signal processing and data estimation 
algorithms developed for ultrasound represent a valuable resource for Doppler 
OCT. 



8.1.3 Laser Doppler Flowmetry 

In laser Doppler flowmetry (LDF), incident highly coherent light at a single optical 
frequency (a>) enters the tissue and is multiply scattered by static constituents and 
moving red blood cells (RBCs). A second fiber collects the backscattered light, a 
small fraction of which is Doppler shifted by moving RBCs; in comparison, light 
scattered exclusively by static constituents has little or no frequency change. 
Detection of the Doppler shift in LDF is founded on the heterodyne beating prin- 
ciple: shifted and nonshifted backscattered light amplitudes mix coherently on the 
surface of a photoreceiver to produce low frequency (< 10 kHz) intensity fluctua- 
tions. Power spectra of the intensity fluctuations are a function of the RBC velocity 
distribution and concentration in the microcirculatory network. An LDF blood 
perfusion signal is given by the first moment of the computed power spectrum of 
measured intensity fluctuations. Because the LDF signal is due to multiply scattered 
light with a large variation of optical pathlengths in the tissue, spatial resolution is 
poor (> 250 /xm) and information relevant to bloodflow at discrete positions is lost. 
Many investigators have reported experimental and theoretical investigations 
to improve the LDF spatial resolution and demonstrate application to clinical diag- 
nostic problems. Stern at Johns Hopkins University completed a detailed analysis of 
Doppler-shifted and multiply scattered light using a Feynman path integral formal- 
ism [8]. Obeid et al. [9] reported a two-wavelength LDF system to improve depth 
discrimination of tissue blood flow. In this technique, two coherent light sources with 
spectral emission in the visible and infrared are coupled into a multimode optical 
fiber and incident at a single position on the tissue. Light backscattered from the 
tissue is collected in a receiving fiber, and the first moment of the power spectrum of 
measured intensity fluctuations is computed at each wavelength. Because longer 
wavelength light is scattered less strongly in tissue than the visible wavelengths, 
penetration is deeper and the near-infrared LDF signal measures RBC velocity 
over a deeper range of depths. Comparison of visible and near-infrared LDF signals 
allows coarse depth discrimination of microvascular blood flow. Various investiga- 
tors have reported application of LDF imaging instruments to clinical diagnostic 
problems [10]. In LDF imaging instruments, light emitted from a coherent laser 
source is scanned over a region of interest on the tissue surface. At each beam 
position on the tissue surface, intensity of backscattered light is measured and the 
first moment of the power spectrum of intensity fluctuations is computed. A blood 
perfusion image is produced by displaying the first moment of the power spectrum at 
each pixel. Because lateral spatial resolution of LDF is limited by the scattering 
properties of the probed tissue volume, pixel (250 fim) and image (1-100 cm 2 ) sizes 
are relatively large. 
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8.2 DOPPLER OCT SYSTEM 

We present a simple analysis of Doppler OCT by considering a turbid sample 
positioned in a Michelson interferometer. Spatially coherent light emitted from a 
source with broad spectral emission [^(co)] is coupled into the interferometer and 
split into reference and sample paths. At the interferometer output, interference 
fringe intensity may be detected using a single-element photoreceiver or an optical 
spectrum analyzer. In systems that measure interference fringe intensity using a 
single-element photoreceiver, optical time delay (Ar) between light propagating in 
reference and sample paths is varied by using a delay line, and scanning of light in 
the turbid sample may be performed in two manners: (1) continuous scanning in 
depth followed by an incremental change in lateral position (longitudinal scanning) 
or (2) continuous scanning of lateral position followed by an incremental change in 
depth (lateral scanning). In scanning systems, interference fringe intensity is mea- 
sured over a time delay approximately equal to the coherence time of source light 
(r c ) to record position and velocity of static and moving constituents at a single 
pixel in the turbid sample; information at deeper positions is obtained by measur- 
ing fringe amplitude and phase at increased time delays (Ar). A potential practical 
advantage of measuring fringe intensity in the optical spectral domain is that the 
requirement for a delay line in the reference path is removed and the optical time 
delay is scanned electronically by computing the amplitude of various harmonics of 
corresponding spectral oscillations. Despite the potential advantages in measuring 
fringe amplitude in the optical spectral domain, fabrication constraints in the 
detector array readout architectures have hindered practical application of electro- 
nic delay line scanning systems. 

8.2.1 Doppler OCT Signal 

We calculate the Doppler signal current i c i/(d) measured by a single-element photo- 
receiver (e.g., photodiode) by determining the correlation between light amplitudes 
in the reference and sample paths of the interferometer. When the sample contains 
moving constituents (e.g., RBCs), optical time delay (At) is due to scanning in the 
reference path (At,) and possible delays due to Doppler motion of scattering centers 
parallel to the optical axis in the sample path (Ar fl ). The amplitude of light emitted 
by the source and coupled into the interferometer [U(t)] at time t is written as a 
harmonic superposition, 



U(i) = 



^U{m)e lat da (1) 

o 



where U{t) is a complex-valued analytic signal representing the field amplitude 
emitted by the light source; ^(to) is the corresponding spectral amplitude at optical 
frequency co. Cross-spectral density of %(co) satisfies 

[W*{(0)W{co')) = S (a))S(o) - a)') (2) 

here, (*) is a time average over various realizations of <%(co); S ((d) is the optical 
source power spectral density in watts per hertz (W/Hz); and S(a>) is the Dirac delta 
function. Light emitted by the source is coupled into the interferometer and split 
equally into reference and sample spectral amplitudes, each denoted by a U {m). After 
splitting, spectral amplitude of light in the reference path propagates forward to the 
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delay line, is reflected, and is coupled back into the interferometer. After return to 
the 2x2 splitter, the reference spectral amplitude is 



%(co) 



K r e im ^°qi {(D) 



(3) 



Here, At, is the variable delay time between light propagating in the sample and 
reference paths established by the scanning delay line; K r is the amplitude reflection 
coefficient of light returning from the delay line. In writing Eq. (3), we have assumed 
that the delay line is dispersion-free and does not limit the source spectrum. After 
splitting, spectral amplitude of light in the interferometer sample path propagates 
forward to the turbid sample, is backscattered, and is coupled back to the splitter. 
After return to the 2x2 splitter, the sample spectral amplitude is 



% s (co) = <% (w) ^2 K s(Ar s )t 



wjAt d 



(4) 



where the sum is taken over all backscattering centers in the sample. K s (Ar s ) is the 
complex amplitude reflection coefficient of light backscattered from a center position 
in the sample with time delay At, established by the delay line in the reference path 
(for simplicity we assume no spectral modulation of light propagating in the sample); 
when light backscatters from a moving particle, the phase of light in the sample path 
varies according to coAr D , where At^, is the Doppler time delay of light backscat- 
tered from moving constituents. Using expressions for the spectral amplitude of light 
in the reference [Eq. (3)] and sample [Eq. (4)] paths, we derive the temporal coher- 
ence function [FqctCAt)] for the interference fringe intensity. Combining harmonic 
expansions [Eq. (1)] for <3/,(&>) and <% r (oo) and applying Eq. (2) when computing a 
time average, the temporal coherence function is 



r OCT (AT = At, - At b ) = (U,.(t + At)C£(0) 



*E 



K(At s )S (co)e 



/w(At v — Az d ) 



cho 



(5) 



Because the Doppler signal current is the measured quantity of interest, we write the 
expression for i d at time delay At, — Ar D as 



i c i(Ax = At, — Ax D ) = 2 Re 
hco 



*E 



K{Ax s ) 



S (a>) exp[z&>(AT, ~~ Atq)] dtw 



(6) 



Here, ri(co) is the quantum efficiency of the detector and h is Planck's constant. When 
the sample is nondispersive, the source photon spectral density is Gaussian with 
center frequency a> and total power P , and the quantum efficiency (rj) of the 
detector is constant over the source bandwidth, the Doppler signal is 



/^(At, — A To) «s An K r 



hco„ 



X!l^( AT ')l ex p 



/Aw(ATj - At d )\ 2 
V 4N/rn2 ) 



(7) 



cos 



2jtc(At, — Atd) 
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Here Aw is the full width at half-maximum (FWHM) optical bandwidth of the 
source, and X = 2ttc/(d is the free-space wavelength, <p s is the phase of the complex 
amplitude K s . In Doppler OCT systems, the time delay At, is varied linearly in real 
time [At s = rt], and the Doppler delay (At^) introduced by backscattering from 
moving constituents is 

Atj = 2nv D t/a) (8) 

where the Doppler shift v D is 

v D = ^{k,-kd-V (9) 

where k s and k t are wavevectors of backscattered and incident light, respectively, at 
the central optical frequency (co ) and V is the velocity of the moving constituents. 
The measured Doppler signal current is approximated by 

P eri{m ) 



i d (t)^4nK r 



hco 

lit 



5~y,(AT,)|«p 



Aw{rt - At s ) x 2 



cos 



(cr)t - v D t + (p s (Ar s ) 



(10) 

Because the incident and backscattered light may contain a variety of wavevectors at 
each optical frequency (&>), the Doppler shift (v D ) does not have a single value but 
rather is represented by a distribution. For each backscattering center, uniform 
variation of time delay in the reference path gives a signal carrier frequency centered 
at v — cr/k . Because the phase (</>,) of the backscattering amplitude K s is a function 
of the scanning delay (At,), speckle effects also influence the power spectrum of the 
Doppler signal. Effects of probe geometry on the distribution of Doppler shifts (v D ) 
are discussed in Section 8.3.1. For a nonzero Doppler shift (v D ^ 0), a requirement is 
that k s — kj must have a nonvanishing component along the velocity ( V) of the 
scattering center. To determine the magnitude of the scattering center velocity 
(| V\) from i d , the relative orientation between vectors k s — k t and V must be 
known. In systems that restrict direction of the incident and backscattered light so 
that k s = —k h turbulent motion or spatial variation in the velocity of moving con- 
stituents, V, may be detected and creates a distribution of detected Doppler shifts. 
Doppler OCT of turbulent flow is discussed in Section 8.4.3. 

8.2.2 Processing of Doppler OCT Signal 

The detected Doppler signal current, id(t), is measured by a single-element photo- 
receiver and input into a coherent detection system to measure the amplitude and 
phase of the interference fringe intensity. The Doppler shift (v^) at each scan posi- 
tion can be determined by computing the time-dependent power spectrum or spec- 
trogram of the recorded interference fringe intensity. A spectrogram [11] is an 
estimate of the power spectrum of the interference fringe intensity in successive 
time segments (t h ?, + At p ) and may be represented by a two-dimensional surface 
in the time-frequency plane containing the time-varying spectral properties of the 
Doppler signal current. To construct a spectrogram, the Fourier transform is applied 
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to "short-time" (i.e., localized or windowed) segments of the Doppler signal current. 
Each local Fourier transform provides the spectral information for that particular 
time segment, and the window is then shifted to a slightly later time to generate 
another local spectrum. Following this approach, the properties of the signal can be 
simultaneously analyzed in the temporal and frequency domains. Although a num- 
ber of algorithmic approaches can be used to estimate the spectrogram of a time- 
varying signal, a simple approach is to compute the fast Fourier transform (FFT) of 
the Doppler signal current i d (t) for each time delay interval. The value of the spectro- 
gram [S d (t h vj), Eq. (11)] at frequency Vj is given by the squared magnitude of the 
short-time fast Fourier transform (STFFT) of the Doppler signal current in the r'th 
time-delay interval, (?,-, t t + At p ), 

S d (t h vj) = \STFFT[i d (t h t t + At p ), vj\\ 2 (1 1) 

The gray-scale value at the z'th pixel in a Doppler OCT structural image 
[SocrOX Eq. (12)] is given by the logarithm of the spectrogram value, S d (t t , vj), at 
the carrier frequency v„ established by the delay line in the reference path, 

Socr(0 = 101ogft,fe,v o )] (12) 

The gray-scale value at the z'th pixel in a Doppler OCT velocity image [V OCT (i), Eq. 
(13)] is given by the Doppler shift (v D ) of the recorded signal 



T , ,-v Kv D 



£/ VjS d (ti, Vj) I J^j S d(tj, Vj) - v 



2n„, cos 6 2«,„ cos ( 



(13) 



We have assumed that k s = —k t and that 6 is the angle between k t and V and n m is 
the mean refractive index of the medium. Velocity resolution is dependent on pixel 
acquisition time (At p ) and the angle (9) between flow velocity (V) and the incoming 
and backscattered light directions (k s and k { ) in the turbid sample; velocity resolution 
may be improved by reducing the angle (9) or increasing the pixel acquisition time 
(At p ). The detected velocity is color coded to indicate the magnitude and direction of 
flow and may be overlaid on the OCT structural image or displayed separately (see 
subsection on color coding of structure, flow, and variance). 

A typical Doppler OCT depth scan (A-scan) is analyzed using a rectangular 
window (N points) shifted by a decimation factor (d points) along the entire A-scan 
(L points), resulting in k Doppler spectra, where 

-^ 

For typical parameters (L = 512, N = 32, and d = 1), k corresponds to 480 localized 
complex fast Fourier transforms per A-scan. Inasmuch as STFFT calculations are 
computationally intensive (e.g., the processing time for an image with 100 A-scans 
using a 266 MHz Pentium personal computer is approximately 10 s), real-time acqui- 
sition of Doppler OCT images is problematic. Improved algorithms for real-time 
processing of Doppler signals recorded in vivo are discussed in Sections 8.4.2-8.4.4. 

Velocity Resolution and Frame Rate Limitations 

The velocity resolution in Doppler OCT, defined as the minimum resolvable velocity, 
F™ n , is directly proportional to the minimum detectable Doppler shift given by 
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vf m = \/N At s , which is determined by the STFFT window size N and the sampling 
increment, At s . Substituting v" lin into Eq. (13) [12], 

V mia = ^ | 1 | ( 1 5) 

2n m cos(6)\NAtJ K ' 

the velocity resolution can be expressed in terms of the image acquisition or frame 
rate R f as [13,14] 

,/ min = ^ (E^\ (16) 

2n m cos(<9) V Np J y ' 

where p is the axial scanning duty cycle and K is the number of A-scans per image 
with L pixels. For a given set of system parameters, an inverse relationship exists 
between the desired frame rate (RA and the minimum detectable velocity, V™ m . 
Faster frame rates increase V™ m and reduce Doppler velocity resolution; conversely, 
increasing precision of the velocity resolution requires a reduced frame rate. 

The width of the Doppler spectrum and modulation by speckle in turbid media 
[<j) s in Eq. (10)] also give rise to a trade-off between the velocity estimation precision 
and frame rate [13,14]. In practice, precision of the estimated Doppler shift is also 
limited by the Doppler signal bandwidth Av [14], which is proportional to the optical 
source spectral width Am. Thus the practical velocity resolution, Vf, is worse than 
Eq. (16) and is given by the product of Vf un and the number of frequency samples 
M (2AvND/cL) spanned by Av: 

Vf = MVf° (17) 

The velocity resolution limits, determined by Eq. (16), for typical design parameters 
(X = 1.3 fim, n m = 1.4, 9 = 45°, K = 100, L = 512, N = 32, p = 0.8) are 0.13 mm/s 
at a slow image acquisition time of 10 s. High speed imaging (8fps) results in a 
theoretical velocity resolution of 10.5 mm/s. 

Color Coding of Structure, Flow and Variance 

Two color coding formats for Doppler OCT have been reported. One format [14] is 
consistent with color Doppler ultrasound [15], in which backscatter amplitude is 
logarithmically assigned a gray-scale value [Eq. (12)], white indicating the highest 
reflectivity. Flow direction is encoded red or blue, and the flow magnitude is deter- 
mined by the red or blue saturation. The Doppler velocity image [Eq. (13)] is 
thresholded to remove velocity noise and superimposed on the amplitude image 
[Eq. (12)], simultaneously delineating tissue microstructure and blood flow. In the 
literature, this format is referred to as color Doppler OCT (CD-OCT). A format that 
uses false color coding has also been used to display Doppler OCT images [16,17]. In 
this format, backscatter amplitude is displayed with red and green representing high 
and low backscatter amplitude, respectively. Flow is encoded in a separate image, 
with black indicating no flow and red indicating saturation proportional to blood 
flow velocity. In the literature, this format is referred to as optical Doppler tomo- 
graphy (ODT). 

Turbulence (or more appropriately, depth-resolved spectral broadening) has 
been designated [18] (refer to Section 8.4.3) by using green to indicate regions of 
increased variance, with intensity indicating the extent of spectral broadening. In 
color Doppler ultrasound, increasing variance adds green to red or blue (producing 
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yellow or cyan, respectively [19]). In work completed, Doppler OCT variance images 
are presented separately. 



8.3 DOPPLER OCT OF IN VITRO SAMPLES 

Early demonstration and development of Doppler OCT required testing and 
experimentation using samples in vitro. These studies and experiments improved 
our understanding of the effect of instrumentation parameters and optical proper- 
ties of the media on the measured Doppler OCT signal. In this section we first 
describe results of a study using a Monte Carlo simulation of the light detection 
process in an OCT system to identify factors that affect the Doppler signal current, 
i d (t). Then we indicate some of the early imaging experiments completed using low 
speed (100-200 s/image) scanning systems that demonstrated the feasibility of 
using Doppler OCT to image flow in turbid media with optical properties similar 
to those of tissue. 

8.3.1 Parameters Influencing Doppler Frequency Spectra 

Better understanding of how instrumentation parameters and medium properties 
affect the Doppler signal current [i^t)] may be gained by Monte Carlo simulation 
of light propagation in the turbid medium under consideration. The results presented 
in this section are based on Monte Carlo simulations of an experiment involving an 
in vitro phantom, where blood flow is confined to a vessel submerged at a fixed depth 
and oriented parallel to the air/ tissue interface in a scattering medium [20]. Simulated 
photons are launched from the probe in such a way that the numerical aperture is 
filled with a Gaussian intensity profile. The probe acts as a confocal detector, 
because the antenna theorem for a heterodyne receiver limits the effective size of 
an interferometric receiver to twice the diameter of a confocal detector [21,22]. This 
feature is implemented through the confocality angle <5. Intralipid was chosen as a 
model medium that could easily be used experimentally to verify predictions result- 
ing from the Monte Carlo study. Both Intralipid and blood were modeled as homo- 
geneous media, each characterized by three optical parameters: the absorption 
coefficient /M a , the scattering coefficient /x„ and the anisotropy parameter g. Based 
on limited available data at X = 850 nm, the following optical parameters were 
chosen for 1% Intralipid: [i a = 0, /x, = 2.0mm~, g — 0.7; and for blood: 
fi a = 0.75mm- 1 , fi s = 150mm-', g = 0.99. 

The geometric model representing the combined emission and detection probe 
of a fiber-optic Doppler OCT instrument is shown in Fig. 1. The probe is pointed at 
an incidence angle of a (typically 15°), and we simulate Doppler OCT measurements 
of blood flow in a vessel immersed at an axial depth of z = 250 /zm in the scattering 
medium. The probe is aimed in the direction of point P on the z axis, but owing to 
refraction at the surface of the medium the focus is shifted to point P' at depth z', 
where z' = cz. The probe has a numerical aperture NA = sin 9, defined by the focus- 
ing lens L and the divergence of the light from the fiber core F. The surfaces S\ and 
S 2 define the spherical wave fronts of the beam diverging from the fiber tip and being 
focused by the lens L to converge toward point P (in air). Photons that are back- 
scattered from the turbid medium meet three criteria for detection: (1) They intersect 
the surface S 2 defined by the numerical aperture; (2) they deviate from normal 
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Figure 1 Geometry of Doppler OCT flow phantom for Monte Carlo simulations. A 100 
fim diameter wall-less vessel is positioned horizontally in a 2% Intralipid solution at an 
axial depth of 250 /xm. The y axis is taken to be parallel to the vessel axis. The probe is 
oriented at an incidence angle of a at various focus positions z' on the z axis through the 
center of the vessel lumen. Blood flow is assumed to have a parabolic velocity profile with 
on-axis velocity V . 



incidence on S 2 by less than the confocality angle 8; and (3) they have a total optical 
path length that deviates by less than the source coherence length L c from the 
nominal pathlength for a photon launched from S 2 and scattered from P' back to 
S 2 in a single backscattering event. 

The Monte Carlo simulation consisted of propagating photons into the turbid 
medium while keeping an account of the accumulated pathlength in medium-equiva- 
lent physical distance units. Details of the sampling and phase function used in the 
simulation have been described [23]. At each scattering interaction with the moving 
medium in the vessel the resulting Doppler shift (A^) was determined according to 
Eq. (9), A k = v D (k). The accumulated Doppler shift from all m scattering interac- 
tions in the medium was defined as the Doppler frequency, v D , of the detected 
photon: 



v D = v Dj 



A = l 



(18) 



The average Doppler frequency for photons detected at each position in a long- 
itudinal scan was computed as 



v D 



1 ' 



(19) 



where n } is the number of photons detected for each scan position. 
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The simulated geometry corresponds to an optical depth from the surface to 
the top of the vessel of 0.8 mean-free-path (mfp) unit in Intralipid (g = 0.7) and an 
additional optical depth in blood (g = 0.99), increasing to 15 mfp units through the 
full diameter of the vessel. To account for the nonvertical path, these values are 
multiplied by the factors 1.02 and 1.05 for incidence angles of 10.9° and 18° in the 
medium, corresponding to incidence angles of 15° and 25°, respectively in air. The 
final optical pathlengths of detected photons are actually twice the above values due 
to the round-trip path to the focus position and back to the detector. In the simula- 
tions, the number of photons detected was found to be nearly proportional to the 
source coherence length and the squares of numerical aperture and confocality angle. 

Figure 2 shows average Doppler frequencies along a vertical scan through the 
vessel at its axis. The average Doppler frequency for photons detected from a parti- 
cular focus position was determined with an accuracy of about 5% deviation from 
the mathematically expected Doppler frequency as shown by the middle panels in 
Fig. 2. This result is remarkable considering that the distributions of observed 
Doppler frequencies were quite broad, with standard deviations typically exceeding 
250 Hz (top panels, filled symbols, Fig. 2), compared to the nominal Doppler fre- 
quencies of v D = 1212 and v D = 1979 Hz on the flow axis for a = 15° and 25° inci- 
dence angle. Evidently, the averaging of Doppler frequencies over many photons for 
each focus position represents such a robust estimation procedure that the resulting 
mean value quite accurately approximates the true frequency. The frequency profiles 
show the expected increase in maximum value with increasing incidence angle of the 
probe. 

Standard deviations of Doppler frequencies measured within the vessel increase 
with increasing numerical aperture of the detector (Fig. 2, top panels, filled symbols). 
This can be explained by simple consideration of the variability in Doppler fre- 
quency shifts represented by backscattering events involving marginal rays at mini- 
mum and maximum angles with the flow axis, i.e., (90° — a — 0) and (90° — a + 0), 
respectively, giving rise to maximal and minimal Doppler frequencies with differ- 
ences increasing with NA. 

Standard deviations show a maximum around the center of the vessel and 
diminish away from the flow axis, suggesting a value proportional to the parabolic 
velocity profile within the vessel. This is evidenced by the precision profiles in the 
lower panels, which indicate that the coefficients of variance (CVs) are nearly inde- 
pendent of position along the cross section of the vessel. The lower CV for lower NA 
is apparent, and since the standard deviations show insignificant variation with 
increasing incidence angle, the CV decreases with increasing incidence angle due 
to increased mean Doppler frequency (lower right versus lower left panel). The 
precision of the estimated average Doppler frequency will therefore be considerably 
improved by using a low NA detection geometry. Results of the Monte Carlo simu- 
lations confirm that the precision (i.e., relative standard deviation) of the Doppler 
frequency on the flow axis will be best for large incidence angles and low numerical 
aperture. 

Closer examination of the individual histories of photons backscattered from 
the central region of flow reveal that each photon experiences a series of stochastic 
Doppler shifts on the downward path through the vessel, a large positive Doppler 
shift upon backscattering, and a series of stochastic Doppler shifts on the upward 
path through the vessel. Figure 3 shows spectra of Doppler shifts from individual 
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Figure 2 Upper panels, open symbols show Doppler frequency profiles along the z axis 
obtained from Monte Carlo simulations with the probe at incidence angles of 15° (left) and 25° 
(right). Data are shown for L c = 14 /^m and S = 0.5°. Different symbols correspond to differ- 
ent numerical apertures: (0,#) NA = 0.4; (V,T) NA = 0.2; (□,■) NA = 0.1. The broken 
line shows the frequency profile determined by the parabolic velocity profile specified as part 
of the input data for the simulation. Filled symbols show standard deviations of simulated 
Doppler frequency spectra obtained for incidence angles of 15° (left) and 25° (right). Data are 
shown for L c = 28 fim and & = 0.5. Use of L c = 14 /xm gave similar results but greater varia- 
bility due to fewer detected photons. Middle panels show the accuracy of estimated mean 
Doppler frequencies expressed as relative differences between estimated and theoretical values 
from upper panels. Symbols indicate detector NA values as noted for upper panels. Lower 
panels show relative standard deviations (CVs) of estimated Doppler frequencies, i.e., stan- 
dard deviations divided by mean values from upper panels. Symbols as before. 



interactions (open circles) as well as the accumulated Doppler frequencies for 
detected photons (filled symbols). The bimodal distributions demonstrate the clear 
distinction between the pronounced Doppler shifts due to backscattering and many 
small, random Doppler shifts from individual forward- scattering events. The distinc- 
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Figure 3 Distributions of Doppler shifts from individual interactions (O) and accumulated 
Doppler frequencies for photons (#) detected with the probe focus on the flow axis at 250 fim 
depth. Results are shown for probe incidence angles of 15° (left) and 25° (right). Other 
detection parameters were NA = 0.2, L c = 14 //m, and S = 0.5°. Detected photons had experi- 
enced an average of 18 and 20 scattering interactions for incidence angles of 15° and 25°, 
respectively. 



tion between Doppler noise due to forward scattering in the flow region and the 
Doppler shift due to backscattering becomes even more pronounced as the probe 
incidence angle is increased from 15° (left panel) to 25° (right panel). The distribu- 
tions of accumulated Doppler frequencies (filled symbols) approximate the distribu- 
tions of backscattering Doppler shifts but show less variability. 



8.3.2 Shadowing by Doppler Noise Below Flow Regions 

Data from below the vessel (Fig. 4) show similar distributions for the two angles of 
incidence considered. Both Doppler shifts for individual interactions (open circles) 
and accumulated Doppler frequencies for detected photons (filled symbols) are dis- 
tributed around zero, with similar widths for both incidence angles of the probe. The 
width corresponds to the Doppler noise contribution seen in spectra at positions on 
the flow axis (Fig. 3). If the individual Doppler shifts are assumed to be stochasti- 
cally independent, their standard deviations, er A , can be used to express the standard 
deviation of accumulated Doppler frequencies, a D , as follows: 



°D 



(20) 



where rhj is the mean number of scattering interactions within the flowing medium 
for each photon. Estimates of m, obtained by inserting pairs of values er A and a D for 
photons backscattered from below the vessel were found to be in good agreement 
with the expected number of interactions: 



, 2fi s T 

M. ? as = -— 

s cos (a') 



(21) 



Here the integral is taken along the photon path, S, at an incidence angle of a' back 
and forth through the flowing medium of vertical thickness T. 



aramroo 



216 



Milner and Izatt 




-2000 -1000 1000 2000 -2000 -1000 1000 2000 

Frequency shift (Hz) 

Figure 4 Distributions of Doppler shifts from individual interactions (O) and accumulated 
Doppler frequencies for photons (#) detected with the probe focus aimed below the vessel at 
340 /urn depth. Results are shown for probe incidence angles of 15° (left) and 25° (right). Other 
detection parameters were NA = 0.2, L c = 14 /ira, and 5 = 0.56°. Detected photons had 
experienced an average of 34 and 36 scattering interactions for incidence angles of 15° and 
25°, respectively. 



The influence of some measurement parameters on the Doppler noise gener- 
ated by multiple forward scattering of photons traversing a flow region can be 
deduced by a simple analysis based on the geometry in Fig. 5. 

The Doppler shift resulting from a single interaction k for photon j when the 
probe is aimed at focus position i is 



Ag : k = A k = I ~n\(k s — k { ) • V — I -it I 2kV co%a sin ^ cos £, 



(22) 



k= 1,2,3, 



, tn. 



where V is the velocity of the scattering center at the position under consideration 
and nij is the number of scattering interactions in the flowing medium for photon j 
(as opposed to the total number of scattering events for photon /, «,). The expected 
value, i.e., mean value, of A /f is (A /f ) = 0, because the azimuthal angle £ varies 
uniformly between and lit. The variance of A /f is 



Var(A /v .) = a\ = [(A k - A /f ) z ] = Af_ = (k V cos a/it) z I sin ^ cos £ 



The scattering angle is independent of the azimuthal angle, and the expectation 
values are therefore obtained as 



<P „V ( ■ ^V/ ^2 1— COS 0^1 



sin-cosn = (sin-) (cos?) = 



1 



Thus 



CTa = l^itjkV(cosa')y/l -g 
By combining Eqs. (20), (21), and (23) we obtain 



(23) 
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Figure 5 Vector diagram illustrating forward scattering according to Eq. (22). 



a D = 



lit 



kV me [2(l ~g)cos(a')iA s T] 



1/2 



(24) 



where F ave denotes the flow velocity averaged over the scattering locations along the 
photon path. 

Theoretical values according to Eq. (24) were calculated for various flow con- 
ditions and plotted to show the correlation with corresponding Monte Carlo results. 
The fitted regression line in Fig. 6 indicates a proportionality relationship.* Although 
the data show reasonably good correlation, the proportionality constant (0.43) is 
quite different from the value of 1.0 that would be expected if Eq. (24) were a correct 
expression for the standard deviations of Doppler noise spectra for detected 
photons. 

An explanation for systematically smaller observed standard deviations than 
predicted by Eq. (24) may be that Doppler OCT selectively detects photons that are 
extremely forward-scattered (apart from the backscattering event). Such selective 
detection of minimally scattered photons was observed in OCT Monte Carlo simu- 
lations [23]. If we define an effective anisotropy parameter g eff = cos^ for detected 
photons, a value of g eff = 0.998 (as opposed to g — 0.99) inserted into Eq. (24) would 
yield theoretical standard deviations similar to those observed in the Monte Carlo 
experiments. The fact that values for the 2x diluted blood (filled triangles, Fig. 6) fall 
below the regression line might indicate that for less optical thickness (ijl s T), for- 
ward-scattered photons are even more selectively detected and characterized by an 
even higher value for g eK . 



* This figure is equivalent to Fig. 11 in Lindmo et al. [20] except that k' 
present analysis, where k' = 1.37k 
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Figure 6 Correlation between theoretical values for standard deviations of Doppler noise 
from below the vessel according to Eq. (24) and corresponding results from Monte Carlo 
simulations. Open symbols represent NA = 0.2, filled symbols NA = 0.4. (0>#) Standard 
flow conditions (parabolic velocity profile with V B = 2 mm/s) at a = 10-30° angles of inci- 
dence; (A, A) standard flow of 2x diluted blood at 15° incidence angle; (<>,♦) 50% increased 
velocity under otherwise standard conditions (V = 3 mm/s); (□,■) flat velocity profile 
(V = 2 mm/s) using 15° incidence angle. The broken line through the origin is fitted to 
illustrate a proportionality relationship (y = 0.43.v). 



It is interesting to observe that the correlation between simulated and theore- 
tical values in Fig. 6 is better for NA = 0.2 (open circles) than for NA = 0.4 (filled 
circles). In fact, in the analysis leading to Eq. (24), the numerical aperture of the 
probe was assumed to be vanishingly small, corresponding to photon paths close to 
the optical axis of the probe at incidence angle a. The results in Fig. 6 (filled versus 
open circles) suggest that there may be an effect on numerical aperture for large 
incidence angles that is not contained in Eq. (24). 

The Monte Carlo simulation results are supported by experimental investiga- 
tions. Figure 7 shows experimental Doppler signal power spectra representing 
regions above and below the vessel as well as at the center of the lumen in a 
geometry corresponding to Fig. 1. Power spectra representing backscattering 
from static Intralipid are distributed around the carrier frequency (1600 Hz) 
with mean values in the range 1560-1650 Hz, whereas spectra representing the 
center of the lumen are shifted to higher frequencies, more so for the larger 
angle of incidence (Fig. 7, right versus left). Standard deviations of the spectra 
above the vessel were 310 and 350 Hz for the incidence angles of a = 15° and 25°, 
respectively (dashed lines), whereas corresponding values for spectra below the 
vessel were 610 and 650 Hz (thick solid lines). 

Standard deviations of experimental Doppler noise spectra recorded at posi- 
tions below the vessel were thus greater than those of corresponding spectra above 
the vessel. Although several sources of noise contribute to the width of experimental 
Doppler signal power spectra, the increased standard deviations of spectra at posi- 
tions below the vessel are taken to indicate Doppler broadening caused by the blood 
flow. In agreement with Monte Carlo results, standard deviations of experimental 
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Figure 7 Experimental Doppler power spectra obtained at incidence angles of a = 15° (left) 
and a = 25° (right). Spectra were averaged over intervals (Az') of 100 /im (10 pixels) above 
(dotted lines) and below (thick, solid lines) the vessel, and over 40 fim at the center of the vessel 
(thin, solid lines). 



Doppler noise spectra revealed no significant differences between values representing 
different probe incidence angles, despite the significantly higher Doppler frequencies 
from the flow region at larger incidence angles. 

8.3.3 Imaging of in Vitro Samples 

To demonstrate the ability of Doppler OCT using a STFFT spectrogram for simul- 
taneous imaging of structure and flow in a scattering medium, images were recorded 
using in vitro models. In the first model, a polyethylene circular-cross-section con- 
duit (inner diameter 580 i±m) was submerged 1 mm below the surface of a scattering 
phantom (0.25% Intralipid solution). Polymer microspheres (diameter 2/zm) sus- 
pended in deionized water were used to simulate a biological fluid. A microsphere 
suspension (3.5 x 10 8 particles/cm 3 ) was infused through the conduit at constant 
velocity by a linear syringe pump. 




Figure 8 Doppler OCT images of microspheres in a conduit submerged 1 mm below the 
surface in a turbid sample. (A) Structural image of static microspheres; (B) velocity image of 
flowing microspheres; (C) velocity profile along a vertical line passing through the center of 
conduit. (See color plate.) 
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Iii Doppler OCT structural images (Fig. 8A, see color plate), backscattered 
light intensity from the phantom is color coded with red and green representing high 
and low reflectivity, respectively. The color change from red at the surface to green at 
the bottom indicates strong attenuation of the probe beam by the phantom. In the 
Doppler velocity image (Fig. 8B), static regions in the conduit appear dark ( V — 0), 
and the presence of beads moving at different velocities is evident. Microspheres near 
the center of the conduit are observed to move faster than those near the wall. A 
velocity profile taken from a vertical line passing through the center of the conduit is 
shown in Fig. 8C, where the open circles are experimental data and the solid line is a 
theoretical fit assuming laminar flow with a known inner conduit diameter. 
Agreement between theory and experiment suggests that flow is laminar. 

In a second in vitro model, application of Doppler OCT for imaging micro- 
structure and mapping flow profile in a small rectangular cross section glass conduit 
(lumen size 1000 /Ltm x 100 //m). The glass conduit was submerged 1 mm below the 
surface of a highly scattering 1% Intralipid solution. OCT structural (Fig. 9A) and 
Doppler velocity (Fig. 9B) images were obtained when a suspension of 1% Intralipid 
was infused through the conduit at constant velocity by a linear syringe pump (see 
color plate). Although scattering from 1% Intralipid is high (jx s = 23 cm -1 ) and the 
conduit was invisible to the unaided eye when viewed from the top surface of the 
phantom, both the conduit and flowing Intralipid are observed in OCT structural 
and Doppler velocity images, respectively. 




500 



Figure 9 (A) OCT structural and (B) Doppler velocity images of flowing Intralipid in a 
rectangular glass conduit with inner dimensions of 100 /xm x 2000 /xm submerged 1 mm 
below the surface in a turbid sample of Intralipid. The arrows indicate the inner conduit 
dimension. (See color plate.) 
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8.4 DOPPLER OCT BIOMEDICAL APPLICATIONS 

The noninvasive nature and exceptionally high spatial resolution of Doppler OCT 
have distinct applications in the clinical management of patients in whom blood flow 
monitoring is essential. For example, with Doppler OCT it is possible to 

Obtain an in situ three-dimensional tomographic image and velocity profiles of 
blood perfusion in tissue at discrete spatial locations in either the superficial 
or deep layers. 

Determine burn depth; provide guidance regarding the optimal depth for burn 
debridement prior to definitive closure. 

Determine tissue perfusion and viability immediately after injury, wound clo- 
sure, replantation, or transposition of either rotational or free skin flaps. 

Evaluate the vascular status of a buried muscle flap covered by a split thickness 
skin graft; perfusion in the superficial and deeper flap components can be 
monitored separately. 

Distinguish between arterial or venous occlusion and determine the presence 
and/or extent of adjacent posttraumatic arterial or venous vascular injury 
by providing in situ tomographic image and velocity profile of blood 
flow. 

Monitor the effects of pharmacological intervention on the microcirculation 
(e.g., effects of vasoactive compounds or inflammatory mediators); deter- 
mine transcutaneous drug penetration kinetics; evaluate the potency of pene- 
tration enhancers, irritation of chemical compounds, patch-test allergens, 
and ultraviolet radiation; compare the reactivity of the skin microcirculation 
in different age and ethnic groups. 

In human tissue, an important issue is the volume of tissue that may be inter- 
rogated and imaged using Doppler OCT. We describe two clinical entities designed 
to demonstrate how Doppler OCT can assist in the optimal management of patients 
where imaging blood flow in the skin's most superficial layers (1-2 mm) is important: 
(1) port wine stain (PWS) — the evaluation of laser therapy efficacy — and (2) super- 
ficial basal cell carcinoma — monitoring intratumoral blood flow during photody- 
namic therapy (PDT). 

8.4.1 Port Wine Stain 

Port wine stain (PWS) is a congenital, progressive vascular malformation of the 
dermis; although PWS may occur anywhere on the body, most lesions appear on 
the face and neck. The pulsed dye laser can selectively coagulate PWS by inducing 
microthrombus formation within the targeted blood vessels. However, only a small 
proportion of patients obtain 100% fading of their PWS, even after undergoing 
multiple laser treatments. Histopathological studies of PWS show an abnormal 
plexus of layers of dilated blood vessels located 150-750 /xm below the skin surface 
in the upper dermis. These vessels have diameters varying on an individual patient 
basis and even from site to site on the same patient, over a range of 10-150 /im. 
Barton et al. [24] reported application of Doppler OCT to investigate the relation- 
ship between irreversible photocoagulation of subsurface blood vessels and incident 
laser dosimetry (dose, pulse duration, and wavelength). Although these studies were 
completed using an in vivo animal model, application of Doppler OCT to provide a 
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fast semiquantitative evaluation of the efficacy of laser therapy in real time appears 
feasible. 

8.4.2 Superficial Basal Cell Carcinoma — Monitoring Intratumoral 
Blood Flow During Photodynamic Therapy 

Superficial basal cell carcinoma (SBCC) is a malignant tumor arising from the basal 
cells at the epidermal-dermal junction located 50-500 /xm deep in the skin and is by 
far the most common form of skin cancer; in the United States 400,000-500,000 new 
cases are diagnosed each year. Existing treatments for these lesions include surgery, 
curettage with desiccation, and radiation, all of which may leave highly disfiguring 
scars. In recent years, photodynamic therapy (PDT) has been proposed as a treat- 
ment modality that may offer more cosmetically appealing results. Previous basic 
science studies have attempted to elucidate the mechanism of PDT-induced tumor 
destruction. Stoppage of tumor blood flow shortly after the initiation of PDT treat- 
ment has been demonstrated and also that complete cessation of tumor circulation 
was required to effect its complete eradication. Noncurative treatments frequently 
result in resumption of intratumoral blood flow. Taken together, these studies sug- 
gest that the vascular compartment represents an important target and that the 
progress of PDT could potentially be followed by monitoring intratumoral blood 
flow. 

The rationale for using Doppler OCT in the clinical management of SBCC is 
that the technique offers a means of following the progress of PDT by monitoring 
intratumoral blood flow in real time. It is expected that blood flow reduction from 
preirradiation levels as measured by Doppler OCT will be proportional to the total 
light dosage delivered. At low total light dosage, there are relatively minor effects on 
the tumor vasculature; after the laser is turned off, reperfusion leads to a return in 
blood flow to preirradiation levels. Alternatively, high total light dosage effectively 
destroys the tumor vasculature, leading to complete and permanent reduction in 
blood flow. In this case, blood flow approaches zero during laser irradiation, and 
after the laser is turned off there is no return to preirradiation values observed with 
Doppler OCT. A correlation of tumor necrosis as a function of total light dosage can 
then be made. 

The potential application of Doppler OCT for in vivo blood flow monitoring 
during photodynamic therapy (PDT) was investigated in the rodent mesentery. 
Twenty minutes after injection of a 2 mg/kg solution of benzoporphyrin derivative 
(BPD) through the rodent tail vein, the effect of laser irradiation (A. = 690 nm, 
D = 12J/cnr, and ^=120s) on mesenteric blood flow was studied. Doppler 
OCT images recorded before (Fig. 10A) and 16 min (Fig. 10B) and 71 min (Fig. 
10C) after laser irradiation were obtained. 

Sixteen minutes following laser irradiation, the diameter of the rodent artery 
had decreased from 320 (im to 60 fim; 71 min after laser irradiation, the diameter of 
the artery was 385 /nm. As expected and as described by other investigators [25], the 
artery went into vasospasm after laser exposure. Subsequently, in response to PDT- 
induced tissue hypoxia, compensatory vasodilation occurs within 1 h of laser irra- 
diation. 

Although these results suggest that the application of Doppler OCT to clinical 
problems of interest is feasible, the processing used to construct these images is based 
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Figure 10 (A) OCT structural and (A') Doppler velocity images of rodent artery prior to 
laser irradiation. (B) OCT structural and (B') Doppler velocity images of rodent artery 16 min 
after laser irradiation. (C) OCT structural and (C') Doppler velocity images of rodent artery 
71 min after laser irradiation. 



on the spectrogram using an STFFT. Because the STFFT is computationally inten- 
sive, alternative approaches are required to obtain Doppler OCT imaging in real time. 

8.4.3 Alternative Implementations of the Short-Time Fourier 
Transform 

To integrate Doppler OCT with clinical systems, processing must be performed 
rapidly, generating several flow images per second. Hardware methods for time- 
frequency analysis are desirable, because these implementations allow faster proces- 
sing and analysis. This section describes alternative implementations for performing 
the short-time Fourier transform (STFT), allowing near-real-time acquisition of 
Doppler OCT images. 

Filterbank Approach 

As shown schematically in Fig. 1 1 , the STFT can alternatively be implemented as the 
output of a filterbank [26]. Rather than measuring a spectrum for each window 
centered at time ?,, the spectrogram can be formed by measuring the temporal 
response at each frequency v,-. Because the analysis window behaves as a low-pass 
filter [27], modulating it by exp(— j2jrv n At s ) results in a frequency-shifted version, 
or a bandpass filter (BPF). The summation in the STFFT may be viewed as a 
convolution summation between the Doppler signal and a BPF centered at fre- 
quency v : 

S^n At s , v ) — ijin At s ) <g> win At s ) exp(—j27TV n At s ) (25) 

If several BPFs are employed, then the Doppler frequency at a given time can be 
taken as the center frequency of the BPF whose output contains the highest energy 
relative to all other filters [28]. 

Parallel Demodulation Approach 

Alternatively, the filterbank approach to the STFT can be implemented by parallel 
demodulation [26,28,29] (i.e., demodulating at several frequencies concomitantly). In 
Eq. (25) grouping the exponential term with the Doppler signal current results in 

Sjin At s , v ) — [exp(j2nv n At s )][i d (n At s ) exp(—j2nv n At s ) <S> w(n At s )] (26) 
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Figure 11 A spectrogram can be implemented vertically or horizontally: by obtaining spec- 
tral information at times t\, t 2 , etc. or by arranging temporal information at frequencies f\,fa, 
etc. Currently, a velocity estimate in Doppler OCT is the centroid of the spectrum at some time 
t- r Alternatively, the local velocity can be estimated by selecting the filter/; that has the highest 
relative energy at that given time (depth). 



Here the STFT is a convolution between the modulated detector current and the 
analysis window, or the operation performed by a quadrature detector at a single 
frequency. The output is then modulated by exp(J27tv vAt s ). For Doppler OCT, this 
final step can be disregarded, because synthesis (reconstruction of the signal from the 
STFT) is not necessary and the amplitude is not altered by this omission. Hence, it 
has been demonstrated that time-frequency analysis in Doppler OCT can be imple- 
mented with parallel demodulation electronics. The output of each of the detection 
channels is nearly instantaneous, allowing real-time implementation of Doppler 
OCT. Hardware techniques avoid time-consuming computation of fast Fourier 
transforms used in Doppler processing of images presented above. 

Time Domain Autocorrelation Implementation 

The Wiener-Khinchin theorem relates the power spectral density of a wide-sense 
stationary process to its autocorrelation via the Fourier transform: 



m = 



P(v)e' 2nvT dv 



The center frequency, given by 

r^vPivuiv 

can thus be directly calculated using the signal autocorrelation 



v = —i- 



Mr) 



R{x) 



(27) 



(28) 



(29) 



r=0 
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where R{x) is the derivative of R{x) with respect to r. Because the autocorrelation is 
typically calculated using a fast Fourier transform algorithm, direct calculation of 
Eq. (29) may be time-consuming. To simplify the computation, the autocorrelation 
can be evaluated in terms of the amplitude and phase. Define 



R(x) = A(r)e 



Ufa) 



and 



R(r) = [i(r) + iA(t)4>(t)]e 



tfa) 



(30) 



(31) 



Equation (29) can now be estimated by taking the derivative of the phase of the 
autocorrelation [14]: 



<m 



<P(T) - </>(0) <j>(T) 



(32) 



where T is the time delay of the detected signal. Implemented in software, the 
autocorrelation technique reduces computation time by greater than tenfold. 

Experiments to detect flow in an Intralipid phantom in real time using a 
variation of the autocorrelation technique was recently implemented in hardware 
[18] as described schematically in Fig. 12. A high dynamic range limiter removes the 
amplitude dependence of the interferogram, which is then low-pass filtered and split 
into two paths. One of these paths is electronically delayed with respect to the other 
by a time r. A phase detector then measures the difference in phase between the 
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Figure 12 Flow diagram of real-time Doppler OCT using autocorrelation implementation. 
The interferogram is bandpass filtered (BFP) to reduce noise, then input into a high dynamic 
range limiter, which removes the envelope, or amplitude dependence, of the Doppler signal. 
A low-pass filter (LPF) then removes the higher harmonics introduced by the limiter. The 
signal is split into two paths, one of which is electronically delayed with respect to the other. 
The two paths are multiplied and low-pass filtered, thus implementing the autocorrelation in 
hardware. Because the enevolpe has been removed, this process results in a sinusoidal 
function of the phase of the autocorrelation, which is related to the sample arm Doppler 
frequency by Eq. (34). 
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signals from the two paths. The output of the phase detector (i.e., the autocorrela- 
tion) is a sinusoidal function of the phase difference between the two paths, given by 

R{x) = sin[2jr(y,. + v s )x] (33) 

which is, equivalently, the autocorrelation of the detector current without the envel- 
ope. 



By choosing v T and r appropriately such that R{x) 
correlation reduces to 

R(t) — sin(27rv,r) 



when v. = 0, the auto- 



(34) 



Therefore, because v s is related to flow velocity, positive values of the autocorrela- 
tion encode flow in one direction, and negative values encode flow in the other 
direction (Fig. 13). Implemented in hardware, this technique was used to measure 
flows representative of larger blood vessels at 6 fps [18]. 

8.4.4 Perfusion and Turbulent Flow Characterization 

In Sections 8.3.1 and 8.3.2, multiple scattering of light was observed to broaden the 
Doppler signal power spectra. When direction of the incident and backscattered light 
is constrained so that k s = —k h turbulent motion or spatial variation in the velocity 
of moving constituents, V, creates a distribution of detected Doppler frequencies 
characteristic of the sample under investigation. Turbulent flow, although generally 
not present in the micrometer-scale vasculature, also leads to Doppler broadening. 
In this case an estimate of local tissue perfusion or turbulent flow, spectral broad- 
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Figure 13 (a) Sinusoidal output of phase detector in Fig. 12, chosen such that zero Doppler 
shift in the sample corresponds to zero output. Positive and negative Doppler shifts are then 
represented by red and blue, respectively, (b) Choosing a shorter time delay results in a longer 
monotonic response range but lower velocity sensitivity, (c) A longer delay improves the 
sensitivity, but over a smaller response range. 
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ening can be measured by using the variance of the spectrum. The variance of the 
local spectrum S(n At s , v) for an Appoint STFT window is given by 

- i =+ N ^ V: _ v( n At„)] 2 S,,(n At., v.) 

- (35) 



E-: 

a 2 (n At s ) = —^ 



-N/2 



e; 



'-^SAnAt^v,) 



where 



i=+NI2 



v(n At s ) — 



n 



N/2 ViS d (nAt s ,Vi) 

7V/2 
N/2' 



(36) 



is the corresponding centroid used in the Doppler OCT images. 

Spectral broadening was measured [30] in depth-resolved backscattered spectra 
in the cardiovascular system of a stage 51 [31] Xenopus laevis tadpole, shown in Fig. 
14 (see color plate). The images were processed using the STFT algorithm described 
in Section 8.2.2. On the left are velocity images during systole and diastole, and on 
the right are the corresponding variance images. Note that in the velocity images, 
motion on the ventricular tissue induced Doppler shifts in the sample arm that were 
detected using Doppler OCT. This artifactual signal, referred to as clutter [15], is also 
observed in clinical Doppler ultrasonography. Motion of the ventricle is uniform and 
thus is not composed of large velocity gradients that lead to spectral broadening. 
However, blood flow in the ventricle, atrium, and truncus arteriosus contains suffi- 
cient velocity gradients to generate uncorrelated random shifts of light backscattered 
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Figure 14 Comparison of velocity (left) and variance (right) images in a stage 51 Xenopus 
tadpole heart [13] during systole (top) and diastole (bottom). Motion of the ventricle induces a 
uniform Doppler shift that generates cluttered images. Variance images eliminate clutter by 
identifying regions containing large flow gradients, such as within the ventricle, atrium, and 
truncus arteriosus. (See color plate.) 
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from these regions, broadening the Doppler spectrum considerably. Variance within 
these regions exceeds that induced by the ventricular wall. 

In addition to detecting the center Doppler frequency of the signal spectrum, 
the autocorrelation formulation can be used to approximate the variance of the 
spectrum as a measure of turbulence in the flow [14]. The variance is given by 

, P° (v - v) 2 P(v) dv -, , 

a 2 = ^55 = v 2 - v- (37) 

Here, the second derivative of the autocorrelation is also necessary, because 

S=(M) 2 -M (38 ) 

which can be approximated by 

^r-V-Jm) (39) 

Within the sampling volume of the STFT window, a distribution of scatterers 
with various velocity vectors (i.e., a velocity gradient within the window) will lead to 
Doppler broadening of the measured frequency spectrum. Quantification of broad- 
ening is particularly useful for estimating tissue perfusion when the dimensions of the 
vessels are smaller than the dimensions of the STFT window. Depth-resolved spec- 
tral broadening was used in Fig. 14 to distinguish regions of the Xenopus ventricle 
with large velocity gradients. This technique may also be useful for removal of image 
clutter, such as that induced by the motion of the ventricular tissue. 

8.4.5 High Precision Velocity Image Reconstruction in Periodic 
Flows 

The minimum resolvable velocity in Doppler OCT is proportional to the image 
acquisition rate [13,14,17,32]. Images must be acquired relatively slowly {^> 1 s/ 
image) in order to obtain high velocity resolution (< 0.5 mm/s). This prevents 
imaging of dynamic structures due to motion artifact in living subjects, a task 
that will be necessary in clinical environments. Thus the problem arises of over- 
coming motion artifact while retaining the capability of measuring flow in the 
microcirculation, where velocities approaching the resolution of Doppler OCT 
may be encountered. In this section, a technique is presented for motion arti- 
fact-free reconstruction of flow [13] in a beating Xenopus heart. This technique 
is illustrated with reconstructed Doppler OCT frames displaying the dynamics of 
the cardiovascular system simultaneously with high velocity resolution Doppler 
flow mapping. Movies arranged from the reconstructed frames have been pub- 
lished and are available for viewing on-line [13]. 

Gated Reconstruction Algorithm 

With the sample beam incident on the ventral side of each specimen, oblique (45° 
from sagittal to coronal) sections of the beating heart were acquired with Doppler 
OCT and analyzed for flow. The heartbeat of the specimen was measured under a 
microscope, using OCT "optical cardiograms" [33]. Reconstruction of the beating 
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heart was performed by obtaining a 1000 A-scan OCT image that was oversampled 
in the lateral direction, ensuring that at least five A-scans were acquired per heart- 
beat while the sample was translated laterally by one focused sample probe beam 
spot size (14/Ltm). From this image, separate time-gated cardiac image frames were 
extracted. Each of the frames was composed of A-scans occurring at the same 
segment of the cardiac cycle. Therefore, if the number of A-scans per beat was T, 
sequential frames were composed of 1000/T lateral pixels each. Gating of the image 
data according to the heartbeat was performed by estimating the value of T retro- 
spectively, by selecting that value that completely eliminated motion artifact in the 
reconstructed frames. 

Reconstruction of Cardiac Flow Dynamics 

An OCT image through the ventral surface of the specimen is shown in Fig. 15. 
Although stationary structures are clearly delineated in the OCT image, the motion 
artifact, indicated by alternating dark and light vertical bands in the center of the 
image, blurs the image data within the pericardium. The general shape of the heart is 
apparent, but large structures such as the distinct chambers are not resolvable. 

Figure 16 isolates a selected smaller time segment from the OCT image in Fig. 
15, demonstrating the repetitive expansion and contraction of the heart that result in 
motion artifact. This figure illustrates that each heart beat (measured between con- 
secutive and diastolic dimensions) comprised approximately five A-scans. Therefore, 
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Figure 15 Oblique (45° from sagittal to coronal) optical section of Xenopus heart through 
ventral surface of body. The abscissa is the equivalent time of acquisition for the image. This 
image is composed of 1000 lateral and 256 axial pixels, spanning 2.0 mm across and 1.07 mm 
deep (assuming a mean index of refraction of 1.4). Whereas some structures are visible with 
high resolution, image clarity is drastically reduced in moving structures (i.e., heart and 
diaphragm). White bars indicate the region magnified in Fig. 14. st, stomach; 1, liver; p, 
pericardium; bv, branched vessels. 
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A-scans extracted from Fig. 15 between the vertical white bars within the ven- 
period of the cardiac cycle required exactly five (T = 5.00 ± 0.01) A-scans. 



approximately every fifth A-scan was recorded at the same segment of the cardiac 
cycle, during which the sample beam was translated laterally 10 /xm, less than one 
focused sample probe beam spot size. This reconstruction method effectively imitates 
heart beat gated image acquisition without requiring the insertion of electrodes or 
otherwise independent monitoring of the heart rate. 

Figure 17 (see color plate) is a gated Doppler OCT reconstruction of the beating 
Xenopus heart performed using the five sequential time frames extracted from Fig. 15. 
Using optical cardiograms it was determined that the heart rate was 1.6 beats/s and 
the number of A-scans per beat T = 5.00 ± 0.01. Color Doppler flow processing was 
performed solely on the region of interest indicated by the rectangle enclosing the 
counterpropagating vessels. The appearance of flow in each vessel during the cardiac 
cycle correlates to its corresponding role in systole or diastole. The contraction of the 
heart during systole is followed immediately by maximum pulsatile flow in the truncus 
arteriosus. Also, flow into the heart through the vein occurs preceding and during 
expansion of the ventricle (diastole). Owing to its pulsatile nature, flow within the 
truncus arteriosus appears briefly; however, flow through the vein is detected for a 
longer duration, because blood flow is damped when returning to the heart. 

Motion of the vessel walls also results in Doppler shifts in the backscattered 
light in addition to flow within the truncus arteriosus. In Fig. 17, the upper region of 
the arterial wall expands during systole, generating negative (blue) Doppler shifts 
that can be misinterpreted as flow. 

This technique requires no additional hardware with current Doppler OCT 
instrumentation. Because gating assumes that the dynamic process under analysis 
is periodic throughout acquisition of the image, a potential use for this reconstruc- 
tion algorithm is for measurement of flow in clinical environments, in which peri- 
odic, pulsatile flow is commonly encountered, such as flow in large retinal vessels. 
Gated reconstruction diminishes motion artifact yet preserves velocity resolution in 
Doppler OCT. 

dramroo 



Doppler OCT 



231 








Figure 17 Reconstruction of a beating Xenopus heart using the frame gating technique. 
Doppler processing is restricted to the region indicated by a rectangle, v, ventricle; a, atrium; 
ta, truncus arteriosus; p, pericardium; bv, branched vessels; d, diaphragm. The highly pulsatile 
flow of the truncus arteriosus appears only in the frame immediately after ventricular ejection. 
Meanwhile, flow through the branched vessels is observed in several frames due to its damped 
nature. (See color plate.) 



8.4.6 Applications in Ophthalmology 

Evaluation of ocular hemodynamics is a challenging task whose performance has 
only recently become feasible with the advent of noninvasive and minimally invasive 
clinical tools. Although the exact effect of ocular disorders on blood flow is unclear, 
clinicians have noted vascular anomalies that are associated with several pathologies, 
including diabetic retinopathy, age-related muscular degeneration, glaucoma, and 
neurogenic optic atrophy [34]. Quantification of blood flow at discrete spatial loca- 
tions in the retina may lead to a better understanding of the progression and treat- 
ment of these disorders. 

System Implementation for Retinal Doppler OCT 

For retinal imaging, the incident power on the cornea was less than 300 /zW, well 
within the maximum permissible exposure standards [35]. The sample arm, shown in 
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Fig. 18, contained a standard slit lamp apparatus modified for viewing of the fundus 
simultaneously with OCT imaging. A CCD camera sensitive to low intensity and 
N1R light was used to determine the exact scan location of the fundus during 
Doppler OCT imaging. Transverse scanning of the OCT beam along the retina 
was performed using an XY-scanning galvanometric pair, enabling scans in any 
arbitrary linear or circular direction. The interferometric detector signal was coher- 
ently demodulated at the Doppler frequency v r induced by the motion of the refer- 
ence arm (78 kHz). The resulting signal was low-pass filtered at 20 kHz cutoff 
frequency, encompassing the range of Doppler shifts arising from blood flow in 
the retinal vessels. Dilation of the pupil was not necessary for these measurements. 
To eliminate motion artifact, a registration algorithm [30] was used to align all 
A-scans. In this algorithm, it was determined at which pixel in the A-scan the back- 
scattered amplitude is above a selected threshold, interactively chosen to isolate the 
surface of the retina. A profile of the retinal surface is obtained by tracking, as a 
function of transverse position, the index of the first axial pixel exceeding this thresh- 
old. An example of the unregistered profile of the retinal surface is shown in Fig. 17. 
Assuming that the high frequency components result from motion artifact and the 
low frequency components represent the topography of the retina, the raw profile 
was low-pass filtered (5 cycles/image) to indicate the desired profile. Each A-scan is 
shifted to align with the filtered profile of the retinal surface [36]. 

Human Retinal Vessels 

Retinal imaging of structure and blood flow was performed in the undilated human 
eye. Figure 19 (see color plate) presents an in vivo Doppler OCT image capable of 
resolving sub- 100 fim diameter vessels within the retina. The conventional amplitude 
image clearly delineates several layers within the posterior eye. A fundus photograph 
indicating the location of the scan shows that the two vessels are overlapping. 
Nevertheless, Doppler OCT can distinguish Doppler shifts arising from the indivi- 
dual vessels. 
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Figure 18 Light path in Doppler OCT sample arm for retinal imaging. P s , sample arm 
power; k Q , source center wavelength. 
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Figure 19 In vivo retinal Doppler OCT image (2048 axial by 100 lateral pixels, acquired in 
10 s) of bidirectional flow in the human retina. The axial dimensions indicate the optical depth. 
Doppler OCT is able to distinguish various layers of tissue as well as quantify blood flow 
magnitude and direction. A fundus photograph (right) indicates that the linear scan was 
inferior to the optic nerve head. (See color plate.) 

Figure 20 (see color plate) illustrates the effect of motion artifact on retinal 
imaging of structure and flow. Motion artifact appears in the unprocessed image as 
oscillations and discontinuities of the retinal surface. For example, the retinal pig- 
mented epithelium (RPE) does not maintain its contiguity throughout the image. 
These artifactual features are superimposed on the natural retinal curvature, which is 
a more subtle variation as a function of transverse position. The registered image 
using the algorithm described earlier eliminates the motion artifact while maintain- 
ing the inherent topography of the retina. Figure 21 contains profiles of the retinal 
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Figure 20 Linear DOCT scan of the retina superior to the optic nerve head, comparing 
images before (left) and after (right) removal of motion artifact using A-scan registration. 
Fundus photograph (top) indicates location of image. (See color plate.) 
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Figure 21 Retinal surface profile before and after correction of motion artifact. Note that if 
all oscillations are removed (i.e., low-pass cutoff of cycle/image) the processing will flatten 
the retinal profile. 



surface, corresponding to the images in Fig. 20 before and after removal of motion 
artifact. The unprocessed profile contains low frequency terms attributed to the true 
topography as well as high frequency terms due to motion artifact. Filtering of the 
unprocessed profile at 5 cycles/image results in a smooth retinal profile. Another 
registration algorithm for retinal imaging has also been suggested using a cross- 
correlation technique [37]. However, this technique fails in regions of the image 
where the RPE is not visible due to shadowing under vessels. Shadowing beneath 
the vessels is due to the increased scattering coefficient of blood [36] compared to the 
surrounding retinal tissue. 

Discussion 

Doppler OCT was applied for the first time to retinal flow mapping in the human 
eye. Quantification of retinal flow may have implications for better understanding of 
ocular hemodynamics and its role in several ocular disorders. Doppler OCT is the 
first technique to determine, with micrometer-scale resolution, the depth and dia- 
meter of vessels within the retina. In addition, this technique is capable of quantify- 
ing flow magnitude and direction simultaneously with imaging of the microanatomy 
of the posterior eye. Unlike fluorescein angiography, Doppler OCT is entirely non- 
invasive and does not require dilation of the pupil. Furthermore, Doppler OCT 
operates at longer wavelengths than laser Doppler velocimetry, so light exposure 
times can be safely increased [32]. In conclusion, Doppler OCT is a viable method for 
quantification of blood flow within the retina. This imaging technique is able to 
provide information that is unavailable or uncertain with other methods, such as 
LDV, fluorescein angiography, or color Doppler ultrasound. Doppler OCT is cap- 
able of imaging retinal structure and vasculature beyond the resolution of other 
techniques, without the need for pupil dilation. Blood flow speeds up to several 
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millimeters per second were identified in sub-100//m vessels in the retina. Several 
layers in the posterior eye were clearly delineated, localizing retinal vessels within 
specific regions of the posterior eye. Accurate knowledge of retinal hemodynamics 
may prove helpful in understanding several ocular diseases, including diabetic reti- 
nopathy, glaucoma, and age-related macular degeneration. 
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9.1 INTRODUCTION 

9.1.1 OCT and Polarization-Sensitive OCT 

In the previous chapters, light was treated as a scalar wave. However, light is 
described by a transverse electromagnetic wave that is markedly different from a 
longitudinal wave such as sound. The extra degrees of freedom due to the transverse 
character are described by the polarization state of light. Polarization-sensitive OCT 
(PS-OCT) uses the information carried by the polarization state to extract extra 
information from the sample under study. PS-OCT provides high resolution spatial 
information on the polarization state of light reflected from tissue that is not dis- 
cernible using existing diagnostic optical methods. This chapter will be devoted to 
PS-OCT and its application in biomedical imaging. 

9.1.2 Optical Properties of Tissue That Influence Polarization 

Two mechanisms dominate the changes in the polarization state of light propagating 
through biological tissue: scattering and birefringence. Scattering changes the polar- 
ization of light mainly in a random manner, as will be demonstrated by the following 
examples. Let us assume circular polarized light incident on an isotropic scatterer 
(i.e., a spherical particle much smaller than the wavelength). The forward-scattered 
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light has the same circular polarization state, but the helicity of the backscattered 
light is reversed, and light scattered at an angle of 90° from the incident direction is 
linearly polarized. This example illustrates that a single scattering event can drama- 
tically scramble the incident polarization state. As particle size increases (the scatter- 
ing becomes more anisotropic), the incident polarization is preserved better [1]. For 
linearly polarized light, the incident polarization is better preserved by isotropic 
scattering than by anisotropic scattering [1—3]. For spherical particles and cylinders, 
exact solutions to the Maxwell equations can be computed by Mie theory [4]. For 
nonspherical particles, Mishchenko and Hovenier [5] calculated the polarization 
scrambling, concluding that the difference in polarization scrambling of circularly 
and linearly polarized light cannot be considered a universal measure of the depar- 
ture of particle shape from that of a sphere. As the light scatters multiple times, the 
scrambling effect of single scattering events accumulates, until finally, the polariza- 
tion state is completely random (i.e., not correlated with the incident polarization 
state). Assuming a random orientation and arbitrary shape of scattering structures in 
tissue, the polarization state will be changed in a random manner. 

One exception is organized linear structures, such as fibrous tissues, that can 
exhibit birefringence. Birefringence changes the polarization state of light by a dif- 
ference (Am) in the refractive index for light polarized along, and perpendicular to, 
the optic axis of a material. The difference in refractive index introduces a phase 
retardation, S, between orthogonal light components that is proportional to the 
distance x traveled through the birefringent medium, 
lirAnx 

Birefringence in biological tissues can have two components: Form birefrin- 
gence results from ordered linear structures surrounded by a ground substance with 
a different refractive index [6]; intrinsic birefringence results from molecules with 
different optical retardance arranged in an ordered configuration. Birefringence 
changes the polarization state in a predictable manner, described by, for instance, 
the Mueller or Jones matrix of a linear retarder. Many biological tissues, such as 
tendons, muscle, nerve, bone, cartilage and teeth, exhibit birefringence. The advan- 
tage of PS-OCT is the enhanced contrast and specificity in identifying structures in 
OCT images by detecting induced changes in the polarization state of light reflected 
from the sample. Moreover, changes in birefringence may, for instance, indicate 
changes in functionality, structure, or viability of tissues. 

9.2 THEORY 

9.2.1 Historical Overview 

The emphasis in optical coherence tomography (OCT) has been on the reconstruc- 
tion of two-dimensional maps of changes in tissue reflectivity, and the polarization 
state of light was of minor importance. However, in 1992, Hee et al. [7] reported the 
first OCT system able to measure the changes in the polarization state of light 
reflected from a sample. They demonstrated birefringence-sensitive ranging in a 
wave plate, an electro-optic modulator, and calf coronary artery. In 1997, the first 
two-dimensional images of birefringence in bovine tendon were presented, and the 
effect of laser-induced thermal damage on the birefringence of collagen was demon- 
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strated [8], followed in 1998 by a demonstration of the birefringence in porcine 
myocardium [9]. To date, polarization-sensitive OCT measurements have attracted 
active interest from several research groups. 

9.2.2 Experimental Configuration 

The theory of PS-OCT will be offered based on the experimental configuration first 
presented by Hee et al. [7]. Figure 1 shows a schematic of this PS-OCT system, which 
was used for all images presented in this chapter except for Figs 9-12. Light with a 
short coherence length passes through a polarizer P to select a pure linear horizontal 
input state and is split into reference and sample arms by a polarization-insensitive 
beamsplitter (BS). Light in the reference arm passes through a zero-order quarter- 
wave plate (QWP) oriented at a 22.5° angle to the incident horizontal polarization. 
Following reflection from a mirror or retroreflector and a return pass through the 
QWP, light in the reference arm has a linear polarization at a 45° angle with respect 
to the horizontal. Light in the sample arm passes through a QWP oriented at a 45° 
angle to the incident horizontal polarization and through focusing optics, producing 
circularly polarized light incident on the sample. Reflected light from the sample, in 
an arbitrary (elliptical) polarization state determined by the optical properties of the 
sample, returns through the focusing optics and the QWP. After recombination in 
the detection arm, the light is split into its horizontal and vertical components by a 
polarizing beamsplitter (PBS) and focused on pinholes or single-mode fibers to 
detect a single polarization state and spatial mode. 
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Figure 1 Schematic of the PS-OCT system. SLD: superluminescent diode, 0.8 mW output 
power, central wavelength A = 856 nm, and spectral FWHM AX = 25 nm. L, lens; P, polar- 
izer; BS, beamsplitter; QWP, quarter-wave plate; NDF, neutral density filter; PBS, polarizing 
beamsplitter; PZT, piezoelectric transducer. Two-dimensional images were formed by either 
axial movement of the sample with constant velocity v = 1 mm/s (z direction), repeated after 
each 10 /xm lateral displacement (.y direction), or lateral movement of the sample with constant 
velocity v = 1 mm/s (x direction), repeated after each 10 /xm axial displacement (z direction). 
The latter allows for focus tracking in the sample. 



aramroo 



240 de Boer et ah 

Two-dimensional images can be formed by lateral or axial movement of the 
sample at constant velocity v, repeated after each axial or lateral displacement, 
respectively. The carrier or interference fringe frequency can be generated by axial 
movement of the sample or the reference mirror, by translating the reference mirror 
mounted on the piezoelectric transducer over a few wavelengths, or by a combina- 
tion of both. Transverse and axial image resolutions are determined by, respectively, 
the beam waist at the focal point and the coherence length of the source. 

9.2.3 Jones Matrix Formalism 

The polarization state in each arm of the interferometer is computed using the Jones 
matrix formalism. The intensity detected in each polarization channel can be 
described by a two-dimensional intensity vector I, where the two components 
describe the horizontal (x) and vertical (y) polarized intensities, respectively. The 
intensities at the detectors are given by 

where E, E* are the electric field component and its complex conjugate, Az is the 
pathlength difference between the two arms of the interferometer, and subscripts r 
and .v denote the reference and sample arms, respectively. The angular brackets 
denote time averaging. The last two terms of Eq. (2) correspond to the interference 
between reference and sample arm light. After the polarizer, horizontally polarized 
source light is described by the Jones vector, 

E(z) = E(z)( l \ (3) 

In our analysis, the electric field amplitude is represented by a complex analytic 
function E(z) [10], with 



E(z) 



e(k) exp ( — i'&z) dk (4) 



where e{k) is the field amplitude as a function of free-space wavenumber k = 2jt/X 
with 

e(k) = if k < (5) 

From the Wiener-Khinchin theorem, it follows that 

(e(k)e(k')) = S(k)S(k - k') (6) 

which defines e(k) in terms of the source power spectral density S(k). The beam- 
splitter splits the light evenly between both arms of the interferometer, and the Jones 
vector describing the light that enters the sample and reference arm is given by 

E si (z) = E ri (z) = ^-(l'\ (7) 

First, the polarization state of light reflected from the reference arm is calcu- 
lated. The Jones matrix for a QWP with fast and slow axes aligned along the 
horizontal and vertical axes is given by 
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e i7 " A 
e 



QWP=( A _-*/*) (8) 



A QWP with its fast optic axis at an angle cp with the horizontal is found by applying 
a rotation to the Jones matrix in Eq. (8), QWP(</>) = R(0)QWP R(-</>), with R(0) 
given by 

/cosd) — sindA 

R «>) = • I 7 ^ 

\ sin </> cos <p J 

The polarization state of light reflected from the reference into the detection 
arm is given by 

E,.(z r ) = R(22.5) • (QWP) 2 • R(-22.5) • E„ = l -E(2z,.)( j \ (10) 

which describes a linear polarization state at an angle of 45° with the horizontal. The 
horizontal and vertical components of the electric field have equal amplitude and 
phase. To calculate the polarization state of light reflected from the sample arm, we 
assume that the optical properties of the sample can be described by a homogeneous 
linear retarder with a constant orientation of the optic axis. The Jones matrix of the 
sample, B(z, An, a), is written as a product of average phase delay in the sample, 
rotation matrices, and the Jones matrix of a linear retarder with the fast axis along 
the horizontal, 

B(z, An, a) = e -**R(a) ( e *^ 2 ^^ \ R(-a) (11) 

where kzh is the average phase delay of a wave propagating to depth z and h is the 
average refractive index along the fast (nA and slow (n s ) optic axes, n — {ns + n s )/2. 
An = n s — nt is the difference in refractive index along the fast and slow axes, and a 
is the angle of the fast axis with the horizontal. The single-pass retardation S for the 
Jones matrix B(z, An, a) is S — kz An. The Jones vector of the light reflected from the 
sample arm is given by the product of the optical elements in the sample arm and the 
incident field vector, 



E,(z 5 + z) = QWP(45) • B(z, An, a) ■ /r(z) • B(z, An, a) ■ QWP(-45) • E, 
oc/R(zT 



™ r <>*/ -l. -J e 2ia &m(kz An)\ 
e(k) exp[— 2ik(z s + zn)\ ( 1 dk 



cos(kz An 

(12) 

where R(z) is a scalar that describes the reflectivity at depth z and the attenuation of 
the coherent beam by scattering, and z, is the optical pathlength of the arm up to the 
sample surface. Using the Wiener-Khinchin theorem [Eq. (6)], the interference terms 
in the horizontally and vertically polarized channels are given by, respectively, 



A H (z, Az) = E: X E SX + E TX E* SX ex yfWz) 
A v (z, Az) = E*E sy + E,. Y E* r oc /R(z) 



sin(kz An) cos(2k Az + 2a)S(k) dk 
cos(kz An) co&(2k Az)S(k) dk 



(13) 
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with z the depth in the tissue and Az the optical path length difference between 
sample and reference arms, Az — z r — z s — zh. A Gaussian power spectral density is 
assumed for the source: 



S(k) oc exp 



k-ko^ 



(14) 



with the FWHM spectral bandwidth of the source given by kI-JYoI. The integration 
over k in Eq. (13) can be performed analytically, and in the approximation that 
kz An <£ 1 , the expressions simplify to 

A H (z, Az) oc y/R(z) sin(/c z An) cos(2k Az + 2a) exp[— ( Az/ A/) 2 ] 

(15) 
A v (z, Az) oc y/R(z) cos(k z An) cos(2k Az)exp[— (Az/A/) 2 ] 

with the FWHM of the interference fringes envelope given by A/2Vhi2, where 

K JtAX 

and AX is the spectral FWHM of the source in wavelength. The terms in Eqs. (15) 
for the interference fringe intensities in the horizontal and vertical channels describe 
the reflected amplitude at depth z, the slow oscillation due to the birefringence 
k z An, the Doppler shift or carrier frequency generated by the variation of the 
optical pathlength difference between sample and reference arms, and the interfer- 
ence fringes envelope, respectively. The spatial resolution is determined by the width 
A/ of the interference fringe envelope. Using Eq. (16), the condition kz An <£ 1 is 
reformulated as z An <£ A/, which can be interpreted as a condition that the optical 
pathlength difference between light polarized along the fast and slow optic axes of 
the sample should be smaller than the coherence length of the source [8]. If the phase 
retardation 8 — kz An is assumed independent of the wavelength, i.e., S = k z An, the 
integration in Eq. (13) results directly in Eq. (15) without the condition zAn« A/ 
[11]. The angle a of the optic axis of the sample with the horizontal introduces a 
phase shift between the fringes in the horizontally and vertically polarized channels. 
In the next sections, this phase shift will be used to extract more information about 
the exact polarization state of light reflected from the sample. 

A H and A v are proportional to the light field amplitudes reflected from the 
sample. Demodulation of the signal eliminates the cos(2/: Az) term in Eqs. (15). 
After demodulation, the intensity reflected from the sample in the horizontal and 
vertical polarization channels is proportional to 

I |2 9 

I H (z) — \A H (z)\ oc R(z) sin~(k zAn) 

(17) 
I v {z) = \A v {z)\ oc R(z) cos 2 (k z An) 

The total reflected intensity I T , as a function of depth is given by 

I T (z)=I H (z) + I v (z)cxR(z) (18) 
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<p(z) = arctan 



hi?) 
Ih{z) 



1/2' 



k z An 



(19) 



Gray-scale-coded OCT and PS-OCT images will be shown side by side, representing 
the logarithm (base 10) of the total reflected intensity 7 r (z) and the phase retardation 
(p(z), respectively. Figure 2 shows OCT and PS-OCT images of mouse muscle. The 
banded structure in the PS-OCT image clearly demonstrates the presence of birefrin- 
gence. The limitation of the Jones formalism and the presented detection scheme 
thus far is the inability to describe or detect the effects of polarization-dependent 
cross sections (dichroism) or to determine the degree of polarization of the reflected 
light. In the next sections an analysis based on the Stokes vector formalism is pre- 
sented that will be able to address these issues. 



9.2.4 Stokes Vector and Coherence Matrix Formalism 

The Stokes vector is composed of four parameters — 7, Q, U, and V (sometimes 
denoted sq, S\, s 2 , and s 3 ) — and provides a complete description of the light polar- 
ization state. 7, Q, U, and V can be measured with a photodetector and linear and 
circular polarizers. Let us call I, the total light irradiance incident on the detector 
and I o, I 90 o, 7+450, and 7_ 45 o the irradiances transmitted by a linear polarizer at an 
angle of, respectively, 0°, 90°, +45°, and —45° to the horizontal. Let us define also 
7 rc and 7| C as the irradiances transmitted by a circular polarizer opaque to, respec- 
tively, left and right circularly polarized light. Then the Stokes parameters are 
defined by 



I u Q = (7 o - 7 90 o), 



U = (L 



+45° 



7_45°) V = (7 rc - 7 lc ) 



(20) 
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Figure 2 Images of mouse muscle 1 mm wide by 1 mm deep, constructed from the same 
measurement, (a) Reflection image generated by computing l0\og[I T (z)]. The gray scale to the 
right specifies the signal magnitude, (b) Birefringence image generated by computing the phase 
retardation tp according to Eq. (19). The gray scale at the right specifies the phase retardation. 
The banded structure, indicative of birefringence, is clearly visible. Each pixel represents a 
10 fira x lO/xm area. (Reprinted from Ref. 12 with permission of the Optical Society of 
America.) 
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After normalizing the Stokes parameters on the irradiance /, Q describes the amount 
of light polarized along the horizontal (Q = +1) or vertical (Q = — 1) axes, U 
describes the amount of light polarized along the +45° (U = +1) or —45° 
(U — —1) directions, and V describes the amount of right (V — +1) or left (V — 
— 1) circularly polarized light. Figure 3 shows the definition of the normalized Stokes 
parameters with respect to a right-handed coordinate system, where we have adopted 
the definition of a right-handed vibration ellipse (positive V parameter) for a clock- 
wise rotation as viewed by an observer who is looking toward the light source. 
Positive rotation angles are defined as counterclockwise rotations. For practical 
reasons the Stokes vector is sometimes represented in the Poincare sphere system 
[13], where it is defined as the vector between the origin of an x,y,z coordinate system 
and the point defined by (Q,U,V). The ensemble of normalized Stokes vectors with 
the same degree of polarization defines a sphere whose radius varies between for 
natural light and 1 for totally polarized light. 

For a well-collimated, uniform, quasi-monochromatic light beam propagating 
in the z direction with a mean angular frequency &>, we can define the electric field 
components along the x (horizontal) and y (vertical) axes as follows: 



E x {t) = ciy(t) exp[i(oti(t) + wi)], E y (t) — a 2 {t) exp[z'(a 2 (0 + &>?)] 



(21) 
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Figure 3 (A) Definition of the Stokes parameters with respect to a right-handed coordinate 
system. The light is propagated along the positive z axis, i.e., toward the viewer. Q and U 
describe linear polarizations in frames rotated by 45° with respect to each other. The V 
parameter describes circularly polarized light. (B) Poincare sphere representation of the 
Stokes parameters. (Adapted from Ref. 13.) 
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Then the (non-normalized) Stokes parameters expressed in the variables describing 
the electric field components can be easily shown to be 

/ = <«?}+<«!}, g = {«?}-{«£) (22) 

U = 2[axa 2 cos(a 2 (0 — a\{t))), V — 2[a\a 2 sin(a 2 (0 — «[(?))) 

Although the Stokes parameters are useful experimentally, the coherence 
matrix [10] links the polarization state of light more formally to the correlation 
properties between orthogonal electric field components. The coherence matrix of 
a well-collimated, uniform, quasi-monochromatic light beam is defined by [10] 

(E* x (t)E x (t)) {E* x {t)EJt)Y 



_(E* y (t)E x (t)) (E* y (t)E y (t)) _ 



(23) 
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where E x (t) and EJf) are the components of the complex electric field vector along 
the x and y axes in the plane perpendicular to the light propagation direction. The 
diagonal elements are real numbers, and the off-diagonal elements are complex 
conjugates. The normalized off-diagonal element is defined as 

j " = ^W- 0£ "" l£l (24) 

The normalized off-diagonal element \j xy \ is an important parameter, because it 
measures the degree of correlation between the x and y field components. It is 
unity for completely polarized light and smaller than 1 for partially polarized 
light. The elements of the coherence matrix and the Stokes parameters are related 
by the following formulas: 

(1/2X1 + 

(1/2)(1 - 

(25) 
(l/2)(U+iV) y ' 

(\/2)(U-iV) 

These results will be used in the next section to calculate the Stokes parameters from 
the coherency matrix. 

9.2.5 Calculating the Stokes Parameters of Reflected Light 

Combining the principles of interferometric ellipsometry and OCT, the depth- 
resolved Stokes parameters of reflected light can be determined. As can be seen 
in Eqs. (13) and (15), the angle a of the sample optic axis with the horizontal gives 
rise to a phase shift between the interference terms in the horizontal (A H ) and 
vertical (Ay) polarization channels. The amplitude and relative phase of the inter- 
ference fringes in each orthogonal polarization channel will be used to derive the 
depth-resolved Stokes vector of the reflected light. The use of interferometry to 
characterize the polarization state of light reflected from a sample was first demon- 
strated by Hazebroek and Holscher [14]. In their work, coherent detection of the 
interference fringe intensity in orthogonal polarization states formed by HeNe laser 
light in a Michelson interferometer was used to determine the Stokes parameters of 
light reflected from a sample. Using a source with short temporal coherence adds 
pathlength discrimination to the technique, because only light reflected from the 
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sample with an optical pathlength equal to that in the reference arm within the 
coherence length of the source will produce interference fringes. When using inco- 
herent detection techniques, only two of the four Stokes parameters can be deter- 
mined simultaneously. In the present analysis, we demonstrate that coherent 
detection of the interference fringes in two orthogonal polarization states allows 
determination of all four Stokes parameters simultaneously. Before giving a math- 
ematical description, the principle behind the calculation of the Stokes vector will 
be discussed. We assume that the polarization state of light reflected from the 
reference arm is perfectly linear, at an angle of 45° with the horizontal axis. 
After the polarizing beamsplitter in the detection arm, the horizontal and vertical 
field components of light in the reference arm will have both equal amplitude and 
equal phase. Light reflected from the sample will interfere with that from the 
reference, and the amplitude and relative phase difference of the interference 
fringes in each polarization channel will be proportional to the amplitude and 
relative phase difference between horizontal and vertical electric field components 
of light in the sample arm. 

The electric field vector of light reflected from the sample arm can be recon- 
structed by plotting the interference term of the signals on the horizontal and vertical 
detectors along the x and y axes, respectively. Figure 4 shows a reconstruction of the 
electric field vector over a trace of 38 /urn. It does not reflect the actual polarization 
state reflected from the sample, because the light has made a return pass through the 
quarter-wave plate in the sample arm before being detected. Figure 4 shows the 
change in polarization state from a linear to an elliptical state as a consequence of 
tissue birefringence. 




Figure 4 Evolution of the electric component of the electromagnetic wave of the reflected 
light propagating through birefringent mouse muscle. The electric field is reconstructed from 
the horizontal A H and vertical A v polarized components and relative phase of the interference 
fringes detected in the experimental scheme shown in Fig. 1 . The displayed section is a small 
part of a longitudinal scan in the middle of the image shown in Fig. 2. The length of the section 
is 38 /xm in a sample with refractive index n = 1.4. The beginning of the section shows the 
reflection from the sample surface modulated by the coherence envelope. The inserts show 
cross sections of the electric field over a full cycle perpendicular to the propagation direction 
taken at, respectively, 5.7 (jm and 35.7 /im from the beginning of the section. As can be seen 
from the inserts, the initial polarization state of reflected light is linear along one of the 
displayed axes, changing to an elliptical polarization state for reflection deeper in the tissue. 
(Reprinted from Ref. 12 with permission of the Optical Society of America.) 
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The Stokes parameters can be determined from the signals at the detectors. For 
instance, if the interference fringes are maximal on one detector and minimal on the 
other, the polarization state is linear in either the horizontal or vertical plane, which 
corresponds to the Stokes parameter Q being 1 or — 1 . If the interference fringes on 
both detectors are of equal amplitude and exactly in phase, or exactly it out of phase, 
the polarization state is linear, at 45° with the horizontal or vertical, corresponding 
to the Stokes parameter U being 1 or — 1 . If the interference fringes on both detectors 
are of equal amplitude and are exactly n/2 or — jr/2 out of phase, the polarization 
state is circular, corresponding to the Stokes parameter V being 1 or —1. 

In the mathematical description that follows, the Stokes vector is calculated by 
Fourier transforming the interference fringes in each channel and computing the 
relative phase difference and amplitude of the Fourier components at each wave- 
number. This will give the Stokes vector for each wavenumber. The Stokes vector of 
the reflected light is then obtained by summing the Stokes parameters over the 
spectrum of the source with a weight determined by the power spectral density S(k). 

The electric field amplitude of each polarization component is again repre- 
sented by a complex analytic function, given in Eq. (4), with the conditions given 
in Eqs. (5) and (6). As derived earlier [Eq. (10)], the light reflected from the reference 
arm into the detection arm is given by 



E r fe) = \ 



dA)exp(-2/Ar,.)( j ) dk (26) 



where z r is the reference arm length. The electric field amplitude of light reflected 
from the sample into the detection arm may be written as 



E,fe) = ^V^fe) 



a(k, z s )e(k) exp(—2ikz s ) dk (27) 



where R{z s ) is a real number representing the reflectivity at depth z s and the attenua- 
tion of the coherent beam by scattering, and a(/c, z s ) is a complex-valued Jones vector 
that characterizes the amplitude and phase of each light field component with wave- 
number k that was reflected from depth z s , with 

a*(k, zj • a(/c, z s ) = 1 and a(k, z,) = if k < (28) 

Equation (27) is a generic expression describing reflected light without assump- 
tion about the cause of the polarization state changes in the sample. Following the 
notation in Mandel and Wolf [10], the Stokes parameters s = I, s>\ = Q, s 2 = U, and 
,v 3 = V of the electric field amplitude E s .(z s ) are given by 



Sj(z s ) = tr[aj-i] = -R{z s ) 



[a*(Jfc, z,) • aj • n(k, z s )]S(k) dk (29) 



where the definition of the 2x2 coherence matrix J [Eq. (23)] and the relation 
between the coherence matrix elements and the Stokes parameters [Eq. (25)] were 
used. er is the 2x2 identity matrix, and a u a 2 , and er 3 are the Pauli spin matrices, 
which we take to be* 



* This definition of the Pauli spin matrices differs from the widely accepted definition, 

a '=(°i 1} ^=(! o')< —G -i) 

dramroo 



248 



de Boer et al. 



er 2 



1 

1 



°3 



(30) 



From Eqs. (6), (26), and (27), the interference fringe intensity between light in 
the sample and reference paths measured by the two detectors is given by 



/ (E: x (z r )E sx (z s )) 
I(z„ Az) = 2Re 

V (E; y (z r )E sy (z s )} 



(31) 



= ^VWs) 



2 Re[a()t, z s ) exp(-2z7t Az)]S(k) dk 



with Az = z,. — z s . The Fourier transform of I(z s , Az) with respect to Az is for 
notational convenience defined as 



I(z s , 2k) = 



1 
2n 



I(z s , Az) exp(2ikAz) dAz 



(32) 



Retaining only the components for positive k of the Fourier transform \{z s , 2k) gives 
the complex cross-spectral density function for each polarization component, 



I(z„ 2k) = — y/R(z s )a(k, z s )S(k) for k > 



(33) 



Using Eq. (33), the Stokes parameters in Eq. (29) can be expressed in terms of 
I(z,,2/V), 



sj(z s ) = (8tt) 2 



r(z s ,2k)-<jj-l(z s ,2k) 



dk 



(34) 



The Stokes parameters for each pixel in an image can be calculated according to Eq. 
(34), with the Fourier components l(z s , 2k) determined by the Fourier transform of 
I(z s , Az) over Az intervals on the order of the coherence length of the source light. 
The power spectral density S(k) in Eq. (34) is given by 



S(k) = P 



I(z s , 2k) 



Jl(z,, 2k)\ dk 



(35) 



with P the source power. Substituting Eq. (35) into Eq. (34), the Stokes parameters 
are completely determined by the source power and the Fourier transform of the 
interference fringes in each polarization channel over an interval Az around z s , 



Sj(z s ) 



(8tt) 2 J |I(z. s , 2k)\ dk f I(z„ 2k) • a } • I(z s , 2k) 

\l(z s ,2k)\ 



dk 



(36) 



Equation (36) gives the Stokes parameters as measured at the detectors. To 
determine the polarization state of light reflected from the sample (i.e., before the 
return pass through the QWP), the Stokes vector computed from Eq. (36) needs to 
be multiplied by the inverse of the Mueller matrix associated with the QWP in the 
sample arm, s — ► .v , s^ — ► .v 3 , s 2 -*■ s 2 , and s 3 — >■ — S\. PS-OCT images of the Stokes 
parameters are formed by gray-scale coding 101og,s (z) and the polarization state 
parameters s u s 2 , and S3 normalized on the intensity s from 1 to —1. With the 
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incoherent detection technique described in Section 9.2.3, only two of the four 
Stokes parameters could be determined from a single measurement, s and j 3 . 

9.2.6 The Degree of Polarization 

The complete characterization of the polarization state of reflected light by means of the 
Stokes parameters permits the calculation of the degree of polarization P, defined as 

P = ^ (37) 

For purely polarized light the degree of polarization is unity, and the Stokes para- 
meters obey the equality I 2 = Q 2 + U 2 + V 2 , whereas for partially polarized light the 
degree of polarization is smaller than unity, leading to I 2 > Q 2 + U 2 + V 2 . Natural 
light, characterized by its incoherency has (by definition) a degree of polarization of 
zero. An interferometric gating technique such as OCT measures only the light 
reflected from the sample arm that does interfere with the reference arm light. On 
first inspection, this suggests that the degree of polarization will always be unity, 
because only the coherent part of the reflected light is detected. We will demonstrate, 
however, that the degree of polarization can be smaller than unity and that it is a 
function of the interval Az over which the degree of polarization is calculated. 

An input beam with P < 1 can be decomposed into purely polarized beams 
(P = 1), and after propagation through an optical system the Stokes parameters of 
the purely polarized beam components are added to give the Stokes parameters for 
the original input beam. In Bohren and Huffman's words [15], 

If two or more quasi-monochromatic beams propagating in the same direction are 
superposed incoherently, that is to say there is no fixed relationship between the phases 
of the separate beams, the total irradiance is merely the sum of individual beam irra- 
diances. Because the definition of the Stokes parameters involves only irradiances, it 
follows that the Stokes parameters of a collection of incoherent sources are additive. 

Key to our analysis is that a broadband OCT source may be viewed as an incoherent 
superposition of beams with different wavenumbers. 

The degree of polarization can be analyzed in terms of the off-diagonal element 
of the coherency matrix. From the expression for the electric field amplitude of light 
reflected from the sample [Eq. (27)], we may write an expression for the normalized 
off-diagonal element of the coherence matrix as 



Jx 



J a* x {k, z s )a v (k, z s )S(k) dk 



l / 2 r„, , ,? , ."i 1 / 2 



j\a x (k, z s )\ 2 S(k) dk\ ' U\a Y (k, z s )\ 2 S(k) dk\ 



(38) 



When the polarization state of reflected light is constant over the source spectrum, 
then a(k, z s ) = a is constant and [; AT | = 1, so the degree of polarization is unity 
(P = 1). When the relative magnitude or phase of the complex numbers a x (k,z s ) 
and a y (k, z s ) change over the source spectrum (i.e., the polarization state of reflected 
light varies over the source spectrum), we may have \j xy \ < 1 and the degree of 
polarization is less than unity (P < 1). 

A closer look at Eq. (34) or Eq. (36) reveals that the Stokes parameters of each 
spectral component of the source are determined with a spectral resolution inversely 
proportional to the Az interval over which the Fourier transform was taken. The 
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integration over the wavenumber k sums the Stokes parameters of each spectral 
component with a weight proportional to the power spectral density, S(k). The larger 
the Az interval, the higher the resolution in £-space, and the more Stokes parameters 
of incoherently superposed beams are summed. Using the Poincare sphere represen- 
tation, one can visualize that the magnitude of a sum of Stokes vectors will be 
greatest if the directions of all components are parallel. When the Stokes parameters 
do not vary over the source spectrum (the polarization state does not vary), then the 
Stokes vectors add uniformly in one direction and the degree of polarization is unity 
(note that in our experimental configuration this holds for the input and reference 
arm beams). When the Stokes parameters vary over spectral components, the polar- 
ization state of the various spectral components may be viewed as being distributed 
over the Poincare sphere. Because not all components are parallel, when the sum of 
Stokes parameters over the spectrum is formed, the distribution necessarily results in 
a sum with P less than unity (P < 1). 

An alternative argument will lead to the same conclusion. The reconstruction 
of the electric field vector in Fig. 4 shows that the Stokes parameters can be deter- 
mined over a single cycle of the field, where at each cycle the degree of polarization 
will be (very close to) unity. The Stokes parameters over an interval Az are the sum 
of the Stokes parameters of single cycles of the electric field vector within the inter- 
val. The degree of polarization P of the depth-resolved Stokes vector will be a 
function of the length of the interval Az, because Stokes parameters can vary 
from cycle to cycle. 

The reduction of the degree of polarization with increasing depth that is 
demonstrated in Figs 5 and 7 can be attributed to several causes, such as spectral 
components that have traveled over different paths with the same length through the 
sample, spectral dependence of the Stokes parameters of light scattered by (irregu- 
larly shaped) particles, the presence of multiply scattered light and speckle in OCT 
signals, and a decrease in the signal-to-noise ratio. Note that elastic (multiple) scat- 
tering does not destroy the coherence of the light in the sense of its ability to interfere 
with the source light (or the reference arm light). However, spectral phase variations 
may reduce the coherence envelope similar to the effect of dispersion. Inelastic 
interactions, such as Raman scattering or fluorescence, do destroy the coherence 
and the interference with the source light. 

9.2.7 Determination of the Optic Axis 

From the Stokes parameters, the optic axis of the sample can be determined, assum- 
ing that the orientation is constant with depth. The values of Q and U depend on the 
choice of reference frame (i.e., the orientation of the polarizing beamsplitter in the 
detection arm). The reference frame, or laboratory frame, is determined by the 
orientation of orthogonal polarization and vertical axes. If the basis vectors of the 
reference frame are rotated through an angle f}, the transformation from (/, Q, U, V) 
to Stokes parameters (l',Q',U',V r ) relative to the new basis vectors is given by 



/A 

Q' 

u' 
\v'J 



/I 








o\ 
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sin 2/J 








— sin 2/S 
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(39) 
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The Stokes vector measured in the laboratory frame can be transformed to a 
new frame, which we will call the sample frame, according to the matrix in Eq. (39). 
The Mueller matrix for an ideal retarder is given by 

/l \ 






Vo 



C z + S z cos 8 

SC(1 -cos <5) 

Ssin<5 



SC(\ -cos 8) 

S 2 + C 2 cos 8 

—CsinS 



— SsinS 

Csin<5 

cos 8 



(40) 



where C = cos 2a, S = sin 2a, with a the angle of the optic axis with the horizontal 
and 8 the retardance. Equation (40) is the Mueller matrix representation of the linear 
retarder described by the Jones matrix in Eq. (11), with 8 = k z An. Upon specular 
reflection inside the sample, the Stokes parameters U and V change sign. After the 
return pass through the retarder, the Mueller matrix is given by 



(41) 



with 8 = 2k z An. For example, when right circularly polarized light is incident on a 
sample with linear retardance, the reflected light polarization state can be defined by 
the product of the Stokes vector (1,0,0,1) and the matrix of Eq. (41). The reflected 
light Stokes vector is 

1 \ 

- sin 2a sin 2k z An 

■ cos 2a sin 2k z An 

— cos 2k z An 
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(42) 



Using Eq. (39) to transform the reflected light Stokes vector into a rotated reference 
frame, we can show that the Q' parameter equals if the rotation angle ji equals —a. 
Therefore, the angle of the optic axis is found by determining the angle of rotation of 
the reference frame that minimizes the amplitude of oscillations with depth in the Q 
parameter. This angle defines a rotation of the laboratory frame to a sample frame 
whose basis vectors are aligned with the optic axes of the sample. 

9.2.8 Depth-Resolved Imaging of Stokes Parameters 

Rodent muscle was mounted in a chamber filled with saline solution and covered 
with a thin glass slip to avoid dehydration during measurements. Figure 5 shows 
images of the four Stokes parameters in the sample frame for right circularly polar- 
ized incident light. Several periods of normalized U and V, cycling back and forth 
between 1 and — 1 , are observed in muscle, indicating that the sample is birefringent, 
further demonstrated by the averages of the Stokes parameters over all depth profiles 
in Fig. 6a. To verify experimentally the orientation of the optic axis computed by 
rotating the reference frame so as to minimize the amplitude of oscillation in Q, three 
measurements were performed by replacing the QWP in the sample arm by a half- 
wave retarder. Light incident on the sample was prepared in three linear polarization 
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Figure 5 PS-OCT images of ex vivo rodent muscle, 1 mm x 1 mm, pixel size 10 fim x 10 lira. 
From left to right, the Stokes parameter /, normalized parameters Q, U, and V in the sample 
frame for right circularly polarized incident light, and the degree of polarization P. The gray 
scale to the right gives the magnitude of signals, 35 dB range for /, from 1 (white) to — 1 (black) 
for Q, U, and V and from 1 (white) to (black) for P. (Reprinted from Ref. 16 with 
permission of the Optical Society of America.) 



states with electric fields parallel, perpendicular, and at an angle of 45° to the experi- 
mentally determined optic axis of the birefringent muscle. Figure 6b shows the 
average of the normalized Stokes parameter Q over all depth profiles at the same 
sample location. The negligible amplitude of oscillation in Q for light polarized 
parallel and perpendicular to the optic axis verified the experimentally determined 
orientation. When light is incident at an angle of 45° to the optic axis of the sample, 
Q oscillates with increasing sample depth as expected for a birefringent sample. The 
similarity of the reflected intensity for circular, parallel, and perpendicular light 
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Figure 6 Averages of Stokes parameter / and normalized parameters Q, U, and V in the 
sample frame over all depth profiles of, respectively, (a) rodent muscle, right circular incident 
polarization; (b) rodent muscle, linear incident polarization, parallel, perpendicular, and at 45° 
with the optical axis; (c) rodent muscle, right circular, parallel, and perpendicular incident 
polarization; and (d) in vivo rodent skin, right circular incident polarization. (Reprinted from 
Ref. 16 with permission of the Optical Society of America.) 
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(shown in Fig. 6c) indicates that the polarization state changes are not due to 
dichroism of the muscle fibers. The birefringence An was determined by measuring 
the distance of a full V period, which corresponds to a phase retardation of 
it — k z An, giving An — 1.4 x 10~ 3 . The similarity between PS-OCT images coding 
for the phase retardation <p(z) and the Stokes parameter V (e.g., Fig. 2b and Fig. 5V) 
is due to the close algebraic relation between the two. 



<p(z) = arctan 






1/2' 



V(z) = cos(2<p(z)) 



(43) 



Note that q>(z) gives the single-pass phase retardation, <p(z) — k An z, whereas V(z) is 
determined by the double-pass phase retardation, V(z) — cos(2kAnz). Figure 7 
shows PS-OCT images of the four Stokes parameters in the laboratory frame for 
right circularly polarized light incident on in vivo rodent skin. Averages of the 
normalized stokes parameters Q, U, and V over all depth profiles (Fig. 6d, after 
minimizing the oscillations in Q), indicate oscillations typical of sample birefringence 
in the first 400 fim. Observed birefringence is attributed to the presence of collagen in 
skin. Although no preferred orientation of the optical axis is expected in rodent skin, 
a predominant direction was found at shallow depths. At deeper depths, Q, U, and V 
approach zero, which is attributed to scrambling of the polarization by scattering 
and the randomly oriented and changing optic axis. 



w 







. 



Figure 7 PS-OCT images of in vivo rodent skin, 5 mm x 1mm, pixel size 10 /im x 10 /im. 
From top to bottom, the Stokes parameter /; normalized parameters Q, U, and V in the 
laboratory frame for right circularly polarized incident light; and the degree of polarization P. 
The magnitude of signals ranged over 40 dB for /; from 1 (white) to — 1 (black) for Q, U, and 
V; and from 1 (white) to (black) for P. (Reprinted from Ref. 16 with permission of the 
Optical Society of America.) 
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9.2.9 Polarization Diversity Detection and Speckle Averaging 

Figure 8 shows six images reconstructed from a single scan of rodent skin, 3 weeks 
after exposure to a 100°C brass rod for 20 s. The six images display, respectively, in 
the left column from top to bottom, the sum of the reflected intensity detected by the 
detectors, the vertically polarized reflected intensity (detector 1), and the horizontally 
polarized reflected intensity (detector 2), and in the right column from top to bottom, 
the normalized Stokes parameters Q, U, and V. The Stokes parameters were calcu- 
lated as described previously and give the polarization state of light reflected from 
the sample before the return pass through the QWP. Images display the Stokes 
parameters normalized on the intensity and gray-scale-coded from 1 to —1. 
Contour lines indicating 1/3 and —1/3 values were calculated after low-pass filtering 
by convolving the images with a Gaussian filter of 4 x 4 pixels and overlaid with the 
original image. The scan was made from normal skin (left) into thermally damaged 
skin with scar formation (right). 

Two interesting observations can be made. First, the images recorded by a 
single detector show dark areas indicating low tissue reflectivity that are completely 
absent from the summed image. These features are solely due to polarization changes 
in the tissue and are not correlated with tissue reflectivity. Images of the Stokes 
parameters show the polarization state changing from circular to linear and back 
as a function of increasing depth. 







.. 



(a) 



Figure 8 (a) OCT and (b) PS-OCT images generated from a single scan of rodent skin, 3 
weeks postexposure to a 100°C brass rod for 20 s. Image size is 4mm x 1 mm. The six images 
display, respectively, in the left column from top to bottom the sum of the detected reflected 
intensity, the vertically polarized reflected intensity (detector 1), and the horizontally polarized 
reflected intensity (detector 2) gray-scale coded on a logarithmic scale, and, in the right column 
from top to bottom, the normalized Stokes parameters Q, U, and V gray-scale coded from 1 
to —1. Incident light was right circularly polarized (V = 1). The Stokes parameters Q, U, and 
V represent the polarization state reflected from the sample before the return pass through the 
quarter-wave plate. White lines are contours at 1/3 (white to gray transition) and —1/3 (gray 
to black transition) values. The scan was made from normal (left) into thermally damaged skin 
with scar formation (right). Punch biopsy and histological evaluation of the imaged location 
indicate that the banded structure in the lower right half of the summed intensity image is 
muscle tissue. (Reprinted from Ref. 17 with permission of the Institute of Electrical and 
Electronics Engineers, Inc.) 
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Second, the summed image has a smoother appearance, which suggests that 
speckle noise is averaged. Presently, speckle-averaging algorithms in OCT use four 
detectors recording light that has traveled over a slightly different path through the 
sample to the focal point and back [18]. Wave front distortions by tissue inhomo- 
geneities create a different speckle pattern at each detector. However, implementa- 
tion of this approach in a single-mode fiber is difficult. Because light has two degrees 
of freedom, at each spatial location two (partially) independent speckle patterns are 
present, one in each polarization channel. Summing the images recorded in ortho- 
gonal polarization channels provides an alternative approach to speckle averaging 
that is simple to implement in a single-mode fiber. The number of images with 
(partially) independent speckle patterns can be further increased by modulating 
the polarization incident on the sample over orthogonal states. Two additional 
images can be recorded, giving four interference signals available for speckle aver- 
aging, which would increase the signal-to-noise ratio (SNR) by a factor of 2. 
However, the actual increase in SNR that can be realized may be considerably 
less, because the speckle patterns in orthogonally polarized channels need not be 
completely independent due to the low-order scattering of OCT signals [19]. To 
summarize, PS-OCT is important not only for measuring birefringence but also 
for accurate interpretation of OCT images. Most fibrous structures in tissue (e.g., 
muscle, nerve fibers) are birefringent owing to their anisotropy. Single-detector OCT 
systems can generate images that show structural properties by a reduction in tissue 
reflectivity, solely due to polarization effects. In addition, polarization diversity 
detection and polarization modulation in the sample arm could be interesting 
approaches to speckle averaging in OCT systems based on single-mode fibers. 

So far, the source light was assumed to be polarized. The presented analysis is 
easily extended to include unpolarized sources. An unpolarized source can be 
described by the addition of two orthogonally polarized sources that are mutually 
incoherent. The interference fringes at the detector(s) need to be analyzed separately 
for the two pure polarized states, and the total interference fringe pattern is given by 
the sum of the fringe patterns of the individual polarized states. An OCT system with 
an unpolarized source and a single detector does not imply polarization diversity 
detection. On the contrary, this system is even more sensitive to polarization effects 
than a system with a polarized source. Consider polarized source light incident on a 
birefringent sample acting as a linear retarder with its optic axis at 45° with respect to 
the incident light polarization axis. The polarization state of reflected light that has 
undergone a it phase retardation is orthogonal to the incident polarization state. 
Because orthogonally polarized states cannot interfere, light from the sample and 
reference arms does not produce interference fringes. The same holds for each of the 
orthogonally polarized states in the decomposition of an unpolarized source into 
linear states at 45° and —45° to the optic axis. Therefore, for the unpolarized source 
no interference fringes will be detected either. Suppose now that the decomposition 
of the unpolarized source is chosen differently for the above-mentioned birefringent 
sample, such that the two orthogonal linearly polarized mutually incoherent states 
are along and perpendicular to the optic axis. Both orthogonal polarization states 
reflected from the sample are unaltered by the birefringence and will produce inter- 
ference fringes with the reference arm light. However, the interference fringes for 
orthogonal polarization states are exactly it out of phase and cancel after summa- 
tion, and no interference fringe pattern is present at the detector. Thus, in this 
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example, the unpolarized source will not produce interference fringes regardless of 
the orientation of the optic axis (as is expected from symmetry arguments). In con- 
trast, a polarized source would produce interference fringes if the polarization state 
is (partially) along the optic axis. 

9.2.10 Accuracy and Noise: Birefringence, Dichroism, and 
Scattering 

Everett et al. [9] presented an analysis of the systematic error in the phase retardation 
due to background noise for the incoherent PS-OCT detection scheme described in 
Section 9.2.3. They showed that for phase retardations close to 0° or 90° the back- 
ground noise on the detectors introduces a significant and systematic error of, e.g., 
15° at a signal-to-noise ratio of 10 dB. The coherent detection scheme described in 
Section 9.2.5, which calculates the Stokes parameters, has better immunity to this 
systematic error. A closer look at Eqs. (25), (34), or (36) reveals that in the calcula- 
tion of the Q parameter (also denoted by Si) the spectral density in one polarization 
channel is subtracted from the spectral density in the orthogonal polarization chan- 
nel, thus eliminating constant background noise terms, and the U (s 2 ) and V (j 3 ) 
parameters are calculated from the cross-correlation between fringes in orthogonally 
polarized channels, eliminating autocorrelation noise. Noise will decrease the degree 
of polarization P, because it will be present as autocorrelation noise in the Stokes 
parameter /. The better noise immunity can be illustrated with the help of Fig. 6a, 
which shows the Stokes parameters for rodent muscle. In the incoherent detection 
scheme only V (s 3 in the figure) is measured, and the error in the phase retardation is 
introduced by the decrease of the amplitude of oscillations with increasing depth. In 
the coherent detection scheme, the Stokes parameters Q, U, and V can be renorma- 
lized on P, restoring the amplitude of the oscillations and thus eliminating the 
systematic error. 

Schoenenberger et al. [11] went further and also analyzed system errors intro- 
duced by the extinction ratio of polarizing optics and chromatic dependence of wave 
retarders, and errors due to dichroism, i.e., the differences in the absorption and 
scattering coefficients for polarized light in tissue. System errors can be kept small by 
careful design of the system with achromatic elements but can never be completely 
eliminated. Dichroism can possess a more serious problem when the results are 
interpreted as solely due to birefringence. However, Mueller matrix ellipsometric 
measurements have shown that the error due to dichroism in the eye is relatively 
small [20,21], and Fig. 6c shows that dichroism is of minor importance in rodent 
muscle. More research is necessary to determine the importance of dichroism in 
other types of tissue. 

We believe that the dominant noise sources are related to multiple scattering 
and speckle. As argued earlier, multiple scattering will scramble the polarization 
mainly in a random manner. This offers some means to distinguish it from birefrin- 
gence. Reported birefringence values for cornea, tendon, and muscle are on the order 
of An = 10~ 3 [8,22-24] which will give a 90° phase retardation at a depth on the 
order of several hundreds of micrometers. Thus, birefringence-induced changes are 
relatively slow, and the Stokes parameters change according to the Mueller matrix of 
a linear retarder. However, an optic axis that varies with depth will give changes in 
the polarization state that will be difficult to distinguish from the randomness of 
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multiple scattering. Measurement of the full Mueller matrix of the sample by varying 
the incident light over four different polarization states, as recently demonstrated by 
Yao and Wang [25], will provide additional information that could aid the analysis 
of PS-OCT signals. More research is necessary on this complex problem. 

Speckle introduces noise on the Stokes parameters by the large fluctuations in 
the interference fringes that could be uncorrelated in the orthogonal detection chan- 
nels. Speckle-averaging techniques demonstrated by Schmitt et al. [18] will reduce 
this noise, as will averaging the Stokes parameters over distances greater than the 
coherence length. Averaging images with different input polarization states will 
reduce speckle noise also. Speckle noise remains one of the main problems that 
need to be addressed in OCT. 

9.3 IMAGING OF THERMAL DAMAGE WITH PS-OCT 

9.3.1 Introduction 

Collagen is the dominant structure in human skin. Its birefringence has two compo- 
nents. Form birefringence results from ordered proteins surrounded by a ground 
substance with a different refractive index; intrinsic birefringence results from che- 
mical groups arranged in an ordered configuration with anisotropic optical retar- 
dance. Thermal damage, which starts to take place between 56°C and 65°C, reduces 
both the form and intrinsic birefringence by changing the collagen from a rodlike to 
a random coil structure. The reduction of collagen birefringence can be used to 
determine burn injury, because partial loss of birefringence is known to be an indi- 
cation of tissue thermal damage [26]. 

9.3.2 Laser-Irradiated Bovine Tendon 

To demonstrate an application of PS-OCT, we present 1 mm and 1.5 mm wide by 
700 /xm deep images of bovine tendon birefringence before and after pulsed laser 
irradiation. For comparison, reflection OCT images are shown that were formed by 
the sum of detected signals in orthogonal polarization channels. A detailed descrip- 
tion of the experimental configuration used to obtain Figs. 9-12 is given in de Boer et 
al. [8]. Measurements on 1 cm x 2 cm samples at least 1 cm thick were done within 
48 h of bovine death. In Fig. 9 conventional and birefringence images of fresh bovine 
tendon are shown. The banded structure in Fig. 9b, indicative of birefringence, is 
clearly visible up to a physical depth of 700 /xm, whereas this structure is completely 
absent from the conventional reflection image in Fig. 9a. This shows that the banded 
structure in the birefringence image is not an anatomical artifact in the tendon but is 
due solely to its birefringence. By measuring the optical versus physical thickness of a 
thin slice [28], we found the average refractive index of the tendon to be 
h= 1.42 ±0.03. We determined the birefringence by the average distance between 
the first and second dark bands from the top of Fig. 9b over the full width (100 
lateral scans). The average distance z = 1 16 ± 13 /xm corresponded to a polarization 
rotation <p = k zS = n in Eq. (19). The experimentally determined birefringence S = 
(3.7 ± 0.4) x 10~ 3 of bovine tendon (predominantly type I collagen) is in agreement 
with reported values of (3.0 ± 0.6) x 10 -3 [24] and (2.8-3.0) x 10~ 3 [22,23] for type I 
collagen. Fitting e~ 2_/K at z = 150-600 /xm depth to the total backscattered intensity 
I T [Eq. (18)] in the sample, averaged over the image in Fig. 9a (100 lateral scans) gave 

dramroo 



258 



de Boer et al. 




-31 




77 



1/4 x 



a b 

Figure 9 Images of fresh bovine tendon 1 mm wide by 700 /xm deep, constructed from the 
same measurement, (a) Conventional reflection image generated by computing lOlogf/j-]. The 
gray scale to the right gives the magnitude of the signals, (b) Birefringence image generated by 
computing the phase retardation tp in Eq. (19). The gray scale at the right gives the angle <p. 
The banded structure, indicative of the birefringence, is clearly visible. Each pixel represents a 
10 /xm x 10 /xm area. The dynamic range within the image was 48 dB. (Reprinted from Ref. 27 
with permission of the Society of Photo-Optical Instrumentation Engineers.) 



y & 0.2 mm. Decay of total backscattered light intensity with depth depends on 
several factors, among them attenuation of the coherent beam by scattering and 
the geometry of the collection optics. In Fig. 10 conventional OCT and birefringence 
images of laser-irradiated bovine tendon are presented. A decrease in the birefrin- 
gence at the center of the irradiation zone, extending into the tendon over the full 
depth of the image (700 /tun), is clearly seen. Furthermore, the direction of incoming 
laser light (from the upper left corner, at an angle of 35° with the normal to the 
surface) is observed. The surface temperature of the tendon was monitored during 
laser irradiation by infrared radiometry. For comparison, Fig. 10a shows an OCT 
image of the total backscattered intensity I r . Although less backscattered light from 
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Figure 10 Images of fresh bovine tendon 1 mm wide by 700 /xm deep, constructed from the 
same measurement, (a) Conventional reflection image generated by computing 101og[/ r ]. The 
gray scale to the right gives the magnitude of the signals, (b) Birefringence image generated by 
computing the phase retardation </> in Eq. (19). The gray scale at the right gives the angle <p. 
The bovine tendon was exposed to three consecutive 1 J, 150 /us laser pulses (A = 1.32 /xm) 
spaced by 10 ms, incident from the upper left at an angle of 35° with respect to the surface 
normal. The beam diameter was 2 mm. Initial surface temperature after laser irradiation was 
77°C, dropping to 61°C after 0.25 s. The displacement of the banded structure in the image 
indicates the loss of birefringence due to the thermal damage in the irradiated zone. Each pixel 
represents a 10 /xm x 10 /im area. (Reprinted from Ref. 27 with permission of the Society of 
Photo-Optical Instrumentation Engineers.) 
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the irradiated area can be observed, the polarization-sensitive image (Fig. 10b) 
reveals important structural information not evident in Fig. 10a. In Figs. 11 and 
12, conventional and birefringence images 1.5 mm wide by 700 /im deep of laser- 
irradiated tendon with and without surface cooling are presented. Because loss of 
birefringence is attributed to thermal damage, comparison of the two figures show 
the effect of surface cooling on laser-mediated thermal damage. Application of cool- 
ing clearly reduces the birefringence loss near the surface in Fig. 12 compared to Fig. 
11. 



9.3.3 Slowly Heated Porcine Tendon 

To investigate the effect of temperature on collagen birefringence, porcine tendon 
was mounted in a Rose chamber filled with 5% saline solution. A thermocouple 
monitored the temperature inside the chamber. A heating device was mounted out- 
side the chamber that could increase the temperature inside to 77° C. Lateral scan 
velocity v (x direction) was 100/xm/s, axial number of scans was 200 at 2/xm incre- 
ments, giving an image size of 200/xm x 400 /xm and a pixel size of 1 /xm x 2 /xm. 
Figure 13 shows the OCT and PS-OCT images of slowly heated tendon at 25, 45, 55, 
60, 70, and 77°C, respectively. Image acquisition was started after the Rose chamber 
had reached the target temperature (15-30 min between consecutive scans). The last 
scan was taken after the sample was heated for 5 h at 77°C. 

The images at 25°C, 45°C, and 55°C (Figs. 13a, 13b, and 13c, respectively) 
showed no change in the birefringence. The more closely spaced the banded struc- 
ture, the greater the birefringence, because the accumulated phase retardation is the 
product of depth z and birefringence An. At 60°C (Fig. 13d), a reduction in the 
birefringence can be observed. The tendon shrank considerably along the axis of the 
fibers during the scan, which contributed to motion artifacts in the image. At 70°C 
(Fig. 13e) the birefringence was reduced further, and after 5 h at 77°C (Fig. 13f) the 
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Figure 11 Images of fresh bovine tendon 1 .5 mm wide by 700 /xm deep, constructed from the 
same measurement, (a) Conventional reflection image generated by computing 101og[/ r ]. The 
gray scale to the right gives the magnitude of the signals, (b) Birefringence image generated by 
computing the phase retardation <p in Eq. (19). The gray scale at the right gives the angle <p. The 
bovine tendon was exposed to three consecutive 1.4 J, 150/xs laser pulses (A. = 1.32 /xm) spaced 
by 10 ms, incident from the upper left at an angle of 35° with respect to the surface normal. 
The beam diameter was 2 mm. Initial surface temperature after laser irradiation was 88°C, 
dropping to 70°C after 0.25 s. The displacement of the banded structure in the image indicates 
the loss of birefringence due to thermal damage in the irradiated zone. Each pixel represents a 
10 /xm x 10 /xm area. (Reprinted from Ref. 27 with permission of the Society of Photo-Optical 
Instrumentation Engineers.) 
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Figure 12 Images of fresh bovine tendon 1.5 mm wide by 700 fim deep, constructed from 
the same measurement, (a) Conventional reflection image generated by computing 10 \og[I T ]. 
The gray scale to the right gives the magnitude of the signals, (b) Birefringence image gener- 
ated by computing the phase retardation <p [Eq. (19)]. The gray scale at the right gives the angle 
cp. The bovine tendon was exposed to three consecutive 1.5 J, 150 /^s laser pulses (k = 1.32 /xm) 
spaced by 10 ms, incident from the upper left at an angle of 35° with respect to the surface 
normal. The beam diameter was 2 mm. Prior to exposure to the laser irradiation the surface 
was cooled to — 5°C in 40 ms. Maximum surface temperature of 68°C was reached 330 ms after 
laser irradiation. The displacement of the banded structure in the image indicates the loss of 
birefringence due to thermal damage in the irradiated zone. Compared to Fig. 11, the loss of 
birefringence at the surface is smaller, attributed to the diminished thermal damage due to 
surface cooling. Each pixel represents a lOitm x 10 /im area. (Reprinted from Ref. 27 with 
permission of the Society of Photo-Optical Instrumentation Engineers.) 




Figure 13 OCT and PS-OCT images of porcine tendon slowly heated in a Rose chamber. 
Image size: 200 /jm x 400 ttm, pixel size 1 /nm x 2 /im. Upper panels: OCT images; lower 
panels: PS-OCT images. Temperature and dynamic range: (a) 25°C, 47 dB; (b) 45°C, 46 
dB; (c) 55°C, 46 dB; (d) 60°C, 43 dB; (e) 70° C, 36 dB; (f) 77°C, 25 dB. White lines in PS- 
OCT images are contours at cp = 30° (white to gray transition) and tp = 60° (gray to black 
transition) phase retardation levels, respectively. (Reprinted from Ref. 37 with permission of 
the Optical Society of America.) 



260 



dramroo 



Polarization-Sensitive OCT 261 

birefringence was completely gone, due to excessive thermal damage. Since Maitland 
et al. [24] showed that the reduction of birefringence in rat tail tendon is a function of 
both temperature and time, no quantitative conclusions can be drawn on the reduc- 
tion of birefringence as a function of temperature alone. However, the presented 
images demonstrate the capability of PS-OCT to measure the birefringence reduc- 
tion in collagen due to thermal damage. 



9.4 IN VIVO BURN DEPTH IMAGING 

In this section, PS-OCT cross-sectional images obtained in normal and thermally 
injured rat skin will be presented alongside histology of the imaged region. A qua- 
litative relationship between the loss of birefrigence and the depth of burn injuries 
determined by histology will be demonstrated. This research was conducted by MD/ 
Ph.D. student S. Srinivas and Ph.D. student B. H. Park [29]. 



9.4.1 Introduction 

Traditionally, thermal burns have been differentiated into first, second, or third 
degree injuries. This classification is in many respects retrospective. First degree 
burns show thermal damage limited to the epidermis and are not considered a 
clinical problem, because skin will regenerate damaged epithelial cells. A second 
degree or partial thickness burn shows thermal damage extending into the dermis; 
however, the skin can still heal by re-epithelialization. A third degree burn shows full 
thickness damage of the epidermis and dermis and fails to heal by regeneration of 
epithelium from within the wound margins. 

The treatment for full thickness burns is skin grafting, either autologous or 
transplanted. However, a partial thickness burn, which shows destruction of the 
epidermis and a portion of the underlying dermis, may require a more complex 
treatment plan depending on the depth of dermal injury. Currently, if a patient 
has a suspected superficial partial thickness burn, the surgeon will often wait 2-3 
weeks to determine if the wound will heal spontaneously from surviving epithelial 
appendages. If the burn has not healed within this time period, skin grafting is 
indicated. Conversely, if a deep partial thickness burn is encountered, then skin 
grafting should be considered as soon as possible, because there is a lower incidence 
of infection with early eschar removal [30]. 

A number of methods have been developed to determine the depth of burn 
injury, including the use of indocyanine green dye fluorescence [31], vital dyes, 
fluorescein fluorometry, laser Doppler flowmetry (LDF), thermography, ultrasound, 
nuclear magnetic resonance imaging, and spectral analysis of light reflectance [32]. 
Clinical estimation by visual and tactile assessment of the wound remains the gold 
standard for burn depth determination [32]. However, determining whether a deep 
burn will heal spontaneously is difficult even for an experienced clinician [31,33]. 

Skin has an abundance of weekly birefringent collagen molecules in the dermis, 
and ensuing thermal injury will denature this collagen, resulting in a reduction of 
birefringence. By comparing changes in normal and burned tissues of Sprague- 
Dawley rats, we will show a qualitative link between the depth of thermal damage 
and the measurable loss of skin birefringence. 
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9.4.2 Experiment 

Figures 14-17 show typical PS-OCT scans and corresponding histology for normal 
skin and for burned rat skin produced by a preheated 75°C brass rod for 5, 15, or 
30 s exposure time, respectively. Details of the experiment are described in Srinfvas et 
al. [29]. The PS-OCT images were formed by gray-scale coding the single-pass bire- 
fringence-induced phase retardation from 0° (black) to 180° (white). A white contour 
line indicating a 90° phase retardation level — 90° in the figure labels — in the PS-OCT 
image was plotted and overlaid with the original image. Scans were always 4 mm 
long by 1 mm deep cross sections. The start and end points of the scan were marked 
with India ink by tattooing the skin to identify the scanned region in histology. To 
determine the relationship between the loss of birefringence in skin and actual depth 
of thermal damage, the PS-OCT scans are shown side by side with the histological 
sections that were taken from the biopsied tissue. 

9.4.3 Results 

Figure 14a shows a control PS-OCT scan, and Fig. 14b displays the abundance of 
intact hair follicles found in normal rat skin histology. Figure 15a shows an increased 
depth of the white 90° phase retardation line, and Fig. 15b shows a corresponding 
purple region near the surface, indicating damage to the dermis, which would be 
classified as a superficial partial thickness or second degree burn. Figure 16a has an 
even deeper white 90° phase retardation line, and the purple region indicating 
damage to the dermis has increased as well (Fig. 16b). Hair follicle damage can be 
seen, and the burn in Fig. 16b would be classified as a deep partial thickness or, 
again, a second degree burn. Figure 17a shows the deepest white 90° phase retarda- 
tion line, and the regressive H & E stain shows damage over the entire dermis (Fig. 
17b). Extensive coagulation can be seen in the dermis with a complete absence of hair 
follicles, classifying the damage in Fig. 17b as a full thickness or third degree burn. 




Figure 14 Typical PS-OCT scan (a) and corresponding histology (b) of normal rat skin. 
(a) The PS-OCT scan has been gray-scale coded so that black represents 0° phase retardation 
(the incident polarization) and white is 180° phase retardation. The white contour line in the 
scan demarcates the depth at which 90° phase retardation has been reached with respect to the 
incident polarization, (b) The stain used is regressive H & E (mag 157. 5x). Note the abun- 
dance of intact hair follicles. (Reprinted from Ref. 29.) 
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Figure 15 PS-OCT scan (a) and corresponding histology (b) of rat skin burned by contact 
with a 75°C brass rod for 5 s. (a) The PS-OCT scan has been gray-scale coded so that black 
represents 0° phase retardation (the incident polarization) and white is 180° phase retardation. 
Also note the increased depth of the white 90° phase retardation line in the scan, (b) The 
regressive H & E stain (mag 157. 5x) shows a purple region near the surface, indicating 
damage to the dermis. This would be classified as a superficial partial thickness burn. 
(Reprinted from Ref. 29.) 

As can be observed in Figs. 14-17, all PS-OCT scans consistently show that the 
incident circular polarization on the sample (corresponding to 0° of phase retarda- 
tion and coded as black) is preserved through deeper depths as thermal damage 
increases. The depths of the 90° phase retardation contour line increase as the 
duration of the thermal injury exposure increases. This correlation demonstrates 
that PS-OCT can provide quantitative information for burn depth determination. 




Figure 16 PS-OCT scan (a) and corresponding histology (b) of rat skin burned by contact 
with a 75°C brass rod for 15 s. (a) The PS-OCT scan has been gray-scale coded so that black 
represent 0° phase retardation (the incident polarization) and white is 180° phase retardation. 
Note the increased depth of the white 90° phase retardation line in the scan, (b) The stain used 
is regressive H & E (mag 157.5x). The purple region indicating damage to the dermis has 
increased in depth. Hair follicle damage can also be seen. This would be classified as a deep 
partial thickness burn. (Reprinted from Ref. 29.) 
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Figure 17 PS-OCT scan (a) and corresponding histology (b) of rat skin burned by contact 
with a 75°C brass rod for 30 s. (a) The PS-OCT scan has been gray-scale coded so that black 
represents 0° phase retardation (the incident polarization) and white is 180° phase retardation. 
Again note the increased depth of the white 90° phase retardation line in the scan, (b) Here the 
regressive H & E stain (mag 157.5x) shows damage over the entire dermis. Extensive coagula- 
tion can be seen in the dermis with a complete absence of hair follicles. This would be classified 
as a full thickness burn. (Reprinted from Ref. 29.) 



9.5 POLARIZATION-SENSITIVE OPTICAL COHERENCE 
TOMOGRAPHY OF THE RABBIT EYE 

In this section, PS-OCT cross-sectional images obtained in the cornea and retina of 
enucleated rabbit eyes will be presented. Four polarization images corresponding to 
the four Stokes parameters of light reflected from any position in the tissue will be 
used to analyze birefringent structures in the eye. 

This research was performed by doctoral student Mathieu Ducros from the 
Biomedical Engineering Department, University of Texas, Austin, during a visit to 
the Beckman Laser Institute and Medical Clinic [34]. 



9.5.1 Introduction 

In the eye, the corneal stroma and the retinal nerve fiber layer (NFL) are birefrin- 
gent. The crystalline lens is also most likely birefringent but will not be discussed 
here. The corneal stroma is the central and thickest layer of the cornea. It consists of 
a large number of stacked lamellae. Each lamella has the form of a thin (a few 
micrometers thick) ribbon. Principal constituents are collagen fibrils, glycosamino- 
glycans, and water. The fibrils are oriented parallel to the surfaces of the lamellae. 
Due to this particular structure, a lamella can be compared to a linear retarder in 
which the slow and fast axes lie respectively parallel and perpendicular to the fibril 
direction. Each lamella induces a small phase retardation in incoming polarized 
light. PS-OCT can be used to investigate the corneal stroma structure. 
Furthermore, depth-resolved polarization images in the cornea may be useful to 
observe in vivo thermal damage that could occur during treatments such as photo- 
refractive keratectomy (PRK) and laser in situ keratomileusis (LASIK). 

The NFL is the most anterior layer of the retina and consists of glial cells and 
axons of ganglion cells. The axons converge radially to the optic nerve, where they 
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exit the ocular globe. The NFL can be up to 400 /xm thick at the edge of the optic 
nerve [35]. The NFL birefringence is due to the dense parallel arrangement of axon 
membranes and microtubules inside the axons [6,36]. Glaucoma is the second leading 
cause of blindness worldwide and affects the NFL. In glaucoma, the retinal ganglion 
cells are destroyed and the axons in the NFL disappear. This process is irreversible. 
An instrument providing a precise and reliable measurement of the NFL thickness 
and structural integrity could greatly improve glaucoma detection and aid in follow- 
up examinations. 

9.5.2 Phase Retardation Determination 

Gray-scale images of the Stokes parameters (7, Q, U, and V) of the cornea, crystal- 
line lens and retina are presented later in Figs. 19 and 21, respectively. In the / image, 
pixel brightness is proportional to the local value of/ in decibels. In images of Q, U, 
and V, pixel brightness varies between white for + 1 and black for — 1 . For each pixel 
the phase parameter $ was calculated as 



4> = arctan 



-V 



(44) 



In the Poincare sphere representation [13], <t> is the angle between the Stokes 
vectors of light reflected from the surface of the cornea (Q = 0, U — 0, V = — 1) and 
that reflected from a given tissue position. According to the known structure of the 
corneal stroma and retinal NFL, these tissues can be viewed as linear retarders with 
fast and slow optic axes perpendicular to the light propagation direction (the illu- 
mination beam being perpendicular to the corneal surface). In these conditions, O 
represents the phase retardation between two orthogonal polarization components 
of light reflected from a given tissue element relative to the phase retardation 
between two orthogonal components of light incident on the eye. O equals 0° for 
left circularly polarized light, 90° for linearly polarized light, and 180° for right 
circularly polarized light. When the reflected light is unpolarized, or when the inten- 
sity is lower than the system noise level, $ varies randomly. 

9.5.3 Methods 

Experiments were performed on the enucleated eye of a New Zealand White rabbit. 
Images were acquired less than 6 h post mortem. The sample holder is diagrammed 
in Fig. 18. The entry window of the eye holder consisted of a flat glass slide that was 
gently pressed against the cornea to reduce the refractive power. For imaging the 
cornea, the beam focus was placed approximately a few hundred micrometers ante- 
rior to the apex of the cornea. For imaging the retina, the beam focus was placed 
anterior to the vitreous/retina interface on the superior and/or inferior region of the 
optic nerve head where the NFL is the thickest. A red aiming beam, aligned with the 
broadband infrared SLD beam, was used to determine the imaging position on the 
retina. The red light was partially transmitted through the choroid and sclera and 
was visible on the back side of the eye. A blank ink dot was placed on the back of the 
eye at the lateral edges of the imaged region to identify the corresponding area for 
histology. After PS-OCT measurements, the eye was fixed in formalin and histology 
performed. 
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Figure 18 Eye holder. The sample was surrounded by moist gauze. A flat glass slide was 
placed on the cornea to allow good visualization of the eye fundus. For imaging the cornea, 
the beam focus was placed a few hundred micrometers above the glass slide at the beginning 
of the scan. For imaging the retina, the eye was oriented to place the optic nerve in the field of 
view and the beam focus was positioned above the vitreous/retinal interface. (Reprinted from 
Ref. 34 with permission of the Institute of Electrical and Electronics Engineers, Inc.) 



9.5.4 PS-OCT Imaging in the Cornea 

Stokes Parameter Images 

Figure 19 presents the Stokes parameter images (from left to right /, Q, U, and V) 
acquired from the cornea of an enucleated rabbit eye. Each image is 1-mm wide by 
3.5-mm deep. The letters to the left of the / image refer to the beginning of the 
scan (a), the air/glass interface (b), the glass/cornea interface (c), the cornea/aque- 
ous interface (d), the aqueous/crystalline lens interface (e), and the end of the scan 
(/'). As expected, the glass slide (b-c) is transparent (/ minimum) and does not 
induce any change in the light polarization. Q, U, and V appear gray. Their 
average value is 0, and variations are due only to noise. The reflection from the 
front and back surfaces of the glass appear bright in the / image, black in the V 
image, and gray in the Q and U images, meaning that the reflected light polariza- 
tion is left circular. The helicity of the incident light is reversed as expected for 
specular reflection. In the cornea (about 0.6 mm thick from c to d), I is relatively 
low and uniform. No anatomical layers can be clearly differentiated. In contrast, 
Q, U, and V images of the cornea are nonuniform: the polarization state of 
reflected light varies as a function of depth and lateral position. Variations of Q, 
U, and V values in depth in the corneal stroma are due to the cumulative polar- 
ization effect of all lamellae, with each lamella acting as a linear retarder. A 
prominent feature indicating an increase in the V value (from black to white) is 
observed in the right half of the cornea on the V image, meaning that polarization 
of reflected light changes from left circular to approximately right circular. 
Therefore, in this region, the whole corneal stroma acts as a quarter-wave retarder 
in single pass (half-wave retarder in double pass). A different feature is observed in 
the left half of the V image. There, backscattered light polarization state changes 
from left circular at the glass/cornea interface (point c) to approximately linear at 
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Figure 19 From left to right: Stokes parameters / and normalized parameters Q, U, and 
V in the rabbit cornea. Each image is 1 mm wide by 3.5 mm deep. The pixel size is 
10 fira x 10 lira. The letters a and/ correspond to the beginning and end of the scan, and 
b, c, d, and e indicate the air/glass, glass/cornea, cornea/aqueous, and aqueous/crystalline 
lens interfaces. Five zones can be seen from top to bottom: air {a-b), glass slide (b-c), cornea 
(c-d), anterior chamber (d-e), and part of the crystalline lens (e-f). In the cornea, the / 
image is relatively uniform, but the Q, U, and V images show regions where the reflected 
light has different polarization states indicating structural differences in the corneal stroma. 
(Reprinted from Ref. 34 with permission of the Institute of Electrical and Electronics 
Engineers, Inc.) 



—45° (C/~ — 1) at the cornea/aqueous interface (point d). Therefore, the corneal 
birefringence varies between the left and right sides of the imaged region. In the 
cornea, we also observe that the Q parameter value decreases (from gray to dark 
pixels) and increases (from gray to bright pixels) at different lateral positions. This 
can be explained only by variations in the local optic axis direction as a function of 
lateral position. Indeed, if the optic axis direction was constant over the imaged 
region, the Q parameter would vary monotonically as a function of depth but 
could not increase and decrease. 

Our results are consistent with the observations of Chang et al. [23], who 
used small-angle light scattering. They found that the local birefringence and optic 
axis of the rabbit cornea depend on lateral position. The glass slide modified the 
anatomical structure of the cornea and may have induced stress birefringence. 
However, we expect that the effect was small, inasmuch as we observed similar 
local variations in the polarization state of backscattered light from corneas that 
were unstressed. In the Q, U, and V images we see that the polarization state of 
light is not modified by the anterior chamber fluid and remains approximately 
constant in the anterior lens. Therefore the aqueous fluid and lens do not appear 
birefringent. 
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A-Scan Averages of the Cornea 

The amplitude of the Stokes parameters as a function of depth, i.e., in A-scan mode, 
has a significant noise component due to speckle effects, detector shot noise, and 
electronic amplification noise. To decrease this noise, we averaged laterally adjacent 
pixel values (after reregistering A-scan depth positions to align laterally on the glass 
slide surface). Figure 20 shows an example of an average of 25 adjacent A-scans for 
the intensity / and phase retardation $ calculated according to Eq. (44). The left y 
axis corresponds to / in decibels (solid line) and the right v axis refers to <I> in degrees 
(dashed line). The letters above the x axis refer to the depth positions described in 
Fig. 19. In the air (a-b), glass slide (b-c), and aqueous (d-e), the intensity / is 
minimum. Peak values of / are observed at the air/glass (b), glass/cornea (c), cor- 
nea/aqueous (d), and aqueous/crystalline lens (<?) interfaces. In the cornea (c—d), I 
varies between —70 dB and —80 dB, and in the anterior part of the crystalline lens it 
decreases slowly down to the noise level (—92 dB). In air (a-b), glass slide (b-c), and 
aqueous (d-e), the reflected light intensity is below the noise level of the PS-OCT 
system. In these regions, the value of <t> is not related to the polarization state of the 
reflected light but varies randomly between 0° and 180° on individual A-scans. $ 
averages 65° in Fig. 20, instead of 90° (all values have equal probability), probably 
because of an imbalance in the detector noise figures. At the air/glass (b), glass/ 
cornea (c), and aqueous/crystalline lens (e) interfaces, we observed that when the 
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Figure 20 Plots of/ and <t> parameters versus depth. The letters a, b, c, d, e, and/ indicate 
the depth positions introduced on Fig. 19. Plots were calculated by averaging 25 adjacent A- 
scans of the / and <t> parameter images. <t> was calculated according to Eq. (44). At all 
interfaces a peak of intensity (/) can be observed. In the air, glass, and aqueous, no light is 
reflected; and / is about —92 dB and <J> = 65°. In the cornea, / varies between —70 dB and —80 
dB, and in the crystalline lens it slowly drops down to the noise level. At the front and back 
glass slide surfaces, <t> drops to almost 0°; in the cornea (c-d) it increases from 0° to 120°. It is 
still 120° at the aqueous/lens interface, showing that the aqueous did not affect the <t> para- 
meter value. In the anterior part of the crystalline lens it decreases from 120° to 100°. 
(Reprinted from Ref. 34 with permission of the Institute of Electrical and Electronics 
Engineers, Inc.) 
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intensity increases by 6 dB above the noise level, $ varied by more than 70% of its 
initial value. Therefore, we decided to consider that $ was representative of the 
polarization state of the reflected light when the intensity / is 6 dB or more above 
the noise level (—86 dB in Fig. 20). 

In the cornea, <J> increases from 0° to about 120°, indicating that the polariza- 
tion state of the reflected light varies from left circular to some right elliptical state 
between the anterior and posterior surfaces of the cornea. The aqueous does not 
modify the phase retardation, because O equals 120° at the posterior cornea and 
anterior crystalline lens. Within the crystalline lens <$> decreases. The value of O 
computed from pixels 250-350 is unreliable because the intensity is lower than 
-86 dB. 



9.5.5 PS-OCT Imaging in the Retina 

Stokes Parameter Images 

The Stokes parameter images /, Q, U, and V acquired in the retina of an enucleated 
rabbit eye, as well as the phase retardation O calculated with Eq. (44), are presented 
in Fig. 21. To reduce speckle noise, each pixel value in the Q, U, and V images was 
multiplied by the / image pixel value, a low-pass filter was applied to the resulting 
image, and each pixel was divided by the local average intensity. Each image repre- 
sents a 3 mm wide by 2 mm deep section. The left edge corresponds approximately to 
the center of the optic never. Above the optic nerve the posterior hyaloid phase 
scatters some light and shows up as bright and dark "clouds" in the / and U images, 
respectively. The dark and light bands following the contour of the retina in the U 
and V images, respectively, mean that the light reflected from this region is in an 
elliptical polarization state between right circular and linear at —45° . In the <J> image 
we notice a region on top of the retina (right half) and in the optic nerve (left third) 
that changes approximately from gray to white as a function of depth, corresponding 
to an increase approximately from gray to white as a function of depth, correspond- 
ing to an increase in phase retardation. In the region where the retina curves into the 
optic nerve head, this increase is not as pronounced. At these positions, the axons are 
oriented downward and the optic axis of the tissue is nearly parallel to the incident 
light propagation direction. 

A-Scan Averages of the Retina 

Plots of / and $ as a function of depth in the retina were obtained by averaging 50 
laterally adjacent A-scans. An example is presented in Fig. 22. The intensity 
increases from —104 dB to —81 dB at the vitreous/retina interface, is maintained 
at —81 dB over approximately 100/zm, then decreases exponentially to —102 dB in 
1 mm. Between pixels 31 and 90 the intensity is greater than 6 dB above the noise 
level (—102 dB). In this region, <t> describes reliably the polarization state of the 
reflected light. At the vitreous/retina interface the intensity / increase sharply and 
O drops to about 60°. Although noise is observed in the $ plot, the increase after 
the vitreous/retina interface is significantly higher than the noise amplitude. The 
distance between the minimum and maximum of the phase retardation was mea- 
sured on a smoothed O plot (a low-pass or median filter can be used). For exam- 
ple, in Fig. 22, $ increased over a depth of 90/xm (pixels 35-44). Since the NFL is 
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Figure 21 Stokes parameters /, normalized parameters Q, U, and V, and phase retardation 
<i> images in the rabbit retina. The left edge of each image is at approximately the center of the 
optic nerve. A significant change in phase retardation can be observed in the <t> image at the 
position of the NFL. (Reprinted from Ref. 34 with permission of the Institute of Electrical and 
Electronics Engineers, Inc.) 
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Figure 22 The values of / in decibels (solid line) and <t> in degrees (dashed line) are plotted 
as a function of depth in the rabbit retina. Each plot is an average of 50 depth scans, corre- 
sponding to a lateral scanning distance of 500 /im. The intensity /, i.e., the conventional OCT 
signal, increases from — 104 dB to —81 dB at the vitreous/retina interface. The retardation <I>, 
calculated with Eq. (44), increases from about 60° to 115° over a depth of 90 (im. (Reprinted 
from Ref. 34 with permission of the Institute of Electrical and Electronics Engineers, Inc.) 
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the only known birefringent layer in the retina, we believe that the region repre- 
senting a significant change in phase retardation corresponds to the NFL. The 
shape of the <I> versus depth plot depends on the birefringence and optic axis 
orientation of the tissue as well as on the polarization state of light incident on 
the retina. In the worst case, light incident on the retina is linearly polarized 
parallel to the optic axis of the NFL and no change in any of the Stokes para- 
meters is observed. Although the chances of this happening appear remote, the 
problem could be resolved by probing the eye with more than one incident polar- 
ization state. 

Comparison with Histology 

The thickness of the retinal nerve fiber layer (NFL) was measured on histology 
slides every 500 //m between the black ink dots indicating the boundaries of the PS 
OCT-imaged region. The depth-resolved phase retardation and intensity plots were 
calculated at the corresponding positions by averaging 50 adjacent A-scans 
(500 /xm). The thickness of the region presenting a significant change in phase 
retardation was measured by the method described in the previous section. 
Figure 23 shows the NFL thickness as determined by histology and PS-OCT as 
a function of lateral position. Six points positioned 500 /nm apart were considered. 
Point 1 corresponds approximately to the center of the optic nerve. The optic nerve 
diameter was approximately 2 mm. The optic nerve margin was near point 3. 
Good correlation is observed between NFL thickness measured by both methods 
except for points 3 and possibly 4. At point 3, the NFL curves into the optic nerve 
and the measurement on the histology section contains an artifact due to the 
position and orientation of the section. A birefringent layer was observed for 
points 1 and 2 that are inside the optic nerve head. This is consistent with the 
histology results and can be explained by the fact that the imaged section does not 
pass through the center of the optic nerve where the birefringence should be zero, 
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Figure 23 Comparison of NFL thickness measurement in histology section with PS-OCT. 
The distance between successive measurement points is 500 /um. Point 1 is approximately at 
the center of the optic nerve. (Reprinted from Ref. 34 with permission of the Institute of 
Electrical and Electronics Engineers, Inc.) 
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because all fibers (and thus the tissue optic axis) are parallel to the incident light 
propagation direction. 

9.5.6 Conclusions 

Depth-resolved Stokes parameter images of the corneas and retinas of New Zealand 
White rabbit eyes were acquired with PS-OCT. We demonstrated that the cornea is 
birefringent and that the birefringence as well as the optic axis of the stroma vary as 
a function of lateral position. PS-OCT could be used to study the corneal stroma 
structure more extensively. 

We also imaged the retina and observed a birefringent layer at the vitre- 
ous/retina interface. The local thickness of the birefringent layer determined 
using PS-OCT correspond closely to the thickness of the NFL measured from 
histology slides in four out of six predetermined points. With SLP and OCT, 
NFL thickness is typically measured in a cylindrical ring around the optic nerve 
with a diameter of 1.5-1.75 optic discs, corresponding to the location of points 
5 and 6 in our experiment. At these points, NFL thickness measured by PS- 
OCT is in close agreement with the histological results. Furthermore, the mag- 
nitude of the birefringence is related to the axon density, and a quantitative 
analysis of the phase retardation could provide information on axon density 
within the NFL. 



9.6 FUTURE DIRECTIONS IN PS-OCT 

The potential biological and medical applications of PS-OCT are just beginning to 
be explored. Much work remains for further development of PS-OCT. We anticipate 
that progress will proceed in three major areas: instrumentation, biological and 
medical applications, and data interpretation and image processing. Many clinical 
applications of PS-OCT will require the development of a fiber-based instrument 
that can record images at frame rates comparable to those of current OCT systems 
(~ 5 fps). Because many components in biological materials contain intrinsic and/or 
form birefringence, PS-OCT is an attractive technique for providing an additional 
contrast mechanism that can be used to image and/or identify structural compo- 
nents. Moreover, because functional information in some biological systems is asso- 
ciated with transient changes in birefringence, the possibility of functional PS-OCT 
imaging should be explored. PS-OCT may hold considerable potential for monitor- 
ing, in real time, laser surgical procedures involving birefringent biological materials. 
Because many laser surgical procedures rely on a photothermal injury mechanism, 
birefringence changes in subsurface tissue components measured using PS-OCT may 
be used as a feedback signal to control dosimetry in real time. Finally, many features 
of PS-OCT interference fringe data require additional interpretation and study. 
Because polarization changes in light propagating in the sample may be used as 
an additional contrast mechanism, the relative contribution of light scattering and 
birefringence-induced changes requires further study and clarification. In principle, 
one would like to distinguish polarization changes due to scattering and birefrin- 
gence at each position in the sample and use each as a potential contrast mechanism. 
In conclusion, we anticipate that PS-OCT will continue to advance rapidly and be 
applied to novel problems in clinical medicine and biological research. 
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10.1 INTRODUCTION 

In this chapter, approaches for increasing the spatial resolution of OCT to enable 
noninvasive imaging of tissues at the cellular level are discussed. In particular, the 
dual nature of OCT both as an optical time-of-flight gating instrument and as a 
confocal microscope are described, and the implications of increasing the numerical 
aperture of OCT until the width of the axial point spread function of the confocal 
microscope approaches the width of the axial point spread function of the range gate 
are analyzed. It is found that the high numerical aperture mode of operation of OCT 
(here referred to as optical coherence microscopy, or OCM) offers significant advan- 
tages for high resolution imaging deep in highly scattering tissues compared to 
confocal microscopy. However, these advantages come at the price of requiring 
higher quality optics and sample arm stability compared to conventional OCT. 

10.2 RESOLUTION IMPROVEMENT IN OCT 

Optical coherence tomography (OCT) has met wide success in initial clinical appli- 
cations because it offers spatial resolution superior to that of other noninvasive 
medical imaging techniques such as computed tomography, magnetic resonance 
imaging, and ultrasound. The 10-15 /xm axial and lateral resolution of most OCT 
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systems used to date is sufficient to visualize normal morphology at the tissue level as 
well as disruptions of normal morphology due to disease processes. However, the 
resolution of current OCT systems is at least one order of magnitude less than that 
required to visualize most types of living cells; thus the goal of a true "optical 
biopsy" capable of conclusive diagnosis of pathologies at the cellular level (such 
as cancer) remains unrealized. 

A number of approaches have been conceived to extend the spatial resolution 
of OCT. The most straightforward approach makes use of the well-known relation 
of the full width at half-maximum (FWHM) coherence length l c of a light source to 
its center wavelength X and FWHM spectral bandwidth AX (under the assumption 
of a Gaussian source frequency spectrum) [1]: 

2X 2 
4. = ln(2)— (1) 

By using shorter wavelength or broader bandwidth light sources for OCT, the 
coherence length of the source is thus reduced and the axial resolution is increased. 
Typical parameters for current clinical implementations of OCT include X = 840 nm, 
AX ~ 30 nm, Az ~ 10.4 /zm for ophthalmic OCT using superluminescent diode 
sources [2], and X= 1300 nm, AX ~ 70 nm, l c ~ 10.7 /zm for endoscopic OCT 
using semiconductor optical amplifier sources [3,4]. OCT systems using broader 
bandwidth sources including LEDs, broadband fluorescent sources, and mode- 
locked lasers have also been reported featuring coherence lengths ranging as short 
as 2(U,m [5-7]. 

Optical coherence tomographic systems based on ultrabroad bandwidth sources 
have illustrated dramatic improvements in image quality, including a recent demon- 
stration of cellular resolution imaging in Xenopus with ~ 1.5 //m x 3 fim 
(longitudinal x transverse) resolution imaging using a novel sub-two optical cycle 
mode-locked Ti : sapphire laser [8]. However, significant signal losses and increased 
system complexity accompany the use of such sources, including the reduced hetero- 
dyne efficiency for shorter coherence length, difficulties in obtaining ultrabroadband 
fiber couplers, greatly increased difficulties of dispersion matching in the interferom- 
eter arms, and (in the case of femtosecond lasers) the dramatically increased complex- 
ity of the source itself. In addition, it is noteworthy that decreasing the source 
coherence length increases the resolution only in the axial dimension. Although the 
near-surface structures of many biological tissues accessible to OCT demonstrate a 
layered structure in which axial resolution is more critical than lateral resolution, most 
biological cell types do not exhibit this structure. Thus, a method for OCT imaging 
that increases resolution in all three spatial dimensions remains desirable. 

A second approach for increasing the resolution of OCT springs from the 
observation that an OCT scanner is inherently a single spatial mode confocal 
microscope as well as a range-gating instrument [9,10]. Fundamentally, confocality 
of the light incident on and returning from the sample is ensured by the heterodyne 
mixing process, which selects out only the light returning from the sample that 
occupies the same spatial mode as the local oscillator (the reference light). In fact, 
OCT systems implemented in single-mode fiber optics are redundantly confocal, 
because the sample arm fiber also acts as a single-mode aperture for illumination 
and collection of light from the sample. In contrast to bright-field microscopy, in 
which the received power in the reflection geometry does not depend on the scatter 

dramroo 



Optical Coherence Microscopy 



277 



depth, in a confocal system the reflected power is a function of the scatterer 
location in all three dimensions [11]. Thus, in addition to the depth resolution 
that OCT derives from low coherence interferometry (hereafter referred to as the 
"coherence gate"), any OCT system is also characterized by a depth and lateral 
response that is purely a function of the sample arm optics (hereafter referred to as 
the "confocal gate"). 

Abbe's rule for the lateral resolution Ax of a coherent microscope is given by 
[12] 



Ax = 1.22 



X 



[NA] 



objective 



[NA] 



(2) 



condenser 



where the denominator reduces to twice the numerical aperture (NA) of the objec- 
tive in a confocal microscope operating in the retroreflection configuration (see 
Fig. 1). Increasing the NA can thus increase the lateral resolution, but it also 
decreases the confocal parameter (or depth of focus b, given by 
b = 2z R = IttcdI/X. Here z R is the "Rayleigh range," and a> is the minimum 
beam waist of a Gaussian beam [13]. In conventional OCT, a relatively low numer- 
ical aperture objective (NA < 0.2) is typically used in the sample arm for two 
reasons. First, even a relatively low numerical aperture objective still delivers a 
lateral resolution Ax of ~ 10-20 /zm, thus giving more or less square pixels when 
the depth resolution is set by the coherence length of a typical OCT light source. 
Second, the low numerical aperture objective also generates a long depth of focus 
(b greater than several hundred micrometers), within which the coherence gate may 
be axially scanned without much loss of light recoupling back into the confocal 
gate. This latter reason is particularly germane in the design of clinical diagnostic 
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Figure 1 Schematic illustration of sample arm focusing in optical coherence tomography 
(OCT) and optical coherence microscopy (OCM). In OCT, low numerical aperture focusing is 
employed to provide a long depth of focus to enable cross-sectional imaging using axial 
coherence gate scanning. In OCM, sample arm light is focused with a high numerical aperture 
objective to create a minimal focal volume in the sample. The low coherence interferometric 
coherence gate is overlapped with the focal volume to provide enhanced scatter rejection of 
out-of- focus light, while the sample is scanned in either the xy or xz planes to create en face or 
cross-sectional images, respectively. (From Ref. 53.) 
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devices, which must be used with living (and moving) patients. For example, an 
endoscopic OCT probe exiting the distal end of a several-meters-long endoscope 
deep inside the gastrointestinal tract of a patient cannot be positioned with much 
greater than millimeter accuracy in position next to the tissue to be imaged (at least 
without a dramatic redesign of the endoscope). In this case, a long depth of focus 
in the OCT sample arm optics enables reasonable tissue images to be obtained 
even if the physician has relatively poor control over the position of the sample 
arm optics themselves. 

Increasing the numerical aperture of the sample arm optics increases both the 
lateral and axial resolutions of the confocal microscope and is thus an alternative 
method to increase the resolution in OCT. As shown in the following sections, 
overlapping the coherence gate of OCT at the same depth as the confocal gate of 
the confocal microscope increases the depth to which high resolution confocal 
images can be acquired in highly scattering media. In this book, we define optical 
coherence microscopy (OCM) as the implementation of OCT with high numerical 
aperture optics in the sample arm, accompanied by some means to coordinate the 
coherence gate position to the confocal gate position (Fig. 1). Optical coherence 
microscopes have been demonstrated using both single and array detection tech- 
niques; the former will be discussed in the present chapter, and the latter in 
Chapter 11. 

10.3 CONFOCAL MICROSCOPY IN SCATTERING MEDIA 

In this section, we review the principles of confocal microscopy including fiber- 
optic implementations and imaging performance in scattering media. Confocal 
microscopy has been successful in imaging up to very high resolution (< 1 fim) 
in relatively weakly scattering biological media and a few scattering depths into 
highly scattering media [12,14-17]. Combining focused illumination with spatially 
filtered detection, the confocal microscope collects signal from a diffraction-limited 
focal volume and rejects background that originates outside that focal volume. In 
an ideal case using single-point detection, the image intensity of the microscope is 
given by [12] 

I(u, v) = \(h m (u, v)h det (u, v)) <g> R(u, v)\ = |/! conroca i(«, v) <g> R(u, v)\ (3) 

where 



(?H(^> '=(yW A ' 



where h in and /j det are the illumination and detection point spread functions (PSFs), 
respectively (given by the Fourier transforms of the condenser and objective pupil 
functions), u and v are axial and lateral optical units, respectively (in terms of the 
actual axial and lateral distances z and x), and R is the power reflectivity of the 
sample object. The quantity /j CO nfocai( M > v ) is tne product of the illumination and 
detection PSFs and represents the overall PSF of the confocal imaging system. In 
the reflection mode of a confocal microscope, the same objective is used for sample 
illumination and light collection, and thus h m = h det . For an ideal point object, the 
power reflectivity in Eq. (3) simplifies to a three-dimensional delta function, and the 
axial and lateral components of the response function separate, given by 
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The widths of the functions I(u) and I(v) versus u (or z) and v (or r), respectively, 
decrease as NA increases. Thus, the axial and lateral resolutions of a confocal 
microscope are improved at high numerical aperture. 

The axial response of a confocal microscope is easier to measure experimen- 
tally by measuring the PSF of a uniform planar object such as a mirror by scanning 
the mirror axially through the focus. In this case, the reflectivity R(u, v) in Eq. (3) is 
equal to 1 at u = for all v. The axial component of the image intensity is then 
modified to 

J M-h M- ( sin W 2 A 2 (V 

*■ mirror V*) "confocal. planar\*v I ,r> ] \p) 

\ u/2 ) 

For an objective with NA = 0.4, the FWHM of the effective PSF, or the FWHM of 
the measured image intensity of an ideal mirror as a function of the depth, is 
approximately 8/xm. For NA = 0.3, this FWHM increases to ~ 35 /xm. 

Considering a finite-sized detector (or equivalently a finite-sized confocal pin- 
hole) D(v), Eqs. (4) and (5) are modified to 



4it(«) = 



I(u,v)D(v)vdv (6) 



where the signal intensity is integrated over the detection aperture. The axial dis- 
crimination or "confocality" is dependent on the size of the confocal pinhole. It has 
been shown that the confocality, using a pinhole radius v p in optical units of less than 
2.5, is the same as that using an ideal point detector [12]. The optical unit is then 
defined in Eq. (3) as (jrd/X) sin(NA), where d is the diameter of the confocal pinhole. 
The actual pinhole size is obtained by dividing v p by the system magnification M 
between the objective and the detector and should be less than 2.5MA/[7rsin(NA)] in 
an ideal point detection case. 

The penetration depth of a confocal microscope is limited by the ratio of signal 
S to background B (S/B). The background noise originates from outside the focal 
volume if the pinhole is not infinitesimally small (neglecting multiple scattering; see 
below). The background noise can be greatly attenuated by decreasing the size of the 
confocal pinhole [14-17]. Assuming a uniform background, Webb et al. [15] and 
Sheppard et al. [16] demonstrated independently that the background rejection 
improves the signal-to-noise ratio. The ability of optical sectioning and image con- 
trast is thus improved such that the signal-to-noise ratio rather than the signal-to- 
background ratio limit the information capacity of an image [14-17]. The penetra- 
tion depth can be expressed in terms of mean free path (MFP), which is the product 
of the depth and the extinction coefficient fi t = fi s + \i a of the sample medium. In 
biological samples, the absorption coefficient [L a is usually negligible in the near- 
infrared spectral region; thus the extinction coefficient is dominated by the scattering 
coefficient fi s . The penetration depth limit of a conventional confocal microscope 
has been estimated to be dependent on the numerical aperture and to be 5-9 MFP 
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using single backscatter theory (discussed in the next section) [9,18,19]. However, the 
penetration depth limit is degraded to 3-4 MFP if multiple scattering is considered 
[20]. The penetration depth also depends upon the reflectivity of the sample; a highly 
reflective grating has been resolved through 6 MFP of scattering media by using a 
confocal pinhole with diameter equal to 1.3 optical units [21]. 

The single-mode fiber-optic confocal microscope is a relatively new implemen- 
tation of the confocal scanning microscope. The introduction of optical fibers makes 
the system more compact with numerous potential remote imaging applications, but 
it also changes the nature of the imaging point spread function. Because the light 
source in a fiber confocal microscope is the spatial mode profile of the light exiting 
the fiber tip (which also defines the confocal pinhole), image formation in this system 
is different from that of a conventional confocal microscope. In this case, the axial 
effective point spread function of a planar reflective sample from Eqs. (4) is modified 
to [22] 



i fiber / \ 

"confocal, planar vv 



where 



A{\ - exp[-(A - iu)]} 



[1 - exp(-A)](A - iu) 



(1) 



kd 

Here, the system magnification is assumed to be 1. The dimensionless parameter A 
denotes the normalized fiber spot size, where a is the pupil radius of the objective, r 
is the radius of the core of a single-mode fiber, and d is the distance from the fiber tip 
to the collimating lens. Parameter A plays a role analogous to that of the normalized 
pinhole radius v p in a hard-aperture confocal microscope. For an objective with a 
fixed NA, the width of the PSF becomes broader as A increases. Thus, the strength 
of the optical sectioning effect (or degree of confocality) decreases with increasing A. 
Similar to a confocal point, -J~A is measured relative to the object plane and the 
actual value of -J~A must be multiplied by the system magnification M between the 
object and the detector. For a 20 x objective with NA 0.4, assuming X = 1.31 /u.m, 
d = 4.5 mm, a ~ mm, and r Q = 4.5 um, A is less than 0.5. Since /j C onfocai,pianar( M ) f° r 
A = and A = 1 are nearly identical, the degree of confocality for A < 1 is close to 
the case of an ideal single-point detection in a confocal microscope. For the case of a 
point reflector and in the limit A = 0, the axial PSF of the single-mode fiber confocal 
microscope simplifies to be the same as the axial component of Eqs. (4) [22]. 

Unlike in a conventional confocal microscope, however, the received intensity 
in a fiber-optic confocal microscope is limited by the nonadjustable fiber core size. In 
the conventional microscope, the confocal pinhole can be opened up to 2.5?;,, to have 
image quality equivalent to using an ideal point detector but with higher signal 
intensity. This flexibility is not available in the optical fiber implementation. 

Although fiber-optic confocal microscopes have strong potential for use in in 
vivo medical diagnostics, most confocal microscopes available commercially for 
general-purpose applications are table-top systems using bulk optics. This implemen- 
tation provides the advantages of flexibility in the choice of light sources, scan 
parameters, and pinhole size. The greatest impediment to the widespread use of 
fiber-optic confocal microscopes in remote imaging applications such as endoscopy 



aramroo 



Optical Coherence Microscopy 281 

is the difficulty of implementing a lateral scanning mechanism within the restricted 
volume available at the working end of the probe. A novel solution to this problem 
that has recently been proposed uses a miniaturized diffraction grating-lens combi- 
nation with no moving parts [23]. This system encodes the reflectivity of the sample 
as a function of lateral extent into the spectral content of the detected signal light, 
using a broadband optical source. 

10.4 COHERENCE-GATED CONFOCAL MICROSCOPY 

Although confocal microscopy has been used successfully for imaging through rela- 
tively thin layers of living biological tissues [24], the mechanism of image formation 
in the axial dimension immediately gives rise to two important limitations to con- 
focal imaging in a turbid media. First, because turbid media are exponentially scat- 
tering (i.e., their reflectivity varies exponentially as a function of depth), an imaging 
system that aims to image deeply into turbid media should preferably feature an 
axial PSF, which is a stronger function of distance from the object plane than an 
exponential. The envelope of the sine functions in Eqs. (4a) and (5) do not satisfy this 
criterion. Second, confocal microscopy features no intrinsic mechanism for rejection 
of multiply scattered light, which inevitably leads to image clouding at sufficient 
depth [20]. 

Both of these concerns are alleviated by the addition of coherence grating to 
confocal microscopy. As will be shown below, the effective axial PSF of an optical 
coherence microscope approaches a Gaussian function of distance from the object 
plane (in the ideal case of a source with a Gaussian spectrum), which is a stronger 
function of distance than an exponential and thus achieves stronger theoretical 
spatial discrimination than a confocal gate alone. Second, the addition of the coher- 
ence gate to the confocal gate provides an additional barrier for increased rejection 
of non-image-bearing multiply scattered light. 

To extend the quantitative analysis of the previous section to the case of 
coherence-gated confocal microscopy (i.e., OCM), we must first expand the theore- 
tical description of OCT derived in previous chapters to include the axial PSF of the 
confocal gate, which is always present (but rarely considered because it is usually 
broad) in OCT. The lateral PSF of an OCM system is not affected by the coherence 
gate and is given by Eq. (4b) for a hard-edged (i.e., bulk-optic system) confocal 
aperture. The axial response of OCM depends upon both confocal and coherence 
gates. The detector current in an OCT/OCM system is in general given by [25] 



i d {l r ) oc 



jR s (l s )h s (l s )R u (l r -l s )dl s (8) 

o 

where /,. is the reference arm length, l s is the sample arm length, R s (l s ) represents the 
depth-dependent reflectivity of the sample, h s (l s ) is the axial PSF of the sample arm 
confocal optics [given by Eqs. (4)-(7) depending upon the normalized aperture of the 
pinhole or fiber and the nature of the object], and R a (l r — l s ) is the source autocor- 
relation function, which can be thought of as the axial PSF of the coherence gate. 
The tildes above the detector current and autocorrelation functions denote that these 
quantities are undemodulated; typically the detector current is demodulated at the 
carrier frequency of the autocorrelation function (usually given by the Doppler shift 
of the reference arm light) before being digitized and displayed [26]. The square root 
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sign denotes that in OCM/OCT the detector current is proportional to the electric 
field amplitude returning from the sample arm rather than its power. The salient 
feature of Eq. (8) is that the confocal PSF h s (l s ) multiplies with the depth-dependent 
reflection coefficient profile R s (l s ), whereas the low coherence interferometric PSF i?„ 
(/,. — l s ) convolves with the reflection coefficient profile [27,28]. 

The Weiner-Khinchin theorem states that the autocorrelation function of a 
signal is given by the inverse Fourier transform of that signal's power spectral 
density [29]. Although many sources used in OCT are not ideal, many sources 
approach the ideal case of having a Gaussian power spectral density (PSD) repre- 
sented by 



S u (k) oc 



Aky/lT 



exp<- 



(* " ^) 



(9) 



where k is the center wavenumber and Ah the FWHM spectral bandwidth. In this 
case, the detector current reduces to 



i d (l r ) oc 



y/ R s {l s )h s (l s ) exp 



exp[y'27rA; (/,. — /,)] dl s 



(10) 



Thus the low coherence interferometric PSF that convolves with the product of the 
sample reflectivity and confocal gate PSF is a Gaussian function. 

The interaction of the confocal and coherence PSFs is illustrated by consider- 
ing the case of a single planar reflector at depth l s0 in the sample arm. In this limit, 
Eq. (8) simplifies to 



i d {l r ) oc j R s {la)h s (l s o)Rii(l r - /, ) 



(11) 



The objective location and reference arm position thus provide independent control 
over the positions of the peaks of the confocal and coherence gates, respectively. 
Maximum signal acquisition occurs for /,. = l s0 , when both functions are overlapped 
at the desired detection depth. Maintaining perfect overlap of these two functions 
can be a challenging experimental concern in random media such as biological 
tissues (see below). 

One mode of imaging in OCM is to overlap the confocal and coherence gates 
and then raster scan in the x-y direction, i.e., at fixed sample arm depth / v0 [9,25,30- 
32]. Another mode is to perform dynamic focusing wherein the focus position is 
scanned within the tissue in synchrony with reference mirror scanning [33-35]. In this 
case, Eq. (8) takes the form 



i d (l r ) oc 



s/R s (l s Ml r -l s )R it (l r -l s )dl s 



(12) 



In this case, both the coherence and confocal PSFs convolve with the depth-depen- 
dent sample reflectivity. 

In either scanning mode, however, the Gaussian shaped autocorrelation func- 
tion falls off more rapidly than the axial response of the confocal microscope; thus 
the overlap of both functions in OCM provides enhanced scatter rejection of out-of- 
focus light compared to confocal microscopy alone. As an example, experimental 
plots of the confocal axial response (for a planar mirror sample) and source auto- 
correlation function of a laboratory OCM system are illustrated in Fig. 2. The 
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Figure 2 (a) Linear and (b) logarithmic plots of the confocal axial response of an OCM 
using a 40 x, 0.65 NA objective and the source autocorrelation function under conditions of 
exact spatial overlap. The plots were obtained by translating a mirror through the focal region 
with the reference arm blocked (confocal only) and unblocked (autocorrelation function). 
(From Ref. 25.) 



confocal axial response was obtained by scanning a mirror through the focus of the 
objective with the reference arm blocked. The source autocorrelation function was 
obtained by scanning a mirror through the focal region of the OCM with weak 
sample arm focusing and is close to a Gaussian function as expected for a semicon- 
ductor superluminescent diode source [36]. It is apparent from the plots that near the 
focus the combined axial response of the OCM is dominated by the axial response of 
the confocal microscope. However, far from the focus (better seen on the logarithmic 
plot) the sharper autocorrelation function shape acts to reject scattered light, which 
is incompletely eliminated by the aberrated wings of the confocal-only axial 
response. In this case where the confocal PSF dominates on a linear scale, one can 
think of the coherence gate as essentially isolating a region of depth in the sample 
within which the confocal microscope operates as usual. 

The advantage of OCM over confocal microscopy alone for scattered light 
rejection in turbid media is illustrated in Fig. 3. This figure illustrates en face imaging 
of absorbing structures placed in highly scattering media, which were not visualized 
using confocal microscopy alone but which were clearly visualized with the addition 
of coherence gating. The confocal image in this case was obscured by out-of-focus 
light rather than electronic noise, which the confocal PSF was incapable of pene- 
trating. 



10.5 IMAGE FORMATION IN SCATTERING MEDIA 

A complete analytical description of image formation using either confocal or coher- 
ence gating that is valid in highly scattering media has not yet been developed. A 
number of Monte Carlo simulations of confocal microscopy, OCT, and OCM have 
appeared in the literature [20,37,38], but it is difficult to obtain physical insight from 
these results. A preliminary theoretical description of single and multiple scattering 
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Figure 3 Two-dimensional images of absorbing bars embedded 700 /ira deep in a scattering 
medium (0.3 //m diameter polymer microspheres) with scattering coefficient (i s ~ 6mm~ . 
Top left, confocal image without coherence gating. Bottom left, confocal plus coherence 
gating reveals the embedded structures. Right, plots of backscatter versus depth at positions 
both between (A) and over (B) the absorbing bars. (From Ref. 9.) 



contributions to OCT has been adapted from atmospheric scattering theory primar- 
ily by Schmitt and coworkers [19,38]. Although this model is in no sense complete, it 
does give considerable physical insight into image formation in scattering media and 
compares favorably with both experimental and Monte Carlo results published to 
date. 



10.5.1 Single-Backscatter Theory 

A single-backscatter model, adapted from atmospheric scattering theory, describes 
the heterodyne signal from a homogeneous scattering medium under the assump- 
tion that only single-backscattering events need to be considered [9,18,19]. 
Although this model is clearly not valid deep in biological or other turbid 
media, it does provide experimentally verified accurate results near tissue surfaces 
and also serves as a starting point for more sophisticated models, which include 
multiple scattering. 

The single-backscatter model depends on the following assumptions [19]: 

1. The distance between scatterers is much greater than the wavelength of 
the light source. 

2. The polarization of scattered light is the same as that of the incident beam 
by the single-backscatter events. 

3. The time-averaged return signal from a single scatterer is incoherent with 
respect to the time-averaged signal from any other scatterer. 

4. The scattering phase shifts vary randomly, because the scattering particles 
are not all identical. 
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Figure 4 depicts the geometry of three coordinate systems including a trans- 
mitter at plane x'y', a scattering plane xy, and a receiver at plane x"y" . All have a 
common z axis, which is the direction of beam propagation. An objective is located 
at plane x'y' , which is overlapped with the x"y" plane. A collimated beam with a 
Gaussian amplitude distribution (having diameter D at intensity equal to 1 /e of its 
center intensity) passes through the objective with focal length / and diameter D 
and is focused at a distance F from the transmitter. The medium between the 
objective and the sample has refractive index n\. The surface of the sample, having 
refractive index n 2 and extinction coefficient im ( , has a coordinate (r, z = 0) in the 
xy plane and is located at a distance a from the transmitter. The time-averaged 
heterodyne signal power contributed by the scatterers at a distance L(z) = n l a + 
n 2 z from the transmitter can be calculated by summing the scattered power over 
the scattered plane r and the axial distance z from the sample surface. Distances a 
and z are measured in air. F and L(z) are the distances of the focal plane and the 
scattering plane from the objective expressed in optical pathlengths. After integrat- 
ing over r [9,18,19], 



(a = 



jjL h jtD exp(— 2fi t z) 



o 4[L(z)] 2 {l + [jtD 2 /4XL(z)] 2 [1 - L(z)/F] 2 



■IK 



rii dz 



(13) 



where r\ is the detector's quantum efficiency, e is the electron charge, hv is the photon 
energy, P is the incident power, and fj, h is the backscattering coefficient. |y(r)| is the 
self-coherence function of a heterodyne detection system, where x is the optical time 
delay due to the pathlength difference of two arms. |y( T )l i s equal to 1 for r = and 
diminishes rapidly when the optical pathlength difference exceeds the coherence 
length l c of the light source. l c is defined by l c = J^ \y{x)\ 2 dr. 




Figure 4 Geometry of the illumination and collection optics used in the single-backscatter 
model. 
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Therefore, the time-averaged heterodyne signal current within a coherence 
length of the center position at L(z AV ) = L from the transmitter (or at z AV from 
the surface of the sample) can be approximated as 



('*(*Av))«^>/^(zAv)/ f (14) 

where 



2hv 



li h izD 2 exp(-2/x ( z AV ) 
4L 2 [1 + (ttZ) 2 /4XL) 2 (1 - L/.F) 2 ] 

-R/z) is the on-axis reflectance of the sample in the z plane. This expression contains 
an exponential attenuation term describing light propagation to the scattering site 
and back and another term describing a local reflectivity peak at the position of the 
focus, L — F. 

The focal point of a collimated light beam passing through an objective (focal 
length /') is extended to nf when the objective is immersed in a medium having 
refractive index n. In this condition, the optical pathlength of the focal point from 
the objective, F, and the distance of the scattering plane from the objective, L, are 

F = n 2 f, L = n(a + z) (16) 

When there is an air gap between the objective and the scattering medium, Eqs. (16) 
are modified to be 



a + n(f — a) 




4f 2 



(17) 



Experimental verification of these relationships is provided in Fig. 5. The plots 
depict experimental profiles of the heterodyne backscatter signal obtained in a poly- 
mer microsphere suspension along with the theoretical behavior calculated from Eq. 
(15). Although the single-backscatter model overestimates the signal magnitude at 
the focus and near the sample surface, the general behavior of R s as a decreasing 
exponential punctuated by a confocal focus is demonstrated. 

10.5.2 Comparison of OCM and Confocal Microscopy Under the 
Single-Scattering Assumption 

The single-backscatter model was adapted by Izatt et al. [9] to compare the 
behavior and calculate the imaging depth limits of OCM and confocal microscopy. 
Two interesting limits can be readily calculated. First, the imaging depth limit of a 
confocal microscope was estimated under the condition of coherent detection by 
assuming that the received signal in a confocal microscope equals the integral of 
the time-averaged heterodyne current [Eq. (14)] over all depths. When light scat- 
tered from other planes exceeds the collected signal from the focal plane, image 
contrast drops dramatically. This contrast limit to confocal microscopy was 
estimated by solving Eq. (14) for the depth where the signal from the focal 
plane equals the signal at the surface. Given in terms of [i t Z\ or the number of 
scattering mean free paths, this limit is 
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Figure 5 Plots of the heterodyne backscatter signal normalized to the measured reflection 
coefficient from a mirror versus the imaging depth in a calibrated polymer microsphere sus- 
pension (ji s = 6mrrT 1 ). Plots are shown for different focal plane depths of a 20x microscope 
objective. Dashed curves are predictions of the single-backscatter model. (From Ref. 9.) 
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where NA is the numerical aperture and M (the lens aperture diameter divided by 
the focal spot diameter) is the geometrical magnification due to the lens. 

A second limit is the depth to which single-backscattered light can be detected 
given quantum detection and tissue tolerance limits. After Hee et al. [39] and assum- 
ing a minimum signal-to-noise ratio of 1, this limit is 



V-fa <2 ln 



2hv 



/jL h jrL c (NA) 



(19) 



where E is the total energy incident upon the sample for each resolution element. 
Tissue damage thresholds and reasonable image acquisition times limit the energy 
that can be delivered to biological samples to a few hundred millijoules per pixel 
[9,39]. Linear increases in optical power, data acquisition time, and signal averaging 
affect this limit only logarithmically. 

The range in imaging depths between these two limits predicts when OCM 
outperforms confocal microscopy according to single-scattering theory. Figure 6 
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Figure 6 Parametric plot of theoretical limits to OCM in the single and multiple back- 
scattering models. Solid lines: Predictions of the single-backscatter model. Model parameters: 
D = 3.7 mm, n Q = 1.33, l c = 20 mm, X = 800 nm, fi h = 0.3191/x s , E = 130 mJ. Dashed lines: 
Predictions of Huygens-Fresnel multiple scattering theory [38] for maximum single-scattered 
imaging depth. Model parameters: n = 1.3,/ = 5 mm, A = 800 nm. 



depicts these limits, assuming typical microscope and tissue scattering parameters. 
Also plotted on the figure are more realistic predictions from consideration of multi- 
ple scattering, which is considered in the following sections. 

10.5.3 Role of Multiple Scattering 

Multiple scattering becomes important when imaging deeply into dense biological 
tissues [38,40]. According to the analysis of the previous section, multiple scattering 
reduces image contrast in confocal microscopy when imaging at a sufficient depth 
that the probability of multiply scattered light entering the detection pinhole exceeds 
the extinction of singly scattered light. Analogously, multiple scattering can reduce 
OCT image contrast (and possibly resolution) when imaging at a sufficient depth 
that the dual probabilities of multiply scattered light both entering into the detection 
pinhole and having traveled the correct distance exceed the extinction of singly 
scattered light. Since OCM is the limiting case of OCT at high numerical aperture, 
it would be important to understand how multiple scattering affects image formation 
in this limit. Unfortunately, this is still an open question. 

Experimental evidence of multiple scattering in OCT has been presented by 
several authors. These evidences have included observations of reductions of image 
contrast and resolution deep in highly scattering media [4CM13], the observation of 
phantom scattered light signals from nonscattering layers in otherwise highly scat- 
tering phantoms [40], deviations of A-scans from exponential decay in highly scat- 
tering media [40,41,43] (see Fig. 7), and observations of detected electronic power 
spectrum broadening due to light multiply scattered from particles undergoing 
Brownian motion [44,45]. In several of these experiments, multiply scattered light 
was detected in the range of 5-10 scattering mean free paths deep into turbid sam- 
ples. However, other experimental variables (scattering anisotropy of the sample, 
numerical aperture of the confocal optics, wavelength and coherence length of the 
source) varied widely, and to date no comprehensive study of multiple scattering in 
OCT as a function of these variables has been published. 

A few theoretical treatments of multiple scattering in OCT have also appeared 
[19,38,42,43]. Although largely untested experimentally, the most complete of these 
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Figure 7 Experimental data illustrating multiple scattering in OCT. Deviations of the 
detected signal from exponential decay with depth indicate the detection of multiply scattered 
light for depths greater than ~ 0.5 mm. The samples were various dilutions of Intralipid 
solution (g ~ 0.8, scattering coefficients as indicated), imaged with confocal optics having a 
numerical aperture of ~ 0.1. (From Ref. 41.) 



treatments considers image formation in OCT by adapting the extended Huygens- 
Fresnel formulation from atmospheric scattering theory [38]. In this formulation, 
which is more general than the one-dimensional treatment typically applied in OCT, 
the detector current is described as an integral over the product of the mutual 
coherence functions (MCFs) of the reference and sample arm beams: 



h =2ri q \g(r)\ F,( r u r 2 , z)T r ( r u r 2 , z)dr x d r : 



(20) 



where r r (7], r 2 . z ) an d r^C' i> ~>2^ z ) are the mutual coherence functions of the 
reference and sample arm beams, respectively, which describe the spatial correlation 
of the electric fields of the beams at a given depth z as a function of the lateral 
position vectors j^and r 2 , 



r r {-t l ,^ 2 ,z) = {u r (t l )u:(-t 2 )) 



(21) 
(22) 
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In a turbid medium, the detector current can be expressed as a sum of con- 
tributions from single and small-angle multiple scattering events. The single-back- 
scattered component results from a coherent summation over the light field singly 
backscattered from each of the sample volume scatterers in the vicinity of the beam 
focus in the sample, as in Eq. (14). Because the phases of signals having experienced 
pathlength dispersion resulting from multiple scattering are random, the multiply 
scattered component results from an incoherent sum over the multiply scattered 
signal powers received. 

An interesting limit to OCT and OCM in scattering media suggested by 
Schmitt occurs at an imaging depth when the magnitudes of the multiply scattered 
signal overtakes that of the singly scattered signal. This occurs when 

(23) 

Here /x s is the scattering coefficient of the sample, R is the l/e radius of the incident 
probe beam, and p is the transverse spatial coherence length of the beam. An 
approximate relation for p valid for small-angle scattering is [46] 




Po 




A 2 



i/*,z(l -g)l 



1/2 

(24) 



Here g is the scattering anisotropy of the specimen, 6 ims is the mean scattering angle 
in the tissue, and the approximate relation 2 ms = 2(1 — g) was used [47]. 

In expression (23) it is notable that the quantity R 2 /pl approximately corre- 
sponds to the number of speckle spots resulting from lateral beam incoherence (due 
to multiple scattering) that are projected onto the detector. This result leads to the 
surprising conclusion that increasing R (equivalent to increasing the numerical aper- 
ture of the sample arm optics for a fixed focal length) decreases the sensitivity of the 
OCM to multiply scattered light. The increase in the coherent (singly scattered) 
signal amplitude outstrips the increase in uncorrelated (multiply scattered) signal 
amplitude as a function of numerical aperture. Also, increases in the mean scattering 
angle (decreases in g) also lead to reduced sensitivity to multiple scattering, because 
increasing 6 rms reduces the lateral coherence length and thus also increases the num- 
ber of speckle spots projected onto the detector. The dependence of z max on numer- 
ical aperture (NA) and scattering anisotropy g is plotted in Fig. 6 for typical OCM 
imaging parameters. In rough correlation with experimental results referred to 
above, the predicted range of z max is in the range of 5-10 scattering mean free 
paths for typical imaging parameters. It should be emphasized, however, that the 
functional dependences of the theoretical predictions have not yet been systemati- 
cally investigated experimentally. 



10.6 EXPERIMENTAL APPROACHES 

The challenges encountered in constructing OCM systems include essentially all of 
the challenges of building confocal microscopes plus the necessity to perform coher- 
ence gating with high signal-to-noise ratio. As in conventional confocal microscopy, 
obtaining high quality objectives is expensive and always involves a trade-off 
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between resolution and working distance. In a high numerical aperture system the 
confocal parameter may be on the single micrometer scale; thus much more mechan- 
ical stability is required for the sample arm optics than in OCT. 

As in conventional OCT, two-dimensional OCM images may be acquired in 
either the xz or xy planes (with reference to Fig. 1) or in some tilted plane in between. 
When working with a confocal gate of approximately the same dimension as the 
coherence gate, however, it is a challenging concern to maintain perfect overlap of 
the two gates while scanning. This is because the axial positions of the confocal and 
coherence gates have different dependences on the refractive index of the sample. 
Under the paraxial approximation, when a collimated beam is focused through an 
objective of focal length/ into a medium having refractive index n, axial movement 
of the objective by a distance Az results in a movement of the focal point by n Az. 
The equivalent optical pathlength is thus moved by n 2 Az. Thus, any axial scan of the 
OCM objective must be accompanied by a coordinated reference arm scan of n 2 
times that amount [9,34]. At sufficiently high numerical aperture that the paraxial 
approximation cannot be used, this relationship holds true if index-matching fluid is 
used between the objective and the sample, but it becomes much more complicated if 
there is an air gap between the objective and the sample [9]. Focus-tracking scan 
coordination techniques based on deterministic rules may, of course, be achieved 
using computer-controlled translation stages. However, in samples with unpredict- 
able variations in refractive index such as biological tissue, large variations in the 
index may decouple the confocal and coherence gates unless alternative means are 
used for their determination [48]. 

A second challenge associated with adding coherence gating to confocal micro- 
scopy is to implement phase modulation techniques for noise reduction in frequency- 
selective detection, particularly in en face imaging systems in which there is no 
Doppler shift from a moving reference arm. Several novel approaches have been 
reported for this purpose. 



10.6.1 En Face Imaging Systems 

The simplest approach to deal with the focus-tracking problem in OCM is to avoid it 
by acquiring en face images in the xy plane after carefully coordinating confocal and 
coherence gates. This is the approach adopted by Izatt et al. [9,25,52], Podoleanu et 
al. [30-32,49], and Haskell et al. [50]. 

Izatt et al. [25] employed a straightforward approach in which a moderate 
numerical aperture objective in the sample arm (NA = 0.65) was rigidly fixed to 
an optical table and the sample was raster scanned underneath. Reference arm 
phase modulations for lock-in detection was achieved by implementing small-ampli- 
tude (< 1 fim) modulation of the reference mirror position using a PZT stack. This 
system employed a method suggested by Chinn [51] to eliminate modulation phase 
instability due to random fiber length changes. For an arm-length-matched OCM 
system with a PZT-controlled reference mirror, the interferometric component of the 
detector current may be written in the form 

i d = l+cos(7r-p^ + </>j (25) 
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where V in is the piezo modulation voltage, v n is the voltage required to produce a jt 
phase shift in the interferogram, and <p is a random phase shift due to fiber length 
variations. If the PZT voltage is modulated with the waveform V- m — pV K sm£2t, 
then it can be shown that the detector will detect currents modulated at the first 
and second harmonics of the modulation frequency £2 according to 

i n = — 2Ji(p7t) s'm<ps'm£2t, i 2 Q — 2/ 1 (p:7r)cos^cos2£2? (26) 



The sum of the powers in the first and second harmonics, 



'In = Ji(px) sin 2 1 



j\{pit) sin 2 1 



(27) 



can then clearly be made independent of the random phase </> for the proper choice of 
the modulation amplitude p such that J\{pit) — J 2 {pit), which occurs when pit = 2.6. 
Thus, the interferometric fringe amplitude was measured invariantly with respect to 
random arm length drifts by monitoring the sum of the detector powers demodu- 
lated at both harmonics of the PZT driving frequency. 

The Izatt system was used to image features of human colon mucosal tissue in 
vitro. Sample images are reproduced in Fig. 8 and remain among the only images 
recorded to date using a coherence technique in which individual cells are visualized 
hundreds of micrometers deep in a highly scattering biological tissue. More recently, 



200 firm I 






400 Ltm 




g 300 \im 




wgmm • 
^,0r > 




Figure 8 Optical coherence microscopic images corresponding to thin (5 fim FWHM) opti- 
cal sections obtained parallel to the mucosal surface at the depths indicated in a normal 
human mucosal specimen in vitro. Mucosal substructure details visualized using OCM include 
colonic crypt lumens (lu), simple columnar epithelial cells (ec), and lamina propria connective 
tissue (lp). An individual goblet cell (gc; arrow) is identified as containing a nonscattering 
spherical mucin droplet. The proportional cross section occupied by connective tissue (lamina 
propria) versus crypt structures increases near the crypt bases in the deep mucosa. The max- 
imum OCM sectioning depth was 600 mm, limited by the available low coherence power. Bar 
length = 200 Mm. (From Ref. 25.) 
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the same group reported a rapid raster scan OCM system operating at several frames 
(4-8) per second [52]. 

Podoleanu et al. [30-32,49] used a novel sampling function to decode en face 
OCT images of the retina. A schematic diagram of their system is shown in Fig. 9, 
including two perpendicular galvanometric mirrors to form 2-D raster scans. The 
centers of both scanners were located on the optical axis of the sample arm optics. 
When one scanner was fixed, the optical pathlength changed when the other scanner 
swept the beam from the center of the image plane, O", to N. The reference arm 
length was fixed to equal the sample pathlength at position O" . The interferometric 
signal had maximum intensity when the optical path difference was a multiple of a 
wavelength. By placing a mirror in plane S and scanning two scanners, nonuniform 
concentric rings similar to Newton rings were observed. The rings were nonuniform 
due to nonlinearity of the optical path differences A between O" and N. Since the 
light source was quasi-monochromatic, the rings appeared within an area 
A ~ (jt/2)l c r assuming the optical path difference A was within l c /4. Because the 
rings contained information about the scanning angles (as a function of time as well 
as frequency) for each position, the rings were used as a sample function such that 
the returned signal was modulated in intensity at the frequency / given by 



/ 



ikJJxtw /ra 



x 2 



© 



(28) 



where k is the scanner parameter in degrees per volt, and U and co are the amplitude 
and frequency of the driven scanner, respectively. 

Using a setup similar to that of Fig 9 but shifting the center of the scanners by 
S, the sampling function changed from concentric rings to high density uniform lines 
[31,32]. Higher spatial frequency of the sampling function corresponds to higher 
modulation frequency, which reduced the contribution of 1// noise. Using 
o) x = 300 Hz, o)y = 0.5 Hz, and 5=3 mm, in vivo images of the human retina 
were obtained. The spatial resolution was 6/i.m. The image acquisition rate was 
up to several frames per second. 
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Figure 9 Schematic of OCM using a Newton rings sampling function. (From Ref. 30.) 
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10.6.2 Focus-Tracking Systems 

An ingenious and elegant solution for axial focus tracking at relatively low numerical 
aperture that depends on the fact that in biological tissue n 2 ~ 2 was demonstrated 
by Schmitt et al. [33,34]. In this implementation (Fig. 10), a retroreflecting prism in 
the reference arm and the objective lens in the sample arm were both mounted on the 
same translation stage. When the objective scanned a distance Az toward the sample, 
the optical pathlength in the reference arm increased by 2 Az to achieve the path- 
length matching. An example of the excellent quality of images obtained in skin 
using this system is provided in Fig. 1 1 . 

Another focus-tracking technique that is suitable for high speed imaging was 
reported by Lexer et al. [35]. In this technique, a sample beam focus reflected offset 
from the center of a scanning galvanometer mirror was imaged into the sample. The 
imaging system translated the angular deviation of the scanner into a depth scan in 
the sample, and the index of the sample was compensated for by the proper choice of 
imaging system magnification. This technique was demonstrated for moderate speed 
(1 image/s) imaging of cellular structure in human corneal samples with an imaging 
resolution of 14 /zm x 5/zm (longitudinal x transverse). 

10.7 CONCLUSION 

Optical coherence microscopy is an extension of optical coherence tomography that 
capitalizes on the confocal nature of OCT to improve image resolution by imaging 
with high numerical aperture. From the point of view of practitioners of confocal 
microscopy, OCM adds the possibility of imaging deeper into highly scattering 
media at the cost of limiting both the quantity (due to single-mode detection) and 
nature (coherent scattering processes only, i.e., backscattering, are detected) of the 
detected light. From the point of view of practitioners of OCT, OCM is the only 
technique to increase spatial resolution in all three spatial dimensions: however, this 
comes at the cost of increased overall complexity of the imaging system. Much of the 
added complexity arises from the need to coordinate sample and reference arm scans 



Reference 
mirror 




Quadrant 

Phoiodiode 



tissue 



NIR 

objective 
U = 10 mm 



Figure 10 Configuration of optical coherence tomography using a dynamic focusing tech- 
nique. (From Ref. 33.) 
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Figure 11 OCM image of living human nail fold region using the dynamic focusing tech- 
nique. (From Ref. 33.) 



in OCM as well as to incorporate high quality optics in the sample arm. Although 
promising initial results have been obtained, the future of this technique depends 
upon several unanswered questions. As Fig. 6 illustrates, it is not yet clear over what 
parameter range OCM enhances confocal microscopy, although some clear improve- 
ments have been demonstrated. Fhe potential of OCM in the medical environment 
rests primarily on the development of microoptical endoscopic systems capable of 
incorporating confocal-quality scanning optics into an endoscope or other diagnos- 
tic probe tip. 



ACKNOWLEDGMENTS 

We acknowledge research support from the National Science Foundation (BES- 
9624617), the Whitaker Foundation, and Olympus Graduate Research Fellowship 
(H-W.W.). 



REFERENCES 

1. Youngquist RC, Carr S, Davies DEN. Optical coherence domain reflectometry: A new 
optical evaluation technique. Opt Lett 12:158, 1987. 

2. Swanson EA, Izatt JA, Hee MR, Huang D, Lin CP, Schuman JS, Puliafito CA, Fujimoto 
JG. In vivo retinal imaging by optical coherence tomography. Opt Lett 18(21): 1864- 
1866, 1993. 

3. Bouma BE, Tearney GJ. Power-efficient nonreciprocal interferometer and linear-scan- 
ning fiber-optic catheter for optical coherence tomography. Opt Lett 24(8):531— 533, 
1999. 

4. Rollins AM, Ung-arunyawee R, Chak A, Wong RCK, Kobayashi K, Sivak MV, Izatt 
JA. Real-time in vivo imaging of human gastrointestinal ultrastructure using endoscopic 
optical coherence tomography with a novel efficient interferometer design. Opt Lett 
24:1358-1360, 1999. 

5. Clivaz X, Marquis-Weible F, Salathe RP. Optical low coherence reflectometry with 
1.9 /xm spatial resolution. Electron Lett 28:1553-1555, 1992. 

dramroo 



296 Wang et al. 

6. Schmitt JM, Yadlowsky MJ, Bonner RF. Subsurface imaging of living skin with optical 
coherence microscopy. Dermatology 191:93-98, 1995. 

7. Bouma B, Tearney GJ, Boppart SA, Hee MR. High-resolution optical coherence tomo- 
graphic imaging using a mode-locked Ti:Al 2 3 laser source. Opt Lett 20:1486-1488, 
1995. 

8. Drexler W, Morgner U, Kartner FX, Pitris C, Boppart SA, Li XD, Ippen EP, Fujimoto 
JG. In vivo ultrahigh-resolution optical coherence tomography. Opt Lett 24:1221-1223, 
1999. 

9. Izatt JA, Hee MR, Owen GA, Swanson EA, Fujimoto JG. Optical coherence microscopy 
in scattering media. Opt Lett 19:590-592, 1994. 

10. Kempe M, Rudolph W. Scanning microscopy through thick layers based on linear 
correlation. Opt Lett 19:1919-1921, 1994. 

11. Sheppard CJR, Wilson T. Depth of field in the scanning microscope. Opt Lett 3(3): 115- 
117, 1978. 

12. Wilson T. Confocal Microscopy. London: Academic Press, 1990. 

13. Siegman AE. Lasers. Mill Valley, CA: 1986. 

14. Cox IJ, Sheppard CJR. Information capacity and resolution in an optical system. J Opt 
Soc Am A 3:1152-1158, 1986. 

15. Webb WW, Wells K, Sandison DR, Strickler J. Optical Microscopy for Biology. New 
York: Wiley-Liss, 1990. 

16. Sheppard CJR, Cogswell CJ, Gu M. Signal strength and noise in confocal microscopy: 
Factors influencing selection of an optimum detector aperture. Scanning 13:233-240, 
1991. 

17. Sheppard CJR. Stray light and noise in confocal microscopy. Micro Microsc Acta 
22:239-243, 1991. 

18. Sonnenschein CM, Horrigan FA. Signal-to-noise relationships for coaxial systems that 
heterodyne backscatter from the atmosphere. Appl Opt 10:1600, 1971. 

19. Schmitt JM, Knuttel A, Gandjbakhche A, Bonner RF. Optical characterization of dense 
tissues using low-coherence interferometry. Proc Soc Photo-Opt Instrum Eng 1989:197, 
1993. 

20. Schmitt JM, Knuttel A, Yadlowsky M. Confocal microscopy in turbid media. J Opt Soc 
Am A 11:2226-2235, 1994. 

21. Kempe M, Rudolph W, Welsch E. Comparative study of confocal and heterodyne 
microscopy for imaging through scattering media. J Opt Soc Am A 13:46-52, 1996. 

22. Gu M, Sheppard C, Gan X. Image formation in a fiber-optical confocal scanning micro- 
scope. J Opt Soc Am B 8:1755-1761, 1991. 

23. Tearney GJ, Webb RH, Bouma BE. Spectrally encoded confocal microscopy. Opt Lett 
23:1152-1154, 1998. 

24. Rajadhyashka M, Anderson RR, Webb RH. Video-rate confocal scanning laser micro- 
scope for imaging human tissues in vivo. Appl Opt 38:2105, 1999. 

25. Izatt JA, Kulkarni MD, Wang H-W, Kobayashi K, Sivak MV. Optical coherence tomo- 
graphy and microscopy in gastrointestinal tissues. IEEE J Selected Topics Quant 
Electron 2(4): 1017-1028, 1996. 

26. Rollins AM, Kulkarni MD, Yazdanfar S, Ung-arunyawee R, Izatt JA. In vivo video rate 
optical coherence tomography. Opt Express 3(6):219-229, 1998. 

27. Pan Y, Birngruber R, Rosperich J, Engelhardt R. Low-coherence optical tomography in 
turbid tissue: Theoretical analysis. Appl Opt 34:6564-6574, 1995. 

28. Kulkarni MD, Izatt JA. High resolution optical coherence tomography using deconvo- 
lution. In: Advances in Optical Imaging and Photon Migration. RR Alfano, JG 
Funjimoto, eds. Orlando, FL: Opt Soc Am, 1996: 227-230. 

29. Papoulis A. Systems and Transforms with Application in Optics. New York: McGraw- 
Hill, 1968. 

dramroo 



Optical Coherence Microscopy 297 

30. Podoleanu AG, Dobre GM, Webb DJ, Jackson DA. Coherence imaging by use of a 
Newton rings sampling function. Opt Lett 21(21): 1789-1791, 1996. 

31. Podoleanu AG, Seeger M, Dobre GM, Webb DJ, Jackson DA, Fitzke FW. Transversal 
and longitudinal images from the retina of the living eye using low coherence reflecto- 
metry. J Biomed Opt 3(1): 12-20, 1998. 

32. Podoleanu AG, Dobre GM, Jackson DA. En-face coherence imaging using galvan- 
ometer scanner modulation. Opt Lett 23(3): 147-149, 1998. 

33. Schmitt JM. Array detection for speckle reduction in optical coherence microscopy. Phys 
Med Biol. 42:1427-1439, 1997. 

34. Schmitt JM, Lee SL, Yung KM. An optical coherence microscope with enhanced resol- 
ving power in thick tissue. Opt Commun. 142:203-207, 1997. 

35. Lexen F, Hitzenberger CK, Drexler W, Molebny S, Sattmann H, Sticker M, Fercher AF. 
Dynamic coherent focus OCT with depth-independent transversal resolution. J Mod Opt 
46(3):541-553, 1999. 

36. Chinn SR, Swanson EA. Blindness limitations in optical coherence domain reflectrome- 
try. Electron Lett 29:2025, 1993. 

37. Lindmo T, Smithies DJ, Chen Z, Nelson JS, Milner T. Monte Carlo simulations of 
optical coherence tomography (OCT) and optical Doppler tomography (ODT). Soc 
Photo-Instrum Eng 3251:114-125, 1998. 

38. Schmitt JM, Knuttel A. Model of optical coherence tomography of heterogenous tissue. 
J Opt Soc Am A 14:1231-1242, 1997. 

39. Hee MR, Izatt JA, Jacobson JM. Swanson EA, Fujimoto JG. Femtosecond transillu- 
mination optical coherence tomography. Opt Lett 18:950, 1993. 

40. Yadlowski MJ, Schmitt JM, Bonner RF. Multiple scattering in optical coherence micro- 
scopy. Appl Opt 34:5699-5707, 1995. 

41. Pan Y, Birngruber R, Engelhardt R. Contrast limits of coherence-gated imaging in 
scattering media. Appl Opt 36:2979-2983, 1997. 

42. Kempe M, Thon A, Rudolph W. Resolution limits of microscopy through scattering 
layers. Opt Commun 110:492^196, 1994. 

43. Tearney GJ. Optical characterization of human tissues using low coherence interferome- 
try. Ph.D. Thesis, MIT, Cambridge, MA, 1988. 

44. Boas DA, Bizheva KK, Siegel AM. Using dynamic low-coherence interferometry to 
image Brownian motion within highly scattering media. Opt Lett 23(5):319-321, 1998. 

45. Boas DA, Bizheva KK. Imaging in the single-scattering, few-scattering, and light diffu- 
sion regimes with low-coherent light. In: Coherence-Domain Optical Methods in 
Biomedical Science and Clinical Applications III. San Jose, CA: Society of Photo- 
Instrumentation Engineers, 1999. 

46. Lutomirsky RF. Atmospheric degradation of electrooptic system performance. Appl Opt 
17:3915-3921, 1978. 

47. van de Hulst HC, Kattawar GW. Exact spread function for a pulsed collimated beam in 
a medium with small-angle scattering. Appl Opt 33:5820-5829, 1994. 

48. Tearney GJ, Brezinsky ME, Southern JF, Bouma BE, Hee MR, Fujimoto JG. 
Determination of the refractive index of highly scattering human tissue by optical coher- 
ence tomography. Opt Lett 20:2258-2260, 1995. 

49. Podoleanu AG, Dobre GM, Webb DJ, Jackson DA. Simultaneous en-face imaging of 
two layers in the human retina by low-coherence reflectometry. Opt Lett 22(13): 1039- 
1041, 1997. 

50. Haskell RC, Johnson S, Peterson DC, Ungersma S„ Wang R, Williams M, Fraser SE. 
Optical coherence microscopy in development biology. In: Coherence-Domain Optical 
Methods in Biomedical Science and Clinical Applications III. San Jose, CA: Soc Photo- 
Instrum Eng, 1999. 

51. Chinn, SR. Personal communication. 

dramroo 



298 Wang et al. 

52. Wang H-W, Rollins AM, Izatt JA. High-speed full-field optical coherence microscopy. 
Soc Photo-Instrum Eng 3598:204-212, 1999. 

53. Izatt, JA, Kulkarni MD, Kobayashi K, Sivak MV, Barton JK, Welch AJ. Optical 
coherence tomography for biodiagnostics. Opt Photon News 8:41^7, 1997. 



dramroo 



11 

Full-Field Optical Coherence 
Microscopy 



H. SAINT-JALMES and M. LEBEC 

Universite Claude Bernard-Lyon I, Villeurbanne , France 
E. BEAUREPAIRE, A. DUBOIS, and A. C. BOCCARA 

CNRS, ESPCI, Paris, France 



11.1 INTRODUCTION 

With the development of new optical technologies and powerful digital image pro- 
cessors, optical microscopy has been moving beyond traditional two-dimensional (2- 
D) imaging to the reproduction of three-dimensional (3-D) objects. The demonstra- 
tion in the late 1950s of the confocal scanning principle, with its capacity to reject 
light from out-of-focus planes, provided a powerful tool for reconstruction of 3-D 
objects [1]. Confocal laser scanning microscopy, introduced around 1980, is nowa- 
days a well-established tool for biological and biomedical imaging [1-3]. More 
recently, optical coherence tomography (OCT) [4] was introduced as a novel high 
resolution noninvasive imaging technique best suited for imaging in scattering media 
[5]. OCT uses low coherence interferometry to reject scattered light and amplify the 
single-backscattered component emerging from the sample, and was demonstrated 
to be an effective technique to produce images with 10-15 /zm resolution several 
hundred micrometers deep inside various biological tissues [6-9]. Optical coherence 
microscopy (OCM), a variant of OCT that takes advantage of a high numerical 
aperture (NA) objective lens and produces XY (head-on) rather than XZ images, 
can provide an order-of-magnitude higher resolution [10-12]. In addition, coherent 
detection gives access to the optical phase, which can be exploited to image 
transparent objects, to measure birefringence, or to reconstruct the topography of 
surfaces. 
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Full-field optical coherence microscopy [13] is an alternative method developed 
to retain advantages of scanning OCM systems while enabling simultaneous acquisi- 
tion of all the pixels of an image. This technique borrows its basic principle from 
OCT: A low temporal coherence light source is used in a Michelson interference 
microscope to select single-backscattered photons coming from a given depth in the 
sample. The main difference is that full-field systems avoid any X-Y scanning by 
illuminating the whole field of view with a spatially incoherent light source and by 
taking advantage of a detector array and a parallel coherent detection scheme. A 
complete slice orthogonal to the Z axis is thus acquired in one shot (Fig. 1). The only 
mechanical scanning involved in a complete 3-D image acquisition is a relatively 
slow motion along the Z axis in order to obtain images from different depths in the 
sample. 

Section 11.2 presents the concepts involved in full-field coherent imaging and 
outlines some advantages of the parallel detection and head-on geometry in the 
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Figure 1 XY imaging. In a single-detector experiment, three mechanical movements are 
required to scan the volume of the sample. With an array of detectors, a plane perpendicular 
to the Z axis is acquired simultaneously; only a slow Z translation is necessary to acquire the 
3-D image of the sample. 
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context of the optical imaging in scattering media. Section 11.3 describes the layouts 
that we have been exploring in our laboratory and the associated signal acquisition 
system. Section 11.4 is devoted to the performance of the full-field optical coherence 
microscopes in terms of resolution and sensitivity. Section 11.5 presents current 
applications of these systems. 

1 1 .2 FULL-FIELD COHERENT IMAGING 

In the development of many techniques, the first milestone has been to establish a 
point-to-point correspondence between a voxel located in the sample and a single 
detector. Acquisition of a 2-D or 3-D image data set then required scanning of either 
the probe or the sample. This was the case, for example, in magnetic resonance 
imaging (MRI) with a method known as the sensitive point method [14]. 
Nowadays this method is obsolete, for it has been replaced by direct 2-D or 3-D 
imaging of the sample [15]. As a matter of fact, if the power of the excitation source 
is not limited, parallel detection provides a clear improvement in acquisition time 
over a single-detector method, which we refer to here as the "multichannel advan- 
tage." As a positive side effect, the minimization of moving parts also improves the 
stability and reproducibility of the images. In this section we outline some advan- 
tages of the head-on (XY) geometry in the context of OCT, we develop a comparison 
between single and multiple detectors, and we propose a way to perform a lock-in 
detection on an array detector. 

1 1 .2.1 Head-On (XY) Geometry 

Most current OCT systems are built around an XZ geometry (Z being the optical 
axis); they weakly focus the probe beam into the sample and take advantage of a 
rapid modulation of the reference arm. This geometry imposes a trade-off between 
lateral (X) resolution and the Z extent of the images [10,16]. Spatial resolution on the 
order of 10-15 /xm is usually achieved in these arrangements. A variant of OCT 
relying on an en face (XY) geometry, which includes the use of higher N A objective 
lenses and has been dubbed optical coherence microscopy (OCM) [10-12], can pro- 
vide significantly higher resolution. In the case of systems using a full-field illumina- 
tion and parallel detection, this geometry is the natural choice; this subsection 
outlines its specific advantages. 

First, as mentioned above, optical coherence microscopy can take advantage of 
high NA objective lenses and produce images with high diffraction-limited resolu- 
tion. 

Second, in the XY geometry the acquisition time and the excitation power can 
be chosen according to the depth in the sample to compensate for the exponential 
attenuation of the excitation intensity with depth [17]. In contrast, a signal-to-noise 
ratio (SNR) degradation with depth is usually visible in XZ OCT scans, independent 
of the presence of multiple scattering effects. The use of a strongly focusing objective 
also allows delivery of a higher optical power to the sample surface when imaging 
deep within the sample. Indeed, the spread of the excitation beam being wider at the 
surface, less damage per unit of surface area is done than with an unfocused beam. 

Third, the XY geometry makes it possible to naturally combine optical coher- 
ence imaging with complementary imaging modalities such as fluorescence [12]. 
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Finally, in the specific case of full-field illumination, advantage can be taken of 
a spatially incoherent source to perform coherent detection without generating 
speckle in the whole image. 

11.2.2 Serial vs. Parallel Detection 

In this section we develop a comparison of the two detection schemes (single/multi- 
ple detector) in terms of acquisition time and signal-to-noise ratio (SNR), irrespec- 
tive to the features common to all OCT arrangements. 

In order to compare the two types of experiments (single and multiple detec- 
tors), we assume that the detector is not saturated and that the detection is shot noise 
limited. Coherent detection enables one to amplify the detected signal using a local 
oscillator (reference arm of the interferometer), and OCT setups usually achieve shot 
noise limited detection. 

The classical expression of the signal-to-noise power ratio (SNR) P for a single 
detector is [18] 



rjPs 
hvB 



(SNR) F = ^ (1) 



where P s is the optical power received by the detector, v is the frequency of the light, 
r] is the detector quantum efficiency, h is Planck's constant, and B « 1/2T is the 
measurement bandwidth (with T the acquisition time for one point) (Fig. 1). 

Photodiodes and charge-coupled devices (CCDs) have similar light-to-electron 
conversion properties. For multiple detectors, the signal-to-noise power ratio expres- 
sion is the same for each element of the M x M matrix. Assuming that the available 
power is not limited and that a constant amount of energy can be delivered to every 
point in the sample, a single-detector instrument requires a total time r total = M x 
M x T to obtain an M x M image, whereas with a detector array the same image is 
obtained in time T. In both cases, the voltage signal-to-noise ratio (SNR) can be 
expressed for each pixel of the image as 

where T is the observation time for one pixel in the single-detector solution or for the 
whole M x M matrix when an array of detectors is used. 

We now define an efficiency criterion V in order to take into account both SNR 
and total acquisition time: 

V 1 total 

The T~ {/2 factor in the above expression reflects the fact that averaging two acquisi- 
tions (thus doubling the acquisition time) improves the SNR by a factor of V2. 

We see that for a similar acquisition bandwidth and excitation power per pixel, 
an M x M detector array provides a gain of M in efficiency over a single detector 
(Table 1). This illustrates the "multichannel advantage" mentioned above. 

Besides the signal-to-noise ratio, other issues must be pointed out. 
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Table 1 Comparison Between the Single- and Multiple-Detector Solutions 11 

Parameter Single detector Multiple detectors 

(e.g., photodiode) (e.g., CCD array, M x M pixels) 



Signal-to-noise ratio 


s ^h p sT\' 2 

N~\ hv ) 


s ^h p sT\ /2 

N ~ \ hv ) 


Energy deposition 
per pixel at the 
surface of the sample 


-Epixel a PsT 


^pixel a PsT 


Total imaging time 


rtotal = M 2 T 


^total = ^ 


Efficiency per unit of 
time 


~ \hv) \MJ 


-(sr 


Net gain in efficiency 


1 


M 



" Power deposition, signal-to-noise ratio (SNR) and efficiency comparison between the single- and 
multiple-detector solutions. An M x M matrix of detectors provides a net gain of M in efficiency 
compared to the single-detector scheme. 



First, mechanical stability is easily ensured in the parallel detection scheme 
because there is only one slow mechanical translation, whereas in scanning systems 
fast movements along two directions may induce artifacts in the image due to vibra- 
tions. This may also degrade the reproducibility of the experiments and preclude 
SNR enhancement by ensemble averaging of several measurements. 

Second, simultaneous acquisition of all the pixels of a given slice of the sample 
in one shot allows one to synchronize the acquisition of a complete image to a 
physiological event for certain in vivo studies. 

In summary, a parallel (M x M) detection scheme is attractive for the follow- 
ing reasons: 

1. The mechanical translations and associated vibrations are reduced to a 
minimum. 

2. Acquisition of all the pixels of an image is done simultaneously, yielding a 
good rejection of motion artifacts (sample motion, breathing, cardiac 
cycle, etc.) while allowing one to perform a stroboscopic acquisition syn- 
chronized on a physiological event (e.g., ECG). 

3. The efficiency criterion r is improved by a factor M as long as the 
detection is shot noise limited and the available source power is not 
limited. As a matter of fact, to fully benefit from the "multichannel 
advantage," the source should allow delivery of the maximum acceptable 
amount of power simultaneously to all the pixels of the sample. At the 
present time, commonly available sources do not fulfil this requirement, 
especially if one is trying to obtain an en face image from deep within the 
sample, say close to the fundamental limits on OCT probing depth 
imposed by multiple scattering [19,20]. However, that concern might no 
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longer be an issue in the near future, conferring a net advantage to 
parallel detection schemes. 

Before going any further, we need to define the principal requirements for an 
imaging array. 

11.2.3 Solid-State Array Detectors 

Three types of solid-state array detectors could be used in our application: silicon 
photodiode arrays (PDAs), CMOS image sensors, and charge-coupled devices 
(CCDs). The first solution is restricted to line (1-D) imaging because it is consti- 
tuted of a linear array of photodiodes. CMOS image sensors are based on a 
bidimensional array of photodiodes. Each pixel also contains transistors to buffer 
and amplify the collected photocharge. The advantages of this design are the 
random readout of individual pixels and the use of standard CMOS technology, 
which enables low-cost volume productions. The main drawbacks are a low filling 
factor (i.e., the ratio of light-sensitive area to the total size of the pixel) of only 20- 
30% and also poor linearity of the response. The last family, CCD sensors, have 
many applications, among which imaging is the most important. The basic light-to- 
electron conversion mechanism is the same as in photodiodes; the main difference 
is the collection (or integration) capability of these electrons in a CCD. The electric 
charges are stored in CMOS capacitors as in wells, and at regular time intervals 
these wells are emptied and the corresponding charge is transferred serially to the 
output of the device. 

When comparing CCDs and photodiodes, the advantage of having a high 
number of elements on a CCD (from thousands to millions of pixels) is counter- 
balanced by the low frame rate of cameras and the limited storage capacity of each 
well, which limits their dynamic range. This storage capacity is designated as the 
full well capacity (FWC) of the CCD and is measured in electrons. (In most 
designs this capacity ranges from 50 ke~ to 400 ke~ .) This quantity is of impor- 
tance, for in a shot noise limited experiment it is a direct measure of the signal-to- 
noise ratio for a one-shot image: SNR = VFWC. In the best case, this value of the 
SNR can be obtained in a time T essentially determined by the maximum pixel 
readout frequency F pix of the camera: T = M 2 /F pix for an M x M matrix. If we 
suppose that the light flux on the matrix is sufficient to reach this FWC in one 
shot, we can define an efficiency criterion r CCD = ^/FWC/T = yFWC ■ F pix /M, 
which is directly related to the maximum power that can be measured continuously 
by the camera given the pixel readout frequency. Again, this supposes that the 
power limitation comes from the sensor, not from the light source, or from safety 
issues when irradiating tissues (e.g., maximum permissible exposure). To select a 
CCD for our application we must then maximize this criterion for a given image 
size. 

Among the other parameters to consider when choosing a CCD camera, most 
important are the dark current that is generated by thermal activity in the sensor 
substrate (typical value 0.01 f A/pixel) and the readout noise due to the conditioning 
electronics (typically 10-20 electrons). 

In summary, the selection of the best device is helped by the application of 
an efficiency criterion, but one must keep in mind that array detectors are slow 
(less than a few hundred images per second) compared to single detectors. 
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11.2.4 Parallel Coherent Detection 

Optical Path Difference Modulation 

In OCM, the useful signal to measure is usually very weak (i.e., interference between 
the local oscillator and the weak single-backscattered flux returning from the sample) 
compared to a large detected background due to reference flux and incoherent back- 
scattered light. A usual remedy for such a situation is to extract the scarce informa- 
tion from the large unwanted signal by modulating the experiment at a given 
frequency while reading back the signal of interest through a lock-in detector (Fig. 
2a). The signal is thus transposed at a frequency f by the modulation, where it can 
be extracted by multiplication with the reference signal at/ . This corresponds to a 
back transposition to a low frequency, where it is easy to minimize the noise by sharp 
low-pass filtering. This technique has numerous advantages. First, it greatly reduces 
the sensitivity of the experiment to temporal drifts and allows a precise match of the 
filter cutoff frequency to the useful bandwidth of the signal. Second, the modulation 
provides a great way to separate the useful information from the unwanted signal 
(background, background variations, EMI, etc.). 

Applied to OCM, the lock-in detection method consists in modulating the 
optical pathlength difference between the arms of an interferometer. Thus, only 
the interference component is modulated in the detected flux, performing an effective 
discrimination of the coherent backscattered signal. The photoelastic modulator that 
we have been using to perform this modulation simultaneously in the whole image 
field is described in Section 11.3.3. 

Multiplexed Lock-In Detection 

Principle 

The theoretical advantage of parallel detection was outlined in Section 11.2.2. We 
will now consider the main drawback of array detectors. Their low frame rate usually 
precludes the implementation of lock-in detection, thus canceling most of the poten- 
tial advantages of parallel detection. As a matter of fact, conventional lock-in detec- 
tion requires the multiplication of the signal sensor with the modulation reference. 
But, whereas photodiode bandwidths easily reach hundreds of megahertz (typical 
lock-in), CCD bandwidths are limited to approximately 1 kHz. Consequently the 
modulation frequency range allowed for lock-in experiments is reduced, which often 
precludes the use of lock-in detection with CCD detectors in physical experiments. 
For instance, our OCM experiments use a 50 kHz optical path difference modula- 
tion. At such frequencies, the temporal variations are averaged by the CCD cameras. 

However, a way to have the benefit of the lock-in advantage is to modify the 
typical lock-in detection scheme (Fig. 2). Figure 2a shows the usual diagram, and 
Fig. 2b outlines the principle of our "multiplexed lock-in detection" method 
[13,21,22]. 

The "multiplexed lock-in detection" principle gets rid of the signal multiplica- 
tion after the sensor (Fig. 2a) by using a secondary modulation. The latter performs 
the multiplication operation before the light signal reaches the sensor and is subse- 
quently averaged. An example of secondary modulation is light modulation (e.g., 
light switching). Compared to typical lock-in detection, CCD exposure acts like a 
low-pass filter, and the integrating time constant is set by the CCD frame rate. 
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Figure 2 Typical lock-in detection versus multiplexed lock-in detection. The building blocks 
of the conventional detection scheme (a) are rearranged to get rid of slow array detectors (e.g., 
CCD) throughput (b). 



Analytical Formulation 

An analytical formulation of the "multiplexed lock-in" method that applies to any 

pixel of the CCD matrix is developed below. 

Each pixel integrates the incident light flux O(0 during the CCD time exposure 
Tframe- We note that 5 is the signal provided by the CCD camera: 

f ?VrAME 



O(r) dt 



(4) 



The incident light flux results from the multiplication of the primary modula- 
tion function x T (t) (reference) by the secondary modulation function yj{t). Both 
modulation functions are periodic of period T; 

0(0 = x T {t)y T {i) (5) 

One modulation can be delayed by a time r with respect to the other: 



rTVi 



S(r) = 



x T (t)y T (t + r) dt 



(6) 



Assuming that the CCD exposure time is an integer number K of modulation per- 
iods, the signal S detected by the CCD is proportional to the cross-correlation 
function y.^(r) of the x T (t) and jr(0 signals. 



S(T) 



KT 



x T (t)y T (t+r)dt = KTy° xr (rl 



with r FRAME = KT 



(7) 



Since x T (t) and yr(t) are real and periodic, cross-correlation y° xy (x) is also real 
and periodic. Its Fourier series gives the x T (t) and Jr(0 cross-power spectrum. 



SF{y° y (r)} = r xy (nF) = X*(nF)Y(nF), F = — ; n an integer 



m 
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Note that nF signifies that the cross-power spectrum is discrete (periodic signals). 

Expression (8) shows that the knowledge of one of the modulation functions 
permits us to deduce the other: 

X(nF)T xv (nF) 
Y(nF) = \ AJ ;, , X (nF) ^ (9) 

\X(nF)\~ 

or 

Y*(nF)T xv (nF) , , 

X{nF)= vV 2 ' , \Y(nF)\^0 (10) 

\Y(nF)\ 

Thus, sampling the cross-correlation function permits retrieval of the useful infor- 
mation present in the primary modulation. 

In summary, a CCD camera integrates the light flux resulting from an "optical 
product" of two periodic time functions. The cross-correlation function is sampled 
by using an electronic device that also introduces delays between the two functions. 
Thus the acquisition process consists in grabbing several frames, each frame corre- 
sponding to a specific delay of the cross-correlation function. A linear combination 
of the acquired frames then gives access to the useful information about primary 
modulation. A detailed calculation for a specific example is presented in Section 
11.3.4. 



1 1 .3 FULL-FIELD OPTICAL COHERENCE MICROSCOPES 

11.3.1 Possible Interferometer Geometries 

In essence, full-field optical coherence microscopes are based on interference micro- 
scopes using low coherence optical sources. In a general manner, interference micro- 
scopes can be classified into two categories: 

1. Interference microscopes in which the light returning from the object 
interferes with the light from a reference beam. These interference micro- 
scopes, involving two completely separated waves, are based on the 
Michelson interferometer principle (for observations in reflection) or 
Mach-Zehnder interferometer (for observations in transmission). These 
microscopes give the "normal" profile of the object. 

2. Interference microscopes in which the image of the object is divided into 
two identical laterally shifted images that are made to interfere. In the 
case of small lateral shifts (of the order of the optical wavelength), the 
differential profile of the object is obtained (first spatial derivative of the 
"normal" profile). The Nomarski microscope is this kind of system. 

In optical coherence microscopy, interference occurs between light backscat- 
tered by the object and light reflected by a reference mirror, the light being spatially 
and temporally incoherent. The analysis of the interference signal provides ampli- 
tude images (and possibly phase images) from specific regions in the object, where 
the interference fringes are localized. Different interferometer geometries can be 
used: "classical" Michelson [13] (Fig. 3a), Mirau [23] (Fig. 3b), and Linnik [24,25] 
(Fig. 3c). The drawback in the Michelson and Mirau configurations is that the 
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Figure 3 Geometries for Michelson-type optical coherence microscopes, (a) Michelson 
geometry; (b) Mirau geometry; and (c) Linnik geometry. 

beamsplitter can introduce strong aberrations in wide-aperture systems, especially 
spherical aberration in the axial direction, which increases approximately as the cube 
of the numerical aperture. Because the reference and object beams share a common 
path over most of their length, this layout is less sensitive to vibrations than the 
Linnik configuration. In addition, only one lens is required, although this lens must 
have a relatively long working distance to accommodate the beamsplitter. The 
Linnik configuration requires two identical objectives, and because of the long 
beam paths involved it must be built massively to avoid vibration problems. 
Nevertheless, the great advantage of this configuration is that objectives with very 
high numerical apertures can be used (Fig. 3). 



11.3.2 Light Sources 

The light source used must fulfil several requirements. 



1. 



2. 



Near-infrared wavelengths (typically between 700 and 1300 nm) are used 
to minimize scattering in tissues and achieve better penetration. 
The temporal coherence should be as short as possible in order to avoid 
degradation of the effective resolution of the instrument when imaging in 
scattering media. In conventional optical coherence tomography, the 
axial resolution is principally defined by the coherence length of the 
source. In contrast, in optical coherence microscopy (OCM), when 
using a high NA objective lens, axial resolution is predominantly defined 
by the confocal nature of the signal detection. This is the case in our 
geometry, as detailed in Section 11.4.1. Nevertheless, the point spread 
function of the instrument is degraded when imaging deep within scatter- 
ing media due to the detection of multiply scattered light. Reducing the 
coherence length of the source is a way to minimize these aberrations. 
When full-field illumination is used, the spatial coherence of the source 
should be as low as possible in order to reduce speckle formation in the 
image. 

Finally, to use the parallel coherent detection technique described in 
Section 11.2.4, the light source has to be modulated at a frequency of 
several kilohertz. 
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In practice, we use light-emitting diodes (LEDs) with typical output power of 
40 mW at 840 nm and 20 nm full width at half maximum (FWHM) spectral band- 
width. The emitter size is 240 /xm x 240 /xm. Light source modulation is achieved by 
directly modulating its driving voltage. We note that several such sources can be 
combined using a fiber-optic coupler to increase the spectral bandwidth [26]. 

11.3.3 Experimental Arrangement 

Layout 

We have developed in our laboratory optical coherence microscopes based on the 
Michelson [13] and Linnik [24] interferometer geometries, working with polarized 
light (Figs 4a and 4b, respectively). An infrared light-emitting diode (LED) is used as 
a spatially and temporally incoherent light source. Its spectrum is centered at X = 
840 nm with FWHM « 20 nm, i.e., a coherence length of 20 /xm. The spatially inco- 
herent beam produced by the LED is linearly polarized and is separated by a polar- 
izing beam splitter into two orthogonaly polarized beams. A polarizer placed after 
the LED makes it possible to control the balance of the relative intensities of the two 
beams. A photoelastic birefringent modulator (see next section) introduces a sinu- 
soidal phase variation of amplitude xfr and frequency / = o)/2tt = 50 kHz between 
the two orthogonal components, which are made to interfere by a second polarizer 
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Figure 4 Experimental arrangements of polarization coherence microscopes developed in 
our laboratory In these schematic representations, only one point of the object is imaged on 
the CCD camera array. Full-field illumination is used to generate parallel cross-sectional 
images, (a) Michelson geometry. A single objective (0.15 NA) is used to focus the light on 
the object and on a reference mirror using a polarizing beamsplitter cube. A 50% beamsplitter 
is used to image the object on the CCD camera array. This configuration is appropriate for 
low aperture microscope objective lenses, (b) Linnik geometry. Two identical objectives are 
used. Quarter-wave plates are inserted into the two arms to rotate by n/2 the linear polariza- 
tions after reflection onto the reference mirror and by the object. The light reflected by the 
object is then totally transmitted by the polarizing beamsplitter whereas the light reflected by 
the reference mirror is totally reflected. Thus all the useful light is used. High numerical 
aperture objective lenses can be used. 
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oriented at 45° from the beam polarizations. The resulting image is finally detected 
on a two-dimensional CCD detector array. 

Photoelastic Modulator 

To introduce a stable periodic phase shift between the two orthogonal polarizations, 
we use a photoelastic birefringence modulator developed in our laboratory [27,28]. 
The device (Fig. 5) has a rectangular shape and is made of a transparent isotropic 
material (silica is well adapted for visible applications). A piezoelectric transducer 
(PZT) ceramic glued on its sides excites the system at its resonance frequency, 
introducing a periodic longitudinal stress that governs the induced birefringence. 
The driving voltage is low (a few volts) because we take advantage of the mechanical 
resonance (quality factor ~ 100). The modulation frequency is given by 
f m = v sound /2L, where v SQund is the speed of sound in the material and L is the 
modulator length. The PZT is usually glued at 1L/4 from one of the silica bar's 
edges (one of the two regions with maximum stress), while the other maximum stress 
region (3L/4 from the same edge) serves as the birefringence modulator. This mini- 
mizes residual birefringence induced by the glue. 

Issues Raised by the Implementation 

At this point, we wish to point out several issues that are raised by the full-field 
polarization layout described above. 

First, we commonly use immersion objectives to reduce the refractive index 
mismatch between the sample and its surrounding medium. Index mismatch has two 
consequences that should be avoided. (1) It causes an important specular reflection 
at the sample surface that limits the amount of light that can be sent to the sample 
arm without saturating the detector, thereby limiting the effective detector dynamic 
range. (2) When focusing deep inside the sample, refractive index mismatch intro- 
duces an optical path difference between the interferometer arms. In the case of bulk 
Michelson geometry and nonimmersion objectives, a clever way to compensate for 
this walk-off has been demonstrated by Schmitt et al. [26]. Because this does not 
apply here, we try to minimize this effect by using an appropriate medium. In the 
Linnik geometry, the reference arm length can also be manually modified to com- 
pensate for the walk-off and the resulting loss of contrast. 



Piezoelectric 
transducer 




Photoelastic material 
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Figure 5 Photoelastic modulator design. A transparent isotropic material is excited on its 
sides by a PZT ceramic. 
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Second, because the use of a polarization interferometer is imposed by the 
modulation method, artifacts may occur when imaging structures having a very 
strong polarization backscattering dependence, such as collagen or nerve fibers. 

Finally, in contrast with scanning OCM systems, full-field illumination pre- 
cludes the use of a confocal spatial filter to enhance scattered light rejection. 
Nevertheless, we show in Section 11.4.2 that when using high NA objectives a 
resolution similar to that of confocal microscopes is achieved. 

11.3.4 Signal Acquisition and Processing Instrumentation 
Principles 

When the round-trip optical path difference between the object and reference beams 
is smaller than the coherence length of the source (see Section 1 1.4.1), the two beams 
interfere. The intensity I(t) as a function of time on each pixel of the CCD camera 
can then be expressed as 

I(t) = l + A 2 s + A 2 R + 2A s A R cos((p+i/sm(wt)) (11) 

where I is the intensity of the incoherent light (which does not interfere with the 
light from the reference beam), A s exp(/0 s ) and A R exp(/0^) are the complex ampli- 
tudes of the mutually coherent waves reflected by the object and by the reference 
mirror, respectively, and = <p R — cp s . As described earlier, a photoelastic modulator 
introduces a sinusoidal phase variation of amplitude and frequency / = &>/27r = 
50 kHz between the object and reference waves. /(/) contains a constant noninter- 
ference term and a time-modulated interference term that is proportional to the 
amplitude A s . Using the «th Bessel function of the first kind /„, the intensity I(t) 
can be expressed as 

1(1) = I + A 2 S + A 2 R + 2A s A R J (f) cos 
+ ^A S A R cos J2 J 2n(f) cos(2ncoi) 



4A S A R sin J2 J 2 „+i(f) sin((2« + \)wt) 



n=0 



The light emitted by the LED is actually also modulated at the resonant 
modulator's frequency / = 50 kHz. Four successive square modulations M p (t) are 
applied to the LED supply current (Fig. 6). The square modulations M p (t) can be 
written by using Fourier series decomposition as 

M /;=0 ,i,2, 3 (0 =a + \Y\ Sm L cos(n(cot + jct/2)) (13) 

n=i ' 

The intensity received by each pixel of the CCD camera is then the product 
/(/) x M p (i). Because the camera readout frequency of 200 Hz is much lower than 
the modulator frequency of 50 kHz, the signal delivered by each pixel of the CCD 
camera array is proportional to the time average (I(t) x M p (t)). Four images corre- 
sponding to the four time shifts applied to the modulation M p (t) are successively 
recorded, the signal delivered by each pixel of these four images being 
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Figure 6 Phase sequencing. Square-wave modulations M p {t) are applied to the current 
supply of the light-emitting diode (LED). 
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The calculation of the linear combinations Y and Z in Eqs. (15) and (16) give 
access to the product of the amplitude A s of the wave backscattered by the object 
and the constant amplitude A R of the wave reflected by the reference mirror. The 
optical phase <p can also be obtained [see Eq. (17)]. 
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We point out that interference microscopes detect the amplitude of the optical 
wave reflected by the object rather than its intensity. Intensity images (as produced 
by a classical microscope) can, of course, be obtained by calculating the squared 
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amplitude images. An interference microscope can also provide phase images, pro- 
portional (modulo 7r/2) to the height between the surface of the object and the 
surface of the reference mirror [23,24]. Unwrapping the phase images gives a 3D 
representation of the surface. 

In practice, our camera is operated at 200 frames per second (fps). Processed 
images can thus be produced at the rate of 50 per second. Several images are usually 
averaged to improve the signal-to-noise ratio (see Section 11.4.4). 



Architecture Overview 

Optical coherence microscopy hardware and software specifications are tabulated 
below. 



Frequency reference 
Light source 
Primary modulation 
Secondary modulation 
Detection technique 
Camera 



50 kHz 

Switched LED 

Photoelastic (polarization) 

Light source 

Amplitude and phase (four-phase process) 

CA-D1-256S (Dalsa, Waterloo, ON, Canada) 



Our design consists of three devices (Fig. 7): an image sensor (camera), a 
home-made electronic controller ("sequencer"), and a computer equipped with a 
frame grabber. To perform the signal detection, the camera is synchronized with 
the reference frequency by the sequencer. The frame grabber transfers the camera 
frames into the computer main memory. In real time, the computer performs the 
linear combinations of frames involved in the "multiplexed lock-in detection" and 
displays the result. Demodulated images are usually averaged to increase their 
SNR. 

"Multiplexed lock-in detection" is a general method used for several physical 
experiments (see Table 2). Various modulation frequencies, modulation methods, 
light sources, and cameras are used. Consequently, the system design has to be 
flexible, and, from this standpoint, several choices are made. 
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Figure 7 Synchronous imaging kernel architecture. Three devices -O- two elemental 
tasks : grab + processing 4> one hardware + software kernel. 



aramroo 



314 



Saint-Jalmes et al. 



Table 2 "Multiplexed Lock-In Detection" Based Experiments 



Biological media 
speckle imaging [29] 



OCM experiments 

[13, 22, 24] 



Photothermal 
imaging [30] 



Frequency reference 
Primary modulation 
Secondary modulation 
Light source 
Camera 

Detection technique 



2.25 MHz 

Ultrasound 

Light source 

Switched Laser 

256 x 256 pixels 

203 fps 

Amplitude and 
phase (four- 
image process) 



50 kHz 

Photoelastic 
Light source 
Switched LED 
256 x 256 pixels 
203 fps 

Amplitude and 
or phase 



Variable 
Voltage 
Light source 
Switched LED 
256 x 256 pixels 
203 fps 
Amplitude 



First, a simple frame grabber is used rather than one with an embedded com- 
puting unit such as DSP or programmable logic devices. Obviously, the latter cate- 
gory provides image processing facility and computation power, but these boards 
have a major drawback: changing the frame grabber model implies the need to 
entirely rewrite the processing code, because each board holds its specific software 
architecture (language, function libraries). On the other hand, performing the image 
processing on the host computer allows the frame grabber to be replaced as easily as 
the camera without important changes in the software. 

Second, we use a conventional PC architecture (Wintel). Since all frame grab- 
ber manufacturers provide software drivers for this architecture, we can easily switch 
between different cameras and acquisition boards. This advantage can be extended 
to other PC boards necessary in a given experiment (motor controller boards, PIA 
boards, etc.). 

Description of the Acquisition Elements 

Both frame grabbing and processing are executed in parallel to achieve the best 
efficiency allowed by the experimental setups (see Section 11.2.2). This real-time 
process is the heart of the multiplexed lock-in technique. The frame grabber, the 
computer, and the sequencer together form hardware and software kernal that we 
will subsequently refer to as the synchronous image kernel (SIK). 

Obviously, the SIK technical part is complex, and it will not be described here. 
Three relevant technical topics are outlined in the next paragraphs: 

1. Camera synchronization: camera operation, exposure time control 

2. Sequencer: secondary modulation synthesis, camera synchronization, 
design 

3. Frame grabbing and processing: camera data stream acquisition, memory 
management, double-buffering algorithm, computation speed optimiza- 
tion 

This discussion points out some problems that are generally encountered with any 
real-time imaging instrument. 
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Camera (Image Sensor Subset) 

At this time, all experimental setups are using a Dalsa (Ontario, Canada) CA-D1- 
256-S camera, embedding an IA-D1 Dalsa CCD image sensor. Figure 8 shows its 
spectral response and some specifications. 

The frame transfer CCD architecture provides both measurement time optimi- 
zation and 100% filling factor. Typical frame transfer operation is described below, 
and CADI timings are given. 

Reading of the CCD matrix consists of two steps: high speed storage (HSS) 
and frame transfer (FT). Following an internal trigger, the HSS period starts and the 
image wells are transferred from the image area to the storage area. This period takes 
about M cycles of the pixel clock (M 2 is the number of pixels in the CCD matrix). 
This time corresponds to the parallel shifting of all columns of the image sensor (Fig. 
9a). Actual image readout (FT) immediately follows the HSS period. FT takes about 
M x M cycles of the pixel clock. This time corresponds to the serial shifting of all the 
pixels of the CCD matrix (Fig. 9b). Overall, CCD readout takes the sum of the times 
necessary for HSS and FT. 

Without external synchronization the camera operates in "free running mode," 
meaning that each readout (HSS + FT) is immediately followed by another readout 
(Fig. 10a). In free running mode, exposure time and FT time are equal. This mode 
gives the maximum readout frequency of the camera (203 fps for CA-D1-256). To 
control the exposure time, the readout internal trigger may be replaced by an exter- 
nal synchronization signal (Fig. 10b). 

In our system, the exposure time of the CCD array is controlled by an electro- 
nic device (sequencer) to match the multiplexed lock-in detection requirements. 

Sequencer (Synchronization Subset) 

Because square waveforms permit demodulation of a wide range of modulated 
signals, the sequencer design is essentially digital. It can be separated into two 
parts: generator and trigger/counter. The generator part synthesizes a TTL-compa- 
tible secondary modulation square wave, whereas the trigger/counter block synchro- 
nizes the multiplexed lock-in detection operation. 

Digital designs provide a simple way to delay square waves. The generator 
essentially consists of two counters that are shifted relative to one another. Thus 
the most significant bits (MSBs) of the counters are two TTL signals delayed with 
respect to each other (Fig. 11). Shifted counts are made thanks to a parallel-load 
counter (COUNTER 2). In practice, the MSB of COUNTER 1 (MSB 1) is phase- 
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Figure 8 Features of the Dalsa camera. CA-D1-256S. 
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Figure 9 Frame transfer architecture, (a) The active region collects the photoelectrons, then 
in a very brief time (high speed storage period) the charge is shifted to the storage region, (b) 
The image region is then ready to accumulate new charges while the pixels from the storage 
region are read (frame transfer period). 
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Figure 10 Camera exposure time control, (a) Frame transfer camera operates in "free- 
running mode." No exposure control signal is needed, and exposure time matches the 
frame transfer time. During frame transfer, the camera activates a FRAME VALID signal, 
(b) Thanks to an exposure control signal (EXTERNAL SYNCHRO), exposure time can be 
controlled by an external electronic device. 
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Figure 11 Generator block r-delayed secondary modulation, (a) Generator block synoptic, 
(b) Timing diagrams; MSB 2 provides the secondary modulation expected. 

locked onto the primary modulation (Fig. 12), and the MSB of COUNTER 2 (MSB 
2) provides the r-delayed secondary modulation. 

According to Eq. (7) (Section 11.5.2), correct multiplexed lock-in detection is 
achieved only if CCD exposure time lasts an integral number of primary modulation 
periods. With a square wave primary modulation, accurate timings are easily 
achieved with a programmable binary counter (EXPOSURE COUNTER in Fig. 
1 3) receiving the primary modulation on its clock input. Then, triggering the counter 
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Figure 12 Generator block or PLL frequency multiplier. To be frequency- and phase-locked 
on the primary modulation, counter 1 of the secondary modulation generator is included in 
the feedback loop of a phase-locked loop (PLL). 
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Figure 13 Trigger/counter block — Exposure control. 



allows synchronization of the EXPOSURE COUNTER and the camera (HSS + FT 
periods) (trigger block in Fig. 13). The trigger/counter block also provides a TTL 
signal used to avoid light flux integration during the HSS period of the camera (i.e., 
to switch off the light source during HSS). 

Finally, the trigger/counter block manages the successive phases of the acquisi- 
tion process by incrementing the wraparound register (DELAY REGISTER in Fig. 
11) each time EXPOSURE COUNTER (Fig. 13) overloads. In addition, it gives a 
"first delay value" TTL signal that will be checked by the computer subset to 
synchronize the software part of the S1K design (Section 11.3.4). 

As described earlier, the sequencer has to guarantee critical timings of second- 
ary modulation synthesis and camera exposure time. At the same time, the sequencer 
has to be flexible to match various surrounding devices (Table 2). Flexibility and 
critical timing are opposite requirements that cannot be easily achieved by a discrete 
board design. Thus a field programmable gate array (FPGA) programmable logic 
device has been used in the sequencer design. FPGA integrated circuits realize any 
kind of digital function (combinatory and/or sequential) according to a program 
downloaded by the computer through a standard port (e.g., parallel port). 
Moreover, this reprogrammable architecture offers an easy way to debug. 

We designed a motherboard to hold a Xilinx (San Jose, CA) FPGA, a power 
supply, and several TTL and RS422 buffers. These buffers — connected to the 
FPGA — allow the sequencer to be easily and quickly upgraded to work with 
different cameras. A daughter board includes some analog circuits used for pri- 
mary modulation conditioning and for the PLL multiplier (see generator block 
discussion) (Fig. 14). Because these subsets belong to a daughter board, the 
most appropriate technology can be used according to the modulation frequency 
of the experiment. 

Frame Grabbing and Processing (Computer Subset) 

Prior to any digital design (hardware and software), data flow rate must be esti- 
mated. The CA-D1 maximum frame rate is 203 fps, its frame size is 256 x 256, and 
its data format is 8 bit, resulting in about 14 Mbytes/s continuous data flow rate. 
This data stream is stored in the PC main memory by a frame grabber. Current 
frame grabbers use a PCI bus, whose maximum bandwidth is 132 Mbytes/s (32 bits 
at 33 MHz). However, this peak value cannot be obtained in sustained data transfer. 
For a continuous data stream, 100 Mbytes/s data flow rate is a realistic value. Such 
frame grabbers are said to be "real-time," meaning that frames are stored in PC host 
memory as fast as they are acquired. 
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Figure 14 Sequencer design implementation. Mother board: XC4003 Xilinx FPGA running 
up to 100 MHz provides a hardware programmable kernel to the sequencer. The daughter 
board brings together all application-specific hardware. 



The CA-D1 camera is far from reaching the PCI bus bandwidth limit. The 
remaining available bandwidth is mainly used for the frame processing. Depending 
on the data treatment, the bandwidth actually needed by the SIK design can be 2, 3, 
4, or more times greater. When software load becomes too important, frames are 
missed. 

The data stream is asynchronous with respect to the operating system and the 
applications that are running on the computer. Avoiding frame misses during the 
acquisition can be guaranteed on a 100% basis only on real-time operating systems, 
which is not the case with Microsoft Windows. In fact, the data transfer is made by a 
device driver running on the computer. The device driver responds to a hardware 
event, an interrupt, indicating that the data must be moved. Windows does not have 
deterministic behavior, especially with respect to hardware interrupts. Nevertheless, 
thanks to the power of current PCs, quasi-deterministic behavior is achieved. In 
practice, the time determinism of the operating system behavior depends on its 
total software load (PCI + CPU). 

At this point in the description, each frame grabbed by the computer is anon- 
ymous in the multiplexed lock-in detection method. This means that the frames have 
no relationship to the delay value fixed by the sequencer between the modulation 
signals. Thus, a "first delay value" synchronization signal is used in the SIK. This 
signal is provided by the sequencer, and it is checked by a high speed digital port of 
the computer. This input line can be a generic input/output (I/O) available on the 
frame grabber or, alternatively, it can be provided by a digital I/O board installed in 
the computer. 
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In summary, a continuous grab is performed by the SIK. A time-checking 
algorithm detects possible frames missed during the concurrent grabbing/processing 
task. If a frame is missed, the current grab is discarded, the software is synchronized 
on the first delay value signal again, and the grab is repeated. 

The SIK software was written in C because C is the language usually chosen by 
device driver developers. The software is then easily interlaced to functions libraries 
driving PC boards. SIK software assumes two basic functions: graphical user inter- 
face (GUI) and signal processing. 

Briefly, GUI allows control of all experimental parameters and sequencer 
parameters such as frame grabbing and processing parameters. The latter concern 
the type of processing (amplitude, phase, etc.), the number of accumulations, and, in 
the case of an analog camera, the analog-to-digital converter setting of the frame 
grabber. 

We now focus on the signal processing performed by the SIK software. Briefly, 
the frames acquired by the frame grabber are processed, and the resulting images are 
averaged to increase the SNR of the measurement. Real-time processing is per- 
formed by a double-buffering algorithm, also called "ping-pong" (Fig. 15). It uses 
a pair of buffers (Bl and B2) and two processing tasks (TA and TB). The Bl and B2 
sets of buffers have the number of buffers needed by the multiplexed lock-in detec- 
tion to retrieve the useful information (typically four in OCM applications). Each set 
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Figure 15 Double-buffer acquisition and processing. At the "reset" pass of the algorithm, 
and Bl buffers have the "ping" attribute and the B2 buffers have the "pong" attribute. While 
the TA task fills the "ping" Bl buffers, the TB task computes the "pong" B2 buffers. When 
both tasks terminate their work, Bl and B2 buffers attributes are switched, and TA/TB tasks 
are repeated. Again the TA task fills the "ping" buffers, but now these buffers are the B2 ones. 
In the same way, the TB task processes the "pong" buffers, which are now the Bl buffers. 
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of buffers owns an attribute whose value can be "ping" or "pong." While the TA 
task grabs incoming frames in "pong" buffers, the TB task computes the frames 
previously grabbed. When both tasks terminate their work, the Bl and B2 buffer 
attributes are switched, and the TA and TB tasks are repeated. Note that each task is 
working with the complete set of buffers (four buffers in OCM). This process needs 
an initialization pass that is used efficiently to reset the accumulation buffer. 

However, proper operation of this double-buffering algorithm is essential to 
our application. For this reason we use state-of-the-art programming of this algo- 
rithm as much as possible. For example, all these critical tasks are coded in assembly 
language and take advantage of the internal architecture of the processor (i.e., pipe- 
line, superscalar, and cache-optimized management). 

11.4 PERFORMANCE 

11.4.1 Axial Resolution 

We analyze in this section the ability of our optical coherence microscopes to reject 
light from out-of- focus planes. The depth response of our microscopes, i.e., their 
response when the object plane is moved out of the focal plane of the objective lens, 
depends on both the spectrum width of the source and the numerical aperture of the 
objective lenses. Without time modulation (\jr — 0), the intensity I(z) received by 
each pixel of the CCD camera as a function of the distance z between the object 
and the focus plane is [23,31] 

I(z) = I + A 2 + A\ + A\ + 2A R A s F specuNA (z) (18) 



where 



-f*spect,NA( z ) — 



spect.NA^J — . 2 



sin ^ max 



S(k) 



cos(2kzcos6 + </)) cos $ sin 6 d6 elk (19) 



where S(k) is the spectrum of the light emitted by the optical source and 9 max is 
related to the numerical aperture (NA) of the objective lenses by NA = Hsin# max , n 
being the refractive index of the medium. 

Low Numerical Aperture 

In the case of objective lenses with low numerical aperture (0 max ^ 0), ^ S pect,NA( z ) is 
reduced to 



-^spectv 2 / 



S(k) cos(2kz + 4>)dk (20) 



If we assume a Gaussian source line shape, 



S(k) = exp 



k-ko> 2 
Ak 



(21) 



the function F spect (z) becomes 

F spe ct(z) = cos(2k z + </>)x S pect(X) (22) 

F spect (z) has a sinusoidal variation of period X = 2it/k , multiplied by an envelope 
Kspect( z ) th at also has a Gaussian shape: 
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Kspect(^) = exp 



-Ak 1 



The FWHM of y spec t(z) is 

2V2ln2 



FWHM V = 

aspect 



Ak 




(23) 



(24) 



which is half the coherence length of the source (n is the refractive index of the 
medium). Typical infrared LEDs (in air) are characterized by an 
FWHM /s et ss 10 /xm. Lower values could be obtained with a white lamp 
(FWHM^ « 0.5 /xm). However, the intensity of a white lamp cannot be modu- 
lated at 50 kHz as easily as with an LED. 

In conclusion, in the case of narrow-aperture systems, the short coherence 
length of the optical source determines the resolution in the z direction, which is 
typically of the order of 10 /xm. 

High Numerical Aperture 

In the case of objective lenses with high numerical aperture, the short coherence 
length of the light may not determine the depth response. If we suppose in the 
calculation a low-bandwidth optical source (Ak « 0), F spectj na( z ) is loen reduced to 



•Fna(z) = 



sin 



sin 2 6„ 



cos(2kz cos 6 + 4>) cos sin 6 d9 
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cos(2A:z + 4>) — cos(2kz cos 9 max + 4>) 



+ 



&\n(2kz + </>) — cos < 



4k 2 z 2 
sin(2A;z cos n 



(25) 
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2kz 



It is worth noting that a more rigorous analysis using Richards and Wolfs 
vector theory [32] gives the same expression [Eq. (25)] obtained with the scalar 
approximation [33]. It is interesting to note that this expression is formally identical 
to the depth response of a confocal microscope [1,23]. The function F^ A (z) exhibits 
oscillations that decrease with z (Fig. 16). A more explicit expression of the z 
response can, however, be given under the paraxial assumption (cos0 max « 1) 
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Figure 16 Theoretical calculation of the depth response of an optical coherence microscope 
[-F N a(z)] as a function of the numerical aperture (NA) of the objective lenses. The coherence 
length of the optical source is assumed to be infinite. 



From expression (27), we see that F NA (z) has roughly a sinusoidal variation of 
period modified by the factor a multiplied by an envelope kna( z ) which has a max- 
imum at 2 = and falls off when \z\ increases with oscillations like a (&inx)dx 
function. The FWHM of the envelope Kna( z ) i s approximately given by 

(28) 



FWHM,, 



k{\ 



cos( 



k) 2«(1 -cos0 max ) 



The larger the numerical aperture of the objective lenses, the narrower the 
envelope. In air (n = 1), with a numerical aperture NA = 0.95 and a wavelength 



X = 840 nm, FWHM,, 



0.6 /nm. Thus, the effect of the high numerical aperture 



of the objectives can yield much better depth resolution than the effect of low 
coherence length of the optical source. 

General Case 

In the general case, the depth resolution in OCM depends on both the coherence 
length of the source and the numerical aperture of the objectives, the range resolution 
being smaller than its value due to either effect alone. For example, numerical simula- 
tions (Fig. 17) show the evolution of the depth resolution (FWHM of the depth 
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Figure 17 Depth resolution (FWHM of the envelope of the depth response) as a function of 
the numerical aperture with an 840 nm light source with 20 /an coherence length in a medium 
of refractive index n = 1.33. 



envelope) as a function of the numerical aperture with an 840 nm light source with 
20 /xm coherence length in a medium with a refractive index of 1.33. In the Michelson 
geometry with numerical apertures smaller than 0.2, the depth resolution is imposed 
by the coherence length of the source (« 7.5 /xm). This situation corresponds to a 
"pure" optical coherence situation, which is the case in most systems (such as our 
Michelson-type microscope). In the Linnik configuration, the use of a high numerical 
aperture objective can improve the depth resolution up to about 0.5 /xm. 

Experimental Data 

We measured the intensity depth response of our optical coherence microscopes by 
taking a mirror as the object and measuring the signal intensity A 2 s {z) when the 
mirror was moved out of the focal plane of the objective. Two numerical apertures 
were used: NA = 0.15 and NA = 0.95. The measurements are compared with theo- 
retical calculations (Fig. 18). With NA = 0.15, the depth response is determined by 
the coherence length of the source. The Gaussian shape response, in excellent agree- 
ment with theory, has an FWHM of 10 /xm, equal to half the coherence length of the 
source (20 /xm). With NA = 0.95, the depth response is then determined by the 
numerical aperture of the objective lenses. The experimental FWHM is 0.7 /xm, 
slightly larger than the theoretical value of 0.60 /xm. The difference between theory 
and experiment is attributed to geometrical optical aberrations at the working wave- 
length. The depth resolution is thus better than 1 /xm, which means that our micro- 
scope is able to reject the light reflected by objects located less than 1 /xm from the 
focal plane. These experiments were carried out in air. In a medium with refractive 
index n, the resolution would be improved by a factor equal to n. 

11.4.2 Lateral Resolution 

If we suppose that the lateral resolution in our microscopes is limited by diffraction, 
the interference signal I ml for an object in the focal plane is of the form 
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Figure 18 Depth response of our optical coherence microscopes with a 20 fim coherence 
length source at A = 840 nm and numerical apertures NA = 0.15 (a) and NA = 0.95 (b). 



4n(*o.J'o) = 



2A R A s (x, y) cos(4>) | h(x — x , y — y ) | dx dy 



(29) 



where n(x, y) is the point spread function of the objectives, which is the Airy func- 
tion. The amplitude point spread function of our interference microscope is thus 
given by \h{x, y)\ 2 and the intensity point spread function by \h{x, y)\ A as it is for the 
confocal microscope [1]. Because of digitalization by the CCD array, the actual 
intensity point spread function is the square of the convolution of \h(x, y)\ with a 
square distribution of width equal to the pixel dimension in the object plane. 

To measure the lateral response of our microscopes, we recorded an intensity 
profile along a line taken across a cleaved mirror. Two numerical apertures were 
used: NA = 0.15 and NA = 0.95. The measurements are compared with theoretical 
calculations (Fig. 19). With NA = 0.15, the experimental 20-80% width of the 
intensity profile was 1.5 fim, in good agreement with theory. With NA = 0.95, the 
experimental 20-80% width of the intensity profile was 0.3 /u.m, slightly larger than 
the theoretical prediction of 0.25 /xm. Again, the difference between theory and 
experiment is attributed to geometrical optical aberrations. In the calculations, 
values used for pixel size and wavelength were 0.15 /xm and 840 nm, respectively. 

11.4.3 Sensitivity 

We develop an estimate of the sensitivity of our system as usually defined in the OCT 
context, i.e., the ratio (K min )~ l of the power delivered to the sample over the mini- 
mum detectable signal. 

We first point out that in practice images are accumulated under illumination 
conditions where the CCD pixels are close to saturation. Let N be the number of 
polarized photons corresponding to one pixel incident on the objective back aperture 
during one image acquisition time. Assuming that the initial polarization makes a 
(small) angle 6 with the S axis of the PBS, a fraction N sin~(#) reaches the reference 
mirror and N cos 2 (6) irradiates the sample. Of the latter, the objective collects a 
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Figure 19 Lateral resolution. Edge response of our optical coherence microscope with a 
20 /xm coherence length source at X = 840 nm and numerical apertures Na = 0.15 (a) and 
NA = 0.95 (b). 



fraction KN co& 2 (6), which is coherently backscattered from the sample, and an 
incoherent fraction KiN cos 2 (9). In practice, cos 2 (0) « 1, and the number of photo- 
electrons on the corresponding CCD pixel of quantum efficiency r] is 



T}N ± 



sin 2 (8)N + KN +-K t N ±2(K sin 2 (0)N^) 



2\l/2 



(30) 



The ± sign corresponds to the situation where the backscattered signal and the 
reference signal are (+) in phase or (— ) of opposite phase. 

Thus, the modulated signal 5" that is processed by our parallel lock-in techni- 
que and the average flux S can be expressed as 



S = S + -S^^ 4? 7 AW^sin / (<9); 



sm 2 (9) + -K i 



Nn 



(31) 



Assuming that sin~(#) ^s> Kj (the input polarization is oriented so that the noise 
level is not dominated by the incoherent backscattered light), in the case of shot noise 
limited signal detection, and if S « rj sin 2 (#)7V = 5 sat (where 5 sat is the saturation 
level of the CCD pixel), the signal-to-noise ratio for N accumulated image quad- 
ruplets can be expressed as 

1/2 



SNR 4]JV = 



■Jans 



sin 2 6 



(32) 



The minimum detectable signal K min corresponds to the situation where 
SNR = 1, yielding the following expression for the sensitivity: 

(K^y^ANS^/ sin 2 d (33) 

In expression (33) the parameter sin 2 (0) is in general inversely proportional to 
the power delivered to the sample. As a matter of fact, it describes the interferometer 
balance setting that enables one to almost reach the saturation level of the sensor 
with the signal returning from the reference arm. 
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Taking S sat — 2 x 10 5 and 6 = 10°, a 1 s record of a full image at the maximum 
speed of the camera (200 images/s) enables one to detect a minimum signal of relative 
magnitude K min «* 7.5~ 10 , corresponding to a sensitivity of 91 dB. We point out that 
there is a trade-off between sensitivity and detection bandwidth, so that under the 
same conditions an 81 dB sensitivity is obtained within 10 _1 s of recording time. 

In the case of single quadrature images, the signal-to-noise ratio for N accu- 
mulated image pairs can be expressed as 

SNR^ = V2SNR 4 , W (34) 

A 1 s record under the conditions specified above would then be characterized by a 
sensitivity of 97 dB. 

We confirmed this estimate by measuring the noise level in featureless images 
acquired under illumination conditions where the CCD sensor was almost saturated. 

Finally, we point out that it is assumed in the above calculation that 
sin 2 6 5?> K h meaning that the noise does not mainly originate from the incoherent 
backscattered light. This was typically the case in our experiments with a 0.25 NA 
objective and a polarizer setting corresponding to 6 « 10°. However, if an objective 
lens with higher numerical aperture is used, 6 might be increased, depending on the 
overall backscattering of the sample. 

11.4.4 Temporal Resolution and SNR Issues 

We saw in the previous section that a sensitivity of ~ 90 dB can be achieved in 
optimal conditions with an exposure time of about 1 s. 

In this derivation we have supposed that the signal backscattered from the 
structure was stationary on the time scale of our measurement. We can now raise 
the question of the behavior of such a signal (and of its time average) if the medium 
under study is quickly changing with time (for example, if the signal originates from 
scatterers undergoing Brownian or some physiological motion). 

In a "classical" OCT system the measurement time per voxel is on the order of 
a few microseconds and the sample can generally be considered to be static at this 
time scale. However, line-to-line evolutions (a few milliseconds to a few seconds) 
usually have to be taken into account in the processing software that reconstructs 
the final image. 

In a full-field approach using a CCD camera, the voxel acquisition time is on 
the order of a few milliseconds, and, most of the time, averaging over about 1 s is 
necessary to obtain an acceptable SNR. 

If we average coherently (with respect to the reference signal) the signals from 
moving scatterers over 10-100 images, rapid changes in the optical phase of the 
backscattered wave may wipe out any contrast present in the interference signals. 
For instance, if the optical phase changes by 2n during the acquisition time, the 
contrast is zero. 

So one may think of first computing the amplitude of the interference signal 
from the four unprocessed images necessary to get the signal, then averaging this 
value over several acquisitions. Such incoherent averaging is obviously valid only if 
the variance of the noise is smaller than the signal amplitude (otherwise noise ampli- 
tude rather than signal is averaged). Only in this latter case can signal-to-noise ratio 
and thus the image quality of the moving sample be improved by averaging. 
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Thus, a trade-off exists between sensitivity and temporal resolution (or detec- 
tion bandwidth). Coherent averaging of the images can be performed up to the time 
scale where the sample is immobile in order to improve the system sensitivity at the 
expense of temporal resolution. Then, at longer time scales, incoherent averaging 
increases the SNR in the images without benefit in terms of sensitivity. 

Array detectors are usually slower than single detectors, so the temporal reso- 
lution is a fundamental feature of parallel coherent systems that may make them 
suitable or not for a specific application. 

11.5 APPLICATIONS 

11.5.1 3-D Biological Tissue Imaging 

Our optical coherence microscopes can be used to get images through biological 
materials with a few micrometers depth resolution. Images obtained from onion tis- 
sues at various depths using the Michelson and Linnik arrangements are shown in Fig. 
20. Structures and tissues organization are clearly revealed. Objective lenses with 0.25 
numerical aperture were used. With this objective, the axial resolution is approxi- 
mately 7 (im (Fig. 17), assuming the average refractive index of the onion is ~ 1.33. 
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Figure 20 (a-e) Images from an onion obtained with our Michelson-type low coherence 
microscope and a 0.25 numerical aperture (NA) objective lens. Field of view 
500 /nm x 500 /um. Exposure time 5 s. Optical power incident on the sample 300 mW. (a) 
Interference fringes obtained from the surface, (b-e) Interference fringes obtained, (b) 
15 lira, (c) 60/xm, (d) 140 /mi, and (e) 300 /iim below the surface, (f-g) Images (onion) obtained 
at higher resolution using Linnik geometry. The field of view is 260 /xm x 260 /im. Exposure 
time 1 s. Optical power incident on the sample 500 mW. 
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Figure 21 Cross-sectional intensity images at different depths from a multilayer silicon 
integrated circuit, obtained with our Linnik-type optical coherence microscope. The distance 
between successive images is 0. 1 /xm in the z direction. Each image corresponds to a field of 
35 /urn x 35 /im. The numerical aperture of the objective lenses was NA = 0.95. 



11.5.2 Integrated Circuit Inspection 

The unceasing advances in optical microlithography and processing technology 
require more and more powerful optical imaging instruments for characterization 
and measurement. For this purpose, our high resolution Linnik-type interference 
microscope is a useful tool. Cross-sectional intensity (A s ) images from a multilayer 
silicon integrated circuit are shown in Fig. 21. Objective lenses with 0.95 numerical 
aperture were used, which yields 0.7 /nm depth resolution and 0.3 jjm lateral resolu- 
tion. Two consecutive images are separated by 0.1 fim in the z direction. Note that off- 
focus features are suppressed, whereas they are not in classical microscopy (Fig. 22). 

11.5.3 Phase Images and Profilometry 

As mentioned before, optical coherence microscopes can provide the optical phase, 
which is proportional (modulo it/2) to the height between the surface of the object 
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Figure 22 Comparison between classical and interference microscopic images. 

and the surface of the reference mirror. Three-dimensional representation of the 
surface can thus be produced provided the phase is correctly unwrapped. Figure 
23 shows details on integrated circuits. The height resolution of the 3-D images 
produced by our interference microscope depends on how precisely the phase can 
be measured. The signal-to-noise ratio in the images can be improved by increasing 
the exposure time. We have measured a height sensitivity better than 0.1 nm with less 
than 1 s exposure time. This sensitivity could be improved by better mechanical and 
thermal stability of the interferometer, better stability of the optical source, and 





(a) 



(b) 



Figure 23 Three-dimensional topographic representation of structures from microelectronic 
devices, (a) Metal inscriptions deposed on a silicon wafer. The field of view is 80 fim x 80 lira. 
(b) Image of a detail on a pixel of a field emission display device, covered by a 30 /xm thick 
dielectric layer. The image corresponds to an area of 15 fim x 15 /xm. The roughness of the 
structures is clearly revealed (~ 5 nm rms), and the slopes are resolved. 



Full-Field OCM 331 

better electronics [34]. With 0.95 NA objective lenses, the lateral resolution, almost 
limited by diffraction, was about 0.5 /xm. Reducing the optical wavelength to 400 nm 
using a blue LED would improve the lateral resolution to approximately 0.25 /jm. 



11.6 CONCLUSION AND PERSPECTIVES 

Full-field illumination and parallel detection have been demonstrated with optical 
coherence microscopy (OCM). Using high NA objective lenses, the technique allows 
imaging with micrometer spatial resolution in the three directions and 20 ms tem- 
poral resolution. 

This approach is attractive for the following reasons: 

Head-on (XY) geometry allows high resolution imaging. Three-dimensional 
submicrometer resolution is achieved using a high-NA objective lens. In 
contrast with XZ OCT imaging, the resolution is the same everywhere in 
the full XY image, because the whole field of view is in the plane of focus of 
the objective lens. 

Head-on {XY) geometry allows adjustment of the acquisition time and of the 
intensity irradiating the sample according to the imaging depth. 

If the source power is not limited, parallel detection requires a shorter amount 
of time than serial detection to achieve a given SNR in the image. In the 
coming years it is expected that more powerful light sources and faster 
cameras will make it possible to take full advantage of this approach. 

Scanning and associated vibrations are reduced to a minimum. 

Simultaneous acquisition allows the acquisition of a complete image to be 
synchronized to a physiological event. 

There are some limitations of this method that may make it unsuitable for 
certain applications: 

The achievable temporal resolution per pixel is limited to one-fourth of the 
camera frame rate (~ milliseconds). 

Confocal filtering cannot be implemented in a full-field detection as in scanning 
OCM systems. However, the interference microscope geometry formally 
plays the same role as a confocal pinhole (see Section 11.4.1). 

Artifacts may be present when imaging samples with strong birefringence and 
backscattering polarization anisotropy with a polarization interferometer. 
However, the layouts presented here can easily be modified to become polar- 
ization-sensitive and then be used to measure sample birefringence. 

One of our main motivations was to explore layouts allowing high resolution 
OCT imaging in the three dimensions. The use of high NA objective lenses in an XY 
(en face) imaging geometry effectively provides 3-D submicrometer resolution, which 
makes it an alternative approach to XZ imaging with spectrally wide sources [35]. 
Furthermore, parallel detection in coherence microscopy is a tempting approach, 
provided that one is not limited by the available power. We are currently investigat- 
ing the use of white light sources, CCD cameras with higher full well capacities and 
frame rates, and fast modulators (liquid crystal, ~ 1 MHz) to improve the sensitivity 
and temporal resolution of these systems. 
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12.1 INTRODUCTION 

This chapter will discuss white light interferometry within scattering media. White 
light interferometry at nonspecular surfaces was discovered only about 10 years ago 
[1]. The physics of white light interferometry at "rough" surfaces or within scattering 
objects is rather different from Michelson's white light interferometry. 
Interferometry on non-smooth objects has to satisfy strong requirements about 
spatial coherence, temporal coherence, observation aperture, and lateral photode- 
tector resolution. 

In white light interferometry on rough or within scattering objects, the sub- 
jective speckle pattern in the observation plane is the source of information. Hence 
we have to take care that the aperture of illumination is smaller than the aperture of 
observation, in order to create sufficient speckle contrast. Furthermore, the photo- 
detector elements have to be not much larger than the speckles, in order to avoid 
speckle reduction by averaging. One serious difference from smooth surface inter- 
ferometry is the achievable accuracy: The interference phase within each speckle is 
arbitrary and random. The phase variation between different speckles depends on 
the roughness and may be as great as 10-20 x lit for ground or milled surfaces. 
Hence, the achievable measuring uncertainty is limited and is equal to the surface 
roughness (which is usually much smaller than the coherence length of the source) 
[2]. 

Measurements within the bulk of strongly scattering media require conditions 
similar to those mentioned above. Specifically, the source of information is still the 
speckle contrast. One major difference from rough surface measurements is that this 
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speckle contrast is usually extremely small if the measured volume is deeper than the 
coherence length of the source. In those objects, we observe a measuring uncertainty 
and a depth resolution not much better than the coherence length. 

During the last 10 years, our group developed a couple of sensors based on 
white light interferometry on rough surfaces or within scattering media. The first 
was "coherence radar" [1,2]. Here the reference is mechanically scanned through 
the measuring volume. The name "coherence radar" suggests itself because it 
essentially measures the local time of flight to each object pixel by use of the 
coherent reference "clock." The sensor can measure the shape of rough surfaces 
with an accuracy equal to the surface roughness, which is usually in the 1 (im 
regime. The objects may be volume scatterers such as ceramics or skin. One excit- 
ing feature of coherence radar is that the measuring uncertainty does not depend 
upon the object distance or the observation aperture: We can measure in deep 
boreholes without loss of accuracy. 

One modification of coherence radar is "dispersion radar" [3]. Here we intro- 
duce a dispersive element within the reference arm before we spectrally evaluate the 
interferometer output. The major advantage of this method is that we can have a 
large measuring range even with a low cost spectrometer. 

The last modification is what we call "spectral radar" [4], which will be 
discussed in this chapter. We hope that this short introduction has given the reader 
some idea of the physics of this new type of interferometry and its potential 
applications. 

12.2 BENEFITS AND LIMITATIONS OF LOW COHERENCE 
INTERFEROMETRY 

An important medical aim in dermatology is the early diagnosis of pathological 
tissue alterations (e.g., skin cancer). High resolution imaging methods are needed 
that are not harmful to healthy tissue. During recent years noninvasive cross-sec- 
tional imaging methods under the heading "optical tomography" have been devel- 
oped. The sensing methods are manifold but are based on a common feature: The 
tissue (which is a volume scatterer) is illuminated, and the number of photons 
scattered back to the detector is measured as a function of the pathlength in the 
tissue. This principle gives, to a certain extent, access to the scattering amplitude a(z), 
which is the key to examining the local scattering and absorption behavior in the 
tissue. The hope is that pathological tissue displays significant scattering properties 
and can therefore be separated from healthy tissue. The pathlength distribution of 
the photons can be measured directly by time-of-flight measurements or by using low 
coherence interferometry. 

Optical coherence tomography (OCT) uses a broad bandwidth light source in 
an interferometric setup. Interference is detected only if the object pathlength equals 
the reference pathlength. The pathlength of the photons to be detected (backscat- 
tered from the tissue) can be adjusted by the reference pathlength. The main advan- 
tage of OCT is that the pathlength resolution is roughly given by the coherence 
length l c of the light, which can be in the micrometer range. 

The major problem in optical tomography is the strong scattering of most 
types of biological tissue (more in skin than in the retina). As a result of multiple 
scattering, photons that have traveled the same optical pathlength may have traveled 

dramroo 



Spectral Radar 337 

along different individual paths reaching different depths in the scatterer. This 
affects the depth uncertainty of the measurements. By confocal imaging of back- 
scattered photons onto a fiber core, photons that have been scattered several times 
and with low correlation between run time and depth information will no longer hit 
the fiber. 

We again mention one important aspect of the signal formation: Imaging with 
a finite aperture causes subjective speckle at the entrance of the fiber. Speckle con- 
trast is the actual carrier of information. Because of the strong incoherent back- 
ground, this speckle contrast is extremely low for strongly scattering media. 
Sophisticated electronics and data processing are necessary. As a consequence, the 
requirements for an extremely high dynamic range limit access to the deeper layers of 
the skin. So consideration of the achievable dynamic range will play an important 
role in the comparison of competing methods. 



12.3 THE FAMILY OF OCT SENSORS 

In order to investigate the morphological 3-D data of biological objects, methods 
based on optical coherence tomography (OCT) have become more and more impor- 
tant during recent years. The OCT methods can be divided into two classes, with 
sensors based on time domain measuring principles (TDOCT) or on Fourier domain 
principles (FDOCT). 

Both TDOCT and FDOCT use a broad-bandwidth light source in an inter- 
ferometric setup. For measurement along an axis (z axis) from the surface into the 
bulk (A-scan) with TDOCT, the reference mirror has to be scanned through the 
depth. Interference contrast is detected only if the object pathlength equals the 
reference pathlength. The pathlength of the photons to be detected can be adjusted 
by the reference pathlength. In TDOCT the scatterers are measured sequentially. 
Therefore, light that is scattered back from each scatterer contributes to the inter- 
ference signal only if the distance between the reference pane and the scatterer is less 
than the coherence length. Only a fraction of the light that is scattered back during 
the entire measuring time is utilized. Time domain methods have been investigated in 
a multitude of modifications [5-15]. 

Fourier domain principles avoid scanning of the reference through the depth 
range. These OCT sensors acquire depth information by evaluation of the spectrum 
of the interferogram. The Fourier transformation of the spectrum delivers the depth 
information. All scatterers are simultaneously measured by FDOCT sensors. Light 
that is scattered back from each scatterer within the volume contributes to the 
interference signal over the entire measuring time. For sensors of this type there 
are several approaches. A broad-bandwidth light source is used for the illumination 
of the interferometer. The interferometer output is spectrally decomposed, and the 
whole spectrum is detected by an array of photodiodes. This specific implementation 
can be adapted for measurements on the (transparent) eye [5-7] as well as for 
measurements of strongly scattering skin [4,16-19]. In a further modification, the 
spectrum can be produced by a tunable laser and then be detected by a single 
photodiode [20,21]. 

In both classes of OCT sensors the speckle contrast is the actual source of 
information [22,23]. 
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12.4 SPECTRAL RADAR IN A NUTSHELL 

As explained in the Introduction, we called our implementation of FDOCT "spectral 
radar" because it is one modification of coherence radar. Spectral radar uses an OCT 
sensor working in the Fourier domain [4,18,19]. The measuring principle is based on 
spectral interferometry. Spectral radar measures the scattering amplitude a(z) along 
one A-scan within one detector exposure. No scanning in depth is necessary, so a 
short measurement time is generally possible. For two-dimensional imaging a trans- 
verse scan is necessary (B-scan). The sensor is a Michelson interferometer (Fig. 1) 
coupled with a spectrometer. 

In one specific implementation, the light source is a superluminescent diode 
(SLD) in the near-infrared range with a short coherence length l c (central wave- 
length X = 840 nm, FWHM 20 nm, coherence length l c = 35 /nm; output power 
P= 1.7mW). The SLD is imaged onto the object surface and onto a reference 
mirror. The signal from the object consists of many elementary waves emanating 
from different depths z. We neglect the dispersion in the object. The scattering 
amplitude of the elementary waves versus depth is a(z) [a(z) is assumed to be real 
here]. The object signal is superimposed with the plane reference wave a R . At the exit 
of the interferometer we locally separate the different wavenumbers k(— 2jt/X) by 
use of a spectrometer. The interference signal I(k) is in principle [4,18] (a detailed 
description is given in Section 12.5.1) 



I(k) = S(k)[l 



a(z) cos(2knz) dz + AC terms 



(1) 



where S(k) is the spectral intensity distribution of the light source and « is the 
refractive index of the scatterer. 

It can be seen that I(k) is a sum of three terms. Besides a constant offset the 
second term encodes the depth information of the object. It is a sum of cosine 
functions, where the amplitude of each cosine is proportional to the scattering 
amplitude a(z). The depth z of the scattering event is encoded in the frequency 2nz 
of the cosine function. This term describes the well-known Miiller fringes of spectral 
interferometry [24]. It will be seen that a(z) can be acquired by a Fourier transfor- 




SLD 



R reference 
RE reference plane 

in the object arm 
G grating spectrometer 
PDA array of photodiodes 

a(z) scattering amplitude 



PDA 



Figure 1 Basic principle of the setup of spectral radar. SLD, superluminescent diode; 
R, reference; RE o; reference plane in the object arm; G, grating spectrometer; PDA, photo- 
diode array; a(z), scattering amplitude. 
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mation of the interferogram [25]. The third, autocorrelation term (AC terms), 
describes the mutual interference of all elementary waves [Eq. (5)]. 

The main feature of all FDOCT sensors is that the total distribution of the 
scattering amplitude a{z) along one A-scan is measured at one time. The light that is 
scattered back from each scatterer in the volume contributes to the interference 
signal during the entire measuring time. This is the crucial difference between 
FDOCT sensors and TDOCT sensors. For an A-scan by TDOCT sensors, the 
reference mirror has to be scanned through the depth. The scatterers are measured 
sequentially. Therefore, only a fraction of the light that is scattered back during the 
total measuring time can be considered. 

These differences between the two techniques have a strong influence on the 
dynamic range, which is the ratio of the maximum and minimum measurable power 
P of the signal emanating from the object. It has been shown that the shot noise of 
the photons is the main physical limitation of the dynamic range [18,19]. From this 
fact it can be deduced that the dynamic range is limited only by the number of 
photons from the object that contribute to the interference signal within the measur- 
ing time. The dynamic range of FDOCT sensors is [18,19] 



Z> FD = 101og 



SNRJ- V hv 



(2) 



where SNR F is the minimal necessary signal-to-noise-ratio (which will be set to a 
value of 2 later), P is the total power from the object, hv is the energy of one 
photon, and r\ is the quantum efficiency of the photodiode. 

Here the central result has to be emphasized: The more photons from the 
object contribute to the interference signal, the higher is the dynamic range. 
Therefore FDOCT sensors have a higher dynamic range than TDOCT sensors, 
because in FDOCT the light from all scatterers contributes to the signal during 
the total measuring time, whereas in TDOCT only a fraction of the backscattered 
light causes interference contrast. The dynamic range of FDOCT can in principle 
be greater by typically 14 dB. We summarize these and other considerations in 
Table 1. 

The speed of both methods is presently limited by the exposure time needed to 
integrate sufficient photons or, in other words, by the power of the source. If strong 
sources eventually become available, the speed of TDOCT might be limited by the 
mechanics of the depth scan. 

One interesting further difference is the requirement for the spectral quality of 
the source. The correlogram A(z) [see Section 12.5.1 and Eq. (9)], which is the spatial 
impulse response of both types of sensors, is the Fourier transform of the source 
spectrum S(k). If S(k) is not a soft function (such as a Gaussian) but is disturbed by 
some high frequency modulation, then A(z) displays peaks far away from z = 0. 
Because we want to see extremely small signals deep in the skin, even small peaks 
of A(z) are extremely disturbing, because these artifacts cannot be distinguished from 
real structure. 

Here FDOCT offers a solution: We can compensate for a non-Gaussian spec- 
trum by dividing I(k) by S(k) [see Eq. (9)]. S(k) can be a easily measured in a 
separate step in our system. This is not possible with TDOCT. It should be men- 
tioned that the unavailability of good sources is the bottleneck of optical tomogra- 
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Table 1 Fourier Domain OCT vs. Time Domain OCT 



Parameter 



FDOCT 



TDOCT 



Dynamic range 

Speed 

Source requirements 

Vibration sensitivity 

Technology 



Z> SD = 101ogiV = D TD + 14 dB D TD = 101ogjV - 101og(Az// c ) 



Limited by source 
Low spectral quality 
Sensitive for T > 10 ms 
Sophisticated 



Limited by source 

High spectral quality 

Not very sensitive 

Less sophisticated, mechanical 



phy. A smooth spectrum S(k) is difficult to generate, because of the high coherence: 
Longitudinal modes are unavoidable owing to parasitic reflections at the different 
surfaces of the system. 

Finally, we should mention some drawbacks of FDOCT. All waves that are 
scattered within the volume display interference during the exposure time. Hence, 
FDOCT is more sensitive to vibration, or moving scatterers, than TDOCT. In 
TDOCT we measure only a fraction of the volume at the same time; hence our 
system is less sensitive to motion artifacts by a factor of the ratio of coherence length 
to measured depth. However, if the total measuring time is less than 10 ms — 1 ms, 
we found that the interference patterns appear stable. 

Finally, there is one disadvantage to the use of FDOCT: the considerable 
technical effort needed for the high resolution spectrometer. This disadvantage 
comes specifically into play for larger wavelengths (e.g., 1300 nm) that cannot be 
detected by silicon technology. 



12.5 PHYSICS OF SPECTRAL RADAR 

12.5.1 Fiber-Optic Setup 

For two-dimensional imaging, transverse scanning is necessary (B-scan). In order to 
perform in vivo measurements at different sites in the human body, spectral radar is 
implemented as a (single-mode) fiber interferometer [4]. The sensor is a modified 
Michelson interferometer (Fig. 2). The light source is a near-infrared superlumines- 
cent diode (SLD). In order to find the location of the measurement on the skin we 
use an additional pilot laser in the visible range. The light is coupled into the inter- 
ferometer by a 50/50 fiber coupler. 

In the reference arm we focus the beam onto a reference mirror. In the object 
arm the same combination of lenses is used to focus the light onto the skin. We use 
this combination to have two degrees of freedom in the setup. First we need to adjust 
the optical pathlength in both arms. The reference plane is positioned in a distance z 
of about 200 (im in front of the object surface, in order to get rid of the source 
spectrum ("correlogram") and the autocorrelation terms (described below). Second, 
we can vary the position of the focus of the illumination beam within the skin. The 
light is focused into the skin at a depth of about 200 /xm. The diameter of the spot at 
the surface is about 50 /xm, and the power in the focus is about 360 fiW. The light is 
focused within the skin in order to enhance the interference contrast in deeper 
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Figure 2 Fiber-optic implementation of spectral radar. 



regions of the object [11]. The waves scattered back from different depths of the 
object are coaxially observed. 

Imaging with a finite aperture causes subjective speckle at the entrance of 
the fiber. The speckle contrast is the actual carrier of the information. With an 
accepting aperture NA = 0.1 of the fiber core, there is only one speckle on the 
core. The confocal imaging of the backscattered photons onto the fiber core also 
has the advantage of spatially separating the photons. For photons that have 
been scattered several times, there exists hardly any correlation between run 
time and depth information [22]. Now just these photons will no longer hit the 
fiber. 

The backscattered wave is superimposed with the reference wave. At the 
interferometer exit we use a grating spectrometer to locally separate the different 
wavelengths. The resolution of the spectrometer is 0.05 nm. The spectrum is 
imaged onto an array of 1024 photodiodes, each 2.5 mm x 25 /nm. Each photo- 
diode can collect 6 x 10 7 photons to give low photon shot noise and a large 
dynamic range. The signal is transferred to the host computer by a 14 bit A/D 
converter. Then the Fourier transformation is performed (which actually limits the 
dynamic range). 

12.5.2 Signal Formation 

The measuring principle is based on spectral interferometry. The signal from the 
object consists of many elementary waves emanating from different depths z. We 
neglect the dispersion in the object. The scattering amplitude of the elementary 
waves versus depth is a(z). The object signal is superimposed with the plane reference 
wave a R . At the exit of the interferometer a spectrometer locally separates the dif- 
ferent wavenumbers k(— 2n/k). The interference signal I(k) is 
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I(k) = S(k) 



where 



2r 



a R e- 



jlki 



a{z) exp{z2/:[r + n{z)z\\ dz 



(3) 



pathlength in the reference arm (Because we care only about path 
differences we define r = 0, arbitrarily.) 
pathlength in the object arm 

pathlength in the object arm, measured from the reference plane 
(Table 1) 

offset distance between reference plane and object surface (Table 1) 
refractive index (« = 1 for z < z and n « 1.5 for longitudinal posi- 
tions in the object z > z ) 

amplitude of the reference (For further investigations we set 
a R = 1.) 

backscattered amplitude of the object signal. With regard to the 
offset z , a(z) is zero for z < z (see Fig. 4) 
spectral intensity distribution of the light source 

With these assumptions the interference signal I(k) can be written as 
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I(k) = S(k) 1+2 
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(5) 



It can be seen that I{k) is a sum of three terms. The first term is a constant offset. The 
second term encodes the depth information of the object; it is a sum of cosine 
functions, where the amplitude of each cosine is proportional to the scattering 
amplitude a(z). The depth z of the scattering event is encoded in the frequency 2nz 
of the cosine function. This term describes the well-known Miiller fringes in spectral 
interferometry [24]. It will be shown that a(z) can be acquired via a Fourier trans- 
formation of the interferogram [25]. The third(autocorrelation) term describes the 
mutual interference of all elementary waves. 

We can get a(z) by Fourier transformation of I(k) under the assumption that 
a(z) is symmetrical with respect to z. Fortunately a(z) — for all z < z . So we can 
replace a(z) by the symmetrical expansion ci(z) = a(z) + a(—z). After the Fourier 
transformation we have to restrict ourselves to z > z , which gives us the depth 
information about the object 
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I(k) = S(k)[l 
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In this notation AC[<S(z)] is the autocorrelation. 
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Performing the inverse Fourier transformation we get 
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(8) 



(9) 



A®(B+C + D) 



where ® indicates convolution. From this result the symmetrized scattering ampli- 
tude a(z) and therefore a(z) can be deduced. In other words, we can see the strength 
of the scattering versus the depth. The main feature of all FDOCT sensors is that the 
total distribution of the scattering amplitude a(z) along one A-scan is measured at 
once. Light that is scattered back from each scatterer in the volume contributes to 
the interference signal during the whole measuring time. 

Figure 3 demonstrates the signal evaluation for a mirror like object. Spectral 
radar measures the scattering amplitude in the Fourier domain [Eq. (5)], and the 
evaluation by Fourier transformation delivers the scattering amplitude in the spatial 
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Figure 3 Signal evaluation by spectral radar. (Left) Spectral radar measures the scattering 
amplitude (a,c for different distances z) in the Fourier domain. (Right) Evaluation by Fourier 
transformation delivers the scattering amplitude in the spatial domain (b,d). (a) Interference 
spectrum I(k) versus 1024 photodiodes of the detector array. Intensity is measured as number 
of electrons of each photodiode. (b) Fourier transformation gives the frequency of the cosine 
function, measured in Fourier periods FP (1 FP = 7.2 /xm). (c,d) For a larger distance between 
the mirror and the reference plane, the cosine function displays a higher frequency. 
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domain [Eq. (9)]. The interference spectrum I(k) for a mirror at a distance z l from 
the reference plane is shown in Fig. 3a. The signal contains the cosine function 
acos(2kz\), which is multiplied with S(k). The Fourier transform gives the frequency 
of the cosine function (Fig. 3b). In the spatial domain the frequency is measured in 
Fourier periods (FP): 1 FP = 7.2 /xm. For a larger distance z 2 between the mirror 
and the reference plane the cosine function has a higher frequency (Figs 3c, 3d). The 
finite full width at half-maximum (FWHM) of the frequency peak of about 2 FP is 
caused by the convolution of the scattering amplitude with the correlogram of the 
light source [Eq. (9)]. 

Equation (9) contains the information about the scattering amplitude a(z). 
However, besides the signal term C there are three further terms A, B, and D. 
These terms are well known from holography. As in holography we can get rid of 
them by an offset z of the reference plane with respect to the object surface. 

In the first term, A <g> B, we get the Fourier transform of the source spectrum 
("correlogram" = A) located around z = 0. To separate the correlogram A from the 
signal C we place the reference 200 /xm in front of the surface of the object. A 
distance of 200 /xm is sufficient for the separation, because the correlogram is 
much shorter (coherence length ~35/xm) if S(k) is a smooth function without 
ripples. 

There is one more disturbing term: A® D denotes the autocorrelation terms, 
which describe the mutual interference of all scattered elementary waves. In the 
strongly scattering skin the influence of D can be neglected because the autocorrela- 
tion term is much weaker than the signal term, which is weighted by the strong 
reference amplitude. Moreover, these terms are also located around z — 0. 
Therefore, the center of the autocorrelation term is separated from the object signal 
a(z) even for a small offset z (Fig. 4). As mentioned earlier, the outer lobes of the 
AC terms are too weak to disturb us. If the object shows high backscattering from 
large depths, there is still the possibility to perform at each position a second mea- 
surement with no reference signal and subtract that signal from I(k). 

Finally, we have a convolution of the signal C with the correlogram of the light 
source. To achieve high resolution measurements the spectral characteristic of the 
light source has to be taken into account. Only if the light source has a broad and 
smooth spectrum without noise or ripple will the convolution peaks be sufficiently 
narrow. Otherwise we can overcome the influence of the convolution by dividing Eq. 
(9) by the correlogram of the light source. 
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Figure 4 Sketch of the scattering amplitude a(z) and the autocorrelation terms. a(z) is zero 
up to the object surface that is located at z . Due to the reference offset z , the object 
reconstruction is separated from the AC terms, which are located around z = 0. 
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12.5.3 Measuring Range and Measuring Uncertainty 

The measuring range Az of spectral radar is basically limited by the resolution of the 
spectrometer [17]. A large difference between the object and reference optical paths 
will cause a high frequency in the spectrum. According to the sampling theorem the 
sample frequency of the photodiode array has to be twice as large as the highest 
occurring frequency in the spectrum. For z = z MAX , the period of the cosine fringes 
is Sk — 7t/hz max . Therefore the spectrometer has to resolve at least Sk/2. With 
|<5A:| = 2x8), /k 2 , we get 



(10) 



With the parameters in our setup the measuring range is Az = 2.4 mm (n = 1.5). 

However, if we measure a mirror at variable distance z, we observe a decay of 
the signal peak with increasing distance. This decay is caused by the finite width of 
the photodiodes (1/<5A.) of the spectrometer, although the reflected amplitude stays 
the same. To get the real scattering amplitude a(z) we must first compensate for this 
decay by normalization. Each measurement is normalized by dividing the measured 
signal by the measured decay. 

The achievable spatial resolution depends on the coherence length of the light 
source and the scattering characteristics of the object. According to our experiments 
on the behavior of the spatial impulse response during signal propagation in volume 
scatterers with OCT methods [22], the minimum resolvable distance decreases with 
decreasing coherence length. However, it is finally limited by the scattering charac- 
teristics of the object. To determine the spatial resolution of spectral radar we 
measured a well-defined multilayer object with scattering coefficients adapted to 
human skin [26]. It turns out that the achievable spatial resolution within a range 
of 1000/Lim is about 10 fim or less. 



12.6 EXPERIMENTAL RESULTS 

12.6.1 Measurements on Biological Objects 

Spectral radar was implemented as a fiber-optic system, and in vivo measurements 
were performed [4,18,19]. Figure 5 shows the head of the spectral radar including the 
collimation optics, the devices to adjust the reference plane and the depth of focus, 
and the lateral scanner. 

Figure 6 displays two optograms comparing human skin at the forearm and the 
hand. We can distinguish the typical layer structure of human skin in both measure- 
ments. The scattering amplitudes along two A-scans (lines A and B) are shown at the 
bottom of the figure. Along each A-scan we see first a high peak obtained from direct 
reflection at the surface (position ~ 100 /xm) and the strongly scattering stratum 
corneum (s.c). The next layer of the skin is the boundary of the weakly scattering 
stratum germinativum (s.g.) followed by the strongly scattering stratum papillare 
(s.p.). In Fig. 6 the difference between different types of skin is evident. The structure 
in the forearm (e.g., thickness of the s.g.: 70-80 /xm) is thinner than the structure at 
the hand (thickness of the s.g.: 300-350 /xm). 
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Figure 5 Spectral radar is used to check a patient's arm. 



The main aim of OCT is to investigate alterations of the skin. We investigated 
the influence of increased moisture content on the morphological structure of the 
skin by OCT. In the result the thickness of the epidermis with increased moisture 
content leads to an average extension of the epidermis of about 10% [4]. We can 
demonstrate the difference between healthy skin and a superficial spreading mela- 
noma [4]. Further, we measured the morphological structure of a fingernail and that 
of the growing nail beneath the skin [19]. 

In Fig. 7, a malignant melanoma and Bowen's disease, a preliminary stage of 
skin cancer, are compared. The melanoma causes an accumulation of melanin in the 
cells of the epidermis and therefore high backscattering. In addition, the layer 
structure of the healthy skin is destroyed. The epidermis is extended, and the back- 
scattering caused by the melanin is very strong and homogeneous. The layer struc- 
ture of the skin has vanished in the malignant melanoma as in the Bowen's disease 
(Fig. 7). Differently from the melanoma, the scattering amplitude in the Bowen's 
disease decays exponentially. This picture shows the possible first step of spectral 
radar to differentiate alterations in the skin. Many further measurements have to be 
done to confirm the result. 

The optogram of Fig. 8 displays a tunnel in the epidermis built by a larva 
migrane transferred by a midge bite. The tunnel in the epidermis is characterized by 
an almost vanishing scattering amplitude due to tissue missing from the longitudinal 
position beneath 150/u.m. The tunnel was too deep for its end to be detected. 

Our most recent measurements have been performed with a more powerful 
SLD (output power in the fiber ,P=10mW; central wavelength k = 840 nm; 
FWHM = 20 nm; coherence length l c = 35 /xm). According to our considerations 
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Figure 6 Optograms from two different parts of the human skin. Left: Skin at the forearm. 
Right: Skin at the hand. 



about the dynamic range, the measuring range increases with increasing output 
power. In measurement with the former SLD (output power P= 1.7 mW) we 
could achieve a depth of only about 600 /xm in the skin of the fingertip (Fig. 6). 
Now we are able to measure scattering amplitudes up to a depth of more than 1 mm 
with the new SLD. Figure 9 displays an optogram of human skin at the fingertip 
obtained with the new SLD. Fhe epidermis (first two layers) has a thickness of about 
250 /xm. The third layer with high signal due to backscattering and dark zones below 
is the stratum papillare. The surface of the skin follows the waves of papillary ridges 
in the depth. The lateral B-scan is performed over the range of 2 mm. The measuring 
time for the whole optogram is 21 s. (About half of the time is for scan and control of 
the spectrometer. The exposure time for one A-scan is 20 ms.) 

The lateral boundary between normal skin and a malignant melanoma can be 
seen in Fig. 10. The melanoma causes an accumulation of melanin in the cells of the 
epidermis and therefore high backscattering (white areas at the bottom of the image). 
The epidermis is extended, and the typical layer structure is destroyed. At the top of 
the image you see healthy human skin with a three-layer structure. The result deliv- 
ered in Fig. 10 corresponds well to the histology. The melanoma has an average 
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Figure 7 Optograms of malignant melanoma (left) and Bowen's disease (epithelioma) 
(right). Both skin alterations destroy the layer structure of the healthy skin. The epidermis 
is extended. The scattering amplitude in the malignant melanoma is strong and homogeneous. 
The scattering amplitude of the Bowen's disease decays exponentially. 



thickness of about 550 fim. This depth was confirmed by further measurements. The 
measurement was performed with the 10 mW SLD. 

12.6.2 Technical Applications 

Although spectral radar was developed for the acquisition of 3-D data of biological 
tissue, it can be used for the examination of technological objects as well [18]. In 
Fig. 11 we show the structure of a multilayer printed circuit board. The board 
contains four layers of conducting lines, at depths of about 200, 400, 600, and 
700 /zm. The first layer is on the surface. The last one is the copper baseplate. The 
conduction lines are also made of copper. Because the light cannot penetrate copper, 
no signal can be acquired from underneath the metal. Another application is the 
measurement of the thickness of paint. Three layers of paint on a car body can be 
detected and measured. 
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Figure 8 Optogram of a tunnel in the epidermis built by a larva. Tunnel diameter 250 /im. 
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Figure 9 Optogram of human skin at a fingertip. With the new SLD (output power 
P = lOOmW) the A-scans shows the scattering amplitude in a depth of up to nearly 1 mm. 
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Figure 10 Lateral boundary between normal skin and a malignant melanoma. The mea- 
surement was performed with the 10 mW SLD. 
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Figure 11 Structure of a multilayer printed circuit board. Fiber bundles and conduction 
lines in several layers are visible. 
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12.6.3 Supplementation by Optical Coherence Profilometry 

In addition to OCT measurements of the morphological structure of the skin, clini- 
cally relevant data about alterations of the skin can be acquired by measurements of 
the surface skin topology. Alterations in the surface can also be detected by low 
coherence interferometry. We call this method optical coherence profilometry (OCP) 
[4] or coherence radar [28]. For in vivo OCP on human skin we use fiber-optic 
coherence radar [18,27]. 

The experimental setup for coherence radar uses a Michelson interferometer 
(Fig. 12). The light source is a light-emitting diode (LED). The reference mirror and 
the skin are illuminated by a plane wave. Light scattered back from the surface of the 
skin is imaged onto the CCD camera. Imaging with a finite aperture causes speckle in 
the image plane. Each speckle has a constant but arbitrary phase. Therefore, the 
speckles are the actual signal carrier in interferometry on rough surfaces [28]. 

White light interference displays maximum contrast in a plane, where the 
object optical pathlength is equal to the reference pathlength. To get the 3-D 
shape, the reference plane has to be scanned through the object. During the scan, 
within each pixel of the CCD camera an intensity variation occurs, called a correlo- 
gram. Its period is one-half of the average wavelength of the light source. For each 
pixel the contrast of the correlogram is measured during the scan. The maximum 
contrast defines the locus of equal optical pathlengths. Outside the center of the 
correlogram, the interference contrast decays rapidly, dependent on the coherence 
length of the light source. Special hardware is used to detect this maximum and to 
save the actual position of the translation stage. This is done for each of the 256,000 
pixels in parallel. The speed of depth measurement is z^ = X/6T, which is 4/xm/s 
using a standard video camera with a 25 Hz frame rate. By modification of the 
sensor, the speed can be increased to 70/Ltm/s [29]. 

The measuring uncertainty Sz (standard deviation) of measurements with con- 
tinuous coherence radar is caused by the statistical phase in the speckle. Therefore Sz 
is mainly limited by the roughness of the object and not by parameters of the sensor 
(e.g., observation aperture). Industrial surfaces can be measured with Sz < 1 //m [28]. 

The algorithm is based on measuring the contrast of the correlogram, not its 
phase. Therefore movements of the object leading to distortions of the phase will not 
influence the contrast. This is why in vivo measurements of a slightly moving object 
such as human skin are possible. 

The conventional setup for coherence radar, developed for technical objects, is 
fixed on a bulky translation stage. The part of the human body to be measured has to 
be brought to the sensor. This limits the flexibility of the system. Therefore we 
implemented a fiber-optic version of coherence radar with a translation stage sepa- 
rated from the sensor head [18,27]. 

For the separation of the translation stage from the sensor head, a fiber has to 
be used in the reference arm of the interferometer (Fig. 13). To ensure equal optical 
pathlengths in the object and reference arms, a second fiber has to be placed into the 
object arm. This is done by inserting an additional beamsplitter (BS1 in Fig. 13), 
which splits the incoming light up into reference and object beams before the main 
beamsplitter of the coherence radar (BS2 in Fig. 13) is reached. This setup is equiva- 
lent to a combination of a Mach-Zehnder interferometer and a Michelson interfe- 
rometer. The scan in the z-direction is done in the reference arm of the Mach- 
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Figure 12 (a) Experimental setup for conventional coherence radar, (b) Correlogram of an in vivo measurement of human skin. 
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Figure 13 Setup for fiber-optic coherence radar. 
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Zehnder interferometer by varying the optical pathlength between the two collima- 
tors C R i and C R2 . Because the sensor head contains no mechanical moving parts, it 
can be miniaturized and becomes mobile. 

Figure 14 illustrates the fiber-optic implementation of coherence radar. The 
sensor consists of two spatially separated components: the sensor head and a module 
containing the translation stage. The two parts are connected by single-mode fibers. 
The light source is an SLD. An additional pilot laser in the visible range is used for 
aiming. 
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Figure 14 Fiber-optic implementation of coherence radar. 
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Figure 15 Mobile sensor head of the coherence radar instrument. 



The sensor head contains the main part of the coherence radar for in vivo OCP. 
A beamsplitter superimposes the parallel reference beam with the light scattered 
back from the surface of the skin (Figs. 14 and 15). The measurable area of the 
skin surface depends on the output power of the light source and on the reflectivity 
of the surface. Presently the field of view is 5 mm x 5 mm. 

In vivo OCP measurements of several regions of the body — i.e., hand, forearm, 
nose, belly, etc. — have been performed [27]. Figure 16 displays two gray-level- 
encoded height maps of measurements. The field of view is 2.5 mm x 2.5 mm. 
Both measurements were performed without any preparation of the skin and at a 
z speed of 4/Ltm/s. At the bottom of Fig. 16 the profile of the surface along the line 
depicted in the photo above is displayed. The picture to the left shows the wrinkles of 
the skin of a fingertip, which have a depth of about 80 /xm. The measurement of the 
forearm on the right displays a mesh of deep wrinkles (depth of 80 /mi) and shallow 
wrinkles (depth of 30 fim). 
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Figure 16 In vivo OCP measurements with the fiber-optic coherence radar. 
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12.7 CONCLUSION 

Spectral radar is an optical sensor for the acquisition of skin morphology. The 
scattering amplitude a(z) along one vertical axis from the surface into the bulk 
can be measured within one exposure. No reference arm scanning is necessary. 
The dynamic range is limited by the maximum power of the object. The more 
photons from the object contribute to the interference signal, the higher is the 
dynamic range. The experimental determination of the dynamic range is D = 19 
dB. The dynamic range is, for the present implementation, limited by the A/D 
converter. Spectral radar works in the Fourier domain and has the same advantage 
over standard (time-domain) OCT as Fourier spectroscopy has over standard spec- 
troscopy: the dynamic range of FDOCT is higher than that of TDOCT. In Table 1, 
FDOCT and TDOCT are compared "in a nutshell." We showed optograms of in 
vivo measurements of human skin obtained with a fiber-optic implementation of the 
sensor. The thickness of the skin layers at different locations of the body in vivo is 
accurately displayed. With spectral radar we can distinguish different skin altera- 
tions such as malignant melanoma, Bowen's disease, and skin damage by larva 
migrane. 

In addition to OCT measurements of the morphological structure of the skin, 
clinically relevant data about alterations of the skin can be acquired by measure- 
ments of the surface skin topology. We used fiber-optic coherence radar for in vivo 
OCP on human skin. The measuring uncertainty on the skin is about 2 /nm. The field 
of view is presently 5 mm x 5 mm. 
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13.1 OPTICAL DIFFRACTION TOMOGRAPHY AND OPTICAL 
COHERENCE TOMOGRAPHY 

In optical tomography, the spatial structure of the illuminated object is recon- 
structed from scattered light data. Because the wavelength of optical radiation is 
not appreciably smaller than the structural elements of the object to be resolved, 
diffraction plays an important role. Hence, high resolution optical tomography must 
be based on diffraction physics. The diffraction projection theorem yields a solution 
for the corresponding inversion problem and provides the mathematical frame of 
optical diffraction tomography (ODT) [1]. It states that some of the three-dimen- 
sional spatial Fourier components of the scattering potential can be determined from 
measurements of amplitudes and phases of the scattered field [2]. This theorem has 
been used with many types of radiation in addition to optical radiation [3], for 
example, with X-rays [4,5] and in ultrasonics [6]. 

"Tomographic" imaging techniques derive two-dimensional data sets from a 
three-dimensional object to obtain a slice image of the internal structure. In optical 
coherence tomography (OCT) [7], scattered field data are derived from backscattered 
light. The depth position of light-remitting sites is detected by a partial coherence 
interferometric (PCI) depth scan (so-called optical A-scan), whereas lateral positions 
are determined by scanning the probe beam across the object. Usually, a Michelson 
interferometer with a short coherence length light source is used to perform the 
depth scan. The OCT image is synthesized from a series of laterally adjacent PCI 
depth-scan signals. 

The diffraction projection theorem is derived with the assumption of weakly 
scattering objects. This assumption means that photons are scattered at most once. 
Hence, the scattered photons carry information about one light-scattering site. In 
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this case the scattered field can be obtained by the first Born approximation as a 
volume integral extended over the illuminated object volume V(r') [1]. In OCT the 
object is illuminated by a rather narrow light beam. Therefore, far-field scattering is 
a reasonable approximation that leads to a simplified version of the diffraction 
projection theorem [8,9]: 

E (r, K, t) oc -exp(/k (S) r - icot) F (r') exp(-ZKr') d\' 



F (K)exp(ik. (S) r-ia)t\ 



E (r, K, /) is the electric field scattered by the object. k (l) is the wave vector of the 
incident wave, k (S) is the wave vector of the scattered wave, and K = k (S) — k (l) is the 
scattering vector. |k (l '| = |k (S '| — k — 2n/k — w/c is the wavenumber, X is the wave- 
length, u> is the frequency, c is the velocity of light, and r is the position vector, ^(r) 
is the scattering potential of the object (we call it the "object structure"): 

F {t) = -k 2 [m{tf-\\ (2) 

where m(r) is the complex refractive index of the object. Equation (1) is basically a 
Fourier transformation. It can easily be understood in terms of Huygens' principle: 
The scattered wave (with wave vector k (S) ) is composed of elementary waves with 
amplitudes and phases determined by the Fourier transform F (K) of the scattering 
potential of the object [9]. Hence, the three-dimensional scattering potential F (r) can 
be obtained by an inverse Fourier transform of the complex amplitude of the scat- 
tered field E (t, K, t). 

However, access to the Fourier data is considerably restricted. That can be seen 
from the Fourier data geometry in K-space, Fig. 1 . For any direction of k (S) the 
scattering vector K points to the surface of the so-called Ewald sphere. As can also 
been seen from Fig. 1 , backscattering with monochromatic light gives access to only 
one high spatial frequency, i.e., discontinuities of the scattering potential. A wave- 
length range from X\ to X 2 obtains Fourier components of the scattering potential in 
the spatial frequency range [K lz , K 2Z ] and therefore has access to a finite range of 




Figure 1 K-space geometry of backscattering (backscattered light is detected at P). k\ = 
wave vector of illuminating wave at wavelength X t ; k, = wave vector of scattered wave at Xy 
Kj = scattering vector corresponding to Xj; E x , E 2 = Ewald spheres corresponding to wave- 
lengths Xj and X 2 ; IB = illuminating beam; BS = Fourier data accessible by backscattering; 
OB = object. 
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Fourier components. Nevertheless, again only relatively abrupt changes in the scat- 
tering potential, occurring within a few wavelengths, can be seen by backscattering 
tomography. 

In the optical regime, diffraction tomography presents considerable difficul- 
ties. Only a few experimental works concerning three-dimensional or even two- 
dimensional computational reconstruction from measured ODT data can be 
found in the literature [3]. No lasting biomedical application has been reported 
so far, though an interesting aspect of ODT is the possibility of quantitative 
imaging [10]. 

A straightforward application of ODT is also hindered by the large amount of 
(three-dimensional) data that would have to be collected in order to provide high 
resolution (two-dimensional) tomograms. Because the scattered field data belong to 
the three-dimensional Fourier spectrum, an A?" 2 pixel (two-dimensional) tomogram 
would roughly require TV 3 three-dimensional Fourier data, which means that a 
photodetector array with N^ detector elements would have to be used. Hence, mod- 
ifications of ODT have been sought [11]. 

One class of successful modifications are the spectral interferometric techni- 
ques. Only one direction of scattering is detected with these techniques, usually the 
backscattering direction. A spectrometer is used to disperse different wavelengths on 
a linear photodetector array. Hence, a two-dimensional version of the Fourier slice 
theorem [2], following straightforwardly from the Fourier integral, is useful: 



F (x, y, z) dx dy ■■ 



F o (0, 0, K z ) exp[iK z z] dK : = FT' 1 \f (K)\ (3) 



where F o (0, 0, K-) = F (K) are the wavelength-dependent backscattered field data. 
This theorem relates the Fourier transform of the object along a line in Fourier 
space [F(0, 0, K,)] to the Fourier transform of a two-dimensional projection (in 
the xy plane) of the object. Hence, to maintain transverse resolution the object 
must be illuminated by a slim light beam (narrow in the xy plane) as is usual in 
OCT. 

Depth resolution is defined by the Fourier uncertainty relation. Using the full 
width at half-maximum (FWHM) Az as a measure of the minimal extension of a 
scattering potential in direct space that can be resolved using a light source with 
FWHM bandwidth AK : in Fourier space, and assuming a Gaussian shape of the 
scattering potential and of the source spectrum, we obtain a space-bandwidth pro- 
duct 

(Az) FWHM (Aiy FW HM = 8 1n2 (4) 

and a minimum resolvable spatial extension of the scattering potential, 

21n2/ X 2 \ 

(Az) FW hm = — — 7XT\ ( 5) 

it y(AA) FWHM y 

This defines OCT depth resolution. It equals the so-called round-trip coherence 
length of the light, which has been used as a definition of coherence length [12,13]. 
It should be noted, however, that light in backscattering travels along the same path 
twice — there and back — through the object. Hence, the corresponding FWHM 
coherence length l c is twice as large [14]: 
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it \ AX I 
This definition of coherence length will be used later in this chapter. 
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13.2 SPECTRAL OCT TECHNIQUES 

13.2.1 Complex Spectral Interferometric OCT 

A direct implementation of this technique is the complex spectral interferometric 
OCT technique [15]. In this technique the wavelength-dependent amplitudes and 
phases of F (K) are obtained with the help of a phase interferometric spectrometer. 
This is, for example, a Michelson phase interferometer with a spectrometer at the 
interferometer exit. (In contrast to a fringe interferometer, which displays object 
phase structures implicitly as fringes, a phase interferometer determines the object 
wave phases explicitly.) The spectrometer displays the monochromatic field compo- 
nents. In the phase interferometer an additional piezoelectric translator is used in the 
reference arm to perform a direct phase measurement (see Fig. 2). A series of known 
phase changes are induced between the object and reference beams in the interfe- 
rometer, generating a series of spectral intensity data at the spectrometer exit plane. 
A corresponding number of intensity frames are recorded. 

The reference beam phase is changed in a known manner. From changes in the 
spectral intensity data the wavelength-dependent amplitudes and phases of the scat- 
tered field are directly calculated [16] and F (K) is obtained. According to Eq. (3), an 
inverse Fourier transform of the complex amplitude of the scattered wave yields the 
object structure. 




fc=ff 



RM PEC 



*1 




Figure 2 Complex spectral OCT. [/ PE is the piezoelectric driving voltage to perform a series 
of known phase changes of the reference beam. BS = beamsplitter; DG = diffraction grating; 
ET = beam-expanding telescope; OB = object; PA = photodetector array; PEC = piezo- 
electric crystal; RM = reference mirror; SLD = superluminescent diode; SM = scanning 
mirror. 
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This technique gives direct access to absorption properties of the object. In the 
macroscopic theory of electrodynamics the linear absorption coefficient [17] 

2cok 



a = ■ 



(7) 



depends on the extinction coefficient A:(r), which is part of the complex refractive 
index m: 



m(t) — rj(r) + iic(r) 



(8) 



and can be obtained from the complex scattering potential F (r) of the object, for 
example, by splitting the complex scattering potential into real and imaginary parts. 
rj(r) is the phase refractive index. First imaging applications of complex spectral 
interferometric OCT in dermatology and dentistry have been reported [14,15]. 
Figure 3 (see color plate) presents a complex interferometric OCT image of an in 
vivo human finger-nail. 

13.2.2 Spectral Interferometry and Spectral Radar 

In the spectral interferometric and spectral radar OCT techniques a Michelson 
interferometer with a spectrometer at the interferometer exit is also used. This tech- 
nique was described about a decade ago [18,19] and was later mainly used in the 
dermatological field [20]. There is a basic difference compared to the complex spec- 
tral interferometric OCT technique. An inverse Fourier transform of the spectral 
intensity of the scattered waves does not yield the object structure but yields the 
autocorrelation function (ACF) of the object structure: 



FT- l {l (K)}cx 



F* {z)F {z + Z)dz = ACF P {Z) 



(9) 



However, because autocorrelation is not a useful presentation of the object structure, 
an additional singular light-reflecting interface (mirror) positioned near the object is 
used. This yields a reference structure with a fixed phase. Then the inverse Fourier 
transform yields, among other terms, one term with the object structure (namely, the 
cross-correlation of the object structure with the delta-like reference structure). 

In the spectral techniques the reference wave encodes the object phase in the 
resulting interferogram term implicitly. It is not used to determine the phase of the 
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Figure 3 Complex spectral OCT image of a human fingernail. X = 850 nm; AX = 18 nm. 
The magnitude of the scattering potential is logarithmically encoded in false colors. Depth 
dimensions are in terms of optical path length. (See color plate.) 
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scattered field explicitly. It serves to introduce a carrier frequency in the spectrum in 
order to separate the various correlation terms in the reconstruction. Hence, these 
techniques are generalizations of the old channeled spectra interferometric technique 
[21]. An important advantage of the spectral techniques is that the reference mirror 
need not be mechanically moved. A disadvantage is the limited wavelength coverage 
of available photodetector arrays. A further disadvantage is the usually large dc 
component on the photodetector array, which limits the dynamic range of the 
detector because a straightforward ac coupling, as with single photodetectors, is 
not possible with CCD arrays. 



13.2.3 Wavelength Tuning (Chirp) OCT 

Wavelength tuning OCT (WT-OCT) is related to spectral interferometry. (This 
technique is sometimes called chirp OCT, a term derived from the corresponding 
frequency-modulated electronic radar technique.) In this case, however, the wave- 
length-dependent intensity data are not recorded simultaneously by use of a broad- 
band light source and a spectrometer; instead, they are recorded subsequently by 
illuminating the interferometer with a tunable narrowband laser and recording the 
intensity at the interferometer exit by a single photodetector. 

Similar to spectral OCT, this technique has been used so far only with back- 
scattered light, i.e., to obtain depth information on the object. Lateral information is 
obtained by performing several WT interferometric (WTI) scans at adjacent posi- 
tions. 

We explain the measurement of a path difference 2L in an interferometer with 
reference to Fig. 4. If the wavelength X of the tunable laser diode is kept at a fixed 
value, the intensity at the photodetector can be calculated as 



, cos(27r A$) 



(10) 



Mirror 1 



Tunable laser 
diode 



Mirror 2 




Time dependent 
signal 

Figure 4 Schematic diagram of the principle of wavelength tuning interferometry. (Adapted 
from Ref. 28.) 
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where 7j and I 2 are the light intensities reflected at mirrors 1 and 2, respectively, and 
A<I> is the phase difference of the two beams. This phase difference is given by 

L k 

A<J> = 2- = 2L — (11) 

where k is the wavenumber corresponding to k. If the wavenumber is changed, the 
phase difference changes accordingly. This causes the intensity at the photodetector 
to oscillate with a frequency/: 

dA<S> dA<& dk L dk 

dt dk dt tt dt 

Hence, the frequency is directly proportional to the tuning rate of the wavenumber 
dk/dt and to the path difference L. If dk/dt is constant, L can be obtained by a 
Fourier transform of the time-dependent intensity signal recorded by the photode- 
tector during tuning. If the object contains several reflecting or backscattering sur- 
faces located at different depth positions, each individual path length difference 2L,- 
gives rise to a corresponding frequency /■. A Fourier transform retains all of the 
corresponding distances and reflectivities, i.e., the backscattering potential distribu- 
tion along the z axis. Hence, the Fourier transform of the time domain signal 
recorded during wavelength tuning retains the same information as an optical A- 
scan recorded by PCI. 

The advantage of this technique compared to standard OCT techniques is 
again that a fixed reference arm length is used and no moving parts are needed. 
The use of a single photodetector has the advantage of simple elimination of the 
unwanted dc intensity terms by high-pass filtering of the photodetector signal. This 
enhances the usable dynamic range of the detection system considerably. 

The drawback of WTI and WT-OCT, which restricted its use to only a few 
demonstrations [22-28], are the constraints of the available laser sources. The wave- 
length of the laser must be continuously tunable, without mode hops. The tuning 
range A A. determines the depth resolution according to Eq. (15). The wider the 
tuning range, the better the resolution. Two different types of compact tunable 
laser diodes have been used up to now: external cavity laser diodes [22,24-26] and 
distributed Bragg reflector (DBR) laser diodes [23,27,28]. External cavity laser 
diodes have a wide tuning range of 10 nm and more. However, their slow tuning 
speed restricted the use of this large bandwidth to in vitro objects. DBR laser diodes 
can be tuned within milliseconds, but their tuning range is low and hence the resolu- 
tion obtained is poor (on the order of 100 //m). Moreover, their tuning rate is not 
constant, and they are not mode-hop-free. This situation can be improved, however, 
by using advanced solid-state laser technology. Recently, the first experiments with a 
Cr 4+ :forsterite laser demonstrated scan repetition rates of 2 kHz, yielding WTI with 
a resolution of 15/xm [29]. 

A first application of the use of a three-section DBR laser diode for measuring 
intraocular distances in vivo by WTI has recently been reported [28]. The problems 
of the nonlinear tuning rate and the mode hops were solved by using an auxiliary 
Michelson interferometer that provided a reference signal for numerically correcting 
the nonlinearities of dk/dt and for eliminating the signal distortion caused by the 
mode hops. Figure 5 shows a schematic diagram of the instrument. With a tuning 
range of 2 nm, a depth resolution of ~ 150/zm was obtained. Figure 6 shows the 
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Figure 5 Schematic diagram of wavelength-tuning interferometer used for intraocular ran- 
ging. (Adapted from Ref. 28.) 



result of a WTI scan carried out parallel to the optic axis of the eye of a healthy 
volunteer. In this case, the anterior corneal surface was used as the reference surface. 
Anterior chamber depth, lens thickness, vitreous depth, retinal thickness, and axial 
eye length were measured; the recording time was 16 ms. 

The first two-dimensional WT-OCT tomogram was recorded by Chinn et al. 
[24]. Using an external cavity laser diode, these authors recorded a section through a 
stack of microscopy cover glasses (see Fig. 7). The laser had a scan repetition rate of 
10 Hz and was tuned over a wavelength range AX = 20 nm. A depth resolution of 







i ■ i * i ' i 


& 




Retina 




3 




Posterior tens 




i_ 




Anterior lens surface 




|0,0 

CD 




surface 

\ 


-"" 




S 












C 












g 1 0.05 


- 










TB 

c 

m 

0.00 




u 


f 1 





10 20 30 

Optical distance to cornea (mm) 



40 



Figure 6 WTI scan obtained in a human eye in vivo. (Adapted from Ref. 28.) 
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Figure 7 WT-OCT image of a stack of microscopy cover glasses. The figure contains a 
sketch of the object as an insert. (Courtesy of J. G. Fujimoto, MIT. Reprinted from Ref 
24 by permission of the Optical Society of America.) 



38 /xm was obtained. The first WT-OCT images of a scattering phantom were 
reported by Haberland et al. [27]. These authors used a DBR laser diode. They 
also claim that information on flow velocities can be obtained with this technique. 



13.3 DUAL-BEAM OCT 

In dual-beam OCT the object is illuminated by both beams exiting from a Michelson 
interferometer (or another two-beam interferometer) [30]. In the optical scheme of 
Fig. 8 a superluminescent diode illuminates a Michelson interferometer. The inter- 
ferometer splits the beam into two subcomponents, generates a path difference, and 
recombines the two subcomponents. The recombined beams leave the interferometer 
as a coaxial "dual beam." A beamsplitter at the interferometer exit reflects the dual 
beam toward the object. A lateral scanning mirror directs the beam to transversely 
adjacent positions at the object (here the eye's fundus). The reflected beams pass 
through the interferometer exit beamsplitter and are detected by the photodetector. 

The basic principle of the dual-beam technique is to match the path difference 
generated by the interferometer to path differences between the light-remitting sites 
in the object. This makes the dual-beam technique insensitive to distance variations 
between object and interferometer. The optical scheme is explained in more detail 
with the help of Fig. 9. 

The two subcomponents E' and E of the dual beam that leave the interferom- 
eter toward the object have a path difference corresponding to twice the interferom- 
eter arm length difference, 2z. A PCI depth scan is performed by shifting one of the 
interferometer mirrors, subsequently called the "measurement mirror" (MM). This 
mirror is moved, for example, by a stepper motor with a constant speed v, which 
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Figure 8 Optical scheme of a bulk optics dual-beam OCT device for ocular fundus imaging. 
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Figure 9 Principle of dual-beam OCT. MM = measurement mirror; RM = reference mir- 
ror; RM' = virtual position of reference mirror in the measurement arm. E' and E are the 
dual-beam subcomponents. Both subcomponents experience an additional path difference of 
2d by the object; and d is the optical length. Interference occurs if 2d = 2z± l c , where l c is the 
coherence length of the light. Note the resulting symmetry of the photodetector signal U as 
well as that of the PCI signal S. 
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causes a Doppler shift f D — 2v/X of the light frequency of the corresponding beam. 
Each subcomponent is reflected at the object interfaces separating regions of differ- 
ent refractive indices. For example, the components E' F and E F in Fig. 9 have been 
reflected at the fundus (F) of the eye, whereas the components E' c and E c have been 
reflected at the anterior corneal surface (C). If z = d, the components E F and E' c 
overlap and generate a photodetector signal alternating at a frequency f D . The 
photodetector signal is then amplified and filtered by a bandpass filter that transmits 
only signals with/^. The envelope of the rectified signal (S in Fig. 9) is the final PCI 
signal and is recorded as a function of the interferometer's arm-length difference z 
with a personal computer. 

The dual-beam technique is somehow ambiguous. The same signal will appear 
at the photodetector at an interferometer path difference z = —d (indicated in Fig. 
9). In fact, the autocorrelation of the object structure is obtained. This, however, 
does not create a severe problem. Either one of the object interfaces (in the case of 
the eye, for example, this is provided by the anterior corneal interface) generates a 
strong wave, leading to dominating autocorrelation terms, or a corresponding inter- 
face may be attached to the object. 

The PCI scans or optical A-scans recorded in this way contain signal peaks 
characteristic of the object interfaces. From the positions of these peaks on the z axis 
the respective optical distances of the object structure can be determined (typically, 
as usual in OCT, within the so-called round-trip coherence length, ±/ c /2 [12]). The 
geometrical distances are obtained by dividing the optical distances by the group 
index of the respective medium. The dual-beam PCI technique has found important 
medical applications itself, in particular in the ophthalmological field of intraocular 
distance measurement [31-35]. Its exceptional stability in an axial direction is rather 
helpful, in particular if the depth scans go over some millimeters. For example, it has 
recently been shown that the refractive outcome of cataract surgery can be improved 
substantially if PCI biometric data are used [36]. 

In dual-beam OCT, as usual, the image is synthesized from a series of lat- 
erally adjacent PCI depth scans [37]. These positions can be addressed by the 
lateral scanning mirror. The unique depth measurement stability of the dual- 
beam PCI technique may be used here too and lead to high precision OCT 
depth and thickness measurement techniques. Investigation of dual-beam OCT 
has only recently been started [38]. In a first step a simple lateral scanning unit 
was added to a PCI interferometer. As an example, Fig. 10 shows a horizontal 
foveal cross-sectional dual-beam tomogram of a patient with macular edema. The 
low transverse resolution is due to a detection aperture of less than 0. 1 and caused 
by the laboratory-type instrument permitting reproducible transverse steps only on 
the order of 0.5°. 

One drawback of the dual-beam OCT technique in ophthalmological fundus 
imaging is the poor signal-to-noise ratio due to the wave front mismatch of the 
two interfering beams reflected at the anterior corneal surface and the retina. If 
the probing beam is collimated, the light reflected at the retina will be collimated 
by the optical elements of the eye whereas the beam reflected at the cornea will 
be divergent. If the probing beam is focused at the cornea, the light reflected at 
the retina will be divergent. In either case, a concentric ring-shaped interference 
fringe system is formed. The diameter of the pinhole in front of the photodetector 
has to be small enough that only a single fringe is transmitted onto the detector 
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Figure 10 Horizontal foveal cross-sectional dual-beam tomogram of a diabetic retinopathy 
patient with macular edema [38]. Thickness values are optical; the geometrical values are 
obtained by dividing the optical distances by the group index (& 1.4). SLD with 
X = 855 nm; AX = 24.6 nm. 



surface. This leads to a pinhole diameter in the 50 /xm range, resulting in a rather 
low light power at the detector surface and a correspondingly poor signal-to-noise 
ratio. 

To overcome this drawback, a diffractive optical element (DOE) can be used 
[39]. A Fresnel zone lens can be implemented in front of the eye to focus part of the 
incident light beam on the vertex of the cornea and transmit part of the beam 
uninfluenced. The latter part is focused by the optics of the eye onto the retina. 
The beams reflected by the anterior corneal surface and the retina will thereby 
both be converted to parallel beams on their way back to the detection unit. A 
corresponding DOE has been designed to focus 40% of the intensity of the incident 
light beam on the vertex of the cornea and to let 60% pass through as a collimated 
beam. This led to an increase of about 20-25 dB in the signal-to-noise ratio for in 
vivo measurements [40]. 

We used the dual-beam OCT technique to demonstrate the depth resolution 
obtainable in retinal tomograms of a human eye in vivo. The closest distance of 
two layers that can be resolved is usually « /c/2, which is inversely proportional to 
the source bandwidth AX. Therefore an increased bandwidth improves the resolu- 
tion. To increase the bandwidth compared to that of a conventional SLD 
(AX « 25 nm), a synthesized light source generated by superimposing two spec- 
trally displaced SLDs (at 830 and 855 nm) was used. The two combined light 
sources had an effective spectral width of AX — 50 nm; the corresponding coher- 
ence length is / c « 1 5 /nm in air. 

However, if measurements are performed through dispersive media, caution 
has to be taken. Because the measurement beam travels, for example, through the 
dispersive eye media whereas the reference beam travels through air, the coherence 
envelope of the optical A-scans broadens and resolution decreases. If the length of a 
dispersive medium in one of the interferometer arms is L and the group dispersion of 
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the medium is dn^/dX, the width of the coherence envelope, after double passing 
through the medium, is [41,42] 



l C,m 



ll 



dn„ 

—^-2LAX 

dX 



1/2 



(13) 



With a mean group dispersion of the ocular media of approximately —1.8 x 10~ 
nnT 1 [43] and a mean axial eye length of L — 24 mm, a signal width of approxi- 
mately 21 /xm is obtained. Hence, use of the larger bandwidth light source does not 
improve resolution but degrades it. Optimum resolution can be achieved only by 
placing a dispersion-compensating plane-parallel plate in the longer interferometer 
arm. This element must fulfill the condition 
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where "el" and "ob" refer to the compensation element and the object, respectively 
[41,42]. For example, in the measurement described here, a plane-parallel BK7 opti- 
cal glass plate of L ei = 12mm and (dn g /dX) el » 3.46 x 1(T 5 nnT 1 at X = 830 nm was 
used. 

Figure 11 (see color plate) shows a corresponding dual-beam tomogram 
demonstrating the depth resolution achieved using the synthesized light source 
and dispersion compensation. As usual in OCT images of the foveal region, the 
foveal depression and microstructural layers such as the inner limiting membrane 
and the photoreceptor layer can be seen. However, the posterior side of the retina 
shows three narrow well-separated highly scattering bands. These bands have not yet 
been resolved in OCT. They might correlate with the retinal pigment epithelium and 
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Figure 11 Dual-beam tomographic image of a horizontal section through the fovea centra- 
lis, from 5° temporal to 5° nasal. VS = vitreous; ILM = inner limiting membrane; 
PRL = photoreceptor layer; Ch = choroid. Synthesized light source of two SLDs: X t = 830 
nm, X 2 = 855 nm; with an effective wavelength bandwidth of AX = 50 nm and dispersion 
compensation l c = 8 /im in air. (See color plate.) 
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some of the choroidal layers [44]. An analysis of the corresponding PCI depth-scan 
signals showed that the use of the synthesized light source in combination with 
dispersion compensation did reduce the FWHM of these bands by about 7/xm 
[39], compared to the case of a single SLD without dispersion compensation. 

We point out here that this dual-beam tomographic image was recorded using 
a simple experimental laboratory setup in which each lateral scanning position had 
to be adjusted manually. Therefore the total scanning time was several minutes and 
the lateral resolution is, on the one hand, rather poor (= 150 fim). On the other 
hand, this demonstrates the exceptional stability of dual-beam OCT in an axial 
direction. In spite of the long measuring time, the individual A-scans that were 
recorded in vivo (!) at different angles with time intervals of tens of seconds were 
compiled into OCT images without any additional image processing required to 
correlate the longitudinal positions of the A-scans. This property is useful not 
only in cases where digital postprocessing of the images could lead to loss of 
image details, but also in the application of optical contrast enhancement techniques, 
which, like transverse differentiation of adjacent A-scan signals, might otherwise 
merely manifest artifacts. In particular, we expect that the dual-beam technique 
will be of great value in quantitative imaging of histological layers such as the retinal 
nerve fiber layer. 



13.4 DYNAMIC COHERENT FOCUS OCT 

Most current medical in vivo imaging technologies offer resolutions ranging from 
10 mm to 1 mm. But early-stage tissue abnormalities like those associated with can- 
cer and atherosclerosis require microscopic resolution, i.e., resolution in the 1 fim 
range. OCT has the micrometer scale resolution potential and therefore can pave the 
way to in vivo histology. 

Improved transverse resolution suffers from reduced depth of field. Usually 
OCT is used to generate depth scans, and therefore extended depth of field is an 
important issue in OCT. Dynamic coherent focus (DCF) OCT is a technique that 
circumvents the depth-of-field problem. 

In OCT depth (= longitudinal) and transverse resolution are uncoupled. OCT 
depth resolution is determined by half the coherence length, l c /2, of the light used 
[see Eq. (5)]. At present, commercially available single-quantum-well AlGaAs het- 
erostructure SLDs have FWHM spectral bandwidths up to AX = 11 nm at 
A. = 820 nm, leading to a depth resolution of 3.9 yum, for example. 

OCT transverse resolution is limited like transverse resolution in classical ima- 
ging optics by the Rayleigh criterion. Two incoherent points are defined as "barely 
resolved" when the center of the Airy disk generated by one point falls on the first 
zero of the Airy disk generated by the second. Because two adjacent coherence scans 
are mutually incoherent, an analogous resolution criterion applies here. Because of 
the Gaussian intensity distribution we have to replace the "first zero of the Airy 
disk" by the l/e 2 intensity. Hence, the minimum separation of two transversely 
resolved image points in OCT is determined by the beam waist radius of the scanning 
object beam [14]: 

»>=£> (15) 
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where ■& is the asymptotic angle of beam divergence. 

There is, however, a specific depth-of-focus problem in OCT. Most OCT tech- 
niques generate depth tomograms (i.e., sections perpendicular to the object surface). 
Hence, it is not only the transverse resolution that counts but also the depth of focus. 
Depth of focus (DOF) is usually defined by twice the confocal beam parameter 
DOF = 2z [14]. There is a rather nonlinear dependence of depth of focus versus 
the transverse resolution: 



z = 



JTH'o 



(16) 



For example, most OCT devices use a rather large confocal beam parameter z and 
consequently a correspondingly low transverse resolution, i.e., a large beam waist 
radius vv . For example, on the one hand, at a wavelength of X = 820 nm a confocal 
beam parameter of z = 500 /nm leads to a beam waist radius of w = 11.5/u.m; on 
the other hand, however, a beam waist radius of w = 1.15 /zm leads to a confocal 
beam parameter of only 5 /zm. 

Several attempts have been made to obtain high transverse resolution through- 
out a reasonable object depth. For example, the focusing lens can be shifted syn- 
chronously with the reference mirror during the depth scan [45]. This, however, 
involves the (rapid) movement of at least two optical components. Hence, we have 
designed the dynamic coherent focus technique, in which only one mirror has to be 
moved [46]. The optical scheme is shown in Fig. 12. Here we use a reflectometer 
configuration. 
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Figure 12 Dynamic coherent focus (DCF) OCT. The reference beam contains a dispersion 
compensation plate to compensate for the optics in the measurement beam. The measurement 
beam of the Michelson interferometer is focused at a first focus near the oscillating depth scan 
mirror and finally at the "dynamic coherent focus" within the object. 
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The beam of a fiber pigtailed superluminescent diode is collimated by a high 
numerical aperture microscope lens and expanded by a Galilean telescope in a beam- 
forming optics ensemble. Nonpolarizing beamsplitter 1 divides the beam into refer- 
ence and measurement beams. The measurement beam is focused by microscope lens 
1 at a first focus near the depth scan mirror. The depth scan mirror oscillates by a tilt 
angle of approximately ±10° and reflects this beam toward lens 2. The periodic tilt of 
the depth scan mirror performs two tasks: First, it periodically shifts the mirror 
image of the first focus approximately along the axis of lens 2, and second, it 
modulates the pathlength of the measurement beam. Besides, a beam deviation of 
P — it occurs at this mirror. The beam leaving lens 2 enters the X- Y scanning unit 
(scanning mirrors 2 and 3) and is focused by lens 3 at the object. This focus is 
conjugate to the periodically shifting mirror image of the first focus and therefore 
dynamically scans the object depth. The pathlength modulation is matched to the 
focus shift by properly choosing the focal lengths of lenses 2 and 3. Hence, the 
dynamic focus maintains its coherence with the reference beam during the whole 
depth scan. 

The reference beam passes through a dispersion-compensating plate and is 
reflected at the reference mirror. Both returning beams are focused onto the photo- 
detector. A video camera is used to monitor the object and the position of the 
dynamic coherent focus. 

Focusing the object beam in a medium with a refractive index different from 
that of air causes an additional pathlength mismatch. First, the focus formed within 
the object is shifted by refraction at the interface between the air and the object (with 
phase refractive index n) from z to z'. Second, in OCT the optical pathlength in a 
medium equals the geometrical pathlength multiplied by the group refractive index 
n g . Hence, the dynamic focus is approximately at an optical depth of 

z" = nn g z (17) 

Using two Ronchi rulings we recently demonstrated a transverse resolution of the 
order of 2/Lim over a depth of approximately 430 /nm [47]. 

First in vitro measurements were performed with a cornea of a 70-year-old 
human. The corneal surface was kept moist with Glycerolum to prevent drying and 
avoid damage to the epithelium. A pigtailed superluminescent diode SLD 371 
(Superlum Ltd.) was used. This diode has a center wavelength of approximately X = 
820 nm and (at nominal driving current) an FWHM spectral bandwidth of 
AX = 77 nm. However, at the nominal driving current there are side lobes in the 
coherence function, decreasing the longitudinal resolution. The optimum longitudinal 
resolution (/p/2 = 4.5 /zm) was obtained at a driving current of 130 mA, i.e., some- 
what below the nominal current. The distance between two adjacent coherence scans 
was 3 fivci. The resulting tomogram (Fig. 13, see color plate) consists of 300 pixels in 
the y direction and 1000 pixels in the z direction. The acquisition time was 1.6 s. 

The signal at the anterior surface is very strong due to the high difference in 
refractive index between air and the (moistened) anterior surface. The weakly scat- 
tering layer below the anterior surface is about 75 /zm thick and can be associated 
with the epithelium, although we cannot identify the internal cell structure. 
Bowman's layer is visible, and there are many bright spots in the stroma, which 
might point to nuclei of keratocytes. At the posterior surface of the cornea a discrete 
structure is seen corresponding to the single-cell endothelial layer. 
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Figure 13 OCT image of a section of a human cornea obtained by the dynamic coherent 
focus technique. SLD: X = 820 nm, AX = 67 nm. Transverse resolution is vr = 2/xm; depth 
resolution is l c /2 = 4.5 /xm in air and 3.2 /xm in tissue. (See color plate.) 



This experiment demonstrates resolution at the threshold of cellular structures 
(with respect to corneal cells). Further increase of the illuminating aperture and of 
the light wavelength bandwidth seems important to resolve cellular structures. 



13.5 TRANSVERSE OCT 

In conventional OCT, longitudinal cross sections (i.e., perpendicular to the surface 
of the sample) are generated by recording several adjacent longitudinal PCI scans 
(optical A-scans). Three-dimensional information on the distribution of the back- 
scattering potential in the object can be obtained by recording several adjacent 
longitudinal cross sections. Once a three-dimensional data set is recorded, sections 
of arbitrary geometry can be extracted by appropriate data processing algorithms. In 
this way, transverse cross sections or en face images (i.e., images parallel to the object 
surface) can be obtained by conventional OCT. However, if one is primarily inter- 
ested in transverse OCT images, a more convenient way is to avoid the detour of 
three-dimensional data acquisition and record the transverse images directly. 
Application fields where this technique might be of advantage are OCT microscopy 
and combinations of OCT with confocal imaging techniques. 

Different approaches to transverse OCT have been reported. Their common 
feature is that the depth of the transverse section is determined by the position of the 
reference mirror in the partial coherence interferometer. The reference mirror 
remains in a fixed position during the recording of one transverse image. 
Subsequent transverse images corresponding to sections at increasing depth loca- 
tions are generated by shifting the reference mirror in steps between the recording of 
the individual cross sections. 

Whereas in conventional OCT the carrier frequency of the heterodyne signal is 
provided automatically by the Doppler shift induced in the reference beam by the 
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moving reference mirror, transverse OCT usually requires an additional means for 
generating the carrier frequency. In an early demonstration of OCT microscopy in 
scattering media, Izatt et al. [48] used a piezoelectric fiber stretcher for this purpose. 
A transverse OCT image is recorded by transverse raster scanning of the sample 
under the illuminating sample beam in x and y directions while the fiber stretcher 
periodically modulates the phase of the reference arm, thereby generating the carrier 
frequency. The depth position of the transverse cross section is determined by the 
position of the reference mirror, and the thickness of the transverse slice corresponds 
to the coherence length. 

Other methods of generating carrier frequencies use electro-optic modulators 
and acousto-optic frequency shifters. Another method of obtaining transverse cross 
sections in OCT microscopy does not depend on transverse scanning of the object or 
the sample beam. Instead, a whole transverse image is recorded in parallel by using a 
CCD array and a photoelastic modulator for pathlength modulation [49]. 

Podoleanu et al. [50,51] demonstrated an alternative method of obtaining 
transverse OCT images by raster scanning the sample beam over the object. This 
method does not require an additional carrier frequency generator. Instead, the 
pathlength modulation caused by transverse raster scanning itself was used to gen- 
erate the heterodyne signal. One of the attractive features of this technique is that it 
can be combined with a confocal scanning laser ophthalmoscope because both 
instruments use the same transverse scanning optics [52]. 

We explain this method with reference to Fig. 14. The instrument uses a fiber- 
optic Michelson interferometer with an SLD as the light source. In the reference 
arm, the light beam exiting from the fiber is collimated toward the reference mirror, 
where it is backreflected and coupled into the fiber again. The reference mirror can 
be moved to determine the depth position of the transverse cross-sectional plane in 
the sample. The sample arm consists of a collimation lens, an X-Y scanner block, a 
lens, and the sample. The backscattered sample beam is coupled into the fiber and 
superimposed with the reference beam at the directional coupler (DC), and the 
recombined beam is converted to an electric signal by the photodetector. The 
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Figure 14 Sketch of transverse OCT instrument using transverse scanning for generation of 
carrier frequency. (Courtesy of A. G. Podoleanu, University of Kent. Reprinted from Ref. 50 
by permission of the Optical Society of America.) 
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pivot point O on the scanning mirror MX is conjugate to the point O' (for simplicity, 
the distance between mirrors MX and MY is neglected). Therefore all rays traveling 
from O to O' have equal pathlength irrespective of the scanning angle p. However, 
the pathlength from O' to a plane sample surface (OUT) does depend on p, as can be 
seen in Fig. 14. Therefore, the pathlength of the sample arm is modulated during xy 
scanning thereby providing a carrier for the heterodyne signal detection. As can be 
seen in the figure, the pathlength variation is not linear with the scanning angle. For 
small scanning angles, the pathlength variation is proportional to the square of the 
scanning angle. This causes a varying heterodyne frequency, requiring a rather large 
filter bandwidth in the electronic demodulation circuit, which has the drawback of a 
reduced signal-to-noise ratio. 

A detailed analysis shows [50] that this kind of acquisition of transverse OCT 
images corresponds to a sampling of the object with a sampling function consisting 
of Newton-ring-like concentric circles. This causes an angle-dependent transverse 
resolution: Near the center of the image (at about zero scanning angle) the transverse 
resolution is poor; it improves with distance from the center. This fact is another 
drawback of the method. Its advantage, however, is its simplicity and the lack of 
need for an additional carrier frequency generator. 

This method has been used to record transverse cross sections of the human 
retina in vivo [51]. Figure 15 shows a series of such transverse images with increasing 
depth position generated by increasing the reference arm length between the record- 
ings of the individual images. Compared to confocal scanning laser ophthalmoscopy 
(SLO), the depth resolution is improved by about an order of magnitude. 

Two methods for overcoming the drawback of reduced central resolution have 
been proposed. One possibility is to use an additional carrier frequency generator for 
the central part of the image [51]. The obvious drawback is the increased complexity 
of the instrument. Because the heterodyne frequency still varies with the scanning 
angle, the problem of increased signal bandwidth and reduced signal-to-noise ratio 
remains. The other proposed solution is to displace the beam incident on the scan- 
ning mirrors away from their rotation axis [53]. This adds a linear term to the above- 
mentioned quadratic term of the optical path difference on the tilt angle. This causes 
a change of the Newton-ring-like sampling function to a shape consisting of a grid of 
approximately equidistant and parallel lines that is superior for imaging purposes. 
Among the drawbacks of this method are that the sampling function is superimposed 
on the coherence image in the form of narrow stripes and that no modulation 
appears if the shape of the sample surface matches the wave front shape. 
Consequently, some features may be lost. This should be considered with the inter- 
pretation of the images. 

13.6 SIDE-SCATTERING OCT 

At present, practically all OCT techniques use photons backscattered at a single 
object site. It is rather straightforward to decipher the information about the object 
structure carried by these photons. Multiply scattered photons collect information 
about several object sites. To derive the information carried by these photons is 
substantially more complex. Backscattering at a scattering angle of about jt, on 
the one hand, has also been shown to be far more efficient than other scattering 
configurations [54]. On the other hand, backscattering is limited to a narrow cone 
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Figure 15 Transverse OCT images obtained from the retina of a human eye in vivo at 
increasing depth positions (indicated below each image). RNFL, retinal nerve fiber layer; 
PRL, photoreceptor layer; RPE, retinal pigment epithelium. (Courtesy of A. G. Podoleanu, 
University of Kent. Reprinted from Ref. 51 by permission of SPIE.) 



around the illumination direction and thus limits the photon flux available for the 
tomographic A-scan. Limited photon flux at the photodetector limits the penetration 
depth of OCT techniques. 

Sufficient penetration depth is of particular importance in such fields as der- 
matological melanoma diagnosis [55]. For example, it is the growth in depth direc- 
tion that best correlates with clinical outcomes. But standard OCT techniques are 
limited to penetration depths in skin (at wavelengths of about 850 nm) of 1 mm or 
less. Hence, for applications in strongly scattering media like skin, alternative OCT 
techniques have been developed. 

One apparent possibility is the use of all photons reflected from the object 
surface. This has been the strategy of H. Brunner and colleagues. Because of the 
limited dynamic range of the photodetector arrays they used, the high intensity light 
reflected at the so-called illumination spot where the probing beam enters the tissue 
had to be blocked (this light mainly contains the singly backscattered photons). 
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Initially, detectors were positioned in a wide area outside of the illumination spot 
[56]. Later, it was found that detectors placed at greater distance from the illumina- 
tion spot yield stronger signals from deeper regions at the cost of poorer resolution in 
the upper layers [57]. 

Figure 16 depicts the most recent optical scheme [57]. It is a modified Mach- 
Zehnder interferometer with a superluminescent diode as a light source. A plane 
glass plate is used as a beamsplitter to separate the reference beam from the mea- 
surement beam. The length of the reference beam is adjusted by means of a linear 
positioner together with a piezo actuator. The measurement beam is focused via a 
small prism onto the object surface. The beam reflected from the object and the 
reference beam are combined on a beamsplitter cube positioned at the interferometer 
exit. Attached to each of the two exit surfaces of the beamsplitter are two groups of 
complementary photodetectors. Each group comprises three line detectors and is 
placed on opposite sides of the image of the illumination spot. Hence, two corre- 
sponding groups were positioned at each of the exit planes. Because of the comple- 
mentarity of the two coherent outputs of the Mach-Zehnder interferometer, the 
difference between the two signals corresponds to the coherent part of the detected 
light. The incoherent part yields the same intensity distribution on both exit planes 
and is therefore cancelled. 

The linear positioner is used to adjust the reference arm length to select the 
required optical path length of the photons scattered at the object. Here it becomes 
clear that a price has to be paid for increased sensitivity. The coherence gate is open 
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Figure 16 Mach-Zehnder type of interferometric setup for side-scattering OCT. The linear 
positioner is used to adjust the length of the reference beam. The measurement beam is focused 
via a small prism onto the subject surface. The beamsplitter cube at the interferometer exit has 
attached two groups of complementary photodetectors. 
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Figure 17 Photon trajectories of equal length through the object. 
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Figure 18 Normal skin (left) and junctional cell nevus (within the dashed rectangle). Note 
the increased absorption in the cell nevus due to its high melanin content. (Courtesy of H. 
Brunner, University of Ulm, Germany.) 



for all photons that have traveled (within the coherence length) the same optical path 
irrespective of the detailed course. Some of these trajectories are depicted in Fig. 17. 
Hence, a substantial averaging over the object structure can occur and reduce the 
contrast of any image structure. A delicate balance must therefore be found between 
the need to collect as many photons as possible and the need to reduce averaging of 
the object structure. 

Early measurements showed promising results for imaging human skin struc- 
tures down to a depth of approximately 2mm [56]. As an example, a tomographic 
image of a junctional cell nevus is shown in Fig. 18. 
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14.1 INTRODUCTION 

High density storage of data and information (including video and audio content) 
has become an increasingly important part of everyday life. Although magnetic disk 
storage has been the primary medium for most recent computer systems, there is an 
ever-increasing demand for high density data storage in optical media, particularly 
for CD-ROM data and documents and image/movie storage in CD-sized disks [1]. 
Even with impressive improvements in magnetic storage, that medium is limited by 
minimum domain sizes that can be created and read on a surface. Optical storage, on 
the other hand, can use the interior volume of the storage medium, with a theoretical 
volume limit on the order of a cubic wavelength per bit. 

While alternatives such as holographic data storage are being explored to use 
the full media volume, several strategies have been employed to achieve higher data 
densities in more conventional types of optical disks. One method has been to 
decrease the optical wavelength used in reading the disk, because shorter wave- 
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lengths can be focused to smaller spot sizes [2], allowing more closely spaced data. 
Another, more recent and complementary approach to exploit volumetric storage 
has been to use several layers of data on the same disk [3-5]. The latest commercial 
advance, digital video disk (DVD), shortens the wavelength slightly to 635-780 nm 
and offers the option of having two layers per side, on two sides (the disk must be 
turned to change sides) [6]. The track pitch is reduced from 1.6 /xm (CD) to 
0.74 fim, and the minimum pit length is reduced from 0.83 /tm to 0.4 /zm [7]. If 
the dual layer option is used, an important parameter for later comparison is the 
layer separation, 35-55 /Ltm [6,8]. The net improvement in storage capacity is from 
650 MB (conventional CD) to a maximum of 17 GB (DVD, two layers on each of 
two sides) [6]. 

In this chapter we will discuss a new readout concept [9] using optical coherence 
domain reflectometry that can extend the capability of reading multilayer disks with a 
number of layers an order of magnitude greater than previously achieved. Although 
this is not a quasi-static imaging application, we will refer to the technique as optical 
coherence tomography (OCT), for consistency with the rest of this volume. Much of 
the material in this chapter is based upon our previously published work [10,1 1] with 
the addition of more detailed analyses and explanations and new experimental data 
on multilayer disks. Figures 1-9, 11, 12, 14 and 15 are adapted from Refs. 10 and 11. 

Optical coherence tomography uses broadband light from a source such as 
continuous wave (cw) superluminescent light-emitting diode (LED), with interfero- 
metric detection [12-15], and is capable of high resolution three-dimensional imaging 
inside partially transparent media, as has been demonstrated in various biomedical 
imaging applications described in other works and elsewhere [16] in this volume. This 
method's high sensitivity with good lateral and depth resolution make it an excellent 
candidate for reading optical data stored in many closely packed layers. Because 
diffraction-limited imaging of local regions is used (as opposed to volumetric holo- 
graphy), much of the existing single-layer disk technology can be employed. 

Another simpler but related method for improving multilayer readout simply 
replaces the laser diode in a conventional CD system with the same type of broadband 
source [11,17], with no other changes to the system except for possibly improving the 
intensity detection sensitivity. Improvements from the broadband source replacement 
in this direct-detection (DD) system arise from the reduction of coherent interlayer 
cross-talk signal fluctuations. Although this method does not have the depth resolu- 
tion or sensitivity of the OCT system, it does provide improved performance over 
laser-based systems and provides an interesting comparison to the OCT method. Its 
main virtue is that required modification of existing system design is reduced. 

Section 14.2 contains a more detailed description of the multilayer readout 
concept using OCT. In Section 14.3 we present analytical descriptions of beam 
propagation through multilayer media, which has a direct influence on optical signal 
quality. Similarly, in Section 14.4 we discuss the signal degradation arising from 
reflective cross-talk among the layers. System sensitivity issues and limits are pre- 
sented in Section 14.5. Experimental methods and results on imaging one-, two-, and 
three-layer disks are given in Section 14.6. A summary and conclusions are given in 
Section 14.7. Throughout this chapter, the emphasis is on readout of multilayer 
media, which could be most easily produced by mass replication methods adapted 
from current technology. Other possible media fabrication issues and alternatives 
will be discussed in Section 14.7. 
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14.2 DESCRIPTION OF OCT MULTILAYER OPTICAL DISK CONCEPT 

A schematic drawing of the essentials of an OCT multilayer optical disk readout 
system is shown in Fig. 1. Light from a broadband incoherent source, such as a 
superluminescent LED, a doped-fiber amplified spontaneous emission source, or a 
short-pulse supercontinuum generator, is divided into two paths. Although the paths 
are shown in free space with bulk optical components, optical fiber and fiber com- 
ponents can also be used. Light in the signal path is imaged onto and reflected from a 
target (the desired data layer), and light in the reference path is reflected from a 
mirror whose optical path distance is the same as the signal's. These two reflected 
signals are recombined in the interferometer (at the beamsplitter or fiber coupler) 
onto a detector. The method resembles that of coherence scanning microscopy, 
except for placement of the focusing objective after the interferometer rather than 
before it [18]. Since the source has a broad bandwidth, the signal and reference fields 
will interfere coherently at the detector only when their optical pathlengths are 
closely matched. As the bandwidth of the source increases, the coherence length 
decreases and the matching length requirement becomes more stringent, giving better 
distance resolution. If the optical beam in the reference path is phase-modulated or 
frequency-shifted, demodulation after the detector provides heterodyne detection of 
the signal. This path-matching requirement provides depth discrimination for select- 
ing a particular data layer in addition to that provided by the depth of focus of the 
signal objective lens. Spurious reflections will be generated from other layers of the 
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Figure 1 Schematic illustration of an OCT optical disk readout system. [From Ref. 1 1 , Fig. 1 .] 
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disk. Because their optical pathlengths will be different from that of the reference 
path to the desired layer, the spurious heterodyne signals will be greatly reduced by 
the combination of smaller coherent interference and increased optical defocusing. 

The broadband direct detection (DD) version would be similar to a conven- 
tional CD system and would lack the reference path and interferometer used with 
OCT. The DD system operates functionally in most respects like a conventional 
laser-based system but would not suffer from unwanted interference effects arising 
from the narrower laser source linewidth. The differences between OCT and DD 
occur in the noise fluctuation characteristics, which will be described below for the 
specific example of a single-spatial-mode receiver. 

We describe one particular implementation of information storage, shown in 
Fig. 2. It resembles that of conventional compact disks and allows relatively straight- 
forward analysis and comparison of the OCT and DD methods. Moreover, as dis- 
cussed below, the resulting low optical reflectivity and large transmission of each 
data layer interface are well suited for disks having many layers. Binary signal levels 
are produced by the absence or presence of data pits or regions, approximately one- 
quarter wavelength deep, at the interface of two layers having slightly different 
indices of refraction. We note that this technology is extendible to m-ary storage 
where the bits have m symbols representing ln 2 ni bits by using modified pit depths. 
As shown in the cross section of the left-hand portion of Fig. 2, light reflected from 
the top and bottom surfaces of the pit will have it relative phase shift A(t> R . With 
appropriate optical focus waist and pit size, the reflected beam can be greatly altered 
in the presence of a pit region. Actual disks may have not only circular data pits but 
also elongated depressions of varying length. For simplicity of analysis, we limit our 
model to circular pits, which should give good qualitative insight. Experimental 
results presented later will show data from actual disks. 

In our analyses we will consider both the source and receiver to be near-dif- 
fraction-limited, so that (in the ideal case) light at the data layer is in a diffraction- 
limited focal spot, and the received signal can be found from the overlap of the 
reflected beam with the diffraction-limited single-receiver mode. For appropriate 
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Figure 2 Cross section and perspective view of data layer interface in one example of a 
multilayer optical disk storage medium. [Adapted from Ref. 11, Fig. 2.] 
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focus and pit parameters, the beam reflected from a pit can be made nearly spatially 
orthogonal to the input mode, giving a null in the detected signal when a pit is 
present. The right-hand portion of Fig. 2 illustrates this case, where the pit size 
and optical mode waist are such that the integrated optical intensity inside and 
outside the pit are equal. For simplicity, we assume that the diffraction-limited 
source and receiver modes are Gaussian beams The lighter shaded top of the 
Gaussian intensity surface shows the region with 7r-reflected phase shift. In this 
example the Gaussian mode waist w = a.y/2/(ln 2), where a is the pit radius. Also, 
in the interest of simplicity, we assume that depolarization effects are negligible. If 
the disk media significantly depolarize the reflected signal beam, then a polarization 
diversity receiver could be implemented for the OCT system. Recent work concern- 
ing issues of vector diffraction and polarization effects in optical disks is discussed in 
Refs. 19 and 20. 

Because we expect some degree of beam degradation in using many data layers, 
we first analyze how a Gaussian beam propagates and find the statistics of the 
received signal under various conditions. This analysis will find the degradation in 
the received beam quality caused by scattering of light from the intermediate data 
layers as the signal beam propagates through them to the desired data layer and then 
reflects back. Then we perform a similar analysis of how spurious cross-talk signals 
reflected from other data layers interfere with the signal from the desired layer. Our 
results will show that such interlayer cross-talk plays a dominant role in limiting the 
receiver eye opening or bit error rate. These two analyses are important factors in 
determining overall system performance. For practical systems, it is important that 
the beam quality not be degraded (or the received signal level significantly attenu- 
ated) as deeper layers are addressed. In addition to this condition, it is necessary that 
interlayer cross-talk be low so that reliable bit decisions can be made. Our results will 
show that OCT is well suited to the requirements imposed by optical disks with many 
layers. 

14.3 PROPAGATION ANALYSIS 

The goal of propagation analysis is to obtain as quantitative a model as possible 
while making it both analytically and numerically tractable. The propagation of a 
focused beam through multiple data layers and its reflection back through the same 
layers are simplified as much as possible while retaining the essence of the physical 
problem. For forward propagation, each data layer interface is idealized as a zero- 
thickness phase mask, because the quarter-wave thickness of the pits is assumed to 
be a very small fraction of the separation between different data interfaces and a 
negligible distance in affecting propagation. To isolate the effects of beam distortion, 
we do not include the weak Fresnel reflectivity of the interface, which could easily be 
added as a multiplicative factor. The pit depth is t, so the relative phase difference of 
beams propagating through pit and planar region is 

2jt(» 1 - n 2 )t 
(f)=A<f> T = (1) 

where X is the mean free-space wavelength of the source, and «j and n 2 are the 
refractive indices of the adjacent layer media. Because we have chosen the reflective 
phase shift A<fo to be jt, the pit depth is 

dramroo 



390 Chinn and Swanson 

t = ±- (2) 

causing the transmitted phase difference to be 

7T(«! - « 2 ) 

<P = ~ 

2«! 



±ttVR (3) 



where 



"1 ~"2 

«1 +« 2 



(4) 



is the interface's power reflection coefficient (Fresnel reflectivity). Propagation 
through a pit region is approximated by multiplying the complex optical field in 
that region by exp(/</>). We will use a paraxial approximation for the field propaga- 
tion, so no angular dependence of the phase factor will be included. For simplicity, 
we will also use a scalar field approximation that neglects depolarization effects. 

Another assumption that one might question is the ability of a pit with fixed 
depth to provide a jt phase shift or reflective null for a broadband source. A simple 
physical argument shows that this is not a significant problem. Consider a short- 
pulse coherent source having bandwidth equivalent to a cw incoherent source. The 
portions of the pulse reflected from the top and bottom of the pit will suffer a relative 
time delay given by X/2c. For a Gaussian temporal pulse, the full width at half- 
maximum (FWHM) duration is 0.4413A. 2 /cAA, so the fractional offset between these 
portions is 1.133AA/A. Most practical sources will have fractional bandwidths less 
than 5%, so the reduction in reflective phase nulling due to bandwidth spread should 
be negligible. This argument can be quantified and demonstrated by performing the 
appropriate integrations in the frequency domain. 

14.3.1 Analytical Formulation 

In the analytical formulation of beam propagation through multiple data layers we 
try to find an expression for the field transmitted to and reflected from the desired 
data layer, which is then detected by a single-spatial-mode receiver. This simplifies 
the problem from one requiring a complete field analysis to an evaluation of the 
coupling, or overlap, of the receiver field and the receiver spatial mode. Because the 
fields will be randomly affected by the phase mask patterns of intermediate data 
layers, we will try to find statistical means and deviations of the received signal levels. 
After propagating through each data layer interface, the projection of the 
transmitted beam onto the ideal receiver Gaussian beam is given by the amplitude 
coupling coefficient 

E*(r)E(r)Z(r)dA (5) 

where the field E(r) is the complex normalized Gaussian field at the interface and 
Z(r) is the multiplicative phase function of the data pattern, which is assumed to 
have values 1 (in regions outside the pits) or exp(/</)) (inside the pit regions). Each 
data layer is described by a grid of square cells, with a circular data pit present or 
absent (each with probability 1/2) at the center of each cell. The ratio of the circular 
pit area, C, to the square cell area, A, is p. Figure 3 shows a schematic drawing of 
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Figure 3 Illustration of analysis formulation of data region shown below an intensity con- 
tour of a defocused readout beam. The square grid shows the coordinate system of the data 
cells and may be displaced by arbitrary fractions of a data cell from the beam coordinate 
center. [Adapted from Ref. 11, Fig. 3.] 

this subdivision, below a typical defocused Gaussian intensity profile. The coupling 
coefficient is then expressed as the sum 

k = (1- p)J2 I ™ A + p 12 I "< AZm (6) 

m in 

where I m A is the integral of the intensity over the mth square cell, and Z m is a random 
variable having values 1 or exp(/'</>) with probability 1 /2. For a fine enough grid, the first 
(nonrandom) intensity sum over all grid cells is approximately equal to the integral of 
intensity over the plane, which has been normalized to 1, J]/ hA = 1 ■ Each layer will 
contribute a factor of k~ to the overall coupling because the beam traverses the layer 
twice, in the forward and backward directions. For our purposes, the phase of k is 
unimportant, so we evaluate only the magnitude of k , which is given by 

k| 2 = (1 - pf + p(l - p) J2 I m A(Z m + Z* m ) + p 2 J2 £ IiI m ZjZ m A 2 (7) 

m / m 

To give an example of the statistical methodology, we show how the mean of Eq. (7) 
is found. Steps in derivation of the mean of the second term are straightforward. 
Define 



(8) 
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In the third term for \ic 2 , 
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where we have used the independence of different cells for I ^ m. The third term of 
Eq. (7) is rewritten as 
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The total average of all the terms in Eq. (7) is 



H = \K\ 2 = (l-p) 2 + (l + cos<j>) 



p(l-p) + - 



P_ 

2 



(l-cos(/))Aj2 I f A 



(11) 



Using another integral approximation to the sum, the last summation term in 
Eq. (11) is A/ttw 2 , where w is the Gaussian mode waist at that layer. This approx- 
imates the inverse of the number of bit cells, N, in the mode area at a given data 
layer. Neglecting this last term, assumed to be small for a fine enough grid subdivi- 
sion or large enough waist, a little algebraic manipulation gives 



11= l-(l -cos</>)p(l --J 



(12) 
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and for small values of 0, expected for low interface reflectivity, 

<*«l-Vf(l-f) (13) 

This result agrees with the expectation that as the interface phase shift or reflectivity 
vanishes, there is no beam distortion. Similarly, at the limit of zero fill factor, no 
differential phase ex ists, causing no distortion. To find the standard deviation of \k\ 2 , 
we have to evaluate \k\ 4 . This is done in a manner similar to that of finding the mean, 
except that products of as many as four sums of random variables occur. Their 
statistical evaluation requires that these products be separated into terms having 
sums over the same cells or independent cells. After much algebraic manipulation 
similar in method to the above derivation, we find that the variance of the coupling 
coefficient to lowest order in \/N is 

a 2 =^-^(l-cos</,) 2 ^^ (14) 

and for small 0, the standard deviation is 

^ 2 P(1 ~ P) n « 

ct « ^= — (15) 

The above mean and variance apply to a single layer through which the reading 
beam propagates back and forth. These terms are the same for all layers except for 
the value of N, which will vary as the beam propagates through the multilayer 
medium and the Gaussian mode size changes at each layer. For multiple layers on 
top of the desired data layer, the total amplitude coupling coefficient is the product 
of the individual layer coefficients. The individual coefficients are statistically inde- 
pendent of each other because the data pit distributions in different layers are 
uncorrelated. Therefore, the mean of the total coupling coefficient is the product 
of the individual layer means: 

Atr = [l - (1 - cos</.)p(l - |)] W (16) 

The total random coupling coefficient is 

klr = kli Ml Ml- -Mm (17) 

and its total variance is 

4 = W T - mI 2 = mT wl kir ■ ■ ki£- mI 2 kif m¥ ■ ■ ■ m¥ 2 (m 

or 

a T R* (of + IX )(cr 2 + M X°3 + P ) ' • • (% + /* ) ~ M (19) 

If the ratio of standard deviation to mean for each layer is small, the ratio of 
the total standard deviation to total mean is approximately 
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STT^M 2x1/2 

gr^CEfcWr (21) 

Mr M 

If we give the distance of layer / from the reference layers as L s = / x L, then the 
number of pits in the defocused Gaussian waist is 

L_ 

\ Z R 



W( _=8 



1+/ 2 



?4?(±) 2 , L> 2 (22) 

A \z R ) z R 



where L is the layer separation and z R is the Rayleigh range (focal depth) of the 
Gaussian beam, defined by 

ZR = — ( 23 ) 

with mode waist w (the 1/e field radius) at the data layer. A typical value for h> is 
2/xm. 

Using these results and the relations among the pit radius, cell area, and fill 
factor, we can find a bound for an infinite sum in Eq. (21), 

a T 0.755(1 - cos 4>)</p(l - p) 



in ~ (L/z R )[l - (1 - cos <j>)p{\ - p/2)] 
m 3.726^(1 - P); R<<Qi 
L/z R 

Equations (16) and (24) give the statistical parameters for the received amplitude 
coupling coefficient of the beam reflected from a pit-free region (which we will call a 
1), because this case will cause an incident Gaussian beam to be reflected on itself. By 
using the coupling coefficient, we are not concerned with the details of the field 
scattered out of the receiver mode (a formulation that implicitly neglects multiple 
scattering back into the mode). If the data at the desired layer were a 0, by design of 
the pit and focal waist the ideal coupling would be zero. An analytical formation of 
the exact, nonzero result would have to find the amount of actual reflected field that 
is scattered back into the receiver mode through scattering processes in both direc- 
tions of the beam. We have not found a simple analytical technique for this calcula- 
tion, which is performed only with the numerical method described below. Only the 
l's case will provide an analytical comparison with those numerical results. 

14.3.2 Numerical Formulation 

The numerical analysis of distortion caused by interfering data layers uses a standard 
fast Fourier transform (FFT) beam propagation method [21]. The basis of this 
method is an approximate paraxial simplification of Maxwell's equations using a 
slowly varying envelope approximation. Because we are treating each data layer as a 
thin phase mask separated by a thick homogeneous region from the next mask, at 
first glance it would appear that the entire propagation between phase masks could 
be done in one step in the Fourier domain, because there are no variations in the 
medium to alter the plane wave decomposition of the beam. In principle this would 
be correct if boundary condition effects were negligible. The use of the unwindowed 
FFT imposes implicit constraints that the solutions are periodic over the interval of 
computation. As long as the fields are negligible at the boundaries this would present 
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no problem. For practical reasons of memory limitations and computation time, 
however, we have to limit the computation grid to be not much larger than the 
largest beam waist. To avoid the effects of aliasing (implicit periodic boundary 
conditions), thin absorbing regions are imposed at the grid boundaries to remove 
spurious reflected beams. Accurate use of these absorbing layers requires inverse 
transformation to the spatial domain at several smaller increments through the 
homogeneous medium between phase masks. Therefore the final technique is the 
so-called split-step FFT method over several small propagation increments per 
layers, transforming back and forth from spatial to spatial frequency (wave vector) 
domains). At each data plane, the spatial domain field is multiplied by the complex 
exponential phase mask function representing the data pattern. 

The phase mask for each layer is generated by using random numbers to 
determine the presence or absence of a circular data pit in each grid cell. Also, the 
coordinate center of each intermediate layer's frame of reference with respect to the 
beam center is offset by a random amount, between ±1/2 of a cell width in each 
direction. Both of these randomization steps are used to simulate each layer of a 
multilayer CD-ROM. Once generated, each random data mask is retained for use in 
the reverse propagation computation. Each layer has a 19 x 19 array of data cells in 
a 256 x 256 element computation grid. The value of p used in the analytical and 
numerical calculations is 0.503. The calculations are performed with as many as eight 
data layers through which the beam propagates. At the layer where the beam comes 
to a focus, we examine the two cases of reflection from a "1" (no phase alteration) or 
a "0" (jt reflected phase shift region centered with respect to the focal point). For 
both the analytical and numerical cases the coupling coefficients are normalized with 
respect to the reflectivity from the desired data layer. Also, to isolate the effects of 
propagation distortion, the Fresnel reflectivity and power loss at each intermediate 
layer are neglected. For large numbers of layers, there would be such a practical 
requirement for small reflectivity to avoid excessive beam attenuation. We will dis- 
cuss this point below in more detail. 

A single measurement sample is found by calculating the forward and back- 
ward beam propagation through the out-of-focus data layers, with a midpoint reflec- 
tion from the centered, in-focus data layer (from a "0" or "1"), and then numerically 
calculating the beam overlap with the receiver mode. The histograms and statistics 
for the overall coupling coefficients are found from Monte Carlo repetition of this 
process with different randomly generated data layers. Calculations and data display 
were performed using Fortran code on a Macintosh 68040 processor computer. 
Two-dimensional patterns of the field intensity at various depths were saved for 
example members of the ensemble, to allow visualization of different degrees of 
beam distortion. Illustrations of such a comparison for different reflectivities are 
shown in Fig. 4 (see color plate), for propagation back and forth through eight 
data layers, with a layer thickness equal to the Gaussian beam Rayleigh range. At 
the top of Fig. 4 are examples of "1" and "0" beam intensity profiles for a Fresnel 
reflectivity of R = 0.001. Intensities are shown on a logarithmic false-color scale, 
with each gradation of color corresponding to a 2 dB increment. The intensities at 
the edges of the frames approach zero because of the absorbing boundary condi- 
tions. In each frame pair, the left-hand part shows the distorted beam and the right- 
hand part the undistorted (receiver) beam. At the bottom of the figure is a similar 
comparison (using the same randomly generated data layers) for the case of 
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Figure 4 Images of beam intensities after propagation back and forth through eight data 
interfaces with separation equal to a Rayleigh length. Interface reflectivity R and data at focus 
are indicated in each pair of profiles (Bit = 1 means no pit; Bit = means pit in focal plane). 
The left-hand image of each pair is the undistorted intensity with no data in the interfering 
layers. The images are shown in logarithmic false color scales, with each gradation equal to 
2dB. (See color plate.) [From Ref. 11, Fig. 4.] 



R = 0.04. As shown previously [Eq. (3)], the transmitted phase shift through a pit 
region is proportional to the square root of R, and the difference in propagation 
quality for ^/R = 0.033 and 0.2(R = 0.001 and 0.04) is dramatic. Thus, it is crucial 
for good beam quality and successful readout from multilayer media that the reflec- 
tivity per layer interface be very low. However, low reflectivity can stress the receiver 
signal-to-noise ratio as discussed later. 

14.3.3 Comparison of Analytical and Numerical Formulations 

Graphs of the amplitude coupling coefficient for the case of eight data layers are 
shown in Fig. 5. The graphs illustrated correspond to the beam profile examples of 
Fig. 4, except that many propagation cases were evaluated to generate the graphs. 
The vertical bars mark the positions of the mean values of the amplitude coupling 
coefficient. Note the gaps and scale changes in different positions of the horizontal 
axes. The data have been normalized to convert them to probability densities, such 
that the integral of each of the four curves (zeros and ones for two reflectivity values) 
is unity (the integrals may not appear equal because of the axes' scale changes). The 
numerical values of the means and standard deviations shown in the figure were 
found from the ensemble of coupling coefficient results. The analytic comparisons 
for the "1" data were derived using Eqs. (12), (14), (19), and (22). Given the approx- 
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Analytic 
^ = 0.9837 

<r = 0.00110 




Analytic 
^ = 0.5405 
<r= 0.03739 



(b) 

Figure 5 Graphs of amplitude-coupling coefficients after propagating back and forth 
through eight data layers, each separated by a Rayleigh length, (a) R = 0.001; (b) R = 0.04. 
Note the breaks and scale changes in the bottom axes and the difference in scales between (a) 
and (b). [From Ref. 10, Fig. 2.] 



imations involved in these formulas, the agreement is surprisingly good. This agree- 
ment gives confidence in the validity of using the analytical results in cases where the 
numerical modeling would be impractical, as for larger numbers of data layers. 

An interesting result of the evaluation of \k\ t for the "1" case is its analytical 
form for small reflectivity, 



*H'-*io-f)r=[' 



*»§(. 



f) 



M 



(25) 



showing a signal loss due to scattering that resembles a reflectivity loss. 
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We discuss the difference between OCT and DD signals in more detail below. 
For purposes of comparing the propagation results with these two methods, recall 
that DD will sense the received intensity, which will be proportional to the square of 
the amplitude coupling coefficient. The OCT signal results from the heterodyne 
mixing of a constant reference field and varying signal field, the latter of which is 
linearly proportional to the amplitude coupling coefficient. The beam distortion 
itself is independent of the means of detection, so the only difference in the OCT 
and DD analyses is in the choice of evaluating either the received field or intensity of 
the distorted beam. Note that in finding the average intensity of the received beam 
using the square of Eq. (25), the average power loss effects of data scattering resem- 
ble Fresnel losses but may be even larger. For example, if p = 0.5, the coefficient of R 
in Eq. (25) is 1.85. If power loss due to reflectivity alone were considered, the 
coefficient of R would be 1 , corresponding to the usual power attenuation factor 1 — 
R per interface. When both effects are considered, the total effective reflectivity for 
loss considerations is equivalent to 2.85R. 

The effects of scattering of the light in a multilayer optical storage medium can 
be severe. It is important that the reflectivity per layer (which is proportional to the 
scattering coefficient) be kept small so that the average received light level is nearly 
constant as a function of depth and so the variance around these levels does not 
cause bit errors. 

14.4 CROSS-TALK ANALYSIS 

In this section we discuss the effects of signal interference by reflections from layers 
other than the desired one. We assume that the Fresnel reflectivity from each data 
layer interface is small, so multiple back-and-forth reflections can be neglected. This 
approximation is also justified in light of the larger geometrical defocusing factors 
for multiply reflected beams. We also assume that the signal received from a spurious 
reflection can be calculated when using beams that are undistorted by propagation 
through the data layers. This approximation has been validated by the above pro- 
pagation calculations if the Fresnel reflectivity and data propagation phase shift are 
small enough, as they need be for good system performance. Because distortion of 
the spuriously reflected beam would reduce the received cross-talk signal, we are 
doing a worst-case analysis. The main factors that are included for both OCT and 
DD are the geometrical defocusing reduction of signals reflected from out-of-focus 
layers, the effects of random data on this reflection, and the effects of source coher- 
ence on the total cross-talk signal. 

These points are illustrated schematically in Fig. 6, which shows ray paths of 
incident (solid) and reflected (dashed) beams from the signal layer (at the beam 
focus) and one interfering data layer. The phase front curvatures are also indicated 
by corresponding thinner lines perpendicular to the beams. The arrow diagrams at 
the right edge of the figure are phasor representations of the relative time dependence 
of the reflected signal and cross-talk fields. The reflected cross-talk field is shown as 
an arc of blurred phase (from the temporal decorrelation) whose mean is tipped 
(from differences in propagation distances) and reduced (from defocusing and 
data effects) with respect to the reflected signal phasor (vertical arrow). The mean 
tipping angle has a randomness associated with unknown layer thickness variations 
relative to an optical wavelength. 
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Figure 6 Cross-sectional illustration of beams used in calculation of reflective feedback 
effects. The heavy solid line is an iso-intensity ray incident and reflected from the signal 
layer, and the thin solid line is a perpendicular phase front. The heavy dashed line is a ray 
incident and reflected from one cross-talk layer, and the thin dashed line is its perpendicular 
phase front. The right-hand arrow diagrams represent temporal phasors for the reflected 
signal and cross-talk fields, described more fully in the text. [From Ref. 11, Fig. 6.] 



Let the amplitude of the field that is incident on the desired data be 
E in = E(t)e\p(jaj t) 



(26) 



where E(t) is the slowly varying envelope of a carrier at radian frequency co . The 
temporal behavior of E(t) will depend on its coherence properties. The field quan- 
tities are defined as amplitudes of the receiver spatial mode, whose spatial depen- 
dence is not shown. The reflected field detected at the receiver is 



E R = Vtf d,E(t) exp[M>'] + J2 K ' E( -' ~ '') ex P[M>C - '/)] 



(27) 



In Eq. (27) a constant shift of time arguments with respect to the incident field 
is unimportant and is omitted. The signal variable d t has values 1 or 0, depending on 
whether a data pit is absent (giving unity normalized signal) or present (giving zero 
coupling into the receiver mode). The cross-talk summation is over reflections from 
all layers except the desired data layer, including those above and below it. The 
quantities tc t are reflective amplitude coupling coefficients similar to those defined 
in the propagation analysis. They will be described in more detail below. The tem- 
poral arguments of the cross-talk fields are shifted because of their different propa- 
gation distances with respect to the signal layer. 

The reflective coupling coefficient from layer / is 



K, = 



E f {r)El(r)Z{r) dA 



(28) 
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where subscripts/ and b denote forward and backward (reflected) fields. The nor- 
malized fields have Gaussian spatial dependence, with mode waist w and radius of 
curvature R c . The complex field product in the integral is 



2 
Ef(r)E* h (r) = — j ex P 



TtW 




(29) 



Because the radius of curvature changes sign on reflection, an imaginary com- 
ponent of the exponent is present that represents defocusing (/ = V— T). Using the 
properties of Gaussian beams, the imaginary component can be simplified as 

The variable z is the separation of the focal plane and the interfering layer. The mode 
waist w is an increasing function of separation, with minimum value w at the desired 
data layer. The function Z(r) is the reflective phase function of the data pattern, with 
values 1 in regions outside the data pits and —1 inside the data pits. If Z(r) were 
uniformly 1, then K t would have value 1/(1 +j!-) due to geometric defocusing. 

Statistical distributions of \k{\ were calculated using numerical techniques simi- 
lar to those described in Section 14.3.2, with randomly generated data patterns. 
Three different numerical approaches were used: (1) direct integration (numerical 
summation over 256 x 256 points) in the spatial plane of each layer, (2) integration 
in the far field of the reflected and reference beams (using Fourier transform), and (3) 
analytical conversion of Eq. (28) to a sum of one-dimensional integrals, performed 
by numerical integration. All three approaches gave identical results and were 
checked with special data patterns that allowed |/c/| to be evaluated analytically. 
Histograms of |/q| 2 are shown in Fig. 7 for five adjacent data layers, with layer 
separation equal to one Rayleigh range. The data have been normalized to make 
them unit-integral probability densities. 

14.4.1 OCT 

In optical coherence tomography, the received signal is found from the sum of a 
broadband incoherent reference field and the reflection of this field from the medium 
being probed. To eliminate the effects of uncontrolled environmental phase drifts 
between these fields and to avoid problems associated with base-band detection, 
generally some form of phase or frequency modulation is imposed on one of fields. 
In this section, we analyze the OCT cross-talk using one common form of modula- 
tion that shifts the frequency of the reference field and uses heterodyne detection of 
the beat frequency. The complex reference field is written as 

E rei =E(t)exp[j(co + ^)t] (31) 

where £2 is the radian frequency shift. The reflected field is 

E R = VRldMt) exp[M)f] + J2 Ki E (t ~ U) exp[> (/ - t,)}\ (32) 

\ ¥0 I 

The received intensity is the square of the sum of these fields, 
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Layer k 2 (0) mean tr/K^tU) 

1 0.500 0.194 0.336 

2 0.200 0.07S 0.298 

3 0.100 0.036 0.290 

4 0.059 0.022 0.301 

5 0.038 0.014 0.300 




Figure 7 Histograms of reflective coupling coefficients with data present in defocused, 
interfering layers. Diagrams 1-5 show results for layers separated from the focal layer by 
1-5 Rayleigh lengths. All the histograms have been normalized to have unit area. [Adapted 
fromRef. 11, Fig. 7.] 



1 2 1 2 1 2 

T = \E K ( + E R \ = \E K f\ +\E R \ +E rei E* R + E* ef E R 
Only the last two terms have components at the beat frequency, 

In = exp[-/(o> + S2)t]VRUE(t)E*(t)exp[jaj t] 

+ J2 KiE{t - t,)E*(t) exp[> (? - t,)] ) + c.c. 

giving the time-average heterodyne signal 

(I a ) = 7^(|£(?)| 2 )U/ + J^KiA(ti)cxtf r -ja> ti\\ extf-jM) + c.c. 

In Eq. (35) we use the normalized coherence function, defined as 
(E{t)E*{t-x)) 



A(r) = 



(\mt 



(33) 



(34) 



(35) 



(36) 



which is real and symmetrical in delay r, with ^4(0) = 1. With an incoherent source, 
the value of the coherence function decreases for larger temporal displacements, 
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corresponding to larger separations of the reflecting layers. All time averages are 
with respect to the field envelope function and have nothing to do with averaging 
over data. Because the exact optical phases of the reflections from each layer are 
presumed not to be known (i.e., each data layer location is not known to a fraction 
of a wavelength), we absorb these phase uncertainties into the phase of K\ and treat K\ 
as a real quality with magnitude |«-/| and uncertain phase (/>,. 

For later comparison of OCT with DD, we take the square of this signal 
(finding the power at Q, and dropping 2^2 terms). The squaring process is of no 
consequence in evaluating the signal-to-noise degradation due to cross-talk. 

^f- = R(\E(t)\ 2 ) 2 \df + 24 £>&)*/ cos 0, 

+ ]T KJA 2 (t,) + 2J2 J2 K l K mA(t,)A(tJ cos(</>, - <j> m ) 



(37) 



Within the braces of Eq. (37), the first term represents signal x signal, the second, 
signal x cross-talk, and the last two terms, cross-talk x cross-talk. Of the latter, the 
first comes from summation terms with I = m and the second comes from summa- 
tion terms with I ^ m. Both terms decrease with layer separation, as the coherence 
function becomes smaller. 

To obtain the statistical behavior of this OCT signal (and later for DD), we 
first numerically generate ensembles for the reflection coefficients as described in the 
introduction to Section 14.4, with histograms (proportional to the probability den- 
sity functions) shown in Fig. 7 for several values of layer separations. Note that 
because of symmetry, the five layers shown in Fig. 7 are sufficient to simulate cross- 
talk from a total of 10 layers, with five on either side of the data layer. 

Once we have generated large ensembles of coupling coefficients (one ensemble 
for each layer separation), we pick a set of random phase angles, one for each cross- 
talk layer. The summations of Eq. (37) are then performed, using for the coupling 
parameters randomly selected members of the large ensembles of coupling coeffi- 
cients. Using random selection from the ensembles is an alternative to creating and 
using approximations for the probability density functions. This procedure is 
repeated many times in a Monte Carlo simulation with d,- — and 1 to generate 
an ensemble of values of the received signal for "0" and "1" data given by Eq. (37). 

14.4.2 Direct Detection 

The normalized signal received in a direct detection (DD) system is the intensity 
(magnitude squared of the field), giving 

\E R (t)\ 2 = r\ df\E(t)\ 2 +d i Y]i«*iE{t)E\t - t,) expOo?/) + <c,E*{t)E{t - t,) 
I ¥0 

exp(-/w ?/)] + J2 J2 K*K,„E*(t - t,)E(t - t,„) exp[jco (t, - t„,)] \ 

/^0 n¥0 J 

(38) 
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Taking the time average of this quantity gives 

[\E R {t)\ 2 ^ = i?(|£(0| 2 )K + di J2 A.(fM expUtoot,) + k, exp(-> i,)] 
+ X! X! K * K m A 0i - t m ) exp[jw (t, - tj] I 

IjtO m^O J 

Equation (39) then becomes 

\E R (t)\ 2 ) = R(\E(t)\ 2 ) \df + 2d, ,£,*(*,)*, cos*, 



(39) 



MO 



X ^ + 2 X X K l K m A (h ~ l >n) COS(</>/ - 0J | 
/^O /^O m=/+1^0 J 



(40) 



In the cross-talk x cross-talk double-sum decomposition, the first sum with / = m 
represents the sum of cross-talk powers from other layers. There is no coherence 
function reduction of this term, as in the OCT case. The second sum represents 
power from the coherent addition of the interlayer cross-talk fields and can be 
greatly reduced by using broadband sources. However, the coherence function 
appears only linearly, rather than quadratically as in OCT. The previous arguments 
about making the coupling coefficients real and using undetermined phase factors 
have been applied. The statistics of this signal are evaluated in the same way as in the 
OCT case. Note that there is a one-to-one correspondence of the terms within the 
braces for OCT and DD, but with significant differences between the details of the 
summation terms in the two cases. 

14.4.3 Comparison of OCT and DD Cross-Talk 

We now present a quantitative comparison of the evaluation of Eqs. (37) and (40). In 
the numerical evaluation of the signal distributions for OCT and DD we assume a 
Gaussian coherence function and use a modified spatial argument instead of a 
temporal argument, because propagation distance difference is proportional to 
time delay difference: 



(41) 



The argument z is the distance from the data plane at the beam waist to any cross- 
talk layer. In this definition, the parameter L e is the 1/e half- width of the scan 
coherence function. The spatial coherence function used here is the normalized 
envelope function of the interferometric photocurrent signal produced by scanning 
a reference mirror with respect to a fixed mirror. Its spatial argument is the scanning 
mirror displacement, which is half the round-trip difference between the signal and 
reference paths. By using the mirror displacement argument instead of the round-trip 
path difference, the depth of reflections from inside the signal medium are shown 
directly as arguments in the measured autocorrelation function (except for scaling 
from differences in index of refraction), and the spatial resolution of reflection 



aramroo 



404 Chinn and Swanson 

sources is determined from Eq. (41). In these normalized numerical calculations, we 
do not include refractive index scaling, and we set n = 1 in both signal and reference 
paths. From definition (41), L e can be related to the other standard definition of the 
coherence length used elsewhere in this volume. If the broadband source has a 
Gaussian frequency spectrum, the coherence function (with time argument) is the 
Fourier transform of the spectrum. After converting from time difference to path- 
length difference and using wavelength instead of frequency, the full width at half- 
maximum coherence length is inversely proportional to the spectral width: 

Lc = ^f (42) 

jtAX 

where X is the center wavelength and AX is the spectral full width at half-maximum. 
Our l/e scan parameter can be related to the coherence length [recalling that the z 
argument of Eq. (41) is twice the path difference] by L e — L c /Vln2 = 1.201L C . The 
numerical evaluations are parameterized by dimensionless ratios of the layer thick- 
ness to Rayleigh range (L/L,., where L r is the same as the previously defined z R ), and 
layer thickness to l/e scan parameter (L/L e ). 

In Fig. 8 we compare the "0" and "1" signal distributions having cross-talk 
from five layers below and five above the desired data layer, with ratio L/L,. = 1 for 
different L/L e coherence length ratios. The relative signal distributions are plotted as 
a function of normalized signal level, with the cross-talk free "0" signal having value 
and "1" level having value 1. For OCT all cross-talk terms become small for 
sufficiently small coherence length, and we see significant "eye-opening" for L/L e > 
1.5 or L/L c > 1.8. Since DD always has a residual cross-talk power term indepen- 
dent of coherence length, this particular example shows that no DD "eye-opening" 
between normalized "0" and "1" levels ever exists for layers so densely packed. 

In a second example, shown in Fig. 9, the layer separation has been increased 
to L/L,. = 2, and the sum is over two interfering layers on either side of the data 
layer. Now the OCT method has good threshold discrimination for L/L e > 1 or 
L/L c > 1 .2; that is, the correlation length can be slightly longer if the layer defocus- 
ing is increased. The DD method now also has an "eye-opening" at L/L e > 1 
(L/L c > 1.2), but not as large as in the OCT case. What is significant for the DD 
case is that its performance can be improved by decreasing the coherence length such 
that L e < L/2. 

The analytical forms for the OCT and DD interlayer cross-talk [Eqs. (37) and 
(40)] show great similarity. The first two terms are identical, but the last two terms 
differ in their dependence of the coherence function. In the limit of very broad 
bandwidth sources, the coherence function approaches a delta function. In this 
limit, all the cross-talk terms of the OCT system vanish, and perfect bit decisions 
can be made. For the DD case, the residual randomly fluctuating powers detected 
from the interfering layers remain. If the layers are closely spaced with respect to a 
Rayleigh range, then the resulting cross-talk will be significant and cause bit errors. 
If the layers are more widely spaced (yielding poorer volume data density), then the 
geometric defocusing factors (included in the reflective coupling coefficients) will 
minimize the detected power from interfering (but out-of-focus) data layers, allowing 
reliable bit decisions. In general, shorter coherence lengths will allow DD systems to 
have significantly higher volume densities (closer layer spacing) up to a point where 
the layer spacing becomes comparable to a Rayleigh range (one or more interfering 
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Figure 8 Relative probability densities arising from reflective cross-talk for "1" and "0" 
signal levels with five interfering data layers (thickness = one Rayleigh length) on either side of 
the focal layer. Results are shown for different ratios of layer separation to coherence length, 
(a) Results using OCT detection; (b) results using direct detection. Note that the "0" level OCT 
functions for L/L e =1.5 and 2 appear as delta functions overlapping the left-hand vertical 
axis in graph (a). [From Ref. 11, Fig. 8.] 
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Figure 9 Relative probability densities arising from reflective cross-talk for "1" and "0" 
signal levels with two interfering data layers (thickness = two Rayleigh lengths) on either side 
of the focal layer. Results are shown for different ratios of layer separation to coherence 
length, (a) Results using OCT detection; (b) results using direct detection. Note that the 
"0" level OCT function for L/L e = 2 appears as a delta function overlapping the left-hand 
vertical axis in (a). [From Ref. 11, Fig. 9.] 
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layers are within the focus). At that point, OCT systems can be used to achieve even 
higher volume density. OCT systems have the additional advantage of greater system 
receiver sensitivity, discussed below. 

14.5 SYSTEM SENSITIVITY ISSUES 

Signals from different layers will have some intrinsic differences in strength because 
of attenuation and distortion. In this section, we discuss these differences and their 
relation to system performance. We will compare parameters for an OCT system, a 
low power broadband DD system, and a more conventional higher power DD 
system. Typical parameters that will be used for the example calculations are a 
wavelength of 780 nm (photon energy hv = 2.55 x 1(T 19 J), track radius 
r = 30mm, bit separation A/ =0.001 mm (1 /xm), and rotation speed 
£> = 1800rpm. These factors combine to give a data rate 

'°=!Ki|H- 7xl0 ' b " s/s 

The first case we consider is an OCT system with a broadband source having 
1 mW total power equally divided between signal and reference beams. A heterodyne 
detection sensitivity of 100 photons/bit can be achieved for an uncorrected bit error 
rate (BER) of 10~ 9 . At the above data rate, this sensitivity corresponds to a mini- 
mum detectable power of P min = l00f D hv = 1.45 x 10~ 10 W. To allow for practical 
implementation losses and the diversion of some signal power for tracking consid- 
erations, P min is derated by a factor of 10, giving a minimum detectable power of 
1.45 x 10~ 9 W. This means that the smallest allowable reflectivity from a data layer 
is bounded by the ratio of the minimum detectable power to the input signal power, 
or R min = (1.45 x 10~ 9 W)/(0.5 x 10~ 3 W) = 2.9 x 10~ 6 . This corresponds to a mini- 
mum refractive index difference between layers of A« min « 2tl^/R min « 5.3 x 10~ 3 (at 
an average index of 1.57). 

The optical power in the diffraction-limited mode of the signal beam will be 
attenuated by scattering and reflection as it passes through data layers. To limit 
signal strength variation with data layer depth, we impose a constraint that the 
nominal read signal not drop below 90% of its initial value from the first or top 
data layer. This ensures a nearly constant receiver eye-opening as different data 
layers are addressed, and reduces any need for automatic gain control. From the 
previous propagation analysis, we found that scattering introduces a loss factor of 
1.85 times the Fresnel reflectivity. If we include this in a total effective reflectivity, 
then R e{ [ — 2.%5R. The normalized read-field amplitude (appropriate for heterodyne 
detection, and not the intensity) after going back and forth through TV data layers 
(traversing each of N layers twice) is (1 — i? efr ) jV , which we require to be greater than 
0.9. In the limit of small R, this is equivalent to NR e[l - < - ln(0.9) = 0.105. Using the 
smallest allowable value of R from the detection limit, -R m ; n , e iT = 2.85 x 2.9 x 10~ 6 = 
8.3 x 10~ 6 , which gives a maximum value for N = 1.3 x 10 4 . This bound establishes 
a limit on the number of layers in an OCT system solely from signal sensitivity and 
attenuation factors. Material uniformity problems may require the refractive index 
difference to be larger than the limit from detection sensitivity. Also, other practical 
engineering problems such as excessive total thickness and focusing aberration pro- 
vide a much smaller limit. 
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As an example of a practical aberration problem, we have examined focal 
depth issues for a typical aspheric focusing lens of the type used in standard CD 
systems, with a numerical aperture of 0.55, at a wavelength of 780 nm, optical disk 
thickness of 1.2 mm, and polycarbonate disk refractive index of 1.57. The phase 
function at the lens pupil is calculated from the optical path difference as a function 
of ray angle from the focal spot at the design depth in the medium, 1 .2 mm. This 
phase function is assumed to be flattened by the aspheric lens as it collimates the 
beam originating from the focus at the data layer. Conversely, the same phase 
function is imposed on the incident flat-phase collimated beam, to focus it at the 
required depth. Then with the surface of the medium translated with respect to the 
lens, a second phase function at the lens is recalculated from the rays originating at a 
new focal spot at a different depth in the medium. Because the focal depth is no 
longer at the optimal point in the medium for which the lens was designed, there is 
some residual spherical aberration, which is given by the difference in the two phase 
functions less an unimportant radially constant factor. The amount of the mode 
returning into the collimated beam is calculated by finding the overlap of the 
phase distortion, exp[/' A $(/)], across the beam profile, 

2jt Jo max \E(r)\ 2 exp(jA<$>)r dr 

^lens — 



27T^\E{r)\ 2 rdA 



The magnitude of this complex coupling factor is squared to allow for the two- 
pass coupling of the beam into the diffraction-limited mode, as it couples to the focal 
spot on incidence and to the collimated beam on reflection. In the calculation, the 
focus displacement inside the disk was treated as the independent variable, and the 
lens-to-disk separation was adjusted slightly from the paraxial focal condition to 
minimize the rms phase deviation in the aperture (in a manner similar to using the 
"circle of least confusion" for aberrated foci). By doing this, a slight amount of 
defocus partially compensates for the spherical aberration. In Fig. 10 is plotted 
the two-pass field coupling |/q ens | as a function of interior layer offset from the 
design optimum. Also shown is the residual displacement of the disk to minimize 
the phase error. The formula above expresses the coupling for any mode shape (e.g., 
Gaussian). We have used a uniform beam intensity across the lens aperture, which 
gives a worst-case estimate, because high-angle phase distortion is weighted more 
heavily. For simple, fixed high numerical aperture lenses, the aberration-induced 
focal degradation may be the most stringent limit on the available depth of data 
storage. In more sophisticated systems, a multielement microzoom lens or compen- 
sating plate could be used to compensate for this aberration and greatly extend the 
available depth of storage [22]. In the above example, assuming a usable focal range 
of 0.2 mm, a layer separation of 20/U,m would allow 10 layers with no optics com- 
pensation. 

Next, we examine two cases of DD systems, the first with 1 mW power (using 
the same broadband source considered above) and a second with 10 mW power, 
such as a semiconductor laser. The laser will have much longer coherence length, 
leading to worse cross-talk problems. For a thermally limited DD receiver using a 
pin photodiode, a detector sensitivity is approximately 10,000 photons/bit. 
Quantum-limited direct detection can be achieved with low-noise optical amplifiers, 
but their expense probably precludes their use in the type of systems we envisage, 
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Figure 10 Aberration-induced OCT signal reduction (coupling) and optimized focal shift 
(right-hand axis) as a function of focal layer offset. 



even if low excess noise can be achieved. At the previous bit rate, this sensitivity is 
equivalent to a minimum detectable power of 1.45 x 1(T 8 W, which is derated as 
above to 1.45 x 10~ 7 W. With the two DD input powers, the minimum Fresnel 
reflectivities required to achieve the detection limits are 1.45 x 10~ 4 and 
1.45 x 1(T 5 , respectively. The read-field intensity after going back and forth through 
N data layers is (1 — R e ff) 2N , which is also required to be greater than 0.9. Note the 
factor of 2 in the exponent, resulting from intensity, rather than amplitude, attenua- 
tion. In the limit of small R, this is equivalent to NR eK < -0.5 x ln(0.9) = 0.053. 
Using the smallest values of R from the detection limits (1.45 x 10~ 4 and 
1.45 x 10~ 5 ), 



^n 



efr = 2.85 x (1.45 x 10 



-4 



1.45 x 10~ 5 ) 



-3\ 



(4.1 x 10 , 4.1 x 10" 1 ) respectively, 



which gives maximum values for TV of 1.3 x 10 (1 mW) and 1.3 x 10 (10 mW). 
These limits on allowable numbers of layers are two and one order(s) of magnitude 
less than that of the OCT system. All of the previous limit relations are summarized 
in Table 1. 

In general, we note that an OCT system is about 100 times as sensitive as a DD 
system. In principle, this advantage can be used to achieve ~ 100 times as many 
layers for the same sensitivity or 100 times the sensitivity for the same number of 
layers. This sensitivity advantage may also enable the use of lower power sources, 
particularly in the blue spectral region where only limited power and lifetime have 
been demonstrated. More important, it is imperative to have low reflectivity per 
layer to achieve high volume density. Otherwise, the beam quality and point spread 
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Table 1 System Sensitivity Limits 



Parameter 



Direct detection 



OCT (heterodyne) 
(incoherent) 



Incoherent 



Coherent 



Input power P m 
Min reed, power, 

P min at 5.7 Mb/s 
Max attenuation, 

Min reflectivity: 

-'min/-* in 

(derated): R min 
10% uniformity 
constraint (u = 0.9) 
(i? eff ~ 2.85*) 



0.5 mW 

100 photons/bit 

1.45 x 10- |0 W 

2.9 x 10~ 7 

2.9 x 10~ 6 

(I - R clJ )N > 0.9 

NR dc < 0.105 
1.3 x 10 4 



1 mW 



10 mW 



10,000 photons/bit 

1.45 x 10~ 8 W 

1.45 x 10~ 5 1.45 x 10~ 6 

1.45 x 10~ 4 1.45 x 10~ 5 

(1 - R ef i) 2N > 0.9 

NR eK < 0.053 
1.3 x 10 2 1.3 x 10 3 



function will degrade from scattering, and interlayer reflective cross-talk will be high. 
OCT system sensitivity advantages can be used to accommodate these low distortion 
and cross-talk requirements for low reflectivity interfaces. Finally, as noted above, 
other practical considerations such as medium thickness and variable aberration at 
different focal depth may limit the number of layers. Here, too, the OCT method has 
the advantage of being able to use more closely spaced layers to maximize their 
number within a fixed depth range in systems where aberration compensation is 
not used. 



14.6 EXPERIMENTAL RESULTS 

14.6.1 Experimental Setup 

As a first demonstration and verification of OCT and DD readout, we measured 
small-field images of a standard, single-layer CD-ROM and prototype multilayer 
disks. A diagram of the experimental apparatus is shown in Fig. 11. The broadband 
incoherent source is a fiber-coupled superluminescent LED emitting near 830 nm, 
whose spectrum is shown in Fig. 12a. The spectrum was measured using a commer- 
cial optical spectrum analyzer at its maximum resolution, 0.1 nm. Data from several 
adjacent spectral windows were acquired, stored, and concatenated to provide a 
large-bandwidth, high resolution spectrum required for accurate Fourier analysis. 
The coherence function of the source was measured with the apparatus described 
below by scanning the reference mirror position. The measured LED coherence 
function is shown in Fig. 12b, with an FWHM scan coherence length of 9.4 /xm. 
There is good agreement between the experimentally measured coherence function 
and that obtained from the Fourier transform of the measured frequency spectrum. 
Because the measured scan distance is half the change in reference displacement, the 
usual coherence length is 2 x 9.4 /xm = 18.8 /nm. Using the definition of OCT resolu- 
tion as half the usual coherence length, we see that our measured FWHM scan 
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Figure 11 Schematic diagram of version 1 of experimental apparatus for OCT measure- 
ments of optical disk, using fiber phase modulation. For direct detection measurements the 
reference beam is blocked and the signal beam is chopped (intensity modulated). [Adapted 
fromRef. 11, Fig. 10.] 



coherence length is also the OCT resolution. If the spectrum were a pure Gaussian 
with the same width, the coherence length [from Eq. (42)] would be 24.3 fim. Note 
that the peak-to-baseline ratio of the correlation function is limited by the broad- 
band spectral shape (particularly its exponential-like tails). This point is discussed in 
more detail in Ref. 23. 

This broadband source is coupled to a single-mode fiber, with a 50/50 fiber 
coupler serving as the interferometric beamsplitter. In one version of the apparatus, 
after the splitter the fiber in the reference path is wrapped around a cylindrical 
piezoelectric (PZ) element that provides phase modulation. The bias to the PZ ele- 
ment is a sawtooth, serrodyne waveform that gives a total linear 27r phase shift per 
cycle, thereby providing an approximately sinusoidal heterodyne signal at the mod- 
ulation frequency (except for the brief retrace interval). The reference beam is col- 
limated in free space and retroreflected from a planar reference mirror back into the 
collimating lens and reference arm fiber. The beam from the signal path fiber is 
similarly collimated and focused onto the CD-ROM using a standard CD focus 
objective. The signal is reflected from the CD back into the signal fiber. Spatially 
recombined signal and reference beams from the fiber coupler exit both ports of the 
coupler, with one of them leading to a photodiode detector, followed by a transim- 
pendance amplifier. A fiber polarization controller in the signal fiber is used to align 
the reflected signal and reference polarizations in the detection path to maximize the 
heterodyne signal. The heterodyne photocurrent signal (at the modulation fre- 
quency) is bandpass filtered and detected. The CD objective lens is mounted on 
an x-y-z translation stage with piezoelectric fine x,y positioners on the attached 
low-mass lens mount. The z axis (focus) position is controlled by a computer-inter- 
faced stepper motor with 0.1 /xm resolution. A two-dimensional image of the CD is 
created by scanning the lens in a computer-generated rasterlike x,y pattern using the 
piezoelectric translator while recording the heterodyne signal. A computer data 
acquisition system is used to control the two-dimensional lens scan and the data 
A/D conversion, storage, and display. To acquire the DD output, the optical refer- 
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Figure 12 Characteristics of the broadband superluminescent diode used in measurements, 
(a) The measured optical spectrum, (b) The measured correlation function compared with the 
Fourier transform of the measured frequency spectrum. [From Ref. 11, Fig. 11.] 



ence path is blocked, and the beam in the free-space part of the signal path is 
detected at base band. 

In a second version of the apparatus (shown in Fig. 13), designed to provide a 
higher modulation frequency and allow faster data acquisition, heterodyne detection 
was implemented by frequency shifting the reference beam in a fused silica acousto- 
optic modulator instead of phase-modulating the beam in the optical fiber. The rf 
drive was at 40 MHz, and double-pass propagation through the modulator imposed 
an 80 MHz frequency offset on the optical reference. An identical fused silica mod- 
ulator device (not shown) was placed in the signal path. This device has no rf 
excitation applied but was used solely to provide dispersion compensation for the 
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Figure 13 Schematic diagram of version 2 of experimental apparatus for OCT measure- 
ments of optical disk, using acousto-optic frequency shifting of reference beam. For direct 
detection measurements the reference beam is blocked, the signal beam is chopped (intensity 
modulated), and different detection amplification is used (without the spectrum analyzer). 



active modulator so as not to spread the measured coherence function and decrease 
the depth resolution. The heterodyne signal from the photodiode was fed into an rf 
spectrum analyzer with sweep frequency fixed at 80 MHz, which provided a base- 
band signal proportional to the heterodyne rf power from the photodiode. 

14.6.2 Multilayer Sandwich 

First, to demonstrate the OCT system capability and sensitivity for samples with low 
interface reflectivity and many layers, we performed a simple multilayer measure- 
ment. Using the first apparatus described above, a layered sample was prepared by 
sandwiching three layers of glycerol between four glass microscope cover slips (nom- 
inal 0.009 in. thickness). The Fresnel reflectivity at each glass/glycerol interface is 
about 0.001. In this instance, a weakly focused beam was used in the sample arm. 
Figure 14 shows the OCT heterodyne photocurrent signal versus depth and one- 
dimensional lateral displacement for this multilayer sample, with each peak repre- 
senting an interface reflection. There is excellent signal-to-noise (greater than 50 dB 
power) and contrast for the weak reflections. A gray-scale projection of the loga- 
rithmic signal is also shown in the lower plane of the figure. As expected, the reflec- 
tions from the two exterior glass/air interfaces are stronger than those from the 
interior. Note that this figure shows data on a logarithmic (dB) scale, to emphasize 
the sensitivity to weak reflections. Later data displays of CD-ROM images will have 
linear scales. 



14.6.3 Conventional CD-ROM 

Using the first version of the apparatus, a typical display of the OCT image from a 
standard single-layer CD-ROM is shown in Fig. 15a, and the DD display of the 
same region, taken immediately after, is shown in Fig. 15b. The images are shown 
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Figure 14 Measured reflectivity profile of a multilayer glass/glycerol structure, scanned in 
depth and one lateral dimension. The bottom image is a gray-scale projection of the data using 
the same logarithmic gray scale as the vertical display. [Adapted from Ref. 11, Fig. 13.] 



with false-color gray scales ,with signal levels indicated in the corresponding gray- 
scale bars for each image. To compare the image contrasts more readily, we took the 
square of the OCT signal before creating its image, as was done mathematically in 
Eq. (37). The quality of the two images is very similar, as is expected for this 
relatively simple case of a single data layer. This demonstration [10] was the first 
to show the feasibility of detecting good CD-ROM signals using either OCT or DD 
with a low power broadband incoherent source. 



14.6.4 Multilayer CD-ROMS 

Prototype samples of multilayer CD-ROM media were provided for analysis by the 
Optical Technology Center of Imation Corporation (formerly part of the 3M 
Company). These prototypes had conventional CD-ROM exterior dimensions and 
form. The first two samples had two data layers each, one with 49 /xm layer separation 
(sample 1) and the other with 11 /xm separation (sample 2). Recall that the layer 
separation for a DVD is 30-55 /xm. These samples were measured with the rf 
acousto-optic spectral shift apparatus, enabling image scans to be acquired in 1-2 s 
(depending on field size and scan resolution). Another experimental feature that was 
implemented for the multilayer samples was automatic tracking of the reference 
mirror position with change in stepper motor position of the focusing lens, allowing 
for the effects on the optical path length of the index of refraction of the disk medium. 
Representative gray-scale images for samples 1 and 2 are shown in Figs. 16 and 
17, where the OCT images are shown on the left and the DD images are shown on 
the right. For easy comparison, the gray-scale ranges are autoscaled for each image. 
To study the amount of cross-talk that might not be visible by eye, we analyzed the 
OCT images of sample 2, with the smallest layer separation of all the samples. First, 
two-dimensional autocorrelations of the images from each of the layers were calcu- 
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Figure 15 Measured images of a single-layer CD-ROM taken using (a) OCT and (b) direct 
detection. The signal for the OCT image was squared, in accordance with Eq. (34), to provide 
a direct contrast comparison with image (b). [From Ref. 10, Fig. 4.] 



lated, using a Fourier transform method. Then the cross-correlation of these two 
image signals was performed. All three correlation functions are shown as intensity/ 
gray-scale surfaces in Fig. 18. The autocorrelations each show a strong peak at zero 
displacement, with lower background coming from the statistical correlation of 
random data with themselves. Note the periodicity of the background perpendicular 
to the track direction and low, randomly varying amplitudes along the tracks. The 
cross-correlation image shows no increased level at the zero-displacement origin, 
indicating little interference of the signals between the two layers. 

A three-layer CD-ROM with layer separations of 20 and 26 /xm was measured 
with the same method as above. The results of the OCT and DD measurements are 
shown in Fig. 19, where the images are shown in stacked perspective views for a 
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Figure 16 Measured images of a two-layer CD-ROM disk (sample 1) with 49 /xm layer 
separation using OCT (left) and direct detection (right). The images from the two layers are 
in the upper and lower portions of the figure. 
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Figure 17 Measured images of a two-layer CD-ROM disk (sample 2) with 1 1 /xm layer 
separation using OCT (left) and direct detection (right). The images from the two layers are 
in the upper and lower portions of the figure. 
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Figure 18 OCT image correlations for data of Fig. 17 (11 /xm layer separation). The upper 
images represent autocorrelation of each layer, and the lower image represents the cross- 
correlation of the signals from the two layers. 

better appreciation of the geometry. As before, the gray scales are determined by the 
minimum-to-maximum spans of each image. 

For all of the multilayer samples, the layer reflectivities were determined by 
proprietary internal coatings so as to provide large signal levels for the relatively 
small number of layers. In these instances, the OCT and DD methods provided 
similar signal quality. We did observe, however, that optimizing the focal conditions 
with the OCT method was somewhat easier, because the signals in the out-of-focus 
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Figure 19 Measured images of a three-layer CD-ROM disk with 26 (jm and 20 /itm layer 
separations using OCT (left) and direct detection (right). The gray-scale images from the three 
layers are stacked vertically above each other. 
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condition were smaller. Also, the expected quality of the DD signals would degrade 
more quickly than that of the OCT, as the layer number increases and the data layer 
reflectivities decrease. 

14.7 SUMMARY AND CONCLUSIONS 

Optical coherence tomography is a potentially valuable tool for increasing the data 
storage capacity in optical disks. The high detection sensitivity of OCT permits a low 
reflectivity at each data interface, which is a prerequisite for extending high trans- 
mission of the readout beam to many layers, with minimal beam distortion. This 
feature combined with the increased depth resolution of OCT should allow optical 
readout of many closely spaced data layers with technology that is an evolution of 
today's CD implementations. 

Although the discussion here has used disks as an example, it also pertains to 
other optical media such as tape or cards. Also, the data format can take forms other 
than the optical phase pit we have discussed. For example, data stored as small 
regions of material phase change (reflectivity) would be usable as long as transmis- 
sion through the data layer does not severely distort the beam. Data encoding with 
more than one bit of information (reflectivity level) per bit region could be accom- 
modated by OCT. Such m-ary storage is another potentially important growth area 
for optical storage and matches the capabilities of OCT very well. This is because m 
storage symbols will produce more closely spaced signals than binary levels. The 
smaller signal separation will therefore be less affected by cross-talk and scattering, 
which should be reduced in an OCT system. 

Even without using the interferometric aspect of OCT, broadband sources with 
direct detection reduce coherent fluctuations among cross-talk signals from different 
layers. These fluctuations result from interferometric addition of the fields from 
nonselected layers, albeit reduced by geometric defocusing. The greater the coher- 
ence of the source, the larger the interference effects become. Fluctuations in this 
cross-talk arise mainly from the random nature of the data patterns affecting reflec- 
tions. Although these fluctuating parts of the coherently added cross-talk fields can 
become small, in DD there are always cross-talk power fluctuations from the indi- 
vidual layers. For data-free planar layers, each cross-talk power would be constant, 
so the cross-talk variation in the low coherence limit is caused by fluctuations from 
the nonselected data patterns or uncontrolled variation in layer separations on the 
order of optical wavelengths. Our analysis also showed that reflective interlayer 
cross-talk is likely to be a more severe problem than beam quality degradation on 
transmission through many layers. 

OCT's range discrimination allows, in principle, the elimination of all the 
cross-talk power fluctuations. With a coherence length sufficiently smaller than the 
layer separation, only the field reflected from the layer matching the reference path 
will be detected. In addition, the heterodyne behavior of OCT allows greater sensi- 
tivity, which ultimately can allow more layers with smaller separations. 

Ultimately, the maximum number of layers may be limited by system engineer- 
ing factors. As we have discussed, focusing at different layers in the medium may 
cause varying focal spot spherical aberration. For large ranges of focal depth, this 
may be alleviated with dynamic optical compensation, but at the cost of increased 
system complexity. OCT offers an advantage for this problem, in that it allows a 
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given number of layers to be stored in a smaller thickness. This reduced range of 
focus may eliminate the need for any spherical aberration compensation. In an OCT 
system, dynamic tracking of the reference mirror as well as the focal depth will be 
required, as well as the usual lateral signal tracking. Both reference and focus track- 
ing problems will become more difficult with smaller layer separations. These 
reduced separations will also impose tighter manufacturing tolerances and possibly 
require the development of new multilayer disk fabrication procedures for mass 
production. It may also prove advantageous to incorporate formatting information 
that identifies each disk layer. 

We have presumed the existence of multilayer media and have discussed only 
the detection aspect of the system. In their simplest form, such disks could be 
replicated in a process similar to stamping conventional CDs, with sequential layers 
of alternating materials (having slightly different refractive indices) being deposited 
and stamped by different master disks.* The use of multilayer optical writing (or 
erasing) techniques such as those employed in single-layer phase-change or magneto- 
optical disks presents a much more difficult problem. The need to selectively alter 
data at a restricted depth in the medium would probably require a highly nonlinear 
absorption mechanism that will affect the medium only at the writing beam's tightest 
focus or at the intersection of two different writing beams. Using two writing beams 
with either short pulse or low coherence could also allow better depth discrimination 
for the power deposition. For the present, we believe that OCT multilayer disk 
systems will be best suited to storage applications requiring widely distributed, 
very large amounts of permanently stored (read-only) data. 

We have provided experimental demonstrations of CD-ROM imaging using 
OCT for one-, two-, and three-layer optical disks. In the course of our investigation, 
we have also found advantages of broadband incoherent sources for direct detection. 
Future evaluation of multilayer disks should show the superiority of OCT for read- 
out of large numbers of densely spaced optical layers. 

For this technology to become widely adapted, there are two aspects that must 
be commercially developed, the media (multilayer CD disks) and the reading instru- 
ment (multilayer CD player). Imation Corporation (3M) has fabricated multilayer 
CD prototypes whose data we have presented, although the disks were not designed 
or optimized for our technology. With this demonstration of media technology in 
hand, we see no barriers to fabrication of optimized disks with more layers. The 
OCT CD player would share most of its technology with existing players, and the 
addition of the interferometric components and the replacement of the laser by a 
superluminescent LED ought to be straightforward. Because there are no apparent 
technological barriers, the main factor in determining implementation will be market 
forces: Is there a demand for this type of high density CD storage that can justify the 
further development costs? Some candidate applications may suggest an answer to 
this: (1) archival storage of imagery (medical, satellite), (2) archival storage of data 
(e.g., financial records), and (3) mass market entertainment (multiple movies). The 
advantage of the multilayer technology would be to reduce the number of CDs 
required and improve the access time over the stored data. Another critical issue 
is whether a group or consortium of companies could agree on common standards 



"One concise pictorial description of this process for the two-layer DVD is given in the technical note, 
"Plain Talk: Dual-Layer Compact Disk," 80-9550-2253-0(85.75)ii, ©3M Company, June 1995. 



aramroo 



420 Chinn and Swanson 

for multilayer media and players. Such standardization was done in CD and DVD 
development, and it should be possible in this case once the commitment is made to 
the OCT data storage technology. 
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15.1 INTRODUCTION 

The use of optical coherence tomography (OCT) to study polymer matrix compo- 
sites (PMCs) is very recent. So recent, in fact, that the full potential and limitations 
of this technique have yet to be studied completely, because PMCs are a large and 
varied class of materials. At the onset of this program, OCT was pursued as a 
technique to nondestructively study PMCs because it offered a combination of 
spatial resolution and depth of penetration that was not otherwise available. 
Research efforts have been focused thus far on fiberglass-reinforced composites, 
although some work has been done on Kevlar.* A comparison of OCT and more 
traditional nondestructive evaluation (NDE) techniques in the area of PMCs is 
provided later in this chapter. The discussion will focus on OCT as an NDE tool 
for micro structural and defect characterization and damage assessment. Because this 
chapter is a departure from the rest of this book, an introduction to PMCs to 
provide background and direction is given in the following section. 



* Identification of a commercial product is made only to facilitate experimental reproducibility to ade- 
quately describe experimental procedure. In no case does it imply endorsement by NIST or imply that it is 
necessarily the best product for the experimental procedure. 
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15.2 POLYMER MATRIX COMPOSITES 

Polymer matrix composites (PMCs) are heterogeneous materials consisting of, in 
general, a polymer matrix and reinforcing fibers. The fibers provide the load-bearing 
capability and are generally classified as either inorganic, with glass being the largest 
category, or organic. Carbon fibers are the most common type of organic reinforce- 
ment, but polymeric fibers such as Kevlar are also widely used. Initially, the discus- 
sion will be focused on both carbon and glass. Then, the bulk of the discussion will 
shift to glass reinforcement because OCT cannot image carbon fiber reinforced 
composites. Since carbon strongly absorbs visible and near-infrared light. The selec- 
tion of fibers influences the following properties of the PMC: specific gravity, tensile 
strength and modulus, compressive strength and modulus, fatigue strength, electrical 
and thermal conductivities, and cost. The reinforcement can exist as short fibers that 
range from several hundred micrometers long to many millimeters in length or as 
continuous fibers that are meters long. Continuous fibers can be woven into two- or 
three-dimensional fabrics, depending on the load-bearing requirements. An example 
of an application that has load-bearing requirements is the use of glass-reinforced 
PMC in bridges for decks, reinforcing bars, tendons, cables, beams, columns, and 
paneling [1]. Figure 1 shows a bridge erected in Scotland with composite cables, 
towers, and deck [1]. 

The polymer matrix aids in forming the fibers into a final structure, contributes 
toughness to the composite by transferring loads between fibers, and protects the 
fibers from chemical and physical degradation. The choice of matrix material 
depends upon the desired end-use properties such as adhesion to the fibers, modulus, 
shrinkage, thermal stability, corrosion resistance, and specific chemical resistance. 
The matrix for a composite can be thermoplastic or thermoset. A thermoplastic 
matrix is a fully reacted polymer of several thousand repeat units that can repeatedly 
be heated and reshaped. In contrast, a thermoset matrix begins as small molecules 
and reacts during fabrication to form a cross-linked network with virtually infinite 
molecular mass. This solid is permanent and cannot be reshaped upon heating, but it 
is more resistant to attack by organic fluid. Composites are usually designed so that 
fibers carry the loads, leaving the matrix to play a secondary role. The matrix 
provides resistance to buckling of fibers loaded in compression and transfers load 
between fibers and around fiber breaks when they are in tension. Even the best 
designs, however, cannot always avoid loads in directions not dominated by fibers. 
One example is delamination, where loads perpendicular to the fiber layers cause the 
layers to separate. For such cases, the properties of the matrix are very important. 
More basic information about polymer science and technology is available elsewhere 
[2]. In this chapter, the composites of interest consist of a thermoset matrix and 
continuous glass fibers. 

The fiber/matrix interface region, frequently called the interphase, is also 
important to composite performance. This region contains interactions, both che- 
mical and physical, between the fibers and the matrix. The quality of the interphase 
has a substantial effect on the lifetime of the PMC. A good interphase, or interac- 
tion, is desired and will efficiently transfer load between fibers and support loads 
transverse to the fibers. A poor interphase may result in premature failure of the 
composite. Surface treatment of the fibers promotes adhesion between the fibers and 
matrix by depositing or generating molecules at the fiber surface [3]. These molecules 
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Figure 1 Composite cables, decks, and towers at the Aberfeldy Bridge, Scotland. 



wet and may even react with the fiber surface at the same time as they become 
entangled with or react with the matrix. 

There are several reasons why polymer matrix composites are used over more 
traditional materials such as metal and wood. The biggest advantages are their high 
strength-to-mass and modulus-to-mass ratios and design flexibility. Other advan- 
tages are longer lifetime, mechanical damping, and controllable thermal and elec- 
trical conductivity. The biggest disadvantages include the high cost of raw materials 
and manufacturing, low toughness, environmental degradation, and the lack of 
standards for testing and long-term performance. Although recycling is an issue in 
certain applications, the use of recycled PMC as filler in new parts is being imple- 
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mented [4]. Probably the biggest hurdle that inhibits the breakthrough of composites 
into high volume, commercial markets is the high cost of the composite which can be 
brought down by reducing waste through improving manufacturing methods and 
quality control. OCT can aid in this endeavor. 

Traditionally, PMCs were used in high cost applications such as commercial 
military aircraft and weapons, where weight is of greater concern than cost. Some 
specific PMC components that have been used are wings, rotors, tails, rudders, fins, 
and ailerons [5]. In a recent application, a business jet fuselage was built with a 
carbon fiber honeycomb composite that was made in only two pieces. This PMC 
fuselage weighs less than 1000 lb and provides more cabin space because of reduced 
wall thickness compared to aluminum [6]. PMCs are not simply limited to high 
performance, high cost aircraft and aerospace applications. They have expanded 
into the transportation, marine, infrastructure, construction, and consumer markets. 

For example, the body panels of the Chevrolet Corvette are made of glass- 
reinforced composites [7]. In 1996, a nylon 6,6 and glass fiber air intake manifold was 
introduced on the Ford Mustang V8 [8]. Now, all General Motors air intake mani- 
folds and fuel injector rails are glass-reinforced nylon 6,6. Spoolable composite pipe 
and tubing products constructed with thermoplastic liners for corrosion resistance 
and pressure containment are being installed into North Sea oil wells [9]. In addition 
to motorboats and sailboats, PMCs have also been used in seawalls, pilings, and 
docks. In the construction industry, decking, roofing, and walkways have been made 
with PMC. Bridge columns in California have been wrapped with carbon fiber 
embedded in epoxy to provide additional support against earthquakes [10]. The 
first composite-reinforced concrete deck on a vehicular bridge was built over 
Buffalo Creek in McKinleyville, West Virginia [1 1]. The incorporation of composites 
in the consumer industry is found mainly in sporting goods and is best known in golf 
club shafts and fishing rods. Tennis rackets made with carbon fiber composites have 
the rigidity required to produce a more accurate shot than traditional wood rackets. 
Stiff composite frames on bicycles prevent twisting on rugged terrain while still 
affording weight savings, and carbon fiber skis and ski poles are also entering the 
market [12]. 

With all of the aforementioned examples of applications of PMCs, why the 
interest in the nondestructive evaluation of these materials? Although composites 
have demonstrated superior performance in many applications, their high cost pre- 
vents them from gaining inroads into high volume, cost-competitive markets. The 
major obstacle in cutting the cost of PMC lies in increasing the speed of the man- 
ufacturing process while maintaining or increasing the quality of the resulting com- 
posite part. This is where NDE plays a role in cutting costs. 

The final properties of a composite are highly dependent upon, among other 
variables, microstructure and defects. Microstructure is defined as any physical 
characteristic within the PMC that can be identified with some regularity. Defects 
are physical characteristics that are not planned and prevent the composite from 
achieving optimal properties. For example, the size and shape of glass tows are 
considered microstructural characteristics. How the layers of glass orient themselves 
when the mold is closed is also considered microstructure. Any microscopic or 
macroscopic void in the reinforcement is considered a defect. Wrinkling of the 
reinforcement in the final part is considered a defect. Microstructure and defects 
are highly influenced by the manufacturing or processing of the PMC. For example, 
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in fabrication by resin transfer molding, where the reinforcing fibers are placed in a 
mold and the matrix resin is then injected, the number, size, and mechanism of voids 
formed were found to be dependent upon the reinforcement type and injection 
pressure [13]. The effects of voids on shear, tensile, and flexural strengths have 
been the subject of much study [14-16]. The final composite properties are heavily, 
although not solely, dictated by the microstructure and defects. The need for a 
microstructure and defect characterization tool led to the exploration of OCT of 
composites. 



15.3 NONDESTRUCTIVE EVALUATION OF PMCS 

Optical coherence tomography has some advantages and disadvantages over con- 
ventional NDE techniques. This discussion of NDE is limited to those techniques 
that are mainstream or similar to OCT. An analogous optical technique used widely 
in the biological community is confocal optical microscopy. There is very limited 
information in the literature about confocal optical microscopy of PMCs [17]. The 
most likely explanation for this is that the highly scattering nature of composites 
makes an appreciable depth of field impossible with confocal microscopy. It has 
already been demonstrated that the resolution, depth of field, and dynamic range 
of OCT are far superior to those of confocal optical microscopy [18]. 

Ultrasonic imaging is a good method to compare with OCT because ultra- 
sound is a major NDE technique. Both transducer- and laser-based ultrasonics 
have been used on composites, although measurements with a transducer are com- 
plicated by the requirement of a coupling material between the transducer and 
composite. The practical resolution of ultrasonics is on the order of hundreds of 
micrometers with tens of millimeters penetration depth [19,20]. Ultrasound imaging 
is primarily used to observe defects and works best with planar samples [19]. A major 
drawback to ultrasonics is that the depth of a feature must be determined by model 
studies, whereas it is known precisely when OCT is used. Both OCT and ultrasonics 
suffer from contrast degradation and shadowing through the sample thickness. 
However, ultrasound can successfully image voids and damage in carbon fiber rein- 
forced composites whereas OCT cannot. 

X-ray-based techniques are used extensively to evaluate damage and have been 
applied less frequently to the examination of voiding and tow placement. Composite 
damage has been studied with X-ray radiography [21,22]. All X-ray techniques rely 
on the contrast generated by the differences in the attenuation of the X-ray beam to 
differentiate heterogeneity from undisturbed material. Unlike ultrasound, this tech- 
nique is a non-contact one. However, it may be necessary to use a dye tracer to 
provide contrast between the damage zones and the rest of the composite. Also, 
superposition of features can confound interpretation with this conventional film 
radiography. A more recent technique, X-ray computed tomography (CT), relies on 
the measurement of transmitted radiation from many angles to reconstruct an image 
of the composite [23]. X-ray CT can be used to detect various heterogeneities such as 
resin and fiber distribution, anisotropic fiber structure, voiding, and porosity as well 
as damage events. The X-ray transmission is limited by the density, size, and atomic 
number of the material and the X-ray source available. Perhaps the biggest draw- 
back is the spatial resolution, which is typically 500 fira. With specialized sources and 
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detectors, the spatial resolution can approach a few tens of micrometers with objects 
tens of millimeters in maximum dimensions at great cost [23]. 

Nuclear magnetic resonance (NMR) imaging has been performed on compo- 
sites with some success [24] but has one major drawback. Imaging of glassy polymers 
such as epoxy is very difficult because of the very long spin-lattice relaxation time 
{T x ) that leads to line broadening and a very short spin-spin relaxation time (T 2 ) that 
cannot be detected with current electronics. Thus, samples are usually imbibed with a 
liquid, and it is the relaxations of the liquid that are monitored. The spatial resolu- 
tion is comparable to that of OCT, reportedly down to 10 /nm [25]. In addition, 
carbon fiber composites can be imaged in the majority of cases, except where the 
plane of the laminate sheets is perpendicular to the radio-frequency (rf) field, because 
the conductive sheets screen the rf field within the coil [26]. But as with ultrasound, 
voids and other defects are usually imaged instead of microstructure. 

15.4 OCT INSTRUMENTATION 

The imaging system used for the experimental work described in this chapter is from 
the laboratory of Professor James Fujimoto at the Massachusetts Institute of 
Technology, Cambridge, MA, and is shown schematically in Fig. 2 [27]. A commer- 
cial superluminescent light source was used. The source operated at 1.3 fim with an 
output power of up to 15 mW and a spectral bandwidth of 40 nm, corresponding to 
an axial spatial resolution of « 20 [im. The laser light was coupled into a single- 
mode fiber-optic Michelson interferometer and delivered to both the reference mir- 
ror and the sample. The reference mirror was mounted on a rotating galvanometer, 
which was driven with a sawtooth voltage waveform. Transverse scanning was per- 
formed using a computer-controlled motorized stage to translate the sample. 
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Figure 2 Schematic representation of the solid-state laser and OCT system layout. 
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The interferometric signal was electronically filtered with a bandpass centered 
on the fringe or heterodyne frequency. The filtered fringe waveform was then demo- 
dulated, digitized, and stored on a computer. The high dynamic range of this system 
allowed backreflections as low as femtowatts to be detected. Images were displayed 
by mapping the logarithm of the signal strength to a gray-scale look-up table. The 
acquisition time for each image was approximate 1 min. The axial (z) measurement 
range was determined by the distance moved by the reference mirror (4.5 mm) 
normalized by the refractive index («) of the sample: 4.5 mm/«. For the epoxy matrix 
samples discussed here, the refractive index was 1.55. For the vinyl ester matrix 
sample, the refractive index was 1.55 for the low void sample and 1.46 for the 
high void sample. The probe beam was focused to a 30 fxm diameter spot at a 
depth of approximately 750-1000 /i.m below the surface of the sample. For the 
images presented here, 1.5-2 mm depth can be resolved with good contrast. More 
recent work indicates that at least 4 mm can be resolved in these samples. 

The OCT images were taken for both the epoxy and vinyl ester matrix compo- 
sites with the fibers oriented perpendicular to the laser as shown in Fig. 3 [28]. For any 
position along the x axis, reflections that represent heterogeneities are collected as a 
function of z. The sample is then moved with a motorized stage to image a new x, z slice 
of the composite, and this process is repeated for various positions along the fiber, or y 
axis. The transverse resolution along the x axis is estimated to be 40 (im. The trans- 
verse resolution is governed by spot size and scan rate: There is an inverse relationship 
between transverse resolution and sampling depth. The axial resolution along the z 
axis is 20 /xm. The images typically contained 300 x 450 or 350 x 450 pixels. All sam- 
ples were tilted 4° to avoid collection of the laser reflection from the top surface. 

15.5 OCT OF POLYMER MATRIX COMPOSITES 

15.5.1 Imaging of Microstructure and Defects 

The following discussion focuses on some of the very first results we obtained on 
PMCs [28]. The composite samples of initial interest for OCT were composed of 
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Figure 3 Schematic showing the laser orientation and sampling directions with respect to 
the composite. 

dramroo 



428 



Dunkers 



seven layers of a unidirectional E-glass fabric in an epoxy resin. Figure 4 shows an 
OCT image of the entire cross-section of the composite. The image is 6.0 mm wide (x 
axis) and 3.7 mm deep (z axis). Each tow is typically 1 mm wide and 550 /xm thick. A 
tow is a bundle of the individual glass filaments. This image is a composite of two 
images taken from the top and bottom of the sample at the same y position as shown 
in Fig. 3. The bottom image quality is slightly degraded compared to that of the top 
image owing to the difference in quality between the top and bottom surfaces. The 
dark ellipses indicated by an arrow are the polyester threads that are stitched to hold 
each layer of the fabric together. The light regions outside the tows are identified as 
resin-rich areas, and the medium gray regions are the fiber tows. The black spots 
within the fiber tows could be voids from incomplete wetting of the fiber tows and 
consequent air entrapment. However, care must be taken when interpreting these 
images for the following reasons. 

It is well known that the contrast between features degrades as a function of 
depth because of the scattering of photons. This contrast degradation is much more 
pronounced than for biological materials. For this particular figure, because it is a 
composite of top and bottom images, the noise increases as you move toward the 
center of the sample thickness. The intensity of the light reaching a particular depth 
for any position across the sample is affected by how strongly features directly above 
that position reflect or randomly scatter the light. Although the structure of this 
sample is somewhat regular, it is difficult to predict its effects on the scattered light. 
Therefore, for any particular depth within the sample, the intensity of a pixel or 
group of pixels cannot be assigned to a particular feature upon first inspection. For 
example, a light area within a tow could result from a resin-rich region, the destruc- 
tive interference caused by a group of fibers, or shadowing from a strongly reflecting 
feature from above. In addition to lens and interference effects in the sample, 
another source of noise arises from the gray vertical lines that project from the black 
reflection at the air/composite interface. These lines are a result of detector saturation 
from the signal at that strongly reflecting interface. In fact, the noise from the 
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Figure 4 As-collected OCT image of unidirectional E-glass fibers in epoxy resin. 
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instrumentation is far below the level of noise generated from the sample itself. From 
the foregoing discussion, it is obvious that the best way to differentiate real features 
from artifacts is to evaluate a number of slices from a different perspective, perhaps 
along the xy plane at a particular 2 position. 

The OCT volumetric image of the epoxy /unidirectional E-glass composite has 
been reconstructed as shown in Fig. 5 so that it can be resliced along any plane of 
interest for inspection [27]. The image dimensions are 6.00 mm along the x axis, 
1.48mm along the z axis, and 3.85mm along the y axis. The gray ellipses are the 
fiber tows, which are approximately 2 mm wide and 750 /zm thick and consist of 
about 2000 glass fibers 10-20/xm in diameter [29]. The long axis of the tows is shown 
on the xy plane. The polyester stitching that holds a single layer of tows together is 
indicated by the black arrows. Upon closer inspection, small dark areas are evident 
inside the fiber tows. These dark areas are high reflectivity regions indicative of 
individual voids. During the molding process, air can become entrapped as channels 
in tows if there is insufficient driving pressure, high resin viscosity, or low reinforce- 
ment permeability [30]. Also, OCT images provide important information about the 
permeability of the reinforcement, because the stacking of the layers has a large 
influence on the infiltration of the resin with the reinforcement, as we will see 
later. A preform with the tows in a nested configuration has about 50% lower 
permeability than the same material with the tows in a stacked configuration [31,32]. 

Figure 6 displays a cross section of the composite along the xy plane at 740 /xm 
from the top that bisects the middle row of tows in Fig. 5 [33]. The dark features of 
high reflectivity shown by arrows labeled 1 are the polyester threads that hold the 
layer of tows together. The dark, elongated regions parallel to the v axis are thought 
to be voids (arrow 2). However, the issue of contrast degradation through the 
thickness can be assessed with a simple calculation. Power reflectivity for the fiber/ 
resin and resin/void interfaces can be easily calculated: [(«[ — n 2 )/(n i +n 2 )] 2 . This 
equation suggests that the voids will be much more highly backreflecting than the 
fibers. Therefore, as we lose signal because of scattering attenuation, we should 




Figure 5 OCT volumetric reconstruction of an epoxy/unidirectional E-glass composite. 



430 



Dunkers 




6.00 mm (x axis) 



Figure 6 An xy cross section that is 740 /itm from the surface. Arrows indicate regions of 
high reflectivity that correspond to polyester stitching (1) and voids (2). 



clearly see the voids much deeper inside the sample than the fibers. There are also 
geometric effects on the reflectivity that depend on the shape of the reflecting/scat- 
tering boundary and can be included in the modeling. Roughly speaking, the back- 
reflected signal will also be larger if the boundary has less curvature. With known 
reflectivity and scattering, one could estimate features (i.e., voids) at different posi- 
tions along the z axis. The correlation between voids and depth of penetration is 
demonstrated further in the following figures. 

Figure 7 contrasts the OCT cross-sectional images of the low (a) and high (b) 
void content vinyl ester resin and glass samples as discussed in previous work [28]. 
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Figure 7 Images of vinyl ester resin/E-glass composites with (a) low and (b) high void 
content. 
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These images are uncorrected in the axial direction. In Fig. 7a individual fibers can 
be discerned near the top of the image. These fibers appear as a speckled pattern. As 
discussed before, the contrast fades as a function of depth in the images, so fewer of 
the individual fibers can be discerned. In Fig. 7b, some individual fibers can be 
identified. More important, there are larger black features that can be correlated 
with the existence of voids, as shown in the next figure. 

Figure 8a is the rescaled Fig. 7b and compares the OCT image of the high void 
content composite with the corresponding optical micrograph, Fig. 8b. The OCT 
image was collected at 260 /xm in the z direction, whereas the optical micrograph was 
from a section taken at 270 fim. From multiple optical micrographs, these voids 
extend from at least 180 to 360 jjm, making the comparison valid. The dimensions 
of Fig. 8a are 5.1 mm wide and 1.9 mm deep, and the dimensions of Fig. 8b are 5.1 
mm wide and 1.8 mm deep. The dotted lines show the correspondence of represen- 
tative voids in the OCT and the optical microscopic images. The voids observed in 
the micrograph image, Fig. 8b, can be seen in the OCT image, Fig. 8a, but the 
delineation of the void boundaries are not as pronounced in the latter. The small 
resin-rich areas in Fig. 8b are not detected in the OCT image. 

Figure 9a displays an OCT image of the low void sample, with the correspond- 
ing optical micrograph in Fig. 9b. The dimensions of Fig. 9a are 6.0 mm wide and 
2.0 mm deep. Although some correspondence can be made at shallow penetration 
depths, it is difficult to identify the resin-rich areas in Fig. 9a that are so prominent in 
Fig. 9b. The dimensions of Fig. 9b are 6.2 mm wide and 1.7 mm deep. Figure 9b is 
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Figure 8 Comparison of (a) OCT image and (b) optical micrograph for high void vinyl ester 
resin/E-glass sample. 
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Figure 9 Comparison of (a) OCT image and (b) optical micrograph for high void vinyl ester 
resin/E-glass sample. 



170/Ltm along the z axis. Multiple OCT images are essentially identical from 180/xm 
to 2180/nm along the z axis. The OCT image is featureless for two reasons. The first 
is the previously mentioned attenuation as a function of depth. The second is the fact 
that small features that do not have large refractive index differences, such as 
embedded voids, are difficult to detect because boundaries can become blurred in 
this technique. 

Other types of reinforcement were also imaged in previous work [27]. The 
volumetric reconstruction of the epoxy/0-90° woven composite is shown in Fig. 
10. In this image, tows that run along the x axis are positioned above and below 
tows that are parallel to the y axis. The image dimensions are 6.14 mm along the x 
axis, 2.13 mm along the z axis, and 4.95 mm along the y axis. Arrow 1 identifies the 
tows along the x axis that are crossing over the tows along the y axis. Arrow 2 shows 
the tows along the y axis that are crossing over the tows along the x axis. The layer 
microstructure has a direct influence on mechanical properties and has been studied 
elsewhere [34]. Now that we have established that OCT can be used to examine 
composite microstructure, we present an example of how the microstructure, 
obtained using OCT, influences real properties. 

An important fiber reinforcement property for manufacturing is permeability. 
Permeability is the factor that controls the rate of fluid flow through the mold during 
the manufacturing of the PMC. Knowledge of the permeability tensor in liquid 
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Figure 10 OCT volumetric reconstruction of an epoxy/0-90° woven E-glass composite. 



composite molding is important for process optimization. Unfortunately, experi- 
mental determination of permeability is difficult and time-consuming [35]. In pre- 
vious work, binary images were generated from the OCT data and input into a 
lattice-Boltzmann fluid flow model for permeability prediction [36]. Calculated per- 
meabilities were compared to experimental values for the same fiber volume fraction. 
Fluid flow in liquid composite molding (LCM) processes such as resin transfer 
molding (RTM) is usually modeled using Darcy's law given by 



K 

v=-=VP 



(1) 



where v is the vector of average (superficial) velocity in the medium, P is the 
pressure, K is the symmetrical second-order permeability tensor, and fj, is the 
fluid viscosity. Darcy's law is a volume-averaged model in which all the compli- 
cated geometry of the fiber preform structure is accounted for through the perme- 
ability. Accurate permeability data, therefore, are a critical requirement if a priori 
modeling efforts based on Darcy's law are to be successfully used in the design and 
optimization of these processes. Currently, the most reliable and most commonly 
used technique for obtaining permeability values is experimental measurement in 
either radial or unidirectional flow configurations [37]. However, experimental 
characterization is slow, because it involves a large number of carefully controlled 
experiments over a large range of volume fractions. Another, more serious, limita- 
tion is the difficulty conducting experiments on the materials in the deformed states 
they encounter when placed in LCM tooling, although there have been some recent 
efforts [38]. 

In light of these limitations, computational prediction of permeability [32,39- 
41] offers a potentially accurate and robust alternative to experimental methods. 
Such calculations consist of imposing a pressure drop across the medium, solving 
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the appropriate transport equations for the detailed flow field, and then back-calcu- 
lating the permeability by applying Darcy's law. The biggest drawback of this 
approach has been the inability to determine quickly and accurately the detailed 
geometry of the fibrous preform materials, which, in addition to many intricate 
structural features, typically contain statistical variations and defects in their micro- 
structure [42]. Without a precise representation of the media, it is not possible to 
accurately predict permeability values using computational methods. 

There have been two main approaches to the problem of micro structure deter- 
mination. The first is to perform calculations on small, computationally efficient 
"unit cell" structures using nominal dimensions that represent the average preform 
structure. The major problem with this approach is that calculations on the "aver- 
age" unit cell structure do not, in general, yield an accurate value for the average 
permeability [42]. A second approach is to determine the microstructure via optical 
methods (e.g., microscopy) and directly perform the numerical calculation on a 
discretization of the optical image. This approach has the advantage of exactly 
representing the media, and, by including large sections of the media in the image, 
variations and defects in the microstructure are automatically accounted for in the 
calculation. However, until recently this approach was probably even more tedious 
to perform than direct experimental measurement of permeability, because the com- 
posite specimens typically had to be carefully sectioned, polished, and examined. 
However, OCT offers a means for rapidly and nondestructively determining the 
microstructure of fiber-reinforced plastic materials. 

15.5.2 Governing Equations 

Modeling the flow in fibrous reinforcement is complicated by the existence of an 
open region outside the tows and micropores created by the individual fibers inside 
the tows. Following previous studies [32,39-42], the Stokes equation, given by 

S7P = ^V 2 v (2) 

is used to model flow in the open regions. The Brinkman equation, given by 

V(i>) = i£V 2 (v) - nE~ l ■ (v) (3) 

is used to model flow in the micropores created by the individual fibers inside the 
tows, where K is the permeability of the porous tows. In both regions, the continuity 
equation, 

V • v = (4) 

is used to enforce conservation of mass. 

15.5.3 Permeability Computation 

Permeability for different flow directions was computed by imposing a constant 
pressure along opposite faces of the lattice in the desired direction and integrating 
the foregoing system of equations to steady state. Estimates for the intra-tow perme- 
ability values were obtained from the formulas given in previous work [32]. The 
steady-state velocity field at the inlet was integrated over the surface to obtain the 
flow rate Q, and this was used in the formula 
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to obtain the effective permeability, K e[ f, for the desired direction. 

Before permeability could be predicted, the OCT images were converted to 
binary images in the following manner. An automated image processing program 
was written using MATLAB 5.1 with the Image Processing Toolbox to convert the 
raw gray-scale OCT images to binary images of glass fiber and epoxy (Fig. 11). 
The raw image is first rotated and cropped to eliminate sample tilt and edge effects. 
An example of this preprocessed image is provided in Fig. 11a, where the darker 
ellipses correspond to the three cross-sectional layers of fiber tows and the lighter 
regions are due to the epoxy. The image is then doubled in size by linear inter- 
polation of adjacent pixels to minimize any artificial alteration of the tow size in 
subsequent image processing. To increase the contrast between the darker tows and 
the lighter epoxy regions, a variance image is created by replacing the intensity 
value of a 2 x 2 cluster of pixels with the standard deviation of that cluster. In the 
next two steps, spurious light pixels within the tow regions and vertical lines 
corresponding to detector saturation are eliminated. Using the automated pro- 
gram, the boundaries of the tows are determined and a binary image (Fig. lib) 
is formed. Smoothing and filling operations that maintain the area of the tows are 
being pursued. The resulting binary image is then used as input for the perme- 
ability modeling. 

The results from the permeability calculation are shown in Table 1. The value 
for the experimental axial permeability (K) is 5.3 x 10~ 4 mm 2 and results from one 
axial flow experiment. The axial K is the K measured along the fiber tows or in the y 
direction as in Fig. 5. The standard deviation (±) associated with it is taken from 
previous work with this reinforcement at higher fiber volume fractions [43]. Image 
sets for computing K values within this table were processed in two different ways. 




Figure 11 (a) Original gray-scale OCT image of the epoxy/unidirectional E-glass composite, 
(b) Binary OCT image after automated image processing. 
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Table 1 Values of Experimental and Calculated Permeabilities and Corresponding Brinkman Fraction 











Axial 


Transverse 




Brinkman fraction 


Sample name 


Type of processing 


Image set 


K x 10~ 4 (mm 2 ) 


Kx 10~ 4 (mm 2 ) 


Anisotropy ratio 




Experimental 


— 


— 


5.3 ±1.1 


— 


— 


0.770 


Data 1 


Manual 


87-91 


4.45 


0.882 


5.06 


0.767 


Data 2 


Manual 


75-95 


3.81 


0.992 


4.11 


0.788 ±0.021 


Data 3 


Automated, no smoothing 


75-95 


2.83 


0.654 


4.32 


0.768 ±0.021 


Data 4 


Automated, smoothing 


75-95 


3.18 


0.991 


3.21 


0.750 ±0.027 


Data 5 


Automated, smoothing 


4-24 


5.09 


0.934 


5.45 


0.727 ±0.014 


Data 6 


Manual, roughened 


75-95 


2.73 


0.662 


4.12 


0.795 ±0.021 


Data 7 


Manual, dilated 


75-95 


2.99 


0.767 


3.90 


0.387 ±0.020 
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For the "manual" method, the tow outlines were drawn by sight and filled in to 
generate a binary image. Images using the "automated" method were processed as 
described in the previous paragraph. For Data 2, the axial K of 3.81 x 10 -4 mm 2 is 
considered to be the best possible value because the images are drawn manually. Part 
of the discrepancy between the experimental value for K and the calculated values 
may also originate from microscale variations of permeability within the fabric. The 
21 images used in these calculations represent a width of only 6.0 mm, a depth of 
approximately 1.5 mm, and, most important, a length of 1.0 mm. For comparison, 
the size of the reinforcement used in experimental determination of permeability is 
15 cm wide, 1.3 cm deep, and 15 cm long. The effect of microscale variation in the 
permeability can also be illustrated by comparing K values from Data 1 and Data 2. 
The K from Data 1 is 4.45 x 10~ 4 mm 2 and was calculated using five images, whereas 
the K from Data 2 is 3.81 x 10~ 4 mm 2 and was calculated using 21 images. Data 5 
was calculated on a totally different section of the composite and yields an axial 
permeability within the experimental error. 

For the automatically processed images in Data 3, the axial K of 2.83 x 10 -4 
mm 2 is much lower than for Data 2. For Table 1, the Brinkman fraction is defined as 
the area occupied by the tows. The higher the area occupied by the tows (or the 
higher the Brinkman fraction), the lower the value of K because there is less open 
space available for fluid flow. If the Brinkman fractions are considered, then the axial 
K for Data 3 should be higher than for Data 2, because the Brinkman fraction for 
Data 3 is slightly lower than for Data 2. From these results and from analysis of the 
fluid velocity data, we conclude that the roughness of the tow boundaries has a large 
influence on the velocity of the flow because it acts to increase the resistance to flow. 
This influence propagates to the middle of the channels between the tows, where fluid 
velocity should be at a maximum. 

This conclusion is supported by results from Data 6 compared to those from 
Data 7. The images from Data 6 are originally from Data 2, the manually processed 
images. However, a small amount of roughness was introduced in Data 6 while 
retaining nominally the same Brinkman fraction. For Data 7, the images in Data 
2 were dilated to increase the Brinkman fraction, but the roughness was not altered. 
When the axial K from Data 7 is compared to that from Data 6, the result is initially 
unexpected. A relative increase of roughly 4% of the Brinkman fraction in Data 7 
should lead to a decrease in axial K over that of Data 6, but the result is the opposite. 
The axial K of Data 7 is higher than that of Data 6. This comparison between the 
permeabilities from Data 6 and Data 7 means that an increase in roughness will have 
more of an impact on permeability than a similar increase in Brinkman fraction. 
These results also highlight the importance of processing the images as close to the 
actual structure as possible. 

15.5.4 Imaging of Damage 

Both microstructure and damage in polymer matrix composites are often character- 
ized by using destructive techniques such as microscopy on sectioned samples, which 
provides detailed information on a small size scale. The capability to measure these 
features nondestructively, however, is very desirable because that permits monitoring 
of damage evolution and correlation of the results with microstructural features that 
can initiate, influence, or even control the damage. It is even more advantageous if 
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these measurements are performed with a single technique because this eliminates the 
complications involved in combining data from different sources. 

Optical coherence tomography has also been used for nondestructive evalua- 
tion of damage in composites in previous work [27]. This approach is important in 
providing an understanding of the initiation of failure because there is little in the 
literature about the nondestructive evaluation of damage initiation in composites. 
To illustrate the capability of OCT for imaging damage, an epoxy/unidirectional E- 
glass composite was subjected to impact damage, and imaging was performed along 
a surface crack. Figures 12a-16a show the damage along the xy plane through the 
first layer of composite and are all 5.50 mm wide and 1.98 mm high. Of course, there 
is always an issue of shadowing of highly reflecting features such as cracks. The 
resulting shadowing is not a consistent problem and requires further study. Figures 
12b-16b are xz images showing the position of the tows designated by the dark- 
colored crossing thread and are 1.98 mm wide (x axis) and 2.23 mm high (z axis). The 
arrows on the left of these figures indicate the positions of the image in Figs. 12a-15a 
with respect to the tow placement. 
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Figure 12 OCT images of impact-damaged epoxy/unidirectional E-glass composite (a) /xm 
from surface along the xy plane and (b) along the xz plane, showing placement of tows via 
polyester stitching. 
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The damage at the surface of the composite is shown in Fig. 12a by the arrow, 
which points to the ridge created by the impact. Figure 13a shows a slice of the 
composite 337 /xm below the surface. The black lines are drawn into this and sub- 
sequent figures to indicate the path of the tows. Arrows 1 and 2 indicate cracks 
propagating through the fiber tow. Arrow 3 shows the polyester crossing threads 
that hold the top layer together. Figure 14a shows images that are 460 /xm from the 
surface. The crack indicated by arrow 1 is beginning to propagate along the tow/ 
resin boundary. It is about 820 (im long and is shown to be approaching the bottom 
of the tow in Fig. 14b. The crack extends to 1.8 mm long in Fig. 15a and is 550 /zm 
from the surface as shown by arrow 1 . The polyester stitching is still evident (arrow 
2). Finally, a delamination zone is shown by the white arrow in Fig. 16a at the 
interface between the bottom of the first tow layer and the resin (Fig. 16b). The 
delamination is about 1 .9 mm wide and 0.5 mm high and is 652 fiva from the surface. 
This crack continues to propagate into the second layer, and a delamination area is 
found at 1.66 mm as well. Damage in the direction of the tows is consistent with 
impact damage observed in other composites [44]. Comparison of these results with 
complementary techniques such as X-ray CT and optical microscopy is the subject of 
ongoing work. 
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Figure 13 OCT images of impact-damaged epoxy/unidirectional E-glass composite 
(a) 337 /xm from the surface along the xy plane and (b) along the xz plane, showing placement 
of tows via polyester stitching. 
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Figure 14 OCT images of impact-damaged epoxy/unidirectional E-glass composite (a) 460 
fim from the surface along the xy plane and (b) along the xz plane, showing placement of tows 
via polyester stitching. 



15.6 SUMMARY AND FUTURE DIRECTIONS 

This work has demonstrated the potential of OCT as a nondestructive evaluation 
(NDE) tool for polymer matrix composites. OCT goes beyond typical composite 
NDE because of its ability to image microstructure in addition to damage and has 
been shown to yield results in good agreement with those of optical microscopy. For 
the first time, microstructural information obtained nondestructively was used in the 
prediction of an important reinforcement property, permeability. A more complex 
reinforcement was imaged showing the effect of mold compaction on layer place- 
ment and orientation, which are also important for permeability considerations. Of 
equal importance, OCT was used as a rapid nondestructive probe for damage, 
suggesting the concurrent use of mechanical testing and OCT. OCT provided abso- 
lute information on the location and size of the defects with the resolution required 
to detect damage initiation. 

In the immediate future, in-house instrumentation will be used to optimize 
image collection by varying the confocal parameter, scanning and stage velocity, 
and bandpass. The potential applications of OCT to the field of PMCs are plentiful. 
Extending the permeability prediction to OCT images with more complex reinforce- 
ment is of great interest. Using OCT coupled with fatigue testing to monitor the 
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Figure 15 OCT images of impact-damaged epoxy/unidirectional E-glass composite 
(a) 550 fj.m from the surface along the xy plane and (b) along the xz plane, showing placement 
of tows via polyester stitching. 



initiation and progression of damage is also planned. Imaging of short fiberglass 
thermoplastic composites is extremely important for determination of fiber orienta- 
tion distribution, a critical property of this material in a high volume market. 
However, short fiberglass in thermoplastic composites is nominally 10 ixva in dia- 
meter and challenges the instrumental resolution. More far-reaching ideas use tun- 
able sources to probe how moisture or other environmental fluids diffuse into the 
composite. Also, polarized OCT could be used to probe residual stress in composites, 
which could help in understanding their design and failure. 



ACKNOWLEDGMENTS 

I am grateful to Professor James Fujimoto for the use of his OCT instrumentation 
and insightful discussions. A number of members of his laboratory, including Drs. 
Brett Bouma, Jergen Herrmann and Xingde Li, and Mr. Rohit Prasankumar, kindly 
shared their time and expertise with us. 

I also thank the people in my group, who contributed so much to the success of 
my work. I would first like to thank my group leader, Dr. Richard Parnas, for his full 
support of my work. I am grateful to Dr. Carl Zimba for much of the data collection 

dramroo 



442 



Dunkers 




CO 

x 

CO 



•SKI 



i*g 



:$B& 







1 






(a) 



y axis 



■jsP*? 



652 |xm 



1 




N 


■ -'"" j.iiSttjfcA^^Hirtf^ 







<b) 



xaxis 



Figure 16 OCT images of impact-damaged epoxy/unidirectional E-glass composite (a) 652 
lira from the surface along the xy plane and (b) along the xz plane, showing placement of tows 
via polyester stitching. 
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16.1 INTRODUCTION 

Optical coherence tomography (OCT) provides a sensitive tool to measure spatially 
resolved backscattering events in highly turbid media. OCT images provide detailed 
views of tissue structure with near-microscopic resolution. To use these images to 
identify the presence of pathophysiology and diagnose the presence of disease, it is 
necessary to more fully understand the relationship between the microscopic struc- 
ture of tissue and its scattering properties. In this chapter we review several theore- 
tical descriptions of light propagation in tissue, beginning at the macroscopic level 
and progressing to the microscopic level. 

Computational approaches based on numerical solution of Maxwell's equa- 
tions can provide considerable insight into the connection between the microscopic 
structure of tissue and the resulting optical properties. This insight can be used to 
understand important features in OCT images of turbid tissues. Simple contrast 
agents can perturb the scattering properties of tissues and may play an important 
role in improving the ability to recognize disease in OCT images. 
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16.2 MODELS OF LIGHT PROPAGATION: MACROSCOPIC 
APPROACHES 

Neglecting polarization, interference, and diffraction, the propagation of light 
through tissue can be modeled as neutral particle transport. At the macroscopic 
level, tissue can be characterized by three spatially varying, wavelength-dependent 
parameters [1]: the absorption coefficient (/x a ), the scattering coefficient (fi s ), and the 
scattering phase function \p(s, $')]. fi a As denotes the probability of photon absorp- 
tion for a As pathlength, fj, s As denotes the probability of photon elastic scattering 
for a As pathlength, and the phase function is the probability density function that 
describes the likelihood of scattering from direction s to direction s' per unit solid 
angle. In a multiple scattering medium, photon particle transport can be described 
by the time-dependent Boltzmann equation [2], 



1 9Z^) + s _ vL( ^ + + (r)]L(r S) 

c at 



dn'(i s (T)p(s,s')L(r,s') 

An 

+ S(t, s) 

(1) 

Here L(r, s) represents the local angular photon flux at position r at time t in unit 
direction s, S(r, s) represents the source of photons generated at r and t in direction s 
and dQ' is an element of solid angle. This equation can be solved, subject to appro- 
priate boundary conditions [2]; its solution can be used to estimate homogeneous 
tissue scattering and absorption properties from measurements of steady-state tissue 
reflectance and transmission [3]. 

The angular flux, L(r, s), can be expanded as a sum of Legendre polynomials, 
and when scattering dominates absorption all but the first two terms in the expan- 
sion can be dropped. In this case, the transport equation reduces to the optical 
diffusion equation for the angle-independent photon flux, <J)(r) [4]. 

1 9<5(r) , 

— - y- - DV 2 * r + A* a *(r) = S r (2) 

C dt 

Here, D is the optical diffusion coefficient, D = [3(fi a + (1 — g)n s )V l 'g is the aniso- 
tropy parameter, defined as 

p(s, s')(s ■ s') dQ,' 

An 

and represents the average cosine of the scattering angle. Closed-form analytical 
solutions can be obtained for the diffusion approximation to the radiative transport 
equation in both one and three dimensions for cases with a high degree of symmetry 
[2,4]. Alternatively, they can be solved numerically. 

Another approach is to use Monte Carlo methods to simulate the random walk 
of photons within an absorbing and scattering tissue [5]. This approach offers a 
flexible, rigorous approach to describe photon transport in tissue according to the 
rules of radiative transport [6]. Monte Carlo based approaches are particularly useful 
for describing the propagation of light in heterogeneous tissues and close to bound- 
aries. Welch and colleagues described a Monte Carlo technique to permit optical 
modeling that takes into account knowledge of complex three-dimensional anato- 
mical structures such as small blood vessels [7]. Monte Carlo methods are used to 
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describe the propagation of photons through a tissue where the optical properties, 
stored in a material grid array, can vary arbitrarily in three dimensions [7]. 

Monte Carlo techniques have also been used to simulate the signal collected in 
OCT [8-10]. Pan et al. [8] described a Monte Carlo simulation of pathlength-resolved 
reflectance from multilayer tissues. This model assumed that all waveforms collected 
by the detector with a pathlength difference AL less than the source coherence length 
will produce interference. Using this model, they predict that OCT signals are most 
sensitive to changes in index of refraction and least sensitive to changes in absorption 
coefficient over the range of optical properties found in tissue [8]. A similar approach 
was presented by Ducros [11]. Milner and colleagues extended this concept for OCT 
and optical Doppler tomography (ODT) [9,10]. Three-dimensional Monte Carlo 
models of accumulated photon pathlength were combined with a geometrical optics 
model of the probe geometry with low coherence interferometric detection [9]. They 
found that at depths of less than three mean free paths in highly scattering media, 
backscatter position of photons corresponded well with the focus position of the 
probe, but at greater depths localization of backscattering was lost due to detection 
of stray photons [9]. 

A drawback of Monte Carlo models is the computational time required to 
process the large number of photons required to yield good statistics. Several 
analytical models have been proposed to predict OCT signals in turbid media. 
The first analytical models [12-14] assumed that only light that has undergone a 
single backscattering event in the sample arm generates a heterodyne signal. 
However, light in the sample arm can be attenuated by scattering out of the 
detector collection path or by absorption events in the sample. The tissue optical 
properties incorporated in this model are the depth-dependent sample reflectivity, 
which is a function of the radar backscattering cross section of the scatterers in the 
sample volume (/x 6 ), and the extinction coefficient (fi ext ), which is related to the 
single-particle scattering cross section, the particle density, and the absorption 
coefficient. This model was shown experimentally to be accurate only at very 
small probing depths; beyond this, multiple scattering effects have an observable 
effect on the measured OCT signal [15,16]. 

Multiple scattering events detected in OCT are mostly forward-scattering 
events, which significantly degrade the signal due to beam spread and loss of spatial 
coherence. To incorporate these effects, the extended Huygens-Fresnel formulation 
of Yura [17] was adapted to OCT by Knuttel et al. [18] and then extended by Schmitt 
and Knuttel [17]. In this representation, loss of spatial coherence due to turbidity is 
characterized by the mutual coherence function (MCF) of the probing beam. The 
MCF is the cross-correlation of two optical, electric field vectors separated by a 
certain distance on a plane perpendicular to wave propagation. The lateral coherence 
length (p ) is the characteristic separation at which the MCF falls to l/e of its 
maximum value. Under certain conditions [19] the lateral coherence length can be 
expressed as 




A> = J— ttM (3) 



where (i s z characterizes the loss of coherence as the wave moves deeper into the 
medium, k — 2jt/X is the optical frequency, and # rms is the mean scattering angle of 
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the scatterers in the tissue. All of these parameters depend on the scattering proper- 
ties of the sample; these can be approximated using Mie theory if it is assumed that 
scattering is produced by a combination of individual spherical particles with a 
fractal size distribution as described in Ref. 20. With these assumptions, this 
model gives a reasonable approximation of the maximum tissue depth that can be 
probed with OCT. 

In summary, analytical and computational models both indicate that OCT 
measurements are extremely sensitive to small changes in refractive index; a An as 
small as 0.01 can produce a significant interference modulation [8]. In most models 
of tissue optics, the index of refraction has been assumed to be homogeneous and 
nearly that of water and tissue scattering is characterized by a single scattering 
coefficient and anisotropy. However, the signal measured in OCT images (backscat- 
tering) is produced by local heterogeneities in refractive index. In order to under- 
standing the microscopic and biological basis of OCT signals, tissue cannot be 
modeled as a homogeneous medium characterized simply by a scattering coefficient 
but must be considered an optically heterogeneous composite of microstructural 
segments with different refractive indices [8]. 



16.3 MODELS OF LIGHT PROPAGATION: MICROSCOPIC 
APPROACHES 

16.3.1 Background 

To facilitate interpretation of data obtained using OCT or other scattering-based 
optical diagnostic techniques, mathematical models of light transport that account 
for refractive index fluctuations on a microscopic scale are needed. The initial step in 
developing such a model is to examine the interaction of light with a single cell, by 
considering the electromagnetic interaction of light with an arbitrarily heterogeneous 
biological cell. This approach allows investigation of how factors such as nuclear size 
and structure, organelle content, medium surrounding the cell, and incident light 
wavelength affect how light scatters from a cell. 

Due to the size of scatterers in cells relative to the wavelengths used in 
optical imaging, electromagnetic methods are required to describe scattering. 
Mie theory has been used extensively to approximate scattering but generally 
requires modeling a cell as a homogeneous sphere. Schmitt and Kumar [21] 
presented a useful expansion of this idea by applying Mie theory to a volume 
of spheres with various sizes distributions. In addition, anomalous diffraction 
approximations [22], multiple solutions [23], and T-matrix computations [24] 
have been proposed and implemented. Each of these techniques offers significant 
advantages over conventional Mie theory; however, all require limiting geometri- 
cal and refractive index assumptions. 

A more flexible approach is provided by a three-dimensional finite-difference 
time-domain (FDTD) model of cellular scattering [25]. Although computationally 
intensive, this model allows the computation of scattering patterns from inhomoge- 
neous cells of arbitrary shape. The aim of the work described in this chapter is to 
develop an increased understanding of how light interacts with tissue on a cellular 
level using the FDTD model to predict cellular scattering patterns. 
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16.3.2 Origins of Cellular Scattering 

Because scattering arises from mismatches in refractive index, when considering a 
cell from the perspective of how it will interact with light, the cell is viewed more 
appropriately as a continuum of refractive index fluctuations than as a single object 
containing a number of discrete particles. The magnitude and spatial extent of the 
index of refraction fluctuations arise from the physical composition and size of the 
components that make up the cell. Organelles and subcomponents of organelles 
having indices different from those of their surroundings are expected to be the 
primary sources of cellular scattering. The cell itself may be a significant source of 
small-angle scatter in applications such as flow cytometry in which cells are mea- 
sured individually; however, for in vivo scattering-based diagnostics, the cell as an 
entity is not as important, because cells will be surrounded by other cells or tissue 
structures of similar index. 

Certain organelles in cells are important potential sources of scattering. The 
nucleus is significant because it is often the largest organelle in the cell, and in 
diagnostic applications its size increases relative to the rest of the cell throughout 
neoplastic progression. Other potential scatterers include organelles whose size rela- 
tive to the wavelength of light suggest that they may be important backscatterers. 
These include mitochondria (0.5-1.5 /xm), lysosomes (0.5 /xm), and peroxisomes 
(0.5 /urn). Mitochondria may be particularly influential in those cells that contain 
significant mitochondrial volume fractions because of the unique folded membrane 
structure of mitochondria. For instance, Chance and coworkers [26] found that 
mitochondria contribute 73% of the scattering from hepatocytes. Additionally, mel- 
anin, traditionally thought of as an absorber, must be considered an important 
scatterer owing to its size and high refractive index. Finally, structures consisting 
of membrane layers such as the endoplasmic reticulum or Golgi apparatus may 
prove significant because they will contain index fluctuations of high frequency 
and amplitude. Although the work presented here primarily concerns cells, to under- 
stand scattering from tissue, fibrous components such as collagen and elastin must be 
considered in addition to cellular matter. The relative importance of fibrous and 
cellular components depends upon tissue type. 

16.3.3 Methods 

Yee's Method 

Yee's method [27] can be used to solve Maxwell's curl equations using the finite- 
difference time-domain (FDTD) technique. The algorithm takes Maxwell's curl 
equations and discretizes them in time and space, yielding six coupled finite-differ- 
ence equations. The six electric and magnetic field components (E x , E y , E : , H x , H y , 
H,) are spatially and temporally offset on a three-dimensional grid. The grid spacing 
must be less than 1/10 to yield accurate results. Except when otherwise noted, a 1/20 
grid was used for the simulations presented here. As the six finite-difference equa- 
tions are stepped in time, the electric and magnetic fields are updated for each grid 
point. To simulate propagation in an unbounded medium, boundary conditions 
must be applied to the tangential electric field components along the edges of the 
computational boundary at each time step. The Liao boundary condition [28] is 
used. The incident wave is a sinusoidal plane wave source. 
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The FDTD method computes the fields in a region around the cell that lies in 
the near field, which is then transformed to the far field. Parameters such as aniso- 
tropy and scattering cross section can be computed from the scattering pattern. The 
details of the FDTD model used in this work and the relevant calculations can be 
found in Ref. 25. 

Simulation Parameters 

The cell is constructed by assigning a permittivity value to each cell component. If 
desired, a range of permittivity values may be assigned to one component if that 
component, for example, the nucleus, is inhomogeneous. For a purely real refractive 
index, the dielectric constant is simply the square of the refractive index. 

To accurately determine scattering patterns, it is necessary to model the cells in 
as physically realistic a manner as possible. Information about the size, quantity, and 
dielectric structure of cellular organelles was obtained from the literature and by 
examining phase contrast images and electron micrographs of cells and organelles of 
interest. Refractive index is a function of the concentration of macromolecules in a 
particular organelle. However, an organelle's composition can vary significantly 
among different types of cells. For instance, it has been reported that the refractive 
index of the nucleus is higher than that of the cytoplasm in Chinese hamster ovary 
cells [29] and breast epithelial cells [30], whereas the cytoplasm was found to have a 
higher index than the nucleoid in E. coli [31]. Thus, accurate modeling of dielectric 
structure requires specific knowledge of organelle composition for the cell type of 
interest. Because this information is not readily available, refractive index values 
from the literature were assembled as a starting point for the simulations. The 
nucleus was always modeled with some inhomogeneities in refractive index. The 
distribution of index variations employed in the simulations was based on Fourier 
analysis of lOOx phase contrast images of normal and cancerous human breast 
epithelial cells. The general ranges of refractive index values used in the FDTD 
simulations are shown in Table 1 [29,32-34]. 

16.3.4 Results 

Verification 

The simulation program was verified by computing the scattering patterns of homo- 
geneous spheres ranging in diameter from 5 to lO/xm and comparing the results to 
Mie theory. For small spheres, the two curves agree closely for all angles at hor- 
izontal and vertical polarizations For larger spheres, the FDTD pattern agrees very 
well for most angles but is somewhat greater than the Mie pattern for angles higher 
than 160°. The artificial increase is due to imperfect boundary conditions, resulting 
in artificial reflections at the edges of the computational domain. The scattering 
pattern of a 5 /im sphere is shown in Fig. 1 . The anisotropy parameter g and scatter- 
ing cross section differ from theoretical values by less than 0.2% despite the artificial 
reflections. 

Model output is presented in several ways: (1) scattering patterns, which illus- 
trate the scattered intensity as a function of angle; (2) normalized scattering patterns, 
where the scattered power is normalized to the value at 0°; and (3) scattering phase 
functions, P(0), which present the scattered power versus angle, where the area under 
the curve has been normalized to 1 . In the scattering pattern, it is visually easier to 
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Table 1 Index of Refraction Values Obtained from the Literature 



Organelle 



Refractive index 



Reference 



Extracellular fluid 

Cytoplasm 

Nucleus 

Mitochondria/organelles 

Melanin 



1.35-1.36 
1.36-1.375 
1.38-1.41 
1.38-1.41 
1.6-1.7 



32 
29 
29 
33 
34 



assess the relative magnitude of scattered power at particular angles when comparing 
results from multiple simuations. However, when comparing FDTD data to Mie 
theory or Henyey-Greenstein phase functions, data must first be normalized to an 
area of 1. 

Influence of the Nucleus 

It is important to understand the effect of nuclear morphology on scattering proper- 
ties, because nuclear morphology is dramatically altered in cancerous cells. In gen- 
eral, cancerous cells have an increased nuclear-to-cytoplasmic ratio [35]. 
Additionally, because cancerous cells divide more rapidly than normal cells and 
often have extra chromosomes, the protein concentration of the nucleus may be 
higher, altering the nuclear refractive index. Also, there are changes in nuclear 
shape and texture as cells become cancerous [35]. 



1 .OE+00 



1 .OE-01 



c 

■4— » 

c 


1.0E-02 


1 .OE-03 


T3 
CD 
N 

OS 

E 
o 


1 .OE-04 




1.0E-05 


a> 
o 


1 .OE-06 



1.0E-07 



1 .OE-08 




10 20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 

angle (degrees) 

Figure 1 Validation of FDTD code. Comparison of FDTD results to Mie theory predic- 
tions for a 5 /mi sphere (m = 1 .04; X = 900 nm). 
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The FDTD model was used to study the relationship between the physical 
structure of the nucleus and its scattering properties, examining, separately, the 
effects of nuclear size and nuclear refractive index on scattering pattern. Unless 
otherwise specified, all simulations presented here involved a 15/xm diameter sphe- 
rical cell containing cytoplasm, a nucleus, and organelles of multiple sizes and 
shapes. The wavelength of light was 900 nm. To isolate changes due to the nucleus, 
the volume fraction of other organelles was kept low (0.02%) and a small mis- 
match between cytoplasm and extracellular fluid (m = 1.014) was employed. Note 
that m is defined to be a relative index of refraction (in this case, between cyto- 
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Figure 2 (a) Influence of nuclear structure on scattering pattern. Small-angle scatter is 
shown on a linear scale. There were no visible differences in scattering patterns at angles 
over 20°. (b) Influence of nuclear-to-cytoplasmic ratio on scattering cross section, 
(c) Influence of relative nucleus/cytoplasm refractive index on scattering cross section. 
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plasm and extracellular fluid), and n is defined to be an absolute index of refrac- 
tion. Nuclear index variations were uniformly distributed between An = ±0.03 
about the mean nuclear index, n = 1.39, at spatial frequencies ranging from 2 to 
20/xnT 1 . 

Scattering patterns were calculated for cells with nuclei with diameters of 0, 5, 
7.5, and 10 /xm. Increases in nuclear size create noticeable changes in the scattering 
pattern at small angles. Figure 2a shows the small-angle scattering patterns of a 15 
/xm cell with no nucleus, a small (normal) nucleus (5/xm diameter), and a large 
nucleus (10 /xm diameter). The most noticeable changes in scattering were at low 
angles. The higher angle (over 20°) scattering of cells containing nuclei of various 
sizes is highly dependent on factors such as incident wavelength and refractive index 
structure of the nuclei. For instance, when cells are modeled with homogeneous 
nuclei, large-angle scattering is not significantly altered as nuclear size is increased 
[36]. However, when the nucleus is modeled as a heterogeneous structure, large-angle 
scattering increases with increasing nuclear size [36]. 

The scattering cross section significantly increases as the nuclear-to-cytoplasm 
(N/C) ratio increases (Fig. 2b). The N/C ratio is defined as the diameter of the 
nucleus divided by the diameter of the cytoplasm. Scattering cross section also 
increases as the relative nuclear/cytoplasm refractive index is increased (Fig. 2c). 
For nuclear sizes and index of refraction values within the ranges expected for 
biological cells, there appears to be a linear relationship between relative nuclear/ 
cytoplasmic refractive index and scattering cross section; the relationship between N/ 
C ratio and scattering cross section is of higher order. 

Influence of Organelles 

To investigate the effect of small cytoplasmic organelles, three simulations were 
conducted. For each of the three cases, a 15/xm spherical cell with a 5/U.m nucleus 
(mean m — 1.02; spatial fluctuations of 2-20/xnT 1 ) was created. In addition to the 
nucleus, the first cell contained an 8.5% volume fraction (v.f.) of melanin (« = 1.65; 
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Figure 2 (continued) 
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1 /xm sphere). Melanin was modeled with and without absorption. There was little 
difference in results when absorption was incorporated as an imaginary component 
of the refractive index. Despite its high absorption coefficient, melanin causes little 
attenuation within a cell because pathlengths are very small. To compare the effects 
of melanin to an organelle of lower refractive index, a second cell was modeled 
containing an 8.5% volume fraction of organelles similar in size, shape, and refrac- 
tive index to mitochondria (ellipsoids ~ 0.5 /zm x 0.5 fxm x 1.5 /Ltm; n = 1.41). A 
third cell (amelanotic) was constructed similarly to the second cell but contained 
only a 3% organelle volume fraction. The scattering patterns from these simulations 
are shown in Fig. 3. 

Figure 3 demonstrates that internal structure can have a strong influence on 
scattering pattern, particularly for angles over 40°. In the cells containing melanin 
and mitochondria, the total volumes of organelles in the cell are identical. The 
difference in the two curves is due to the higher index of melanin relative to mito- 
chondria. The melanin results in a scattering pattern that covers a smaller magnitude 
range than the other two curves. The magnitude range of a scattering pattern is 
defined as the scattering pattern's maximum intensity value divided by the minimum 
intensity value (/ max // m i n )- Scattering cross section was also larger for a cell contain- 
ing melanin rather than lower index organelles. Scattering cross sections of cells 
containing melanin and mitochondria (8.5% v.f.) and the amelanotic cell (3% v.f.) 
were 861, 729, and 639 /xnr, respectively. In general, increasing organelle volume 
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Figure 3 Influence of internal structure on scattering pattern. Three simulations are shown: 
a cell containing organelles of refractive index and size consistent with melanin (8.5% volume 
fraction), a cell containing organelles with index and size of mitochondria (8.5% volume 
fraction), and an amelanotic cell containing organelles with index and size of mitochondria 
but smaller volume fraction (3%). 
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fraction increases scattering cross section and makes the scattering pattern more 
isotropic. 

Influence of Morphology 

The FDTD model was used to investigate the influence of morphology on scattering 
patterns. For example, does it matter whether a cell is constructed by placing a 
certain number of organelles of specific size and refractive index at explicit locations 
rather than randomly generating a dielectric structure, using a range of refractive 
indices and a chosen frequency of index fluctuations? To examine the difference 
between these two cases, the scattering pattern of a cell generated with specific 
morphology was compared to the scattering pattern of a cell constructed using 
random refractive index assignments. To generate the cell without morphological 
structure, all grid points within the sphere were assigned refractive index values, 
based on the desired frequency of spatial fluctuations in refractive index (2- 
20/u.nr 1 ) and a chosen range of refractive index values uniformly distributed 
about a mean index (n = 1.40 ± 0.05). The cell with known morphology is similar 
to the melanotic cell described in the previous section. Results are shown in Fig. 4. 
The overall shape and range of the scattering pattern are similar for a cell with 
random dielectric structure and a cell with specific morphology. 

Figure 5 demonstrates the effect of changing the frequency of spatial variations 
while keeping the mean refractive index value constant for a cell with randomly 
generated dielectric structure. The normalized scattering patterns for two cells are 
plotted. Both cells have a mean index of n — 1.4, with uniform distributed variations 
between n = 1.35 and n = 1.45. In one cell, the spatial frequency of the index varia- 
tions ranges from 5 to 20 fimT ' ; in the other cell, the spatial frequency of the varia- 
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Figure 4 Comparison of scattering pattern from cell with specified internal structure (cyto- 
plasm, nucleus, and organelles) to that of a cell with randomly assigned dielectric structure. 
Mean indices of both cells are identical, n = 1 .4. 
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Figure 5 Scattering pattern of two cells with randomly assigned dielectric structure. The 
spatial frequency of index fluctuations is higher in the top curve (labeled high freq.) than in the 
lower curve (labeled low freq.). Mean refractive index is the same for both cells. 



tions ranges from 2 to lO/nm - '. The curves demonstrate that as the frequency of 
refractive index fluctuations is increased, the scattering intensity becomes higher at 
large angles. 

Influence of Extracellular Medium 

Typically, in published simulations of cell scattering or goniometric measurements, 
the cell is surrounded by a low index medium such as extracellular fluid {n = 1.35), 
blood («= 1.345), growth medium («=1.34), or phosphate-buffered saline 
(« = 1.33) [24,29,30,37]. However, in tissue, cells are likely surrounded by other 
cells or tissue structures of higher index of refraction. When an object is bordered 
by other objects of similar index rather than a medium of significantly lower index, 
scattering will be reduced due to index matching. To demonstrate this concept, we 
repeated an experiment first performed by Barer and Joseph in the 1950s [38]. Figure 
6a shows two images of cuvettes filled with equal concentrations of breast cancer 
cells (10 6 mL _1 ). In the cuvette on the left, the cells are immersed in saline solution 
(n = 1.33). Because of scattering from the cells, it is not possible to read the text 
behind the cuvette. In the cuvette on the right, the cells are immersed in an albumin 
solution (n = 1.37). Scattering is reduced, and the text is readable. 

The FDTD model predicts the index-matching effect. Figure 6b shows the 
scattering pattern of an ovarian cancer cell immersed in solutions of different indices 
of refraction: n — 1.35 and n — 1.37. When the index of the medium surrounding the 
cytoplasm is increased to more closely match that of the cytoplasm (n — 1.37), 
scattering at the smallest angles is reduced by almost an order of magnitude relative 
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Figure 6 (a) As a visible demonstration of the reduction in scattering achievable by immer- 
sing cells in a solution of like index, two cuvettes are shown with equal concentrations of cells. 
In the cuvette on the left, cells are immersed in saline (« = 1.33); in the cuvette on the right, 
cells are immersed in a higher index albumin solution (n = 1.38). Index matching reduces the 
scattering, and the text behind the cuvette is readable, (b) Influence of external medium on 
scattering pattern. The scattering patterns of the same cell immersed in media of varying index 
(n = 1.35, n = 1.37) are compared. 



to the n — 1.35 case. Scattering cross section is reduced from 729 /xm 2 to 192 /xm 2 
simply by decreasing the index mismatch by An — 0.02. 

Scattering from a Collagen Fiber 

To investigate the scattering pattern of collagen, a collagen fiber was modeled using 
a cylindrical geometry (3 /Ltm diameter, 20 /mi length). The collagen fiber was com- 
posed of a number of fibrils oriented along the long axis of the cylinder. The dia- 
meter of the fibrils ranged from 60 to 240 nm. The fibrils contained cross-striations 
approximately every 60 nm along the length. These cross-striations were implemen- 
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ted through refractive index fluctuations. The refractive index of collagen has been 
measured to be between n — 1.46 and n = 1.55 [39]. The high end of this range was 
measured using dried collagen and is not realistic for in vivo tissues. The simulation 
reported here used a mean value for collagen of n — 1.46 (An= ±0.04. The extra- 
cellular matrix surrounding collagen can vary from watery to a gel-like consistency, 
altering its refractive index. For this experiment, the index of refraction of the 
extracellular matrix was set at n = 1.36. 

The calculated scattering pattern of a collagen fiber is shown in Fig. 7. The 
scattering patterns shown are the patterns for three different orientations of the 
collagen fiber with respect to an incoming plane wave in the +z direction. The 
collagen fiber was placed along the x axis, the y axis, and the z axis for the three 
trials. As is the case for cells, the scattering pattern is highly peaked in the 
forward direction. The number of orders of magnitude covered by the scattering 
partem (/ max /-fmin) is lower for collagen than for a cell by one to two orders of 
magnitude. 

Wavelength Dependence of Scattering Pattern 

To investigate the wavelength dependence of cellular scattering, scattering from the 
same cell was simulated for wavelengths of 514 mm, 780 nm, and 2/xm. The results 
are shown in Fig. 8. As evidenced by Fig. 8, changes in wavelength, even in the 
visible portion of the spectrum, produce significant changes in the scattering. As the 
wavelength increases with respect to the size of the scatterers, the number of peaks in 
the curves decreases. This can be qualitatively predicted from a decrease in the 
average Mie size parameter. 
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Figure 7 Scattering pattern of a collagen fiber. Curves shown are for three orientations of 
the collagen fiber with respect to an incoming plane wave along the +z axis. The collagen fiber 
was oriented along the x axis, y axis, and z axis, respectively. 
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Figure 8 Wavelength dependence of scattering pattern. The normalized scattering pattern of 
one cell is shown for three wavelengths (514 nm, 780 nm, 2/um). 



The FDTD model was also used to investigate the wavelength dependence of 
scattering cross section. Recently, Perelman et al. [40] presented a technique for 
extracting nuclear size distributions from measurements of tissue backscattering. A 
fundamental assumption of the technique is that the optical scattering cross section, 
cr s (k, I), of the nucleus of a cell can be predicted using the van de Hulst (anomalous 
diffraction) approximation [41], 



1 2 



sin(2S/k) /sin(5/A)V 



(4) 



where 8 = nn c l(m — 1), n c being the refractive index of cytoplasm, m is the refractive 
index of the nucleus relative to that of cytoplasm, and / the diameter of the nucleus. 
The van de Hulst approximation assumes that the nucleus of a cell can be modeled as 
a homogeneous sphere. 

Finite-difference time-domain predictions for optical scattering cross section 
for inhomogeneous nuclei were compared to results obtained using the van de 
Hulst approximation for wavelengths between 500 and 900 nm. The van de 
Hulst approximation was computed for 5 /xm diameter nucleus, m = 1 .04, sur- 
rounded by cytoplasm, n c = 1.36. Two sets of FDTD computations were consid- 
ered. First, the nucleus was modeled as a 5/xm sphere, m = 1.04, surrounded by 
cytoplasm, n c — 1.36. This produces the same results that would be predicted by 
Mie theory. The comparison of FDTD homogeneous sphere results to results from 
the van de Hulst approximation (Fig. 9) demonstrate that the van de Hulst 
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Figure 9 Scattering cross section versus wavelength for nucleus surrounded by cytoplasm. 
Three cases are shown. First, the van de Hulst approximation (anomalous diffraction approx- 
imation) is used to calculate scattering for a 5/im nucleus (m = 1.04; « cy t piasm = 1-36). 
Second, the FDTD model is used to calculate scattering for a homogeneous 5 /xm nucleus 
{m = 1.04; « cy topiasm = 1-36). Third, the FDTD model is used to calculate scattering for a 
heterogeneous 5 /im nucleus, with mean relative refractive index identical to the homogeneous 
case and spatial fluctuations ranging from 2 to 30, //.m -1 . 



approximation is valid in this wavelength and particle diameter region. For the 
second set of FDTD simulations, the nucleus was modeled as an inhomogeneous 
sphere surrounded by cytoplasm, with nuclear index uniformly distributed between 
m =1.01 and m = 1.07 (mean m = 1.04). The frequency of spatial variations ran- 
ged from 2 to 30/znT 1 . A 33 nm grid spacing was used for all wavelengths so that 
the same spatial frequency fluctuations could be simulated for all cases. As shown 
in Fig. 9, FDTD results for an inhomogeneous cell predict a cross section versus 
wavelength trend similar to that predicted by the van de Hulst approximations. 
However, the cross section values predicted for an inhomogeneous nucleus are a 
factor of 2-3 higher. 

16.3.5 Discussion 

An obvious question about a model as computationally intensive as the FDTD 
method is whether such an approach is really necessary. Are simple analytical 
descriptions of phase function such as those provided through Mie theory or 
Henyey-Greenstein approximations sufficient? It is our belief that simple analytical 
descriptions of cellular scattering are adequate for only some purposes. For instance, 
if a Monte Carlo model is used to calculate total tissue reflectance or transmittance, 
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approximations such as Henyey-Greenstein or Mie theory are likely to produce 
acceptable results. However, if the same Monte Carlo model is used to simulate a 
typical endoscopic situation, in which the light delivery and collection fibers are very 
near to each other, the choice of phase function will significantly affect the number of 
photons collected. The influence of phase function on light transport for small 
source-detector separations was demonstrated previously by Mourant et al. [42]. 
The results of their simulations demonstrate the necessity of choosing a phase func- 
tion that accurately reflects the probability of large-angle scatter when small source- 
detector separations are used. Accurate information about large-angle scattering is 
particularly critical in understanding the subcellular sources of OCT signals because 
most of the photons collected have been scattered through large angles. 

We believe that a more flexible and more realistic approach such as that 
provided by the FDTD solution is the only way to estimate the accuracy of current 
Mie theory and Henyey-Greenstein approximations. In addition, we believe that 
there is valuable information about the interaction of light with a single cell that 
can be obtained from our more complicated approach. For instance, we find that the 
overall shape of the nucleus influences small-angle scattering whereas the effects of 
small intracellular organelles, or high frequency index of refraction fluctuations, are 
more evident at larger angles. We believe that understanding these types of trends 
not only develops fundamental knowledge of the interaction of light with a single cell 
but also serves a practical purpose in facilitating the design of more effective optical 
diagnostic systems, by allowing prediction of changes in scattering as a function of 
cell morphology. 

Currently, limitations in the knowledge of cellular composition and dielectric 
structure make it difficult to construct a specific type of cell, simulate it, and con- 
clude that the obtained scattering pattern is exactly what would be obtained through 
experimental measurements of the scattering from that kind of cell. However, the 
simulations presented in this chapter clearly establish that scattering patterns change 
significantly depending on the cell's internal structure, the surrounding environment, 
and the wavelength of the illuminating light. Thus, the use of one phase function 
such as the Henyey-Greenstein phase function or a Mie theory approximation to 
represent a "typical" cell is probably unrealistic. Henyey-Greenstein phase functions 
have been shown to poorly describe large-angle scattering. This was documented by 
Mourant et al. [37] and is further supported by the experimental measurements 
presented in this work. Mie theory approximations are severely limited because 
they do not account for internal structures, which are expected to be the primary 
source of cellular scattering in in vivo measurements. 

The FDTD simulations document the influence of organelle volume fraction 
and refractive index on cellular scattering. Both volume fraction and refractive index 
of cell components will be highly variable in biological cells and will depend upon 
cell type. Although it is possible to qualitatively predict trends in phase function or 
scattering cross section as refractive index and volume fraction are varied, the FDTD 
method provides more quantitative information. The simulations suggest that it is 
possible to consider that increasing the size and spatial variations of the nucleus is 
analogous to changing organelle volume fraction. The similarity of cells simulated 
with specific morphology to those with randomly generated dielectric structure sug- 
gest that it is the overall frequency and magnitude of index of refraction fluctuations, 
rather than a particular spatial arrangement of cell components, that has the more 
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crucial effect on a cell's scattering pattern. The effect of high frequency fluctuations, 
which can be viewed as small scatterers, is particularly apparent at large angles. In a 
cell, high frequency fluctuations in refractive index might created by components 
such as microtubules, membranes, chromatin, or other organelle constituents. 

In summary, although computationally intensive, the FDTD method places no 
limitations on the geometry or index structure of the objects under question. The 
model can be used to study the effect of changes of wavelength and of cellular 
biochemical and morphological structure. The data obtained from the model can 
be used to obtain phase functions, scattering cross section, and anisotropy. As the 
data demonstrate, relatively small changes in internal structure, external medium, 
and wavelength can impact both phase function and scattering cross section. These 
changes in phase function and scattering cross section significantly influence the 
appearance of OCT images. 



16.4 THE INFLUENCE OF TISSUE MICROSTRUCTURE ON 
OCT IMAGES 

We now consider how changes in tissue microstructure affect OCT images. Most 
sources used in OCT have coherence lengths that limit the depth resolution to tens of 
micrometers. Even using high-powered, ultrafast laser sources of the shortest coher- 
ence length, the obtainable resolution is on the order of a few micrometers. With 
these specifications it is difficult to directly image even the largest organelle in a 
single (human) cell, the nucleus, which ranges between 5 and 15 /xm. However, the 
effects of subresolution particles have been experimentally observed in OCT images, 
in ways that are consistent with the predictions of the FDTD model presented in 
Section 16.3 [43-45]. 

Sergeev and colleagues [43] studied the effect of melanin on light scattering in 
tissue and the effect it had on OCT images. The FDTD model predicts increased 
scattering for a cell with melanin at all angles with respect to an amelanotic cell. 
This increase is most significant at large angles, where predicted scattering is 
increased by three to four orders of magnitude. The effect of this change in the 
scattering properties on OCT images was studied by imaging a pigmented nevus 
[43]. Although individual cells cannot be resolved in the OCT images obtained, 
they showed that by properly segmenting the image the regions of cells with 
melanin could be isolated. The isolated regions corresponded to areas of increased 
brightness in the OCT image. 

The effects of increased nuclear size in epithelial cells are also evident in mea- 
sured OCT images. The groups of Feldchtein [44] and Pitris [45] have shown images 
of cervical epithelium as it transitions from a normal region to a cancerous region. 
Figure 10 (see color plate) shows an image taken from Ref. 44 that illustrates this 
transition. At the left of the image, a layered structure is observed. The top layer, 
corresponding to the epithelium, shows characteristic relatively low backscatter with 
respect to the second connective tissue layer. To the right of the image, an invasive 
cancer of the uterine cervix is observed. Not only is the layered structure lost, but the 
backscatter of the epithelium is seen to increase with respect to the normal epithe- 
lium. This observation is consistent with the increased scattering cross section from 
cells with higher nuclear-to-cytoplasmic ratios. 
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Figure 10 Optical coherence tomographic image of the transition from normal epithelium 
(left) to pathological epithelium (right). (See color plate.) (Adapted from Ref. 44.) 



16.5 METHODS TO ENHANCE INTRINSIC CONTRAST 

Scattering properties may be modulated in an attempt to enhance optical differen- 
tiation between normal and diseased tissue. In this section we consider one particu- 
larly promising approach to induce changes in scattering properties: the application 
of acetic acid as an optical contrast agent. Acetic acid is already in routine clinical 
use as a contrast agent during colposcopic examination to identify atypical areas of 
the cervix that require biopsy. Addition of 1-6% acetic acid causes acetowhitening 
of many cervical epithelial abnormalities including cervical intraepithelial neoplasia, 
adenocarcinoma, invasive squamous cell carcinoma, and inflammation [46]. 
Numerous studies have documented the use of acetic acid to improve the detection 
of dysplastic regions of the cervix [47,48]. 

Although acetic acid can augment detection of cervical dysplasia missed by 
Papanicolau screening [49], the mechanism through which acetic acid produces selec- 
tive tissue whitening has never been fully elucidated. It has been suggested that acetic 
acid causes cross-linking of proteins, preventing light from passing through the 
epithelium. Because light does not penetrate to the underlying vessels, the epithelium 
appears white rather than pink. The effect is more pronounced in abnormal regions 
because these regions have a higher nuclear density and consequently a higher con- 
centration of protein [46]. We hypothesize that some of the same mechanisms that 
cause the visual whitening effect of acetic acid may also help improve contrast in 
optical imaging techniques based on single backscattering such as OCT and reflected 
light confocal microscopy. 

Smithpeter et al. [50] reported that acetic acid increases nuclear contrast in 
reflected light confocal images of human breast epithelial cells. Based on phase 
contrast microscopic experiments, we demonstrated that acetic acid induces spatial 
fluctuations in the nuclear refractive index. We hypothesized that these fluctuations 
increased backscattering from the nuclear region, resulting in clearer delineation of 
nuclear structure when cells were viewed using a reflected light confocal imaging 
system. Because both confocal microscopy and OCT rely on fluctuations of refrac- 
tive index to generate image contrast, the confocal imaging results are relevant to 
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OCT imaging techniques as well. Because confocal methods provide subcellular 
resolution, confocal images can provide useful insight into the microscopic tissue 
structures responsible for image contrast in OCT. To further investigate the potential 
of acetic acid as a contrast agent, we imaged normal and dysplastic cervical biopsies 
before and after acetic acid application. 

The confocal imaging system (A. = 808 nm) used to obtain the images presented 
in this section provides high contrast reflected light images of unstained biological 
samples at near video rate. Details of the instrumentation have been previously 
described [50]. The confocal system was used to obtain images of a colposcopically 
normal and a colposcopically abnormal biopsy from the same patient before and 
after addition of acetic acid. Results are shown in Fig. 11. The top row shows images 
of the colposcopically normal biopsy, and the bottom row contains images of the 
colposcopically abnormal biopsy, which contained a high grade lesion. In the left 
panel, the pre-acetic acid images of the abnormal biopsy show the cell outlines and 
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Figure 11 Top row: Images of normal cervical biopsy before (left) and after (right) applica- 
tion of 6% acetic acid. Bottom row: Images of colposcopically abnormal cervical biopsy 
before (left) and after (right) addition of 6% acetic acid. Illumination wavelength was 808 nm. 
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an occasional nucleus. The pre-acetic acid images of the abnormal biopsy show 
increased reflectivity of both the cell membranes and the nuclei. In addition, the 
cells are more crowded and irregularly spaced. Post-acetic acid images show 
increased signal from the nuclei in both the normal and abnormal biopsies. After 
confocal imaging, transverse frozen sections were cut and stained with hemotoxylin 
and eosin and were sent to an experienced pathologist for histological examination. 
Pathological diagnosis confirmed clinical expressions at the time of colposcopy. 

The results show that after the addition of acetic acid, images of tissue can be 
obtained that illustrate characteristic differences between normal and neoplastic 
tissue. Without the application of acetic acid, it is difficult to distinguish the nucleus 
from the cytoplasm of a cell because of low contrast. This suggests that to develop 
diagnostic applications of confocal microscopy, enhanced visualization of the 
nucleus may be required to facilitate the identification of morphological changes 
indicative of dysplasia such as increased nuclear size and irregular shape. We have 
achieved similar results using acetic acid on multiple cell lines and tissue types in 
both in vitro and in vivo situations, so we suspect that acetic acid will be useful for 
improving nuclear contrast in a variety of organ sites. 

Further work is needed to elucidate the underlying physical mechanisms 
responsible for the changes caused by acetic acid. Goniometric measurements have 
indicated increased scattering from cells after the addition of acetic acid [51]. 
Measurements of scattering cross section of cells before and after exposure to acetic 
acid also offer further evidence of enhanced scattering [36]. In addition, finite-dif- 
ference time-domain simulations of light scattering from inhomogeneous cells indi- 
cate increased scattering when cells are modeled with alterations in nuclear refractive 
index structure, based on phase contrast microscope images of cells before and after 
the addition of acetic acid [30]. Despite all of the evidence suggestive of heightened 
scattering due to acetic acid, the particular biochemical and morphological altera- 
tions caused by acetic acid that are responsible for the increase in scattering are not 
known. 

Although further work is necessary to elucidate the precise mechanisms 
responsible for acetowhitening, it is evident that contrast agents such as acetic 
acid may offer a simple, inexpensive means to enhance the diagnostic utility of 
scattering-based imaging modalities. The encouraging preliminary results achieved 
using acetic acid to enhance contrast in confocal reflected light images suggest that 
acetic acid might be a valuable contrast agent for OCT as well. 

Because the resolution of an OCT system is typically 10-20 /nm, whereas the 
resolution of a confocal microscope is closer to 1-2 /^m, the expected effect of acetic 
acid on an OCT image would be an apparent enhancement in brightness of those 
regions where scattering from nuclei had increased. It is important to recognize that 
changes in scattering, such as those induced by acetic acid, occur on a microscopic 
spatial scale well below the resolution of OCT imaging systems. However, these 
changes still impact OCT images. 

It is possible to observe the enhanced backscattering induced by the addition of 
acetic acid in OCT images. Figures 12 and 13 (see color plates) show the effect of the 
exposure of normal buccal mucosa in vivo to 6% acetic acid for 3 min. Figure 12 
shows the measurement site before the application of acetic acid, and Fig. 13 shows 
the same site after treatment with acetic acid. The figures were acquired with a fiber- 
optic probe-based system detailed in Ref. 52. For these measurements the system 
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Figure 12 In vivo OCT image of normal buccal mucosa. The intensity scale is in decibels of 
sample reflectivity. The figure shows a layered structure corresponding to the epithelium and 
connective tissue layers. (See color plate.) 



had a shot noise limited sensitivity of —102 dB, with a measured axial resolution of 
24 /xm. The dimensions of the images are 750 /xm (depth) by 840 /im (transverse). 
The intensity scale is in decibels of sample reflectivity. Figure 12 illustrates the typical 
layered structure of the buccal mucosa. The top layer corresponds to the epithelium, 
which is weakly scattering. It has a uniform depth of about 1 50 /xm. Immediately 
below the epithelium there is a thin layer of dense connective tissue. This layer 
measures about 75 /xm and is observed as a bright band across the width of the 
image. Underneath the dense connective tissue lies a layer of softer connective tissue. 
This layer is less scattering in the image. Blood vessels, an example of which 500 /xm 
deep and 400-500 /xm across is shown in Fig. 12, are often observed in the soft 
connective tissue layer. The depth of this layer exceeds the total imaging depth of 
the system. Figure 13 shows the same site as Fig. 12 after the application of 6% 
acetic acid for a period of 3 min. Note that the intensity scales in both figures are the 
same. Increased backscatter is observed from the epithelial layer, making it difficult 
to discern from the underlying connective tissue. A faint demarcation is observed at 
a depth of 300 /xm. This increased scattering is consistent with the simulations and 
measurements mentioned above. Increased scattering from the epithelial layer sig- 
nificantly reduces the maximum imaging depth. Figure 13 shows that OCT imaging 
is sensitive to changes induced by exogenous agents, even when these changes are of 
a scale smaller than the resolution of the technique. 
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Figure 13 In vivo OCT image of normal buccal mucosa (same site as Fig. 12) after exposure 
to 6% acetic acid for 3 min. The epithelium shows enhanced scattering, consistent with FDTD 
modeling, goniometric measurements, and confocal imaging. (See color plate.) 



16.6 SUMMARY 

Although it is clear that the large-scale, bulk optical parameters of a medium are 
important in the acquisition of OCT images, subresolution fluctuations of these 
parameters also affect the images significantly. Finite-difference time-domain mod- 
eling of the scattering characteristics of different tissues and tissue components 
provides a powerful tool with which to investigate their effect on OCT images. It 
also is an effective tool to investigate the changes in scattering induced by exogenous 
agents. The spatial resolution afforded by the technique has the added benefit of 
allowing the modeling of structures that closely resemble the morphological changes 
that occur throughout disease progression. FDTD modeling of these changes pro- 
vides a bridge between subresolution morphological changes and the scattering 
properties of cells and tissue. The information gained from simulations of changes 
in tissue microstructure can then be applied to predict changes in the signal detected 
in OCT. 
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17.1 INTRODUCTION 

The use of optical coherence tomography (OCT) to diagnose posterior segment 
disorders is the most mature clinical application of OCT. Approximately 120 OCT 
machines are in use in the United States. At our institution thousands of patients 
have been imaged, and OCT has improved our ability to accurately diagnose and 
document pathological conditions of the posterior segment. OCT has contributed to 
a better understanding of the pathogenesis of macular holes and vitreomacular 
traction and has provided a quantitative method of accurately detecting changes 
in retinal thickness due to diabetes, epiretinal membrane, and cystoid macular 
edema. 

The anatomy of the eye is well suited for transpupillary examination of the 
posterior segment using OCT. OCT has proven to be useful in the evaluation and 
management of a variety of disorders of the posterior segment. The application of 
OCT to these disorders will be discussed. 

The OCT images presented in this chapter were generated with a prototype 
OCT imager with the following specifications: center wavelength 800 nm; FWHM 
spectral bandwidth 30 nm; FWHM axial resolution 10 //m; FWHM lateral resolu- 
tion 40 fjbtn; reference arm scanning mechanism, galvanometric scanning; frame rate 
0.5 Hz; axial scan rate 50 Hz; axial scan length 3 mm; sample arm probe type, 
slitlamp biomicroscope. 
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17.2 OPTICAL COHERENCE TOMOGRAPHY OF THE NORMAL 
POSTERIOR SEGMENT 

One of the most attractive features of optical coherence tomography is the relative 
ease and rapidity with which the scans are performed and interpreted. The recogni- 
tion of pathology on OCT images requires familiarity with the OCT representation 
of the normal posterior segment. Figure la (see color plate) is an OCT image of a 
normal retina through the optic nerve and fovea. The posterior boundary of the 
neurosensory retina is well delineated by a highly reflective red layer corresponding 
to the retinal pigment epithelium and the choriocapillaris. The outer segments of the 
photoreceptors are represented by a dark layer of minimal reflectivity just anterior to 
the highly reflective band of the RPE and choriocapillaris. The inner margin of the 
retina, the nerve fiber layer, is represented by a red band due to bright backscatter 
that is easily seen in contrast to the nonreflective vitreous. Intervening structures 
between the highly reflective red bands of the RPE and nerve fiber layer are repre- 
sented as alternating layers of moderate and low reflectivity. This is due to the 
stratified structure of the retina with moderate backscatter from the fibrous inner 
and outer plexiform layers that are oriented perpendicular to the incident beam [1,2]. 
The nuclear layers have cell bodies that are oriented parallel to the incident beam 
and therefore have minimal backscatter and are represented by dark bands [1,2]. The 
retinal blood vessels are identified by their shadowing of deeper structures. 

Longitudinal surveillance of patients with macular disease is accomplished by 
obtaining six radial scans centered at the fovea [3]. Retinal thickness is then com- 
puted for 600 macular locations and displayed as a false color topographic map (Fig. 
lb). Retinal thickness is also reported as a numerical average in nine regions. 
Evaluation of the entire macular region is possible using the retinal thickness map. 
Tomograms of the optic nerve are obtained by scanning the nerve head around two 
radii of curvature (2.25 and 3.37 mm). The nerve fiber layer is then plotted schema- 
tically (Fig. lc). The nerve fiber layer is thickest in the superior and inferior quad- 
rants. Normal nerve fiber layer thickness is a mean of 148.6 /mi superiorly, 143.5 /zm 
inferiorly, 66.9 /Ltm temporally, and 117.2/xm nasally [4]. 

17.3 MACULAR DISEASE 

Optical coherence tomography (OCT) has become a valuable tool for a number of 
macular diseases, particularly those involving the vitreoretinal interface. OCT has 
led us to a better understanding of the anatomical relationships and pathogenesis of 
macular holes and epiretinal membranes and has also proven useful in the manage- 
ment of patients with age-related macular degeneration. The high resolution imaging 
of OCT also allows accurate longitudinal monitoring of patients with diabetic macu- 
lar edema and central serous chorioretinopathy. 

17.3.1 Macular Holes 

Traditionally, the diagnosis and staging of macular holes have been accomplished by 
using contact lens slitlamp biomicroscopy. There are a number of lesions such as 
partial thickness or lamellar holes, pseudoholes, and macular cysts that may be 
difficult to distinguish from full thickness macular holes. OCT facilitates the identi- 
fication of macular holes and aids in the staging according to the Gass classification 
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Figure 1 (a) Cross-sectional OCT image through the optic nerve and fovea of a normal 
subject, (b) Retinal thickness map of a normal macula. The numerical values are represented 
in micrometers and represent the average value of six radial scans centered at the fovea, 
(c) Tomogram of the optic nerve head with nerve fiber layer thickness represented in false 
color and numerically. (See color plate.) 
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of idiopathic macular holes: stage I, foveal detachment; Stage II, small full thickness 
hole; Stage III, fully developed, full thickness hole; and stage IV, fully developed 
hole with posterior vitreous detachment [5]. 

On OCT, a stage I macular hole appears as a decreased foveal depression with 
an abnormal, minimally reflective space beneath the neurosensory retina in the fovea 
(Fig. 2a) (see color plate). The foveolar detachment is consistent with Gass' stage I 
hole. Vitreous fibrils may be demonstrated inserting obliquely onto the fovea. An 
OCT image of a stage II hole demonstrates a flask-shaped full thickness defect (Fig. 
2b). The retinal defect in stage II holes is small, and eccentric stage II holes may have a 
flap of retina attached to their surface. Stage III holes demonstrate a larger full 
thickness defect without a retinal flap (Fig. 2c). OCT images of stage IV macular 
holes demonstrates a full thickness defect with complete separation of the vitreous 
(Fig. 2d). This is in contrast to stages I III, where the vitreous is usually seen inserting 
onto the retinal surface. Partial thickness holes, pseudoholes, and retinal cysts are 
readily distinguished from macular holes by using OCT. All of these disorders lack 
the full thickness defect and fluid cuff with its classic flask-shaped appearance. 





Figure 2 (a) OCT image of a stage I macular hole with loss of the foveal depression but no 
full thickness defect, (b) OCT image of a stage II macular hole showing a small full thickness 
macular hole with an eccentric flap of retinal tissue, (c) OCT image of a stage III macular hole 
with a larger full thickness flask-shaped retinal defect, (d) OCT image of stage IV macular 
hole with posterior vitreous detachment. (See color plate.) 
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Figure 2 (continued) 



Optical coherence tomography is also valuable for the longitudinal documen- 
tation of the progression of macular holes and can aid in the timing of surgical 
intervention. Approximately 50% of stage I macular holes will spontaneously 
improve, whereas the majority of stage II holes will progress to stage III [6]. 
This progression or resolution is easily demonstrated on OCT images. 
Additionally, patients with an idiopathic macular hole in one eye may be at 
increased risk for developing a macular hole in the fellow eye, and OCT may be 
used to evaluate the vitreoretinal interface and identify impending macular holes in 
fellow eyes [7]. 

17.3.2 Central Serous Chorioretinopathy 

Central serous chorioretinopathy (CSCR) is a common retinal disorder character- 
ized by idiopathic detachments of the neurosensory retina in the macular region [8]. 
OCT has proven useful for multiple purposes in CSCR. Small or shallow neurosen- 
sory detachments may be difficult to see clinically. Because of micrometer-scale 
resolution, OCT is capable of detecting neurosensory detachments that are difficult 
to detect by slitlamp biomicroscopy (Fig. 3) (see color plate). The contrast in optical 
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Figure 3 OCT image of a patient with CSCR revealing a small collection of fluid seen as an 
optically empty area beneath the highly reflective red RPE band. (See color plate.) 



reflectivity between the nonreflective serous fluid and the more highly reflective 
posterior boundary of the neurosensory retina allows detection of small amounts 
of subneurosensory fluid. OCT is also capable of imaging the same retinal area over 
time, making it a noninvasive method of monitoring the clinical course of patients 
longitudinally [9]. A frequent problem arises when CSCR is present in older patients 
or patients with drusen or pigmentary changes in the macula. OCT images may 
document the absence of subretinal neovascular complexes or detect abnormalities 
in the choriocapillaris and RPE and aid in distinguishing between subretinal neo- 
vascularization and CSCR. 



17.3.3 Epiretinal Membrane 

Epiretinal membrane is a preretinal proliferation of fibrocellular material that may 
occur in healthy eyes or eyes with a pathological condition such as inflammation or 
retinal breaks [10]. OCT is well suited for imaging epiretinal membranes regardless 
of their etiology and has been used to characterize epiretinal membranes secondary 
to trauma, inflammatory disease, proliferative disease, intraocular surgery, and 
idiopathic causes [11]. The appearance of epiretinal membranes on OCT images 
is variable, depending on how tightly adherent the membrane is to the retinal 
surface. Membranes that are tightly adherent to the retinal surface may appear 
as a contrast in reflectivity between the membrane and the surface of the retina. 
Some adherent membranes may show only a deepening of the foveal pit or the 
formation of a pseudohole (Fig. 4a) (see color plate). A tuft or edge of membrane 
may be seen in some cases. Occasionally, epiretinal membranes are clearly visible 
on OCT as reflective tissue anterior to the retinal surface (Fig. 4b). Membranes of 
this type are distinguished from the posterior hyaloid by the difference in thickness 
of the anterior reflective band, with epiretinal membranes having a thickener 
reflective band. 

Measurements of retinal thickness related to epiretinal membranes have shown 
correlation with visual acuity [11]. Furthermore, OCT images may be useful in 
predicting membranes that may be difficult to treat surgically and therefore aid in 
the timing of surgical intervention. 
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Figure 4 (a) OCT image of a pseudomacular hole with deepening of the foveal pit. Note 
that retinal tissue at the trough of the pseudohole. (b) OCT image of an epiretinal membrane 
showing skip areas of retinal adherence. (See color plate.) 



17.3.4 Age-Related Macular Degeneration 

Optical coherence tomographic images are useful in several aspects of age-related 
macular degeneration (ARMD). OCT has been used in nonexudative ARMD to 
characterize soft drusen and retinal pigment epithelial atrophy [12]. OCT has also 
been used to image detachments of the retinal pigment epithelium, detachments of 
the neurosensory retina, and subretinal neovascularization [12,13]. Soft drusen 
appear as focal elevations of the retinal pigment epithelial layer (Fig. 5a) (see 
color plate). Retinal pigment epithelial atrophy appears as enhanced backscatter 
from the choroid (Fig. 5b). In exudative ARMD, common pathologies such as ser- 
ous pigment epithelial detachment (PED), hemorrhagic PED, rlbrovascular PED, 
and neurosensory detachment have characteristic appearances. Serous PED presents 
as a focal elevation of the reflective RPE band over an optically empty clear space 
(Fig. 6a) (see color plate). The angle of elevation of the detachment is typically acute, 
possibly secondary to the tight adherence of the RPE cells to Bruch's membrane at 
the edge of the detachment. Hemorrhagic PED can be distinguished by the presence 
of a reflective band beneath the RPE reflective layer corresponding to the sub-RPE 
blood (Fig. 6b). OCT images of fibrovascular PED show a moderately reflective 
layer throughout the sub-RPE space beneath the detachment (Fig. 6c). 
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Figure 5 (a) Optical coherence tomographic image of soft drusen showing focal elevations 
of the RPE layer, (b) OCT image of RPE atrophy beneath the fovea. Note the increased 
reflectivity of the choroidal band in bright red. (See color plate.) 



Optical coherence tomography may also be useful in identifying subretinal neo- 
vascular complexes. For this purpose, OCT is used in conjunction with fluorescein and 
indocyanine green angiography. Subretinal neovascularization may be represented as 
a fibrovascular pigment epithelial detachment or as a well-defined or poorly defined 
membrane. Membranes that are well defined on fluorescein angiography typically 
appear as fusiform or discoid thickening of the reflective band of the RPE/chorioca- 
pillaris that extends anteriorly, elevating the RPE (Fig. 7) (see color plate). 
Membranes that are poorly defined on fluorescein appear as diffuse areas of reflectiv- 
ity beneath the RPE without discernible borders. A potential use for OCT is to localize 
choroidal neovascular membranes to either the sub-RPE space or the subretinal space. 
In such cases, OCT may be useful in identifying appropriate surgical candidates. 



17.3.5 Macular Edema 

Macular edema is a common complication of a number of retinal disorders such as 
diabetic retinopathy and retinal vascular disease as well as uveitis and intraocular 
surgery. Fluorescein angiography is the current gold standard for qualitative detec- 
tion of leakage from retinal vessels. It does have several limitations: It is minimally 
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Figure 6 (a) Optical coherence tomographic image of a serous pigment epithelium detach- 
ment (PED) showing the optically empty space beneath the RPE band, (b) OCT image of a 
hemorrhagic PED showing a reflective band beneath the retinal pigment epithelium, (c) OCT 
image of a fibrous PED showing moderate backscatter beneath the RPE, which is elevated. (See 
color plate.) 



invasive with known morbidity, results are difficult to reproduce, quantitative com- 
parison between subsequent angiograms is difficult, and the extent of leakage does 
not correlate with visual function [14]. OCT has the advantage of being a noninva- 
sive, objective, reproducible, and quantitative method of measuring retinal thickness 
[15]. Furthermore, retinal thickness measurements through the central fovea have 
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Figure 7 Optical coherence tomographic image of a well-defined subretinal neovascular 
membrane protruding forward beneath the RPE. (See color plate.) 



been shown to correlate with visual acuity [15]. This is clinically useful for a number 
of reasons. First, OCT images can display early retinal thickening before it is clini- 
cally evident to the average observer. Second, OCT images can be used to direct laser 
treatment of intraretinal thickening. Finally, OCT can be used to follow patients 
longitudinally either for worsening of edema or resolution of thickening after laser 
treatment. 

Macular edema is characterized on OCT by retinal thickening. Intraretinal 
areas of decreased reflectivity secondary to fluid accumulation may be present 
(Fig. 8a) (see color plate). Cystoid macular edema is classified by round, optically 
clear regions within the neurosensory retina (Fig. 8b). 

17.3.6 Vitreomacular Traction 

Vitreomacular traction is characterized by persistent vitreous attachment in the 
center of the macular causing traction on the retina. This may cause a cystoid 
configuration and result in decreased vision. OCT images of vitreomacular traction 
show incomplete detachment of the vitreous with persistent attachment to the inner 
retina in the macula (Fig. 9) (see color plate). Varying degrees of retinal involvement 
can be present, ranging from loss of the normal foveal pit to intraretinal thickening 
with a cystoid appearance. Longitudinal examinations may provide information as 
to the appropriate timing of surgical intervention. 

17.4 PERIPHERAL RETINAL DISORDERS 

The main clinical utility of optical coherence tomography in peripheral retinal dis- 
orders is the differentiation between retinal detachment and retinoschisis. These two 
entities may appear similar clinically. Optical coherence tomography is an objective 
and reproducible test capable of differentiating between these two disorders. 

Retinoschisis is a splitting of the layers of the retina in the outer plexiform layer 
that has an appearance similar to retinal detachment. In most cases, these two entities 
are distinguishable clinically. In cases where the diagnosis is not clear on the basis of 
clinical appearance, ancillary tests such as perimetry, laser photocoagulation, or B- 
scan ultrasound may be helpful. OCT is a reliable and objective method of distinguish- 
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Figure 8 (a) Optical coherence tomographic image through the fovea of a patient with 
diabetic macular edema. There is distortion of the retinal contour and retinal thickening, 
(b) OCT image of a patient with cystoid macular edema. Note the intraretinal cysts repre- 
sented by optically empty areas within the retina. (See color plate.) 




Figure 9 Optical coherence tomographic image of a patient with severe vitreomacular trac- 
tion and intraretinal edema. The vitreous is displayed attached to the macula. (See color plate.) 
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ing schisis from retinal detachment, although lesions anterior to the equator cannot be 
imaged unless there is a posterior component [16]. The appearance of retinoschisis is 
consistent with the known histopathology. The images display splitting of the neuro- 
sensory retina at the outer plexiform layer (Fig. 10) (see color plate). Retinal detach- 
ment appears as a detachment of the entire neurosensory retina from the RPE. 

17.5 OPTIC NERVE DISEASE 

Optical coherence tomography has provided a better understanding of optic nerve 
disorders, particularly optic nerve pits. Additionally, OCT may yet prove useful for 
the early diagnosis and monitoring of patients with glaucoma. 

17.5.1 Optic Nerve Pits 

Congenital pits of the optic nerve head occur in approximately one in 1 1 ,000 patients 
[17]. They consist of round or oval depressions in the optic disc, usually temporally. 
Serous macular retinal detachment complicates 25-75% of optic disc pits [18]. OCT 
images of eyes with optic nerve pits and serous macular retinal detachments show a 
retinoschisis type of cavity that appears to communicate with the optic pit (Fig. 11) 
(see color plate). OCT images of eyes with resolved serous detachments show deep 
excavations corresponding to the optic pit and frequently display cystoid and schisis 
types of retinal changes. Lincoff and coworkers [19] suggested that fluid emanated 
from the optic disc through a communication with the subarachnoid space, causing 
the formation of a retinoschisis-like cavity and the secondary development of a 
serous retinal detachment in the macular. OCT has been used to image eyes with 
optic nerve pits with and without serous macular detachments [20,21]. The images 
obtained suggest the development of cystoid- and schisis-like changes preceding 
serous macular detachment. 

17.5.2 Glaucoma 

The early diagnosis and early detection of glaucomatous progression are challenges 
that the ophthalmologist must face. Significant axon loss may precede the develop- 




Figure 10 Optical coherence tomographic image of a patient with retinoschisis. Splitting of 
the retina as the outer plexiform layer is evident. (See color plate.) 
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Figure 11 Optical coherence tomographic image of a patient with an optic nerve pit with a 
retinoschisis-like cavity within the retina. The schisis cavity communicates with the optic nerve 
pit. (See color plate.) 

merit of visual field defects and identifiable cupping [21]. Optical coherence tomo- 
graphy is a noninvasive modality that is capable of obtaining high resolution cross- 
sectional images of the optic nerve head (Fig. 12) (see color plate). Because of its high 
resolution, OCT is capable of detecting nerve fiber layer thinning before the onset of 
visual changes [4]. Reproducibility results for nerve fiber layer measurements are 
good, with a standard deviation of 10-20 fim [23]. Nerve fiber layer thickness mea- 
surements have been shown to have good correlation to histology and also to cor- 
respond to visual function [4]. Longitudinal use of nerve fiber layer measurements is 
an objective method of detecting early nerve fiber layer changes before they are 
evident by examination or visual field study. 
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Figure 12 Optical coherence tomographic image of a patient with severe glaucoma and 
thinning of the nerve fiber layer. Compare the numerical values to those of Fig. lc. (See color 
plate.) 
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Figure 13 Optical coherence tomographic image of a patient with papilledema. Note the 
increase in nerve fiber layer thickness. (See color plate.) 



17.5.3 Papilledema 

Optical coherence tomography has utility both in the evaluation of papilledema and 
in monitoring patients with papilledema for improvement. OCT images of papille- 
dema show loss of the optic cup and thickening of the nerve fiber layer (Fig. 13) (see 
color plate). 



17.6 SUMMARY 

The use of optical coherence tomography in the posterior segment has contributed to 
our understanding of the pathology of a number of disorders, particularly macular 
holes, vitreomacular traction, and optic nerve pits. OCT has found use in the eva- 
luation of patients with ARMD, CSCR, epiretinal membranes, macular edema, 
retinoschisis, and glaucoma. Furthermore, OCT is helpful in the longitudinal man- 
agement of patients with many disorders of the posterior segment. 
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18.1 INTRODUCTION 

Since optical coherence tomography (OCT) was introduced as a new imaging 
method in ophthalmology [1], many studies have been published on OCT investiga- 
tions of the posterior segment of the eye [2-7]. However, OCT can also be a useful 
tool in examining the anterior segment of the eye at microscopic resolution. It can be 
helpful to image and measure complex details of corneal pathologies and structural 
changes of the chamber angle and the iris. The ability to define the relationship of 
angle structures in cross section allows a new morphometric gonioscopy and imaging 
of these structures at high resolution, which may be potentially helpful in glaucoma 
research and treatment. Corneal thickness measurements by OCT can provide ther- 
apeutic control in refractive laser surgery. Because the commercially available OCT 
system is based on the fundus camera, it does not allow routine examinations of the 
anterior segment. Therefore only a few experimental studies of OCT measurements 
of the anterior segment have been published [8-10]. In these studies high two-dimen- 
sional resolution and excellent sensitivity have been demonstrated. To use examina- 
tion techniques familiar to ophthalmologists, OCT was adapted to a slitlamp, which 
allows comfortable and rapid measurements in routine clinical use of the anterior 
segment [11] and with a handheld 78 dpt lens of the posterior segment as well. 
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18.2 METHODS 

The images presented in this chapter were generated by a newly developed slitlamp- 
adapted OCT system. They demonstrate the potential and limitations of this tech- 
nique as a diagnostic and biometric tool for measurements of the anterior segment in 
healthy subjects and in patients with pathological changes. The slitlamp-adapted 
OCT system used a scanning module with a lateral scan range of 7 mm, attached 
to a normal slitlamp (see Figs. 1 and 2). The source was a superluminescent diode 
with a power of 1 mW and a center wavelength of 830 nm. The axial resolution 
achieved with this source was 13.5 lira.. Images were acquired using 1 00^400 A-scans 
with an axial scan frequency of 100 Hz. The total axial depth in the OCT images was 
1.5 mm. 

18.2.1 Cornea 

The slitlamp-adapted OCT system is capable of differentiating three corneal layers. 
The highest reflectivity is found at the epithelial-Bowman layer and at the Descemet- 
endothelial layer, whereas lower reflectivity is observed in the corneal stroma. An 
OCT image of a section of normal human cornea is shown in Fig. 3. It cannot be 
further differentiated between the epithelial layer and the Bowman's membrane or 
between the Descemet's membrane and the endothelial layer. In the corneoscleral 
junction the different arrangements of the collagen fibers in the cornea and sclera are 
responsible for the different optical properties in the two adjacent tissues, leading to 
a dramatic change in reflectivity. Conjunctiva, tenon, and sclera appear as only one 
highly reflective complex due to the highly scattering sclera, which limits OCT ima- 
ging of deeper structures. 




Figure 1 Photograph of a prototype of the slitlamp-adapted OCT system. The scanning 
module is integrated in a Haag-Streit (BQ 900) slitlamp (arrow). 
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Figure 2 Schematic diagram of the slitlamp-adapted OCT. The sample arm of the inter- 
ferometer is coupled into the slitlamp illumination. 




Figure 3 OCT image of a healthy human cornea in vivo with higher reflectivity of the 
epithelium and endothelium and lower reflectivity in the corneal stroma. The higher signal 
in the central area is caused by the perpendicular angle of the OCT beam to the arrangement 
of the collagen fibers in the cornea (100 Hz scanning rate, 200 axial scans, 5.5 mm x 2 mm). 
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18.2.2 Pachymetric Analysis and Photorefractive Laser Surgery 

Photorefractive laser surgery has proven successful correcting myopia, hyperopia, 
and astigmatism in recent years. An exact corneal thickness measurement prior to 
refractive ablation is essential to avoid over- or undercorrection; the corneal thick- 
ness measurement is called pachymetric analysis. OCT offers the possibility to per- 
form two-dimensional morphometric measurements of the cornea. An example is 
given in Fig. 4. Scanning the incident beam perpendicular to the surface of the 
cornea results in a central specular reflection in the OCT image. On the other 
hand, off-axis reflectivity drops rapidly. To measure the corneal thickness precisely, 
the OCT beam was directed perpendicularly to the corneal surface. Calibration was 
performed with a glass plate of defined thickness (148 /xm). The achievable precision 
of central pachymetry is less than 3 /xm. 

The optical path through the cornea is defined as the distance between the 
endothelial and epithelial maxima of the axial profile. The geometric thickness of 
the cornea equals the optical pathlengths divided by the group refractive index of the 
cornea, which was assumed to be 1.376 [12]. Measurements were performed in the 
center of the cornea, and the diameter of the scanning beam waist was 20 /xm. The 
center of the pupil was taken as reference. Preliminary results of corneal thickness 
OCT measurements showed good agreement with ultrasonic pachymetry. The med- 
ian central corneal thickness measured by OCT and by ultrasonic pachymetry was 
540 /xm and 546 /xm, respectively. The median difference was only 6/xm, which 
corresponds to a systematic underestimation with the corneal OCT of 1.2%. The 
double standard deviation of corneal thickness was 22 /xm, which resulted in an error 
(2SD/x mean )of4.1%. 
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Figure 4 Pachymetric measurement of a healthy human cornea in vivo showed an optical 
path of 776 /xm, which results in a corneal thickness of 562 /xm considering a refractive index 
of 1.38 (100 Hz, 200 scans, 5.5 mm x 2mm). 
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Pachymetric analysis during photorefractive laser therapy by OCT may 
improve the results of the therapy. OCT measurements demonstrated thinning of 
the cornea after removal of the epithelium and photorefractive excimer laser ker- 
atectomy (PRK) in myopic patients (Fig. 5). The amount of the ablation thickness 
could be quantified reproducibly by calculating the difference of pre- and post- 
operative measurements. In myopic patients a flattening of the corneal profile 
could be observed after PRK. By spherical fitting of the surface profile measured 
by OCT before and after PRK the change in corneal refraction (JED) can be 
calculated using the formula iED/dpt = 337.5 (mm/ Rq — mm/Ri) with R and 
R\ being the radius of curvature before and after PRK, respectively (Fig. 6). A 
limiting factor for the accuracy of corneal thickness measurements by OCT is the 
assumption of a constant refractive index of the human cornea before and after 
treatment. Interestingly, the contrast between corneal epithelium and stroma 
improves after PRK because of the slight haze, which means an increased opacity 
of the corneal stroma due to the wound healing process. Strong haze formation 
can be responsible for limited results in photorefractive laser treatment causing 
glare, particularly at night. It can occur centrally, sectorally, or arcuately, and 
the risk of haze increases with the thickness of cornea ablated. OCT may improve 
the investigation and quantitation of haze and haze formation. Future studies by 
OCT should analyze the posterior corneal surface as well, to improve the diagnosis 
of corneal changes such as keratectasies induced by PRK. 




Figure 5 Corneal OCT before and after PRK in a myopic patient (—5.5 diopters) showing 
corneal thinning and flattening after treatment. 
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Mathematical analysis of the surface profile shown in Fig. 3. Spherical fitting 
flattening of the radius of curvature of 1 .0 mm. 



Another alternative approach in photorefractive laser treatment is laser in situ 
keratomileusis (LASIK). During this procedure a thin corneal flap is created by a 
microkeratome, and the corneal stroma is treated by an excimer laser. OCT could 
allow non-contact in vivo control of the thickness of these corneal flaps during 
LASIK. 

A third refractive laser treatment is laser thermokeratoplasty (LTK), which 
was performed earlier by pulsed holmium-YAG lasers and replaced later by a cw 
infrared diode laser. In this treatment precise coagulation of the peripheral corneal 
stroma leads to a refractive correction. OCT was able to determine the location and 
the exact extent of lesions as shown in an image of a patient after treatment by LTK 
for hyperopia (Fig. 7). A precise biometric evaluation and documentation of the 
lesions and their dimensions were made possible by OCT. The thermal LTK effects 
were highly reflective, extending through almost the entire cornea and nearly reach- 
ing the endothelial cell layer. Koop et al. [10] compared morphological changes of 
the cornea measured by OCT with histological sections in enucleated porcine eyes 
after laser thermokeratoplasty and showed that OCT is able to deliver additional 
information without artificial changes caused by histological preparation. They con- 
cluded that OCT may be able to provide online control of the LTK parameters to 
improve the postoperative results and to avoid under- or overcorrection. 

In summary, our first results indicate that the slitlamp-adapted OCT system 
could become an important tool to improve and control photorefractive laser treat- 
ment and may offer the possibility to give new information about corneal wound 
healing after these procedures. OCT may also be able to deliver more information 
about wound healing processes in the cornea after phototherapeutic keratectomy 
(PTK), which is performed in patients with recurrent epithelial defects or pterygium, 
which resembles fibrovascular tissue arising from the conjunctiva extending onto the 
cornea. 
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Figure 7 Slitlamp-adapted OCT allowed visualization of laser effects in the cornea in a 
patient one week after holmium laser thermokeratoplasty. The laser effects (arrows) are 
hyperreflective and extend through almost the whole of the corneal thickness, nearly reaching 
the endothelium (100 Hz, 200 scans, 5.5mm x 2mm). 



With the existing OCT system it would also be possible to perform topogra- 
phical measurements of the cornea, analyze corneal curvature, and calculate corneal 
refraction. Limiting factors for corneal topography at the moment are the relatively 
long acquisition time for multiple images with resulting motion artifacts, often 
caused by patients' poor compliance, oculomotor dysfunctions, or reduced fixation. 
Further technical developments should aim to overcome these problems. 



18.2.3 Iris 

Optical coherence tomography could resolve the iris into three different layers — a 
highly reflective thick superficial layer, a lower reflective stroma, and a thin highly 
reflective posterior layer of iris pigment epithelium (Fig. 8). Changes in the super- 
ficial layers and in the configuration of the iris could be evaluated precisely as 
demonstrated in a patient with an anterior synechia, which is an incarceration of 
the iris in the cornea (Fig. 9). In this case OCT could deliver additional information 
by visualizing the separation of the iris layers, which could not be identified by the 
slitlamp examination alone. Another example is the channel of a Nd:YAG laser 
iridotomy, which could be clearly identified as open by OCT in a markedly higher 
resolution than by slitlamp microscopy (Fig. 10). Iridotomies are usually performed 
in glaucoma patients with acute angle closure or a narrow chamber angle to 
guarantee better circulation of aqueous from its production site, the ciliary body 
epithelium, to the site of outflow, which is the trabecular meshwork and Schlemm's 
canal located in the anterior chamber angle. 
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Figure 8 Optical coherence tomographic image of iris (/) and lens (L) in a healthy young 
patient in miosis. The highly reflective iris is shadowing structures located posterior to it. The 
lens capsule and nuclear region shows a higher reflectivity, whereas the cortex is hyporeflective 
(100 Hz, 200 scans, 5.5 mm x 2mm). 




Figure 9 Patient after perforating eye injury with an anterior synechia (arrow) and separa- 
tion of the iris layers (C = cornea, / = iris). This is one of the first images and was performed 
at 54 Hz, with 100 lateral scans resulting in reduced resolution (5.5 mm x 2 mm). 
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(a) 




Figure 10 Optical coherence tomographic image (100 Hz, 200 scans, 5.5 mm x 2 mm) of an 
acute angle glaucoma (/ = iris, C = cornea, AC = anterior chamber), (a) Pretreatment with a 
narrow chamber angle, (b) after YAG iridotomy with demonstration of the opening in the iris 
(arrow) and deepening of the anterior chamber. 



Other interesting ocular structures, which are clinically scarcely observable or 
not observable at all, such as the ciliary body, the zonular fibers located at the 
equator of the lens, the pars plicata, and the pars plana, were shadowed in OCT 
by the highly reflecting iris pigment epithelium, attenuating the incident light of an 
830 nm light source (Fig. 8). However, changes within the iris such as iris cysts and 
iris tumors can be visualized, monitored, and documented objectively to measure 
their size and control their possible growth. 



18.2.4 Anterior Chamber Angle 

As mentioned before, the anterior chamber angle is a very important structure in the 
eye. A narrow angle increases the risk of acute angle glaucoma. Also, structural 
changes in this area, such as fibrotic scar formation or new vessel growth, can 
cause a rise in intraocular pressure and may be detected earlier by OCT. Clinical 
examination and classification of the chamber angle is routinely performed by direct 
visualization using a gonioscopic lens. The classification according to Shaffer or 
Becker [14] is widely used but depends on the experience and subjective estimation 
of the individual examiner. Therefore, it is often difficult, if not impossible, to 
quantitatively compare follow-up examinations in glaucoma patients. Hence, there 
is a need for an objective method to measure and document the chamber angle pre- 
and post-treatment as seen in a patient after Nd:YAG laser iridotomy with post- 
operative deepening of the anterior chamber (Fig. 10). 
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Figure 11 Optical coherence tomographic image (100 Hz, 200 scans, 5.5 mm x 2 mm) of an 
open chamber angle and corneoscleral region. Shadowing of the most peripheral part of the 
angle and iris by the highly backscattering anterior part of the sclera. 



With the slitlamp-adapted OCT, the chamber angle could be visualized without 
using a gonioscopic lens and was demonstrated in high resolution cross-sectional 
images. This OCT system is an ideal device for the morphometry of the chamber 
angle in vivo, similar to histological sections but without artificial changes. OCT 
images can be taken in each position, and it seems reasonable to measure the angle at 
the 3, 6, 9, and 12 o'clock positions. An OCT image of an open angle is shown in Fig. 
1 1 . The ability of OCT to show the angle region in cross section allows quantitative 
measurements (Fig. 12). However, due to the curvature of the cornea it is not 
possible to get a perpendicular incident light beam over the whole scanning range. 
The OCT beam is refracted by the air/cornea interface if the incident angle of the 
beam is not perpendicular. To correct this refraction, the knowledge of the refractive 
index, the corneal curvature, and the distance from the cornea to the iris is needed. In 
the OCT system discussed here it was difficult to acquire this information because of 
the limited axial image depth of 2 mm. 

One more general limitation of this method so far is that the peripheral part of 
the iris and the anterior chamber angle region, essential for classification of the 
chamber angle, are shadowed by the anteriorly located highly backscattering part 
of the sclera (Fig. 1 1). To overcome this problem, measurements were performed at 
oblique incident angles. When the incident OCT beam was directed more obliquely, 
the chamber angle could be visualized completely, but the resulting distortion of the 
OCT images made it more difficult to quantify the chamber angle (Fig. 13). Another 
drawback is that structures like the trabecular meshwork and Schlemm's canal could 
not be identified because of shadowing properties of the anterior sclera. 
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Figure 12 OCT measurement of an open chamber angle (100 Hz, 200 scans, 
5.5 mm x 2 mm). Limitations are the missing reference point due to shadowing of the periph- 
eral iris and the uneven iris configuration. The refraction causes distortion of the OCT image, 
thus, quantitative measurements require mathematical correction (7 = iris, C = cornea). 




Figure 13 Optical coherence tomographic image of an open chamber angle from oblique 
incident angles. The values shown in the figure were measured directly from the scaled OCT 
images. Mathematical correction of the distortion was performed for each image, and the 
resulting value for each measurement was approximately 38°. 
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18.2.5 Transscleral OCT 

To penetrate highly reflective tissues like the sclera, the scleral spur, the iris pig- 
ment epithelium, or other hazy media such as corneal opacification, light sources 
with a wavelength longer than 830 nm could be useful. OCT images generated by 
an experimental prototype using a handheld applicator for dermatological exam- 
inations and a superluminiscent diode emitting at a wavelength of 1310 nm were 
promising. The number of lateral scans was varied between 100 and 400. In enu- 
cleated pig and human eyes the chamber angle could be fully visualized without 
shadowing by the anterior part of the sclera (Fig. 14) and were compared to 
histological sections. Furthermore, the ciliary body could be identified (Fig. 15). 
By the use of a 1310 nm light source the scleral-choroidal-retinal complex could be 
demonstrated and penetrated, enabling visualization of the vitreous (Fig. 16). With 
this experimental setup in vivo measurements of the complete anterior chamber 
angle in healthy volunteers could also be performed successfully (Fig. 17). 

18.2.6 Normal Lens and Cataract 

Optical coherence tomographic imaging of the lens, capsular bag and anterior vitr- 
eous was possible within the pupillary opening. OCT measurements of the human 
lens in a young healthy adult revealed a slightly increased reflectivity in the nuclear 
region and the lens capsule (Fig. 8). In patients with a nuclear cataract, the lens 
nucleus revealed markedly higher reflectivity than the cortex (Fig. 18). Because of the 
limited lateral depth of 2 mm, the entire thickness of the lens could not be visualized 




Figure 14 Optical coherence tomographic image of the chamber angle of an enucleated 
porcine eye using a light source of 1310 nm wavelength. Complete visualization without 
shadowing is possible. 
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Figure 15 Transscleral OCT image of an enucleated phtitic human eye showing an atrophic 
ciliary body (CB). The high reflective sclera can be penetrated by 1310 nm OCT. (Cornea = C, 
sclera = S). 




Figure 16 Optical coherence tomographic image measured on the equator of an enucleated 
porcine eye (1310 nm) showing hyporeflective zones that correspond to vitreous vacuoles in 
histological sections. (V = vitreous, S = sclera). 
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Figure 17 In vivo transscleral OCT measurement in a healthy human eye with a prototype 
of a 1310 nm OCT allowing complete visualization of the chamber angle. 




Figure 18 Optical coherence tomographic image of a senile nuclear cataract. The lens 
nucleus (N) corresponded to a higher reflectivity and appeared well demarcated in the 
OCT, whereas the lens cortex is hyporeflective (100 Hz, 200 scans, 5.5 mm x 2 mm). 
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in one OCT image. Combining several OCT images, however, measurement of the 
lens thickness was possible. 

The slitlamp-adapted OCT can serve as an important diagnostic tool by 
densitometric analyses of the human lens, correlating the reflectivity of lens 
opactities to morphological changes. This may offer an objective classification 
and a new grading system for cataract development which is otherwise possible 
only with the Scheimpflug camera system [15] or with a subjective method, the 
LOCS III test [16]. The latter test is a classification system based on a set of 
standard color photographic transparencies of cataract that can be used as refer- 
ences to classify lens opacities at the slitlamp. In a cataract model OCT was able 
to detect induced nuclear cataracts in enucleated calf eyes [8]. Experimental in 
vivo measurements in monkeys were performed by DiCarlo et al. [9], who con- 
verted the reflectivity to a qualitative grading system and correlated the results 
with the LOCS III test. 

18.2.7 Intraocular Lenses and Secondary Cataract 

The capsular bag, particularly if secondary cataract formation was present, could be 
visualized in vivo by OCT as a well-defined slightly hyperreflective bandlike structure 
(Fig. 19). Reflectivity of the bag increased with the thickness of secondary cataract 
formation and could be quantified by OCT. Also, the anterior vitreous could be 
examined by the slitlamp-adapted OCT system. 

Optical coherence tomographic measurements of lens, secondary cataract, 
and anterior vitreous are possible only within the pupillary opening and are very 
limited in eyes with small pupils. We examined patients with intraocular lenses of 




Figure 19 Optical coherence tomographic image of a pseudophacic patient with secondary 
cataract formation (100 Hz, 200 scans, 5.5 mm x 2 mm). Capsular bag showed hyperreflectiv- 
ity of the anterior (A) and posterior (P) capsular opacification in the OCT. The intraocular 
lens could not be visualized. 
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the three different materials, PMMA, acrylic, and silicone, which are the most 
common materials in use today in cataract surgery. The capsular bag could be 
identified but in no case could the intraocular lens itself be visualized by the OCT. 
The reason for this phenomenon is probably the homogeneous and extremely 
translucent material of the lenses and their smooth surface. Therefore only a 
punctate specular reflection could be detected, and no structure could be visualized 
within the OCT image. 

18.2.8 Potential and Limitations of OCT in the Anterior Segment 

Imaging in ophthalmology has considerably improved over recent years, but only 
selected techniques allow high resolution imaging of the anterior segment [15,17]. 
The first clinical experiences with the slitlamp-adapted OCT system, which was 
developed for routine clinical examinations of the anterior and posterior segments, 
are promising. OCT measurements performed with this system deliver high resolu- 
tion cross-sectional images of intraocular structures using the familiar slitlamp exam- 
ination technique, thus extending the use of OCT to the anterior globe. It allows a 
quick change between anterior and posterior segment examinations and provides 
exact and rapid biometric analyses of structures and dimensions in the anterior globe 
without direct contact or immersion techniques. Important clinical measurements 
include corneal thickness, corneal surface profile, corneal refraction, iris thickness, 
anterior chamber angle, lens thickness, and thickness of secondary cataract forma- 
tion. A drawback is that direct morphometric analysis is possible only for axial 
measurements. Off-axis measurements need further correction. For this correction, 
knowledge of the profile of the ocular structures anteriorly to the structure of interest 
is required. 

18.3 PERSPECTIVES 

Our preliminary results suggest a wide range of potential clinical and scientific 
applications for the slitlamp-adapted OCT system presented here for examination 
of the anterior segment of the eye. Further technical improvements will shorten the 
acquisition time and reduce motion artifacts. Optimization of the coherence signal 
demodulation and image processing can improve the sensitivity and contrast of the 
OCT images. Increasing the length of the lateral scans will provide a better analysis 
of the complete anterior segment. Simultaneous documentation of the scanned area 
in related color photographs will further improve the reproducibility of measure- 
ments and orientation within the images. 

Further studies will have to investigate the infrared OCT technique, which has 
the potential to replace ultrasound biomicroscopy. Current technical refinements 
and the slitlamp adaptation of OCT will improve imaging quality for the examina- 
tion of the anterior segment of the eye. 
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19.1 INTRODUCTION 

Developmental biology is a research field that has exploded within recent years due 
to advances in molecular biological techniques. The field seeks to answer fundamen- 
tal questions of how a single fertilized egg can develop into a multicellular complex 
organism. Developmental processes are directed via the expression of genes within 
the animal genome. If the expression of the genetic program is understood, then 
researchers can determine when and why failure occurs and how failure can be 
avoided. Aside from the inherent quest for this scientific knowledge, the research 
has long-ranging clinical applications to humans such as gene therapy, cloning 
research, and the treatment of genetic diseases. 

Optical coherence tomography (OCT) can produce high resolution cross-sec- 
tional images of biological issues in vivo and in real time [1-4]. OCT has been 
demonstrated for high resolution in vivo imaging of developmental processes, 
including morphological abnormalities and functional parameters [5-8]. With the 
advent of molecular biology and genetic techniques that can site-specifically modify 
the genome of animal models, OCT has been shown to be a useful tool for imaging 
and tracing the morphological and functional expression of the genetic code. OCT 
fills a niche between confocal microscopy and imaging modalities such at magnetic 
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resonance imaging (MRI) and ultrasound. High image resolutions (2-10 /xm) with 2- 
3 mm imaging penetration depths in scattering tissue permit the microscopic visua- 
lization of dynamic changes that occur during all stages of embryonic development. 
High speed OCT imaging enables functional assessment of developmental changes 
such as those within the cardiovascular system. By imaging developing specimens in 
vivo at near-histological resolutions, fewer animals will have to be killed at single 
time points for longitudinal studies. OCT permits the longitudinal tracking of mor- 
phological and functional development in single specimens. Thus, OCT promises to 
become a powerful and unique investigative tool for developmental biology. 

19.2 DEVELOPMENTAL BIOLOGY ANIMAL MODELS 

The field of developmental biology uses several common animal models ranging 
from prokaryotic bacteria and eukaryotic yeast to increasingly more advanced 
nematodes (worm, Caenorhabditis elegans), fish (zebra fish, Brachydanio rerio), 
insects (fruit fly, Drosophila melanogaster), amphibians (African frog, Xenopus lae- 
vis), birds (chicken, Callus domesticus), and small mammals (mouse, Mus musculus; 
rat, Rattus norvegicus). The lower species on the evolutionary tree are preferred for 
their ease of care and handling and their rapid reproductive cycles. Mice and rats are 
preferred for their close homology to humans, although even the single-cell yeast has 
a significant degree of homology. The advancements in molecular biological techni- 
ques have permitted researchers to site-specifically modify the genomes of these 
animal models. By modifying the genome and observing how mutations are 
expressed within the developing organism, locations and functions of specific 
genes can be determined. OCT can be applied to developmental biology to observe 
the expression of genes in vivo. 

The high resolution and high speed imaging capabilities of OCT make it well 
suited for imaging the small animal models used in developmental biology. These 
animal models are also interesting for demonstrating OCT because of their small 
size, ease of care and handling, variations in optical transparency, intact in vivo 
functioning organ systems, and high cellular mitotic rates. Common developmental 
animal models, namely amphibians and fish, are used in a series of experiments that 
not only demonstrate the capabilities of OCT as an imaging modality for biological 
microscopy and developmental biology but also demonstrate the principles of high 
resolution OCT imaging. 

19.3 IDENTIFICATION OF TISSUE MORPHOLOGY 

Improved imaging of morphological changes has the potential for offering new 
insight into the complex process of embryonic development. Imaging embryonic 
morphology that results from cellular differentiation is important for the under- 
standing of genetic expression, regulation and control. Several well-recognized ima- 
ging technologies are currently used to provide structural information about 
microscopic specimens. These include magnetic resonance imaging, computer tomo- 
graphy, ultrasound, and confocal microscopy. High resolution magnetic resonance 
imaging has been used to image the mouse embryonic cardiovascular system [9] as 
well as to produce in vivo cross-sectional images of early Xenopus laevis development 
[10,11] with resolutions of 12 /xm. Because the static and gradient magnetic fields 
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required to obtain these resolutions are orders of magnitude greater than those 
found in most clinical systems, this modality represents a technically challenging 
option that requires considerable skill from its operator in order to achieve high 
resolution images. High resolution computed tomographic imaging of fixed insect 
specimens revealed internal microstructure with 8-12 /zm resolution yet required an 
elaborate microfocusing instrument and image reconstruction algorithms [12]. 
Ultrasound backscatter microscopy using high frequencies (40-100 MHz) is capable 
of 50 /xm resolutions to depths of 4-5 mm and has been applied to the analysis of 
early embryonic development in the mouse [13]. To effectively image with ultra- 
sound, probes require contact with the tissue. 

The invention of the confocal microscope [14] and laser-scanning confocal 
microscopy has advanced the understanding of biological systems and their devel- 
opment largely due to the ability to selectively visualize biological specimens, cells, 
and subcellular constituents [15]. Transverse resolutions of 0.5/xm with 1 fira optical 
sections are possible [16]. Although confocal microscopy is superb for optically 
sectioning a specimen, imaging depths are limited to less than 500 /xm in nontran- 
sparent tissue [17]. Recent advances in confocal microscopy have successfully shown 
that in vivo confocal imaging is possible. Examples include the imaging of calcium 
dynamics in sea urchin eggs [18] as well as Xenopus oocytes [19] during fertilization. 
Obtaining in vivo images is difficult, however, primarily due to the toxicity of the 
products that are released when the fluorophores are excited by the incident laser 
radiation. This limitation, as well as limited imaging penetration, prevents biologists 
from imaging structures over time, at later developmental stages, and in highly 
scattering, optically opaque specimens. Currently, internal morphological changes 
occurring in later stages can be studied only with histological preparations at discrete 
time points. 

An in vivo means of imaging morphology is frequently needed to help identify 
the expressions of genes. Furthermore, observing and tracking morphological 
changes throughout development is useful for characterizing all aspects of genetic 
expression. OCT can perform high resolution, non-contact, cross-sectional tomo- 
graphic imaging in vivo with the potential to analyze the morphological changes in 
both semitransparent and highly scattering specimens during normal and abnormal 
development. Optical coherence tomographic imaging was performed on several of 
the commonly used animal models in order to establish baselines and demonstrate 
the domains of application for this technology [5-8]. To verify image representation 
of morphology, OCT images were correlated with standard histological observations 
of the specimen, the current gold standard for identifying morphological features 
during development. 

Optical coherence tomography has the ability to image specimens that are 
opaque to visible light because it uses wavelengths of light in the near-infrared 
region. Although most tissues appear opaque under visible light, they are relatively 
nonabsorbing in the near-infrared. Imaging depth using near-infrared light is limited 
by attenuation from optical scattering rather than absorption. All of the OCT ima- 
ging described in this chapter employed low coherence light sources with center 
wavelengths around 1300 nm. In general, a superluminescent diode was used for 
imaging stationary tissue structures. However, to achieve a sufficient signal-to-noise 
ratio (SNR), acquisition times were slow, ranging from 10 to 30 s depending on the 
image size. Because the SNR is proportional to the incident optical power, faster 

dramroo 



508 Boppart et ah 

OCT image acquisition requires higher optical powers. A solid-state Kerr lens mode- 
locked Cr 4+ :forsterite laser was used for high speed OCT imaging [20]. For both of 
these low coherence light sources, OCT imaging depths up to 3 mm were possible. 
Although this imaging depth is not as great as that of ultrasound, it is sufficient for 
imaging many anatomical features of interest in most developing embryos. 
Throughout this chapter, OCT imaging parameters specific to each study will be 
described. 

The first investigation of OCT in developmental biology examined the mor- 
phology of developing tadpoles [5]. For these studies, a superluminescent diode was 
used with a free-space longitudinal spatial resolution of 16/xm (as determined by the 
50 nm optical bandwidth of the low coherence light source). The transverse resolu- 
tion was set to be 30 /xm (as determined by the spot size of the light beam). Within 
the specimen, a longitudinal resolution of ~ 12 /Lint was determined by dividing the 
free-space resolution by the measured average index of refraction of the specimen 
[21], »= 1.35. 

The transverse resolution for the following OCT images was 30 /xm with a 
corresponding confocal parameter of 1.1 mm. The SNR was 109 dB. The fact that 
OCT uses low coherence light and detects light at selected echo time delays greatly 
discriminates against the detection of light that is multiply scattered. Whereas con- 
focal microscopy discriminates against unwanted light by using spatial filtering, 
photons can be multiply scattered into the spatial mode that is detected and degrade 
image quality [22]. 

Imaging studies were performed on several standard biological animal models 
commonly employed in developmental biology investigations. The animals used in 
these research studies were cared for and maintained under the established and 
approved protocols of the Committee on Animal Care, Massachusetts Institute of 
Technology, Cambridge, MA. OCT imaging was performed in Ranapipiens tadpoles 
(in vitro), Brachydanio rerio embryos and eggs (in vivo), and Xenopus laevis tadpoles 
(in vivo). Tadpoles were anesthetized by immersion in 0.5% Tricaine until they no 
longer responded to touch. Specimens were oriented for imaging with the optical 
beam incident from either the dorsal or ventral sides. After imaging, specimens for 
histology were euthanized in 0.05% Benzocaine for 30 min until no cardiac activity 
was observed. Specimens were fixed in 10% buffered formalin for 24 h, embedded in 
paraffin, sectioned, and stained with hematoxylin and eosin. 

To facilitate the registration between OCT images and corresponding histol- 
ogy, numerous OCT images were first acquired as desired anatomical locations at 
25-50 /xm intervals. Serial sectioning at 20 /xm intervals was performed during his- 
tological processing. Following light microscopic observations of the histology, OCT 
images from the same transverse plane in the specimen were selected in correspon- 
dence with the histological sections. 

To illustrate the ability of OCT to image developing internal morphology in 
optically opaque specimens, a series of cross-sectional images were acquired in vitro 
from the dorsal and ventral sides of a stage 49 (12 day) [23] Ranapipiens tadpole. The 
plane of the OCT image was perpendicular to the anteroposterior axis. Figure 1 
shows representative OCT images displayed in gray scale. The gray scale indicates 
the logarithm of the intensity of optical backscattering and spans a range of approxi- 
mately — 60 dB to — HOdB of the incident optical intensity. These images were 
7 mm x 3 mm, corresponding to 500 x 250 pixels with 12-bit resolution. 
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Figure 1 Rana pipiens tadpole. Images in left and right columns acquired from the dorsal 
and ventral sides, respectively, ea, ear; ey, eye; g, gills; h, heart; i, intestinal tract; m, medulla; 
rt, respiratory tract. Bar represents 1 mm. (From Ref. 5.) 



Features of internal architectural morphology can be clearly identified in the 
images. Identifiable structures in Fig. le include the midbrain, fourth ventricle of 
the brain, and medulla as well as the ear vesicle. The horizontal semicircular canal 
and developing labyrinths are observed. Internal morphology not accessible in one 
orientation due to the specimen size or shadowing effects was imaged by reorient- 
ing the specimen and scanning in the same cross-sectional image plane. The images 
in Figs lb, Id, and If were acquired with the OCT beam incident from the ventral 
side to image the ventricle of the heart, internal gills, and gastrointestinal tract. 
The image of the eye (Fig. la) differentiates structures corresponding to the cor- 
nea, lens, and iris. The corneal thickness, measured to be on the order of 10 fira, 
was resolved due to the differences in index of refraction between the water and 
the cornea. By imaging through the transparent lens, the incident OCT beam 
imaged several of the posterior ocular layers, including the ganglion cell layer, 
retinal neuroblasts, and choroid. The thickness of these layers were measured 
from the corresponding histology by using a microscope with a calibrated reticule. 
The thicknesses of the ganglion cell, retinal neuroblast, and choroid layers were 
10/i.m, 80/xm, and 26/Ltm, respectively, and demonstrate the high imaging resolu- 
tion of the OCT system. 

Retinal layers were not imaged throughout the entire globe because of shadow- 
ing effects from the highly backscattering iris and sclera, which attenuate the trans- 
mission of light to deeper structures directly below. A sharp vertical boundary 
demarcated the regions where light was transmitted through the lens and where 
light was shadowed. Variation of the specimen orientation will vary the shadow 
orientation and permit the imaging of different internal structures. 
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